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PARTIALLY EDENTULOUS 
EPIDEMIOLOGY, PHYSIOLOGY, 

AN D TERMI NOLOGY 


Tooth Loss and Age 
Consequences of Tooth Loss 
Functional Restoration With Prostheses 

Mastication 
Food Reduction 


Current Removable Partial Denture Use 
Need for Removable Partial Dentures 
Terminology 


This textbook focuses on what the clinician 
should know about partially edentulous 
patients to appropriately provide comfortable 
and useful tooth replacements in the form of remov- 
able partial dentures. Removable partial dentures are 
a component of Prosthodontics, which denotes the 
branch of dentistry pertaining to the restoration and 
maintenance of oral functions, comfort, appearance, 
and health of the patient by the restoration of natural 
teeth and/or the replacement of missing teeth and 
craniofacial tissues with artificial substitutes. 

Current practice in the management of partial 
tooth loss involves consideration of various types 
of prostheses (Figure 1-1). Each type of prosthesis 
requires use of various remaining teeth and/or tis- 
sues, and consequently demands appropriate appli- 
cation of knowledge and critical thinking to ensure 
the best possible outcome given the patient needs 
and desires. Although more than one prosthesis 
could serve the needs of a patient, any prosthesis 
should meet the basic objectives of prosthodontic 
treatment, which includes: (1) the elimination of oral 
disease to the greatest extent possible; (2) the preser- 
vation of the health and relationships of the teeth 
and the health of oral and paraoral structures, which 
will enhance the removable partial denture design; 
and (3) the restoration of oral functions that are 


comfortable, esthetically pleasing, and do not inter- 
fere with the patient's speech. It is critically impor- 
tant to emphasize that the preservation of health 
requires proper maintenance of removable partial 
dentures. To provide a perspective for understanding 
the impact of removable partial denture Prosthodon- 
tics, a review of tooth loss and its sequelae, func- 
tional restoration with prostheses, and prosthesis use 
and outcomes is in order. 

§ TOOTH LOSS AND AGE 


It should come as no surprise that tooth loss and age 
are linked. It has been documented that there is a 
specific tooth loss relationship with increasing age 
because some teeth are retained longer than others. 
It has been suggested that there is an interarch differ- 
ence in tooth loss, with the maxillary teeth lost 
before mandibular teeth. It has also been suggested 
that there is an intraarch difference, with posterior 
teeth lost before anterior teeth. Frequently the last 
remaining teeth in the mouth are the mandibular 
anterior teeth, especially the mandibular canines, 
and it is a common finding to see an edentulous 
maxilla opposing mandibular anterior teeth. 

If one accepts that tooth loss and age are linked, 
how will this impact current and future dental 
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Figure 1-1 A, Fixed partial dentures that restore missing anterior (#10) and posterior (#5, 13) 
teeth. Teeth bounding edentulous spaces are used as abutments. B, Clasp-type removable 
partial denture restoring missing posterior teeth. Teeth adjacent to edentulous spaces serve as 
abutments. C, Tooth-supported removable partial denture restoring missing anterior and pos- 
terior teeth. Teeth bounding edentulous spaces provide support, retention, and stability for 
restoration. D, Mandibular bilateral distal extension removable partial denture restoring 
missing premolars and molars. Support, retention, and stability are shared by abutment teeth 
and residual ridges. 


practice? Replacement of missing teeth is a common 
patient need and patients will demand it well into 
their elderly years. Current population estimates 
show that 13% of the United States population is 65 
years of age or older. By the year 2030 this percentage 
is expected to double, with a significant increase also 
expected worldwide. These individuals are expected 
to be in better health, and health care strategies for 
this group should focus on maintenance of active 
and productive lives. Oral health care is expected to 
be a highly sought after and significant component 
of their overall health care. 

Tooth loss patterns associated with age are also 
evolving. The proportion of edentulous adults has 
been reported to be decreasing, although this varies 
widely by state. However, it has been reported that the 


absolute number of edentulous patients needing care 
is actually increasing. M ore pertinent to this text, esti- 
mates suggest the need for restoration of partially 
edentulous conditions will also be increasing. An 
explanation for this is presented in an argument that 
62% of Americans of the "baby boomer" generation 
and younger have benefited from fluoridated water. 
The result of such exposure has been a decrease 
in caries-associated tooth loss. In addition, current 
estimates suggest patients are keeping more teeth 
longer, demonstrated by the fact that 71. 5% of 65- to 
74-year-old individuals are partially edentulous (mean 
number of retained teeth = 18. 9). It has been sug- 
gested that partially edentulous conditions are more 
common in the maxillary arch, and that the most 
commonly missing teeth are first and second molars. 
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■ CONSEQUENCES OF TOOTH LOSS 

With the loss of teeth the residual ridge no longer 
benefits from the functional stimulus it once experi- 
enced. Because of this, a loss of ridge volume— both 
height and width — can be expected. This finding is 
not predictable for all individuals with tooth loss, as 
the change in anatomy has been reported to be vari- 
able across patient groups. In general, bone loss is 
greater in the mandible than the maxilla, more pro- 
nounced posteriorly than anteriorly, and it produces 
a broader mandibular arch while constricting the 
maxillary arch. These anatomical changes can pre- 
sent challenges to prosthesis fabrication, including 
implant-supported prostheses and removable partial 
dentures. Associated with this loss of bone is the 
accompanying alteration in the oral mucosa. The 
attached gingiva of the alveolar bone can be replaced 
with less keratinized oral mucosa, which is more 
readily traumatized. 

The esthetic impact of tooth loss can be highly 
significant and may be more of a concern to a 
patient than loss of function. It is generally perceived 
that in today's society, loss of visible teeth, especially 
in the anterior region of the mouth, carries with it a 
significant social stigma. With the loss of teeth and 
diminishing residual ridge, facial features can change 
secondary to altered lip support and/or reduced 
facial height as a result of a reduction in occlusal 
vertical dimension. Restoring facial esthetics in a 
manner that maintains an appropriate appearance 
can be a challenge, and is a major factor in the 
restoration and maintenance decisions for various 
prosthetic treatments. 

■ FUNCTIONAL RESTORATION WITH 
PROSTHESES 

Individuals with a full complement of teeth report 
some variation in their levels of masticatory func- 
tion. The loss of teeth can lead a patient to seek care 
for functional reasons as they notice a diminished 
function to a level that is unacceptable to them. The 
level at which a patient finds function to be unac- 
ceptable varies among individuals. This variability 
increases with accelerating tooth loss. These vari- 
ables may be confusing to clinicians, who perceived 
that they have provided prostheses of equal quality 
to different patients with the same tooth loss pat- 
terns and yet achieve different patient reports of 
success. 

An understanding of these variations among indi- 
viduals with a full complement of teeth and those 
with prostheses can help clinicians formulate realistic 
treatment goals that can be communicated to the 
patient. A review of oral function, especially mastica- 
tion, may help interested clinicians better understand 


issues related to the impact of removable partial den- 
ture function. 

Mastication 

Though functionally considered as a separate 
act, mastication as part of the feeding contin- 
uum precedes swallowing and is not an end to 
itself. The interaction of the two distinct but 
coordinated aspects of feeding suggests some 
judgment of mastication termination or com- 
pleteness precedes the initiation of swallowing. 
Though the mastication-swallowing sequence is 
obvious, the interaction of the two functions is 
not widely understood and may be important to 
prosthesis use when removable partial dentures 
are considered. 

Mastication involves two discrete but well- 
synchronized activities: subdivision of food by 
applied force, and selective manipulation by the 
tongue and cheeks to sort out coarse particles and 
bring them to the occlusal surfaces of teeth for 
further breakdown. The initial subdivision or com- 
minution phase involves the processes of selec- 
tion, which is the chance that a particle is placed 
between the teeth in position to be broken, and 
breakage, which is the degree of fragmentation 
of a particle once selected. The size, shape, and 
texture of the food particles provide the sensory 
input that influences the configuration and area 
of each chewing stroke. The larger particles are 
selectively reduced in size more rapidly than fine 
particles in efficient mastication. The process of 
mastication is therefore greatly influenced by fac- 
tors that impact the physical ability to reduce food 
and to monitor the reduction process by neu- 
rosensory means. 

Food Reduction 

Teeth or prostheses serve the role of reducing food 
to a point ready for swallowing. An index of food 
reduction is described as masticatory efficiency, or 
the ability to reduce food to a certain size in a 
given time frame. It has been shown that there is a 
strong correlation between masticatory efficiency 
and the number of occluding teeth in dentate 
individuals, which would suggest variability of 
particle selection related to contacting teeth. Per- 
formance measures reveal a great deal of func- 
tional variability in patients with similar numbers 
of contacting teeth, and an even greater variability 
is seen within populations with greater loss of 
teeth (increasing degrees of edentulousness). 

Since occlusal contact area is highly correlated 
with masticatory performance, the loss of molar 
teeth would be expected to have a greater impact 
on measures of performance since the molar has a 
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larger occlusal contact area. This effect has been 
demonstrated in individuals with missing molars 
who reveal a greater number of chewing strokes 
required and a greater mean particle size before 


swallowing. The 
prepared to swa 


point at which an individual is 
low the food bolus is another 
measure of performance and is described as the 
swallowing threshold. Superior masticatory ability 
that is highly correlated with occlusal contact area 
also achieves greater food reduction at the swal- 
lowing threshold. Conversely, a diminished ability 
to chew is reflected in larger particles at the swal- 
lowing threshold. 

These objective measures, which show a bene- 
fit to molar contact in dentate individuals, are 
in conflict with some subjective measures from 
patients who express no perceived functional 
problems associated with having only premolar 
occlusion. This shortened dental arch concept 
has highlighted that patient perceptions of both 
functional compromise, as well as benefit, should 
be considered when deciding whether to replace 
missing molars. When the loss of posterior teeth 
results in an unstable tooth position, such as dis- 
tal or labial migration, tooth replacement should 
be carefully considered and is a separate situation 
from the shortened dental arch concept.^ r 

It has been reported that prosthetic replace- 
ment of teeth provides function that is often less 
than that seen in the complete, natural dentition 
state. Functional measures are closest to the nat- 
ural state when replacements are fixed partial 
dentures rigidly supported by teeth or implants, 
intermediate in function when replacements are 
removable and supported by teeth, lower in func- 
tion when replacements are removable and sup- 
ported by teeth and edentulous ridges, and lowest 
in function when replacements are removable 
and supported by edentulous ridges alone. 

Objective and subjective measures of a patient's 
oral function are often not in agreement. It has 
been shown that subjective measures of mastica- 
tory ability are often overrated compared with 
objective functional tests, and that for complete 
denture wearers the subjective criteria may be 
more appropriate in monitoring perceived out- 
comes. Some literature reports that removable 
partial dentures can be described by patients as 
adding very little benefit over no prostheses. How- 
ever, these findings could relate to a number of 
factors, including the lack of maintenance of the 
occluding tooth relationships, the limitations of 
this form of dental prosthesis for patient pop- 
ulations that may be unreliable in maintaining 
follow-up visits, and the intrinsic variation in 
patient response to prostheses. 


Food reduction is also influenced by the ability to 
monitor the process that is required to determine 
the point at which swallowing is initiated. As men- 
tioned earlier, the size, shape, and texture of food 
are monitored during mastication to allow modifi- 
cation in mandibular movement for efficient food 
reduction. This has been demonstrated in dentate 
individuals, given food particles of varying size and 
concentration suspended in yogurt, who revealed 
that increased concentrations and particle size 
required more time to prepare for swallowing 
(i. e., greater swallowing threshold). These findings 
suggest that the oral mucosa has a critical role 
in detecting characteristics necessary for efficient 
mastication. The influence of the removable partial 
denture on the ability of the mucosa to perform this 
role in mastication is not known. 
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CURRENT REMOVABLE PARTIAL 
DENTURE USE 


Given an understanding of the relationship between 
tooth loss and age, the consequences of tooth loss, 
and our ability to restore function with removable 
partial prostheses, what do we know about current 
prosthesis use for these conditions, and what are 
some common clinical outcomes? A recent study 
estimated 21. 4% prosthesis use among individuals 
aged 15 to 74. In the 55- to 64-year-old group, 22. 2% 
were found to wear a removable partial denture. This 
age group has the highest use of removable partial 
dentures among those reviewed. It has been sug- 
gested that the use of removable partial dentures 
among individuals aged 55 years or older is even 
greater. 

Analysis of this study provides some useful infor- 
mation for consideration. Partially edentulous indi- 
viduals not wearing a prosthesis were 6 times more 
likely to have missing mandibular teeth (19. 4%) than 
missing maxillary teeth (2. 2%). This might suggest 
more difficulty in the use of a mandibular prosthesis. 
The distribution of prostheses used in this large 
patient group is shown in Box 1-1. The prostheses in 
this large study were evaluated based on five techni- 
cal quality characteristics: integrity, excessive wear of 
posterior denture teeth, presence of temporary reline 
material or tissue conditioner or adhesive, stability, 
and retention. As seen in Table 1-1, a lack of stability 
was the most common characteristic noted. In the 
maxilla, lack of stability was seven times more preva- 
lent than lack of retention. In the mandible, lack 
of stability was 1. 8 times more prevalent than lack 
of retention. In another study, rest form, denture 
base extension, stress distribution, and framework 
fit were identified as being common flaws associ- 
ated with poor removable partial dentures. These 
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BOX 1-1 Distribution of Prostheses 


Removable partial dentures 
Complete dentures 
Combination 


RPD/RPD9.0%, 
CU/CL3.8%, 
CU/RPD11. 5%, 


RPD/-15. 3%,-/ RPD4. 5% 
CU / - 20. 7% 
RPD/CLO. 3% 


RPD, Removable partial denture; CU , complete upper denture; CL, complete lower denture. Natural teeth denoted with dash (-) 


1 TtTe 

1-1. Technical 

Quality Concerns for Removable Partia 

1 Dentures 



Lacks Stability 

Lacks Integrity 

Lacks Retention 

Reline/ Adhesive 

Excessive Wear 

1 Maxillary RPD 

43. 9% 

24. 3% 

6. 2% 

3. 9% 

21. 6% 

1 Mandibular RPD 

38. 2% 

13.2% 

21. 2% 

21. 6% 

7. 1% 


characteristics are directly related to functional sta- 
bility of prostheses. 

NEED FOR REMOVABLE PARTIAL 
DENTURES 

What does all this information mean to us today? It 
means a number of things that are important to 
consider. The need for partially edentulous care will 
be increasing. Patient use of removable partial den- 
tures has been high in the past and is expected to 
continue in the future. Some patients who are given 
the choice between an implant-supported prosthesis 
and a removable partial denture are not able to pur- 
sue implant care. This contributes to higher use of 
removable partial dentures. 

Finally, these findings suggest that we should strive 
to understand how to maximize the opportunity for 
providing and maintaining stable prostheses because 
this is the most frequently deficient aspect of remov- 
able partial denture service. Consequently, through- 
out this text the basic principles of diagnosis, mouth 
preparation, prosthesis design, fabrication, place- 
ment, and maintenance will be reinforced to improve 
an understanding of removable partial denture pros- 
theses care. 


IL 


TERMI NOLOGY 


Although, familiarity with accepted prosthodontic ter- 
minology would help in the understanding of the 
material in this and other dental textbooks, it is unreal- 
istic to expect a working knowledge of terminology to 
develop without clinical examples to reinforce learn- 
ing. Consequently, prosthodontic terms are introduced 
at this point in time and will be reinforced with clinical 
examples throughout the text (Figures 1-2 and 1-3). 


Additional terminology can be reviewed in The Glos- 
sary of Prosthodontic Terms 1 and a glossary of accepted 
terms in all disciplines of dentistry— M osby's Dental 
Dictionary. Both are excellent resources for spoken 
and written communication in Prosthodontics. 

Although the following is not meant to be a com- 
plete glossary of removable partial prosthodontic 
terminology, the definitions given are considered 
basic and are used throughout the text. The format of 
presentation is not alphabetical, and it is hoped that 
this creates only a minor inconvenience. 

The term appliance is correctly applied only to 
devices (such as splints, orthodontic appliances, and 
space maintainers) worn by the patient in the course 
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Figure 1-2 Mandibular framework designed for a partially 
edentulous arch with a Kennedy Classification II, modifica- 
tion 1 (see Chapter 3). Various component parts of the frame- 
work are labeled for identification. Subsequent chapters 
describe their function, fabrication, and use. A, Major con 
nector. B, Rests. C, Direct retainer. D, Minor connector. 
E, Guide plane. F, Indirect retainer. 
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Figure 1-3 Maxillary framework designed for a partially eden- 
tulous arch with a Kennedy Classification I (see Chapter 3). As 
in Fig. 1-2, component parts are labeled for identification. 
A, Major connector. B, Rests. C, Direct retainer. D, Minor 
connector. E, Guide plane. F, Indirect retainer. 


of treatment. A denture, an obturator, a fixed partia 
denture, or a crown is properly called a prosthesis. 
The terms prosthesis, restoration, and denture are 
equally acceptable terms and are used synonymously 
in this book. 

Support is defined as the foundation on which a 
dental prosthesis rests, or to hold up and serve as 
a foundation. Stability is defined as the quality of 
a prosthesis to be firm, stable, or constant and to 
resist displacement by functional, horizontal, or 
rotationa stresses. Retention is spoken of as that 
quality inherent in the denture that resists the verti- 
cal forces of dislodgment (e. g., the force of gravity, 
the adhesiveness of foods, or the forces associated 
with the opening of the jaws). Support, stability, and 
retention become more meaningful when they are 
thought of in terms of providing resistance to move- 
ment of a removable partial denture. 

A removable partial denture is a prosthesis that 
replaces some teeth in a partially dentate arch, and 
can be removed from the mouth and replaced at will. 
A complete denture is. a dental prosthesis that 
replaces all of the natural dentition and associated 
structures of the maxilla or mandible. It is entirely 
supported by tissues (mucous membrane, connec- 
tive tissues, and underlying bone). An interim, or 
provisional, denture is a dental prosthesis used for a 
short time for reasons of esthetics, mastication, 
occlusal support, or convenience, or for conditioning 
the patient to accept an artificial substitute for miss- 
ing natural teeth until a more definite prosthetic 
dental treatment can be provided. 

An abutment is a tooth, a portion of a tooth, or a 
portion of an implant that serves to support and/or 
retain a prosthesis. The term height of contour is 


defined as a line encircling a tooth, designating its 
greatest circumference at a selected position deter- 
mined by a dental surveyor. The term undercut, 
when used in reference to an abutment tooth, is that 
portion of a tooth that lies between the height of 
contour and the gingiva; when it is used in reference 
to other oral structures, undercut means the contour 
or cross section of a residual ridge or dental arch that 
would prevent the placement of a denture. The angle 
of cervical convergence is an angle viewed between 
a vertical rod contacting an abutment tooth and the 
axial surface of the abutment cervical to the height of 
contour. 

Two or more vertically parallel surfaces of abut- 
ment teeth shaped to direct a prosthesis during 
placement and removal are called guiding planes. 
Guiding plane surfaces are parallel to the path of the 
placement and parallel to each other; preferably 
these surfaces are made parallel to the long axes of 
abutment teeth. 

In a description of the various components of the 
partial denture, conflicting terminology must be rec- 
ognized and the preferred terms defined. A retainer 
is defined as any type of clasp, attachment, device, 
etc., used for the fixation, stabilization, or retention 
of a prosthesis. A retainer may be either intracoronal 
or extracoronal and can be used as a means of retain- 
ing either a removable or a fixed restoration. A direct 
retainer is that component of a removable partial 
denture used to retain or prevent dislodgment. It 
consists of a clasp assembly or precision attachment. 
A clasp assembly is the part of a removable partial 
denture that acts as a direct retainer and/or stabilizer 
for a prosthesis by partially encompassing or con- 
tacting an abutment. A clasp (direct retainer) is the 
component of the clasp assembly that engages a 
portion of the tooth surface and either enters an 
undercut for retention or remains entirely above the 
height of contour to act as a reciprocating element. 
Generally it is used to stabilize or retain a removable 
prosthesis. 

A bar clasp is a type of extracoronal retainer that 
originates from the denture base or framework, trav- 
erses soft tissue, and approaches the tooth undercut 
area from a gingival direction. In contrast, the term 
circumferential clasp is used to designate a clasp 
arm that originates above the height of contour and 
approaches the tooth undercut from an occlusal 
direction. Both types of clasp arms terminate in the 
area from the undercut to the height of contour, and 
both types provide retention through the resistance 
of metal to deformation rather than frictional resist- 
ance created by the contact of the clasp arm to the 
tooth. 

The current Glossary of Prosthodontic Terms 
replaces the term internal attachment with the term 
precision attachment, which refers to an interlocking 
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device, one component of which is fixed to an abut- 
ment or abutments, while the other is integrated into 
a removable prosthesis to stabilize and/or retain it. A 
semiprecision rest is a rigid metallic extension of a 
fixed or removable partial denture that fits into an 
intracoronal preparation in a cast restoration. 

The term indirect retainer denotes a part of a 
removable partial denture that assists the direct 
retainers in preventing displacement of distal exten- 
sion denture bases by resisting lever action from the 
opposite side of the fulcrum line. 

A major connector is the part of a removable par- 
tial denture that connects the components on one 
side of the arch to the components on the opposite 
side of the arch. A lingual bar connector is a compo- 
nent of the partial denture framework located lingual 
to the dental arch and above the moving tissues of 
the floor of the mouth but as far below the gingival 
tissues as possible. In the mandible, when the lingual 
bar major connector is attached to a thin, contoured 
apron adjacent to the lingual surfaces of the anterior 
teeth, it is designated a linguoplate. 

Any thin, broad palatal coverage that is used as a 
major connector is called a palatal major connector, 
or if it is of lesser width (less than 8 mm), it is called a 
palatal bar. A palatal major connector may be further 
described according to its anteroposterior location on 
the palatal surface, for example, as an anterior palatal 
major connector or a posterior palatal bar. The differ- 
entiation between a palatal bar and a palatal strap is 
somewhat subjective. A palatal strap is proportionally 
thinner and broader than a palatal bar. In this text- 
book a palatal major connector component that is 
less than 8 mm in width is referred to as a bar. 

The term rest is used to designate any component 
of the partial denture that is placed on an abutment 
tooth, ideally in a prepared rest seat, so that it limits 
movement of the denture in a gingival direction and 
transmits functional forces to the tooth. When a rest 
is placed on the occlusal surface of a posterior tooth, 
it is designated an occlusal rest. If the rest occupies a 
position on the lingual surface of an anterior tooth, it 
is referred to as a lingual rest. A rest placed on the 
incisal edge of an anterior abutment tooth is called 
an incisal rest. 

The residual bone, with its soft tissue that covers 
the underlying area of the denture base, is referred to 
as the residual ridge or edentulous ridge. The exact 
character of the soft tissue covering may vary, but it 
includes the mucous membrane and the underlying 
fibrous connective tissue. The oral tissues and struc- 
tures of the residual ridge supporting a denture base 
are referred to as the basal seat or denture founda- 
tion area. Denture base is used to designate the part 
of a denture (whether it is metal or is made of a 
resinous material) that rests on the residual bone 
covered by soft tissue and to which the teeth are 


attached. Resurfacing of a denture base with new 
material to make it fit the underlying tissue more 
accurately is spoken of as relining. Rebasing refers to 
a process that goes beyond relining and involves the 
refitting of a denture by the replacement of the entire 
denture base with new material without changing 
the occlusal relations of the teeth. 

The terms functional impression and functional 
ridge form are used to describe an impression and 
the resulting cast of the supporting form of the eden- 
tulous ridge. These terms have been accepted as 
meaning the form of the edentulous ridge when it is 
supporting a denture base. It is artificially created by 
means of a specially molded (individualized) impres- 
sion tray or an impression material, or both, that dis- 
places those tissues that can be readily displaced and 
that would be incapable of rendering support to the 
denture base when it is supporting functional load. 
Firm areas are not displaced because of the flow 
characteristics of the impression material, thus the 
tissues are recorded more nearly in the form they will 
assume when supporting a functional load. In con- 
trast, the static form of the edentulous ridge, as often 
recorded in a soft impression material— such as 
hydrocolloid or metallic oxide impression paste, is 
referred to as the anatomic ridge form and results 
when an impression tray is uniformly relieved. This is 
the surface form of the edentulous ridge when at rest 
or when not supporting a functional load. 

Perhaps no other terms in Prosthodontics have 
been associated with more controversy than have 
centric jaw relation and centric occlusion. The use 
of these terms in this text will follow the definitions 
in the seventh edition of The Glossary of Prosthodon- 
ticTerms. 

For complete dentures, centric occlusion is the 
occlusion that should be made to coincide with cen- 
tric relation for that particular patient. In an adjust- 
ment of natural occ usion the objective may be to 
establish harmony between centric relation and cen- 
tric occlusion. With removable partial dentures, the 
objective is to make the artificial occlusion coincide 
and be in harmony with the remaining natural occlu- 
sion. Ideally the natural occlusion will have been 
adjusted to harmonious contact in centric relation 
and be free of eccentric interference before occlusal 
relationships are established on the partial denture. 

Balanced occlusion is a term that describes the 
contact of opposing teeth. It is defined as the simul- 
taneous contacting of maxillary and mandibular 
teeth on the right and left in the anterior and poste- 
rior occlusal areas in centric or any eccentric posi- 
tion within the functional range. 

Functional occlusal registration is sufficiently 
descriptive and is used to designate a dynamic 
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registration of opposing dentition rather than 
the recording of a static relationship of one jaw to 
another. Though centric position is found some- 
where in afunctional occlusal registration, eccen- 
tric positions are also recorded, and the created 
occlusion is made to harmonize with all the glid- 
ing and chewing movements that the patient is 
capable of making. 

Cast is used most frequently in this text as a 
noun to designate an accurate and positive repro- 
duction of a maxillary or mandibular dental arch 
made from an impression of that arch. It is further 
designated according to the purpose for which it 
is made, such as diagnostic cast, master cast, or 
investment cast. The word cast is preferable to the 
term model, which should be used only to desig- 
nate a reproduction for display or demonstration 
purposes. 

The word cast may be used as an infinitive (to 
cast) or as an adjective (cast framework, or cast 
metal base). An investment cast also may be 
referred to as a refractory cast because it is com- 
pounded to withstand high temperatures without 
disintegrating and, incidentally, to perform cer- 
tain functions relative to the burnout and expan- 
sion of the mold. A refractory investment is an 
investment material that can withstand the high 
temperatures of casting or soldering. Plaster of 
Paris and artificial stone also may be considered 
investment if either is used to invest any part of a 
dental restoration for processing. Use of the term 
mold is also incorrect when referring to a repro- 
duction of a dental arch or a portion thereof. The 
word mold is used to indicate either the cavity 
into which a casting is made or the shape of an 
artificial tooth. 


A wax pattern is converted to a casting by the elim- 
ination of the pattern by heat, leaving a mold into 
which the molten metal is forced by centrifugal force 
or other means. Casting is therefore used most fre- 
quently as a noun, meaninga metal object shaped by 
being poured into a mold to harden. It is used prima- 
rily to designate the cast metal framework of a partial 
denture but also may be used to describe a molded 
metal denture base that is actually cast into a mold. 

Dental stones are used to form an artificial stone 
reproduction from an impression, and they are used 
as an investment or for mounting purposes. All den- 
tal stones are gypsum products. Use of the word 
stone in dentistry should be applied only to those 
gypsum materials that are employed for their hard- 
ness, accuracy, or abrasion resistance. 

A dental cast surveyor is an instrument used to 
determine the relative parallelism of two or more 
axial surfaces of teeth or other parts of a cast of a 
dental arch. This instrument is used to locate and 
delineate the contours and relative positions of abut- 
ment teeth and associated structures. 

Some controversy exists over the use of the terms 
x-ray, radiograph, and roentgenogram in dentistry. 
Examination of several recent textbooks on dental 
subjects finds usage divided between all three terms. 
However, in deference to the terminology preferred 
by the American Academy of Oral Roentgenology, the 
terms roentgenogram, roentgenographic survey, and 
roentgenographic interpretation are used herein. 

Use of the term acrylic as a noun is avoided. 
Instead it is used only as an adjective, such as acrylic 
resin. The word plastic may be used either as an 
adjective or a noun. In the latter sense, it refers to any 
of various substances that harden and retain their 
shape after being molded. The term resin is used 
broadly for substances named according to their 
chemical composition, physical structure, and means 
for activation or curing, such as acrylic resin. 


REFERENCES 

1. Glossary of prosthodontic terms, J Prosthet Dent; 81: 2. Mosby's dental dictionary, St. Louis, 2004, Mosby. 
41-110, 1999. 


2 


CLASP- RETA1 NED PARTIAL DENTURE 
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POINTS OF VIEW 

In Chapter 1 we introduced some of the basic dif- 
ferences between removable partial dentures and 
other types of prostheses. In this chapter we will 
highlight differences between the major categories 
of removable partial dentures by referencing the 
natural dentition and fixed partial dentures. 

Considering tooth replacement prostheses from a 
patient's perspective, the desire is to replace teeth 
that serve functional and social roles in their every- 
day life. In considering how well various types of 
prostheses may meet their specific needs, it is help- 
ful to consider what features of the original denti- 
tion—the gold standard in this instance— we strive 
to duplicate in the replacement. Although it is com- 
mon to find that the existing oral condition(s) does 
not easily allow complete restoration to the state of 
a fully dentate patient, considering the respective 
strengths and weaknesses of the prosthodontic 
options (compared with this "gold standard") helps 
identify realistic expectations. 

In this text the focus will be on a type of replace- 
ment prosthesis for patients with some, but not all, 
missing teeth. The replacement prosthesis ideally 
should provide the function and a level of comfort as 
equivalent as possible to a normal dentition. To do 
this, stability while chewing is a primary focus of 
attention, and we should strive to determine what is 


required to ensure it. If the prosthesis will be visible 
during casual speaking, smiling, and/or laughing, it 
is obvious that the replacement should look as natu- 
ral as the surrounding environment. In summary, 
tooth replacement prostheses should provide a 
combination of several features found with natural 
teeth: socially acceptable in appearance, comfort- 
able and stable in function, and these should be 
maintained throughout their serviceable lifetime at 
a reasonable cost. 

Tooth- Supported 

For partially edentulous patients the prosthetic 
options available include natural tooth-supported 
fixed partial dentures, removable partial dentures, 
and implant-supported fixed partial dentures. How 
well these options restore and maintain the features 
of natural teeth mentioned above depends to a large 
extent on the numbers and location of the missing 
teeth. The major categories of partial tooth loss (see 
Chapter 3) are those (1) with teeth anterior and pos- 
terior to the space (a tooth-supported space) and 
(2) those with teeth either anterior or posterior to the 
space (a tooth- and tissue-supported space). All of 
the prosthetic options listed are available for the 
tooth-bound space (though not necessarily are they 
all indicated for every clinical situation), but only 
removable partial dentures and implant-supported 
prostheses are available for the distal extension. 
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Removable partial dentures can be designed in 
various ways to use abutment teeth and supporting 
tissue for stability, support, and retention of the pros- 
thesis. When dealing with the tooth-bound spaces the 
removable partial denture in some respects is like a 
fixed partial denture because natural teeth alone pro- 
vide direct resistance to functional forces. Because 
natural teeth support the prosthesis, it should not 
move under these functional forces. In this condi- 
tion the interface between or relationship of the 
removable partial denture framework and abutment 
teeth should be designed to take advantage of the 
tooth support— similar to the relationship between a 
fixed partial denture retainer and prepared tooth. 
This means providing positive vertical support (rest 
preparations) and a restrictive angle of dislodgment 
(opposing guide planes). Put another way, when the 
removable partial denture is selected for a tooth- 
bound situation, stability under functional load 
should be as well controlled as that seen when a fixed 
partial denture is used if appropriate tooth prepara- 
tion is provided. Since the removable partial denture 
clasps do not completely encircle the tooth as a fixed 
partial denture retainer, they must be designed to 
engage more than half the circumference to allow the 
prosthesis to maintain position under the influence 
of horizontal chewing loads. It should be obvious that 
careful planning and execution of the necessary natu- 
ral tooth contour modifications are required to assure 
movement control and functional stability for remov- 
able partial dentures supported by teeth. The similar- 
ities between the prosthesis-tooth interface for fixed 
partial dentures and removable partial dentures are 
highlighted to emphasize the modification principles 
required to assure stability for movement control in 
removable partial dentures. Over time the natural 
tooth support can be maintained like the fixed partial 
denture. Chapter 14 helps explain how this is accom- 
plished when producing natural tooth modifications 
or surveyed crowns. 

Tooth- and Tissue-Supported 

For removable partial dentures that do not have 
the benefit of natural tooth support at each end of 
the replacement teeth (the extension base removable 
partial denture), it is necessary that the residual ridge 
be used to assist in the functional stability of the pros- 
thesis. When a removable partial denture is selected 
for a tooth-tissue-supported arch, the prosthesis must 
be designed to allow functional movement of the base 
to the extent expected by the residual ridge mucosa. 
This mucosa movement "extent" is variable, but for 
healthy residual ridge (masticatory) mucosa, move- 
ment from 1 to 3 mm can be expected. Consequently, 
unlike the tooth-bound space, tooth modification 
for the tooth-tissue-supported prosthesis must be 
designed with the dual goal of framework tooth 


contact to allow appropriate functional stability from 
the tooth but with allowance for the anticipated verti- 
cal and/ or horizontal movement of the extension base. 
This introduces the concept of anticipated movement 
with a prosthesis and suggests our role in designing 
prostheses to appropriately control the movement. 
Additionally, since the tissue support in the tooth- 
tissue removable partial denture predictably changes 
with time, to continue to maintain movement control 
we must carefully monitor our patients to maintain 
support and assure maximum prosthetic function. 

The clasp-retained partial denture, with extra- 
coronal direct retainers, is probably used a hundred 
times more than is the precision attachment partial 
denture (Figure 2-1). Although the clasp-retained 
partial denture has disadvantages, for reasons of cost 
and time devoted to fabrication, it will continue to be 
widely used because it is capable of providing physi- 
ologically sound treatment for most patients needing 
partial denture restorations. The following are some 
of the possible disadvantages of a clasp-retained 
partial denture: 

1. Strain on the abutment teeth often is caused by 
improper tooth preparation, clasp design, and/or 
loss of tissue support under distal extension par- 
tial denture bases. 

2. Clasps can be unesthetic, particularly when they 
'i are placed on visible tooth surfaces. 

3. Caries may develop beneath clasp components, 
especially if the patient fails to keep the prosthesis 
and the abutments clean. 

Despite these disadvantages, the use of removable 
prostheses may be preferred whenever tooth-bounded 
edentulous spaces are too large to be restored safely 
with fixed prostheses or when cross-arch stabilization 
and wider distribution of forces to supporting teeth 
and tissues are desirable. Fixed partial dentures, how- 
ever, should always be considered and used when 
indicated. 

The removable partial denture retained by internal 
attachments eliminates some of the disadvantages 
of clasps, but it also has other disadvantages— one 
of which is too great a cost for a large percentage of 
patients needing partial dentures. However, when the 
alignment of the abutment teeth is favorable, the 
periodontal health and bone support are adequate, 
the clinical crown is of sufficient length, the pulp 
morphology can accommodate the required tooth 
preparation, and the economic status of the patient 
permits, an internal attachment prosthesis is unques- 
tionably preferable for esthetic reasons. In most 
instances, if the extracoronal clasp-retained partial 
denture is designed properly, the only advantage of 
the internal attachment denture is esthetics because 
abutment protection and stabilizing components 
should be used with both internal and external 
retainers. However, economics permitting, esthetics 
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Figure 2-1 A, Maxillary and mandibular clasp-retained removable partial dentures. All 
clasps are extracoronal retainers (clasps) on abutments. B, Prostheses from (A) shown intra- 
orally in occlusion. C, Maxillary prosthesis using intracoronal retainers and full palatal cov- 
erage. The male portions of the attachments are shown at the mesial position of the artificial 
teeth and will fit into intracoronal rests. D, Internal attachment prosthesis in the patient's 
mouth. Note the precise fit of male and female portions of the attachments. 


alone may justify the use of internal attachment 
retainers. Injudicious use of internal attachments can 
lead to excessive torsional load on the abutments 
supporting distal extension removable partial den- 
tures, especially in the mandible. 

The use of hinges or other types of stress breakers 
is discouraged in these situations. It is not that they 
are ineffective, but they are frequently misused. As 
an example, in the mandibular arch, a stress-broken 
distal extension partial denture does not provide 
for cross-arch stabilization and frequently subjects 
the edentulous ridge to excessive trauma from hori- 
zontal and torquing forces. Therefore a rigid design 


is preferred, and some type of extracoronal clasp 
retainer is still the most logical and frequently usee . 
It seems likely that its use will continue until a more 
widely acceptable retainer is devised. 

As reviewed in Chapter 1, the most commonly 
cited problem associated with removable partial den- 
tures was instability. Healthy natural teeth should not 
move when used, therefore, we should strive to pro- 
vide and maintain as stable a prosthesis as possible 
given the means available. How do we assure func- 
tional stability? By understanding that a removable 
partial denture can move under function (since it is 
not cemented to teeth like a fixed partial denture). 
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We should take steps to prescribe the necessary 
prosthetic fit to teeth (and tissue) to control the 
movement as much as possible. This entails provid- 
ing appropriate natural tooth mouth preparations, 
ensuring an accurate frame fit at tooth and tissue, 
providing a simultaneous contacting relationship 
between natural and prosthetic opposing teeth, and 
providing and maintaining optimum support from 
the soft tissue and teeth. 

As we will review in Chapter 4, control of the antic- 
ipated movement of your prosthesis is addressed by 
assigning the appropriate component part of the 
prosthesis to contact/engage the tooth or tissue in 
a manner that allows movement and removal of the 
prostheses. Are there movements that we should 
control for that are more important than others? Of 
course we need to resist movement away from the 
teeth and tissue to prevent prostheses falling out of 
mouths. However, the most damaging forces are those 
from functional closure while chewing (and in some 
patients parafunction). Consequently, control of com- 
bined vertical (tissue wound) and horizontal move- 
ment is most critical and places a premium on tooth 
modifications (rest and stabilizing component prepa- 
rations) and verifying adequate fitting of the frame to 
the teeth. 

1 SIX PHASES OF PARTIAL DENTURE | J 
SERVI CE I 

Partial denture service may be logically divided 
into six phases. The first phase is related to patient 
education. The second phase includes diagnosis, 
treatment planning, design of the partial denture 
framework, treatment sequencing, and execution of 
mouth preparations. The third phase is the provision 
of adequate support for the distal extension denture 
base. The fourth phase is establishment and verifica- 
tion of harmonious occlusal relationships and tooth 
relationships with opposing and remaining natural 
teeth. The fifth phase involves initial placement pro- 
cedures, including adjustments to the contours and 
bearing surfaces of denture bases, adjustments to 
ensure occlusal harmony, and a review of instructions 
given the patient to optimally maintain oral structures 
and the provided restorations. The sixth and final 
phase of partial denture service is follow-up services 
by the dentist through recall appointments for peri- 
odic evaluation of the responses of oral tissue to 
restorations and of the acceptance of the restorations 
by the patient. The following is an overview of these 
phases. The context of each phase is discussed in 
greater detail in the respective chapters of this book. 

Education of Patient 

The term patient education is described in Mosby's 
Dental Dictionary as "the process of informing a 


patient about a health matter to secure informed 
consent, patient cooperation, and a high level of 
patient compliance. " 

The dentist and the patient share responsibility 
for the ultimate success of a removable partial den- 
ture. It is folly to assume that a patient will have an 
understanding of the benefits of a removable partial 
denture unless he or she is so informed. It is also 
unlikely that the patient will have the knowledge to 
avoid misuse of the restoration or be able to provide 
the required oral care and maintenance procedures 
to ensure the success of the partial denture unless he 
or she is adequately advised. 

The finest biologically oriented removable partial 
denture is often doomed to limited success if the 
patient fails to exercise proper oral hygiene habits or 
ignores recall appointments. Preservation of the oral 
structures, one of the primary objectives of prostho- 
dontic treatment, will be compromised without the 
patient's cooperation in oral hygiene and regular 
maintenance visits. 

Patient education should begin at the initial 
contact with the patient and continue throughout 
treatment. This educational procedure is especially 
important when the treatment plan and prognosis 
are discussed with the patient. The limitations 
imposed on the success of treatment through failure 
of the patient to accept responsibility must be 
explained before definitive treatment is undertaken. 
A patient will not usually retain all the information 
presented in the oral educational instructions. For 
this reason, patients should be given written sugges- 
tions to reinforce the oral presentations. 

Diagnosis, Treatment Planning, Design, Treatment 
Sequencing, and Mouth Preparation 

Treatment planning and design begin with thorough 
medical and dental histories. The complete oral 
examination must include both clinical and radio- 
graphic interpretation of (1) caries, (2) the condition 
of existing restorations, (3) periodontal conditions, 
(4) responses of teeth (especially abutment teeth) and 
residual ridges to previous stress, and (5) the vitality 
of remaining teeth. Additionally, evaluation of the 
occlusal plane, the arch form, and the occlusal rela- 
tions of the remaining teeth must be meticulously 
accomplished by clinical visual evaluation and diag- 
nostic mounting. After a complete diagnostic exami- 
nation has been accomplished and a removable 
partial denture has been selected as the treatment of 
choice, a treatment plan is sequenced and a partial 
denture design is developed based on the support 
available. 

The dental cast surveyor (Figure 2-2) is an absolute 
necessity in any dental office in which patients are 
being treated with removable partial dentures. The 
surveyor is instrumental in diagnosing and guiding 
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Figure 2-2 Dental cast surveyor facilitates the design of a 
removable partial denture. It is an instrument by which paral- 
lelism or lack of parallelism of abutment teeth and other oral 
structures, on a stone cast, can be determined (magnified 
view shows parallel guide plane surface). Use of the surveyor 
is covered in succeeding chapters. 


the appropriate tooth preparation and verifying that 
the mouth preparation has been performed correctly. 
There is no more reason to justify its omission from a 
dentist's armamentarium than there is to ignore the 
need for roentgenographic equipment, the mouth 
mirror and explorer, or the periodontal probe used 
for diagnostic purposes. 

Several moderately priced surveyors that ade- 
quately accomplish the diagnostic procedures neces- 
sary for designing the partial denture are available. In 
many dental offices, this most important phase 
of dental diagnosis is delegated to the commercial 
dental laboratory because this invaluable diagnostic 
tool is absent or because the dentist is apathetic. This 
situation places the technician in the ro e of diagnos- 
tician. Any clinical treatment based on the diagnosis 
of the technician remains the responsibility of the 
dentist. This makes no more sense than relying on 
the technician to interpret roentgenograms and to 
render a diagnosis. 

After treatment planning, a predetermined sequence 
of mouth preparations can be performed with a defi- 
nite goal in mind. It is mandatory that the treatment 
plan be reviewed to ensure the mouth preparation 


necessary to accommodate the removable partial 
denture design has been properly sequenced. Mouth 
preparations, in the appropriate sequence, should be 
oriented toward the goal of providing adequate sup- 
port, stability, retention, and a harmonious occlusion 
for the partial denture. Placing a crown or restoring a 
tooth out of sequence may result in the need to 
restore teeth that were not planned for restoration, 
or it may necessitate remaking a restoration or even 
seriously jeopardizing the success of the removable 
partial denture. Through the aid of diagnostic casts 
on which the tentative design of the partial denture 
has been outlined and the mouth preparations have 
been indicated in colored pencil, occlusal adjust- 
ments, abutment restorations, and abutment mod- 
ifications can be accomplished. 

Support for Distal Extension Denture Bases 

The third of the six phases in the treatment of a 
patient with a partial denture is obtaining adequate 
support for distal extension bases. Therefore it does 
not apply to tooth-supported removable partial den- 
tures. In the latter, support comes entirely from the 
abutment teeth through the use of rests. 

For the distal extension partial denture, however, a 
base made to fit the anatomic ridge form does not 
provide adequate support under occlusal loading 
(Figure 2-3). Neither does it provide for maximum 
border extension nor accurate border detail. There- 
fore some type of corrected impression is necessary. 
This may be accomplished by several means, any of 
which satisfy the requirements for support of any 
distal extension partial denture base. 

Foremost is the requirement that certain soft 
tissue in the primary supporting area should be 
recorded or re ated under some loading so that the 
base may be made to fit the form of the ridge when 
under function. This provides support and ensures 
the maintenance of that support for the longest pos- 
sible time. This requirement makes the distal exten- 
sion partial denture unique in that the support from 
the tissue underlying the distal extension base must 
be made as equal to and compatible with the tooth 
support as possible. 

A complete denture is entirely tissue supported, 
and the entire denture can move toward the tissue 
under function. In contrast, any movement of a par- 
tial denture base is inevitably a rotational movement 
that, if toward the tissue, may result in undesirable 
torquing forces to the abutment teeth and loss of 
planned occlusal contacts. Therefore every effort 
must be made to provide the best possible support 
for the distal extension base to minimize these forces. 

Usually no single impression technique can ade- 
quately record the anatomic form of the teeth and 
adjacent structures and at the same time record the 
supporting form of the mandibular edentulous ridge. 
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Figure 2-3 A, Occlusal view of a cast from a preliminary impression, which produced an 
anatomic ridge form (left), and an altered cast of the same ridge showing a functional or sup- 
portive form (right). The altered cast impression selectively placed pressure to the buccal 
shelf region, which is the primary stress-bearing area of the mandibular posterior residual 
ridge. B, Buccal view of anatomic ridge form. C, Buccal view of functional or supportive 
ridge form. Note that the supportive form of the ridge clearly delineates the extent of cover- 
age available for a denture base and is most different from the anatomic form when the 
mucosa is easily displaced. 


A method should be used that can record these 
tissues either in their supporting form or in a sup- 
porting relationship to the rest of the denture (see 
Figure 2-3). This may be accomplished by one of 
several methods that will be discussed in Chapter 16. 

Establishment and Verification of Occlusal 
Relations and Tooth Arrangements 

Whether the partial denture is tooth supported or 
has one or more distal extension bases, the recording 
and verification of occlusal relationships and tooth 
arrangement are important steps in the construction 
of a partial denture. For the tooth-supported partial 
denture, ridge form is of less significance than it 
is for the tooth- and tissue-supported prosthesis, 
because the ridge is not called on to support the 
prosthesis. For the distal extension base, however, 
jaw relation records should be made only after 


obtaining the best possible support for the denture 
base. This necessitates the making of a base or bases 
that will provide the same support as the finished 
denture. Therefore the final jaw relations should not 
be recorded until after the denture framework has 
been returned to the dentist, the fit of the framework 
to the abutment teeth and opposing occlusion has 
been verified and corrected, and a corrected impres- 
sion has been made. Then either a new resin base 
or a corrected base must be used to record jaw 
relations. 

Occlusal records for a removable partial denture 
may be made by the various methods described in 
Chapter 17. 

Initial Placement Procedures 

The fifth phase of treatment occurs when the patient 
is given possession of the removable prosthesis. 
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Inevitably it seems that minute changes in the 
planned occlusal relationships occur during pro- 
cessing of the dentures. Not only must occlusal 
harmony be ensured before the patient is given pos- 
session of the dentures, but also the processed bases 
must be reasonably perfected to fit the basal seats. It 
must also be ascertained that the patient under- 
stands the suggestions and recommendations given 
by the dentist for care of the dentures and oral struc- 
tures and understands about expectations in the 
adjustment phases and use of the restorations. 
These facets of treatment are discussed in detail in 
Chapter 20. 

Periodic Recall 

Initial placement and adjustment of the prosthesis is 
certainly not the end of treatment for the partially 
edentulous patient. Periodic reevaluation of the 
patient is critical for early recognition of changes in 
the oral structures to allow steps to be taken to main- 
tain oral health. These examinations must monitor 
the condition of the oral tissue, the response to 
the tooth restorations, the prosthesis, the patient's 
acceptance, and the patient's commitment to main- 
tain oral hygiene. Although a 6-month recall period 
is adequate for most patients, a more frequent evalu- 
ation may be required for some. Chapter 20 contains 
some suggestions concerning this sixth phase of 
treatment. 

| REASONS FOR FAILURE OF 

CLASP-RETAINED PARTIAL DENTURES 

Experience with the clasp-retained partial denture 
made by the methods outlined has proved its 
merit and justifies its continued use. The occa- 
sional objection to the visibility of retentive clasps 
can be minimized through the use of wrought- 
wire clasp arms. There are few contraindications 
for use of a properly designed clasp-retained par- 
tial denture. Practically all objections to this type 
of denture can be eliminated by pointing to defi- 
ciencies in mouth preparation, denture design 
and fabrication, and patient education. These 
include the following: 

Diagnosis and treatment planning 

1. Inadequate diagnosis 

2. Failure to use a surveyor or to use a surveyor 
properly during treatment planning 

Mouth preparation procedures 

1. Failure to properly sequence mouth preparation 
procedures 

2. Inadequate mouth preparations, usually resulting 
from insufficient planning of the design of the 


partial denture or failure to determine that mouth 
preparations have been properly accomplished 

3. Failure to return supporting tissue to optimum 
health before impression procedures 

4. Inadequate impressions of hard and soft tissue 

Design of the framework 

1. Failure to use properly located and sized rests 

2. Flexible or incorrectly located major and minor 
connectors 

3. Incorrect use of clasp designs 

4. Use of cast clasps that have too little flexibility, are 
too broad in tooth coverage, and have too little 
consideration for esthetics 

Laboratory procedures 

1. Problems in master cast preparation 

a. Inaccurate impression 

b. Poor cast-forming procedures 

c. Incompatible impression materials and gyp- 
sum products 

2. Failure to provide the technician with a specific 
design and necessary information to enable the 
technician to execute the design 

3. Failure of the technician to follow the design and 
written instructions 

Support for denture bases 

1. Inadequate coverage of basal seat tissue 

2. Failure to record basal seat tissue in a supporting 
form 

Occlusion 

1. Failure to develop a harmonious occlusion 

2. Failure to use compatible materials for opposing 
occlusal surfaces 

Patient-dentist relationship 

1. Failure of the dentist to provide adequate dental 
health care information, including care and use of 
prosthesis 

2. Failure of the dentist to provide recall opportuni- 
ties on a periodic basis 

3. Failure of the patient to exercise a dental health 
care regimen and respond to recall 

A removable partial denture designed and fabri- 
cated so that it avoids the errors and deficiencies 
listed is one that proves the clasp-type of par- 
tial denture can be made functional, esthetically 
pleasing, and long lasting without damage to the 
supporting structures. The proof of the merit of 
this type of restoration lies in the knowledge that 
(1) it permits treatment for the largest number 
of patients at a reasonable cost; (2) it provides 
restorations that are comfortable and efficient 
over a long period of time, with adequate support 
and maintenance of occlusal contact relations; 
(3) it can provide for healthy abutments, free of 
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caries and periodontal disease; (4) it can provide 
for the continued health of restored, healthy tissue 
of the basal seats; and (5) it makes possible a 
partial denture service that is definitive and not 
merely an interim treatment. 

Removable partial dentures thus made will con- 
tribute to a concept of prosthetic dentistry that 
has as its goal the promotion of oral health, the 
restoration of partially edentulous mouths, and 
the elimination of the ultimate need for complete 
dentures. 


SELF-ASSESSMENT AIDS 

1. In chronological order of accomplishment, give 
the six sequential, correlated phases in treating 
a partially edentulous patient with removable 
prostheses. 

2. If the dentist and the patient share responsibil- 
ity for the success of treatment, what must be 
undertaken to prepare patients to accept their 
responsibility? 

3. Because treatment planning is the sole responsibil- 
ity of the dentist, which if any of the following may 
be omitted as noncontributory to total treatment: 
(1) a complete health history, (2) a history of past 
dental experiences, (3) an oral examination, (4) a 
radiographic examination, (5) an evaluation of 
occlusal relations of remaining teeth, (6) a survey 
of diagnostic casts, (7) cost, or (8) patient desires? 


4. A specific design of the removable restoration 
must be planned before mouth preparation 
procedures. The dentist (can-should not) dele- 
gate the responsibility for the design to a dental 
laboratory technician. 

5. Stability in a removable restoration (is-is not) 
desirable to help maintain the health of oral struc- 
tures. A tooth-supported restoration usually (can- 
cannot) be made more stable than a restoration 
supported by teeth and residual ridges. 

6. In the fifth phase of treatment (initial placement 
of the restorations), three things are done before 
the patient is given possession of the denture(s). 
Two of these are (1) correction of denture base 
contours and occlusal discrepancies that may 
have resulted from processing and (2) review of 
patient education, including adjustment expecta- 
tions. What other step must be accomplished 
during the appointment? 

7. What is the purpose of periodic recall of patients 
treated with removable partial dentures? 

8. What is the one predominant reason why the 
clasp-type of partial denture is used more often in 
most practices than is the internal attachment 
type of prosthesis? 

9. Deficiencies in design and fabrication and those 
related to patient education are the culprits of 
limited success in treatment with removable pros- 
theses. Avoiding these deficiencies will make the 
goal of prosthetic dentistry obtainable. This goal 
is to , , and 
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CLASSIFICATION OF PARTIALLY 

EDENTULOUS ARCHES 


Requirements of an Acceptable Method Applegate's Rules for Applying the Kennedy 

of Classification Classification 
Kennedy Classification Self-Assessment Aids 


Even though recent reports have shown a con- 
sistent decline in the prevalence of tooth loss 
during the past few decades, there remains sig- 
nificant variation in tooth loss distribution. It would 
be most helpful to consider which combinations of 
tooth loss are most common and to classify these for 
the purpose of assisting our management of partially 
edentulous patients. Several classifications of partially 
edentulous arches have been proposed and are in use. 
This variety has led to some confusion and disagree- 
ment concerning which classification best describes 
all possible configurations and should be adopted. 

The most familiar classifications are those origi- 
nally proposed by Kennedy, Cummer, and Bailyn. 
Beckett, Godfrey, Swenson, Friedman, Wilson, Skin- 
ner, Applegate, Avant, Miller, and others have also 
proposed classifications. It is evident that an attempt 
should be made to combine the best features of all 
classifications so that a universal classification can 
be adopted. 

A recent classification has been proposed for par- 
tial edentulism that is based on diagnostic criteria. 1 
The purpose of this system of classification is to facil- 
itate treatment decisions based on treatment com- 
plexity. Complexity is determined from four broad 
diagnostic categories that include: location and 
extent of the edentulous areas, condition of the abut- 
ments, occlusal characteristics and requirements, 
and residual ridge characteristics. The advantage of 
this classification system over those in standard use 
has yet to be documented. 


The Kennedy method of classification is proba- 
bly the most widely accepted classification of par- 
tially edentulous arches today. In an attempt to 
simplify the problem and encourage more universal 
use of a classification and in the interest of ade- 
quate communication, the Kennedy classification 
will be used in this textbook. The student can refer 
to the Selected Reading Resources section for infor- 
mation relative to other classifications. 

Although classifications are actually descriptive 
of the partially edentulous arches, the removable 
partial denture restoring a particular class of arch is 
described as a denture of that class. For example, we 
speak of a Class III or Class I removable partial den- 
ture. It is simpler to say "a Class II partial denture" 
than it is to say "a partial denture restoring a Class II 
partially edentulous arch. " 

REQUIREMENTS OF AN ACCEPTABLE 
METHOD OF CLASSIFICATION 

The classification of a partially edentulous arch 
should satisfy the following requirements: 

1. It should permit immediate visualization of the 
type of partially edentulous arch that is being 
considered. 

2. It should permit immediate differentiation between 
the tooth-supported and the tooth- and tissue- 
supported removable partial denture. 

3. It should be universally acceptable. 
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| KENNEDY CLASSIFICATION 

The Kennedy method of classification was originally 
proposed by Dr. Edward Kennedy in 1925. Like the 
Bailyn and Skinner classifications, it attempts to 
classify the partially edentulous arch in a manner 
that suggests certain principles of design for a given 
situation (Figure 3-1). 

Kennedy divided all partially edentulous arches 
into four basic classes. Edentulous areas other than 
those determining the basic classes were designated 
as modification spaces (Figure 3-2). 

The following is the Kennedy classification: 

Class I Bilateral edentulous areas located posterior to 

the natural teeth 
Class II A unilateral edentulous area located posterior 

to the remaining natural teeth 


Class III A unilateral edentulous area with natural teeth 

remaining both anterior and posterior to it 

ClasslV A single, but bilateral (crossing the midline), 

edentulous area located anterior to the 
remaining natural teeth 

One of the principal advantages of the Kennedy 
method is that it permits immediate visualization 
of the partially edentulous arch and allows easy dis- 
tinction between tooth-supported versus tooth- and 
tissue-supported prostheses. Those schooled in its 
use and in the principles of partial denture design 
can readily relate the arch configuration design to 
be used in the basic partial denture. This method 
permits a logical approach to the problems of design. 
It makes possible the application of sound principles 
of partial denture design and is therefore a logical 
method of classification. However, a classification 
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Figure 3-1 Representative examples of partially edentulous arches classified by the Kennedy, 
Bailyn, and Skinner methods. 



E F 

Figure 3-2 Kennedy classification with examples of modifications. A, Class I maxillary arch. 
B, Class II mandibular arch. C, Class III mandibular arch. D, Class IV maxillary arch. E, Class 
II, modification 1 mandibular arch. F, Class II, modification 1 maxillary arch. 

Continued 
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Figure 3-2 Cont'd G, Class II, modification 2 mandibular arch. H, Class III, modification 2 
maxillary arch. 


system should not be used to stereotype or limit the 
concepts of design. 
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APPLEGATE'S RULES FOR APPLYING 
THE KENNEDY CLASSIFICATION 


The Kennedy classification would be difficult to 
apply to every situation without certain rules for 
application. Applegate provided eight rules gov- 
erning the application of the Kennedy method 
(Box 3-1). 


Although there may be some confusion initially as 
to why Class I should refer to two edentulous areas 
and Class II should refer to one, the principles of 
design make this distinction logical. Kennedy placed 
the Class II unilateral distal extension type between 
the Class I bilateral distal extension type and the 
Class III tooth-supported classification because the 
Class II partial denture must embody features of 
both, especially when tooth-supported modifica- 
tions are present. Because it has a tissue-supported 
extension base, it must be designed similarly to a 
Class I partial denture. Often, however, there is a 
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BOX 3-1 Rules Governing the Application of the Kennedy Method 


Rule 1 

Classification should follow rather than precede 
any extractions of teeth that might alter the original 
classification. 

Rule 2 

If a third molar is missing and not to be replaced, it is 
not considered in the classification. 

Rule 3 

If a third molar is present and is to be used as an abut- 
ment, it is considered in the classification. 


Rule 5 

The most posterior edentulous area (or areas) always 
determines the classification. 

Rule 6 

Edentulous areas other than those determining the 
classification are referred to as modifications and are 
designated by their number. 

Rule 7 

The extent of the modification is not considered, only 
the number of additional edentulous areas. 


Rule 4 

If a second molar is missing and is not to be replaced, it 
is not considered in the classification (e. g., if the oppos- 
ing second molar is likewise missing and is not to be 
replaced). 


Rule 8 

There can be no modification areas in Class IV arches. 
(Other edentulous areas lying posterior to the single 
bilateral areas crossing the midline would instead deter- 
mine the classification; see Rule 5. ) 
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tooth-supported, or a Class III, component else- 
where in the arch. Thus the Class II partial denture 
rightly falls between the Class I and the Class III, 
because it embodies design features common to 
both. In keeping with the principle that design is 
based on the classification, the application of such 
principles of design is simplified by retaining the 
original classification of Kennedy. 


SELF-ASSESSMENT AIDS 

1. Would you agree that the primary purpose of a 
classification is to enhance communication among 
dentists? Support your answer. 

2. M any classification systems have been proposed; 
however, the most widely accepted system in 


the United States is the one proposed by 

in 1925. 

3. A classification of partially edentulous arches 
should satisfy at least three requirements. List 
them. 

4. Kennedy divided all partially edentulous arches 
into main types. 

5. What is meant by a modification space? 

6. Which two classes of partially edentulous arches 
have the greatest incidence of occurrence accord- 
ing to Skinner? 

7. Dr. O.C. Applegate contributed greatly to the 
application of the original Kennedy classification 
system. What was this contribution? 

8. Classify the partially edentulous arches illustrated 
in Figure 3-3. 
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Bl OMECHANI CS OF REMOVABLE 

PARTI AL DENTURES 

Biomechanics and Design Solutions Possible Movements of Partial Denture 

Biomechanical Considerations Self-Assessment Aids 


As stated in Chapter 1, the goal is to provide 
useful, functional removable partial denture 
prostheses by striving to understand how to 
maximize every opportunity for providing and main- 
taining a stable prosthesis. Since removable partial 
dentures are not rigidly attached to teeth, the control 
of potential movement under functional load is crit- 
ica to providing the best chance for stability. The 
consequence of prosthesis movement underload is 
an application of stress to the teeth and tissue that 
are contacting the prosthesis. It is important that the 
stress not exceed the level of physiological tolerance, 
which is a range of mechanical stimulus that a 
system can resist without disruption or traumatic 
consequences. In the terminology of engineering 
mechanics, the prosthesis induces stress in the tissue 
equal to the force applied across the area of contact 
with the teeth and/or tissue. This same stress acts 
to produce strain in the supporting tissue, which 
results in a load displacement in the teeth and tissue. 
The understanding of how these mechanical phe- 
nomena act within a biological environment that 
is unique to each patient can be discussed in terms 
of biomechanics. In designing removable partial 
dentures, with a focus on the goal of providing and 
maintaining stable prostheses, consideration of basic 
biomechanical principles associated with the unique 
features of each mouth is essential. Oral hygiene and 
appropriate prosthesis maintenance procedures are 
required for continued benefit of optimal biome- 
chanical principles. 
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BIOMECHANICS AND DESIGN 
SOLUTIONS 


Removable partial dentures by design are intended 
to be placed into and removed from the mouth. 
Because of this, they cannot be rigidly connected 
to the teeth or tissue. This makes them subject to 
movement in response to functional loads, such as 
those created by mastication. It is important for cli- 
nicians providing removable partial denture service 
to understand the possible movements in response 
to function and to be able to logically design the 
component parts of the removable partial denture 
to help control these movements. Just how this is 
accomplished in a logical manner may not be clear 
to a clinician new to this exercise. One method to 
help organize design thought is to consider it as an 
exercise in creating a design solution. 

Designing a removable partial denture can be 
considered similar to the classic, multifaceted design 
problem in conventional engineering, which is char- 
acterized by being open ended and ill structured. 
Open ended means that the problems typically have 
more than one solution, and ill structured means 
that the solutions are not the result of standard 
mathematical formulas in some structured manner. 
The design process is a series of steps that lead 
toward a solution of the problem and includes: iden- 
tifying a need, definition of the problem, setting 
design objectives, searching for background infor- 
mation and data, developing a design rationale, 
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1 BOX 4-1 Design Process for Removable 
Partial Dentures 

Need 

Tooth replacement 

Definition of problem 

Provision of stable removable prosthesis 

Objectives 

Limited functional movement within tooth-tissue 
tolerance 

Background information 

Forces of occlusion, tissue "load-displacement" char- 
acter and potential for movement, biomechanical 
principles applied to specific features of this unique 
mouth, removable partial denture component parts 
assigned to control movement 

Choice of a solution (among alternatives) 
for application 

Based on prior experience, principles and concepts 
learned from school and textbooks, applicable clin- 
ical research 


devising and evaluating alternative solutions, and 
providing the solution (i. e., decision making and 
communication of solutions) (Box 4-1). 

The rationale for design should logically develop 
from the analysis of the unique oral condition of each 
mouth under consideration. However, it is possible 
that alternative design "solutions" could be applied, 
and it is the evaluation of the perceived merits of 
these various designs that seems most confusing to 
clinicians. 

The following biomechanical considerations pro- 
vide a background regarding principles of the poten- 
tial movement associated with removable partial 
dentures, and the subsequent chapters covering the 
various component parts describe how these com- 
ponents are applied in designs to control the result- 
ant movements of the prostheses. 

| BIOMECHANICAL CONSIDERATIONS 

As Maxfield states, "Common observation clearly 
indicates that the ability of living things to tolerate 
force is largely dependent upon the magnitude or 
intensity of the force. 11 The supporting structures for 
removable partial dentures (abutment teeth and 
residual ridges) are living things and are subjected to 
forces. Whether the supporting structures are capable 
of resisting the applied forces depends upon the fol- 
lowing questions: What are the typical forces requir- 


ing resistance? What are the duration and intensity of 
these forces? What is the capacity of the teeth and/or 
mucosae to resist the forces? How does material use 
and application influence this teeth-tissue resistance? 
Does the resistance change overtime? 

Consideration of the forces inherent in the oral 
cavity is critical. This includes the direction, dura- 
tion, frequency, and magnitude of the force. In the 
final analysis, it is bone that provides the support for 
a removable prosthesis (i. e., the alveolar bone by way 
of the periodontal ligament and the residual ridge 
bone through its soft tissue covering). If potentially 
destructive forces can be minimized, then the phys- 
iological tolerances of the supporting structures 
are not exceeded and pathological change does not 
occur. The forces occurring with removable prosthe- 
sis function can be widely distributed and directed, 
and their effect minimized by appropriate design of 
the removable partial denture. An appropriate design 
includes the selection and location of components in 
conjunction with a harmonious occlusion. 

Unquestionably the design of removable partial 
dentures necessitates mechanical and biological con- 
siderations. Most dentists are capable of applying 
simple mechanical principles to the design of a 
removable partial denture. For example, the lid of a 
paint can is more easily removed with a screwdriver 
than with a half dollar. The longer the handle, the less 
effort (force) it takes. This is a simple application of 
the mechanics of leverage. By the same token, a lever 
system represented by a distal extension removable 
partial denture could magnify the applied force of 
occlusion to the terminal abutments, which would be 
undesirable. 

Tylman states, "Great caution and reserve are 
essential whenever an attempt is made to interpret 
biological phenomena entirely by mathematical 
computation. 11 However, an understanding of simple 
machines applied to the design of removable partial 
dentures helps to accomplish the objective of preser- 
vation of oral structures. Without such understand- 
ing, a removable partial denture can be inadvertently 
designed as a destructive machine. 

M achines may be classified into two general cate- 
gories: simple and complex. Complex machines are 
combinations of many simple machines. The six 
simple machines are lever, wedge, screw, wheel and 
axle, pulley, and inclined plane (Figure 4-1). Of the 
simple machines, the lever and the inclined plane 
should be avoided in designing removable partial 
dentures. 

In its simplest form, a lever is a rigid bar supported 
somewhere along its length. It may rest on the sup- 
port or may be supported from above. The support 
point of the lever is called the fulcrum, and the lever 
can move around the fulcrum (Figure 4-2). 
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Lever Wedge Inclined plane 



Screw Pulley Wheel and axle 

Figure 4-1 The six simple machines: lever, wedge, inclined plane, screw, pulley, and wheel 
and axle. The fulcrum, wedge, and inclined plane are concerns in removable partial denture 
designs because of the potential for harm if not appropriately controlled. F, Fulcrum. 


The rotational movement of an extension base type 
of removable partial denture, when a force is placed 
on the denture base, is illustrated in Figure 4-3. It will 
rotate in relation to the three cranial planes because of 
differences in the support characteristics of the abut- 
ment teeth and the soft tissue covering the residual 
ridge. Even though the actual movement of the den- 
ture may be small, a lever force may be imposed on 
abutment teeth. This is especially detrimental when 
prosthesis maintenance is neglected. There are three 
types of levers: first, second, and third class (see Figure 
4-2). The potential of a lever system to magnify a force 
is illustrated in Figure 4-4. A cantilever is a beam 
supported at one end and can act as a first-class lever 
(Figure 4-5). A cantilever design should be avoided 
(Figure 4-6). Examples of other lever designs and sug- 
gestions for alternative designs to avoid or to mini- 
mize their destructive potential are illustrated in 
Figures 4-7 and 4-8. 


A tooth is apparently better able to tolerate verti- 
cally directed forces than nonvertical, torquing, or 
horizontal forces. This characteristic is observed clin- 
ically and it seems rational that more periodontal 
fibers are activated to resist the application of verti- 
cal forces to teeth than are activated to resist the 
application of nonvertical forces (Figure 4-9). 

Again a distal extension removable partial den- 
ture rotates when forces are applied to the artificial 
teeth attached to the extension base. Because it can 
be assumed that this rotation must create predomi- 
nantly nonvertical forces, location of stabilizing 
and retentive components in relation to the hori- 
zontal axis of rotation of the abutment becomes 
extremely important. An abutment tooth will better 
tolerate nonvertical forces if these forces are 
applied as near as possible to the horizontal axis of 
rotation of the abutment (Figure 4-10). The axial 
surface contours of abutment teeth must be altered 


■ 
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Figure 4-2 A-C, The three classes of levers. Classification is based on location of fulcrum (F), 
resistance (R), and direction of effort (force) (E). In dental terms, E can represent either the 
force of occlusion or gravity; F can be a tooth surface such as an occlusal rest; and R is the 
resistance provided by a direct retainer or a guide plane surface. 


to locate components of clasp assemblies more 
favorably in relation to the abutment's horizontal 
axis (Figure 4-11). 


i 


POSSIBLE MOVEMENTS OF PARTIAL 
DENTURE 


Presuming that direct retainers are functioning to 
minimize vertical displacement, rotational movement 
will occur about some axis as the distal extension base 
or bases move either toward, away, or horizontally 
across the underlying tissue. Unfortunately, these pos- 
sible movements do not occur singularly or independ- 
ently but tend to be dynamic, and all occur at the 
same time. The greatest movement possible is found 
in the tooth-tissue-supported prosthesis, because of 


the reliance on the distal extension supporting tissue 
to share the functional loads with the teeth. Move- 
ment of a distal extension base toward the ridge tissue 
will be proportionate to the quality of that tissue, the 
accuracy and extent of the denture base, and the 
applied total functional load. A review of prosthesis 
rotational movement that is possible around various 
axes in the mouth provides some understanding of 
how component parts of removable partial dentures 
should be prescribed to control prosthesis movement. 

One movement is rotation about an axis through 
the most posterior abutments. This axis may be 
through occlusal rests or any other rigid portion of 
a direct retainer assembly located occlusally or 
incisally to the height of contour of the primary 
abutments (see Figures 4-6 and 4-7). This axis, 
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Figure 4-3 Distal extension removable partial dentures will rotate when force is directed on 
the denture base. Differences in displaceability of the periodontal ligament of the supporting 
abutment teeth and soft tissue covering the residual ridge permit this rotation. It would seem 
that rotation of the prosthesis is in a combination of directions rather than unidirectional. 
The three possible movements of distal extension partial dentures are A, rotation around a 
fulcrum line passing through the most posterior abutments when the denture base moves 
vertically toward or away from the supporting residual ridges; B, rotation around a longitudi- 
nal axis formed by the crest of the residual ridge; and C, rotation around a vertical axis 
located near the center of the arch. 


known as the fulcrum line, is the center of rotation 
as the distal extension base moves toward the sup- 
porting tissue when an occlusal load is applied. The 
axis of rotation may shift toward more anteriorly 
placed components, occlusal or incisal to the height 
of contour of the abutment, as the base moves away 
from the supporting tissue when vertical dislodging 
forces act on the partial denture. These dislodging 


forces result from the vertical pull of food between 
opposing tooth surfaces, the effect of moving border 
tissue, and the forces of gravity against a maxillary 
partial denture. Presuming that the direct retainers 
are functional and that the supportive anterior com- 
ponents remain seated, rotation— rather than total 
displacement— should occur. Vertical tissueward 
movement of the denture base is resisted by the 
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Figure 4-4 Length of lever from fulcrum (F) to resistance (R) is called resistance arm. That 
portion of lever from fulcrum to point of application of force (E) is called effort arm. When- 
ever effort arm is longer than resistance arm, mechanical advantage is in favor of effort arm, 
proportional to difference in length of the two arms. In other words, when effort arm is twice 
the length of the resistance arm, a 2 5 - 1 b weight on effort arm will balance a 5 0- lb weight at 
end of resistance arm. The opposite is also true and helps illustrate cross-arch stabilization. 
When the resistance arm is lengthened (cross-arch clasp assembly placed on a second molar 
versus a second premolar) the effort arm is more efficiently counteracted. 


tissue of the residual ridge in proportion to the sup- 
porting quality of that tissue, the accuracy of the fit 
of the denture base, and the total amount of occlusal 
load applied. Movement of the base in the opposite 
direction is resisted by the action of the retentive 
clasp arms on terminal abutments and the action of 
stabilizing minor connectors in conjunction with 
seated, vertical support elements of the framework 
anterior to the terminal abutments acting as indirect 
retainers. Indirect retainers should be placed as far 
as possible from the distal extension base, affording 


the best possible leverage against the lifting of the 
distal extension base. 

A second movement is rotation about a longitudi- 
nal axis as the distal extension base moves in a rotary 
direction about the residual ridge (see Figure 4-3). 
This movement is resisted primarily by the rigidity of 
the major and minor connectors and their ability to 
resist torque. If the connectors are not rigid or if a 
stress-breaker exists between the distal extension 
base and the major connector, this rotation about a 
longitudinal axis either applies undue stress to the 
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Figure 4-5 Cantilever can be described as a rigid beam sup- 
ported only at one end. When force is directed against unsup- 
ported end of beam (as in this rest placed on a cantilevered 
pontic), cantilever can act as a first-class lever. Mechanical 
advantage in this illustration is in favor of the effort arm. 


Occlusal load 



Figure 4-6 Design often seen for distal extension removable 
partial denture. Cast circumferential direct retainer engages 
mesiobuccal undercut and is supported by distocclusal rest. If 
rigidly attached to the abutment tooth, this could be considered 
a cantilever design, and it may impart detrimental first-class 
lever force to abutment if tissue support under extension base 
allows excessive vertical movement toward the residual ridge. 

sides of the supporting ridge or causes horizontal 
shifting of the denture base. 

A third movement is rotation about an imagi- 
nary vertical axis located near the center of the 



Figure 4-7 As shown in Figure 4-6, the potential for first-class 
lever action can also exist in Class II, modification 1 designs 
for removable partial' d'entu re frameworks. If cast circumferen- 
tial direct retainer with a mesiobuccal undercut on right first 
premolar were used, force placed on denture base could 
impart upward and posteriorly moving force on premolar,, 
resulting in loss of contact between premolar and canine. 
Tissue support from extension base area is most important to 
minimize lever action of clasp. Retainer design could help 
accommodate more of an anteriorly directed force during 
rotation of the denture base in an attempt to maintain tooth 
contact. Other alternatives to first premolar design of direct 
retainer would be tapered wrought-wire retentive arm that 
uses mesiobuccal undercut or just has buccal stabilizing arm 
above height of contour. 


dental arch (see Figure 4-4). This movement occurs 
under function because diagonal and horizontal 
occlusal forces are brought to bear on the partial 
denture. It is resisted by stabilizing components, 
such as reciprocal clasp arms and minor connectors 
that are in contact with vertical tooth surfaces. Such 
stabilizing components are essential to any partial 
denture design regardless of the manner of support 
and the type of direct retention employed. Stabilizing 
components on one side of the arch act to stabilize 
the partial denture against horizontal forces applied 
from the opposite side. It is obvious that rigid con- 
nectors must be used to make this effect possible. 

Horizontal forces always will exist to some degree 
because of lateral stresses occurring during mastica- 
tion, bruxism, clenching, and other patient habits. 
These forces are accentuated by failure to consider 
the orientation of the occlusal plane, the influence of 
malpositioned teeth in the arch, and the effect of 
abnormal jaw relationships. Fabricating an occlusion 
that is in harmony with the opposing dentition and 
that is free of lateral interference during eccentric jaw 
movements may minimize the magnitude of lateral 
stress. The amount of horizontal movement occur- 
ring in the partial denture therefore depends on the 
magnitude of the lateral forces that are applied and 
on the effectiveness of the stabilizing components. 

In a tooth-supported partial denture, movement 
of the base toward the edentulous ridge is prevented 
primarily by the rests on the abutment teeth and to 
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Figure 4-8 Mesial rest concept for distal extension removable partial dentures. Recognizing 
that clasp movement occurs with functional displacement of the distal extension base, the 
primary aim of a mesial rest is to alter the fulcrum position and the resultant clasp movement, 
disallowing harmful engagemenl of the abutment tooth. A, Bar type of retainer, minor con- 
nector contacting guiding plane on distal surface of premolar, and mesio-occlusal rest used 
to reduce cantilever or first-class lever force when and if denture rotates toward residual 
ridge. B, Tapered wrought-wire retentive arm, minor connector contacting guiding plane on 
distal surface of premolar, and mesio-occlusal rest. This design is applicable when distobuc- 
cal undercut cannot be found or created or when tissue undercut contraindicates placing 
bar-type retentive arm. This design would be kinder to periodontal ligament than would a 
cast, half-round retentive arm. Again, tissue support of extension base is key factor in reduc- 
ing lever action of clasp arm. Note: Depending on amount of contact of minor connector 
proximal plate with guiding plane, fulcrum point will change. 



Figure 4-9 More periodontal fibers are activated to resist 
forces directed vertically on tooth than are activated to resist 
horizontally ( off- vertical ) directed' force. Horizontal axis of 
rotation is located somewhere in root of tooth. 


some degree by any rigid portion of the framework 
located occlusal to the height of contour. Movement 
away from the edentulous ridge is prevented by the 
action of direct retainers on the abutments that are 
situated at each end of each edentulous space and 
by the rigid, minor connector stabilizing compo- 
nents. Therefore the first of the three possible move- 
ments can be controlled in the tooth-supported 
denture. The second possible movement, which is 



Figure 4-10 A, Fence post is more efficiently removed by 
applying force (F) farther from the support. Force placed 
closer to the support reduces the effort arm. B, Clasps placed 
closer to the occlusal/ incisal surface have a greater likelihood 
of imparting tipping forces to abutments. This represents simi- 
lar effect of force application shown in A, top image. 

along a longitudinal axis, is prevented by the rigid 
components of the direct retainers on the abutment 
teeth and by the ability of the major connector to 
resist torque. This movement is much less in the 
tooth-supported denture because of the presence of 
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Figure 4-11 Abutment has been contoured (see hatched 
region) to allow rather favorable location of retentive and 
reciprocal stabilizing components (mirror view). This is 
similar to Figure 4-10 A, bottom image. 


posterior abutments. The third possible movement 
occurs in all partial dentures. Therefore stabilizing 
components against horizontal movement must be 
incorporated into any partial denture design. ■ 

For prostheses capable of movement in three 
planes, occlusal rests should only provide occlusal 
support to resist tissueward movement. All move- 
ments of the partial denture other than those in a tis- 
sueward direction should be resisted by components 
other than occlusal rests. For the occlusal rest to enter 
into a stabilizing function would result in a direct 
transfer of torque to the abutment tooth. Because 
movements around three different axes are possible 
in a distal extension partial denture, an occlusal rest 
for such a partial denture should not have steep verti- 
cal walls or locking dovetails, which could possibly 
cause horizontal and torquing forces to be applied 
intracoronally to the abutment tooth. 

In the tooth-supported denture, the only move- 
ments of any significance are horizontal, and these 
may be resisted by the stabilizing effect of compo- 
nents placed on the axial surfaces of the abutments. 
Therefore in the tooth-supported denture, the use of 
intmcoronal rests is permissible. In these instances 
the rests provide not only occlusal support but also 
notable horizontal stabilization. 

In contrast, all Class I and Class II partial dentures, 
having one or more distal extension bases, are not 
totally tooth supported. Neither are they completely 
retained by bounding abutments. Any extensive Class 


III or Cfass IV partiaf denture that does not have ade- 
quate abutment support falls into the same category. 
These latter dentures may derive some support from 
the edentulous ridge and therefore may have a com- 
posite support from both teeth and ridge tissue. 


SELF-ASSESSMENTAI DS 

1. What elements prevent movement of the : base(s) 
of a tooth-supported denture toward the basal 
seats? 

2. M ovement of a distal extension base away from 
basal seats will occur as a rotational movement 
or as 

3. What is the difference between fulcrum line and 
axis of rotation? 

4. Identify the fulcrum line on a Class I arch; a Class 
II, modification 1; and a Class IV. 

5. In the treatment planning and design phase of 
partial denture service, the functional move- 
ments of removable partial dentures should 
be considered when designing the individual 
of the prosthesis. 

6. Forces are transmitted to abutment teeth and 
residual ridges by removable partial dentures. One 
of the factors of a force is its magnitude. List the 
other three factors of a force that a dentist must 
consider in designing removable partial dentures. 

7. The design of a removable restoration necessi- 
tates consideration of mechanics and biological 
considerations. True or false? 

8. Of the simple machines, which two are more 
likely to be encountered in the design of remov- 
able partial dentures? 

9. What is a lever? A cantilever? 

10. Name the three classes of levers and give an 
example of each. 

11. Of the three classes of lever systems, which two 
are most likely to be encountered in removable 
partial Prosthodontics? 

12. Explain how one would figure the mechanical 
advantage of a lever system given dimensions of 
effort and resistance arms. 

13. What class lever system is most likely to be 
encountered with a restoration on a Class II, 
modification 1 arch when a force is placed on the 
extension base? 

14. What factor permits a distal extension denture to 
rotate when the denture base is forced toward 
the basal seat? 

15. Is an abutment tooth better able to resist a force 
directed apically or horizontally? Why? 

16. Where is the location of the horizontal (tipping) 
axis of an abutment tooth? 

17. Why should components of a direct retainer 
assembly be located as close as possible to the 
tipping axis of a tooth? 
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MAJOR AND MINOR CONNECTORS 


Major Connectors 

Location 

Mandibular Major Connectors 
Maxillary Major Connectors 
Minor Connectors 

Functions 


Form and Location 
Tissue Stops 
Finishing Lines 

Reaction of Tissue to Metallic Coverage 
MAJOR CONNECTORS IN REVIEW 
Self-Assessment Aids 


omponents of a typical removable partia 
denture are illustrated in Figure 5-1. 

1. Major connectors 

2. Minor connectors 

3. Rests 

4. Direct retainers 

5. Stabilizing or reciprocal components (as parts of 
a clasp assembly) 

6. Indirect retainers (if the prosthesis has distal 
extension bases) 

7. One or more bases, each supporting one to sev- 
eral replacement teeth (see Figure 5-1) 

When using a prosthesis that can be removed 
from the mouth, the prosthesis must extend to both 
sides of the arch. This enables direction of functional 
forces to supporting teeth and tissue for optimum 
stability. It is through this cross-arch tooth contact, 
which is at some distance from the functional force, 
that optimum resistance can be achieved. This is 
most effective when a rigid major connector joins 
the portion of the prosthesis receiving the function 
to selected regions throughout the arch. 

The chief functions of a major connector include 
unification of the major parts of the prosthesis, 
distribution of the applied force throughout the arch 
to selected teeth and tissue, and minimization of 
torque to the teeth. A properly designed rigid major 
connector effectively distributes forces throughout 
the arch and acts to reduce the load to any one area 
while effectively controlling prosthesis movement. 



The principle of leverage is connected with this 
component part. A rigid major connector will limit 
movement possibilities by acting as a counteracting 
lever. This phenomenon is referred to as cross-arch 
stability. Cross-arch stability becomes more impor- 
tant in situations associated with a high potential for 
greater prosthesis movement (i. e., distal extensions). 

In this chapter, major and minor connectors are 
considered separately as to their function, location, 
and design criteria. Other components are presented 
in designated chapters. 


MAJOR CONNECTORS 

A major connector is the component of the partial 
denture that connects the parts of the prosthesis 
located on one side of the arch with those on the 
opposite side. It is that unit of the partial denture 
to which all other parts are direct y or indirectly 
attached (Figure 5-2). This component also provides 
the cross-arch stability to help resist displacement by 
functional stresses. 

The major connector may be compared with the 
frame of an automobile or with the foundation of a 
building. It is through the major connector that other 
components of the partial denture become unified 
and effective. If the major connector is flexible, the 
ineffectiveness of connected components jeopard- 
izes the supporting oral structures and can be a 
detriment to the comfort of the patient. Failure of the 
major connector to provide rigidity may be manifest 
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Figure 5-1 A, Framework for mandibular removable partial denture with the following com- 
ponents: 1, lingual bar major connector; 2a, minor connector by which the resin denture 
base will be attached; 2b, minor connector, proximal plate, which is part of clasp assembly; 
2c, minor connector used to connect rests to major connectors; 3, occlusal rests; 4, direct 
retainer arm, which is part of the total clasp assembly; 5, stabilizing or reciprocal compo- 
nents of clasp assembly (includes minor connectors); and 6, an indirect retainer consisting of 
a minor connector and an occlusal rest. B, Maxillary removable partial denture with resin 
denture bases supporting artificial posterior teeth. Bases are attached to metal framework by 
ladderlike minor connectors similar to those seen in 2a. C, Mandibular bilateral distal exten- 
sion removable partial denture with resin denture bases supporting artificial posterior teeth. 


by traumatic damage to periodontal support of abut- 
ment teeth, injury to residual ridges, or impingement 
of underlying tissue. It is the dentist's responsibility 
to ensure that the appropriate design and fabrication 
of the major connector are accomplished. 

Location 

Major connectors should be designed and located 
with the following guidelines in mind: 


1. Major connectors should be free of movable 
tissue. 

2. Impingement of gingival tissue should be avoided. 

3. Bony and soft tissue prominences should be 
avoided during placement and removal. 

4. Relief should be provided beneath a major con- 
nector to prevent its settling into areas of possible 
interference, such as inoperable tori or elevated 
median palatal sutures. 
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Figure 5-2 A, Lingual bar major connector for mandibular removable partial denture frame- 
work. It rigidly joins the tooth-stabilized cast base on right across the arch to the framework 
components on the opposite side. B, Anterior-posterior strap maxillary major connector for a 
Kennedy Class I partially edentulous arch. This is a rigid type of major connector and covers 
only a small portion of palatal tissue. 


5. Major connectors should be located and/or relieved 

to prevent impingement of tissue because the distal 

extension denture rotates in function. 

Appropriate relief beneath the major connector 
avoids the need for its adjustment after tissue dam- 
age has occurred. In addition to being time consum- 
ing, grinding to provide relief from impingement 
may seriously weaken the major connector, which 
can result in flexibility or possibly fracture. Major 
connectors should be carefully designed for proper 
shape, thickness, and location. Alteration of these 
dimensions by grinding can only be detrimental. 
Relief is covered at the end of this chapter and 
expanded in Chapter 11. 

M argins of major connectors adjacent to gingival 
tissue should be located far enough from the tissue 
to avoid any possible impingement. To accomplish 
this, it is recommended that the superior border of 
a lingual bar connector be located a minimum of 
4 mm below the gingival margin(s) (Figure 5-3). At 
the inferior border of the lingual bar connector the 
limiting factor is the height of the moving tissue in 
the floor of the mouth. Because the connector must 
have sufficient width and bulk to provide rigidity, a 
linguoplate is commonly used when there is insuffi- 
cient space for a lingual bar. 

In the maxillary arch, because there is no moving 
tissue in the palate as in the floor of the mouth, the 
borders of the major connector may be placed well 
away from gingival tissue. Structurally the tissue cov- 
ering the palate is well suited for placement of the 
connector because of the presence of firm submu- 
cosal connective tissue and an adequate, deep blood 
supply. However, when soft tissue covering the mid- 
line of the palate is less displaceable than the tissue 


covering the residual ridge, varying amounts of relief 
under the connectors must be provided to avoid 
impingement of tissue. The amount of relief required 
is directly proportional to the difference in displace- 
ability of the tissue covering the midline of the palate 
and the tissue covering the residual ridges. The gingi- 
val tissue, on the other hand, must have an unre- 
stricted superficial blood supply to remain healthy. To 
accomplish this, it is recommended that the borders 
of the palatal connector be placed a minimum of 
6 mm away from and parallel to the gingival margins. 
Minor connectors that must cross gingival tissue 
should do so abruptly, joining the major connector at 
nearly a right angle (Figure 5-4). In this way the maxi- 
mal freedom is ensured for gingival tissue. 

Except for a palatal torus or prominent median 
palatal suture area, palatal connectors ordinarily 
require no relief. Intimate contact between the con- 
nector and the supporting tissue adds much to the 
support, stability, and retention of the denture. 
Except for gingival areas, intimacy of contact else- 
where in the palate is not detrimental to the health of 
the tissue if rests are provided on abutment teeth to 
prevent tissueward movement. 

An anterior palatal strap or the anterior border of 
a palatal plate also should be located as far as possi- 
ble posteriorly to avoid interference with the tongue 
in the rugae area. It should be uniformly thin and its 
anterior border should be located to follow the con- 
tours between the crests of the rugae. The anterior 
border of such palatal major connectors will there- 
fore be irregular in outline as it follows the contours 
between the rugae. The tongue may then pass from 
one ruga prominence to another without encounter- 
ing the border of the connector. When the connector 
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Figure 5-3 A, Lingual bar major connector should be located at least 4 mm inferior to gingival 
margins and more if possible. The vertical height of a finished lingual bar should be at least 
4 mm for strength and rigidity. If less than 8 mm exists between gingival margins and movable 
floor of mouth, a linguoplate (B), a sublingual bar (C), or a continuous bar (D) is preferred as 
a major connector. Relief is provided for soft tissue under all portions of the mandibular major 
connector and any location where the framework crosses the marginal gingiva. The inferior 
border of mandibular major connectors should be gently rounded after being cast to eliminate 
a sharp edge. 



Figure 5-4 Palatal major connector should be located at least 
6 mm away from gingival margins and parallel to their mean 
curvature. All adjoining minor connectors should cross gingi- 
val tissues abruptly and should join major connectors at 
nearly a right angle. 


border must cross a ruga crest, it should be done 
abruptly, avoiding the crest as much as possible. The 
posterior limitation of a maxillary major connector 
should be just anterior to the vibrating line. A useful 
rule applied to major connectors and throughout 
partial denture design is to try to avoid adding any 
part of the denture framework to an already convex 
surface. 

Characteristics of major connectors contributing 
to the maintenance of health of the oral environment 
and the well-being of the patient may be listed as 
shown in Box 5-1. 

Mandibular Major Connectors 

Six types of mandibular major connectors are: 

1. Lingual bar (Figure 5-5, A) 

2. Linguoplate (Figure 5-5, B) 

3. Sublingual bar (Figure 5-5, C) 

4. Lingual bar with cingulum bar (continuous bar) 
(Figure 5-5, D) 
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BOX 5-1 Characteristics of Major 
Connectors Contributing to Health 
and Weil-Being 

1. M ade from an alloy compatible with oral tissue 
■ 2. Is rigid and provides cross-arch stability through 
the principle of broad distribution of stress 

3. Does not interfere with and is not irritating to the 
I tongue 

4. Does not substantially alter the natural contour of 
the lingual surface of the mandibular alveolar 
ridge or of the palatal vault 

5. Does not impinge on oral tissue when the restora- 
tion is placed, removed, or rotates in function 

6. Covers no more tissue than is absolutely nec- 
essary 

7. Does not contribute to the retention or trapping 
I of food particles 

8. Has support from other elements of the frame- 
work to minimize rotation tendencies in function 

9. Contributes to the support of the prosthesis 


5. Cingulum bar (continuous bar) (Figure 5-5, E) 

6. labial bar (Figure 5-5, F) 

The lingual bar and linguoplate are by far the most 
common major connectors used in mandibular 
removable partial dentures. 

Lingual Bar 

The basic form of a mandibular major connector is a 
half-pear shape, located above moving tissue but as 
far below the gingival tissue as possible. It is usually 
made of reinforced, 6-gauge, half-pear-shaped wax 
or a similar plastic pattern (Figure 5-6). 

The major connector must be contoured so that it 
does not present sharp margins to the tongue and 
cause irritation or annoyance by an angular form. The 
superior border of a lingual bar connector should be 
tapered toward the gingival tissue superiorly with its 
greatest bulk at the inferior border, resulting in a con- 
tour that is a half-pear shape. Lingual bar patterns, 
both wax and plastic, are made in this conventional 





Figure 5-5 Mandibular major connectors. A, Lingual bar. B, Linguoplate. C, Sublingual bar. 
D, Lingual bar with continuous bar (cingulum bar). 

Continued 
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Figure 5-6 Sagittal section showing half-pear shape of lingual 
bar. A taper of superior border of the bar to the soft tissues 
above will minimize interference with tongue and will be 
more acceptable to the patient than would a dissimilar con- 
tour. Tissue relief is necessary to protect the soft tissue of the 
floor of the mouth. 


shape. However, the inferior border of the lingual bar 
should be slightly rounded when the framework is 
polished. A rounded border will not impinge on the 
lingual tissue when the denture bases rotate inferiorly 
under occlusal loads. Frequently, additional bulk is 
necessary to provide rigidity, particularly when the 
bar is long or when a less rigid alloy is used. This is 
accomplished by underlying the ready-made form 
with a sheet of 24-gauge casting wax rather than 
altering the original half-pear shape. 

The inferior border of a lingual mandibular major 
connector must be located so that it does not 
impinge on the tissue in the floor of the mouth 
because it changes elevations during the normal 
activities of mastication, swallowing, speaking, lick- 
ing the lips, and so forth. Yet, at the same time it 
seems logical to locate the inferior border of these 
connectors as far inferiorly as possible to avoid 
interference with the resting tongue and trapping of 
food substances when they are introduced into the 
mouth. Additionally the more inferiorly a lingual bar 


can be located, the farther the superior 'border of the 
bar can be placed from the lingual gingival crevices 
of adjacent teeth, thereby avoiding impingement on 
the gingival tissue. 

There are at least two clinically acceptable meth- 
ods to determine the relative height of the floor of 
the mouth to locate the inferior border of a lingual 
mandibular major connector. The first method is to 
measure the height of the floor of the mouth in 
relation to the lingual gingival margins of adjacent 
teeth with a periodontal probe (Figure 5-7). During 
these measurements, the tip of the patient's tongue 
should be just lightly touching the vermilion bor- 
der of the upper lip. Recording of these measure- 
ments permits their transfer to both diagnostic and 
master casts, thus ensuring a rather advantageous 
location of the inferior border of the major connec- 
tor. The second method is to use an individualized 
impression tray having its lingual borders 3 mm 
short of the elevated floor of the mouth and then to 
use an impression material that will permit the 
impression to be accurately molded as the patient 
licks the lips. The inferior border of the planned 
major connector can then be located at the height 
of the lingual sulcus of the cast resulting from such 
an impression. Of the two methods, we have found 
the measuring of the height of the floor of the 
mouth to be less variable and more clinically 
acceptable. 

Linguoplate 

If the rectangular space bounded by the lingual bar, 
the anterior tooth contacts and cingula, and the bor- 
dering minor connectors is filled in, a linguoplate 
results (Figure 5-8). 

A linguoplate should be made as thin as is tech- 
nically feasible and should be contoured to follow 
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Figure 5-7 A, Height of floor of mouth (tongue elevated) in relation to lingual gingival sulci 
measured with a periodontal probe. B, Recorded measurements are transferred to diagnostic 
cast and then to master cast after mouth preparations are completed. Line connecting marks 
indicates location of inferior border of major connector. If periodontal surgery is performed, 
line on the cast can be related to incisal edges of teeth and the measurements recorded for 
subsequent use. C, Impression made with functional movement of the tongue to demonstrate 
maximum shortening of the floor of the mouth. This allows visualization of the anatomic fea- 
ture that establishes the inferior extent of a major connector. If a stock tray causes impinge- 
ment on this functional position, an individualized or custom tray may be used for the same 
purpose. 


the contours of the teeth and the embrasures 
(Figure 5-9). The patient should be aware of as little 
added bulk and altered contours as possible. The 
upper border should follow the natural curvature of 
the supracingular surfaces of the teeth and should 
not be located above the middle third of the lingual 
surface except to cover interproximal spaces to the 
contact points. The half-pear shape of a lingual bar 
should still form the inferior border providing the 
greatest bulk and rigidity. All gingival crevices and 
deep embrasures must be blocked out parallel to 
the path of placement to avoid gingiva irritation 
and any wedging effect between the teeth. In many 


instances the judicious recontouring of lingual prox- 
imal surfaces of overlapped anterior teeth permits 
a closer adaptation of the linguoplate major con- 
nector, eliminating otherwise deep interproximal 
embrasures to be covered (Figure 5-10). 

The linguoplate does not in itself serve as an indi- 
rect retainer. When indirect retention is required, 
definite rests must be provided for this purpose. Both 
the linguoplate and the cingulum bar should ideally 
have a terminal rest at each end regardless of the 
need for indirect retention. However, when indirect 
retainers are necessary, these rests may also serve as 
terminal rests for the linguoplate or continuous bar. 
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Figure 5-8 View of mandibular Class I design with contoured 
linguoplate. Linguoplate is made as thin as possible and 
should follow the lingual contours of the teeth contacted. 
Doing so will often result in a scalloped superior margin. In 
this example, the straight superior margin can be bulky at the 
cingulum region, causing tongue discomfort. 


^9 . 


Figure 5-9 Apron of linguoplate (tissue side) is closely 
adapted to teeth extending into nonundercut interproximal 
embrasures, resulting in scalloped form. When well adapted, 
this form will benefit from some anterior teeth acting together 
to help resist horizontal rotational tendencies of the prosthe- 
sis, especially if the posterior ridge form does not resist such 
movement. 


Since no component part of a removable partial 
denture should be added arbitrarily, each compo- 
nent should be added to serve a definite purpose. 
The indications for the use of a linguoplate may be 
listed as follows: 

1. When the lingual frenum is high orthe space avail- 
able for a lingual bar is limited. In either instance 
the superior border of a lingual bar would have to 
be placed too close to the gingival tissue. Irritation 
could be avoided only by generous relief, which 
might be annoying to the tongue and create an 
undesirable food trap. Where a clinical measure- 



Figure 5-10 If linguoplate major connector was indicated for 
this patient with overlapped anterior teeth, judicious recon- 
touring of lingual proximal surfaces of right lateral, right cen- 
tral, and left lateral incisors would eliminate excessive 
undercuts and permit closer adaptation of lingual apron of 
ma jar -connector. 


ment from the free gingival margins to the slightly 
elevated floor of the mouth is less than 8 mm, a 
linguoplate is indicated in lieu of a lingual bar. The 
use of a linguoplate permits the inferior border to 
be placed more superiorly without tongue and 
gingival irritation and without compromise of 
rigidity. 

2. In Class I situations in which the residual ridges 
have undergone excessive vertical resorption. 
Flat residual ridges offer little resistance to the 
horizontal rotational tendencies of a denture. 
The bracing effect provided by the remaining 
teeth must be depended upon to resist such 
rotation. A correctly designed linguoplate will 
engage the remaining teeth to help resist hori- 
zontal rotations. 

3. For stabilizing periodontal^ weakened teeth, 
splinting with a linguoplate can be of some value 
when used with definite rests on sound adjacent 
teeth. As described below, a cingulum bar may be 
used to accomplish the same purpose, because it 
actually represents the superior border of a lin- 
guoplate without the gingival apron. The cingu- 
lum bar accomplishes stabilization along with the 
other advantages of a linguoplate. However, it is 
frequently more objectionable to the patient's 
tongue and is certainly more of a food trap than 
is the contoured apron of a linguoplate. 

4. When the future replacement of one or more inci- 
sor teeth will be facilitated by the addition of reten- 
tion loops to an existing linguoplate. M andibular 
incisors that are periodontal^ weak may thus be 
retained, with provisions for possible loss and 
future additions. 

The same reasons for use of a linguoplate anteriorly 
apply to its use elsewhere in the mandibular arch. If 
a lingual bar alone is to be used anteriorly, there is 
no reason for adding an apron elsewhere. However, 
when auxiliary splinting is used for stabilization of 
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Figure 5-11 Sagittal section through linguoplate demonstrat- 
ing basic half-pear-shaped inferior border with metallic apron 
extending superiorly. Extension of linguoplate to height of 
contour on premolar was accomplished to enclose a rather 
large triangular interproximal space inferior to contact point 
between canine and premolar. Such spaces may often be 
bridged to eliminate obvious food traps. Relief is provided for 
soft tissue under all portions of the mandibular major connec- 
tor and any location where the framework crosses the mar- 
ginal gingiva. 


the remaining teeth or for horizontal stabilizing of 
the prosthesis, or for both, small rectangular spaces 
sometimes remain. Tissue response to such small 
spaces is better when bridged with an apron than 
when it is left open. Generally the apron is used to 
avoid gingival irritation or entrapment of food debris 
or to cover generously relieved areas that would be 
irritating to the tongue (Figure 5-11). 

Sometimes a dentist is faced with a clinical situa- 
tion wherein a linguoplate is indicated as the major 
connector of choice even though the anterior teeth 
are quite spaced and the patient strenuously objects 
to metal showing through the spaces. The linguo- 
plate can then be constructed so that the metal will 
not appreciably show through the spaced anterior 
teeth (Figure 5-12). Rigidity of the major connector is 
not greatly altered. However, such a design may be as 
much of a food trap as the continuous bar type of 
major connector. 

Design of Mandibular Major Connectors 

The following systematic approach to designing a 
mandibular lingual bar and linguoplate major con- 
nectors can be readily used with the diagnostic casts 
after considering the diagnostic data and relating 
them to the basic principles of major connector 
design: 

Step 1: Outline the basal seat areas on the diagnostic 
cast (Figure 5-13, A) 

Step 2: Outline the inferior border of the major con- 
nector (Figure 5-13, B) 

Step 3: Outline the superior border of the major con- 
nector (Figure 5-13, C) 

Step 4: Connect the basal seat area to the inferior and 
superior borders of the major connector, and 
add minor connectors to retain the acrylic 
resin denture base material (Figure 5-13, D) 



Figure 5-12 Interrupted linguoplate in presence of interproxi- 
mal spaces. 


Sublingual Bar 

A modification of the lingual bar that has been 
demonstrated to be useful when the height of 
the floor of the mouth does not allow placement 
of the superior border of the bar at least 4 mm 
below the free gingival margin is the sublingual 
bar. The bar shape remains essentially the same 
as that of a lingual bar, but placement is inferior 
and posterior to the usual p acement of a lingual 
bar, lying over and parallel to the anterior floor 
of the mouth. It is generally accepted that a sub- 
lingual bar can be used in lieu of a lingual plate 
if the lingual frenum does not interfere or in 
the presence of an anterior lingual undercut that 
would require considerable blockout for a con- 
ventional lingual bar. Contraindications include 
interfering lingual tori, high attachment of a 
lingual frenum, and interference with eleva- 
tion of the floor of the mouth during functional 
movements. 

Cingulum Bar (Continuous Bar) 

When a linguoplate is the major connector of 
choice, but the axial alignment of the anterior 
teeth is such that excessive blockout of interproxi- 
mal undercuts must be made, a cingulum bar 
may be considered. A cingulum bar located on or 
slightly above the cingula of the anterior teeth 
may be added to the lingual bar or can be used 
independently (Figure 5-14). Additionally, when 
wide diastemata exist between the lower anterior 
teeth, a continuous bar retainer may be more 
esthetically acceptable than a linguoplate. 

Labial Bar 

Fortunately there are few situations in which 
extreme lingual inclination of the remaining lower 
premolar and incisor teeth prevents the use of 
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Figure 5-13 Sequence of design considerations for a mandibular major connector. A, Diag- 
nostic cast with basal seat areas outlined. B, Inferior border of major connector is outlined. 
Location of inferior border was determined as suggested in Figure 5-7 and extends to the 
mesial of the mandibular right molar. C, Superior border of major connector is outlined. Lim- 
ited space for lingual bar requires use of linguoplate major connector. Linguoplate requires 
that rest seats be used on canines and first premolar for positive support. D, Rest seat areas 
on posterior teeth are outlined, and minor connectors for retention of resin denture bases are 
sketched. 


a lingual bar major connector. By conservative 
mouth preparations in the form of recontouring 
and by blockout, a lingual major connector can 
almost always be used. Lingually inclined teeth 
may sometimes have to be reshaped by means of 
crowns. Although the use of a labial major connec- 
tor may be necessary in rare instances, it should be 
avoided by resorting to necessary mouth prepara- 
tions rather than by accepting a condition that 
is otherwise correctable (Figure 5-15). The same 
applies to the use of a labial bar when a mandibular 
torus interferes with the placement of a lingual bar. 


Unless surgery is definitely contraindicated, inter- 
fering mandibular tori should be removed so that 
the use of a labial bar connector may be avoided. 

A modification to the linguoplate is the hinged 
continuous labial bar. This concept is incorpo- 
rated in the Swing-Lock* design, which consists of 
a labial or buccal bar that is connected to the 
major connector by a hinge on one end and a 
latch at the other end (Figure 5-16). 


Idea Development Co., Dallas, Texas. 
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Figure 5-14 A, Lingual bar and cingulum bar (continuous bar) major connector. Upper por- 
tion of this major connector is located on cingula of anterior teeth. Requirement of positive 
support by rest seats, at least as far anteriorly as the canines, is critical. Note that superior 
border of lingual bar portion is often placed objectionably close to gingival margins if suffi- 
cient bulk for rigidity is to be obtained. This type of major connector easily traps food and is 
often more objectionable to patients than a linguoplate. B, Cingulum bar (continuous bar) 
major connector. Although this design may reduce the possibility of food entrapment, it may 
not provide adequate rigidity. 



Figure 5-15 A, Lingual inclination of patient's canines and premolars precludes use of 
lingual bar. B, Labial bar major connector was used in treatment. Retention was obtained on 
terminal abutments. Support and stabilization were gained by using rests, minor connectors 
arising from labial bar, and well-fitting denture bases. 


Support is provided by multiple rests on the 
remaining natural teeth. Stabilization and recipro- 
cation are provided by a linguoplate contacting the 
remaining teeth and are supplemented by the labial 
bar with its retentive struts. Retention is provided by 
a bar type of retentive clasp arms projecting from 
the labial or buccal bar and contacting the infrab- 
ulge areas on the labial surfaces of the teeth. 

Use of the Swing-Lock concept would seem pri- 
marily indicated when the fo lowing conditions 
are present: 


1. M issing key abutments. By using all the remain- 
ing teeth for retention and stability, the absence 
of a key abutment (such as a canine) may not 
present as serious a treatment problem with 
this concept as with more conventional designs 
(Figure 5-17). 

2. Unfavorable tooth contours. When existing 
tooth contours (uncorrectable by recontouring 
with appropriate restorations) or excessive 
labial inclinations of anterior teeth prevent 
conventional clasp designs, the basic principles 
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Figure 5-16 The hinge for this continuous labial bar connec- 
tor is located buccal and distal to the remaining dentition 
(area of tooth #21). The latching mechanism is opposite to 
the hinge, adjacent to tooth #28. In this location it will be 
housed within the buccal flange of the denture. 



Figure 5-17 Absence of mandibular canine requires that all 
remaining anterior teeth be used for stabilization and reten- 
tion of replacement restoration. Swing-Lock concept can be 
used to ensure group function of these remaining mandibular 
teeth. 


of removable partial design may be better 
implemented with the Swing-Lock concept. 

3. Unfavorable soft tissue contours. Extensive 
soft tissue undercuts may prevent proper 
location of component parts of a conventional 
removable partial denture or an Overdenture 
(see. The hinged continuous labial bar con- 
cept may provide an adjunctive modality to 
accommodate such unfavorable soft tissue 
contours. 

4. Teeth with questionable prognoses. The possi- 
bility of losing a key abutment tooth with a 
guarded prognosis seriously affects the stability 
and retention of a conventional prosthesis. 
Because all of the remaining teeth function as 


abutments in the Swing-Lock denture, the loss 
of a tooth would seemingly not compromise 
retention and stability to such a degree. The 
hinged labial bar type of restoration can be 
used satisfactorily for certain clinically com- 
promised situations. As is true with any type 
of removable restoration, good oral hygiene, 
maintenance, regular recall, and close atten- 
tion to details of design are paramount to 
successful implementation of this treatment 
concept. 

Obvious contraindications to the use of this 
hinged labial bar concept are apparent. The most 
obvious is poor oral hygiene or lack of motivation 
for plaque control by the patient. Other con- 
traindications are the presence of a shallow buccal 
or labial vestibule or a high frenal attachment. Any 
of these factors would prevent the proper place- 
ment of components of the Swing-Lock partial 
denture. 


Maxillary Major Connectors 

Six basic types of maxillary major connectors are 
considered: 

1. Single palatal strap (Figure 5-18, A) 

2. Combination anterior and posterior palatal strap- 
type connector (Figure 5-18, B) 

3. Palatal plate-type connector (Figure 5-18, C) 

4. U-shaped palatal connector (Figure 5-18, D) 

5. Single palatal bar (Figure 5-18, E) 

6. Anterior-posterior palatal bars (Figure 5-18, F) 
Whenever it is necessary for the palatal connector 

to make contact with the teeth for reasons of support, 
definite tooth support must be provided. This is best 
accomplished by establishing definite rest seats on 
the predetermined abutment teeth. These should be 
located far enough above the gingival attachment to 
provide for bridging the gingival crevice with block- 
out. At the same time, they should be low enough on 
the tooth to avoid unfavorable leverage and low 
enough on the maxillary incisors and canine teeth to 
avoid incisal interference of the opposing dentition. 

Major connector components resting on unpre- 
pared inclined tooth surfaces can lead to slippage of 
the denture or to orthodontic movement of the 
tooth, or to both. In either situation, settling into gin- 
gival tissue is inevitable. In the absence of the 
required vertical support provided by rests, the 
health of the surrounding tissue is usually impaired. 
Similarly, interproximal projections of the major con- 
nector that rest on the gingival third of the tooth and 
on gingival tissue that are structurally unable to ren- 
der support may be traumatized. To prevent these 
sequelae, either support the major connector by def- 
inite rests on the teeth, provide adequate gingival 
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Figure 5-18 Maxillary major connectors: A, Single palatal strap. B, Anterior-posterior palatal 
strap. C, Palatal plate. D, U-shaped. E, Single palatal bar. F, Anterior-posterior palatal bars. 


relief, and/or locate the connector far enough away 
from the gingival margin to avoid any possible 
restriction of blood supply and entrapment of food 
debris. All gingival crossings should be abrupt and at 


right angles to the major connector. Creating a sharp, 
angular form on any portion of a palatal connector 
should be avoided, and all borders should be tapered 
toward the tissue. 
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Single Palatal Strap 

Bilateral tooth-supported prostheses, even those 
with short edentulous spaces, are effectively con- 
nected with a single, broad palatal strap connector, 
particularly when the edentulous areas are located 
posteriorly (Figure 5-19). Such a connector can be 
made rigid without objectionable bulk and interfer- 
ence with the tongue provided the cast framework 
material is distributed in three planes. Suitable rigid- 
ity, without excessive bulk, may be obtained for a sin- 
gle palatal strap by the laboratory technician casting 
a 22-gauge matte plastic pattern. 

For reasons of torque and leverage, a single 
palatal strap major connector should not be used 
to connect anterior replacements with distal exten- 
sion bases. To be rigid enough to resist torque and 
to provide adequate vertical support and horizon- 
tal stabilization, a single palatal strap would have 
to be objectionably bulky. When placed anteriorly, 
this bulk would become even more objectionable 
to the patient, because it could interfere with 
speech. 



A 



B 

Figure 5-19 A, This single palatal strap-type major connec- 
tor is better suited for the restoration of short span tooth- 
supported bilateral edentulous areas. It may also be used 
in tooth-supported unilateral edentulous situations with 
provision for cross-arch attachment by either extracoronal 
retainers or internal attachments. Width of palatal strap 
should be confined within the boundaries of supporting 
rests. B, Sagittal section. Midportion of major connector 
demonstrates slight elevation to provide rigidity. Such thick- 
ness of major connector does not appreciably alter palatal 
contours. 


Combination Anterior and Posterior Palatal Strap-type 
Connector 

Structurally, this is a rigid palatal major connector. 
The anterior and posterior palatal strap combination 
may be used in almost any maxillary partial denture 
design (Figure 5-20). 

A posterior palatal strap should be flat and a mini- 
mum of 8 mm wide. Posterior palatal connectors 
should be located as far posteriorly as possible to 
avoid interference with the tongue but anterior to 
the line offlexure formed by the junction of the hard 
and soft palates. The only condition preventing their 
use is when there is an inoperable maxillary torus 
that extends posteriorly to the soft palate. In this sit- 
uation, a broad, U-shaped major connector may be 
used as described elsewhere in this chapter. 

The strength of this major connector design lies in 
the fact that the anterior and posterior components 
are joined together by longitudinal connectors on 
either side, forming a square or rectangular frame. 
Each component braces the others against possible 
torque and flexure. Flexure is practically nonexistent 
in such a design. 

The anterior connector may be extended anteri- 
orly to support anterior tooth replacements. In this 
form, a U-shaped connector is made rigid because of 
the added horizontal strap posteriorly. If a maxillary 
torus exists, it may be encircled by this type of major 
strap-type connector without sacrificing rigidity. 

The combination anterior-posterior connector 
design may be used with any Kennedy class of par- 
tially edentulous arch. It is used most frequently in 
Classes II and IV, whereas the single wide palatal 



Figure 5-20 Anterior-posterior palatal strap-type major 
connector. Anterior component is a flat strap located as far 
posteriorly as possible to avoid rugae coverage and tongue 
interference. Anterior border of this strap should be located 
just posterior to a rugae crest or in the valley between two 
crests. Posterior strap is thin, a minimum of 8 mm wide, and 
is located as far posteriorly as possible, yet entirely on hard 
palate. It should be located at right angles to midline rather 
than diagonally. 
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strap is more frequently used in Class III situations. 
The palatal plate-type or complete coverage con- 
nector, described in this chapter, is used most 
frequently in Class I situations for reasons to be 
exp ained subsequently. All maxillary major connec- 
tors should cross the midline at a right angle rather 
than on a diagonal. It has been suggested that the 
tongue will accept symmetrically placed compo- 
nents far more readily than those placed without 
regard for symmetry. 

Palatal Plate-type Connector 

For the lack of better terminology, the words palatal 
plate are used to designate any thin, broad, con- 
toured palatal coverage used as a maxillary major 
connector and covering one half or more of the hard 
palate (Figure 5-21). Anatomic replica palatal cast- 
ings have uniform thickness and strength by reason 
of their corrugated contours. Through the use of 
electrolytic polishing, uniformity of thickness can be 
maintained, and the anatomical contours of the 
palate are faithfully reproduced in the finished 
denture. 

The anatomic replica palatal major connector has 

several potential advantages: 

1. It permits the making of a uniformly thin metal 
plate that reproduces faithfully the anatomic 
contours of the patient's own palate. Its uniform 
thinness and the thermal conductivity of the 
metal are designed to make the palatal plate more 
readily acceptable to the tongue and underlying 
tissue. 


2. The corrugation in the anatomic replica adds 
strength to the casting; thus a thinner casting with 
adequate rigidity can be made. 

3. Surface irregularities are intentional rather than 
accidental; therefore electrolytic polishing is all 
that is needed. The original uniform thickness of 
the plastic pattern is thus maintained. 

4. By virtue of intimate contact, interfacial surface 
tension between metal and tissue provides the 
Drosthesis with greater retention. Retention must 
De adequate to resist the pull of sticky foods, the 
action of moving border tissue against the den- 
ture, the forces of gravity, and the more violent 
forces of coughing and sneezing. These are all 
resisted to some extent by the retention of the 
base itself, which is proportional to the total area 
of denture base contact to the supporting tissue. 
The required amount of both direct and indirect 
retention will depend on the amount of retention 
provided by the denture base. 

The palatal plate may be used in anyone of three 
ways. It may be used as a plate of varying width that 
covers the area between two or more edentulous 
areas, as a complete or partial cast plate that extends 
posteriorly to the junction of the hard and soft 
palates (Figures 5-22 and 5-23), or in the form of an 
anterior palatal connector with a provision for 
extending an acrylic resin denture base posteriorly 
(Figure 5-24). 

The palatal plate should be located anteriorto the 
posterior palatal seal area. The maxillary complete 
denture's typical posterior palatal seal is not necessary 



Figure 5-21 Palatal major connector covering two thirds of 
palate. Anterior border follows valleys between rugae and 
does not extend anterior to indirect retainers on first premo- 
lars. Posterior border is located at junction of hard and soft 
palates but does not extend onto soft palate. In bilateral distal 
extension situation illustrated, indirect retainers are a must to 
aid in resisting horizontal rotation of the restoration. Note that 
provisions have been made for a butt-type joint joining the 
denture bases and framework as denture base on each side 
passes through pterygomaxillary notch. 



Figure 5-22 Palatal plate major connector for a Class I, modi- 
fication 1, removable partial denture. Posterior border lies on 
immovable hard palate and crosses the midline at a right 
angle. Total contact provides excellent auxiliary retention 
without objectionable bulk. 


50 McCracken's Removable Partial Prosthodontics 


with a maxillary partial denture's palatal plate because 
of the accuracy and stability of the cast metal. 

When the last remaining abutment tooth on either 
side of a Class I arch is the canine or first premolar 
tooth, complete palatal coverage is strongly advised, 
especially when the residual ridges have undergone 
excessive vertical resorption. This may be accom- 
plished in one of two ways. One method is to use a 
complete cast plate that extends to the junction of 
the hard and soft palates (see Figure 5-23). The other 



Figure 5-23 Complete coverage palatal major connector. 
Posterior border terminates at junction of hard and soft 
palates. Anterior portion, in the form of palatal linguoplate, is 
supported by positive lingual rest seats on canines. Location 
of finishing lines is most important in this type of major con- 
nector. Anteroposteriorly, they should be parallel to a line 
along the center of the ridge crest and located just lingual to 
an imaginary line contacting lingual surfaces of missing natu- 
ral teeth. Alteration of natural palatal contour should be antic- 
ipated with its attendant detrimental effect on speech if these 
contours are not followed. 


method is to use a cast major connector anteriorly 
with retention posteriorly, for the attachment of an 
acrylic-resin denture base that extends posteriorly to 
the anatomic landmarks previously described (see 
Figure 5-24). 

Despite increased cost, the advantages of a cast 
palate make it preferable to an acrylic-resin palate. 
However, the latter method may be used satisfacto- 
rily when relining is anticipated or cost is a factor. 
The complete palatal plate is not a connector that 
has received universal use. It has, however, become 
accepted as a satisfactory palatal connector for many 
maxillary partial dentures. In all circumstances, the 
portion contacting the teeth must have positive sup- 
port from adequate rest seats. The dentist should be 
familiar with its use and, at the same time, with its 
limitations so that it may be used intelligently and to 
the fullest advantage. 

Design of Maxillary Major Connectors 

In 1953 Blatterfein described a systematic approach 
to designing maxillary major connectors. His method 
involves five basic steps and is certainly applicable to 
most maxillary removable partial denture situations. 
Using a diagnostic cast and knowledge of the relative 
displaceability of the palatal tissue, including that 
covering the median palatal raphe, he recommends 
the following basic steps: 

Step 1: Outline of primary bearing areas. The primary 
bearing areas are those that will be covered by 
the denture base(s) (Figure 5-25, A and B). 

Step 2: Outline of nonbearing areas. The nonbearing 
areas are the lingual gingival tissue within 
5 to 6 mm of the remaining teeth, hard areas 
of the medial palatal raphe (including tori), 



A 


Figure 5-24 A, Maxillary major connector in the form of palatal linguoplate with provision 
for attaching full-coverage resin denture base. B, Completed removable partial denture with 
resin base. Palatal linguoplate is supported by rests occupying lingual rest seats prepared in 
cast restorations on canines. This type of removable partial denture is particularly applicable 
where (1) residual ridges have undergone extreme vertical resorption and (2) terminal abut- 
ments have suffered some bone loss and splinting cannot be accomplished. 
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Figure 5-25 A, Diagnostic cast of partially edentulous maxillary arch. B, The palatal extent 
of the denture base areas are located 2 mm from the palatal surface of the posterior teeth. 
C, Nonbearing areas outlined in black, which include lingual soft tissue within 5 to 6 mm of 
teeth, an unyielding median palatal raphe area, and soft palate. The space bounded by bear- 
ing and nonbearing area outlines is available for placement of major connector. D, Major 
connector selected will be rigid and noninterfering with tongue and will cover a minimum of 
the palate. 


and palatal tissue posterior to the vibrating 
line (Figure 5-25, C). 

Step 3: Outline of connector areas. Steps 1 and 2, when 
completed, provide an outline or designate 
areas that are available to place components of 
major connectors (Figure 5-25, C). 

Step 4: Selection of connector type. Selection of the 
type of connector(s) is based on four factors: 
mouth comfort, rigidity, location of denture 
bases, and indirect retention. Connectors 
should be of minimum bulk and should be 
positioned so that interference with the 
tongue during speech and mastication is not 
encountered. Connectors must have a maxi- 
mum of rigidity to distribute stress bilaterally. 
The double-strap type of major connector 
provides the maximum rigidity without bulk 
and total tissue coverage. In many instances 


the choice of a strap type of major connector 
is limited by the location of the edentulous 
ridge areas. When edentulous areas are 
located anteriorly, the use of only a posterior 
strap is not recommended. By the same 
token, when only posterior edentulous areas 
are present, the use of only an anterior strap 
is not recommended. The need for indirect 
retention influences the outline of the major 
connector. Provision must be made in the 
major connector so that indirect retainers 
may be attached. 

Step 5: Unification. After selection of the type of 
major connector based on the considerations 
in Step 4, the denture base areas and connec- 
tors are joined (Figure 5-25, D). 
The indications for the use of complete palatal 

coverage have been previously discussed in this 
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Figure 5-26 -U-shaped palatal conn-eetof is probably the least 
rigid type of maxillary major connector and should be used 
only when large inoperable palatal torus prevents use of 
palatal coverage or combination anterior-posterior palatal 
strap-type designed framework. 


chapter. Although there are many variations in palatal 
major connectors, a thorough comprehension of all 
factors influencing their design will lead to the best 
design for each patient. 


U-shaped Palatal Connector 

From both the patient's standpoint and a mechan- 
ical standpoint, the U-shaped palatal connector is 
the least desirable of maxillary major connectors. 
It should never be used arbitrarily. When a large 
inoperable palatal torus exists, and occasionally 
when several anterior teeth are to be replaced, the 
U-shaped palatal connector may have to be used 
(Figure 5-26). In most instances, however, other 
designs will serve more effectively. 

The following are the principal objections to 
use of the U-shaped connector: 

1. Its lack of rigidity (compared with other designs) 
can allow lateral flexure under occlusal forces, 
which may induce torque or direct lateral force 
to abutment teeth. 

2. The design fails to provide good support char- 
acteristics and may permit impingement of 
underlying tissue when subjected to occlusal 
loading. 

3. Bulk to enhance rigidity results in increased 
thickness in areas that are a hindrance to the 
tongue. 

M any maxillary partial dentures have failed for 
no other reason than the flexibility of a U-shaped 
major connector (Figure 5-27). To be rigid, the 
U-shaped palatal connector must have bulk 
where the tongue needs the most freedom, which 
is the rugae area. Without sufficient bulk, the 
U-shaped design leads to increased flexibility and 
movement at the open ends. In distal extension 


Figure 5-27 Removable partial denture design that uses an 
objectionable U-shaped palatal major connector. Such a con 
nector lacks necessary rigidity, places bulk where it is most 
objectionable to patient, and impinges on gingival tissue lin- 
gual to remaining teeth. 


partial dentures, when tooth support posterior to 
the edentulous area is nonexistent, movement is 
particularly noticeable and is traumatic to the 
residual ridge. No matter how well the extension 
base is supported or how harmonious the occlu- 
sion, without a rigid major connector the residual 
ridge suffers. ^ 

The wider the coverage of a U-shaped major 
connector, the more it resembles a palatal plate- 
type connector with its several advantages. But 
when used as a narrow U design, the necessary 
rigidity is usually lacking. A U-shaped connector 
may be made more rigid by providing multiple 
tooth support through definite rests. A common 
error in the design of a U-shaped connector, how- 
ever, is its proximity to, or actual contact with, 
gingival tissue. The principle that the borders of 
major connectors should either be supported by 
rests in prepared rest seats or be located well away 
from gingival tissue has been stated previously. 
The majority of U-shaped connectors fail to do 
either, with resulting gingival irritation and peri- 
odontal damage to the tissue adjacent to the 
remaining teeth. 

Single Palatal Bar 

To differentiate between a palatal bar and a palatal 
strap, a palatal connector component of less than 
8 mm in width is referred to as a bar in this text- 
book. The single palatal bar is perhaps the most 
widely used and yet the least logical of all palatal 
major connectors. It is difficult to say whether the 
bar or the U-shaped palatal connector is the more 
objectionable of palatal connectors. 
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Figure 5-28 Combination anterior-posterior palatal bar. To be 
sufficiently rigid to provide required support and stability, 
these major connectors must be excessively bulky. Due to its 
bulk and location the anterior bar often interferes with the 
tongue. 



For a single palatal bar to have the necessary 
rigidity for cross-arch distribution of stress, it 
must have concentrated bulk, which, unfortu- 
nately, is all too often ignored. For a single palatal 
bar to be effective, it must be rigid enough to pro- 
vide support and cross-arch stabilization and 
must be centrally located between the halves of 
the denture. Mechanically, this practice may be 
sound enough. However, from the standpoint of 
patient comfort and alteration of palatal contours, 
it is highly objectionable. 

A partial denture made with a single palatal bar 
is often either too thin and flexible or too bulky 
and objectionable to the patient's tongue. The 
decision to use a single palatal bar instead of a 
strap should be based on the size of the denture- 
bearing areas that are connected and on whether 
a single connector located between them would 
be rigid without objectionable bulk. 

Combination Anterior and Posterior Palatal 
Bar-type Connectors 

Structurally, this combination of major connec- 
tors exhibits many of the same disadvantages as 
the single palatal bar (Figure 5-28). To be suffi- 
ciently rigid and to provide the needed support 
and stability, these connectors could be too bulky 
and could interfere with tongue function. 

Beading of the M axillary Cast 

Beading is a term used to denote the scribing of 
a shallow groove on the maxillary master cast out- 
lining the palatal major connector exclusive of 
rugae areas (Figure 5-29). The purposes of beading 
areas follows: 


Figure 5-29 Framework design on master cast before prepa- 
ration for duplication in refractory investment. Shallow 
groove (0. 5 mm) has been scribed on outline of anterior and 
posterior borders of the major connector. Anterior outline fol- 
lows valleys of rugae. Beading is readily accomplished with 
cleoid carver. Slightly rounded groove is preferred to 
V-shaped groove. 


1. To transfer the major connector design to the 
investment cast (Figure 5-30, A and B) 

2. To provide a visible finishing line for the casting 
(Figure 5-31) 

3. To ensure intimate tissue contact of the major 
connector with selected palatal tissue 
Beading is readily accomplished by using an 

appropriate instrument, such as a cleoid carver. Care 
must be exercised to create a groove not in excess of 
0. 5 mm in width or depth (Figures 5-32, A and B). 


NOR CONNECTORS 



M inor connectors are those components that serve 
as the connecting link between the major connector 
or base of a removable partial denture and the other 
components of the prosthesis, such as the clasp 
assembly, indirect retainers, occlusal rests, or ungu- 
ium rests. In many instances a minor connector 
may be continuous with some other part of the den- 
ture. For example, an occlusal rest at one end of a 
linguoplate is actually the terminus of a minor con- 
nector, even though that minor connector is contin- 
uous with the linguoplate. Similarly the portion of a 
partial denture framework that supports the clasp 
and the occlusal rest is a minor connector, which 
joins the major connector with the clasp proper. 
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Figure 5-30 A, Refractory cast. Note definitive outline of major connector indicated by 
beading lines that were transferred in duplicating the master cast. B, Wax pattern for major 
connector is accurately executed by following the beading lines. Major connector is con- 
fined to previously scribed beading. 



^ 1 . 


Figure 5-31 Cast and framework showing metal margin pro- 
duced by the 0.5 mm beading line scribed on the cast. Such a 
margin is easily finished in the lab and provides intimate tis- 
sue contact, preventing food from easily dislodging the pros- 
thesis. Care should be exercised in adapting such a beaded 
margin to non-compressible tissue, such as the median 
palatal raphe. 

Those portions of a removable partial denture frame- 
work that retain the denture bases are also minor 
connectors. 

Functions 

In addition to joining denture parts, the minor con- 


nector serves two other 
1. To transfer functiona 


purposes. 

stress to the abutment teeth. 


This is a prosthesis-to-abutment function of the 


minor connector. Occlusal forces applied to the 
artificial teeth are transmitted through the base to 
the underlying ridge tissue if that base is primarily 
tissue supported. Occlusal forces applied to the 
artificial teeth are also transferred to abutment 
teeth through occlusal rests. The minor connec- 
tors arising from a rigid major connector make 
possible this transfer of functional stress through- 
out the dental arch. 

2, To transfer the effect of the retainers, rests, and 
stabilizing components throughout the prosthe- 
sis. This is an abutment-to-prosthesis function of 
the minor connector. Thus forces applied on one 
portion of the denture may be resisted by other 
components placed elsewhere in the arch for 
that purpose. A stabilizing component on one 
side of the arch may be placed to resist horizon- 
tal forces originating on the opposite side. This is 
possible only because of the transferring effect of 
the minor connector, which supports that stabi- 
lizing component, and the rigidity of the major 
connector. 


Form and Location 

Like the major connector, the minor connector must 
have sufficient bulkto be rigid; otherwise the trans- 
fer of functional stresses to the supporting teeth and 
tissue will not be effective. At the same time, the bulk 
of the minor connector should not be objectionable. 
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Figure 5-32 A, Tissue side of casting. Note slightly elevated ridges outlining anterior, poste- 
rior, and mid-palatal opening region of this anterior-posterior palatal strap major connector. 
B, Casting finished to demarcated outline and seated on the master cast showing intimate 
adaptation. 



Figure 5-33 In an embrasure space, the minor connector is 
tapered to the tooth to avoid bulk and to accommodate the 
tongue. 


A minor connector contacting the axial surface of 
an abutment should not be located on a convex sur- 
face. Instead it should be located in an embrasure 
(Figure 5-33) where it will be least noticeable to the 
tongue. It should conform to the interdental embra- 
sure, passing vertically from the major connector so 
that the gingival crossing is abrupt and covers as lit- 
tle of the gingival tissue as possible. It should be 
thickest toward the lingual surface, tapering toward 
the contact area (Figure 5-34). 



Figure 5-34 Minor connector that contacts the guiding plane 
is .part of a clasp assembly. It. can -be separate torn the .other 
pans, or, as in this case, it can be connected to the lingual 
stabilizing portion of the clasp assembly. The proximal plate 
minor connector contact is about one half of the distance 
between tips of adjacent buccal and lingual cusps of the 
abutment tooth, and it extends gingivally, contacting an area 
of the abutment from the marginal ridge to two thirds the 
length of the enamel crown. Viewed from above, it is triangu- 
lar, the apex of the triangle being buccally located and the 
base of the triangle being located lingually. Less interference 
with arrangement of adjacent artificial tooth is encountered 
with minor connectors so shaped. 


The deepest part of the interdental embrasure 
should have been blocked out to avoid interference 
during placement and removal, and to avoid any 
wedging effect on the contacted teeth. 
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A modification of the conventional removable par- 
tial denture minor connector has been proposed. The 
application was suggested to be limited to the maxil- 
lary arch only, with the minor connector located in the 
center of the lingual surface of the maxillary abutment 
tooth. 

It is suggested that this modification reduces the 
amount of gingival tissue coverage, provides enhanced 
guidance for the partial denture during insertion and 
removal, and increases stabilization against horizontal 
and rotational forces. However, because of its location, 
such a design variation could encroach on the tongue 
space and create a greater potential space for food 
entrapment. The proposed variation should be used 
with careful application. 

When a minor connector contacts tooth surfaces 
on either side of the embrasure in which it lies, it 
should be tapered to the teeth. This avoids sharp 
angles, which could hinder tongue movement, and 
eliminates spaces that could trap food (Figure 5-35). 

It is a minor connector that contacts the guiding 
plane surfaces of the abutment teeth, whether as a 
connected part of a direct retainer assembly or as a 
separate entity (see Figure 5-34). Here the minor 
connector must be wide enough to use the guiding 
plane to the fullest advantage. When it gives rise to a 
clasp arm, the connector should be tapered to the 
tooth below the origin of the clasp. If no clasp arm is 
formed (as when a bar clasp arm originates else- 
where), the connector should be tapered to a knife- 
edge the full length of its buccal aspect. 


When an artificial tooth will be placed against a 
proximal minor connector, the minor connector's 
greatest bulk should be toward the lingual aspect of 
the abutment tooth. This way sufficient bulk is 
ensured with the least interference to placement of 
the artificial tooth. Ideally the artificial tooth should 



Figure 5-35 Finishing line at junction of ladderlike minor 
connector and major connector blends smoothly into minor 
connector contacting distal guiding plane on second premo- 
lar. Framework is feathered toward tissue anterior to finishing 
line to avoid as much bulk in this area as possible without 
compromising the strength of the butt-type joint. 


contact the abutment tooth with only a thin layer of 
metal intervening buccally. Lingually the bulk of 
the minor connector should lie in the interdental 
embrasure the same as between two natural teeth. 

As stated previously, those portions of a denture 
framework by which acrylic resin denture bases 
are attached are minor connectors. This type of 
minor connector should be so designed that it will 
be completely embedded within the denture base. 

The junctions of these mandibular minor con- 
nectors with the major connectors should be strong 
butt-type joints but without appreciable bulk (see 
Figure 5-35). Angles formed at the junctions of the 
connectors should not be greater than 90 degrees, 
thus ensuring the most advantageous and strongest 
mechanical connection between the acrylic resin 
denture base and the major connector. 

An open latticework or ladder type of design is 
preferable and is conveniently made by using pre- 
formed 12-gauge half-round and 18-gauge round 
wax strips. The minor connector for the mandibu- 
lar distal extension base should extend posteriorly 
about two thirds the length of the edentulous 
ridge and have elements on both the lingual and 
buccal surfaces. Such an arrangement will not 
only add strength to the denture base but also 
may minimize distortion of the cured base from 
its inherent strains caused by processing. The 
minor connector must be planned with care so 
that it will not interfere with the arrangement of 
artificial teeth (Figure 5-36). 

A means to attach acrylic resin individualized 
trays to the mandibular framework when a cor- 
rected impression is planned must be arranged 
when the framework pattern is being developed. 



Figure 5-36 Minor connector for attaching the resin denture 
base should be designed so that denture tooth placement is 
not compromised. The minor connector design should not 
include a main lattice strut at the ridge crest or in a desired 
tooth location. 
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Three nailhead minor connectors fabricated as 
part of the denture base minor connector serve 
this purpose well. Unless some similar arrange- 
ment is made, the resin trays may become 
detached or loosened during impression-making 
procedures. M inor connectors for maxillary distal 
extension denture bases should extend the entire 
length of the residual ridge and should be of a lad- 
derlike and loop design (Figure 5-37). 

Tissue Stops 

Tissue stops are integral parts of minor connectors 
designed for retention of acrylic resin bases. They 



Figure 5-37 Extension of finishing line to area of pterygomax- 
illary notch provides butt-type joint for attachment of border 
portion of resin base through pterygomaxillary notch (arrows). 


provide stability to the framework during the 
stages of transfer and processing. They are partic- 
ularly useful in preventing distortion of the frame- 
work during acrylic resin processing procedures. 
Tissue stops can engage buccal and lingual slopes 
of the residual ridge for stability (Figure 5-38). 

Altered cast impression procedures often neces- 
sitate that tissue stops be augmented subsequent to 
the development of the altered cast. This can be 
readily accomplished with the addition of autopoly- 
merizing acrylic resin (Figure 5-39). 

Another integral part of the minor connector 
designed to retain the acrylic resin denture base is 
similar to a tissue stop but serves a different pur- 
pose. It is located distal to the terminal abutment 
and is a continuation of the minor connector con- 
tacting the guiding plane. Its purpose is to estab- 
lish a definitive finishing index tissue stop for the 
acrylic resin base after processing (Figure 5-40). 


| Fl Nl SHI NG U NES 

The finishing line junction with the major connec- 
tor should take the form of an angle not greater 
than 90°, therefore being somewhat undercut 
(Figure 5-41). Of course the medial extent of the 
minor connector depends on the lateral extent of 
the major palatal connector. Too little attention is 
given to this finishing line location in many 
instances. If the finishing line is located too far 
medially, the natural contour of the palate will 



Figure 5-38 A, Arrow points to location of tissue stop. B, Master cast partially prepared for 
duplication in refractory investment. Posterior to relief wax, at the distal of the residual ridge 
(arrow), a tissue stop will be waxed. 

Continued 
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Figure 5-38 Cont'd C, Wax tissue stop placed distal to relief (arrow). After casting this will 
result in tissue stop contact of the framework. D, Tissue stop seen from labial. E, Framework 
on cast showing tissue contact posterior to minor connector with planned relief. Arrow 
points to created tissue stop. 



Figure 5-39 A, Lower half of flask in which distal extension denture was invested. Note that 
terminal portion of minor connector (original tissue stop) is elevated from residual ridge. 
Framework was developed on cast, with residual ridge recorded in its anatomic form. Resid- 
ual ridge was later recorded in its functional form by a corrected impression, thus the ele- 
vated tissue stop. B, Autopolymerizing resin is painted on between tissue stop and ridge to 
maintain position of minor connector during packing and processing procedures for a resin 
denture base. 
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Figure 5-40 Finishing index tissue stop. A, Designed to facilitate finishing of the denture 
base resin at the region of the terminal abutment. Note space at anterior region of wax relief. 
Framework will be waxed to fill this space and provide positive tissue contact. B, Refractory 
cast showing space distal to abutment. C, Wax pattern filling space for future tissue index 
contact. D, Framework index tissue stop anterior to relief beneath the minor connector of the 
distal extension base and posterior to the primary abutment. 


be altered by the thickness of the junction and 
the acrylic resin supporting the artificial teeth 
(Figure 5-42). If, on the other hand, the finishing 
line is located too far buccally, it will be most diffi- 
cult to create a natural contour of the acrylic resin 
on the lingual surface of the artificial teeth. The 
location of the finishing line at the junction of 
the major and minor connector should be based 
on restoring the natural palatal shape, taking into 
consideration the location of the replacement 
teeth. 

Equal consideration must be given to the junc- 
tion of minor connectors and bar-type direct 


retainer arms. These junctions are 90° butt-type 
joints and should follow the guidelines for base 
contour and clasp length. 


REACTION OF TISSUE TO METALLIC 
COVERAGE 

The reaction of tissue to coverage by the metallic 
components of a removable partial denture has 
been the subject of significant controversy, particu- 
larly in regions of marginal gingiva and broad areas 
of tissue contact. These tissue reactions can result 


60 McCracken's Removable Partial Prosthodontics 



Figure 5-41 Frontal sections through lingual finishing lines of palatal major connectors. 
Right image is through full cast metal base major connector; left image is through resin den- 
ture base. In both situations, location of finishing lines minimizes bulk of resin attaching the 
artificial teeth. Palatal contours are restored, enhancing speech and contributing to a natural 
feeling for the patient. 



Correct 


Figure 5-42 Junction of major connector and minor connec- 
tor at palatal finishing lines should be located 2 mm medial 
from an imaginary line that would contact lingual surfaces of 
missing posterior teeth. Finish line on right is too far toward 
midline of palate. Natural contours of palate will be altered. 

from pressure from lack of support, lack of adequate 
hygiene measures, and prolonged contact through 
continual use of a prosthesis. 

Pressure occurs at regions where relief over gingi- 
val crossings and other areas of contact with tissue 
that are incapable of supporting the prosthesis is 
inadequate. Impingement will likewise occur if the 
denture settles because of loss of tooth and/or tissue 
support. This may be caused by failure of the rest 
areas as a result of improper design, caries involve- 
ment, fracture of the rest itself, or intrusion of abut- 
ment teeth under occlusal loading. It is important to 
maintain adequate relief and support from both 


teeth and tissue. Settling of the denture because of 
loss of tissue support may also produce pressure 
elsewhere in the arch, such as beneath major con- 
nectors. Settling of a prosthesis must be prevented or 
corrected if it has occurred. Excessive pressure must 
be avoided whenever oral tissue must be covered or 
crossed by elements of the partial denture. 

Lack of adequate hygiene measures can result in 
tissue reactions because of an accumulation of food 
debris and bacteria. Coverage of oral tissue with par- 
tial dentures that are not kept clean irritates those 
tissue because of an accumulation of irritating fac- 
tors. This has led to a misinterpretation of the effect 
of tissue coverage by prosthetic restorations. An 
additional hygiene concern relates to the problem of 
maintaining cleanliness of the tissue surface of the 
prosthesis. 

The first two causes of untoward tissue reaction 
can be accentuated the longer a prosthesis is worn. It 
is apparent that mucous membranes cannot tolerate 
this constant contact with a prosthesis without 
resulting in inflammation and breakdown of the 
epithelial barrier. Some patients become so accus- 
tomed to wearing a removable restoration that they 
neglect to remove it often enough to give the tissue 
any respite from constant contact. This is frequently 
true when anterior teeth are replaced by the partial 
denture and the individual does not allow the pros- 
thesis to be out of the mouth at any time except in 
the privacy of the bathroom during toothbrushing. 
Living tissue should not be covered all the time or 
changes in those tissue will occur. Partial dentures 
should be removed for several hours each day so that 
the effects of tissue contact can subside and the tis- 
sue can return to a normal state. 

Clinical experience with the use of linguoplates 
and complete metallic palatal coverage has shown 
conclusively that when factors of pressure, cleanli- 
ness, and time are controlled, tissue coverage is not 
in itself detrimental to the health of oral tissue. 
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MAJOR CONNECTORS IN REVIEW 

MANDIBULAR LINGUAL BAR 

Indications for Use The lingual bar should be used for 
mandibular removable partial dentures where suf- 
ficient space exists between the slightly elevated 
alveolar lingual sulcus and the lingual gingival 
tissue. 

Characteristics and Location (1) Half-pear shaped with 
bulkiest portion inferiorly located. (2) Superior bor- 
der tapered to soft tissue. (3) Superior border located 
at least 4 mm inferior to gingival margins and more 
if possible. (4) Inferior border located at the ascer- 
tained height of the alveolar lingual sulcus when the 
patient's tongue is slightly elevated. 

Blockout and Relief of Master Cast (1) All tissue under- 
cuts parallel to path of placement. (2) An additional 
thickness of 32-gauge sheet wax when the lingual 
surface of the alveolar ridge is either undercut or 
parallel to the path of placement (see Figures 11-24 
and 11-25). (3) No relief is necessary when the lin- 
gual surface of the alveolar ridge slopes inferiorly 
and posteriorly. (4) One thickness of baseplate wax 
over basal seat areas (to elevate minor connectors 
for attaching acrylic resin denture bases). 

Waxing Specifications (1) Six-gauge, half-pear-shaped 
wax form reinforced by 22- to 24-gauge sheet wax 
or similar plastic pattern adapted to the design 
width. (2) Long bar requires more bulk than short 
bar; however, cross-sectional shape is unchanged. 

Finishing Lines Butt-type joint(s) with minor connec- 
tors) for retention of denture base(s). 


MANDIBULAR LINGUOPLATE 

Indications for Use (1) Where the alveolar lingual sul- 
cus so closely approximates the lingual gingival 
crevices that adequate width for a rigid lingual bar 
does not exist. (2) In those instances in which the 
residual ridges in Class I arch have undergone such 
vertical resorption that they will offer only minimal 
resistance to horizontal rotations of the denture 
through its bases. (3) For using periodontal ly weak- 
ened teeth in group function to furnish support to 
the prosthesis and to help resist horizontal (off- 
vertical) rotation of the distal extension type of 
denture. (4) When the future replacement of one or 
more incisor teeth will be facilitated by the addition 
of retention loops to an existing linguoplate. 

Characteristics and Location (1) Half-pear shaped with 
bulkiest portion inferiorly located. (2) Thin metal 
apron extending superiorly to contact cingula of 
anterior teeth and lingual surfaces of involved pos- 
terior teeth at their height of contour. (3) Apron 


extended interproximally to the height of contact 
points, i. e., closing interproximal spaces. (4) Scal- 
loped contour of apron as dictated by interproximal 
blockout. (5) Superior border finished to continu- 
ous plane with contacted teeth. (6) Inferior border 
at the ascertained height of the alveolar lingual sul- 
cus when the patient's tongue is slightly elevated. 

Blockout and Relief of Master Cast (1) All involved 
undercuts of contacted teeth parallel to the path 
of placement. (2) All involved gingival crevices. 
(3) Lingual surface of alveolar ridge and basal seat 
areas the same as for a lingual bar. 

Waxing Specifications (1) Inferior border— 6-gauge, 
half-pear-shaped wax form reinforced with 24-gauge 
sheet wax or similar plastic pattern. (2) Apron— 24- 
gauge sheet wax. 

Finishing Lines Butt-type joint(s) with minor connec- 
tors) for retention of denture base(s). 


MANDIBULAR SUBLINGUAL BAR 

Indications for Use (1) The sublingual bar should be 
used for mandibular removable partial dentures 
where the height of the floor of the mouth in relation 
to the free gingival marginswill be lessthan 6 mm. It 
may also be indicated whenever it is desirable to 
keep the free gingival margins of the remaining ante- 
rior teeth exposed and there is inadequate depth of 
the floor of the mouth to place a lingual bar. 

Contraindications for Use Remaining natural anterior 
teeth severely tilted toward the lingual. 

Characteristics and Location The sublingual bar is 
essentially the same half-pear shape as a lingual 
bar except that the bulkiest portion is located to 
the lingual and the tapered portion is toward the 
labial. The superior border of the bar should be at 
least 3 mm from the free gingival margin of the 
teeth. The inferior border is located at the height 
of the alveolar lingual sulcus when the patient's 
tongue is slightly elevated. This necessitates a 
functional impression of the lingual vestibule to 
accurately register the height of the vestibule. 

Blockout and Relief of M aster Cast (1) All tissue under- 
cuts parallel to path of placement. (2) An additional 
thickness of 32-gauge sheet wax when the lingual 
surface of the alveolar ridge is either undercut or 
parallel to the path of placement. (3) One thickness 
of baseplate wax over basal seat areas (to elevate 
minor connectors for attaching acrylic resin den- 
ture bases). 

Waxing Specifications (1) Six-gauge, half-pear-shaped 
wax form reinforced by 22- to 24-gauge sheet wax 
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or similar plastic pattern adapted to design width. 
(2) Long bar bulkier than short bar; however, cross- 
sectional shape unchanged. 

Finishing Lines Butt-type joint(s) with minor connec- 
tors) for retention of denture base(s). 


MANDIBULAR LINGUAL BARWITH 
CONTINUOUS BAR (CINGULUM BAR) 

Indications for Use (1) When a linguoplate is otherwise 
indicated but the axial alignment of anterior teeth is 
such that excessive blockout of interproximal under- 
cuts would be required. (2) When wide diastemata 
exist between mandibular anterior teeth and a lin- 
guoplate would objectionably display metal in a 
frontal view. 

Characteristics and Location (1) Conventionally shaped 
and located same as lingual bar major connector 
component when possible. (2) Thin, narrow (3 mm) 
metal strap located on cingula of anterior teeth, 
scalloped to follow interproximal embrasures with 
inferior and superior borders tapered to tooth sur- 
faces. (3) Originates bilaterally from incisal, lingual, 
or occlusal rests of adjacent principal abutments. 

Blockout and Relief of Master Cast (1) Lingual surface 
of alveolar ridge and basal seat areas same as for 
lingual bar. (2) No relief for continuous bar except 
blockout of interproximal spaces parallel to path of 
placement. ■ 

Waxing Specifications (1) Lingual bar major connector 
component waxed and shaped same as lingual bar. 
(2) Continuous bar pattern formed by adapting two 
strips (3 mm wide) of 28-gauge sheet wax, one at 
a time, over the cingula and into interproximal 
embrasures. 

Finishing Lines Butt-type joint(s) with minor connec- 
tors) for retention of denture base(s). 


MANDIBULAR CONTINUOUS BAR 
(CINGULUM BAR) 

Indications for Use When a lingual plate or sublingual 
bar is otherwise indicated but the axial alignment 
of the anterior teeth is such that the excessive 
blockout of interproximal undercuts would be 
required. 

Contraindications for Use (1) Anterior teeth severely 
tilted to the lingual. (2) When wide diastemata exist 
between the mandibular anterior teeth and the 
cingulum bar would objectionably display metal in 
a frontal view. 


Characteristics and Location (1) Thin, narrow (3 mm) 
metal strap located on cingula of anterior teeth, 
scalloped to follow interproximal embrasures with 
inferior and superior borders tapered to tooth sur- 
faces. (2) Originates bilaterally from incisal, lingual, 
or occlusal rests of adjacent principal abutments. 

Blockout and Relief of Master Cast No relief for cingu- 
lum bar except blockout of interproximal spaces 
parallel to the path of placement. 

Waxing Specifications Cingulum bar pattern formed 
by adapting two strips (3 mm wide) of 28-gauge 
sheet wax, one at a time, over the cingula and into 
interproximal embrasures. 

Finishing Lines Butt-type joint(s) with minor connec- 
tors) for retention of denture base(s). 


MANDIBULAR LABIAL BAR ____ 

Indications for Use (1) When lingual inclinations of 
remaining mandibular premolar and incisor teeth 
cannot be corrected, preventing the placement 
of a conventional lingual bar connector. (2) When 
severe lingual tori cannot be removed and prevent 
the use of a lingual bar or lingual plate major con- 
nector. (3) When severe and abrupt lingual tissue 
undercuts make it impractical to use a lingual bar 
or lingual plate major connector. 

Characteristics and Location (1) Half-pear shaped with 
bulkiest portion inferiorly located on the labial and 
buccal aspects of the mandible. (2) Superior border 
tapered to soft tissue. (3) Superior border located at 
least 4 mm inferior to labial and buccal gingival 
margins and more if possible. (4) Inferior border 
located in the labial-buccal vestibule at the juncture 
of attached (immobile) and unattached (mobile) 
mucosa. 

Blockout and Relief of Master Cast (1) All tissue under- 
cuts parallel to path of placement, plus an additional 
thickness of 32-gauge sheet wax when the labial sur- 
face is either undercut or parallel to the path of 
placement". (2) No relief necessary when the labial 
surface of the alveolar ridge slopes inferiorly to the 
labial or buccal. (3) Basal seat areas same as for lin- 
gual bar major connector. 

Waxing Specifications (1) Six-gauge, half-pear-shaped 
wax form reinforced with 22- to 24-gauge sheet 
wax or similar plastic pattern. (2) Long bar neces- 
sitates more bulk than short bar; however, cross- 
sectional shape unchanged. (3) M inor connectors 
joined with occlusal or other superior components 
by a labial or buccal approach. (4) M inor connec- 
tors for base attachment joined by a labial or buc- 
cal approach. 
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Finishing Lines Butt-type joint(s) with minor connec- 
tors) for retention of denture base(s). 

SINGLE PALATAL STRAP-TYPE MAJOR 
CONNECTOR 

Indications for Use Bilateral edentulous spaces of short 
span in a tooth-supported restoration. 

Characteristics and Location (1) Anatomic replica form. 
(2) Anterior border follows the valleys between 
rugae as nearly as possible at right angles to median 
suture line. (3) Posterior border at right angle to 
median suture line. (4) Strap should be 8 mm wide 
or approximately as wide as the combined width of 
a maxillary premolar and first molar. (5) Confined 
within an area bounded by the four principal rests. 

Blockout and Relief of Master Cast (1) Usually none 
required except slight relief of elevated medial 
palatal raphe or any exostosis crossed by the con- 
nector. (2) One thickness of baseplate wax over 
basal seat areas (to elevate minor connectors for 
attaching acrylic resin denture bases). 

Beading (See Figures 5-39 to 5-42. ) 

Waxing Specifications (1) Anatomic replica pattern 
equivalent to 22- to 24-gauge wax, depending on 
arch width. 

Finishing Lines (1) Undercut and slightly elevated. 
(2) No farther than 2 mm medial from an imaginary 
line contacting lingual surfaces of principal abut- 
ments and teeth to be replaced. (3) Follow curva- 
ture of arch. 


SINGLE BROAD PALATAL MAJOR 
CONNECTOR 

Indications for Use (1) Class I partially edentulous 
arches with residual ridges that have undergone little 
vertical resorption and will lend excellent support. 
(2) V- or U-shaped palates. (3) Strong abutments 
(single or made so by splinting). (4) More teeth in 
arch than six remaining anterior teeth. (5) Direct 
retention not a problem. (6) No interfering tori. 

Characteristics and Location (1) Anatomic replica 
form. (2) Anterior border following valleys of 
rugae as near right angle to median suture line as 
possible and not extending anterior to occlusal 
rests or indirect retainers. (3) Posterior border 
located at junction of hard and soft palate but not 
extended onto soft palate; at right angle to the 
median suture line; extended to pterygomaxillary 
notches. 


Blockout and Relief of Master Cast (1) Usually none 
required except relief of elevated median palatal 
raphe or any small exostoses covered by the con- 
nector. (2) One thickness of baseplate wax over 
basal seat areas (to elevate minor connectors for 
attaching acrylic resin denture bases). 

Beading (See Figures 5-39 to 5-42. ) 

Waxing Specifications Anatomic replica pattern equiv- 
alent to 24-gauge sheet wax thickness. 

Finishing Lines (1) Provision for butt-type joint at ptery- 
gomaxillary notches. (2) Undercut and slightly ele- 
vated. (3) No farther than 2 mm medial from an 
imaginary line contacting the lingual surfaces of 
the missing natural teeth. (4) Following curvature 
of arch. 


ANTERIOR-POSTERIOR STRAP-TYPE 
MAJOR CONNECTOR 

Indications for Use (1) Class I and II arches in which 
excellent abutment and residual ridge support 
exists, and direct retention can be made adequate 
without the need for indirect retention. (2) Long 
edentulous spans in Class II, modification 1 arches. 
(3) Class IV arches in which anterior teeth must be 
replaced with a removable partial denture. (4) Inop- 
erable palatal tori that do not extend posteriorly to 
the junction of the hard and soft palates. 

Characteristics and Location (1) Parallelogram shaped 
and open in center portion. (2) Relatively broad 
(8 to 10 mm) anterior and posterior palatal straps. 
(3) Lateral palatal straps (7 to 9 mm) narrow and 
parallel to curve of arch; minimum of 6 mm from 
gingival crevices of remaining teeth. (4) Anterior 
palatal strap: anterior border not placed farther 
anteriorly than anterior rests and never closer than 
6 mm to lingual gingival crevices; follows the val- 
leys of the rugae at right angles to the median 
palatal suture. Posterior border, if in rugae area, fol- 
lows valleys of rugae at right angles to the median 
palatal suture. (5) Posterior palatal connector: pos- 
terior border located at junction of hard and soft 
palates and at right angles to median palatal suture 
and extended to hamular notch area(s) on distal 
extension side(s). (6) Anatomic replica or matte 
surface. 

Blockout and Relief of Master Cast (1) Usually none 
required except slight relief of elevated median 
palatal raphe where anterior or posterior straps 
cross the palate. (2) One thickness of baseplate wax 
over basal seat areas (to elevate minor connectors 
for attaching acrylic resin denture bases). 

Beading (See Figures 5-39 to 5-42. ) 
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Waxing Specifications (1) Anatomic replica patterns or 
matte surface forms of 22-gauge thickness. (2) Pos- 
terior palatal component— A strap of 22-gauge 
thickness, 8 to 10 mm wide (a half-oval form of 
approximately 6-gauge thickness and width) may 
also be used. 

Finishing Lines Same as for single broad palatal major 
connector. 


COM PLETE PALATAL COVERAGE MAJOR 

CON NE CTO R 

Indications for Use (1) In most situations in which 
only some or all anterior teeth remain. (2) Class II 
arch with a large posterior modification space and 
some missing anterior teeth. (3) Class I arch with 
one to four premolars and some or all anterior 
teeth remaining, and abutment support is poor and 
cannot otherwise be enhanced; residual ridges 
have undergone extreme vertical resorption; direct 
retention is difficult to obtain. (4) In the absence of 
a pedunculated torus. 

Characteristics and Location (1) Anatomic replica 
form for full palatal metal casting supported 
anteriorly by positive rest seats. (2) Palatal lin- 
guoplate supported anteriorly and designed for 
the attachment of acrylic resin extension poste- 
riorly. (3) Contacts all or almost all of the teeth J 
remaining in the arch. (4) Posterior border: ter- ■ 
minates at the junction of the hard and soft 
palates; extended to hamular notch area(s) on 
distal extension side(s); at a right angle to median 
suture line. 

Blockout and Relief of Master Cast (1) Usually none 
required except relief of elevated median palatal 
raphe or any small palatal exostosis. (2) One thick- 
ness of baseplate wax over basal seat areas (to ele- 
vate minor connectors for attaching acrylic resin 
denture bases). 

Beading (See Figures 5-39 to 5-42. ) 

Waxing Specifications (1) Anatomic replica pattern 
equivalent to 22- to 24-gauge sheet wax thickness. 
(2) Acrylic resin extension from linguoplate the 
same as for a complete denture. 

Finishing Lines As illustrated here and previously 
discussed. 


U-SHAPED PALATAL MAJOR CONNECTOR 

This connector should be used only in those situa- 
tions in which inoperable tori extend to the poste- 
rior limit of the hard palate. 


The U-shaped palatal major connector is the least 
favorable design of all palatal major connectors, 
because it lacks the rigidity of other types of con- 
nectors. Where it must be used, indirect retainers 
must support any portion of the connector extend- 
ing anteriorly from the principal occlusal rests. 
Anterior border areas of this type of connector 
must be kept at least 6 mm away from adjacent 
teeth. If for any reason the anterior border must 
contact the remaining teeth, the connector must 
again be supported by rests placed in properly pre- 
pared rest seats. It should never be supported even 
temporarily by inclined lingual surfaces of anterior 
teeth. 

Waxing specifications, finishing lines, etc., are the 
same as for full palatal castings or other previously 
discussed similar major connectors. 


SELF-ASSESSMENT Al DS 

1. A Class I removable partial denture should have 
seven components. Name the components. 

2. Define the term major connector in your own 
words. 

3. Several desirable characteristics of major con- 
nectors are listed in the first few pages of Chapter 

^ 5. What are five of these characteristics? 

4. What purposes are served by rigid major connec- 
tors as contrasted with flexible connectors? 

5. Major connectors should be located in a favor- 
able relation to moving tissue, gingival tissue, 
and areas of bony and tissue prominences. What 
difficulties would the patient encounter if the 
preceding guidelines are not carried out? 

6. Name and draw the cross-sectional form of the 
basic mandibular major connector. 

7. M argins of major connectors adjacent to gingival 
tissue should be located far enough from the 
tissue to avoid possible impingement when the 
denture rotates from functional and parafunc- 
tional forces. The superior border of a lingual bar 
should be located at least mm from gin- 
gival crevices. 

8. The inferior border of a lingual bar is located as 
far inferiorly as possible without encroaching on 
the movable tissue in the alveolar lingual sulcus. 
Describe two methods by which the location of 
the inferior border can be accurately determined. 

9. Sufficient relief must be provided beneath a 
major connector to avoid impingement and/or 
displacement of soft tissue resulting in an 
inflammatory response. What is meant by the 
word relief? Rationalize planned relief for a lin- 
gual bar and give quantitative rules of thumb 
that depend on the contour of the anterior, lin- 
gual alveolar ridge. 
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10. Discuss those clinical observations that indicate 
the choice of a lingual bar as a major connector. 

11. What is the form of a mandibular linguoplate 
major connector? 

12. Give four clinical observations that indicate use 
of a linguoplate rather than a lingual bar as a 
major connector. 

13. Draw a sagittal section through a cast that shows 
the basic form of a linguoplate. 

14. What is the difference in determining the loca- 
tion of the inferior borders for lingual bars and 
linguoplates? 

15. Describe the superior extent of the apron portion 
of a linguoplate in relation to the lingual surfaces 
of teeth contacted by the major connector. 

16. What are the indications for use of a lingual bar-, 
continuous bar-type of major connector? 

17. Interpret in your own words the rationale of this 
statement made by McCracken: "No component 
of a partial denture should be added arbitrarily 
or conventionally. Each component should be 
added for a good reason and to serve a definite 
purpose. " 

18. How may a linguoplate be modified to avoid an 
over display of metal when used on an arch in 
which wide diastemata exist between anterior 
teeth? 

19. The dentist alone is responsible for the design of 
the restoration, which is based on both biologica 
and mechanical principles. Give the dimensiona 
specifications of the wax patterns of mandibular 
major connectors. 

20. At what point in treating the partially edentulous 
patient must the choice of maxillary and 
mandibular major connectors be made? Explain. 

21. There are basically four types of maxillary major 
connectors. Name and describe them. 

22. What objections are associated with the use of 
the single palatal bar-type major connector? 

23. Which type of palatal major connector is proba- 
bly the most rigid and at the same time covers 
the smallest amount of soft tissue? 

24. In what situations would one be most likely to 
use a single palatal strap-type major connector? 

25. There are definite rules of thumb for the location 
of the anterior and posterior borders of all 
palatal major connectors. Describe the relation- 
ship of the borders to rugae, junction of hard and 
soft palates, gingival crevices, pterygomaxillary 
notches, and palatal tori. 

26. Can adequate support be obtained by resting 
the palatal major connector on tooth inclines? 
Why? 

27. Rationalize this statement: "Either support the 
connector by definite rests on the teeth contacted, 
bridging the gingivae with adequate relief, or 
locate the connector far enough away from the 


gingivae to avoid any possible restriction of blood 
supply and entrapment of food debris. " 

28. Why should all gingival crossings by components 
of a framework be abrupt and at right angles to 
the major connector and bridge the gingivae 
with adequate relief? 

29. Describe a continuous bar mandibular major 
connector and list the indications for its use. 

30. Describe a sublingual bar mandibular major 
connector and list the indications for its use. 

31. What clinical and diagnostic observations would 
lead to the selection of an anterior-posterior 
palatal strap-type major connector? 

32. Under what circumstances is full palatal cover- 
age, by the major connector, indicated? 

33. Describe a palatal linguoplate major connector 
and explain why such a design would be selected. 

34. Describe the five steps outlined by Blatterfein for 
the design of palatal major connectors on a diag- 
nostic cast of a Class I maxillary arch. 

35. What is a minor connector? 

36. What are the functions of minor connectors? 

37. Should minor connectors be structurally rigid or 
flexible? Why? 

38. Describe the shape of a minor connector con- 
tacting axial surfaces of adjacent abutments at 
interproximal areas. 

39. Identify six of the eight minor connectors in this 
drawing. 



40. What modification in the design of a minor con- 
nector was suggested by Radford? What are the 
suggested advantages and the disadvantages of 
this variation in design? What is the limitation of 
this design? 

41. Minor connectors used to attach acrylic resin 
denture bases to major connectors should be 
located on both buccal and lingual sides of the 
residual ridge. Why? 

42. State rules of thumb for the form and length of 
minor connectors connecting acrylic resin den- 
ture bases to major connectors. 

43. What advantages accrue to the restoration by 
having minor connectors for acrylic resin den- 
ture bases attached to the major connector in a 
butt-type joint? 
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44. Describe the best location for palatal finishing 
lines at the junction of major and minor connec- 
tors. How do you determine this optimum loca- 
tion on a cast? Why is it important that the 
natural contour of the palatal vault be restored 
with a removable restoration? 

45. In addition to a more natural feeling contour, 
what other factors may be achieved by the use of 

■ 


anatomic replica patterns for palatal major con- 
nectors? 

46. What are three ways to increase the bond 
strength between the minor connectors and the 
acrylic resin denture bases? How much is the 
bond strength increased? 
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RESTS AND REST SEATS 


Form of the Occlusal Rest and Rest Seat 
Extended Occlusal Rest 
Interproximal Occlusal Rest Seats 
Intracoronal Rests 


Support for Rests 

Lingual Rests on Canines and Incisor Teeth 
Incisal Rests and Rest Seats 
Self-Assessment Aids 


The capacity for teeth to resist functional forces 
and remain stable over time is provided 
through their sophisticated support mechan- 
ism. Studies have shown that displacement and recov- 
ery following loading is far better for natural teeth 
than for oral mucosa. Consequently, appropriate use 
of the teeth to help resist functional forces in remov- 
able prostheses is a critical strategy to control prosthe- 
sis movement and achieve functional stability. 

Appropriate use of teeth requires consideration as 
to how best to engage a tooth for the supportive 
qualities they provide. Since the most effective resist- 
ance can be provided if the tooth is stressed along its 
long axis, the prosthesis framework should engage 
the tooth in a manner that encourages axial loading. 
The various forms of rests have as a main goal such a 
form for engaging natural teeth. It is important to 
realize that this goal can only be achieved through 
some form of tooth modification. 

Vertical support must be provided for a removable 
partial denture. Any component of a partial denture 
on a tooth surface that provides vertical support is 
called a rest (Figure 6-1). Rests should always be 
located on properly prepared tooth surfaces. The 
prepared surface of an abutment to receive the rest is 
called the rest seat. Rests are designated by the sur- 
face of the tooth prepared to receive them (occlusal 
rest, lingual rest, and incisal rest). The topography of 
any rest should restore the topography of the tooth 
that existed before the rest seat was prepared. 


The primary purpose of the rest is to provide verti- 
cal support for the partial denture. In doing so, it also 
does the following: 

1. Maintains components in their planned positions 

2. Maintains established occlusal relationships by 
preventing settling of the denture 

3. Prevents impingement of soft tissue 

4. Directs and distributes occlusal loads to abut- 
ment teeth 

Thus rests serve to support the position of a 
partial denture and to resist movement toward the 
tissue. They serve to transmit vertical forces to the 
abutment teeth and to direct those forces along 
the long axes of the teeth. In this respect, tooth- 
supported removable partial denture rests function 
in a manner similar to fixed abutment retainers. It is 
obvious that for this degree of stability to exist, the 
rests must be rigid and must receive positive support 
from the abutment teeth. 

In a removable partial denture that has one or 
more distal extension bases, the denture becomes 
increasingly tissue supported as the distance from 
the abutment increases. Closer to the abutment, 
however, more of the occlusal load is transmitted to 
the abutment tooth by means of the rest. The load is 
thereby distributed between the abutment and the 
supporting residual ridge tissue. 

When rests prevent movement of the denture in an 
apical direction, the position of the retentive portion 
of clasp arms can be maintained in their designated 
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Figure 6-1 A, Occlusal rest seats have been prepared on molar and premolar teeth to pro- 
vide vertical support for the removable partial denture. B, Framework for tooth-supported 
removable partial denture. Rests on patient's right provide vertical support to the replace- 
ment dentition, while rests on patient's left provide cross-arch support and stabilization. 
C, Tooth support for this prosthesis is provided by rests occupying definite, prepared, rest 
seats on the canine and occlusal surfaces of selected posterior teeth. D, Kennedy Class III 
Mod I maxillary arch with rest seats prepared on the lingual surfaces of the canine and lat- 
eral incisor, and the occlusal surfaces of the premolar and molar. 


relation to the tooth undercuts. Although passive 
when it is in its terminal position, the retentive 
portion of the clasp arm should remain in contact 
with the tooth, ready to resist a vertical dislodging 
force. Then, when a dislodging force is applied, the 
clasp arm should immediately become actively 
engaged to resist vertical displacement. If settling 
of the denture results in clasp arms that stand away 
from the tooth, some vertical displacement is possi- 
ble before the retainer can become functional. The 
rest serves to prevent such settling and thereby 
helps to maintain the vertical stability of the partial 
denture. 


FORM OF THE OCCLUSAL REST 
AND REST SEAT 

1. The outline form of an occlusal rest seat should be 
a rounded triangular shape with the apextoward 
the center of the occlusal surface (Figure 6-2). 

2. It should be as long as it is wide, and the base of 
the triangular shape (at the marginal ridge) 
should be at least 2. 5 mm for both molars and 
premolars. Rest seats of smaller dimensions do 
not provide an adequate bulk of metal for rests, 
especially if the rest is contoured to restore the 
occlusal morphology of the abutment tooth. 
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Deepest 

part of 
rest seat 


Figure 6-2 Deepest part of an occlusal rest preparation 
should be inside lowered marginal ridge at X. Marginal ridge 
is 'lowered to provide 'bulk and to accommodate the origin of 
the occlusal rest with the least occlusal interference. 



Figure 6-3 Occlusal rest seat preparation on molar. Prepara- 
tion is rounded, and triangular concavity has smooth margins 
on occlusal surface and lowered, rounded marginal ridge. 


3. The marginal ridge of the abutment tooth at the 
site of the rest seat must be lowered to permit a 
sufficient bulk of metal for strength and rigidity of 
the rest and the minor connector. This means that 
a reduction of the marginal ridge of approxi- 
mately 1. 5 mm is usually necessary. 

4. The floor of the occlusal rest seat should be apical 
to the marginal ridge and the occlusal surface and 
should be concave, or spoon shaped (Figure 6-3). 
Caution should be exercised in preparing a rest 
seat to avoid creating sharp edges or line angles in 
the preparation. 

5. The angle formed by the occlusal rest and the ver- 
tical minor connector from which it originates 
should be less than 90° (Figures 6-4 and 6-5). Only 
in this way can the occlusal forces be directed 
along the long axis of the abutment tooth. An 
angle greater than 90° fails to transmit occlusal 
forces along the supporting vertical axis of the 
abutment tooth. This also permits slippage of the 
prosthesis away from the abutment, which can 
result in orthodontic-like forces being applied to 
an inclined plane on the abutment, with possible 
tooth movement (Figure 6-6). 

When an existing occlusal rest preparation is 
inclined apically toward the reduced marginal ridge 
and cannot be modified or deepened because of fear 
of perforation of the enamel or restoration, then a 
secondary occlusal rest must be employed to prevent 
slippage of the primary rest and orthodontic move- 
ment of the abutment tooth (Figure 6-7). Such a rest 



Less than 
90* 



Figure 6-4 Occlusal rest should be spoon shaped and slightly 
inclined apically from marginal ridge. The rest should restore 
occlusal morphology of tooth that existed before preparation 
of rest seat. 



Figure 6-5 Floor of occlusal rest seat should be inclined 
apically from lowered marginal ridge. Any angle less than 
90 degrees is acceptable as long as preparation of proximal 
surface and lowering and rounding of marginal ridge precede 
completion of rest seat itself. 


should pass over the lowered marginal ridge on the 
side of the tooth opposite the primary rest and should, 
if possible, be inclined slightly apically from the mar- 
ginal ridge. However, two opposing occlusal rests on 
diverging tooth inclines will function to prevent unfa- 
vorable forces if all related connectors are sufficiently 
rigid. In any tooth-tissue-supported partial denture, 
the relation of the occlusal rest to the abutment should 
be that of a shallow ball-and-socket joint to prevent a 
possible transfer of horizontal stresses to the abutment 
tooth. The occlusal rest should provide only occlusal 
support. Stabilization against horizontal movement of 
the prosthesis must be provided by other components 
of the partial denture rather than by any locking effect 
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Figure 6-6 Result of force applied to an inclined plane when 
floor of occlusal rest preparation inclines apically toward 
marginal ridge of abutment tooth. F, Occlusal force applied to 
abutment tooth. AB, Relationship of occlusal rest to abutment 
tooth when angle -is -greater -than 90 -degrees. ABC, ■Remov- 
able partial denture framework. ABD, Abutment tooth. 



Figure 6-7 Diagnostic cast evaluation of mesially-tipped 
molar abutment. Anterior tilt of molar precludes preparation 
of acceptable rest seat on mesio-occlusal surface. Patient 
could not afford crown to improve axial alignment or ortho- 
dontic treatment to upright the molar. Occlusal rests will be 
used on mesio-occlusal and disto-occlusal surfaces to support 
restoration and direct forces over greatest root mass of abut- 
ment. Proposed ring clasp design is outlined. 


of the occlusal rest, which will cause the application of 
leverages to the abutment tooth. 


EXTENDED OCCLUSAL REST 



In Kennedy Class II, modification 1, and Kennedy 
Class III situations in which the most posterior abut- 
ment is a mesially tipped molar, an extended occlusal 
rest should be designed and prepared to minimize 
further tipping of the abutment and to ensure that 
the forces are directed down the long axis of the abut- 
ment. This rest should extend more than one half the 
mesiodistal width of the tooth, be approximately one 
third the buccolingual width of the tooth, and allow 
for a minimum of 1-mm thickness of the metal, and 
the preparation should be rounded with no under- 
cuts or sharp angles (Figure 6-8). 




Figure 6-8 Cast showing extended occlusal rest on mandibu- 
lar first molar, designed to ensure maximum bracing from the 
tooth. Ji. placed .on .a .mesially mcJined .molar next to a .modifi- 
cation space (as in Figure 6-7) the extended rest would ensure 
that the forces are directed down the long axis of the abut- 
ment and therefore the distal-occlusal rest would not have 
been needed. 



\ 


Figure 6-9 Intaglio surface of an onlay occlusal rest restoring 
contour and occlusion for this maxillary molar. 


In situations in which the abutment is severely 
tilted, the extended occlusal rest may take the form 
of an onlay to restore the occlusal plane (Figure 6-9). 
The tooth preparation for this type of extended rest 
must include removing or restoring pits, fissures, and 
grooves; placing a 1- to 2-mm bevel on the buccal 
and lingual occlusal surfaces to allow the extended 
rest (onlay) to provide stabilization; allowing the rest 
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Figure 6-10 Drawing on cast showing the desired design of a 
direct retainer assembly on mandibular premolar and molar 
abutments that incorporates interproximal occlusal rests. The 
direct retainers on the distobuccal undercut of molar and 
mesiobuccal undercut of premolar are extended from the 
joined occlusal rests, which occupy specifically prepared 
adjoining rest seats. 


to restore the contour and occlusion of the natural 
tooth; and ensuring the rest directs the forces down 
the long axis of the tooth. Tooth preparation must 
also include a 1- to 2-mm guiding plane on the 
mesial surface of the abutment. 

■ INTERPROXIMAL OCCLUSAL REST 
SEATS 

The design of a direct retainer assembly may require 
the use of interproximal occlusal rests (Figure 6-10). 
These rest seats are prepared as individual occlusal 
rest seats, with the exception that the preparations 
must be extended farther lingually than is ordinarily 
accomplished (Figure 6-11). Adjacent rests, rather 
than a single rest, are used to prevent interproximal 
wedging by the framework. Additionally the joined 
rests are designed to shunt food away from contact 
points. 

In preparing such rest seats, care must be exer- 
cised to avoid reducing or eliminating contact points 
of abutment teeth. However, sufficient tooth struc- 
ture must be removed to allow for adequate bulk of 
the component for strength and to permit the com- 
ponent to be so shaped that occlusion will not be 
altered. Therefore analysis of mounted diagnostic 
casts is mandatory to assess interocclusal contact 
areas where rests are to be placed. Sufficient space 
must be present or created to avoid interference with 
the placement of rests (Figure 6-12). 

The lingual interproximal area requires only minor 
preparation. Creation of a vertical groove must be 
avoided to prevent a torquing effect on the abutments 
by the minor connector. 



Figure 6-11 Rest seat preparations on premolar and molar 
fulfill requirements of properly prepared rest seats. Prepara- 
tions are extended lingualfy to provide strength (through bulk) 
without overly filling interproximal space with minor connec- 
tor. This type of preparation is challenging for natural tooth 
modification, and care must be exercised to avoid violation of 
contact points— yet marginal ridge of each abutment should 
be sufficiently lowered (1. 5 mm). 



Figure 6-12 View of mounted casts with framework fully 
seated illustrates interocclusal space was made available by a 
properly prepared rest seat. 

| INTRACORONAL RESTS 

A partial denture that is totally tooth supported by 
means of cast retainers on all abutment teeth may 
use intracoronal rests for both occlusal support and 
horizontal stabilization (Figure 6-13). 

An intracoronal rest is not a retainer and should 
not be confused with an attachment. Occlusal sup- 
port is derived from the floor of the rest seat. Hori- 
zontal stabilization is derived from the near-vertical 
walls of this type of rest seat. The form of the rest 
should be parallel to the path of placement, slightly 
tapered occlusally, and slightly dovetailed to prevent 
dislodgment proximally. 

The main advantages of the internal rest are that it 
facilitates the elimination of a visible clasp arm buc- 
cally and permits the location of the rest seat in a 
more favorable position in relation to the tipping axis 
(horizontal) of the abutment. Retention is provided 
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Figure 6-13 Maxillary tooth-supportecl removable partial denture utilizing internal occlusal 
rests. A, Wax pattern developed utilizing internal rests on canine, premolar, and molars. 
B, Maxillary framework on cast with the internal rests fitted within surveyed crowns. 


by a lingual clasp arm, either cast or of wrought wire, 
lying in a natural or prepared infrabulge area on the 
abutment tooth. 

Internal rests are carved in wax or spark eroded in 
abutment castings. Ready-made plastic rest patterns 
are readily available and can be waxed into crown or 
partial-veneer patterns, invested, and cast after hav- 
ing been positioned parallel to the path of placement 
with a dental cast surveyor. Further developments 
and techniques promise more widespread use of the 
internal occlusal rest but only for tooth-supported 
partial dentures. 

1 SUPPORT FOR RESTS 


Rests may be placed on sound enamel or on any 
restoration material that has been proven scienti- 
fically to resist fracture and distortion when subjected 
to applied forces. 

Rests placed on sound enamel are not conducive 
to caries in a mouth with a low-caries index provided 
that good oral hygiene is maintained. Proximal tooth 
surfaces are much more vulnerable to caries attack 
than are the occlusal surfaces supporting an occlusal 
rest. The decision to use abutment coverage is usually 
based on needed mouth preparation, determined 
from the survey of diagnostic casts, to accommodate 
modifications of abutment teeth necessary to fabri- 
cate a removable partial denture (see Chapter 11). 
When precarious fissures are found in occlusal rest 
areas in teeth that are otherwise sound, they may be 
removed and appropriately restored without resort- 
ing to more extensive abutment protection. Although 
it cannot be denied that the best protection from 
caries for an abutment tooth is full coverage, it is 
imperative that such crowns be contoured properly 
to provide support, stabilization, and retention for 
the partial denture. 


In deciding whether to use unprotected enamel 
surfaces for rests, future vulnerability of each tooth 
must be considered— for it is not easy to fabricate 
full crowns to accommodate rests and clasp arms 
after the partial denture has been made. In many 
instances sound enamel may be used safely for the 
support of occlusal rests. In such situations, the 
patient should be advised that future susceptibility 
to caries is not predictable and that much depends 
on oral hygiene and possible future changes in caries 
susceptibility. Although the decision to use unpro- 
tected abutments logically should be left up to the 
dentist, economic factors may influence the final 
decision. The patient should be informed of the risks 
involved and of his or her responsibility for main- 
taining good oral hygiene and for returning periodi- 
cally for observation. 

Rest seat preparations should be made in sound 
enamel. In most instances, preparation of proximal 
tooth surfaces is necessary to provide proximal guid- 
ing planes and to eliminate undesirable undercuts 
that rigid parts of the framework must pass over 
during placement and removal. The preparation 
of occlusal rest seats always must follow proximal 
preparation, never precede it. Only after the alter- 
ation of proximal tooth surfaces is completed may 
the location of the occlusal rest seat in relation to 
the marginal ridge be determined. When proximal 
preparation follows occlusal rest seat preparation, 
the inevitable consequence is that the marginal ridge 
is too low and too sharp, with the center of the floor 
of the rest seat too close to the marginal ridge. There- 
fore it is often impossible to correct the rest prepara- 
tion without making it too deep, which causes 
irreparable damage to the tooth. 

Occlusal rest seats in sound enamel may be pre- 
pared with burs and polishing points that leave the 
enamel surface as smooth as the original enamel 
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(Figure 6-14). The larger round bur is used first to 
lower the marginal ridge and to establish the outline 
form of the rest seat. The resulting occlusal rest seat is 
then complete except that the floor is not sufficiently 
concave. A slightly smaller round bur is then used to 
deepen the floor of the occlusal rest seat. At the same 
time, it forms the desired spoon shape inside the low- 
ered marginal ridge. The preparation is smoothed by 
a polishing point of suitable size and shape. 

When a small enamel defect is encountered in the 
preparation of an occlusal rest seat, it is usually best 
to ignore it until the rest preparation has been com- 
pleted. Then, with small burs, prepare the remaining 
defect to receive a small restoration. This then may 
be finished flush with the floor of the rest prepara- 
tion that was previously established. 

A fluoride gel should be applied to abutment teeth 
following enamel recontouring. If the master cast 
will be fabricated from an irreversible hydrocolloid 
impression, application of the gel should be delayed 
until after impressions are made. This is because 
some fluoride gels and irreversible hydrocolloids 
may be incompatible. 

Occlusal rest seat preparations in existing restora- 
tions are treated the same as those in sound enamel. 
Any proximal preparations must be done first, for if 
the occlusal rest seat is placed first and then the 
proximal surface is prepared, the outline form of the 
occlusal rest seat is sometimes irreparably altered. 

The possibility that an existing restoration may be 
perforated in the process of preparing an ideal 
occlusal rest seat is always present. Although some 
compromise is permissible, the effectiveness of the 
occlusal rest seat should not be jeopardized for fear 
of perforating an existing restoration. The rest seat 


may be widened to compensate for shallowness, but 
the floor of the rest seat should still be slightly 
inclined apically from the marginal ridge. When this 
is not possible, a secondary occlusal rest should be 
used on the opposite side of the tooth to prevent 
slipping of the primary rest. 

When perforation does occur, it may be repaired, 
but occasionally the making of a new restoration is 
unavoidable. In such a situation, the original prepa- 
ration should be modified to accommodate the 
occlusal rest, thereby avoiding the risk of perforating 
the completed restoration or fabricating a restora- 
tion with an inadequate rest seat. 

Occlusal rest seat location in new restorations 
should be known when the tooth is prepared so that 
sufficient clearance may be provided for the rest seat 
within the preparation. The final step in the prepara- 
tion of the tooth should be to make sure such clear- 
ance exists and, if not, to make a depression to 
accommodate the depth of the rest (Figure 6-15). 

Occlusal rest seats in crowns and inlays are 
generally made somewhat larger and deeper than 
those in enamel. Those made in abutment crowns 
for tooth-supported dentures may be made slightly 
deeper than those in abutments that support a 
distal extension base; thus they approach the effec- 
tiveness of boxlike internal rests. 

Internal rest seats also should be created first in 
wax, either with suitable burs in a handpiece holder 
or by waxing around a lubricated mandrel, which is 
held in the surveyor. In either situation, the rest 
preparation must be finished on the casting with burs 
in a handpiece holder or with a precision drill press. 
Plastic and metal shoes that fit over a mandrel are 
also available for this purpose. Thus a smooth casting 



A B 

Figure 6-14 Recontouring of axial surfaces and rest seat preparations in enamel may be 
readily accomplished by selected use of accessories. A, The three pear-shaped multi-fluted 
burs (3 burs on left) can be used for cingulum rests and rounding marginal ridges; the longer 
straight multi-fluted enamelplasty bur (middle bur) is ideal for height of contour adjustments 
and guide plane preparation; round multi-fluted or carbide burs (3 burs right of middle) are 
for occlusal rest preparation; and the inverted cone (far right bur) can be used for cingulum 
rests as well. B, Various abrasive rubber polishing points are necessary to assure a smooth 
surface finish following any enamelplasty procedure. Following the manufacturer's recom- 
mended sequence of abrasives should return the surface to smoothness comparable to the 
original condition. Diamonds are not recommended for this type of tooth reduction. 
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is ensured, and the need for finishing the inside of the 
internal rest with burs is eliminated. Sufficient clear- 
ance must be provided in the preparation of the abut- 
ment to accommodate the depth of the internal rest. 


LINGUAL RESTS ON CANINES 
I AND INCISOR TEETH 

Analysis of mounted diagnostic casts is mandatory to 
assess incisal and lingual contact areas where rests 
are to be placed. Sufficient space must be present or 
created to avoid interference with placement of rests. 

Although the preferred site for an external rest is 
the occlusal surface of a molar or a premolar, an 



Figure 6-15 Preparation on mandibular premolar for sur- 
veyed crown incorporates space for mesio-occlusal rest seat. 
Adequate occlusal reduction was accomplished to accommo- 
date the depth of the rest seat in the abutment crown. The 
modification for the rest seat is performed following the stan- 
dard crown preparation. 


anterior tooth may be the only abutment available 
for occlusal support of the denture. Also an anterior 
tooth occasionally must be used to support an indi- 
rect retainer or an auxiliary rest. A canine is much 
preferred over an incisor for this purpose. When a 
canine is not present, multiple rests that are spread 
over several incisor teeth are preferable to the use of 
a single incisor. Root form, root length, inclination 
of the tooth, and ratio of the length of the clinical 
crown to the alveolar support must be considered in 
determining the site and form of rests placed on 
incisors. 

A lingual rest is preferable to an incisal rest, 
because it is placed nearer the horizontal axis of 
rotation (tipping axis) of the abutment and therefore 
will have less tendency to tip the tooth. In addition, 
lingual rests are more -estheti-caUy -acceptable than 
are incisal rests. 

If an anterior tooth is sound and the lingual 
slope is gradual rather than perpendicular, a lin- 
gual rest may sometimes be placed in an enamel 
seat at the cingulum or just incisally to the cin- 
gulum (Figure 6-16). This type of lingual rest is 
usually confined to maxillary canines that have a 
gradual lingual incline and a prominent cingulum. 
In a few instances, such a rest also may be placed 
on maxillary central incisors. The lingual slope of 
the mandibular canine is usually too steep for an 
adequate lingual rest seat to be placed in the 
enamel, and some other provision for rest support 
must be made. Lingual rest seat preparations in 
enamel are rarely satisfactory on mandibular ante- 
rior teeth because of a lack of thickness of enamel 
in which to prepare a seat of adequate form to be 
truly supportive. 



Figure 6-16 Three views of lingual rest seat prepared in enamel of maxillary canine. The rest 
seat, from lingual aspect, assumes form of a broad inverted V, maintaining natural contour 
sometimes seen in a maxillary canine cingulum. Inverted V notch form is self-centering for 
the rest and at the same time directs forces rather favorably in an apical direction. Looking at 
preparation from incisal view, it will be noted that rest seat preparation is broadest at most 
lingual aspect of canine. As preparation approaches proximal surfaces of tooth, it is less 
broad than at any other areas. Proximal view demonstrates correct taper of floor of rest seat. 
It also should be noted that borders of rest seat are slightly rounded to avoid line angles in its 
preparation. Mesiodistal length of preparation should be a minimum of 2. 5 to 3 mm, labio- 
lingual width about 2 mm, and incisal-apical depth a minimum of 1. 5 mm. It is a risky 
preparation and should not be attempted on lower anterior teeth. 
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The preparation of an anterior tooth to receive a 
lingual rest may be accomplished in one of the two 
following ways: 

1. A slightly rounded V is prepared on the lingual sur- 
face at the junction of the gingival and the middle 
one third of the tooth. The apex of the V is directed 
incisally. This preparation may be started by using 
an inverted, cone-shaped diamond stone and pro- 
gressing to smaller, tapered stones with round 
ends to complete the preparation. All line angles 
must be eliminated, and the rest seat must be pre- 
pared within the enamel and must be highly pol- 
ished. Shaped, abrasive rubber polishing points, 
followed by flour of pumice, produce an ade- 
quately smooth and polished rest seat. A predeter- 
mined path of placement for the denture must be 
kept in mind in preparing the rest seat. The lingual 
rest seat must not be prepared as though it was 
going to be approached from a direction perpen- 
dicular to the lingual slope. The floor of the rest 
seat should be toward the cingulum rather than 
the axial wall. Care must betaken not to create an 
enamel undercut, which interferes with placement 
of the denture (see Figure 6-16). 

2. The most satisfactory lingual rest from the stand- 
point of support is one that is placed on a pre- 
pared rest seat in a cast restoration (Figure 6-17). 
This is done most effectively by planning and 
executing a rest seat in the wax pattern rather 
than by attempting to cut a rest in a cast restora- 
tion in the mouth. The contour of the framework 
may then restore the lingual form of the tooth. 

By accentuating the cingulum in the wax pattern, 
the floor of the rest seat is readily carved to be the 
most apical portion of the preparation. A saddlelike 
shape, which provides a positive rest seat located 
favorably in re ation to the long axis of the tooth, is 
formed. The framework of the denture is made to fill 
out the continuity of the lingual surface so that the 



tongue contacts a smooth surface without the patient 
being conscious of bulk or irregularities. 

The lingual rest may be placed on the lingual 
surface of a cast veneer crown (Figure 6-18), a three- 
quarter crown, an inlay, a laminate veneer, a compos- 
ite restoration, or an etched metal restoration. The 
latter displays less metal than the three-quarter 
crown, especially on the mandibular canine where the 
lingual rest that was placed on a cast restoration is 
frequently used, and it is a more conservative restora- 
tion. The three-quarter crown may be used if the labial 
surface of the tooth is sound and if the retentive con- 
tours are satisfactory. However, if the labial surface 
presents inadequate or excessive contours for place- 
ment of a retentive clasp arm, or if gingival decal- 
cification or caries is present, a veneered complete 
coverage restoration should be used. 

In some instances, ball type of rests may be used 
in prepared seats. Such rest seats may be cautiously 
prepared in tooth surfaces with overly sufficient 
enamel thickness or may be prepared in restorations 
placed in teeth where enamel thickness is inade- 
quate. Conservative restorations (silver amalgam, 
pin inlays, composite resin, etc. ) in anterior teeth 
may be better suited for ball type of rest seats than 
the less conservative inverted V type of rest seats. 

There is some scientific evidence that demon- 
strates that individually cast chromium-cobalt alloy 
rest seat forms (attached to lingual surfaces of ante- 
rior teeth by use of composite resin cements with 
acid-etched tooth preparation), laminates, and com- 
posite resins have been successfully used as conserv- 
ative approaches to forming rest seats on teeth with 
unacceptable lingual contours (Figure 6-19). Sap- 
Dhire ceramic orthodontic brackets have also been 
Donded to the lingual surfaces of mandibular canines 
and shaped as rest seats. These have advantages over 



Figure 6-17 Rest seat preparation can be exaggerated for bet- 
ter support when it is prepared in cast restoration. 


Figure 6-18 Positive vertical support for prosthesis is furnished 
by rest seats prepared in splinted metal ceramic crowns. The 
cingulum rest seats are optimally placed as near the horizontal 
axis of rotation as possible to minimize tipping forces. 
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Figure 6-19 Chromium-cobalt lingual rest seat on mandibu 
lar canine retained by resin cement with acid-etched tooth 
preparation. 


the metal acid-etched retained rest in that a labora- 
tory step is avoided and increased bond strengths are 
achieved. The major disadvantage to using orthodon- 
tic brackets is that removal of the rest seat would 
necessitate that they be ground off with the potential 
of heat generation and possible pulpal damage. 

I NCI SAL RESTS AND REST SEATS 

Incisal rests are placed at the incisal angles of ante- 
rior teeth and on prepared rest seats. Although this is 
the least desirable placement of a rest seat for rea- 
sons previously mentioned, it may be used success- 
fully for selected patients when the abutment is 
sound and when a cast restoration is not otherwise 
indicated. Therefore incisal rests generally are placed 
on enamel (Figure 6-20). Incisal rests are used pre- 
dominantly as auxiliary rests or as indirect retainers. 



B 

Figure 6-20 A, Incisal rest seat placed in mesial incisal edge of lower canine. Note that con- 
tact point is not involved in preparation of rest seat. B, Mesial incisal rests on the canines 
will furnish excellent vertical support and indirect retention for this prosthesis upon comple- 
tion. Incisal rest on tooth #27 will also provide a third point of reference when establishing 
frame orientation during maintenance reline procedures. 
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Figure 6-21 Three views of incisal rest seat preparation on mandibular canine adjacent to a 
modification space. Labial view demonstrates inclination of floor of rest seat, which allows 
forces to be directed along the long axis of tooth as nearly as possible. Note that floor of rest 
seat has been extended slightly onto labial aspect of tooth. As seen from a proximal view, 
proximal edge of rest seat is rounded rather than straight. Lingual view shows that all borders 
of rest seat are rounded to avoid sharp line angles. It is especially important to avoid a line 
angle at junction of axial wall of preparation and floor of rest seat. The rest that occupies 
such a preparation should be able to move slightly in a lateral direction to avoid torquing the 
abutment tooth. 


Although the incisal rest may be used on a 
canine abutment in either arch, it is more appli- 
cable to the mandibular canine. This type of rest 
provides definite support with relatively little loss 
of tooth structure and little display of metal. 
Esthetically it is preferable to the three-quarter 
crown. The same criteria apply in deciding whether 


to use unprotected ename 


for an occlusal rest on a 


molar or premolar. An incisal rest is more likely to 
lead to some orthodontic movement of the tooth 
because of unfavorable leverage factors than is a 
lingual rest. 

An incisal rest seat is prepared in the form of 
a rounded notch at the incisal angle of a canine or 
on the incisal edge of an incisor, with the deepest 
portion of the preparation apical to the incisal edge 
(Figure 6-21). The notch should be beveled both 
labially and linguaHy, and the -lingual enamel s-hould 
be partly shaped to accommodate the rigid minor 
connector connecting the rest to the framework. An 
incisal rest seat should be approximately 2. 5 mm 
wide and 1. 5 mm deep so that the rest will be strong 
without having to exceed the natural contour of the 
incisal edge (Figure 6-22). 

In the absence of other suitable placements for 
incisal rests and rest seats, incisal rests on multiple 
mandibular incisors may be considered (Figure 6-23). 
Use of such rests may be justified by the following 
factors: 

1. They may take advantage of natural incisal 
faceting. 

2. Tooth morphology does not permit other designs. 

3. Such rests can restore defective or abraded tooth 
anatomy. 

4. Incisal rests provide stabilization. 

5. Full incisal rests may restore or provide anterior 
guidance. 



Figure 6-22 Dimensions given in illustration for incisal rest 
seat preparation will provide adequate strength of framework 
at junction of rest and minor connector. Rest seats of smaller 
dimension have proved unsatisfactory regardless of metal 
alloy from which framework is made. 



Figure 6-23 Labial view of configuration and location of 
incisal rests on mandibular incisors and right canine. 

In the event that full incisal rests are considered, 
the patient should be thoroughly informed regarding 
their location, form, and esthetic impact. 

It is, of course, essential that both the master cast 
and the casting be accurate if rests are to seat prop- 
erly. The incisal rest should be over contoured 
slightly to allow for labial and incisal finishing to the 
adjoining enamel in much the same manner as a 
three-quarter crown or inlay margin is finished to 
ename . In this way, minimal display of metal is 
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possible without jeopardizing the effectiveness of 
the rest. 

Care taken in selecting the type of rest seat to be 
used, in preparing it, and in fabricating the frame- 
work casting does much to ensure the success of any 
type of rest. The topography of any rest should be 
such that it restores the topography of the tooth 
existing before the rest seat is prepared. 


SELF-ASSESSMENT AIDS 

1. Define the word rest as a component of a remov- 
able partial denture. 

2. What are the functions of a rest? 

3. Rests are designated by the surface of the tooth 
that is prepared to receive the rest. Therefore 

rests are rests, or rests, or 

rests. 

4. Describe the form of an adequately prepared 
occlusal rest seat. 

5. Where is the deepest portion of an occlusal rest 
seat located? 

6. Draw a diagram of the approximate dimensions 
of an occlusal rest seat on a molar. A premolar. 

7. Why should the angle formed by the rest and the 
vertical minor connector from which it origi- 
nates be less than 90°? 

8. Under what circumstances would one choose to 
prepare a secondary occlusal rest seat on the 

same tooth? *JML ■_ 

9. Describe the form of adjacent, interproximal 
occlusal rest seats. 

10. What advantages are gained by using adjacent, 
interproximal occlusal rest seats rather than a 
single interproximal rest seat? 

11. Describe an internal occlusal rest seat and 
relate the circumstances under which it may 
be used. 

12. How does one fabricate an internal occlusal rest 
seat? 

13. Rests may be placed on sound enamel, cast 
restorations, or silver amalgam alloy restorations. 
Which of the three structures is the least desir- 
able for support of the rests? Why? 

14. When preparing occlusal rest seats immediately 
adjacent to a proximal surface that has to be 
recontoured for optimum location of other com- 
ponents, which is accomplished first— rest seat 
preparation or recontouring of the axial surface 
of the abutment? Defend your answer. 


15. What is the sequence of operations in preparing 
an occlusal rest seat in enamel? Name the cutting 
and polishing instruments used. 

16. How do you handle a small enamel defect 
encountered in preparing a rest seat? 

17. Suppose you expose dentin in preparing an 
occlusal rest seat in enamel— what then? 

18. Describe the form of a lingual rest seat 
preparation. 

19. Which unrestored teeth may sometimes have 
such a lingual contour that an acceptable lingual 
rest seat may be prepared in enamel? 

20. Five morphologic or anatomic factors must be 
evaluated in determining whether an abutment 
can support a lingual rest. Enumerate these five 
factors. 

21. Most often, unrestored canines and incisors 
should not be used for supports for lingual rests. 
Why? 

22. For what reasons should a rounded, inverted 
V notch form be used for a lingual rest seat? 

23. State the minimum dimensions for a lingual 
rest seat mesiodistally, labiolingually, and incisal- 
apically. 

24. Give the sequence of use of rotary instruments in 
preparing a lingual rest seat in enamel. 

25. The design of a framework is such that lingual 
rpgf seats must be placed on incisor teeth, yet 
dentin will knowingly be exposed in preparing 
acceptable rest seats. What are the options for 
providing adequate rest seats on the incisors? 

26. The adequacy of a lingual rest seat is better 
accomplished with a cast restoration than a 
preparation confined to enamel. True or false? 

27. Four conservative alternatives to forming rest 
seats on teeth with unacceptable lingual contours 
were described in the text. What are they and 
what are their advantages and disadvantages? 

28. Describe the contour of an incisal rest seat 
preparation. 

29. What are the minimum acceptable dimensions 
of an incisal rest seat? 

30. Name and describe several indications for the 
use of incisal rests. 

31. Which rest is the most unfavorable in relation to 
a possible tipping of the tooth? Which is the most 
favorable to avoid unfavorable leverage factors? 

32. For what reasons must a rest restore the occlusal, 
lingual, or incisal morphology of the abutment 
tooth that existed before the rest seat preparation? 
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DIRECT RETAINER'S ROLE IN 
PROSTHESIS MOVEMENT CONTROL 

Retention of a removable prosthesis is a unique con- 
cern when compared with other prostheses. When 
dealing with a crown or fixed partial denture, the use 
of preparation geometry (i. e., resistance and retention 
form) and a luting agent combine to fix the prosthesis 
to the tooth in a manner that resists all forces to which 
the teeth are subjected. As mentioned in Chapter 4, 
the direction of forces can be toward, across, or away 
from the tissue. In general, the forces acting to move 
prostheses toward and across the supporting teeth 
and/or tissue are the greatest in intensity. This is 
because they are most often forces of occlusion. 

Forces acting to displace the prosthesis from the 
tissue can be gravity acting against a maxillary pros- 
thesis, the action of adherent foods acting to displace 
a prosthesis on opening of the mouth in chewing, or 
functional forces acting across a fulcrum to unseat a 
prosthesis. The first two of these forces are seldom at 
the magnitude of functional forces and the latter is 
minimized through the use of adequate support. The 
component part applied to resist this movement away 
from the teeth and/or tissue provides retention for the 
prosthesis and is called the direct retainer. A direct 


retainer is any unit of a removable dental prosthesis 
that engages an abutment tooth to resist displace- 
ment of the prosthesis away from basal seat tissue. 
The direct retainer's ability to resist this movement is 
greatly influenced by the stability and support of the 
prosthesis provided by major and minor connectors, 
rests, and tissue bases. This relationship of the sup- 
portive and retentive components highlights the rela- 
tive importance of these component parts. Though 
the forces working against a removable partial den- 
ture to move it away from the tissue are generally not 
as great as the functional forces causing stress toward 
the tissue, the removable partial denture must have 
retention appropriate to resist reasonable dislodging 
forces. Too often retention concerns are given greater 
importance than is appropriate, especially if such a 
focus detracts from more serious consideration of 
resistance of typical functional forces. 

Sufficient retention is provided bytwo means. Pri- 
mary retention for the removable partial denture 
is accomplished mechanically by placing retaining 
elements (direct retainers) on the abutment teeth. 
Secondary retention is provided by the intimate rela- 
tionship of the minor connector contact with the 
guiding planes, denture bases, and major connectors 
(maxillary) with the underlying tissue. The latter is 
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similar to the retention of a complete denture. It 
is proportionate to the accuracy of the impression 
registration, the accuracy of the fit of the denture 
bases, and the total involved area of contact. 

1 TYPES OF DIRECT RETAINERS 

Mechanical retention of removable partial dentures 
is accomplished by means of direct retainers of one 
type or another. Retention is accomplished byfric- 
tional means, by engaging a depression in the abut- 
ment tooth, or by engaging a tooth undercut lying 


cervically to its height of contour. There are two 
basic types of direct retainers, the intracoronal 
retainer and the extracoronal retainer. The extra- 
coronal (clasp-type) retainer is the most commonly 
used retainer for removable partial dentures. 

The intracoronal retainer is either cast or attached 
totally within the restored natural contours of an 
abutment tooth. It is typically composed of a prefabri- 
cated machined key and keyway, with opposing verti- 
cal parallel walls, which serve to limit movement and 
resist removal of the partial denture through frictional 
resistance (Figure 7-1). The intracoronal retainer is 




B 



C 

Figure 7-1 A, Intracoronal retainer consists of a key and keyway with extremely small 
tolerance. Keyways are contained within abutment crowns, and B, keys are attached to 
removable removable partial denture framework. C, Frictional resistance to removal 
and placement and limitation of movement serve to retain and stabilize prosthesis. 
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usually regarded as an internal or a precision attach- 
ment. The principle of the internal attachment was 
first formulated by Dr. Herman E. S. Chayes in 1906. 

The other type of retainer is the extracoronal 
retainer, which uses mechanical resistance to displace- 
ment through components placed on or attached to 
the external surfaces of an abutment tooth (Figure 7-2). 
The extracoronal retainer comes in three principal 
forms. The clasp-type retainer (Figures 7-3 and 7-4), 



Figure 7-2 Dalbo extracoronal attachment. Components con 
sist of A, L-shaped male portion that is attached to an abut- 
ment crown; B, female sleeve that is placed in artificial tooth 
adjacent to abutment, and coiled spring that fits into female 
portion. Design permits some vertical movement of denture 
under force through compression of coiled spring. 
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Figure 7-3 Extracoronal circumferential direct retainer. 
Assembly consists of A, buccal retentive arm; B, rigid lingual 
stabilizing (reciprocal) arm; and C, supporting occlusal rest. 
Terminal portion of retentive arm is flexible and engages 
measured undercut. Assembly remains passive until activated 
by placement or removal of restoration or when subjected to 
masticatory forces that tend to dislodge the denture base. 


which is the most common form used, retains through 
a flexible clasp arm. The arm engages an external sur- 
face of an abutment tooth in an area cervical to the 
greatest convexity of the tooth, or it engages a depres- 
sion prepared to receive the terminal tip of the arm. 
The other forms both involve manufactured attach- 
ments and include interlocking components such as 
the Dalbo (see Figure 7-2) or the use of a spring-loaded 
device that engages a tooth contour to resist occlusal 
displacement. A second type is a manufactured attach- 
ment, which uses flexible clips or rings that engage a 
rigid component that is cast or attached to the external 
surface of an abutment crown. 


i 


ANALYSIS OF TOOTH CONTOURS 
FOR RETENTIVE CLASPS 


Although the extracoronal, or clasp-type, direct 
retainer is used more often than the internal attach- 
ment, it is commonly misused. It is hoped that a bet- 
ter understanding of the principles of clasp design 
will lead to a more intelligent use of this retainer. To 
best gain this understanding, it is vitally important to 
consider how tooth contour and removable partial 
denture components must interact (be related) to 
allow stable prosthetic function. Just as unaltered 
natural teeth are not appropriately contoured to 
receive fixed partial dentures without preparation, 
the teeth that are engaged by a r-e-movab e partial 
denture must be contoured to support, stabilize, and 
retain the functioning prosthesis. Analysis and 
accomplishment of where tooth modification is 
required for optimum stability and retention are nec- 
essary for success of the prosthesis. 

Critical areas of an abutment that provide for 
retention and stabilization (reciprocation) can only 
be identified with the use of a dental cast surveyor 
(Table 7-1). To enhance the understanding of direct 
retainers, an introduction of the dental cast surveyor 
is appropriate at this time. Surveying will be covered 
in detail in Chapter 11. 

The cast surveyor (Figure 7-5) is a simple instru- 
ment essential to planning partial denture treat- 
ment. Its main working parts are the vertical arm 
and the adjustable table, which hold the cast in a 
fixed relation to the vertical arm. This relationship 
of the vertical arm to the cast represents the path of 
placement that the partial denture will uJtimately 
take when inserted or removed from the mouth 
(Figure 7-6). 

The adjustable table may be tilted in relation to 
the vertical arm of the surveyor until a path can be 
found that best satisfies all the involved factors 
(Figure 7-7). A cast in a horizontal relationship to the 
vertical arm represents a vertical path of placement; 
a cast in a tilted relationship represents a path of 
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Figure 7-4 Extracoronal bar-type direct retainer. Assembly consists of A, buccal retentive 
arm engaging measured undercut (with slight occlusal extension for stabilization, see insert 
where HOC is height of contour and UC is undercut); B, stabilizing (reciprocal) elements; 
proximal plate minor connector on distal; C, lingually placed mesial minor connector for 
occlusal rest, which also serves as a stabilizing (reciprocal) component; and D, mesially 
placed supporting occlusal rest. Assembly remains passive until activated. 



TABLE 7-1. Function and Position of Clasp Assembly Parts 


Component Part 


Function 


Location 


Rest 

Minor connector 


Clasp arms 


Support 
Stabilization 


Stabilization (reciprocation) 


Occlusal, lingual, incisal 

Proximal surfaces extending from a prepared 
marginal ridge to the junction of the middle 
and gingival one third of abutment crown 

Middle one third of crown 


Retention 


Gingival one third of crown in measured 
undercut 


placement toward the side of the cast that is on 
an upward slant. The vertical arm, when brought in 
contact with a tooth surface, identifies the location 
on the clinical crown where the greatest convexity 
exists. This line, called the height ofcontour (specific 
to the surveyor-defined path), is the boundary 
between (1) an occlusal or incisal region of the tooth 


that is freely accessible to a prosthesis, and (2) a gin- 
gival region of the tooth that can only be accessed if 
a portion of the prosthesis elastically deforms and 
recovers to contact the tooth. This surveyor-defined 
path and the subsequent tooth height of contour 
will indicate the areas available for retention and 
those available for support, and the existence of 
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Figure 7-5 Essential parts of a dental surveyor (Ney Paral- 
lelometer), showing vertical spindle in relation to adjustable 
table. 
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Figure 7-6 Angle of cervical convergence on two teeth pre- 
senting dissimilar contours. Greater angle of cervical conver- 
gence on tooth A necessitates placement of clasp terminus, 
X, nearer the height of contour than when lesser angle exists, 
as in B. It is apparent that uniform clasp retention depends on 
depth (amount) of tooth undercut rather than on distance 
below the height of contour at which clasp terminus is 
placed. 


tooth and other tissue interference to the path of 
placement. 

When the surveyor blade contacts a tooth on the 
cast at its greatest convexity, a triangle is formed. 
The apex of the triangle is at the point of contact of 
the surveyor blade with the tooth, and the base is 
the area of the cast representing the gingival tissue 
(see Figure 11-19). The apical angle is called the 
angle of cervical convergence (see Figure 7-6). This 
angle may be measured as described in Chapter 11, 
or it may be estimated by observing the triangle of 


light visible between the tooth and the surveyor 
blade. For this reason, a wide surveyor blade rather 
than a small cylindrical tool is used so it is eas- 
ier to see the triangle of light. The importance of 
this angle lies in its relationship to the amount of 
retention. 

AMOUNT OF RETENTION 


Clasp retention is based on the resistance to defor- 
mation of the metal. For a clasp to be retentive, it 
must be placed in an undercut area of the tooth where 
it is forced to deform upon application of a vertical 
dislodging force (Figure 7-8). It is this resistance to 
deformation along an appropriately selected path that 
generates retention (Figure 7-9). Such resistance to 
deformation is dependent on several factors and is 
also proportionate to the flexibility of the clasp arm. 

An interaction of a number of factors under the 
control of the clinician combines to produce reten- 
tion. These include both tooth (planned and exe- 
cuted by the clinician) and prosthesis (to be planned 
by the dentist and executed by the laboratory techni- 
cian) factors. 

Tooth factors are the size of the angle of cervical 
convergence (depth of undercut) and how far the 
clasp terminal is placed into the angle -of cervical 
convergence. Prosthesis factors include the flexibility 
of the clasp arm. Clasp flexibility is the product of 
clasp length (measured from its point of origin to its 
terminal end), clasp relative diameter (regardless of 
its cross-sectional form), clasp cross-sectional form 
or shape (whether it is round, half round, or some 
other form), and the materia] .used in .making the 
clasp. The retention characteristics of gold alloy, 
chrome alloy, titanium, or titanium alloy depend on 
whether it is in cast or wrought form. 

Size of and Distance Into the Angle 
of Cervical Convergence 

To be retentive, a tooth must have an angle of con- 
vergence cervical to the height of contour. When it is 
surveyed, any single tooth will have a height of con- 
tour or an area of greatest convexity. Areas of cervical 
convergence may not exist when the tooth is viewed 
in relation to a given path of placement. Also, certain 
areas of cervical convergence may not be usable for 
the placement of retentive clasps because of their 
proximity to gingival tissue. 

This is best illustrated by mounting a spherical 
object, such as an egg, on the adjustable table of a 
dental surveyor (see Figure 7-7). The egg now repre- 
sents the cast of a dental arch or, more correctly, 
one tooth of a dental arch. The egg is first placed 
perpendicular to the base of the surveyor and sur- 
veyed to determine the height of contour. The vertical 
arm of the surveyor represents the path of placement 
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Figure 7-7 Relationship of height of contour, suprabulge, and infrabulge. A, When an egg is 
placed with its long axis parallel to the surveying tool, the height of contour is found at its 
greatest circumference, here designated by the arrow. In this example the second line is diag- 
onal to the line outlining the height of contour and is either above the height of contour (right 
side of egg), referred to as the suprabulge region, or below the height of contour (left side of 
egg), referred to as the infrabulge region. B, If the long axis of the egg is reoriented so that the 
previous diagonal line is now at the greatest circumference, the original "height of contour 
line" no longer is at the greatest circumference. The line segment at A is in the suprabulge 
region and the line segment B is in the infrabulge region. Changing the orientation alters the 
relationship of surfaces relative to the greatest circumference and consequently alters supra- 
and infrabulge locations. C, J ust as height of contour changes as orientation changes for the 
egg, when a tooth orientation changes the height of contour is altered. For this molar, the line 
H was produced with a horizontal orientation. When the tooth was inclined bucally, the 
height of contour moved to 8 relative to the horizontal location. Alternately, when the tooth 
was inclined lingually, the height of contour move to L relative to the horizontal location. 


that a denture would take, and conversely its path of 
removal. 

With a carbon marker, a circumferential line has 
been drawn on an egg at its greatest circumference, 
as shown by the arrow in Figure 7-7, A. This line, 


which Kennedy called the height of contour, is its 
greatest convexity. Cummer spoke of it as the 
guideline because it is used as a guide in the place- 
ment of retentive and nonretentive clasps. To this, 
DeVan added the terms suprabulge, denoting the 
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Figure 7-8 Retention is provided primarily by flexible portion 
of clasp assembly. Retentive terminals are ideally located in 
measured undercuts in gingival third of abutment crowns. 
When force acts to dislodge restoration in occlusal direction, 
retentive arm is forced to deform as it passes from undercut 
location over height of contour. Amount of retention provided 
by clasp arm is determined by its length, diameter, taper, 
cross-sectional form, contour, type of alloy, and location and 
depth of undercut engaged. 


surfaces sloping superiorly, and infrabulge, denot- 
ing the surfaces sloping inferiorly. 

Any areas cervical to the height of contour may be 
used for the placement of retentive clasp compo- 
nents, whereas areas occlusal to the height of con- 
tour may be used for the placement of nonretentive, 
stabilizing, or reciprocating components. Obviously, 
only flexible components may be placed gingivally to 
the height of contour because rigid elements would 
not flex over the height of contour or contact the 
tooth in the undercut area. 

With the original height of contour marked on the 
egg, the egg is now tilted from the perpendicular to 
an angular relation with the base of the surveyor 
(see Figure 7-7, B). Its relation to the vertical arm of 
the surveyor has now been changed, just as a change 
in the position of a dental cast would bring about a 
different relationship with the surveyor. The vertical 
arm of the surveyor still represents the path of 
placement. However, its relation to the egg is totally 
different. 

Again, the carbon marker is used to delineate the 
height of contour or the greatest convexity. It will be 
seen that areas that were formerly infrabulge are now 


suprabulge, and vice versa. A retentive clasp arm 
placed below the height of contour in the original 
position may now be either excessively retentive or 
totally nonretentive, whereas a nonretentive stabiliz- 
ing or reciprocal arm that is located above the height 
of contour in the first position may now be located in 
an area of undercut. Figure 7-7, C illustrates this 
principle compared with a tooth example showing 
that changes in tilt can alter heights of contour 
significantly. 

The location and depth of a tooth undercut avail- 
able for retention are therefore only relative to the 
path of placement and removal of the partial den- 
ture. At the same time, nonretentive areas on which 
rigid components of the clasp may be placed exist 
only for a given path of placement (see Figure 7-8). 

If conditions are found that are not favorable for 
the particular path of placement under considera- 
tion, a study should be conducted for a different path 
of placement. The cast is merely tilted in relation to 
the vertical arm until the most suitable path is found. 
Th-e most suitable path of placement is generally 
considered to be the path of placement that will 
require the least amount of mouth preparation nec- 
essary to place the components of the partial den- 
ture in their ideal position on the tooth surfaces and 
in relation to the soft tissue. Then mouth prepara- 
tions are planned with a definite path of placement 
in mind. 

It is important to remember that tooth surfaces 
can be recontoured by selective grinding or the 
placement of restorations (mouth preparations) to 
achieve a more suitable path of placement. The path 
of placement also must take into consideration the 
presence of tissue undercuts that would interfere 
with the placement of major connectors, the location 
of vertical minor connectors, the origin of bar clasp 
arms, and the denture bases. 

When the theory of clasp retention is applied 
to the abutment teeth in a dental arch during the 
surveying of the dental cast, each tooth may be con- 
sidered individually and in relation to the other 
abutment teeth as far as the designs of retentive 
and stabilizing (reciprocating) components are con- 
cerned. This is necessary because the relationship of 
each tooth to the rest of the arch and to the design of 
the rest of the prosthesis has been considered previ- 
ously in selecting or modifying the teeth to achieve 
the most suitable path of placement. Once this rela- 
tionship of the cast to the surveyor has been estab- 
lished, the height of contour on each abutment tooth 
becomes fixed, and the clasp design for each must be 
considered separately. 

A positive path of placement and removal is made 
possible by the contact of rigid parts of the denture 
framework with parallel tooth surfaces, which act as 
guiding planes. Because guiding planes control the 
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Figure 7-9 A, Retentive areas are not sufficient to resist reasonable dislodging forces when 
cast is surveyed at its most advantageous position (occlusal plane parallel to surveyor 
table) even though guide planes could be established with minor tooth modification. 
B, Tilting cast creates functionally ineffective tooth contours, which are present only in 
relation to surveying rod and do not exist when compared with most advantageous posi- 
tion (position in which restoration will be subject to dislodging forces in an occlusal 
direction). C and D, Clasps designed at tilt are ineffective without development of 
corresponding guide planes to resist displacement when restoration is subject to dislodging 
forces in occlusal direction. 


path of placement and removal, they can also pro- 
vide additional retention for the partial denture by 
limiting the possibilities that exist for its dislodg- 
ment. The more vertical walls (guiding planes) that 
are prepared parallel, the fewer the possibilities that 
exist for dislodgment. If some degree of parallelism 
does not exist during placement and removal, 
trauma to the teeth and supporting structures and 
strain on the denture parts are inevitable. This ulti- 
mately results in damage either to the teeth and their 
periodontal support or to the denture itself or both. 
Therefore without guiding planes, clasp retention 
will either be detrimental or practically nonexistent. 
If clasp retention is only frictional because of an 
active relationship of the clasp to the teeth, then 


orthodontic movement or damage to periodontal tis- 
sue, or both, will result. Instead a clasp should bear a 
Dassive relationship to the teeth except when a dis- 
odging force is applied. 

In addition to the degree of the angle of cervical 
convergence and the distance a clasp is placed into the 
angle of cervical convergence, the amount of reten- 
tion generated by a clasp depends on its flexibility. 

The amount of retention also depends on the flexi- 
bility of a clasp arm. This is a function of clasp length, 
diameter, cross-sectional form, and material. 


Length of Clasp Arm 

The longer the clasp arm the more flexible it will be, 
all other factors being equal. The length of a circum- 
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Figure 7-10 Retentive cast clasp arm should be tapered uni- 
formly from its point of attachment at clasp body to its tip. 
Dimensions at tip are about half those at point of attachment. 
Clasp arm so tapered is approximately twice as flexible as 
one without any taper. T is clasp thickness. (Courtesy 
J . F. Jelenko & Company, New York, NY. ) 


ferential clasp arm is measured from the point at 
which a uniform taper begins. Tooth modification 
providing increased ength to a suprabulge retentive 
clasp by allowing the retentive tip to approach the 
undercut from a gingival direction optimizes clasp 
retention (see Figure 7-3). The retentive circumfer- 
ential clasp arm should be tapered uniformly from 
its point of origin through the full length of the clasp 
arm (Figure 7-10). 

The length of a bar clasp arm also is measured 
from the point at which a uniform taper begins. Gen- 
erally the taper of a bar clasp arm should begin at its 
point of origin from a metal base or at the point at 
which it emerges from a resin base (Figure 7-11). 
Although a bar clasp arm will usually be longer than 
a circumferential clasp arm, its flexibility will be less 
because its half-round form lies in several planes, 
which prevents its flexibility from being proportion- 
ate to its total length. Tables 7-2 and 7-3 give an 
approximate depth of undercut that may be used for 
the cast gold and chromium-cobalt retentive clasp 
arms of circumferential and bar-type clasps. Based 
on a proportional limit of 60, 000 psi and on the 
assumption that the clasp arm is properly tapered, 
the clasp arm should be able to flex repeatedly 
within the limits stated without hardening or ruptur- 
ing because of fatigue. It has been estimated that 
alternate stress applications of the fatigue type are 
placed on a retainer arm during mastication and 
other force-producing functions about 300, 000 times 
a year. 

Diameter of Clasp Arm 

The greater the average diameter of a clasp arm the 
less flexible it will be, all other factors being equal. If 
its taper is absolutely uniform, the average diameter 



Figure 7-11 Length of tapered cast retentive clasp arm is 
measured along center portion of arm until it either joins 
clasp body (circumferential) or becomes part of denture 
base or is embedded in the base (bar-type clasp). 


be at a point midway between its origin and its 
terminal end. If its taper is not uniform, a point of 
flexure— and therefore a point of weakness— will 
exist, which will then be the determining factor in its 
flexibility regardless of the average diameter of its 
entire length. 

Cross-sectional Form of the Clasp Arm 

Flexibility may exist in any form, but it is limited to 
only one direction in the case of the half-round form. 
The only universally flexible form is the round form, 
which is practically impossible to obtain by casting 
and polishing. 

Because most cast clasps are essentially half 
round in form, they may flex away from the tooth, 
but edgewise flexing (and edgewise adjustment) is 
limited. For this reason, cast retentive clasp arms are 
more acceptable in tooth-supported partial dentures 
in which they are called on to flex only during place- 
ment and removal of the prosthesis. A retentive clasp 
arm on an abutment adjacent to a distal extension 
base not only must flex during placement and 
removal but also must be capable of flexing during 
functional movement of the distal extension base. It 
must either have universal flexibility to avoid trans- 
mission of tipping stresses to the abutment tooth or 
be capable of disengaging the undercut when verti- 
cal forces directed against the denture are toward the 
residual ridge. A round clasp is the only circumfer- 
ential clasp form that may be safely used to engage 
a tooth undercut on the side of an abutment tooth 
away from the distal extension base. The location of 
the undercut is perhaps the single most important 
factor in selecting a clasp for use with distal exten- 
sion partial dentures. 

Material Used for the Clasp Arm 

Although all cast alloys used in partial denture 
construction possess flexibility, their flexibility is 
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TABLE 7-2. Permissible Flexibilities of Retentive Cast Circumferentia 
and Bar- type CLasp Arnas of Type IV Gold Alleys* 


Circumferential 


Length (inches) 


Bar-type 


Flexibility (inches) 


Length (inches) 


Flexibility (inches) 


0 to 0. 3 


0. 01 


0 to 0. 7 


0. 01 


0. 3 toO. 6 


0. 02 


0. 7 toO. 9 


0. 02 


0. 6 toO. 8 


0. 03 


0. 9 to 1. 0 


0. 03 


*Based on the approximate dimensions of Jelenko preformed plastic patterns, JF Jelenko, New York. 


Length (inches) 



TABLE 7-3. Permissible Flexibilities of Retentive Cast Circumferentia 
and Bar-type Clasp -Arms for -Chromium- Cobalt Alloys* 


Circumferential 


Bar-type 


Flexibility (inches) 


Length (inches) 


Flexibility (inches) 


0 to 0. 3 
0. 3 toO. 6 
0. 6 toO. 8 


0. 004 


0. 008 


0. 012 


0 to 0. 7 


0. 7 toO. 9 


0. 9 to 1. 0 


0. 004 


0. 008 


0. 012 


*Based on the approximate dimensions of Jelenko preformed plastic patterns, J F Jelenko, New York. 


proportionate to their bulk. If this were not true, 
other components of the partial denture could not 
have the necessary rigidity. A disadvantage of a cast 
gold partial denture is that its bulk must be increased 
to obtain the needed rigidity at the expense of added 
weight and increased cost. It cannot be denied that 
greater rigidity with less bulk is possible through the 
use of chromium-cobalt alloys. 

Although cast gold alloys may have greater 
resiliency than do cast chromium-cobalt alloys, the 
fact remains that the structural nature of the cast clasp 
does not approach the flexibility and adjustable 
nature of the wrought-wire clasp. Having been formed 
by being drawn into a wire, the wrought-wire clasp 
arm has toughness exceeding that of a cast clasp arm. 
The tensile strength of a wrought structure is at least 
25% greater than that of the cast alloy from which it 
was made. It may therefore be used in smaller diame- 
ters to provide greater flexibility without fatigue and 
ultimate fracture. 

Relative Uniformity of Retention 

Having reviewed the factors inherent to a determina- 
tion of the amount of retention from individua 


clasps, it is important to consider coordination of rel- 
ative retention between various clasps in a single 
prosthesis. 

The size of the angle of convergence will determine 
how far a given clasp arm should be placed into that 
angle. Disregarding— for the time being— variations 
in clasp flexibility, relative uniformity of retention will 
depend on the location of the retentive part of the 
clasp arm, not in relation to the height of contour, but 
in relation to the angle of cervical convergence. 

The retention on all principal abutments should 
be as equal as possible. Although esthetic placement 
of clasp arms is desirable, it may not be possible to 
place all clasp arms in the same occlusocervical rela- 
tionship because of variations in tooth contours. 
However, retentive surfaces may be made similar by 
altering tooth contours or by using cast restorations 
with similar contours. 

Retentive clasp arms must be located so that they 
lie in the same approximate degree of undercut on 
each abutment tooth. In Figure 7-6, this is at point X 
on both teeth— A and B— despite the variation in the 
distance below the height of contour. Should both 
clasp arms be placed equidistant below the height of 
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contour, the higher location on tooth B would have 
too little retention, whereas the lower location on 
tooth A would be too retentive. 

The measurement of the degree of undercut by 
mechanical means using a surveyor is important. 
However, undercut identification is only one factor 
that is important to consider in providing appropri- 
ate retention for a removable partial denture. 

Stabilizing-reciprocal Cast Clasp Arm 

When the direct retainer comes into contact with the 
tooth, the framework must be stabilized against hori- 
zontal movement for the required clasp deformation 
to occur. This stabilization is derived from either 
cross-arch framework contacts or a stabilizing or 
reciprocal clasp in the same clasp assembly. To pro- 
vide true reciprocation, the reciprocal clasp must be 
in contact during the entire period of retentive clasp 
deformation. This is best provided with lingual- 
palatal, guide-plane surfaces. 

A stabilizing (reciprocal) clasp arm should be rigid. 
Therefore it is shaped somewhat differently than is 
the cast retentive clasp arm, which must be flexible. 
Its average diameter must be greater than the average 
diameter of the opposing retentive arm to increase 
desired rigidity. A cast retentive arm is tapered in two 
dimensions, as illustrated in Figure 7-10, whereas a 
reciprocal arm should be tapered in one dimension 
only, as shown in Figure 7-12. Achieving such a form 
for the arm requires freehand waxing of patterns. 

| CRITERIA FOR SELECTING A GIVEN 
CLASP DESIGN 

In selecting a particular clasp design for a given sit- 
uation, its function and limitations must be care- 
fully evaluated. Extracoronal direct retainers, as 



Figure 7-12 Reciprocal arm of direct retainer assembly 
should be rigid. Arm tapered both lengthwise and widthwise 
is more flexible than arm of the same dimensions tapered 
only lengthwise. T is clasp thickness. 


part of the clasp assembly, should be considered as 
a component of a removable partial denture frame- 
work. They should be designed and located to per- 
form the specific functions of support, stabilization, 
reciprocation, and retention. It does not matter 
whether the direct retainer-clasp assembly compo- 
nents are physically attached to each other, or origi- 
nate from major and minor connectors of the 
framework (Figure 7-13). If attention is directed to 
the separate function of each component of the 
direct retainer-clasp assembly, then selection of a 
direct retainer is simplified. 

Although there are some rather complex designs 
for clasp arms, they may all be classified into one of 
two basic categories. One is the circumferential clasp 
arm, which approaches the retentive undercut from 
an occlusal direction. The other is the bar clasp arm, 
which approaches the retentive undercut from a cer- 
vical direction. A clasp assembly may be a combi- 
nation of cast circumferential and bar clasp arms, 
and/or wrought-wire retentive arms in one of several 
Dossible combinations as illustrated in buccal and 
ingual views in Figure 7-14. 

A clasp assembly should consist of four compo- 
nent parts. First, there should be one or more minor 
connectors from which the clasp components orig- 
inate. Second, there should be a principal rest 
designed to direct stress along the long axis of the 
tooth. Third, there should be a retentive arm engag- 
ing a tooth undercut. For most clasps, the retentive 
region is only at its terminus. Fourth, there should be 
a nonretentive arm (or other component) on the 
opposite side of the tooth for stabilization and recip- 
rocation against horizontal movement of the pros- 
thesis (rigidity of this clasp arm is essential to its 
purpose). 

No confusion should exist between the choice of 
clasp arm and the purpose for which it is used. Either 
type of cast clasp arm (bar or circumferential) may 
be made tapered and retentive, or nontapered (rigid) 
and nonretentive. The choice depends on whether it 
is used for retention, stabilization, or reciprocation. 
An auxiliary occlusal rest, such as in the RPI concept, 
may be used rather than a reciprocal clasp arm to 
satisfy the need for encirclement provided it is 
located in a way to accomplish the same purpose 
(Figure 7-15; see also Figure 7-4). The addition of a 
lingual apron to a cast reciprocal clasp arm alters 
neither its primary purpose nor the need for proper 
location to accomplish that purpose. 


BASfC ffilNCI-pLfS OF CLASP DEStGN 

The clasp assembly serves a similar function for a 
removable partial denture that a retainer crown 
serves for a fixed partial denture. Both must encircle 
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Figure 7-13 Choice and definitive location of each component of direct retainer assembly 
must be based on preserving health of periodontal attachment in spite of rotational tenden- 
cies of distal extension denture. Knowledge of characteristics of each component of collec- 
tive assemblies for a particular arch and rationalized rotational tendencies of denture 
simplifies design of removable restorations. 



A B C 

Figure 7-14 Clasp assembly (with mirror views), including rest, may be combination of 
circumferential and bar clasp arms in one of several possible combinations. These mirror 
views are for abutments bounding a modification space. A, Cast circumferential retentive 
clasp arm with nonretentive bar clasp arm on opposite side for stabilization and reciproca- 
tion. B, Tapered wrought-wire circumferential retentive clasp arm with nonretentive bar clasp 
arm on opposite side for stabilization and reciprocation. C, Retentive bar clasp arm with non- 
retentive cast circumferential clasp arm on opposite side for stabilization and reciprocation. 


the prepared tooth in a manner that prevents move- 
ment of the tooth separate from the retainer. To 
borrow from a fixed prosthodontic term, limiting 
the freedom of displacement refers to the effect of 


one cylindrical surface (the framework encircling 
the tooth) on another cylindrical surface (the 
tooth). It implies that the curve that defines the 
framework is properly shaped if it prevents move- 
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Figure 7-15 Auxiliary occlusal rest (mirror view) may be 
used rather than reciprocal clasp arm without violating 
any principle of clasp design. Its greatest disadvantages are 
that second rest seat must be prepared and that enclosed 
tissue space at the gingival margin can result in a food trap. 
Auxiliary occlusal rest is also sometimes used to prevent 
slippage when principal occlusal rest seat cannot be 
inclined apically from marginal ridge. Minor connectors 
used to close interproximal space most often require rests 
on adjacent teeth to avoid wedging effect when force is 
placed on denture. 


Buccal Buccal 

i 
i 



l 


Lingual Lingual 
A B 

Figure 7-16 A, Line drawn through illustration represents 180 
degrees of greatest circumference of abutment from occlusal 
rest. Unless portions of lingual reciprocal arm and retentive 
buccal arm are extended beyond the line, clasp would not 
accomplish its intended purpose. If respective arms of 
retainer were not extended beyond the line, abutment tooth 
could be forced away from retainer by torquing action of 
clasp or removable partial denture could move away from 
abutment. B, Bar-type clasp assembly engagement of more 
than 1 80 degrees of circumference of abutment is realized by 
minor connector for occlusal rest, minor connector contact- 
ing guiding plane on distal proximal surface, and retentive 
bar arm. 


merit at right angles to the tooth axis. This basic 
principle of clasp design offers a two-way benefit. 
First, it ensures the stability of the tooth position 
because of the restraint from encirclement, and sec- 
ond, it ensures stability of the clasp assembly 
because of the controlled position of the clasp in 
three dimensions. 

Therefore the basic principle of clasp design 
referred to as the principle of encirclement means 
that more than 180 degrees in the greatest circum- 
ference of the tooth, -passing from diverging axial 
surfaces to converging axial surfaces, must be 
engaged by the clasp assembly (Figure 7-16). The 
engagement can be in the form of continuous con- 
tact, such as in a circumferential clasp, or discontin- 
uous contact, such as in the use of a bar clasp. Both 
provide tooth contact in at least three areas encir- 
cling the tooth: the occlusal rest area, the retentive 
clasp terminal area, and the reciprocal clasp termi- 
nal area. 

In addition to encirclement, other basic principles 
of clasp design are as follows: 

1. The occlusal rest must be designed to prevent the 
movement of the clasp arms toward the cervical. 

2. Each retentive terminal should be opposed by a 
reciprocal component capable of resisting any 



Figure 7-17 A, Flexing action of retentive clasp arm initiates 
medially directed pressure on abutment teeth as its retentive tip 
springs over height of contour. B, Reciprocation to medially 
directed pressure is counteracted either by rigid lingually placed 
clasp arms contacting abutments simultaneously with buccal 
arms or by rigid stabilizing components of framework contact- 
ing lingual guiding planes when buccal arms begin to flex. 


transient pressures exerted by the retentive arm 
during placement and removal. Stabilizing and 
reciprocal components must be rigidly connected 
bilaterally (cross-arch) to realize reciprocation of 
the retentive elements (Figure 7-17). 
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3. Clasp retainers on abutment teeth adjacent to dis- 
tal extension bases should be designed so that 
they will avoid direct transmission of tipping and 
rotational forces to the abutment. In effect, they 
must act as stress-breakers either by their design 
or by their construction. This is accomplished 
through proper location of the retentive terminal 
relative to the rest or by use of a more flexible 
clasp arm in relation to the anticipated rotation of 
the denture under functional forces. 

4. Unless guiding planes will positively control the 
path of removal and stabilize abutments against 
rotational movements, retentive clasps should be 
bilaterally opposed, i. e., buccal retention on one 
side of the arch should be opposed by buccal 
retention on the other, or lingual on one side 
opposed by lingual on the other. In Class II situa- 
tions, the third abutment may have either buccal 
or lingual retention. In Class III situations, reten- 
tion may be either bilaterally or diametrically 
opposed (Figure 7-18). 

5. The path of escapement for each retentive clasp 
terminal must be other than parallel to the path 
of removal for the prosthesis to require clasp 
engagement with the resistance to deformation 
that is retention (see Figure 7-8). 

6. The amount of retention should always be the 
minimum necessary to resist reasonable dislodg- 
ing forces. I T ™ 

7. Reciprocal elements of the clasp assembly should 
be located at the junction of the gingival and 



Figure 7-18 Retentive clasps should be bilaterally opposed. 
This means using bilateral buccal or bilateral lingual under- 
cuts as shown on this Class III, modification 2, arch where the 
retention may be either (a) bilaterally buccal or (b) bilaterally 
lingual. 


middle thirds of the crowns of abutment teeth. 
The terminal end of the retentive arm is opti- 
mally placed in the gingival third of the crown 
(Figures 7-19 through 7-21). These locations per- 
mit better resistance to horizontal and torquing 
forces because of a reduction in the effort arm as 
described in Chapter 4. 

Reciprocal Arm Functions 

As mentioned earlier, reciprocal arms are intended 
to resist tooth movements in response to the 
retainer arm deforming as it engages a tooth height 
of contour. The opposing clasp arm reciprocates 
the effect of this deformation as it prevents tooth 
movement. For this to occur, the reciprocal arm 
must be in contact during the time of retainer arm 
deformation. Unless the abutment tooth has been 
specifically contoured, the reciprocal clasp arm will 
not come into contact with the tooth until the den- 
ture is fully seated and the retentive clasp arm 
has again become passive. When this happens, a 
momentary tipping force is applied to the abut- 
ment teeth during each placement and removal. 
This may not be a damaging force— because it is 
transient— so long as the force does not exceed the 
normal elasticity of the periodontal attachments. 
True reciprocation during placement and removal 
is possible only through the use of crown surfaces 
made parallel to the path of placement. The use of 
cast restorations permits the parallel surfaces to be 
contacted by the reciprocal arm in such a manner 
that true reciprocation is made possible. This is dis- 
cussed in Chapter 14. 

Reciprocal arms also can have additional func- 
tions. The reciprocal clasp arm should be located 
so that the denture is stabilized against horizontal 
movement. Stabilization is possible only through 


Stabilizing 
Retentive - 
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Figure 7-19 Simple mechanical laws demonstrate that the 
nearer stabilizing-reciprocal and retentive elements of direct 
retainer assemblies are located to horizontal axis of rotation 
of abutment, the less likely that physiologic tolerance of peri- 
odontal ligament will be exceeded. Horizontal axis of rota- 
tion of abutment tooth is located somewhere in its root. 
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Buccal 

C 

Figure 7-20 Bar-type clasp on mandibular premolar. A, Support is provided by occlusal rest. 

B, Stabilization is provided by occlusal rest and mesial and distal minor connectors. 

C, Retention is provided by buccal l-bar. Reciprocation is obtained through location of minor 
connectors. Engagement of more than 1 80 degrees of circumference of the abutment is 
accomplished by proper location of components contacting axial surfaces. (Minor connector 
supports occlusal rest, proximal plate minor connector, and buccal l-bar. ) 


the use of rigid clasp arms, rigid minor connectors, 
and a rigid major connector. Horizontal forces 
applied on one side of the dental arch are resisted 
by the stabilizing components on the opposite side 
providing cross-arch stability. Obviously the greater 
the number of such components, within reason, 
the greater will be the distribution of horizontal 
stresses. 

The reciprocal clasp arm also may act to a minor 
degree as an indirect retainer. This is only true when 
it rests on a suprabulge surface of an abutment tooth 


lying anterior to the fulcrum line (see Figure 8-8). 
Lifting of a distal extension base away from the tissue 
is thus resisted by a rigid arm, which is not easily dis- 
placed cervically. The effectiveness of such an indi- 
rect retainer is limited by its proximity to the fulcrum 
line, which gives it a relatively poor leverage advan- 
tage, and by the fact that slippage along tooth 
inclines is always possible. The latter may be 
Drevented by the use of a ledge on a cast restoration; 
lowever, enamel surfaces are not ordinarily so 
prepared. 
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Figure 7-21 Circumferential clasp on mandibular pre- 
molar. Support is provided by occlusal rest; stabilization is 
provided by occlusal rest, proximal minor connector, lin- 
gual clasp arm, and rigid portion of buccal retentive clasp 
arm occlusal to height of contour; retention is realized by 
retentive terminal of buccal clasp arm; reciprocation is 
provided by nonflexible lingual clasp arm. Assembly 
engages more than 1 80 degrees of abutment tooth's 
circumference. 


j TYPES OF CLASP ASSEMBLIES 

A wide variety of clasp assemblies are available for cli- 
nicians to use. The variety exists largely because of the 
imagination of clinicians and technicians providing 
prostheses when tooth modification was not or could 
not be provided. To simplify clasp designs and to 
improve functional predictability of prostheses, today's 
clinician must realize the need for tooth modification. 

Some clasp assemblies are designed to accom- 
modate prosthesis functional movement (as men- 
tioned in the basic principles above) and others do 
not incorporate such design features. While it has 
been demonstrated by Kapur and others that 
adverse outcomes are not a ways associated with 
the use of rigid clasp assemblies in distal extension 
classifications, the following clasp assemblies will 
be described as clasps designed to accommodate 
distal extension functional movement and clasps 
designed without movement accommodation. The 
clinician should not interpret these categories as 
mutually exclusive since most any clasp assembly 


can be used to retain a well-supported and main- 
tained prosthesis. 

Clasps Designed to Accommodate Functional 
Movement 

RPI, RPA, and Bar Clasp 

Clasp assemblies that accommodate functional 
prosthesis movement are designed to address the 
concern of a Class I lever. The concern is that the 
distal extension acts as a long "effort arm" across 
the distal rest "fulcrum" to cause the clasp tip "resist- 
ance arm" to engage the tooth undercut. This results 
in a harmful tipping or torquing of the tooth and 
is greater with stiff clasps and more denture base 
movement. Two strategies are adopted to either 
change the fulcrum location and subsequently the 
"resistance arm" engaging effect (mesial rest con- 
cept clasp assemblies), or to minimize the effect of 
the lever by use of a flexible arm (wrought-wire 
retentive arm). 

M esial rest concept clasps are proposed to accom- 
plish movement accommodation by changing the 
fulcrum location. This concept includes the RPI and 
RPA clasps. The RPI is a current concept of bar clasp 
design, and refers to the rest, proximal plate, and 
l-bar component parts of the clasp assembly. Basi- 
cally, this clasp assembly consists of a mesioocclusal 
rest with the minor connector placed into the mesio- 
lingual embrasure, but not contacting the adjacent 
tooth (Figure 7-22, A). A distal guiding plane, extend- 
ing from the marginal ridge to the junction of the 
middle and gingival thirds of the abutment tooth, is 
prepared to receive a proximal plate (Figure 7-22, B). 
The buccolingual width of the guiding plane is deter- 
mined by the proximal contour of the tooth (Figure 
7-22, A and C). The proximal plate, in conjunction 
with the minor connector supporting the rest, pro- 
vides the stabilizing and reciprocal aspects of the 
clasp assembly. The l-bar should be located in the 
gingival third of the buccal or labial surface of 
the abutment in a 0. 01-inch undercut (Figure 7-22, 
D). The whole arm of the l-bar should be tapered to 
its terminus, with no more than 2 mm of its tip con- 
tacting the abutment. The retentive tip contacts the 
tooth from the undercut to the height of contour 
(Figure 7-22, E). This area of contact along with the 
rest and proximal plate contact provides stabilization 
through encirclement (see Figure 7-22, C). The hori- 
zontal portion of the approach arm must be located 
at least 4 mm from the gingival margin and even far- 
ther if possible. 

There are three basic approaches to the applica- 
tion of the RPI system. The location of the rest, the 
design of the minor connector (proximal plate) as it 
relates to the guiding plane, and the location of the 
retentive arm are factors that influence how this 
clasp system functions. Variations in these factors 
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Figure 7-22 Bar-type clasp assembly. A, Occlusal view. Component parts (proximal plate 
minor connector, rest with minor connector, and retentive arm) tripod abutment to prevent 
its migration. B, Proximal plate minor connector extends just far enough lingually so 
that together with mesial minor connector lingual migration of abutment is prevented. 

C, On narrow or tapered abutments (mandibular first premolars), proximal plate should be 
designed to be as narrow as possible but still sufficiently wide to prevent lingual migration. 

D, l-bar retainer located at greatest prominence of tooth in gingival third. E, Mesial view 
of l-bar illustrating the retentive tip relationship to the undercut and a region superior 
toward the height of contour, which serves a stabilization function in encirclement. 
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provide the basis for the differences among these 
approaches. All advocate the use of a rest located 
mesially on the primary abutment tooth adjacent to 
the extension base area. One approach recommends 
that the guiding plane and corresponding proximal 
plate minor connector extend the entire length of the 
proximal tooth surface, with physiological tissue 
relief to eliminate impingement of the free gingival 
margin (Figure 7-23). A second approach suggests 
that the guiding plane and corresponding proximal 
plate minor connector extend from the marginal 
ridge to the junction of the middle and gingival 
thirds of the proximal tooth surface (Figure 7-24). 
Both approaches recommend that the retaining 
clasp arm be located in the gingival third of the buc- 
cal or labial surface of the abutment in a 0. 01-inch 
undercut. Placement of the retaining clasp arm is 
generally in an undercut located at the greatest 
mesiodistal prominence of the tooth or adjacent to 
the extension base area (Figure 7-25, A and B). The 
third approach favors a proximal plate minor con- 
nectorthat contacts approximately 1 mm of the gin- 
gival portion of the guiding plane (Figure 7-26, A) 
and a retentive clasp arm located in a 0. 01-inch 
undercut in the gingival third of the tooth at the 
greatest prominence or to the mesial away from the 
edentutous area (see Figure 7-25, C). If the abutment 
teeth demonstrate contraindications for a bar-type 
clasp (i. e., exaggerated buccal or lingual tilts, severe 
tissue undercut, or a shallow buccal vestibule) and 
the desirable undercut is located in the gingival third 
of the tooth away from the extension base area, a 
modification should be considered for the RPI sys- 
tem (the RPA clasp) (Figure 7-26, B). Application of 
each approach is predicated -on the -distribution of 
load to be applied to the tooth and edentulous ridge. 

The bar clasp, which gave rise to the RPI, is dis- 
cussed here because of this association. It may not 



Figure 7-23 Bar clasp assembly in which guiding plane 
(GP) and corresponding proximal plate (PP) extend entire 
length of proximal tooth surface. Physiologic relief is 
required to prevent impingement of gingival tissues during 
function. Extending proximal plate to contact greater sur- 
face area of guide plane directs functional forces in hori- 
zontal direction, thus tooth (teeth) are loaded more than 
edentulous ridge. 


be configured to allow functional movement but can 
be. The term bar clasp is generally preferred over the 
less descriptive term Roach clasp arm. Reduced to 
its simplest term, the bar clasp arm arises from the 
denture framework or a metal base and approaches 
the retentive undercut from a gingival direction (see 
Figure 7-22). The bar clasp arm has been classified 
by the shape of the retentive terminal. Thus it has 
been identified as a T, modified T, I, or Y. The form 
the terminal takes is of little significance as long as it 
is mechanically and functionally effective, covers as 
little tooth surface as possible, and displays as little 
metal as possible. 

In most situations the bar clasp arm can be used 
with tooth-supported partial dentures, with tooth- 
supported modification areas, or when an undercut 
that can be logically approached with a bar clasp arm 
lies on the side of an abutment tooth adjacent to a 
distal extension base (Figure 7-27). If a tissue under- 
cut prevents the use of a bar clasp arm, a mesially 
originating ring clasp, a cast, or a wrought-wire clasp 
or reverse-action clasp may be used. Preparation of 
adjacent abutments (natural teeth) to receive any 
type of interproximal direct retainer, traversing from 
lingual to buccal surfaces, is most difficult to ade- 



Figure 7-24 Bar clasp assembly in which guiding plane (GP) 
and corresponding proximal plate (PP) extend from marginal 
ridge to junction of middle and gingival thirds of proximal 
tooth surface. This decrease (compared with Figure 7-23) in 
amount of surface area contact of proximal plate on guiding 
plane more evenly distributes functional force between tooth 
and edentulous ridge. 



Figure 7-25 Occlusal view of RPI bar clasp assembly. 
Placement of l-bar in 0. 01 -inch undercut: A, on distobuccal 
surface; B, at greatest mesiodistal prominence; and C, on 
mesiobuccal surface. 
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quately accomplish. Inevitably the relative size of the 
occlusal table is increased, contributing to undesir- 
able and additional functional loading. 

The specific indications for using a bar clasp arm 
are (1) when a small degree of undercut (0. 01 inch) 


exists in the cervical third of the abutment tooth, 
which may be approached from a gingival direction; 
(2) on abutment teeth for tooth-supported partial 
dentures or tooth-supported modification areas 
(Figure 7-28); (3) in distal extension base situations; 



A B 


Figure 7-26 A, Bar clasp assembly in which proximal plate (PP) contacts approximately 
1 mm of gingival portion of guiding plane (GP). During function, proximal plate and l-bar 
clasp arm are designed to move in mesiogingival direction, disengaging tooth. Lack of sus- 
tained contact between proximal plate and guiding plane distributes more functional force to 
edentulous ridge. Asterisk (*) indicates center of rotation. B, Modification of RPI system 
(RPA clasp) is indicated when bar-type clasp is contraindicated and desirable undercut is 
located in gingival third of tooth away from extension base area. 




Figure 7-27 Bar clasp arm properly used on terminal abutment. 
Combination of rest, proximal plate, and bar clasp contacting 
the abutment tooth provides more than 180 degrees encir- 
clement. Uniform taper to the bar ensures proper flexibility and 
internal stress distribution. Taper can originate from minor con- 
nector junction or at a finishing line indicating the anterior 
extent of the denture base. Encirclement does not require that 
retentive tip modification (in the form of a T) be provided, and 
such a modification adds little to the clasp assembly. 


Figure 7-28 Bar retainer is used on anterior abutment of 
modification space, and its terminus engages distobuccal 
undercut. Denture is designed to rotate around terminal abut- 
ments when force is directed toward basal seat on left. Such 
rotation would impart force on right premolar directed superi- 
orly and anteriorly. However, this direction of force is resisted 
in great part by mesial contact with canine. Direct retainer on 
right premolar engaging mesiobuccal undercut would tend to 
force tooth superiorly and posteriorly. 
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Figure 7-29 Contraindications for selection of bar-type clasps. A, Severe buccal or lingual 
tilts of abutment teeth. B, Severe tissue undercuts. C, Shallow buccal or labial vestibules. 



Figure 7-30 Common errors and recommended corrections in design of bar-type clasp 
assemblies. A, Survey line is unsuitable for bar clasp (too high). B, Retentive portion of bar 
clasp arm improperly contoured to resist dislodging force in occlusal direction. C, Retentive 
tip not located in gingival third of abutment. D, Contour of abutment correctly altered to 
receive bar clasp. E and F, Correct position of bar clasp assembly. 


and (4) in situations in which esthetic considerations 
must be accommodated and a cast clasp is indi- 
cated. Thus use of the bar clasp arm is contraindi- 
cated when a deep cervical undercut exists or when 
a severe tooth and/or tissue undercut exists, either 
of which must be bridged by excessive blockout. 
When severe tooth and tissue undercuts exist, a bar 
clasp arm usually is an annoyance to the tongue and 
cheek and also traps food debris. Other limiting fac- 


tors in the selection of a bar clasp assembly include a 
shallow vestibule or an excessive buccal or lingual 
tilt of the abutment tooth (Figure 7-29). Some com- 
mon errors in the design of bar-type clasps are illus- 
trated in Figure 7-30. 

The bar clasp arm is not a particularly flexible 
clasp arm because of the effects of its half-round 
form and its several planes of origin. Although the 
cast circumferential clasp arm can be made more 
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flexible than the bar clasp arm, the combination 
clasp is preferred for use on terminal abutments 
when torque and tipping are possible, because of 
engaging an undercut away from the distal extension 
base. Situations often exist, however, in which a bar 
clasp arm may be used to advantage without jeop- 
ardizing a terminal abutment. A bar clasp arm swing- 
ing distally into the undercut may be a logical choice, 
since movement of the clasp on the abutment as the 
distal extension base moves tissueward is minimized 
by the distal location of the clasp terminal. 

There are several other types of bar clasps, one 
of which is the infrabulge clasp. It is designed so 
that the bar arm arises from the border of the den- 
ture base, either as an extension of a cast base or 
attached to the border of a resin base (Figure 7-31). 
It is made more flexible than the usual bar clasp 
arm in that the portion of the cast base that gives 
rise to the clasp arm is separated from the clasp 
arm itself, either by a saw cut or by being cast 
against a separating shim of matrix metal, which is 
later removed with acid. It may be made more flex- 
ible through the use of wrought wire, which is 
attached to a metal base by soldering or is embed- 
ded in the border of a resin base. 


Some of the advantages attributed to the infra- 
bulge clasp are (1) its interproximal location, which 
may be used to esthetic advantage; (2) increased 
retention without tipping action on the abutment; 
and (3) less chance of accidental distortion result- 
ing from its proximity to the denture border. The 
wearer should be meticulous in the care of a den- 
ture so made, not only for reasons of oral hygiene 
but also to prevent cariogenic debris from being 
held against tooth surfaces. 

The T and Y clasp arms are the most frequently 
misused. It is unlikely that the full area of a T or Y 
terminal is ever necessary for adequate clasp reten- 
tion. Although the larger area of contact would pro- 
vide greater frictional resistance, this is not true 
clasp retention, and only that portion engaging an 
undercut area should be considered retentive. Only 
one terminal of such a clasp arm should be placed 
in an undercut area (Figure 7-32). The remainder of 
the clasp arm may be superfluous unless it is 
needed as part of the clasp assembly to encircle the 
abutment tooth by more than 180° at its greatest 
circumference. If the bar clasp arm is made to be 
flexible for retentive purposes, any portion of the 
clasp above the height of contour wi I provide only 
imited stabilization, because it is also part of the 



Figure 7-31 Infrabulge clasp designed by M.M. DeVan (mirror view). A and B, Lingual 
aspect may be open or plated. DeVan recommended that two occlusal rests be used on each 
abutment. C, Clasp arm arises from border of metal base and is separated by saw cut or by 
having been cast against a metal shim, which is later removed. Wrought-wire retentive arm 
may be soldered to metal base to accomplish same purpose. D, Clasp arm is attached to 
buccal flange of resin denture base with autopolymerizing resin. This is usually a wrought- 
wire arm. 
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Figure 7-32 Only one terminal of retentive arm engages undercut in gingival third of 
abutment. Suprabulge portion of retentive clasp arm provides only limited stabilization and 
may be eliminated. 



wire 

A 

Figure 7-33 A, Combination clasp consists of cast reciprocal arm and tapered, round 
wrought-wire retentive clasp arm. The latter is either cast to, or soldered to, a cast frame- 
work. This design is recommended for anterior abutment of posterior modification space in 
Class II partially edentulous arch, where only a mesiobuccal undercut exists, to minimize the 
effects of first-class lever system. B, In addition to advantages of flexibility, adjustability, and 
appearance, wrought-wire retentive arm makes only line contact with abutment tooth, rather 
than broader contact of cast clasp. 


flexible arm. Therefore in many instances this 
suprabulge portion of a T or Y clasp arm may be 
removed, and the retentive terminal of the bar 
clasp should be designed to be biologically and 
mechanically sound rather than to conform to any 
alphabetical configuration. 

Combination Clasp 

Another strategy to reduce the effect of the Class I 
lever in distal extension situations is to use a flexible 
component in the "resistance arm, " which is the strat- 
egy employed in the combination clasp. The combi- 
nation clasp consists of a wrought-wire retentive clasp 
arm and a cast reciprocal clasp arm (Figure 7-33). 


Although the latter may be in the form of a bar clasp 
arm, it is usually a circumferential arm. The retentive 
arm is almost always circumferential, but it also may 
be used in the manner of a bar, originating gingivally 
from the denture base. 

The advantages of the combination clasp lie in the 
flexibility, the adjustability, and the appearance of 
the wrought-wire retentive arm. It is used when max- 
imum flexibility is desirable, such as on an abutment 
tooth adjacent to a distal extension base or on a weak 
abutment when a bar-type direct retainer is con- 
traindicated. It may be used for its adjustability when 
Drecise retentive requirements are unpredictable and 
ater adjustment to increase or decrease retention 
may be necessary. A third justification for its use is its 
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esthetic advantage over cast clasps. Wrought in 
structure, it may be used in smaller diameters than a 
cast clasp, with less danger of fracture. Because it is 
round, light is reflected in such a manner that the 
display of metal is less noticeable than with the 
broader surfaces of a cast clasp. 

The most common use of the combination clasp is 
on an abutment tooth adjacent to a distal extension 
base where only a mesial undercut exists on the 
abutment or where a large tissue undercut con- 
traindicates a bar-type retainer (Figure 7-34). When a 
distal undercut exists that may be approached with a 
properly designed bar clasp arm or with a ring clasp 
(despite its several disadvantages), a cast -clasp can 
be located so that it will not cause abutment tipping 
as the distal extension base moves tissueward. When 
the undercut is on the side of the abutment away 
from the extension base, the tapered wrought-wire 
retentive arm offers greater flexibility than does the 
cast clasp arm and therefore better dissipates func- 
tional stresses. For this reason the combination clasp 
is preferred (Figure 7-34, D). 

The combination clasp has several disadvantages: 
(1) it involves extra steps in fabrication, particularly 
when high-fusing chromium alloys are used; (2) it 
may be distorted by careless handling on the part of 
the patient; (3) because it is bent by hand, it may be 
less accurately adapted to the tooth and therefore 
provide less stabilization in the suprabulge portion, 
and (4) it may distort with function and not engage 
the tooth. The disadvantages of the wrought-wire 
clasp are offset by its several advantages, which 
are (1) its flexibility; (2) its adjustability; (3) its 
esthetic advantage over other retentive circumferen- 
tial clasp arms; (4) a minimum of tooth surface cov- 
ered because of its line contact with the tooth, rather 
than having the surface contact of a cast clasp arm; 
and (5) a less likely occurrence of fatigue failures in 
service with the tapered wrought-wire retentive arm 
versus the cast, half-round retentive arm. 

The disadvantages listed previously should not 
prevent its use regardless of the type of alloy being 
used for the cast framework. Technical problems are 
minimized by selecting the best wrought wire for this 
purpose and then either casting to it or soldering it 
to the cast framework. Selection of wrought wire, 
attachment of it to the framework, and subsequent 
laboratory procedures to maintain its optimum phys- 
ical properties are presented in Chapter 12. 

The patient may be taught to avoid distortion of the 
wrought wire by explaining that to remove the partial 
dentures, the fingernail should always be applied to its 
point of origin, where it is held rigid by the casting, 
rather than to the flexible terminal end. Often, lingual 
retention may be used rather than buccal retention, 
especially on a mandibular abutment, so that the 
patient never touches the wrought-wire arm during 




A 


B 





Figure 7-34 Five types of extracoronal direct retainer assem- 
blies that may be used on abutments adjacent to distal exten- 
sion base to avoid or minimize the effects of cantilever 
design. Arrows indicate general direction of movement of 
retentive tips of retainer arms when denture base rotates 
toward and away from edentulous ridge. A, Distobuccal 
undercut engaged by one-half T-type bar clasp. Portion of 
clasp arm on and above height of contour might afford some 
stabilization against horizontal rotation of denture base. 
B, l-bar placed in undercut at middle (anteroposteriorly) of 
buccal surface. This retainer contacts tooth only at its tip. 
Note that guiding plane on distal aspect of abutment is 
contacted by metal of denture framework and that mesial rest 
is used. C, Interproximal ring clasp engaging distobuccal 
undercut. Bar-type retainer cannot be used because of tissue 
undercuts inferior to buccal surface of abutment. D, Round, 
uniformly tapered 18-gauge wrought-wire circumferential 
retainer arm engaging mesiobuccal undercut. A wrought-wire 
arm, instead of a cast arm, should be used in this situation 
because of ability of wrought wire to flex omnidirectionally. 
Cast half-round retainer arm would not flex edgewise, which 
could result in excessive stress on tooth when rotation of den- 
ture base occurs. E, Hairpin clasp may be used when under- 
cut lies cervical to origin of retainer arm. Both hairpin and 
interproximal ring clasps may be used to engage distobuccal 
undercut on terminal abutment of distal extension denture. 
However, distobuccal undercut on terminal abutment should 
be engaged by bar-type clasp in the absence of large buccal 
tissue undercut cervical to terminal abutment. Hairpin and 
interproximal ring clasps are least desirable of clasping situa- 
tions illustrated here. F, Lingual view shows use of double 
occlusal rests, connected to lingual bar by minor connector 
in illustrated designs. This design eliminates need for lingual 
clasp arm, places fulcrum line anteriorly to make better use of 
residual ridge for support, and provides stabilization against 
horizontal rotation of denture base. 


removal of the denture. Instead, removal may be 
accomplished by lifting against the cast reciprocal 
arm located on the buccal side of the tooth. This may 
negate the esthetic advantage of the wrought-wire 
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clasp arm, and esthetics should be given preference 
when the choice must be made between buccal and 
lingual retention. In most situations, however, reten- 
tion must be used where it is possible and the clasp 
designed accordingly. 

Clasps Designed Without Movement 
Accommodation 

Circumferential Clasp 

Although a thorough knowledge of the principles of 
clasp design should lead to a logical application of 
those principles, it is better that some of the more 
common clasp designs be considered individually. 
The circumferential clasp will be considered first as 
an all-cast clasp. 

The circumferential clasp is usually the most logi- 
cal clasp to use with all tooth-supported partial den- 
tures because of its retentive and stabilizing ability 
(Figure 7-35). Only when the retentive undercut may 
be approached better with a bar clasp arm or when 
esthetics will be enhanced should the latter be used. 
The circumferential clasp arm does have the follow- 
ing disadvantages: 

1. More tooth surface is covered than with a bar 
clasp arm because of its occlusal origin. 

2. On some tooth surfaces, particularly the buccal 
surface of mandibular teeth and the lingual 
surfaces of maxillary teeth, its occlusal approach 
may increase the width of the occlusal surface of 
the tooth. I I 

3. In the mandibular arch, more metal may be dis- 
played than with the bar clasp arm. I 

4. As with all cast clasps, its half-round form prevents 
adjustment to increase or decrease retention. 
Adjustments in the retention afforded by a cast 
clasp arm should be made by moving a clasp ter- 
minal cervical ly into the angle of cervical conver- 
gence or occlusally into a lesser area of undercut. 


r 



Figure 7-35 Cast circumferential retentive clasp arms prop- 
erly designed. They originate on or occlusal to height of con- 
tour, which they then cross in their terminal third, and engage 
retentive undercuts progressively as their taper decreases and 
their flexibility increases. 


Tightening a clasp against the tooth or loosening it 
away from the tooth increases or decreases fric- 
tional resistance and does not affect the retentive 
potential of the clasp. True adjustment is, there- 
fore, impossible with most cast clasps. 
Despite its disadvantages the cast circumferential 
clasp arm maybe used effectively, and many of these 
disadvantages may be minimized by mouth prepara- 
tion. Adequate mouth preparation will permit its 
point of origin to be placed far enough below the 
occlusal surface to avoid poor esthetics and increased 
tooth dimension (see Figure 7-35). Although some of 
the disadvantages listed imply that the bar-type clasp 
may be preferable, the circumferential clasp is actu- 
ally superior to a bar clasp arm that is improperly 
used or poorly designed. 

Experience has shown that faulty application and 
design too often negate the possible advantages of 
the bar clasp arm, whereas the circumferential clasp 
arm is not as easily misused. 

The basic form of the circumferential clasp is a 
buccal and lingual arm originating from a common 
body (Figure 7-36). This clasp is used improperly 
when two retentive clasp arms originate from the 
body and occlusal rest areas and approach bilateral 
retentive areas on the side of the tooth away from the 
point of origin. The correct form of this clasp has 
only one retentive clasp arm, opposed by a nonre- 
tentive reciprocal arm on the opposite side. A com- 
mon error is to use this clasp improperly by making 
both clasp terminals retentive. This not only is 
unnecessary but also disregards the need for recipro- 
cation and bilateral stabilization. Other common 
errors in the design of circumferential clasps are 
illustrated in Figure 7-37. 

Ring clasp. The circumferential type of clasp may 
be used in several forms. It appears as though many 
of these forms of the basic circumferential clasp 
design were developed to accommodate situations 
in which corrected tooth modifications could not be 
or were not accomplished by the dentist. One is the 
ring clasp, which encircles nearly all of a tooth from 
its point of origin (Figure 7-38). It is used when a 
proximal undercut cannot be approached by other 
means. For example, when a mesiolingual undercut 
on a lower molar abutment cannot be approached 
directly because of its proximity to the occlusal rest 
area and cannot be approached with a bar clasp 
arm because of lingual inclination of the tooth, the 



Figure 7-36 Cast circumferential retentive clasp arm. 


Chapter 7 Direct Retainers 103 



E F G 

Figure 7-37 Some improper applications of circumferential 
clasp design and their recommended corrections. A, Tooth 
with undesirable height of contour in its occlusal third. 
B, Unsuitable contour and location of retentive clasp arm on 
unmodified abutment. C, More favorable height of contour 
achieved by modification of abutment. D, Retentive clasp 
arm properly designed and located on modified abutment. 
E, Unsuitable contour and location of retentive arm in rela- 
tion to height of contour (straight arm configuration provides 
poor approach to retentive area and is less resistant to dis- 
lodging force). F, Terminal portion of retentive clasp arm 
located too close to gingival margin. G, Clasp arm that is 
properly designed and located. 



A B 

Figure 7-38 Ring clasp(s) encircling nearly all of tooth from 
its point of origin. A, Clasp originates on mesiobuccal surface 
and encircles tooth to engage mesiolingual undercut. B, Clasp 
originates on mesiolingual surface and encircles tooth to 
engage mesiobuccal undercut. In either example, supporting 
strut is used on nonretentive side (drawn both as direct view 
of near side of tooth and as mirror view of opposite side). 

ring clasp encircling the tooth allows the undercut 
to be approached from the distal aspect of the 
tooth. 

The clasp should never be used as an unsup- 
ported ring (Figure 7-39), because if it is free to open 



Figure 7-39 Improperly designed ring clasp lacking necessary 
support. Such a clasp lacks any reciprocating or stabilizing 
action because entire circumference of clasp is free to open 
and close. Supporting strut should always be added on nonre- 
tentive side of abutment tooth, which then becomes, in effect, 
a minor connector from which tapered and flexible retentive 
clasp arm originates. 


and close as a ring, it cannot provide either recipro- 
cation or stabilization. Instead the ring-type clasp 
should always be used with a supporting strut on 
the nonretentive side, with or without an auxiliary 
occlusal rest on the opposite marginal ridge. The 
advantage of an auxiliary rest is that further move- 
ment of a mesi ally inclined tooth is prevented by the 
presence of a distal rest. In any event the supporting 
strut should be regarded as being a minor connector 
from which the flexible retentive arm originates. 
Reciprocation then comes from the rigid portion of 
the clasp lying between the supporting strut and the 
principal occlusal rest. 

The ring-type clasp should be used on protected 
abutments whenever possible, because it covers 
such a large area of tooth surface. Esthetics need 
not be considered on such a posteriorly located 
tooth. 

A ring-type clasp may be used in reverse on an 
abutment located anteriorto a tooth-bounded eden- 
tulous space (Figure 7-40). Although potentially an 
effective clasp, this clasp covers an excessive amount 
of tooth surface and can be esthetically objectionable. 
The only justification for its use is when a distobuc- 
cal or distolingual undercut cannot be approached 
directly from the occlusal rest area and/or tissue 
undercuts prevent its approach from a gingival direc- 
tion with a bar clasp arm. 
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Figure 7-40 Ring clasp may be used in reverse on abutment 
located anterior to tooth-bound edentulous space. 



Figure 7-41 Embrasure clasp used where no edentulous 
space exists. Although in this drawing both retentive clasp 
arms are located on buccal surface and nonretentive arms on 
lingual surface, .retention and .reciprocation can be reversed 
on both teeth or on either tooth, depending on respective 
contours of the teeth. However, if second molar is sound and 
suitable stabilizing and retentive areas can be found, circum- 
ferential clasp originating on distal surface of abutment is 
preferable. 



Figure 7-42 Multiple clasping in surgically mutilated mouth. 
On the right are embrasure clasp, bar clasp arm, and conven- 
tional circumferential clasp engaging lingual undercuts on 
three abutment teeth. On the left is well-designed ring clasp 
engaging lingual undercut, with supporting strut on buccal 
surface and auxiliary occlusal rest to prevent mesial tipping. 
Note rigid design of major connector. 



Figure 7-43 Embrasure and hairpin circumferential retentive 
clasp arms. The terminus of each engages suitable retentive 
undercut. Use of hairpin-type clasp on second molar is made 
necessary by the fact that the only available undercut lies 
directly below point of origin of clasp arm. 


Embrasure clasp. In the fabrication of an unmodified 
Class II or Class III partial denture, there are no 
edentulous spaces on the opposite side of the arch to 
aid in clasping. M echanica ly, this is a disadvantage. 
However, when the teeth are sound and retentive 
areas are available or when multiple restorations are 
justified, clasping can be accomplished by means of 
an embrasure clasp (Figures 7-41 and 7-42). 

Sufficient space must be provided between the 
abutment teeth in their occlusal third to make 
room for the common body of the embrasure clasp 
(Figure 7-43), yet the contact area should not be 
eliminated entirely. Historically, this clasp assem- 
bly demonstrates a high percentage of fracture 
caused by inadequate tooth preparation in the 
contact area. Because vulnerab e areas of the teeth 
are involved, abutment protection with inlays 
or crowns is recommended. The decision to use 


unprotected abutments must be made at the time 
of oral examination and should be based on the 
patient's age, caries index, and oral hygiene, as well 
as on whether existing tooth contours are favorable 
or can be made favorable by tooth modification. 
Preparation of adjacent, contacting, uncrowned 
abutments to receive any type of embrasure clasp 
of adequate interproximal bulk is difficult, espe- 
cially when opposed by natural teeth. 

The embrasure clasp always should be used with 
double occlusal rests, even when definite proximal 
shoulders can be established (Figure 7-44). This is 
done to avoid interproximal wedging by the prosthe- 
sis, which could cause separation of the abutment 
teeth and result in food impaction and clasp dis- 
placement. In addition to providing support, occlusal 
rests also serve to shunt food away from contact 
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Figure 7-44 A, Example of use of embrasure clasp for a Class 1 1 partially edentulous arch. 
Embrasure clasp on two left molar abutments was used in the absence of posterior modifica- 
tion space. B, Occlusal and proximal surfaces of adjacent molar and premolar prepared for 
embrasure clasp. Note that rest seat preparations are extended both buccal ly and lingually to 

accommodate retentive and reciprocal clasp arms. Adequate preparation confined to enamel 
can rarely be accomplished for such a clasp, especially when clasped teeth are opposed by 
natural teeth. 



Buccal 

Figure 7-45 Improper application of embrasure clasp design 
(mirror view). Failure to locate retentive and reciprocating- 
stabilizing arms in most advantageous positions (proper third 
of crowns) is quite evident. 


Figure 7-46 Back-action circumferential clasp used on 
premolar abutment anterior to edentulous space. 


areas. For this reason, occlusal rests should always be 
used whenever food impaction is possible. 

Embrasure clasps should have two retentive clasp 
arms and two reciprocal clasp arms, either bilaterally 
or diagonally opposed. An auxiliary occlusal rest or a 
bar clasp arm can be substituted for a circumfer- 
ential reciprocal arm as long as definite recipro- 
cation and stabilization result. A lingually placed 
retentive bar clasp arm may be substituted if a rigid 
circumferential clasp arm is placed on the buccal 
surface for reciprocation, provided lingual retention 
is used on the opposite side of the arch. Common 
errors in the design of embrasure-type clasps are 
illustrated in Figure 7-45. 


Other less commonly used modifications of the 
cast circumferential clasp are the multiple clasp, the 
half-and-half clasp, and the reverse-action clasp. 

Back-action clasp. The back-action clasp is a mod- 
ification of the ring clasp, which has all of the 
same disadvantages and no apparent advantages 
(Figure 7-46). It is difficult to justify its use. The 
undercut can usually be approached just as well 
using a conventional circumferential clasp, with 
less tooth coverage and less display of metal. With 
the circumferential clasp, the proximal tooth 
surface can be used as a guiding p ane as it should 
be, and the occlusal rest can have the rigid sup- 
Dort it requires. An occlusal rest always should 
De attached to some rigid minor connector and 
should never be supported by a clasp arm alone. If 
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Figure 7-47 Multiple clasp is actually two opposing circum- 
ferential clasps joined at terminal end of two reciprocal arms 
(mirror view). 


the occlusal rest is part of a flexible assembly, it 
cannot function adequately as an occlusal rest. 
Multiple clasp. The multiple clasp is simply two 
opposing errcumferentral- clasps }om-ed- at the ter- 
minal end of the two reciprocal arms (Figure 7-47). 
It is used when additional retention and stabiliza- 
tion are needed, usually on tooth-supported par- 
tial dentures. It may be used for multiple clasping 
in instances in which the partial denture replaces 
an entire half of the dental arch. It may be used 
rather than an embrasure clasp when the only 
available retentive areas are adjacent to each other. 
Its disadvantage is that two embrasure approaches 
are necessary rather than a single common embra- 
sure for both clasps. 

Half-and-half clasp. The half-and-half clasp con- 
sists of a circumferential retentive arm arising 
from one direction and a reciprocal arm arising 
from another (Figure 7-48). The second arm must 
arise from a second minor connector, and this 
arm is used with or without an auxiliary occlusal 
rest. Reciprocation arising from a second minor 
connector can usually be accomplished with a 
short bar or with an auxiliary occlusal rest, thereby 
avoiding so much tooth coverage. There is little 
justification for the use of the half-and-half clasp 
in bilateral extension base partial dentures. Its 
design was originally intended to provide dual 
retention, a principle that should be applied only 
to unilateral partia denture design. 
Reverse-action clasp. The reverse-action, or hair- 
pin, clasp arm is designed to permit engaging a 
proximal undercut from an occlusal approach 
(Figure 7-49). Other methods of accomplishing 
the same result are with a ring clasp originating on 
the opposite side of the tooth or with a bar clasp 
arm originating from a gingival direction. How- 
ever, when a proximal undercut must be used on a 
posterior abutment and when tissue undercuts, 
tilted teeth, or high tissue attachments prevent the 



Figure 7-48 Half-and-half clasp consists of one circumferen- 
tial retentive arm arising from distal aspect and a second cir- 
cumferential arm arising from mesial aspect on the opposite 
side, with or without secondary occlusal rest. Broken line 
illustrates nonretentive reciprocal clasp arm used without 
secondary occlusal rest (mirror view). 



Figure 7-49 Reverse-action, or hairpin, clasp arm may be 
used on abutments of tooth-supported dentures when proxi- 
mal undercut lies below point of origin of clasp (mirror view). 
It may be esthetically objectionable and covers considerable 
tooth surface. It should be used only when a bar-type reten- 
tive arm is contraindicated because of a tissue undercut, tilted 
tooth, or shallow vestibule. 


use of a bar clasp arm, the reverse-action clasp 
may be used successfully. Although the ring clasp 
may be preferable, lingual undercuts may prevent 
the placement of a supporting strut without 
tongue interference. In this limited situation, the 
hairpin clasp arm serves adequately, despite its 
several disadvantages. The clasp covers consid- 
erable tooth surface and may trap debris; its 
occlusal origin may increase the functional load 
on the tooth, and its flexibility is limited. Esthetics 
usually need not be considered when the clasp is 
used on a posterior abutment, but the hairpin 
clasp arm does have the additional disadvantage 
of displaying too much metal for use on an ante- 
rior abutment. 

Properly designed, the reverse-action clasp 
should make a hairpin turn to engage an undercut 
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below the point of origin (see Figure 7-49). The 
upper part of the arm of this clasp should be 
considered a minor connector, giving rise to the 
tapered lower part of the arm. Therefore only 
the lower part of the arm should be flexible. With 
the retentive portion beginning beyond the turn, 
only the lower part of the arm should flex over the 
height of contour to engage a retentive undercut. 
The bend that connects the upper and lower parts 
of the arm should be rounded to prevent stress 
accumulation and fracture of the arm at the bend. 
The clasp should be designed and fabricated with 
this in mind. 

These are the various types of cast circumfer- 
ential clasps. As mentioned previously, they may 
be used in combination with bar clasp arms as 
long as differentiation is made between retention 
and reciprocation by their form and location. 
Circumferential and bar clasp arms may be made 
either flexible (retentive) or rigid (reciprocal) in 
any combination as long as each retentive clasp 
arm is opposed by a rigid reciprocal component. 

The use of many of the less desirable clasp 
forms can be avoided by changing the crown forms 
of the abutments by tooth modification within 
the enamel or with restorations. In fabricating 
abutment coverage, tooth contours should be 
established that will permit the use of the most 
desirable clasp forms rather than a form that 
makes it necessary to use a less desirable clasp 
design. This is best accomplished by first altering 
the crown contour of abutment teeth not desig- 
nated for restoration to meet the requirements of 
guiding planes and survey line location. This is 
followed by the prescribed crown preparations. 
Before tooth reduction for the prescribed crown 
preparations, the requirements of guiding planes 
and survey line location should be met. 

OTHER TYPES OF RETAINERS 

Lingual Retention in Conjunction 
With Internal Rests 

The internal rest is covered in Chapter 6. It is 
emphasized that the internal rest is not used as a 
retainer, but that its near-vertical walls provide for 
reciprocation against a lingually placed retentive 
clasp arm. For this reason, visible clasp arms may 
be eliminated, thus avoiding one of the principal 
objections to the extracoronal retainer. 

Such a retentive clasp arm, terminating in an 
existing or prepared infrabulge area on the abut- 
ment tooth, may be of any acceptable design. It is 
usually a circumferential arm arising from the 
body of the denture framework at the rest area. 
It should be wrought, because the advantages 


of adjustability and flexibility make the wrought 
clasp arm preferable. It may be cast with gold or 
a low-fusing, chromium-cobalt alloy, or it may 
be assembled by being soldered to one of the 
higher-fusing, chromium-cobalt alloys. In any 
event, future adjustment or repair is facilitated. 

The use of lingual extracoronal retention avoids 
much of the cost of the internal attachment yet 
disposes of a visible clasp arm when esthetics 
must be considered. Often it is employed with a 
tooth-supported partial denture only on the ante- 
rior abutments, and when esthetics is not a con- 
sideration, the posterior abutments are clasped in 
the conventional manner. 

One of the dentist's prime considerations in 
clasp selection is the control of stress transferred 
to the abutment teeth when the patient exerts an 
occluding force on the artificial teeth. The location 
and design of rests, the clasp arms, and the posi- 
tion of minor connectors as they relate to guiding 
planes are key factors in controlling transfer of 
stress to abutments. Errors in the design of a clasp 
assembly can result in uncontrolled stress to abut- 
ment teeth and their supporting tissues. Some 
common errors and their corrections are illus- 
trated in Figures 7-50 and 7-51. 

The choice of clasp designs should be based 
on biological and mechanical principles. The 
dentist responsible for the treatment being ren- 
dered must be able to justify the clasp design 



A 
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B 

Figure 7-50 A, Minor connector supporting distal rest does 
not contact prepared guiding plane, resulting in uncontrolled 
stress to abutment tooth. B, Minor connector contacts pre- 
pared guiding plane and directs stresses around arch through 
proximal contacts. 
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Figure 7-51 A, Clasp assembly designed so that vertical occlusal force results in proximal 
plate moving cervically and out of contact with guiding plane as illustrated in B. This lack of 
contact may contribute to possible wedging effect. C, Extending contact of proximal plate on 
prepared guiding plane or, as in D, eliminating space between artificial tooth and guiding 
plane (gp) will help direct stresses around arch through proximal contacts. 


used for each abutment tooth in keeping with 
these principles. II J . ! 


NTERNAL ATTACHMENTS 


As mentioned earlier in the chapter, the principle 
of the internal attachment was first formulated 
by Dr. Herman E. S. Chayes in 1906. One such 
attachment manufactured commercially still car- 
ries his name. Although it may be fabricated by 
the dental technician as a cast dovetail fitting 
into a counterpart receptacle in the abutment 
crown, the alloys used in manufactured attach- 
ments and the precision with which they are 
constructed make the ready-made attachment 
preferable to any of this type that can be fabri- 
cated in the dental laboratory. M uch credit is due 
the manufacturers of metals used in dentistry for 
the continued improvements in the design of 
internal attachments. 

The internal attachment has two major advan- 
tages over the extracoronal attachment: elimina- 
tion of visible retentive and support components, 
and better vertical support through a rest seat 
located more favorably in relation to the horizon- 
tal axis of the abutment tooth. For these reasons, 
the internal attachment may be preferable in 
selected situations. It provides horizontal sta- 


bilization similar to that of an internal rest. 
However, additional extracoronal stabilization is 
usually desirable. It has been claimed that stimu- 
lation to the underlying tissue is greater when 
internal attachments are used because of inter- 
mittent vertical massage. This is probably no more 
than is possible with extracoronal retainers of sim- 
ilar construction. 

Some of the disadvantages of internal attach- 
ments are: (1) they require prepared abutments 
and castings; (2) they require somewhat compli- 
cated clinical and laboratory procedures; (3) they 
eventually wear, with progressive loss of fric- 
tional resistance to denture removal; (4) they are 
difficult to repair and replace; (5) they are effec- 
tive in proportion to their length and are there- 
fore least effective on short teeth; (6) they are 
difficult to place completely within the circum- 
ference of an abutment tooth because of the size 
of the pulp; and (7) they are considered more 
costly. 

Because the principle of the internal attach- 
ment does not permit horizontal movement, all 
horizontal, tipping, and rotational movements 
of the prosthesis are transmitted directly to the 
abutment tooth. The internal attachment there- 
fore should not be used in conjunction with exten- 
sive tissue-supported distal extension denture 
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bases unless some form of stress-breaker is used 
between the movable base and the rigid attach- 
ment. Although stress-breakers may be used, they 
do have some disadvantages— which are dis- 
cussed later— and their use adds to the cost of the 
partial denture. 

Numerous other types of retainers for partial 
dentures have been devised that cannot be clas- 
sified as being primarily of the intracoronal or 
extracoronal type. Neither can they be classified 
as relying primarily on frictional resistance or 
placement of an element in an undercut to pre- 
vent displacement of the denture. However, all of 
these use some type of locking device, located 
either intracorona ly or extracoronally, for pro- 
viding retention without visible clasp retention. 
Although the motivation behind the develop- 
ment of other types of retainers has usually been 
a desire to eliminate visible clasp retainers, the 
desire to minimize torque and tipping stresses 
on the abutment teeth has also been given con- 
sideration. 

All of the retainers that are discussed herein 
have merit, and much credit is due to those who 
have developed specific devices and techniques 
for the retention of partial dentures. The use of 
patented retaining devices and other techniques 
falls in the same limited category as the inter- 
nal attachment prosthesis and is for economic 
and technical reasons available to only a small 
percentage of those patients needing partial den- 
ture service. 

Internal attachments of the locking or dovetail 
type unquestionably have many advantages over 
the clasp-type denture in tooth-supported situa- 


tions. However, it is questionable whether the 
locking type of internal attachments is indicated 
for distal extension removable partial dentures, 
with or without stress-breakers and with or with- 
out splinted abutments, because of inherent 
excessive leverages most often associated with 
these attachments. 

The nonlocking type of internal attachments, in 
conjunction with sound prosthodontic principles, 
can be advantageously used in many instances in 
Class I and Class II partially edentulous situations. 
However, unless the cross-arch axis of rotation is 
common to the bilaterally placed attachments, 
torque on the abutments may be experienced 
(Figure 7-52). Excellent textbooks devoted to the 
use of manufactured intracoronal and extracoro- 
nal retainer systems are available. For this reason, 
this text concerns itself primarily with the extra- 
coronal type of direct retainer assemblies (clasps). 
Numerous well-designed internal attachments are 
available in the dental market that may be used in 
situations requiring special retention. Descriptive 
literature and technique manuals are available 
from the manufacturers. 

Other conservative treatment of partially eden- 
tulous arches with removable partial dentures can 
be accomplished in a variety of ways. Treatment is 
still contingent on the location and condition of 
the remaining teeth and the contour and quality 
of the residual ridges. Basic principles and con- 
cepts of design relative to support and stability 
must be respected even though a variety of retain- 
ing devices can be incorporated. Examples of 
some of these retaining devices are illustrated in 
Figures 7-53 through 7-64. 


Text continued on p. 115. 



Figure 7-52 A, Axes of rotation, although parallel, are not common because one axis is 
located anterior to other axis. B, When one nonlocking internal attachment is elevated 
farther from residual ridge than its cross-arch counterpart, the axes of rotation do not fall on 
a common line; thus some torquing of abutments should be anticipated. However, in many 
instances the effect produced by this situation will not exceed physiologic tolerance of sup- 
porting structures of abutments— all other torquing factors being equal. 




c 

Figure 7-53 A, Intracoronal retaining device (Zest Anchor) consisting of nylon male post secured 
to denture base. B, Female insert cemented in dowel space of clinical root. C, Esthetic result. 



B 



Figure 7-54 Intracoronal retaining device (Zagg attachment). A, Female retaining device 
secured in endodontically treated teeth. B, Nylon male post secured in denture base. 
(Courtesy Dr. Walter Homayoon, Long Island, NY. ) 
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Figure 7-55 Intracoronal magnets used for retention in partial denture applications. 
A, Magnets positioned on retained roots of canines. Keepers are cemented into endlodonti- 
cally treated roots, and magnets are processed into the denture base. B, Cast and prosthesis 
illustrating the esthetic advantage and simplicity of using magnets for retention. (Courtesy 
Magnet-Dent Dental Ventures of America, Yorba Linda, Calif. ) 
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Figure 7-56 Extracoronal spring-loaded plunger retaining device (Hannes Anchor/IC 
plunger). Permits full range of motion. A, Male plunger fits into dimple or female recess in 
porcelain-fused-to-metal crown located below height of contour on proximal surface of left 
central incisor. B and C, Acceptable retention and esthetics achieved if sufficient space is 
available. 
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Figure 7-58 Intracoronal retaining device (Bona Ball). 
A, Female retaining device secured in denture base. B, Male 
stud cast or soldered to post and coping. C, Acceptable 
retention and esthetics if sufficient space available to 
accommodate retaining device. 


Figure 7-57 Intracoronal retaining device (Servo Anchor- 
SA/Ceka). A, Female retaining device secured in denture base 
(spacing ring provides for variable resiliency). B, Threaded 
male stud and base soldered or cast to post and coping. 
C, Acceptable retention and esthetics achieved if sufficient 
space available to accommodate retaining device. 
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Figure 7-59 Intracoronal retaining device (Rotherman). 

A, Low-profile retaining device allows both hinge and vertical 
resiliency. Male stud cast or soldered to post and coping. 

B, Female retentive clip secured in denture base. Retention 
can be altered by compressing or spreading retention clips. 

C, Low profile provides acceptable esthetics. (Courtesy 
Dr. Jerry Walker, Milwaukee, Wis.) 



Figure 7-60 A, 'Cast with splinted crowns, 'Hader bar assem- 
bly, Hader bar clip, and two ERA receptors. B, Framework 
positioned on cast; ERA processing male components in 
place. C, Finished distal extension partial denture. 
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Figure 7-61 A, Dalbo extracoronal attachment with L-shaped male portion attached to abutment 
crown on maxillary right canine; B, female sleeve placed in artificial tooth adjacent to abutment. 



C 

Figure 7-62 A, Sterngold GL internal attachments with female portions cast into distal proxi- 
mal surfaces of splinted maxillary first premolars. B, Profile view of male portion attached 
to partial denture frame. C, Finished partial denture with male portion seated into female 
portions within primary abutments. 
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Figure 7-63 Long copings on prepared natural abutments can provide support and retention 
in compromised dentition. A, Patient is adult with repaired Class IV cleft with resultant cross- 
bite, Class III occlusion, and severe anterior occlusal deficit. B, Internal surface of prosthesis 
fabricated to restore the arch. C, View of the internal Overdenture structure with an IC attach- 
ment (arrow) that engages a dimpled crown preparation. Several such copings are placed to 
enhance retention. D, Labial view of completed Overdenture prosthesis. 



Figure 7-64 Low- profile coping contributes some additional 
retention but primarily provides improved support and 
stability. 


SELF-ASSESSMENTAI DS 

1. The framework of a removable partial denture 
must furnish support, stabilization against hor- 
izontal (off vertical) movement, and mechani- 
cal retention. How is mechanical retention 
accomplished? 

2. What factor other than mechanical retention 
contributes to resistance of the denture to dis- 
lodging forces? 

3. What is the function of a direct retainer (clasp)? 

4. There are basically two types of direct retainers. 
Draw and label their component parts in their 
correct positions on an abutment tooth. 

5. Describe the principles by which the extracoro- 
nal direct retainer and the intracoronal retainer 
provide retention for the removable partial 
denture. 

6. What is meant by the height of contour of an 
abutment tooth? 
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7. Draw a diagram of an abutment tooth and illus- 
trate the angle of cervical convergence. 

8. A direct retainer is an assembly of the following 
three components that perform individual func- 
tion: (1) support, by a rest; (2) stabilization- 
reciprocation, by a rigid clasp arm or other rigid 
component; and (3) a retentive element. Do 
these elements necessarily have to arise from a 
common source? 

9. Flexibility is permitted for which component of a 
clasp assembly? 

10. The amount of retention that a direct retainer is 
capable of generating depends on three factors. 
What are these factors? 

11. The retentive arm of a direct retainer must be 
flexible to engage an undercut with its terminal 
portion. Flexibility of the arm is a product of four 
physical and composition factors. What are these 
important factors? 

12. Retention on all principal abutments should be 
as equal as possible. To obtain this, which is the 
more important factor— the relation of the tip of 
the retentive arm to the height of contour or its 
depth in the angle of cervical convergence? 

13. Describe the proportional tapers of a cast, half- 
round retentive arm. 

14. Describe the taper of a cast, half-round stabiliz- 
ing-reciprocal arm of a direct retainer assembly. 
For what reason must there be a difference in 
form between a retentive arm and a stabilizing- 
reciprocal arm? 

15. Name the two basic types of retentive clasp arms. 

16. A circumferential clasp arm approaches the 
retentive undercut from an occlusal direction. 
From which direction does a bar clasp arm 
approach the undercut? 

17. A clasp assembly may be a combination of cast 
circumferential and bar clasp arms and/or 
wrought-wire retentive arms in one of several 
combinations. True or false? 

18. A bar clasp arm is tapered in exactly the same 
way that a cast, half-round circumferential reten- 
tive clasp arm is tapered, differing only in config- 
uration. Which arm is the more flexible if the two 
different arms are the same length? Why? 

19. Permissible flexibilities of retentive cast circumfer- 
ential and bar clasp arms based on length have 
been given in Tables 7-2 and 7-3. Can a 0. 7-inch, 
bar-type arm be safely placed in the same depth of 
undercut as a 0. 7-inch circumferential arm? Based 
on the information contained in Tables 7-2 and 7-3, 
explain the differences between permissible flexi- 
bilities of duplicate retentive clasp arms made from 
a type IV gold alloy and a chromium-cobalt alloy. 

20. Cast clasp arms are essentially half round in 
form, permitting flexing in only one direction. 
Which direction is this? 


21. Wrought wire, 18-gauge round, is often used as a 
circumferential clasp arm. Its round form will 
permit flexing in which directions? 

22. We speak of a reciprocal clasp arm. Explain 
what is meant by reciprocation and describe the 
condition that must be met for true reciproca- 
tion to occur. 

23. A basic principle of direct retainer (clasp) 
design is that the retentive and reciprocal arms 
must encompass more than 180° of the great- 
est circumference of the tooth, passing from 
diverging to converging axial surfaces. What 
would probably happen if a clasp failed to meet 
this criterion? 

24. Simple mechanical laws (of levers) demonstrate 
that the closer a direct retainer assembly is 
located to the tipping axis of the tooth, the less 
likely that the periodontal ligament will be taxed 
from rotation tendencies of the denture. Draw 
the coronal portion of an abutment; divide the 
enamel crown into thirds; and locate support, 
retentive, stabilizing, and reciprocal components 
optimally. 

25. Clasp retainers on abutment teeth adjacent to dis- 
tal extension bases should be designed so that they 
will minimize direct transmission of tipping and 
rotational forces to the abutment. True or false? 

26. The location of a usable undercut is perhaps the 
'A most important single factor in selecting a clasp 

for use with distal extension partial dentures. 
True or false? 

27. There are many types and configurations of 
clasps. What factors are important to determine 
clasp retention and design? 

28. Under what circumstances may circumferential 
embrasure clasps be used? What are some real 
disadvantages of this type of retainer? 

29. Give the indications for the use of a cast circum- 
ferential direct retainer. 

30. What observations would lead to the selection of 
a bar-type clasp? 

31. What is a combination clasp and what are the 
indications for its use? 

32. State three advantages of the combination 
clasp. 

33. Name the essential parts of a dental surveyor. 

34. There are six factors that determine the amount 
of retention a clasp is capable of generating. One 
of these is the type of metal from which it is 
made. Name the other five. 

35. How does tilting the cast affect the selected 
areas available for clasp retention? 

36. The provisions for support and retention are two 
of the six basic principles of design of an extra- 
coronal retainer. What are the otherfour? 

37. Draw four common errors in the design of a cir- 
cumferential retainer. A bar-type retainer. 
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38. Would you agree that the single most important 
factor in selecting a type of direct retainer for a 
distal extension partial denture is the location of 
the undercut? Why? (Explain your answer. ) 

39. We know that guiding planes control the path of 
placement and removal of a removable partial 
denture. Can they also contribute to additional 
retention? If so, how? 

40. Explain why it is necessary for retentive clasp arms 
to be bilaterally opposed in Class I partial dentures. 


41. In Class III partial dentures should the reten- 
tion be bilaterally or diametrically opposed? 
Explain. 

42. Differentiate between three basic approaches to 
the application of the RPI retainer system. 

43. How does the amount of contact of the minor 
connector proximal plate with the corresponding 
guiding plane in the RPI system influence the 
way stress is transferred to the abutment tooth 
and the residual ridge? 


_ 8 

I NDI RECT RETAI NERS 


Factors Influencing Effectiveness of Indirect Retainers 
Auxiliary Functions of Indirect Retainers 
Forms of I ndirect Retainers 

Auxiliary Occlusal Rest 
Canine Rests 


Canine Extensions From Occlusal Rests 
Cingulum Bars (Continuous Bars) and Linguoplates 
Modification Areas 
Rugae Support 
Self-Assessment Aids 


As described in Chapter 4, partial denture 
movement can exist in three planes. Tooth- 
supported partial dentures effectively use 
teeth to control movement away from the tissue. 
Tooth-tissue supported partial dentures do not 
have this capability since one end of the prosthesis 
is free to move away from the tissue. This may occur 
because of the effects of gravity in the maxillary 
arch or adhesive foods in either arch. Attention to 
the details of design and location of partial denture 
component parts to control functional movement is 
the strategy used in partial denture design. 

When the distal extension denture base is dis- 
lodged from its basal seat, it tends to rotate around 
the fulcrum lines. Theoretically, this movement away 
from the tissue can be resisted by the activation of 
the direct retainer, the stabilizing components of the 
clasp assembly, and the rigid components of the par- 
tial denture framework that are located on definite 
rests on the opposite side of the fulcrum line away 
from the distal extension base. These components 
are referred to as indirect retainers (Figures 8-1 and 
8-2). The indirect retainer components should be 
Dlaced as far as possible from the distal extension 
Dase, which provides the best leverage advantage 
against dislodgment (Figure 8-3). 

For the sake of clarity in discussing the location and 
functions of indirect retainers, fulcrum lines should be 
considered the axis about which the denture will rotate 
when the bases move away from the residual ridge. 

An indirect retainer consists of one or more rests 
and the supporting minor connectors (Figures 8-4 


and 8-5). The proximal plates, adjacent to the eden- 
tulous areas, a so provide indirect retention. Although 
it is customary to identify the entire assembly as the 
indirect retainer, it should be remembered that the 
rest is actually the indirect retainer united to the major 
connector by a minor connector. This is noted to 
avoid interpreting any contact with tooth inclines as 
being part of the indirect retainer. An indirect retainer 
should be placed as far from the distal extension base 
as possible in a prepared rest seat on a tooth capable 
of supporting its function. 

Although the most effective location of an indirect 
retainer is commonly in the vicinity of an incisor 
tooth, that tooth may not be strong enough to sup- 
port an indirect retainer and may have steep inclines 
that cannot be favorably altered to support a rest. 
In such a situation, the nearest canine tooth or the 
mesioocclusal surface of the first premolar may 
be the best location for the indirect retention, 
despite the fact that it is not as far removed from the 
fulcrum line. Whenever possible, two indirect retain- 
ers closer to the fulcrum line are then used to com- 
pensate for the compromise in distance. 


FACTORS INFLUENCING 
EFFECTIVENESS OF INDIRECT 
RETAINERS 



The following factors influence the effectiveness of 
an indirect retainer: 

1, The principal occlusal rests on the primary abut- 
ment teeth must be reasonably held in their seats 
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Figure 8-1 Mandibular distal extension removable partial denture showing distal extension 
base being lifted from the ridge, the clasp assembly being activated and engaged, with the 
indirect retainer providing stabilization against dislodgement. Lift of distal extension base is 
effectively controlled by the indirect retainer when the direct retainer and proximal plate 
act to maintain the clasp assembly in place during base movement away from the support- 
ing tissue. 


by the retentive arms of the direct retainers. If 
rests are held in their seats, rotation about an axis 
should occur, which activates the indirect retain- 
ers. If total displacement of the rests occurs, there 
would be no rotation about the fulcrum, and the 
indirect retainers would not be activated. 

2. Distance from the fulcrum line. The following 
three areas must be considered: 

a. Length of the distal extension base 

b. Location of the fulcrum line 

c. How far beyond the fulcrum line the indirect 
retainer is placed 

3. Rigidity of the connectors supporting the indirect 
retainer. All connectors must be rigid if the indi- 
rect retainer is to function as intended. 

4. Effectiveness of the supporting tooth surface. 
The indirect retainer must be placed on a defi- 
nite rest seat on which slippage or tooth move- 
ment will not occur. Tooth inclines and weak 
teeth should never be used to support indirect 
retainers. 


AUXILIARY FUNCTIONS OF INDIRECT 
I RETAINERS 

In addition to effectively activating the direct retainer 
to prevent movement of a distal extension base away 
from the tissue, an indirect retainer may serve the 
following auxiliary functions: 
1. It tends to reduce anteroposterior-tilting lever- 
ages on the principal abutments. This is particu- 


larly important when an isolated tooth is being 
used as an abutment, a situation that should be 
avoided whenever possible. Ordinarily, proximal 
contact with the adjacent tooth prevents such 
tilting of an abutment as the base lifts away from 
the tissue. 

2, Contact of its minor connector with axial tooth 
surfaces aids in stabilization against horizontal 
movement of the denture. Such tooth surfaces, 
when made parallel to the path of placement, may 
also act as auxiliary guiding planes. 

|i Anterior teeth supporting indirect retainers are 
stabilized against lingual movement. 

4, It may act as an auxiliary rest to support a por- 
tion of the major connector facilitating stress 
distribution. For example, a lingual bar may be 
supported against settling into the tissue by the 
indirect retainer acting as an auxiliary rest. One 
must be able to differentiate between an auxil- 
iary rest placed for support for a major connec- 
tor, one placed for indirect retention, and one 
serving a dual purpose. Some auxiliary rests are 
added solely to provide rest support to a segment 
of the denture and should not be confused with 
indirect retention. 

5. It may provide the first visual indications for the 
need to reline an extension base partial denture. 
Deficiencies in basal seat support are mani- 
fested by the dislodgment of indirect retainers 
from their prepared rest seats when the denture 
base is depressed and rotation occurs around 
the fulcrum. 
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Figure 8-2 Fulcrum lines found in various types of partially 
edentulous arches, around which denture may rotate when 
bases are subjected to forces directed toward or away from 
residual ridge. Arrows indicate most advantageous position of 
indirect retainer(s). A and B, In Class I arch, fulcrum line passes 
through the most posterior abutments, provided some rigid 
component of framework is occlusal to abutment's heights of 
contour C, In Class II arch, fulcrum line is diagonal, passing 
through abutment on distal extension side and the most poste- 
rior abutment on opposite side. D, If abutment tooth anterior to 
modification space lies far enough removed from fulcrum line, 
it may be used effectively for support of indirect retainer. E and 
F, In Class IV arch, fulcrum line passes through two abutments 
adjacent to single edentulous space. G, In Class III arch with 
posterior tooth on right side, which has a poor prognosis and 
will eventually be lost, fulcrum line is considered the same as 
though posterior tooth were not present. Thus its future loss 
may not necessitate altering original design of the removable 
partial denture framework. H, In Class III arch with nonsup- 
porting anterior teeth, adjacent edentulous area is considered 
to be tissue-supported end, with diagonal fulcrum line passing 
through two principal abutments as in Class II arch. 

These auxiliary functions derived from indirect 
retainers are important to consider, especially given 
the reported controversy as to the effectiveness of 
indirect retainers. 


FORM'S" OT VNDfRECT "RETAINERS 

The indirect retainer may be in one of several forms. 
All are effective in proportion to their support and 
the distance from the fulcrum line. 

Auxiliary Occlusal Rest 

The most commonly used indirect retainer is an auxil- 
iary occlusal rest located on an occlusal surface and as 
far away from the distal extension base as possible. In 
a mandibular Class I arch, this location is usually on 
the mesial marginal ridge of the first premolar on each 
side of the arch (see Figure 8-4). The ideal position for 
the indirect retainer perpendicular to the fulcrum line 
would be in the vicinity of the central incisors, which 
are too weak and have lingual surfaces that are too 
perpendicular to support a rest. Bilateral rests on the 
first premolars are quite effective, even though they 
are located closer to the axis of rotation. 

The same principle applies to any maxillary Class I 
partial denture when indirect retainers are used. 
Bilateral rests on the mesial marginal ridge of the first 
premolars are generally used in preference to rests on 
incisor teeth (see Figure 8-5). Not only are they effec- 
tive without jeopardizing the weaker single-rooted 
teeth, but also interference with the tongue is far less 
when the minor connector can be placed in the 
embrasure between canine and premo ar rather than 
anterior to the canine teeth. 

Indirect retainers for Class II partial dentures are 
usually placed on the marginal ridge of the first pre- 
molartooth on the opposrte side of the arch from the 
distal extension base (Figure 8-6). Bilateral rests are 
seldom indicated except when an auxiliary occlusal 
rest is needed for support of the major connector or 
when the prognosis of the distal abutment is poor 
and provision is being considered for later conver- 
sion to a Class I partial denture. 

Canine Rests 

When the mesial marginal ridge of the first premolar 
is too close to the fulcrum line or when the teeth are 
overlapped so that the fulcrum line is not accessible, 
a rest may be used on the adjacent canine tooth. 
Such a rest may be made more effective by placing 
the minor connector in the embrasure anterior to the 
canine, either curving back onto a prepared lingual 
rest seat or extending to a mesioincisal rest. The 
same types of canine rests as those previously out- 
lined, which are the lingual or incisal rests, may be 
used (see Chapter 6). 


Canine Extensions From Occlusal Rests 

Occasionally a finger extension from a premolar 
rest is placed on the prepared lingual slope of 
the adjacent canine tooth (Figure 8-7). Such an 
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Figure 8-3 Indirect retainer principle. A, Beams are supported at various points. B, Lifting 
force will displace entire beam in absence of retainers. C, With direct retainers (dr) at ful- 
crum, lifting force will depress one end of beam and elevate other end. D, With both direct 
and indirect retainers (ir) functioning, lifting force will not displace beam. The farther the 
indirect retainer is from the fulcrum, the more efficiently it should control movement. 



Figure 8-4 Planning location for indirect retainer for Class II 
Mod 2 removable partial denture. The greatest distance from 
axis of rotation around most distal rests (fulcrum line) would 
fall on tooth #22. Decision to use incisal rest or cingulum rest 
will depend on patients concern for esthetic impact of incisal 
rest versus having a crown (which could have a cingulum rest), 



Figure 8-5 'Example of indirect retention used in conjunction 
with palatal plate-type major connector. Indirect retainers are 
proximal plates on second premolars and occlusal rests 
located on first premolars. A secondary function of auxiliary 
occlusal rest assemblies is to prevent settling of anterior por- 
tion of major connector and to provide stabilization against 
horizontal rotation. 
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Figure 8-6 Mandibular Class II design showing best location 
for the indirect retainer on mesial-occlusal of first premolar 
#28. This location is at 90 degrees to the fulcrum line 
between primary rests, DO of #20 and DO of #31, and 
provides an efficient resistance to denture base lift. 



Figure 8-7 Mandibular Class I design using canine extensions 
from occlusal rests as indirect retainers. Canine extensions 
must be placed on prepared rest seats so that resistance will 
be directed as nearly as possible along long axes of canine 
abutments. 


extension is used to effect indirect retention 
by increasing the distance of a resisting element 
from the fulcrum line. This method is particularly 
applicable when a first premolar must serve as 
a primary abutment. The distance anterior to the 
fulcrum line is only the distance between the 
mesioocclusal rest and the anterior terminal of 
the finger extension. In this instance, although the 
extension rests on a prepared surface, it is used in 
conjunction with a terminal rest on the mesial 
marginal ridge of the premolar tooth. Even when 
they are not used as indirect retainers, canine 


extensions, continuous bar retainers, and linguo- 
Dlates should never be used without terminal rests 
Decause of the resultant forces effective when they 
are placed on inclined planes alone. 


Cingulum Bars (Continuous Bars) 
and Linguoplates 

Technically, cingulum bars (continuous bars) and 
linguoplates are not indirect retainers because 
they rest on unprepared lingual inclines of ante- 
rior teeth. The indirect retainers are actually the 
terminal rests at either end in the form of auxiliary 
occlusal rests or canine rests (see Chapter 5). 

In Cfass I and Class H* partfah dentures, a cin- 
gulum bar or linguoplate may extend the effec- 
tiveness of the indirect retainer if it is used with 
a terminal rest at each end. In tooth-supported 
partial dentures, a cingulum bar or linguoplate is 
placed for other reasons but always with terminal 
rests (see Chapter 5). 

In Class I and Class II partial dentures espe- 
cially, a continuous bar retainer or the superior 
border of the linguoplate should never be placed 
above the middle third of the teeth so that ortho- 
dontic movement is prevented during the rota- 
tion of a distal extension denture. This guideline 
is not as important when the six anterior teeth 
are in nearly a straight line, but when the arch 
is narrow and tapering, a cingulum bar or lin- 
guoplate on anterior teeth extends well beyond 
the terminal rests— and orthodontic movement 
of those teeth is more likely. Although these are 
intended primarily to stabilize weak anterior 
teeth, they may have the opposite effect if not 
used with discretion. 

Modification Areas 

Occasionally the occlusal rest on a secondary 
abutment in a Class II partial denture may serve as 
an indirect retainer. This use will depend on how 
far from the fulcrum line the secondary abutment 
is located. 

The primary abutments in a Class II, modifica- 
tion 1 partial denture are the abutment adjacent 
to the distal extension base and the most distal 
abutment on the tooth-supported side. The ful- 
crum line is a diagonal axis between the two ter- 
minal abutments (Figure 8-8). 

The anterior abutment on the tooth-supported 
side is a secondary abutment, serving to support 
and retain one end of the tooth-supported seg- 
ment and adding horizontal stabilization to the 
denture. If the modification space were not pres- 
ent, as in an unmodified Class II arch, auxiliary 
occlusal rests and stabilizing components in the 
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Figure 8-8 Class II, mod I, removable partial denture 
framework. Fulcrum line, when denture base is displaced 
toward residual ridge, runs from left second premolar to right 
second molar. When forces tend to displace denture away 
from its basal seat, supportive element (distal occlusal rest) of 
direct retainer assembly on right first premolar serves as indi- 
rect retainer. 



Figure 8-9 Class II maxillary removable partial denture 
framework design. Fulcrum line runs from patient's right 
canine to left second molar. Forces that tend to unseat den- 
ture from its basal seat will be resisted by activation of reten- 
tive elements on canine and molar, using supportive elements 
on left first premolar as indirect retainer. 


same position would still be essential to the design 
of the denture (Figure 8-9). However, the presence 
of a modification space conveniently provides an 
abutment tooth for support, stabi ization, and 
retention. 

If the occlusal rest on the secondary abutment 
lies far enough from the fulcrum line, it may serve 
adequately as an indirect retainer. Its dual func- 
tion then is tooth support for one end of the modi- 
fication area and support for an indirect retainer. 
The most typical example is a distal occlusal rest 
on a first premolar when a second premolar and 


first molar are missing and the second molar 
serves as one of the primary abutments. The 
longest perpendicular to the fulcrum line falls in 
the vicinity of the first premolar, making the loca- 
tion of the indirect retainer nearly ideal. 

On the other hand, if only one tooth, such as a 
first molar, is missing on the modification side, 
the occlusal rest on the second premolar abut- 
ment is too close to the fulcrum line to be effec- 
tive. In such a situation, an auxiliary occlusal rest 
on the mesial marginal ridge of the first premolar 
is needed, both for indirect retention and for 
support for an otherwise unsupported major 
connector. 

Support for a modification area extending 
anteriorly to a canine abutment is obtained by 
any one of the accepted canine rest forms, as pre- 
viously outlined in Chapter 6. In this situation 
the canine tooth provides nearly ideal indirect 
retention and support for the major connector 
as well. 

Rugae Support 

Some clinicians consider coverage of the rugae 
area of the maxillary arch as a means of indirect 
retention because the rugae area is firm and usu- 
ally well situated to provide indirect retention for 
a Class I removable partial denture. Although it 
is true that broad coverage over the rugae area 
can conceivably provide some support, the facts 
remain that tissue support is less effective than 
positive tooth support and that rugae coverage is 
undesirable if it can be avoided. 

The use of rugae support for indirect retention is 
usually part of a palatal horseshoe design. Because 
posterior retention is usually inadequate in this sit- 
uation, the requirements for indirect retention are 
probably greater than can be satisfied by this type 
of tissue support alone. 

In the mandibular arch, retention from the 
distal extension base alone is usually inadequate 
to prevent lifting of the base away from the tis- 
sue. In the maxillary arch, where only anterior 
teeth remain, full palatal coverage is usually nec- 
essary. In fact, with any Class I maxillary remov- 
able partial denture extending distally from the 
first premolar teeth, except when a maxillary 
torus prevents its use, palatal coverage may be 
used to advantage. Although complete coverage 
may be in the form of a resin base, the added 
retention and reduced bulk of a cast metal palate 
make the latter preferable (see Chapter 5). How- 
ever, in the absence of full palatal coverage, an 
indirect retainer should be used with other 
designs of major palatal connectors for the Class 
I removable partial denture. 
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SELF-ASSESSMENT Al DS 

1. What elements prevent movement of the base(s) 
of a tooth-supported denture toward the basal 
seats? 

2. Support of a distal extension removable partial 
denture is shared by abutment teeth and residual 
ridges. The quality of support furnished by the 
residual ridges is proportionate to at least three 
factors. Please name them. 

3. Movement of a distal extension base away from 
basal seats will occur as a rotational movement 
or as 

4. What is the difference between fulcrum line and 
axis of rotation? 

5. Identify the fulcrum line on a Class I arch; a Class 
II, modification 1; and a Class IV. 

6. Define the term indirect retainer. 

7. What components of a removable partial denture 
framework usually make an indirect retainer? 

8. From the standpoint of leverage advantage, where 
should an indirect retainer be located? 


9. An indirect retainer performs one major func- 
tion and four auxiliary functions. State these five 
functions. 

10. The effectiveness of an indirect retainer is 
influenced by four factors. What are they? 

11. What are the probable sequelae of trying to use a 
continuous bar retainer or linguoplate to serve 
the purpose of an indirect retainer? 

12. In a Class II, modification 1 arch— especially if 
the modification is a long edentulous space— 
what component may act as an indirect retainer? 

13. Discuss the inadequacy of the use of coverage of 
rugae to act as support for indirect retention. 

14. Each design of the extension base-type remov- 
able partial denture should include an indirect 
retainer or some component that will act as an 
indirect retainer. True or false? 

15. Bilaterally placed indirect retainers contribute to 
stability of the Class I restoration to a greater 
extent than does a single indirect retainer. True 
or false? 



DENTURE BASE CONSI DERATI ONS 


Functions of Denture Bases 
Tooth-supported Partial Denture Base 
Distal Extension Partial Denture Base 

Methods of Attaching Denture Bases 

Ideal Denture Base Material 

Advantages of Metal Bases 
Accuracy and Permanence of Form 
Comparative Tissue Response 
Thermal Conductivity 
Weight and Bulk 

Methods of Attaching Artificial Teeth 


Porcelain or Acrylic Resin Artificial Teeth Attached 
with Acrylic Resin 

Porcelain or Resin Tube Teeth and Facings Cemented 
Directly to Metal Bases 

Resin Teeth Processed Directly to Metal Bases 

Metal Teeth 

Chemical Bonding 
Need for Relining 
Stress-breakers (Stress Equalizers) 
Self-Assessment Aids 


FUNCTIONS OF DENTURE BASES 

The denture base supports the artificial teeth and 
consequently receives the functional forces from 
occlusion and transfers functional forces to support- 
ing oral structures (Figure 9-1). This function is most 
critical for the distal extension prosthesis, as func- 
tional stability and comfort often relate directly to 
the ability for this transfer offerees to occur without 
undue movement. 

Although its primary purpose is related to masti- 
catory function, the denture base also may add to 
the cosmetic effect of the replacement, particularly 
when techniques are used for tinting and reproduc- 
ing natural-looking contours. Most ofthe techniques 
for creating a natural appearance in complete den- 
ture bases are applicable equally to partial denture 
bases. 

Still another function ofthe denture base is the 
stimulation ofthe underlying tissue of the residual 
ridge. Some vertical movement occurs with any den- 
ture base, even those supported entirely by abutment 
teeth, because of the physiological movement of 
those teeth under function. It is clearly evident that 
oral tissues placed under functional stress within 
their physiological tolerance maintain their form and 
tone better than similar tissues suffering from disuse. 


The term disuse atrophy is applicable to both peri- 
odontal tissue and the tissue of a residual ridge. 

Tooth-supported Partial Denture Base 

Denture bases differ in functional purpose and may 
differ in the material of which they are made. In a 
tooth-supported prosthesis, the denture base is pri- 
marily a span between two abutments supporting 
artificial teeth. Thus occlusal forces are transferred 
directly to the abutments through rests. Also, the 
denture base and the supplied teeth serve to prevent 
horizontal migration of all ofthe abutment teeth in 
the partially edentulous arch and vertical migration 
of teeth in the opposing arch. 

When only posterior teeth are being replaced, 
esthetics is usually only a secondary consideration. 
On the other hand, when anterior teeth are replaced, 
esthetics may be of primary importance. Theoreti- 
cally, the tooth-supported partial denture base that 
replaces anterior teeth must perform the following 
functions: (1) provide desirable esthetics; (2) support 
and retain the artificial teeth in such a way that they 
provide masticatory efficiency and assist in trans- 
ferring occlusal forces directly to abutment teeth 
through rests; (3) prevent vertical and horizontal 
migration of remaining natural teeth; (4) eliminate 
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Figure 9-1 A # Class I maxillary distal extension removable partial denture showing tissue 
side (intaglio) of denture bases. B, Occlusal side of maxillary prosthesis, posterior artificial 
teeth are attached to bases. C, Class II Mod I mandibular distal extension removable partial 
denture showing intaglio of both extension and modification bases. D, Occlusal side of 
mandibular prosthesis, posterior artificial teeth are attached to bases. For both prostheses, 
the bases are extended within limits of physiologic activity of surrounding oral structures. 


undesirable food traps (oral cleanliness); and (5) 
stimulate the underlying tissue. 

Distal Extension Partial Denture Base 

In a distal extension partial denture, the denture 
bases other than those in tooth-supported modifica- 
tions must contribute to the support of the denture. 
Such support is critical to the goal of minimizing 
functional movement and improving prosthesis 
stability. Although the abutment teeth provide sup- 
port for the distal extension base, as the distance 
from the abutment increases, the support from the 
underlying ridge tissue becomes increasingly impor- 
tant. M aximum support from the residual ridge may 


be obtained by using broad, accurate denture bases, 
which spread the occlusal load equitably over the 
entire area available for such support. The space 
available for a denture base is determined by the 
structures surrounding the space and by their move- 
ment during function. Maximum support for the 
denture base therefore can be accomp ished only by 
using knowledge of the limiting anatomic structures 
and of the histological nature of the basal seat areas, 
accuracy of the impression, and accuracy of the 
denture base (Figure 9-2). The first two of these sup- 
port features relate to the gross size and cellular 
characteristics of the residual ridge tissue. These are 
quite variable between patients, and consequently 
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Figure 9-2 Maxillary and mandibular distal extension removable partial dentures with resin 
denture bases. Bases are extended buccally within physiologic tolerance of border struc- 
tures. A, Maxillary denture bases cover both the maxillary tuberosities, extend into the ptery- 
gomaxillary notches, and provide for adaptation along the posterior border, taking care not 
to extend beyond the soft palatal flexure. B, Mandibular bilateral distal extension removable 
partial denture bases cover the retromolar pads and extend into the retromylohyoid fossae. 
Impression procedure used established buccal shelves as primary stress-bearing areas of 
basal seats. 


not all residual ridges can provide the same quality 
of support. Therefore the ability to control the func- 
tional displacement of the distal extension base is a 
determination that is unique for the individual 
patients. 

The snowshoe principle, which suggests that 
broad coverage furnishes the best support with the 
least load per unit area, is the princip e of choice for 
providing maximum support. Therefore support 
should be the primary consideration in selecting, 
designing, and fabricating a distal extension partial 
denture base. Of secondary importance (but to be 
considered nevertheless) are esthetics, stimulation 
of the underlying tissue, and oral cleanliness. M eth- 
ods used to accomplish maximum support of the 
restoration through its base(s) are presented in 
Chapters 15 and 16. 

In addition to their difference in functional pur- 
poses, denture bases vary in material of fabrication. 
This difference is directly related to their function 
because of the need for realignment of some dentures. 

Because the tooth-supported base has an abut- 
ment tooth at each end on which a rest has been 
placed, future relining or rebasing may not be nec- 
essary to reestablish support. Relining is necessary 
only when tissue changes have occurred beneath 
the tooth-supported base to the point that poor 


esthetics or accumulation of debris result. For these 
reasons alone, tooth-supported bases made soon 
after extractions should be of a material that permits 
later relining. Such materials are the denture resins, 
the most common of which are copolymer and 
methyl methacrylate resins. 

Primary retention for the removable partial denture 
is accomplished mechanically by placing retaining 
elements on the abutment teeth. Secondary retention 
is provided by the intimate relationship of denture 
bases and major connectors (maxillary) with the 
underlying tissue. The latter is similar to the retention 
of complete dentures and is proportionate to the 
accuracy of the impression registration, the accuracy 
of the fit of the denture bases, and the total area of 
contact involved. 

Retention of denture bases has been described as 
the result of the following forces: (1) adhesion, which 
is the attraction of the saliva to the denture and 
tissue; (2) cohesion, which is the attraction of the 
molecules of the saliva for each other; (3) atmos- 
pheric pressure, which is dependent on a border seal 
and results in a partial vacuum beneath the denture 
base when a dislodging force is applied; (4) the phys- 
iological molding of the tissue around the polished 
surfaces of the denture; and (5) the effect of gravity 
on the mandibular denture. 
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Boucher, writing on the subject of complete den- 
ture impressions, described these forces as follows: 


Adhesion and cohesion are effective when there 
is perfect apposition of the impression surface of 
the denture to the mucous membrane surfaces. 
These forces lose their effectiveness if any hori- 
zontal displacement of the dentures breaks the 
continuity of this contact. Atmospheric pressure is 
effective primarily as a rescue force when extreme 
dislodging forces are applied to the denture. It 
depends on a perfect border seal to keep the 
pressure applied on only one side of the denture. 
The presence of air on the impression surface 
would neutralize the pressure of the air against 
the polished surface. Because each of these forces is 
directly proportional to the area covered by the 
dentures, the dentures should be extended to the 
limits of the supporting structures. 

The molding of the soft tissue around the pol- 
ished surfaces of denture bases helps to perfect the 
border seal. Also, it forms a mechanical lock at 
certain locations on the dentures, provided these 
surfaces are properly prepared. This lock is devel- 
oped automatically and without effort by the 
patient if the impression is made with an under- 
standing of the anatomic possibilities. * 



Figure 9-3 Mandibular Class II, mod 1, wax pattern 
developed on investment cast. Adequate provision is made 
for attaching resin base to major connector on edentulous 
side by way of ladderlike minor connector and butt-type 
joint. Similar minor connector design will be used for modifk 
cation space. Note, relief space beneath minor connectors is 
established by relief wax placed on the original master cast 
and duplicated in this refractory cast. This allows processed 
resin to surround the minor connectors in creating the den- 
ture base. 



Few partial dentures are made -without some 
mechanical retention. Retention from the denture 
bases may contribute significantly to the overall reten- 
tion of the partial denture and therefore must not be 
discounted. Denture bases should be designed and 
fabricated so that they will contribute as much reten- 
tion to the partial denture as possible. However, it is 
questionable whether atmospheric pressure plays as 
important a role in retention of removable partial 
dentures because a border seal cannot be obtained as 
readily as it can be with complete dentures. Therefore 
adhesion and cohesion gained by excellent apposition 
of the denture base and soft tissue of the basal seat 
play an important retentive role. 


METHODS OF ATTACHING DENTURE 
BASES 

Acrylic resin bases are attached to the partial denture 
framework by means of a minor connector designed 
so that a space exists between the framework and the 
underlying tissue of the residual ridge (Figure 9-3). 
Relief of at least a 20-gauge thickness over the basal 


*Paraphrased from Boucher CO: Complete denture impression 
based upon the anatomy of the mouth, J Am Dent Assoc 
31:117-1181,1994. 



Figure 9-4 Unlike the minor connector designs in Figure 9-3, 
the designs used for this prosthesis are a plastic mesh pattern. 
Although such designs can be reinforced to be more rigid, the 
bulk of connector itself may contribute to weakening of resin 
base. A more open type of minor connector seems preferable. 


seat areas of the master cast is used to create a raised 
platform on the investment cast on which the pat- 
tern for the retentive frame is formed (Figure 9-4). 
Thus after casting, the portion of the retentive frame- 
work to which the acrylic resin base will be attached 
will stand away from the tissue surface sufficiently to 
permit a flow of acrylic resin base material beneath 
its surface. 
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The retentive framework for the base should be 
embedded in the base material with sufficient thick- 
ness of resin (1. 5 mm) to allow for relieving if this 
becomes necessary during the denture adjustment 
period or during relining procedures. Thickness is 
also necessary to prevent weakness and subsequent 
fracture of the acrylic resin base material surround- 
ing the metal framework. 

The use of plastic mesh patterns in forming the 
retentive framework is generally less satisfactory 
than a more open framework (see Figure 9-4). Less 
weakening of the resin by the embedded framework 
results from the use of the more open form. Pieces of 
12- or 14-gauge half-round wax and 18-gauge round 
wax are used to form a ladderlike framework rather 
than the finer latticework of the mesh pattern. The 
precise design of the retentive framework, other than 
that it should be located both buccal ly and lingually, 
is not so important as its effective rigidity and 
strength when it is embedded in the acrylic resin 
base. It should also be free of interference with future 
adjustment, not interfere with the arrangement of 
artificial teeth, and be open enough to prevent weak- 
ening any portion of the attached acrylic resin. 
Designing the retentive framework for denture bases 
by having elements located buccally and lingually to 
the residual ridge not only will strengthen the acrylic 
resin base but also will minimize distortion of the 
base created by the release of inherent strains in 
the acrylic resin base during use or storage of the 
restoration (Figure 9-5). 

Metal bases are usually cast as integral parts of the 
partial denture framework (Figure 9-6). M andibular 
metal bases may also be assembled and attached to 
the framework with acrylic resin. 

g IDEAL DENTURE BASE MATERIAL 

The requirements for an ideal denture base are as 
follows: 

1. Accuracy of adaptation to the tissue, with mini- 
mal volume change 

2. Dense, nonirritating surface capable of receiving 
and maintaining a good finish 

3. Thermal conductivity 

4. Low specific gravity; lightweight in the mouth 

5. Sufficient strength; resistance to fracture or 
distortion 

6. Easily kept clean 

7. Esthetic acceptability 

8. Potential for future relining 

9. Low initial cost 

Such an ideal denture base material does not exist, 
nor is it likely to be developed in the near future. 
However, any denture base, whether of resin or metal 
and regardless of the method of fabrication, should 
come as close to this ideal as possible. 



Figure 9-5 Note that minor connectors by which resin den- 
ture bases will be attached to framework are open, ladderlike 
configurations extending on both buccal and lingual surfaces. 
This not only provides excellent attachment of resin bases but 
also minimizes warping of bases resulting from the release of 
inherent strains in compression-molded resin. 


ADVANTAGES OF METAL BASES 

Except for those edentulous ridges with recent 
extractions, metal can be used for tooth-supported 
bases and is thought to provide several advantages. 
Its principal disadvantages are that it is difficult to 
adjust and reline. A commonly stated advantage is 
that the stimulation it gives to the underlying tis- 
sue is so beneficial that it prevents some alveolar 
atrophy that would otherwise occur under a resin 
base and thereby would prolong the health of the 
tissue that it contacts. Some of the advantages of a 
metal base are discussed in the following sections. 

Accuracy and Permanence of Form 

Cast metal bases, whether of gold, chrome, or tita- 
nium alloys, not only may be cast more accurately 
than denture resins but also can maintain their 
accuracy of form without change in the mouth. 
Internal strains that may be released later to cause 
distortion are not present. Although some resins 
and some processing techniques are superior 
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Figure 9-6 Cast distal extension base of maxillary removable 
partial denture. Cast bases are an integral part of the frame- 
work and not only provide support to the prosthetic dentition 
but reinforce framework rigidity. 


to others in accuracy and permanence of form, 
modern cast alloys are generally superior in this 
respect. Evidence of this fact is that an additional 
posterior palatal seal may be eliminated entirely 
when a cast palate is used for a complete denture, 
as compared with the need for a definite post-dam 
when the palate is made of acrylic resin. Distor- 
tion of an acrylic resin base is manifest in the 
maxillary denture by a distortion away from the 
palate in the midline and toward the tuberosities 
on the buccal flanges. The greater the curvature of 
the tissue, the greater is this distortion. Similar 
distortions occur in a mandibular denture but are 
more difficult to detect. Accurate metal castings 
are not subject to distortion by the release of inter- 
nal strains as are most denture resins. 

Because of its accuracy, the metal base provides 
an intimacy of contact that contributes consider- 
ably to the retention of a denture prosthesis. 
Sometimes called interfacial surface tension, 
direct retention from a cast denture base is signifi- 
cant in proportion to the involved area. This has 
been previously mentioned as an important factor 
in both direct and direct-indirect retention of 
maxillary restorations. Such intimacy of contact is 
not possible with acrylic resin bases. 


Permanence of form of the cast base is also 
ensured because of its resistance to abrasion from 
denture cleaning agents. Cleanliness of the den- 
ture base should be stressed; however, constant 
brushing of the tissue side of the acrylic resin 
denture base inevitably causes some loss of accu- 
racy by abrasion. Intimacy of contact, which is 
never as great with an acrylic resin base com- 
pared with a metal base, is therefore jeopardized 
further by cleaning habits. The metal bases, par- 
ticularly the harder chrome alloys, withstand 
repeated cleaning without significant changes in 
surface accuracy. 

Comparative Tissue Response 

Clinical observations have demonstrated that the 
inherent cleanliness of the cast metal base con- 
tributes to the health of oral tissue when com- 
pared with an acrylic resin base. Perhaps some of 
the reasons for this are the greater density and the 
bacteriostatic activity contributed by ionization 
and oxidation of the metal base. Acrylic resin 
bases tend to accumulate mucinous deposits con- 
taining food particles and calcareous deposits. 
Unfavorable tissue reaction to decomposing food 
particles, bacterial enzymes, and mechanical irri- 
tation from calculus results if the denture is not 
kept meticulously clean. Although calculus, which 
must be removed periodically, can precipitate on a 
cast metal base, other deposits do not accumulate 
as they do on an acrylic resin base. For this reason 
a metal base is naturally cleaner than an acrylic 
resin base. 

Thermal Conductivity 

Temperature changes are transmitted through the 
metal base to the underlying tissue, thereby help- 
ing to maintain the health of that tissue. Free- 
dom of interchange of temperature between the 
tissue covered and the surrounding external influ- 
ences (temperature of liquid, solid foods, and 
inspired air) contributes much to the patient's 
acceptance of a denture and may help prevent the 
feeling of the presence of a foreign body. Con- 
versely, denture acrylic resins have insulating 
properties that prevent interchange of tempera- 
ture between the inside and the outside of the 
denture base. 

Weight and Bulk 

Metal alloy may be cast much thinner than 
acrylic resin and still have adequate strength and 
rigidity. Cast gold must be given slightly more 
bulk to provide the same amount of rigidity but 
may still be made with less thickness than acrylic 
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resin materials. Even less weight and bulk are 
possible when the denture bases are made of 
chrome or titanium alloys. 

There are times, however, when both weight and 
thickness may be used to advantage in denture 
bases. In the mandibular arch, the weight of the 
denture may be an asset in regard to retention, and 
for this reason a cast gold base may be preferable. 
On the other hand, extreme loss of residual alveo- 
lar bone may make it necessary to add fullness to 
the denture base to restore normal facial contours 
and to fill out the buccal vestibule to prevent food 
from being trapped in the vestibule beneath the 
denture. In such situations an acrylic resin base 
may be preferable to the thinner metal base. 

In the maxillary arch, an acrylic resin base may 
be preferable to the thinner metal base to provide 
fullness in the buccal flanges or to fill a maxillary 
buccal vestibule. Acrylic resin may also be pre- 
ferred over the thinner metal base for esthetic rea- 
sons. In these instances the thinness of the metal 
base may be of no advantage, but in areas where 
the tongue and cheek need maximum room, thin- 
ness may be desirable. 

Denture base contours for functional tongue 
and cheek contact can best be accomplished with 
acrylic resin. M etal bases are usually made thin to 
minimize bulk and weight, whereas acrylic resin 
bases may be contoured to provide ideal polished 
surfaces that contribute to the retention of the 
denture, restoration of facial contours, and pre- 
vention of the accumulation of food at denture 
borders. Lingual surfaces usually are made con- 
cave except in the distal palatal area. Buccal sur- 
faces are made convex at gingival margins, over 
root prominences, and at the border to fill the area 
recorded in the impression. Between the border 
and the gingival contours, the base can be made 
convex to aid in retention and to facilitate the 
return of the food bolus to the occlusal table dur- 
ing mastication. Such contours prevent food from 
being entrapped in the cheek and from working 
under the denture. This cannot usually be accom- 
plished with metal bases. 

However, the advantages of a metal base need 
not be sacrificed for the sake of esthetics or desir- 
able denture contours when the use of such a 
base is indicated. Denture bases maybe designed 
to provide almost total metallic coverage yet have 
resin borders to avoid a display of metal and to 
add buccal fullness when needed (Figure 9-7). 
The advantages of thermal conductivity are not 
necessarily lost by covering a portion of the metal 
base as long as other parts of the denture are 
exposed to effect temperature changes through 
conduction. 



Figure 9-7 Partial metal bases used with palatal strap and 
resin denture teeth attached directly to the cast metal bases, 
needed, a buccal flange of resin could be added to such a 
base region; however, for these small spans no such flange 
was needed. 


If 


METHODS OF ATTACHING ARTIFICIAL 
TEETH 


Selection of artificial teeth for form, color, and mate- 
rial must precede attachment to the denture. Artifi- 
cial teeth may be attached to denture bases by the 
several means that follow: with acrylic resin, with 
cement, processed directly to metal, cast with the 
framework, and chemical bonding. Use of acrylic 
resin to attach artificial teeth to a denture base is the 
most common method. 

Porcelain or Acrylic Resin Artificial Teeth 
Attached with Acrylic Resin 

Artificial porcelain teeth are mechanically retained. 
The posterior teeth are retained by acrylic resin 
in their diatoric holes. The anterior porcelain teeth 
are retained by acrylic resin surrounding their lin- 
gually placed retention pins. Artificial resin teeth are 
retained by a chemical union with the acrylic resin of 
the denture base, which occurs during laboratory 
processing procedures. 

Attachment of the acrylic resin to the metal base 
maybe accomplished bynailhead retention, reten- 
tion loops, or diagonal spurs placed at random. 
Attachment mechanisms should be placed so that 
they will not interfere with the placement of the 
teeth on the metal base (see Figure 9-7). 

Any junction of acrylic resin with metal should 
be at an undercut finishing line or should be associ- 
ated with some retentive undercut. Because only a 
mechanical attachment exists between metal and 
acrylic resin, every attempt should be made to 
prevent separation and seepage, which results in 
discoloration and uncleanliness. Denture odors are 
frequently caused by accretions at the junction of 
the acrylic resin with metal when only a mechanical 
union exists. Separation occurring between the 
acrylic resin and metal can eventually lead to some 
loosening of the acrylic resin base. 
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Porcelain or Resin Tube Teeth and Facings 

Cemented Directly to Metal Bases (Figure 9-8) 

Some disadvantages of this type of attachment 
are the difficulties in obtaining satisfactory occlu- 
sion, the lack of adequate contours for functional 
tongue and cheek contact, and 'the unesthetic 
display of metal at gingival margins. The latter is 
prevented when the tooth is butted directly to the 
residual ridge, but then the retention for the tooth 
frequently becomes inadequate. 

A modification of this method is the attach- 
ment of ready-made acrylic resin teeth to the 
metal base with acrylic resin of the same shade. 
This is called pressing on a resin tooth and is not 


the same as using acrylic resin for cementation. It 

is particularly applicable to anterior replacements, 
since it is desirable to know in advance of making 
the casting that the shade and contours of the 
selected tooth will be acceptable (as was referred 
to in Figure 9-7). After a labial index of the posi- 
tion of the teeth is made, the lingual portion of the 
tooth may be cut away or a posthole prepared in 
the tooth for retention on the casting. Subse- 
quently the tooth is attached to the denture with 
acrylic resin of the same shade. Because this is 
done under pressure, the acrylic resin attachment 
is comparable with the manufactured tooth in 
hardness and strength. 




Figure 9-8 Tissue surface of Class IV removable partial denture in which artificial dentition 
was added to a metal base. A, Teeth were set prior to completion of the framework to allow 
modification space design to incorporate altered teeth. B, Anterior teeth were adjusted to 
ridge, creating a ridge lap, then framework was waxed to accommodate custom tooth posi- 
tion. C, Metal reinforcement adds strength to the artificial teeth and protects against dis- 
lodgement. 
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Tube or side-groove teeth must be selected 
in advance of waxing the denture framework 
(Figure 9-9). However, for best occlusal relation- 
ships, jaw relation records always should be made 
with the denture casting in the mouth. This prob- 
lem may be solved by selecting tube teeth for width 
but with occlusal surfaces slightly higher than will 
be necessary. The teeth are ground to fit the ridge 
with sufficient clearance beneath for a thin metal 
base and beveled to accommodate a boxing of 
metal. If an acrylic resin tube tooth is used, the dia- 
toric hole should be made slightly larger. The cast- 
ing is completed and tried, occlusal relationships 
are recorded, and then the teeth are ground to har- 
monious occlusion with the opposing dentition. As 
is discussed in Chapter 17, artificial posterior teeth 
on partial dentures can hardly ever be used unal- 
tered but rather should be considered material from 
which occlusal forms may be created to function 
harmoniously with the remaining natural occlusion. 

Resin Teeth Processed Directly to Metal Bases 

Modern cross-linked copolymers enable the dentist 
or technician to process acrylic resin teeth that have 
satisfactory hardness and abrasion resistance for 
many situations. Thus occlusion may be created 


without resorting to the modification of ready-made 
artificial teeth (Figure 9-10). Recesses in the denture 
pattern are either carved by hand or created around 
manufactured teeth that are used only to form the 
recess in the pattern. Occlusal relationships may be 
established in the mouth on the denture framework 
and transferred to an articulator. The teeth can then 
be carved and processed in acrylic resin of the 
proper shade to fit the opposing occlusal record. 
Better attachment to the metal base than by cemen- 
tation is thus possible. In addition, unusually long, 
short, wide, or narrow teeth may be created when 
necessary to fill spaces not easily filled by the lim- 
ited selection of commercially available teeth. 

Occlusion on acrylic resin teeth may be reestab- 
lished to compensate for wear or settling by repro- 
cessing new acrylic resin or using light-activated 
acrylic resin when this becomes necessary. Dis- 
tinction always should be made between the need 
for relining to reestablish occlusion (on a distal 
extension partial denture) or the need for rebuild- 
ing occlusal surfaces on an otherwise satisfactory 
base (on either a tooth-supported or a tooth- and 
tissue-supported partial denture). 

Reestablishment of occlusion may also be 
accomplished by placing cast gold or other suitable 



Figure 9-9 Stock porcelain or resin tube tooth, or artificial tooth used as tube tooth, should 
be ground to accommodate cast coping as illustrated. Hole is drilled from underside of tooth 
or, if hole is already present, it is made larger. Then tooth is ground to fit ridge with enough 
clearance for minimum thickness of metal. A 45-degree bevel is then formed around base of 
tooth, and finally a collar is created on lingual side, extending to interproximal area. Tooth is 
then lubricated, and wax pattern for denture base is formed around it. 
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Figure 9-10 Direct attachment of resin teeth to metal bases. 
These are waxed to fit space and opposing occlusion, then 
processed or light cured to retention previously provided on 
metal framework. 



Figure 9-11 Maxillary cast molar designed as integral part of 
framework. I nterocclusal space limitation necessitated using 
metal rather than another form of artificial posterior teeth. 
Note overlays on premolar and molar teeth used to resist 
tooth wear. (Courtesy Dr. CJ . Andres, Indianapolis, IN. ) 


cast alloy restorations on existing resin teeth. 
Although this may be done on porcelain teeth as 
well, it is difficult to cut preparations in porcelain 
teeth unless air abrasive methods are used. There- 
fore, if later additions to occlusal surfaces are antic- 
ipated, acrylic resin teeth should be used, thereby 
facilitating the addition of new resin or cast gold 
surfaces. A simple technique to fabricate cast gold 
occlusal surfaces and attach them to resin teeth is 
illustrated in Chapter 18. 

Metal Teeth 

Occasionally a second molar tooth maybe replaced 
as part of the partial denture casting (Figure 9-11). 
This is usually done when space is too limited for 


the attachment of an artificial tooth and yet the 
addition of a second molar is desirable to prevent 
extrusion of an opposing second molar. Because 
the occlusal surface must be waxed before casting, 
perfect occlusion is not possible. Because metal, 
particularly a chrome alloy, is abrasion resistant, 
the area of occlusal contact should be held to a 
minimum to prevent damage to the periodontium 
of the opposing tooth and the associated discom- 
fort to the patient. Occlusal adjustment on gold 
occlusal surfaces is readily accomplished, whereas 
metal teeth made of chrome alloys are difficult to 
adjust and are objectionably hard for use as 
occlusal surfaces. Therefore they should be used 
only to fill a space and to prevent tooth extrusion. 

Chemical Bonding 

Recent developments in resin bonding have pro- 
vided a means of direct chemical bonding of 
acrylic resin to metal frameworks. The investing 
alveolar and gingival tissue replacement compo- 
nents can be attached without the use of loops, 
mesh, or surface mechanical locks. Sections of a 
metal framework that are to support replacement 
teeth can be roughened with abrasives and then 
treated with a vaporized silica coating. On this 
surface, an acrylic resin bonding agent is applied, 
followed by a thin film of acrylic resin to act as a 
substrate for later attachment of replacement 
acrylic resin teeth or for processing of the acrylic 
resin tissue replacements (Figure 9-12). 

A process referred to as tribochemical coating 
accomplishes a second method of fusing a micro- 
scopic layer of ceramic, to. the metal. This system 
involves sandblasting the metal framework with a 
special silica particle material, Rocatec-Plus. Silica 
from these particles is attached to the framework 
by impact. A silane is added to this ceramic-like 
film to form a chemical bond between the silicate 
layer and the denture base acrylic resin. Denture 
base acrylic resins formulated with 4-Meta are 
also available and provide a mechanism of bond- 
ing acrylic resin to metal. 

| NEED FOR RELINING 

The distal extension base differs from the tooth- 
supported base in several respects, one of which is 
that it must be made of a material that can be relined 
or rebased when it becomes necessary to reestablish 
tissue support for the distal extension base. There- 
fore acrylic resin denture base materials that can be 
relined are generally used. 

Although satisfactory techniques for making distal 
extension partial denture bases of cast metal are 
available, the fact that metal bases are difficult if not 
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Figure 9-12 Coating of metallic frameworks with vaporized silica facilitates direct applica- 
tion of resin or composite for replacement of basal structures or teeth. A, Maxillary metal 
base silicoated in preparation for addition of replacement teeth. This avoids the need for 
retentive loops, beads, or meshwork for resin base retention. B, Undersurface of removable 
partial denture fabricated as an Overdenture. C, Occlusal surface with composite teeth 
applied directly to silicoated surfaces of the framework, avoiding retention posts or beads 
and permitting esthetic permanent attachment of the replacement teeth. 


impossible to reline limits their use to stable ridges 
that will change little over a long period. 

Loss of support for distal extension bases results 
from changes in residual ridge form over time. These 
changes may not be readily visible; however, manifes- 
tations can be assessed for this change. One of these is 
a loss of occlusion between the distal extension den- 
ture base and the opposing dentition, increasing as the 
distance from the abutment increases (Figure 9-13). 
This change is proved by having the patient close on 
strips of 28-gauge green casting wax, or any similar 
wax, and tapping in centric relation only. Indentations 
in a wax strip of known thickness are quantitative, 
whereas marks made with articulating ribbon are only 
qualitative. In other words, indentations in the wax 


may be interpreted as being light, medium, or heavy, 
whereas it is difficult if not impossible to interpret a 
mark made with articulating ribbon as light or heavy. 
In fact, the heaviest occlusal contact may perforate 
paper-articulating ribbon and make a lesser mark than 
areas of lighter contact. Therefore the use of any artic- 
ulating ribbon is of limited value in checking occlusion 
intraorally. In making occlusal adjustments, articulat- 
ing ribbon should be used only to indicate where to 
relieve after the need for relief has been established by 
using wax strips of known thickness. For this purpose, 
28-gauge green or blue casting wax is generally used, 
although the thinner 30-gauge or the thicker 26-gauge 
wax may also be used for better evaluation of the clear- 
ance between areas not in contact. 
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Figure 9-13 A, Distal extension mandibular removable partial denture opposed by maxillary 
complete denture. There is no contact of opposing posterior teeth. Anterior teeth are in 
heavy contact at vertical dimension of occlusion. Unless corrected immediately, anterior 
portion of maxillary residual ridge is destined to undergo rapid resorption. B, Another patient 
with mandibular Class II, mod 2, removable partial denture opposed by maxillary complete 
denture. Mandibular posterior teeth have been covered with strip(s) of 28-gauge soft green 
wax, and patient has been assisted in tapping in centric relation. C, Mandibular denture is 
removed, and indentations in interposed wax strips are evaluated. Note relative absence of 
perforations in wax strips by opposing posterior teeth. Relining and correction of occlusal 
discrepancies are needed based on this record. 


Loss of support for a distal extension base 
result in a loss of occlusal contact between the pros- 
thetically supplied teeth and the opposing dentition 
and a return to heavy occlusal contact between the 
remaining natural teeth. Usually this is an indication 
that relining is needed to reestablish the original 
occlusion by reestablishing supporting contact with 
the residual ridge. It must be remembered, however, 
that occlusion on a distal extension base is some- 
times maintained at the expense of extrusion of the 
opposing natural teeth. In such a situation, checking 
the occlusion alone will not show that settling of the 
extension base has occurred, because changes in the 
supporting ridge may have also taken place. 

A second manifestation of change also must be 
observable to justify relining. This second manifesta- 
tion of change in the supporting ridge is evidence of 


rotation about the fulcrum line with the indirect 
retainers lifting from their seats as the distal extension 
base is pressed against the ridge tissue (Figure 9-14). 
Origina ly, if the distal extension base was made to fit 
the supporting form of the residual ridge, rotation 
about the fulcrum line is not visible. At the time the 
denture is initially placed, no anteroposterior rota- 
tional movement should exist when alternating finger 
pressure is applied to the indirect retainer and the 
distal end of a distal extension base or bases. After 
changes in the ridge form, which cause some loss of 
support, rotation occurs about the fulcrum line when 
alternating finger pressure is applied. This is evidence 
of changes in the supporting ridge that must be com- 
pensated for by relining or rebasing. 

If occlusal contact has been lost and rotation about 
the fulcrum line is evident, relining is indicated. On 


Chapter 9 Denture Base Considerations 139 




B 


Figure 9-14 A, Superior border of linguoplate major connec- 
tor and rests appear to be in their planned relationships to 
remaining natural teeth in absence of occlusal load. B, Slight 
pressure on denture base activates direct retainers and ele- 
vates superior border of linguoplate, resulting in lack of 
planned contact. If the linguoplate does not immediately 
return to its designed position when the pressure on the den- 
ture base is removed, the denture bases should be relined to 
reestablish adequate base support by residual ridges. 


the other hand, if occlusal contact has been lost with- 
out any evidence of denture rotation and if stability of 
the denture base is otherwise satisfactory, reestab- 
lishing the occlusion is the remedy rather than relin- 
ing. For the latter, the original denture base may be 
used in much the same manner as the original trial 
base was used to record occlusal relation. Teeth may 
then be reoccluded to an opposing cast or to an 
occlusal template by using light-activated, tooth- 
colored acrylic resin; tooth-colored composite; cast 
occlusal surfaces; or new teeth. In any event a new 
occlusion should be established on the existing bases. 
Relining in this instance would be the wrong solution 
to the problem. 

Loss of support may also be assessed clinically by 
other methods. A layer of rather free-flowing irre- 
versible hydrocolloid, wax, or a tissue-conditioning 
material can be spread on the basal seat portion of the 


dried denture base(s), and the restoration returned to 
the patient's mouth. Care is exercised to ensure that 
the framework is correctly seated (rests and indirect 
retainers in planned positions). The restoration is 
removed when the material has set. Notable thickness 
of material remaining under the bases indicates a lack 
of intimate contact of the bases with the residual 
ridges, suggesting a need for relining. 

More often, however, loss of occlusion is accom- 
panied by settling of the denture base to the extent 
that rotation about the fulcrum line is manifest. 
Because relining is the only remedy short of making 
completely new bases, use of an acrylic resin base 
originally facilitates later relining. For this reason, 
acrylic resin bases are generally preferred for distal 
extension partial dentures. 

The question remains as to when, if ever, metal 
bases with their several advantages may be used for 
distal extension partial dentures. It is debatable as to 
what type of ridge will most likely remain stable under 
functional loading without apparent change. Certainly 
the age and general health of the patient will influence 
the ability of a residual ridge to support function. M mi- 
ni um and harmonious occlusion, and the accuracy 
with which the base fits the underlying tissue, will 
influence the amount of trauma that will occur under 
function. The absence of trauma plays a big part in the 
ability of the ridge to maintain its original form. 

The best indication for the use of metal distal 
extension bases is a ridge that has supported a previ- 
ous partial denture without having become narrowed 
or flat, or without consisting primarily of easily dis- 
placeable tissue. When such changes have occurred 
under a previous denture, further change may be 
anticipated because of the possibility that the oral 
tissues in question are not capable of supporting a 
denture base without further change. Despite every 
advantage in their favor, there are some individuals 
whose ridges respond unfavorably when called on to 
support any denture base. 

In other instances, such as when a new partial den- 
ture is to be made because of the loss of additional 
teeth, the ridges may still be firm and healthy. Because 
the ridges have previously supported a denture base 
and have sustained occlusion, bony trabeculae will 
have become arranged to best support vertical and 
horizontal loading, cortical bone may have been 
formed, and tissue will have become favorable for 
continued support of a denture base. 

There are relatively few situations in which the 
need for relining a distal extension base is not antici- 
Dated and metal bases may be considered. There are, 
lowever, many instances that may be considered bor- 
derline. In these, metal bases may be used with the 
full understanding on the part of the patient that a 
new denture may become necessary if unforeseen tis- 
sue changes occur. A technique is given in Figure 9-6 


140 McCrac ken's Removable Partial Prosthodontics 


that permits replacing metal distal extension bases 
without having to remake the entire denture. This 
method should be seriously considered anytime a 
distal extension partial denture is to be made with a 
metal base or bases. 

For reasons previously outlined, the possibility 
that tissue will remain healthier beneath a metal 
base than it will beneath an acrylic resin base may 
justify wider use of metal bases for distal extension 
partial dentures. Through careful treatment plan- 
ning, better patient education of the problems 
involved in making a distal extension base partial 
denture, and greater care taken in the fabrication of 
the denture bases, metal may be used to advantage 
in some situations in which acrylic resin bases are 
ordinarily used. 


allowing independent movement of the denture 
base (or its supporting framework) and the direct 
retainers. This form of stress-breaker, also referred 
to as a stress equalizer, has been used as a means to 
compensate for inappropriately designed remov- 
able partial dentures. Figures 9-15 through 9-21 
provide examples of some of the more commonly 
used stress- breakers. 

Regardless of their design, most stress-breakers 
effectively dissipate vertical stresses, which is the 
purpose for which they are used. However, this is 
at the expense of the horizontal stability and the 
harmful effects of reduced horizontal stability 


i 


STRESS-BREAKERS (STRESS 
EQUALIZERS) 


The previous chapters describing component parts 
of a partial denture have presumed absolute rigidity 
of al parts of the partial denture framework except 
the retentive arm of the direct retainer. All vertical 
and horizontal forces applied to the artificial teeth 
are thus distributed throughout the supporting 
portions of the dental arch. Broad distribution of 
stress is accomplished through the rigidity of the 
major and minor connectors. The effect of the stabi- 
lizing components is also made possible by the 
rigidity of the connectors. 

In distal extension situations, the use of a rigid 
connection between the denture base and sup- 
porting teeth must account for the base movement 
without causing either tooth or tissue damage. For 
such situations, stress on the abutment teeth and 
residual ridge is minimized through the use of 
functional basing, broad coverage, harmonious 
occlusion, and correct choice of direct retainers. 
Generally, two major types of clasp assemblies 
are used for distal extensions because of their 
stress-breaking design. Retentive clasp arms may 
be cast only if they engage undercuts on the abut- 
ment teeth in such a manner that tissueward 
movement of the extension base transmits only 
minimum leverage to the abutment. Otherwise, 
tapered, wrought-wire retentive clasp arms should 
be used because of their greater flexibility. The 
tapered, round wrought-wire clasp arm acts some- 
what as a stress- breaker between the denture base 
and the abutment tooth by reducing the effect of 
the denture base movement on the tooth through 
its flexibility. 

Another concept of stress-breaking exists that 
insists on separating the action of the retaining ele- 
ments from the movement of the denture base by 



Figure 9-15 D-E hinge-type stress-breaker using vertical stop 
to limit movement of denture base away from tissues. Trum- 
mion design of stress-breaker also prevents lateral movement. 
(Courtesy Austenal, Inc., Chicago, IL. ) 



Figure 9-16 Kennedy Class II, modification 1, removable par- 
tial denture using hinge stress-breaker of Baca design. Hinge 
and vertical movements are permitted by fact that action is 
protected by metal sleeve. (Courtesy Ticonium Division of 
CMP Industries, Inc., Albany, NY.) 
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Figure 9-17 A, Dalbo extracoronal retainer. Limited vertical and hinge movements of den- 
ture base are permitted by sleeve-and-spring design of retainer. B, Crismani intracoronal 
retainer design permits limited vertical movement of denture base. 




B 
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Figure 9-18 Retainers designed to distribute stresses are sometimes selected for use with 
long distal extension bases. A, ASC-52 retainer is illustrated with a cutaway in the cylinder to 
reveal a spring-loaded shaft that permits flexion and rebound. Ball portion fits into the female 
receptacle and is movable in all directions. B, Assembled ASC-52 retainer. Female portion is 
cast to the canine abutment. Cylinder will be contained within the resin base. C, Occlusal 
view of framework and abutments on cast. Note that the cylinders are parallel to the alveolar 
ridge-bearing area so that occlusal stresses will not cause torque on the abutments. 
D, Removable partial denture with wax-up bases and replacement teeth, containing the 
ASC-52 attachment. Absence of visible clasps enhances esthetics. 
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Figure 9-19 Stress-breaking effect of split bar major connec- 
tor. Vertical and diagonal forces (arrow) applied to tissue- 
supported base must pass anteriorly along lower bar and then 
back along more rigid upper bar to reach abutment tooth. 
Thus tipping forces that would otherwise be transmitted 
directly to abutment tooth are supposedly dissipated by flexi- 
bility of lower bar and distance traveled. 



Figure 9-20 Early type of stress equalizer. The direct retainers 
(clasps) are connected by 1 6-gauge round wrought wire. Infe- 
riorly placed cast major connector joins denture bases. Heavy 
wrought wire and cast major connector are joined with solder 
at midline only. Need for indirect retention still exists even 
though stress equalizer is used. 


(excessive ridge resorption, tissue impingement, 
and inefficient mastication), which far outweigh 
the benefits of vertical stress breaking. It is the 
rigid nature of the more conventional removable 
partial denture that allows satisfaction of all 
requirements of support, stability, and retention 
without overemphasis on only one principle to the 
detriment of the oral tissue. 

The student is referred to two textbooks that 
describe in detail the use of stress-breakers and 
articulated partial denture designs: Precision 
Attachments in Dentistry, ed. 3, by H. W. Preiskel; 
and Theory and Practice of Precision Attachment 
Removable Partial Dentures, byJ.L. Baker and 
R.J. Goodkind. 
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Figure 9-21 Ticonium Hidden-Lock removable partial den- 
ture. A, Lower half of framework, consisting of lower half 
of lingual bar and denture base retainer, is cast first with 
bi-bevel circle formed in wax pattern by waxing around 
lightly oiled mandrel, which is removed to provide perfect 
circle within wax. This half is cast as illustrated. B, On second 
investment cast, original bar is replaced and remainder of 
framework is waxed to it. This portion consists of clasps, indi- 
rect retainers, and remainder of bar. Hidden L lock and split 
bar are made possible because of thin oxide shell that forms 
during second - casting, leaving an almost imperceptible junc- 
tion line between two sections. Hinge movement occurs at 
circle in midline. (Courtesy Ticonium Company, Albany NY. ) 


SELF-ASSESSMENTAI DS 

1. What is a denture base? 

2. What does the term basal seat mean? 

3. Is the primary purpose of a denture base related 
to masticatory function? If so, how? 

4. Describe how the denture base contributes to 
the factor of appearance. 

5. Are the functions of tooth-supported and 
extension-type bases somewhat different? If so, 
how do they differ? 

6. What are the functions of a tooth-supported 
partial denture base? 

7. Describe the functions of a distal extension par- 
tial denture base. 

8. The space available for a denture base is con- 
trolled by the structures surrounding the space 
and their movements during function. True or 
false? 
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9. Explain the snowshoe principle as it applies to 
denture base design. 

10. By what means is an acrylic resin base attached 
to a framework? 

11. A ladderlike minor connector is used to attach 
an acrylic resin base to frameworks. Should this 
minor connector be rigid or flexible? Why or 
why not? 

12. Is it important that a minor connector for an 
extension type of acrylic resin base be located on 
both the buccal and lingual sides of the residual 
ridge? Explain. 

13. Is an open ladder type of design for connecting 
an acrylic resin base to a major connector prefer- 
able to a closed meshwork design? Why? 

14. Give a rule of thumb for how far the minor con- 
nector attaching the resin base to the major 
connector should extend posteriorly. 

15. The minor connector for acrylic resin bases must 
be totally embedded in the acrylic resin base. 
What thickness of acrylic resin is necessary 
between the residual ridge and minor connector 
to allow adjustment of the base if it should 
become necessary? 


16. Nine requirements for an ideal denture base are 
given in this chapter. List six of them. 

17. Metal bases have distinct advantages over acrylic 
resin bases, such as thermal conductivity and 
accuracy and permanence of form. What are the 
other advantages? 

18. What are the indications and contraindications 
for metal bases? 

19. Can denture base contours for functional cheek 
and tongue contact best be accomplished with 
acrylic resin or metal? Why? 

20. Relining of extension bases becomes necessary 
to reestablish support of the base. Could this be a 
factor in selecting the material for a denture 
base? Explain. 

21. How can it be determined when a denture base 
requires relining? 

22. What is meant by the word stress-breaker in 
removable partial Prosthodontics? 

23. By what means can the action of the retaining 
elements of a stress-breaker be separated from 
movements of the extension base? 

24. Stress-breakers may be divided into two broad 
groups. Give two examples of each group. 
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DIFFERENCE IN PROSTHESIS SUPPORT 
AND THE INFLUENCE ON DESIGN 

Some of the biomechanical considerations of 
removable partial denture design were presented in 
Chapter 4. The strategy of selecting component 
parts for a partial denture to help control the move- 
ment of the prosthesis under functional load has 
been highlighted as a method to consider for logical 
partial denture design. The requirements for move- 
ment control are generally functions of whether the 
prosthesis will be tooth supported or tooth-tissue 
supported. 

For a tooth-supported prosthesis, the movement 
potential is less because teeth provide resistance to 
functional loading. Teeth do not vary widely in ability 
to provide this support; consequently, designs for 
prostheses are less variable. This is the case even 
though the amount of supporting bone, crown/root 
ratios, crown and root morphologies, and tooth num- 
ber and position in the arch relative to edentulous 
spaces are well established and may be variables for 


both tooth and tooth-tissue-supported removable 
partial dentures. For a tooth-tissue-supported pros- 
thesis, the residual ridge (remaining alveolar bone and 
overlying connective tissue covered with mucosa) 
presents a quite variable potential for support. Not 
only does the underlying alveolar bone demonstrate a 
highly variable form following extraction, it continues 
to change with time. As alveolar bone responds to the 
loss of teeth, the overlying connective tissue and 
mucosa undergo change that places the soft tissue 
at risk for pressure-induced inflammatory changes. 
This variable tissue support potential adds complexity 
to design considerations when dealing with tooth- 
tissue-supported prostheses. This is because unlike 
the efficient support provided byteeth, which results 
in limited prosthesis movement, the reaction of the 
ridge tissue to functional forces can be highly variable, 
leading to variable amounts of prosthesis movement. 
An understanding of the potential sources of func- 
tional force from the opposing arch, which can have 
an effect on the movement potential of a prosthesis, is 
helpful. 
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Figure 10-1 A, Kennedy Class I partially edentulous arch. Major support for denture bases 
must come from residual ridges, tooth support from occlusal rests being effective only at 
anterior portion of each base. B, Kennedy Class III, mod 1, partially edentulous arch, 
which provides total tooth support for prosthesis. Removable partial denture made for this 
arch is totally supported by rests on properly prepared occlusal rest seats on four abutment 
teeth. 


Factors related to the opposing arch tooth posi- 
tion, the existence and nature of prosthesis support 
in the opposing arch, and the potential for estab ish- 
ing a harmonious occlusion can greatly influence the 
partial denture design. Opposing tooth positions that 
apply forces outside the primary support of the pros- 
thesis can introduce leverage forces that act to dis- 
lodge the prosthesis. Such an effect is variable based 
on the nature of the opposing occlusion since the 
forces of occlusion differ between natural teeth, 
removable partial dentures, and complete dentures. 
In general, removable partial dentures opposing nat- 
ural teeth will require greater support and stabiliza- 
tion over time because of the greater functional load 
demands. Therefore occlusal relationships at maxi- 
mum intercuspation should be broadly dissipated to 
the supporting units. 

DIFFERENTIATION BETWEEN TWO 
MAIN TYPES OF REMOVABLE PARTIAL 
DENTURES 

Based on the previous discussion, it is clear that two 
distinctly different types of removable partial den- 
tures exist. Certain points of difference are present 
between the Kennedy Class I and Class II types of 
partial dentures on the one hand and the Class III 
type of partial denture on the other. The first consid- 
eration is the manner in which each is supported. 
The Class I type and the distal extension side of the 
Class II type derive their primary support from the 
tissue underlying the base and secondary support 
from the abutment teeth (Figures 10-1, A and 10-2). 
The Class III type derives all of its support from the 
abutment teeth (Figures 10-1, Band 10-2). 



Mucosa/ mucoperiosteum 

[2.0 + mm] 



v Periodontal membrane 
[0.25 ±0.1 mm] 

Figure 10-2 Distortion of tissues over edentulous ridge will 
be approximately 500 microm under 4 newtons of force, whereas 
abutmentteeth will demonstrateapproximately 20 micromof 
intrusion under the same load. 


Second, for reasons directly related to the manner 
of support, the method of impression registration 
and jaw record required for each type will vary. 

Third, the need for some kind of indirect retention 
exists in the distal extension type of partial denture, 
whereas in the tooth-supported, Class III type there 
is no extension base to lift away from the supporting 
tissue because of the action of sticky foods and 
movement of the tissue of the mouth against borders 
of the denture. This is because a direct retainer on an 
abutment tooth secures each end of each denture 
base. Therefore the tooth-supported partial denture 
does not rotate about a fulcrum as does the distal 
extension partial denture. 
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Fourth, the manner in which the distal extension 
type of partial denture is supported often necessi- 
tates the use of a base material that can be relined 
to compensate for tissue changes. Acrylic resin is 
general y used as a base material for distal exten- 
sion bases. The Class III partial denture, on the other 
hand, being entirely tooth supported, does not 
require relining except when it is advisable to elimi- 
nate an unhygienic, unesthetic, or uncomfortable 
condition resulting from loss of tissue contact. Metal 
bases therefore are more frequently used in tooth- 
supported restorations, since relining is not as likely 
to be necessary with them. 

Differences in Support 

The distal extension partial denture derives its major 
support from the residual ridge with its fibrous con- 
nective tissue covering. The length and contour of 
the residual ridge notably influence the amount of 
available support and stability (Figure 10-3). Some 
areas of this residual ridge are firm, with limited dis- 
placeability— whereas other areas are displaceable, 
depending on the thickness and structura character 
of the tissue overlying the residual alveolar bone. The 
movement of the base under function determines 
the occlusal efficiency of the partial denture and also 
the degree to which the abutment teeth are sub- 
jected to torque and tipping stresses. r y. 

Impression Registration 

An impression registration for the fabrication of 
a partial denture must fulfill the following two 
requirements: 

1. The anatomic form and the relationship of the 
remaining teeth in the dental arch and the sur- 
rounding soft tissue must be recorded accurately 
so that the denture will not exert pressure on 
those structures beyond their physiological lim- 
its. A type of impression material that can be 
removed from undercut areas without per- 
manent distortion must be used to fulfill this 
requirement. The elastic impression materials, 
such as irreversible hydrocolloid (alginate), mer- 
captan rubber base (Thiokol), silicone impres- 
sion materials (both condensation and addition 
reaction), and the polyethers are best suited for 
this purpose. 

2. The supporting form of the soft tissue underlying 
the distal extension base of the partial denture 
should be recorded so that firm areas are used as 
primary stress-bearing areas and readily dis- 
placeable tissues are not overloaded. Only in this 
way can maximum support be obtained for the 
partial denture base. An impression material 
capable of displacing tissue sufficiently to register 
the supporting form of the ridge will fulfill this 



2 mm tESSue 
displacement 


Figure 10-3 A, The longer the edentulous area covered by 
the denture base, the greater the potential lever action on the 
abutment teeth, if extension base area is 30 mm (ac) and 
[issue displacement is 2 mm <ab), the amount of movement 
ot l he proximal plate on the guiding plane will be approxi- 
mately 0.25 mm; \ct - Jab)- + (ac.) 2 ]; arc of the tangent 
ab/ad = xfed (2/30 = x/3.75 - 0.25 mm). R, Flat ridge 
will provide good support, poor stability. C, Sharp spiny 
ridge wifl provide poor support, poor to fair stability, 
D, Displaceable tissue on ridge will provide poor support 
and poor stability. 


second requirement. A fluid mouth-temperature 
wax or any of the readily flowing impression 
materials (rubber base, silicones, or polyethers in 
an individual, corrected tray) may be employed 
for registering the supporting form. Zinc oxide- 
eugenol paste can also be used when only the 
extension base area is involved in the impression 
(see Chapter 15). 

No single impression material can satisfactorily 
fulfill both of the previously mentioned require- 
ments. Recording the anatomic form of both teeth 
and supporting tissue will result in inadequate sup- 
port for the distal extension base. This is because the 
cast will not represent the optimum coordinating 
forms, which necessitates that the ridge be related to 
the teeth in a supportive form. This coordination of 
support maximizes the support capacity for the arch 
and minimizes movement of the partial denture 
under function. 
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Differences in Clasp Design 

A fifth point of difference between the two main 
types of removable partial dentures lies in their 
requirements for direct retention. 

The tooth-supported partial denture, being totally 
supported by abutment teeth, is retained and stabi- 
lized by a clasp at each end of each edentulous 
space. Because this type of prosthesis does not move 
under function, (other than within the physiologi- 
cal limitations of the tooth support units) the only 
requirement of such clasps is that they flex suffi- 
ciently during placement and removal of the denture 
to pass over the height of contour of the teeth in 
approaching or escaping from an undercut area. 
During its terminal position on the tooth, a retentive 
clasp should be passive and should not flex except 
when engaging the undercut area of the tooth to 
resist a vertical dislodging force. 

Cast retentive arms are generally used for this pur- 
pose. These may be either of the circumferential type, 
arising from the body of the clasp and approaching 
the undercut from an occlusal direction, or of the 
bar type, arising from the base of the denture and 
approaching the undercut area from a gingival direc- 
tion. Each of these two types of cast clasps has its 
advantages and disadvantages. 

In the combination tooth- and tissue-supported 
removable partial dentures, because of the antici- 
Dated functional movement of the distal extension 
Dase, the direct retainer adjacent to the distal exten- 
sion base must perform still another function in 
addition to that of resisting vertical displacement. 
Because of the lack of tooth support distally, the 
denture base will move tissueward under function 
proportionate to the quality (displaceability) of the 
supporting soft tissue, the accuracy of the denture 
base, and the total occlusal load applied. Because of 
this tissueward movement, those elements of a clasp 
that lie in an undercut area mesial to the fulcrum for 
a distal extension (as is often seen with a distal rest) 
must be able to flex sufficiently to dissipate stresses 
that otherwise would be transmitted directly to the 
abutment tooth as leverage. On the other hand, a 
clasp used in conjunction with a mesial rest may not 
transmit as much stress to the abutment tooth 
because of the reduction in leverage forces, which 
results from a change in the fulcrum position. This 
serves the purpose of reducing or "breaking" the 
stress, hence the term stress-breakers, and is a strat- 
egy often incorporated into the partial denture 
designs using various means. Some dentists strongly 
believe that a stress-breaker is the best means of 
preventing leverage from being transmitted to the 
abutment teeth. Others believe just as strongly that a 
wrought-wire or bar-type retentive arm more effec- 
tively accomplishes this purpose with greater sim- 
plicity and ease of application. A retentive clasp arm 


made of wrought wire can flex more readily in all 
directions than can the cast half-round clasp arm. 
Thereby, it may more effectively dissipate those 
stresses that would otherwise be transmitted to the 
abutment tooth. A discussion of the limitations of 
stress- breakers has been presented in Chapter 9. 

Only the retentive arm of the circumferential 
clasp, however, should be made of wrought metal. 
Reciprocation and stabilization against lateral and 
torquing movement must be obtained through the 
use of the rigid cast elements, which make up the 
remainder of the clasp. This is called a combination 
clasp, because it is a combination of both cast and 
wrought materials incorporated into one direct 
retainer. It is frequently used on the terminal abut- 
ment for the distal extension partial denture and is 
indicated where a mesiobuccal but no distobuccal 
undercut exists or where a gross tissue undercut, 
cervical and buccal to the abutment tooth, exists. 
It must always be remembered that the factors 
of length and material contribute to the flexibility 
of clasp arms. From a materials physical property 
standpoint, a short wrought-wire arm may be a 
destructive element because of its reduced ability to 
flex compared with a longer wrought-wire arm. How- 
ever, in addition to its greater flexibility compared 
with the cast circumferential clasp, the combination 
clasp has further advantages of adjustability, mini- 
mum tooth contact, and better esthetics, which jus- 
tify its occasional use in tooth-supported designs. 

The amount of stress transferred to the supporting 
edentulous ridge(s) and the abutment teeth will 
depend on: (1) the direction and magnitude of the 
force; (2) the length of the denture base lever arm(s); 

(3) the quality of resistance (support from the eden- 
tulous ridges and remaining natural teeth); and 

(4) the design characteristics of the partial denture. 
As stated in Chapter 7, the location of the rest, the 
design of the minor connector as it relates to its cor- 
responding guiding plane, and the location of the 
retentive arm are al factors that influence how a 
clasp system functions. The greater the surface area 
contact of each minor connector to its correspon- 
ding guiding plane, the more horizontal the distribu- 
tion of force (Figure 10-4). 


i 


ESSENTIALS OF PARTIAL DENTURE 
DESIGN 


Design of the partial denture framework should be 
systematically developed and outlined on an accu- 
rate diagnostic cast based on the following pros- 
thesis concepts: where the prosthesis is supported, 
how the support is connected, how the prosthesis is 
retained, how the retention and support are con- 
nected, and how the edentulous base support is 
connected. 
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Figure 10-4 1, Maximum contact of proximal plate minor connector with guiding plane 
produces more horizontal distribution of stress to the abutment teeth. 2, Minimum contact 
or disengagement of minor connector with guiding plane allows rotation around fulcrum 
located on mesio-occlusal rest, producing more vertical distribution of stress to ridge area. 
3, Minor connector contact with guiding plane from marginal ridge to junction of middle 
and gingival thirds of abutment tooth distributes load vertically to ridge and horizontally to 
abutment tooth. F is the location of the fulcrum of movement for the distal extension base. 


To develop the design, it is first necessary to deter- 
mine how the partial denture is to be supported. In 
an entirely tooth-supported partial denture, the most 
ideal location for the support units [rests] is on pre- 
pared rest seats on the occlusal, cingulum, or incisal 
surface of the abutment adjacent to each edentulous 
space (see Figure 10-1, B). The type of rest and 
amount of support required must be based on inter- 
pretation of the diagnostic data collected from the 
patient. In evaluating the potential support an abut- 
ment tooth can provide, consideration should be 
given to: (1) periodontal health; (2) crown and root 
morphologies; (3) crown-to-root ratio; (4) bone index 
area (how the tooth has responded to previous 
stress); (5) location of the tooth in the arch; (6) rela- 
tionship of the tooth to other support units (length of 
edentulous span); and (7) the opposing dentition. 
(For more in-depth understanding of these consider- 
ations, review Chapters 6 and 12. ) 

In a tooth- and tissue-supported partial denture, 
attention to these same considerations must be 
given to the abutment teeth. However, equitable sup- 
port must come from the edentulous ridge areas. 
In evaluating the potential support available from 
the edentulous ridge areas, consideration must be 
given to: (1) the quality of the residual ridge, which 


includes contour, quality of the supporting bone 
(how the bone has responded to previous stress), and 
quality of the supporting mucosa; (2) the extent to 
which the residua ridge will be covered by the den- 
ture base; (3) the type and accuracy of the impres- 
sion registration; (4) the accuracy of the denture 
base; (5) the design characteristics of the component 
parts of the partial denture framework; and (6) the 
anticipated occlusal load. Afull explanation of tissue 
support for extension base partial dentures is found 
in Chapter 16. 

Denture base areas adjacent to abutment teeth are 
primarily tooth supported. As you proceed away 
from the abutment teeth, they become more tissue 
supported. Therefore it is necessary to incorporate 
characteristics in the partial denture design that will 
distribute the functional load equitably between the 
abutment teeth and the supporting tissue of the 
edentulous ridge. Locating tooth support units (rests) 
on the principal abutment teeth and designing the 
minor connectors, which are adjacent to the eden- 
tulous areas, to contact the guiding planes in such a 
manner that they disperse the functional load equi- 
tably between the available tooth and tissue support- 
ing units will provide designs with controlled 
distribution of support (see Figure 10-4). 
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The second step in systematically developing the 
design for any removable partial denture is to con- 
nect the tooth and tissue support units. Designing 
and locating major and minor connectors in compli- 
ance with the basic principles and concepts pre- 
sented in Chapter 5 facilitate this connection. Major 
connectors must be rigid so that forces applied to 
any portion of the denture can be effectively distrib- 
uted to the supporting structures. M inor connectors 
arising from the major connector make it possible to 
transfer functional stress to each abutment tooth 
through its connection to the corresponding rest and 
also to transfer the effect of the retainers, rests, and 
stabilizing components to the remainder of the den- 
ture and throughout the dental arch. 

The third step is to determine how the removable 
partial denture is to be retained. The retention must 
be sufficient to resist reasonable dislodging forces. As 
stated in Chapter 7, retention is accomplished by 
mechanical retaining elements (clasps) being placed 
on the abutment teeth and by the intimate relation- 
ship of the denture bases and major connectors 
(maxillary) with the underlying tissue. The key to 
selecting a successful clasp design for any given situa- 
tion is to choose one that will: (1) avoid direct trans- 
mission of tipping or torquing forces to the abutment; 
(2) accommodate the basic principles of clasp design 
by definitive location of component parts correctly 
positioned on abutment tooth surfaces; (3) provide 
retention against reasonable dislodging forces (with 
consideration for indirect retention); and (4) be com- 
patible with undercut location, tissue contour, and 
esthetic desires of the patient. Location of the under- 
cut is the most important single factor in selecting a 
clasp. Recontouring or restoring the abutment tooth 
to accommodate a clasp design better suited to sat- 
isfy the criteria for clasp selection, however, can mod- 
ify undercut location. 

The relative importance of retention is highlighted 
by the results from a clinical trial investigating pros- 
thesis designs (K. Kapur). A 5-year, randomized clin- 
ical trial of two basic removable partial denture 
designs— one with rest, proximal plate, and l-bar 
(RPI) design and one with circumferential clasp 
design — demonstrated no discernible changes in 
nine periodontal health components of the abut- 
ment teeth with either of the two designs after 60 
months. The overall results indicated that the two 
designs did not differ in terms of success rates, main- 
tenance, or effects on abutment teeth. Therefore a 
well-constructed removable partial denture that is 
supported by favorable abutments and good residual 
ridges that are both properly prepared and main- 
tained in a patient who exhibits good oral hygiene 
offers the best opportunity for satisfactory treatment. 

The fourth step is to connect the retention units 
to the support units. If direct and indirect retainers 


are to function as designed, each must be rigidly 
attached to the major connector. The criteria for 
selection, location, and design are the same as those 
indicated for connecting the tooth and tissue sup- 
port units. 

The fifth and last step in this systematic approach 
to design is to outline and join the edentulous area to 
the already established design components. Strict 
attention to detail of the design characteristics out- 
lined in Chapter 9 is necessary to ensure rigidity of 
the base material without interfering with tooth 
placement. 

■ COMPONENTS OF PARTIAL 
I DENTURE DESIGN 

All partial dentures have two things in common: 

(1) they must be supported by oral structures and 

(2) they must be retained against reasonable dislodg- 
ing forces. 

In the Kennedy Class III partial denture, three 
components are necessary: support provided by 
rests, the connectors (stabilizing components), and 
the retainers. 

The partial denture that does not have the advan- 
tage of tooth support at each end of each edentulous 
space still must be supported. But in this situation, 
the support comes from both the teeth and the 
underlying ridge tissue rather than from the teeth 
alone. This is a composite support, and the prosthe- 
sis must be fabricated so that the resilient support 
provided by the edentulous ridge is coordinated 
with the more stable support offered by the abut- 
ment teeth. The essentials— support, connectors, 
and retainers— must be more carefully designed 
and executed because of the movement of tissue- 
supported denture base areas. In addition, provision 
must be made for three other factors as follows: 

1. The best possible support must be obtained from 
the resilient tissue that covers the edentulous 
ridges. This is accomplished by the impression 
technique more than by the partial denture design, 
although the area covered by the partial denture 
base is a contributing factor in such support. 

2. The method of direct retention must take into 
account the inevitable tissueward movement of 
the distal extension base(s) under the stresses of 
mastication and occlusion. Direct retainers must 
be designed so that occlusal loading will result in 
the direct transmission of this load to the long axis 
of the abutment teeth instead of as leverage. 

3. The partial denture, with one or more distal 
extension denture bases, must be designed to 
minimize movement of the extension base away 
from the tissue. This is often referred to as indi- 
rect retention and is best described in relation to 
an axis of rotation through the rest areas of the 
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principal abutments (see Chapter 8). However, 
retention from the removable partial denture 
base itself frequently can be made to help pre- 
vent this movement and, in such instances may 
be discussed as direct-indirect retention. 

Tooth Support 

The support of the removable partial denture by the 
abutment teeth is dependent on the alveolar support 
of those teeth, the crown and root morphology, the 
rigidity of the partial denture framework, and the 
design of the occlusal rests. Through clinical and 
roentgenographic interpretation, the dentist may 
evaluate the abutment teeth and decide whether they 
will provide adequate support. In some instances the 
splinting of two or more teeth is advisable, either by 
fixed partial dentures or by soldering two or more 
individual restorations together. In other instances a 
tooth may be deemed too weak to be used as an 
abutment, and extraction is indicated in favor of 
obtaining better support from an adjacent tooth. 

Having decided on the abutments, the dentist is 
responsible for the preparation and restoration of the 
abutment teeth to accommodate the most ideal 
design of the partial denture. This includes the form 
of the occlusal rest seats. These modifications may 
be prepared either in sound tooth enamel or in 
restorative materials that will withstand the func- 
tional stress and wear of the component parts of the 
removable partial denture. The technician cannot be 
blamed for inadequate abutment tooth preparation, 
such as occlusal rest support. On the other hand, the 
technician is solely to blame if he or she extends the 
casting beyond, or fails to include, the total prepared 
areas. If the dentist has sufficiently reduced the mar- 
ginal ridge area of the rest seat to prevent interfer- 
ence from opposing teeth, and if a definite occlusal 
rest seat is faithfully recorded in the master cast and 
delineated in the penciled design, then no excuse 
can be made for poor occlusal rest form on the par- 
tial denture. 

Ridge Support 

Support for the tooth-supported removable partial 
denture or the tooth-supported modification space 
comes entirely from the abutment teeth by means of 
rests. Support for the distal extension denture base 
comes primarily from the overlying soft tissue and 
the residual alveolar bone of the distal extension 
base area. In the latter, rest support is effective only 
at the abutment end of the denture base. 

The effectiveness of tissue support depends on six 
factors: (1) the quality of the residual ridge; (2) the 
extent to which the residual ridge will be covered by 
the denture base; (3) the accuracy and type of 
impression registration; (4) the accuracy of the den- 
ture bases; (5) the design characteristics of the com- 


ponent parts of the partial denture framework; and 
(6) the occlusal load applied. 

The quality of the residual ridge cannot be influ- 
enced, except to improve it by tissue conditioning, 
or to modify it by surgical intervention. Such modifi- 
cations are almost always needed but are not fre- 
quently done. 

The accuracy of the impression technique is 
entirely in the hands of the dentist. M aximum tissue 
coverage for support that encompasses the primary 
stress-bearing areas should be the primary objectives 
in any partial denture impression technique. The 
manner in which this is accomplished should be 
based on a biological comprehension of what hap- 
pens beneath a distal extension denture base when 
an occlusal load is applied. 

The accuracy of the denture base is influenced by 
the choice of materials and by the exactness of the 
processing techniques. Inaccurate and warped den- 
ture bases adversely influence the support of the par- 
tial denture. Materials and techniques that will 
ensure the greatest dimensional stability should be 
selected. 

The total occlusal load applied to the residual 
ridge may be influenced by reducing the area of 
occlusal contact. This is done by the use of fewer, 
narrower, and more effectively shaped artificial teeth 
fiigure 10-5). 

The distal extension removable partial denture is 
unique in that its support is derived from abutment 
teeth, which are comparatively unyielding, and from 
soft tissue overlying bone, which may be compara- 
tively yielding under occlusal forces. Resilient tis- 
sues, which are distorted or displaced by occlusal 
load, are unable to provide support for the denture 
base comparable with that offered by the abutment 
teeth. This problem of support is further compli- 
cated by the fact that the patient may have natural 
teeth remaining that can exert far greater occlusal 
force on the supporting tissue than would result if 
the patient were completely edentulous. This is 
clearly evident from the damage often occurring to 
an edentulous ridge when it is opposed by a few 
remaining anterior teeth in the opposing arch and 
especially when the opposing occlusion of anterior 
teeth has been arranged so that contact exists in 
both centric and eccentric positions. 

Ridge tissues recorded in their resting or nonfunc- 
tioning form are incapable of providing the compos- 
ite support needed for a denture that derives its 
support from both hard and soft tissue. Three factors 
must be considered in the acceptance of an impres- 
sion technique for distal extension removable partial 
dentures: (1) the material should record the tissue 
covering the primary stress-bearing areas in their 
supporting form; (2) tissues within the basal seat 
area, other than primary stress-bearing areas, must 
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Figure 10-5 A, Total occlusal load applied may be reduced by using comparatively 
smaller posterior teeth represented by right-hand illustration. B, Less muscular force 
will be required to penetrate food bolus with reduced occlusal table, thereby reducing 
forces to supporting oral structures. 


be recorded in their anatomic form; and (3) the total 
area covered by the impression should be sufficient 
to distribute the load over as large an area as can be 
tolerated by the border tissue. This is an application 
of the principle of the snowshoe. 

Anyone who has had the opportunity to compare 
two master casts for the same partially edentulous 
arch— one cast having the distal extension area 
recorded in its anatomic or resting form and the 
other cast having the distal extension area recorded 
in its functional form— has been impressed by the 
differences in the topography (Figure 10-6). A den- 
ture base processed to the functional form is gener- 
ally less irregular and has greater area coverage than 
does a denture base processed to the anatomic 
or resting form. Moreover, and of far greater signifi- 
cance, a denture base made to anatomic form 
exhibits less stability under rotating and/or torquing 
forces than does a denture base processed to func- 
tional form and thus fails to maintain its occlusal 
relation with the opposing teeth. By having the 
patient close onto strips of soft wax, it is evident that 
occlusion is maintained at a point of equilibrium 
over a longer period of time when the denture base 
has been made to the functional form. In contrast, 
evidence exists that there has been a rapid "settling" 
of the denture base when it has been made to the 


anatomic form, with an early return of the occlusion 
to natural tooth contact only. Such a denture not 
only fails to distribute the occlusal load equitably but 
also allows rotational movement, which is damaging 
to the abutment teeth and their investing structures. 

Major and Minor Connectors 

Major connectors are the units of a partial denture 
that connect the parts of the prosthesis located on 
one side of the arch with those on the opposite side. 
Minor connectors arise from the major connector 
and join it with other parts of the denture. Thus they 
serve to connect the tooth and tissue support units 
together. A major connector should be properly 
located in relation to gingival and moving tissues and 
should be designed to be rigid. Rigidity in a major 
connector is necessary to provide proper distribution 
of forcesto and from the supporting components. 

A lingual bar connector should be tapered superi- 
orly with a half-pear shape in cross section and 
should be relieved sufficiently, but not excessively, 
over the underlying tissue when such relief is indi- 
cated. The addition of a continuous bar retainer or a 
lingual apron does not alter the basic design of the 
lingual bar. These are added solely for support, stabi- 
lization, rigidity, and protection of the anterior teeth 
and are neither connectors nor indirect retainers. 
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Figure 10-6 A, Cast of mandibular partially edentulous arch representing anatomic form of 
right residual ridge. Impression was made in stock tray using irreversible hydrocolloid. 
B, Impression recording the functional or supporting form of right residual ridge was made 
in individualized impression tray, permitting placement of tissues and definitive border 
molding. 


The finished inferior border of either a lingual bar or 
a linguoplate should be gently rounded to prevent 
irritation to subjacent tissue when the restoration 
moves even slightly in function. 

The use of a linguoplate is indicated when the 
lower anterior teeth are weakened by periodontal 
disease. It is also indicated in Kennedy Class I par- 
tially edentulous arches when the need for additional 
resistance to horizontal rotation of the denture is 
required because of excessively resorbed residual 
ridges. Still another indication is in those situations 
in which the floor of the mouth so closely approxi- 
mates the lingual gingiva of anterior teeth that an 
adequately inflexible lingual bar cannot be posi- 
tioned without impinging on the gingival tissue. 

Experience with the linguoplate has shown that 
with good oral hygiene the underlying tissue remains 
healthy, and there are no harmful effects to the tissue 
from the metallic coverage per se. However, adequate 
relief must be provided whenever a metal compo- 
nent crosses the gingival margins and the adjacent 
gingivae. Excessive relief should be avoided because 
tissue tends to fill a void, resulting in the overgrowth 
of abnormal tissue. The amount of relief used there- 
fore should be only the minimum necessary to pre- 
vent gingival impingement. 

It does not seem that there are many advantages 
to be found in the use of the continuous bar retainer 
versus the linguoplate. In rare instances when a lin- 
guoplate would be visible through multiple inter- 
proximal embrasures, the continuous bar retainer 
may be preferable for esthetic reasons only. In other 
instances when a single diastema exists, a linguo- 
plate may be cut out in this area to avoid the display 
of metal without sacrificing its use. 


Rigidity of a palatal major connector is just as 
important and its location and design just as critical 
as for a lingual bar. A U-shaped palatal connector is 
rarely justified except to avoid an inoperable palatal 
torus that extends to the junction of the hard and 
soft palates. Neither can the routine use of a narrow, 
singe palatal bar be justified. The combination 
anterior-posterior palatal strap-type major con- 
nector is mechanically and biologically sound if 
it does not impinge on tissue. The broad, anatomic 
Dalatal major connector is frequently preferred 
Decause of its rigidity, better acceptance by the 
patient, and greater stability without tissue damage. 
In addition, this type of connector may provide 
direct-indirect retention that may sometimes, but 
rarely, eliminate the need for separate indirect 
retainers. 

Direct Retainers for Tooth-supported 
Partial Dentures 

Retainers for tooth-supported partial dentures have 
only two functions: to retain the prosthesis against 
reasonable dislodging forces without damage to the 
abutment teeth and to aid in resisting any tendency 
of the denture to be displaced in a horizontal plane. 
The prosthesis cannot move tissueward because 
the rest supports the retentive components of the 
clasp assembly. There should be no movement away 
from the tissue and therefore no rotation about a ful- 
crum because a direct retainer secures the retentive 
component. 

Any type of direct retainer is acceptable as long 
as the abutment tooth is not jeopardized by its 
presence. Intracoronal (frictional) retainers are ideal 
for tooth-supported restorations and offer esthetic 
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advantages that are not possible with extracorona 
(clasp) retainers. Nevertheless, the circumferentia 
and bar-type clasp retainers are mechanically effec- 
tive and are more economically constructed than are 
intracoronal retainers. Therefore they are used more 
universally. 

Vulnerable areas on the abutment teeth must 
be protected by restorations with either type of 
retainer. The clasp retainer must not impinge on 
gingival tissue. The clasp must not exert excessive 
torque on the abutment tooth during placement and 
removal. It must be located the least distance into 
the tooth undercut for adequate retention, and it 
must be designed with a minimum of bulk and tooth 
contact. 

The bar clasp arm should be used only when the 
area for retention lies close to the gingival margin 
of the tooth and little tissue blockout is necessary. If 
the clasp must be placed high, if the vestibule is 
extreme y shallow, or if an objectionable space will 
exist beneath the bar clasp arm because of blockout 
of tissue undercuts, the bar clasp arm should not be 
used. In the event of an excessive tissue undercut, 
consideration should be given to recontouring the 
abutment and using some type of circumferentia 
direct retainer. 


Direct Retainers for Distal Extension 
Partial Dentures 

Retainers for distal extension partial dentures, 
although retaining the prosthesis, must also be able 
to flex or disengage when the denture base moves tis- 
sueward under function. Thus the retainer may act as 
a stress-breaker. Mechanical stress-breakers accom- 
Dlish the same thing, but they do so at the expense of 
Horizontal stabilization. When some kind of mechan- 
ical stress-breaker is used, the denture flange must be 
able to prevent horizontal movement. Clasp designs 
that allow for flexing of the retentive clasp arm may 
accomplish the same purpose as mechanical stress- 
breakers without sacrificing horizontal stabilization 
and with less complicated techniques. 

In evaluating the ability of a clasp arm to act as a 
stress-breaker, one must realize that flexing in one 
plane is not enough. The clasp arm must be freely 
flexible in any direction, as dictated by the stresses 
applied. Bulky, half-round clasp arms cannot do this, 
and neither can a bar clasp engaging an undercut 
on the side of the tooth away from the denture 
base. Round, tapered clasp forms offer advantages of 
greater and more universal flexibility, less tooth con- 
tact, and better esthetics. Either the combination cir- 
cumferential clasp, with its tapered wrought-wire 
retentive arm, or the carefully located and properly 
designed circumferential or bar clasp can be consid- 
ered for use on all abutment teeth adjacent to the 
extension denture bases if the abutment teeth are 


properly prepared, the tissue support is effectively 
achieved, and if the patient exercises good oral 
hygiene. 


Stabilizing Components 

Stabilizing components of the removable partial 
denture framework are those rigid components that 
assist in stabilizing the denture against horizontal 
movement. The purpose of all stabilizing compo- 
nents should be to distribute stresses equally to all 
supporting teeth without overworking any one tooth. 
The minor connectors that join the rests and the 
clasp assemblies to the major connector serve as sta- 
bilizing components. 

All minor connectors that contact vertical tooth 
surfaces (and all reciprocal clasp arms) act as stabi- 
lizing components. It is necessary that minor con- 
nectors have sufficient bulk to be rigid and yet 
present as little bulk to the tongue as possible. This 
means they should be confined to interdental embra- 
sures whenever possible. When minor connectors 
are located on vertical tooth surfaces, it is best that 
these surfaces be parallel to the path of placement. 
When cast restorations are used, these wax-pattern 
surfaces should be made parallel on the surveyor 
before casting. 

A modification of minor connector design has 
been proposed that places the minor connector in 
the center of the lingual surface of the abutment 
tooth. Proponents of this design claim that it reduces 
the amount of gingival tissue coverage and provides 
enhanced bracing and guidance during placement. 
Disadvantages may include increased encroachment 
on the tongue space, more obvious borders, and 
potentially greater space between the connector and 
the abutment tooth. This proposed variation, how- 
ever, when combined with thoughtful design princi- 
Dles, may provide some benefit to the periodontal 
Health of the abutment teeth and may be acceptable 
to some patients. 

Reciprocal clasp arms also must be rigid, and they 
must be placed occlusally to the height of contour of 
the abutment teeth, where they will be nonretentive. 
By their rigidity, these clasp arms reciprocate the 
opposing retentive clasp, and they also prevent hori- 
zontal movement of the prosthesis under functional 
stresses. For a reciprocal clasp arm to be placed favor- 
ably, some reduction of the tooth surfaces involved 
is frequently necessary to increase the supra- 
bulgearea. 

When crown restorations are used, a lingual recip- 
rocal clasp arm maybe inset into the tooth contour 
by providing a ledge on the crown on which the clasp 
arm may rest. This permits the use of a wider clasp 
arm and restores a more nearly normal tooth con- 
tour, at the same time maintaining its strength and 
rigidity (see Chapter 14). 
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Guiding Plane 

The term guiding plane is defined as two or more par- 
allel, vertical surfaces of abutment teeth, so shaped to 
direct a prosthesis during placement and removal. 
After the most favorable path of placement has been 
ascertained, axial surfaces of abutment teeth are pre- 
Dared parallel to the path of placement and therefore 
Decome parallel to each other. Guiding planes may be 
contacted by various components of the partial den- 
ture—the body of an extracoronal direct retainer, the 
stabilizing arm of a direct retainer, the minor connec- 
tor portion of an indirect retainer— or by a minor 
connector specifically designed to contact the guid- 
ing plane surface. 

The functions of guiding plane surfaces are as fol- 
lows: (1) to provide for one path of placement and 
removal of the restoration (to eliminate detrimental 
strain to abutment teeth and framework compo- 
nents during placement and removal); (2) to ensure 
the intended actions of reciprocal, stabilizing, and 
retentive components (to provide retention against 
dislodgment of the restoration when the dislodging 
force is directed other than parallel to the path of 
removal and also to provide stabilization against hor- 
izontal rotation of the denture); and (3) to eliminate 
gross food traps between abutment teeth and com- 
ponents of the denture. 


Guiding plane surfaces need to be created so that 
they are as nearly parallel to the long axes of abut- 
ment teeth as possible. Establishing guiding planes 
on several abutment teeth (preferably more than two 
teeth), which are located at widely separated posi- 
tions in the dental arch, provides for a more effective 
use of these surfaces. The effectiveness of guiding 
plane surfaces is enhanced if these surfaces are pre- 
pared on more than one common axial surface of the 
abutment teeth (Figure 10-7). 

As a rule, proximal guiding plane surfaces should 
be about one half the width of the distance between 
the tips of adjacent buccal and lingual cusps or 
about one third of the buccal lingual width of the 
tooth. They should extend vertically about two thirds 
of the length of the enamel crown portion of the 
tooth from the marginal ridge cervically. In preparing 
guiding plane surfaces, care must be exercised to 
avoid creating buccal or lingual line angles (Figure 
10-8). Assuming that the stabilizing or retentive arm 
of a direct retainer may originate in the guiding 
plane region, a line angle preparation would weaken 
either or both components of the clasp assembly. 

A guiding plane should be located on the abut- 
ment surface adjacent to an edentulous area. How- 
ever, excess torquing is inevitable if the guiding 
planes are used squarely facing each other on a lone 



Figure 10-7 A, Prospective guiding plane surfaces are indicated by lines located on 
respective surfaces of abutment teeth of this mandibular arch. These surfaces, when used, 
can be made vertically parallel to path of placement. However, by including guiding 
plane surfaces, which are not in the same parallel plane horizontally but are divergent, 
cross-arch resistance to horizontal rotation of denture is enhanced. B, Similar guiding 
plane locations as seen in mandibular arch can be used for maxillary arch. In this Class II 
Mod 1 partially edentulous arch both proximal and palatal surfaces can be used to maxi- 
mize stability. 
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standing abutment adjacent to an extension area 
(Figure 10-9). 

Indirect Retainers 

An indirect retainer must be placed as far anterior 
from the fulcrum line as adequate tooth support per- 





B 

Figure 10-8 A, Guiding plane surface should be like area on 
cylindric object. It should be continuous surface unbounded 
by even, rounded line angles. B, Minor connector contacting 
guiding plane surface has same curvature as does that sur- 
face. From occlusal view it tapers buccally from thicker lin- 
gual portion, thus permitting closer contact of abutment tooth 
and prosthetically supplied tooth. Viewed from buccal aspect, 
minor connector contacts enamel of tooth on its proximal 
surface about two-thirds its length. 


mits if it is to function with the direct retainer to 
restrict movement of a distal extension base away 
from the basal seat tissue. It must be placed on a rest 
seat prepared on an abutment tooth that is capable 
of withstanding the forces placed on it. An indirect 
retainer cannot function effectively on an inclined 
tooth surface, nor can a single weak incisor tooth be 
used for this purpose. Either a canine or premolar 
tooth should be used for the support of an indirect 
retainer, and the rest seat must be prepared with as 
much care as is given any other rest seat. An incisal 
rest or a lingual rest may be used on an anterior 
tooth, provided a definite seat can be obtained either 
in sound enamel or on a suitable restoration. 

A second purpose that indirect retainers serve in 
partial denture design is that of support for major 
connectors. A long lingual bar or an anterior palatal 
major connector is thereby prevented from settling 
into the tissue. Even in the absence of a need for 
indirect retention, provision for such auxiliary sup- 
port is sometimes indicated. 

Contrary to common use, a cingulum bar or a lin- 
guoplate does not in itself act as an indirect retainer. 
Because these are located on inclined tooth surfaces, 
they serve more as an orthodontic appliance than as 
support for the partial denture. When a linguoplate 
or a cingulum bar is used, terminal rests should 
always be provided at either end to stabilize the den- 
ture and to prevent orthodontic movement of the 
teeth contacted. Such terminal rests may function as 
the indirect retainers, but these would function 
equally well in that capacity without the continuous 
bar retainer or linguop ate. 



Figure 10-9 Guiding planes squarely facing each other 
should not be prepared on lone standing abutment. Minor 
connectors of framework (gray areas) would place undue 
strain on abutment when denture rotated vertically either 
superiorly or inferiorly. 
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EXAMPLES OF SYSTEMATIC APPROACH 
TO DESIGN 


Class III Removable Partial Denture 


The Kennedy Class III removable partial denture 
(Figures 10-10 and 10-11), entirely tooth supported, 
may be made to fit the prepared surfaces of the 
anatomic form of the teeth and surrounding struc- 
tures. It does not require an impression of the func- 
tional form of the ridge tissue, nor does it require 
indirect retention. Cast clasps of either the circum- 
ferential, the bar type, or the combination clasp may 
be used depending on how one can modify the sur- 
faces of the abutment teeth (guiding planes, rests, 
and contours for proper location of clasp arms). 
Unless a need for later relining is anticipated— as in 
the situation of recently extracted teeth— the denture 
base may be made of metal, which has several 
advantages. The Class III partial denture can fre- 
quently be used as a valuable aid to periodontal 
treatment because of its stabilizing influence on the 
remaining teeth. 
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Kennedy Class I, Bilateral, Distal Extension 
Removable Partial Dentures 

The Class I, bilateral, distal extension partial denture 
is as different from the Class 1 1 1 type as any two den- 
tal restorations could be (see Figure 10-1). Because it 
derives its principal support from the tissue underly- 
ing its base, a Class I partial denture made to 
anatomic ridge form cannot provide uniform and 
adequate support. Yet, unfortunately, many Class I 
mandibular removable partial dentures are made 



10-10 Removable partial denture in maxillary Class III, 
Mod 1 arch. Design consists of single palatal connecting a 
single tooth space to a 2-tooth space. The impression for such 
modification spaces does not require tissues to be captured in 
a supportive form. A palatal strap major connector is less 
bulky and for most patients would be more comfortable than 
a thicker bar design. 


from a single irreversible hydrocolloid impression. In 
such situations, both the abutment teeth and the 
residual ridges suffer because the occlusal load 
Dlaced on the remaining teeth is increased by the 
ack of adequate posterior support. 

Many dentists, recognizing the need for some 
type of impression registration that will record the 
supporting form of the residual ridge, attempt to 
record this form with a metallic oxide, rubber base, 
or one of the silicone impression materials. Such 
materials actually only record the anatomic form 
of the ridge, except when special design of the 
impression trays permits recording the primary 
stress-bearing areas under a simulated load. Others 
prefer to place a base, which is made to fit the 
anatomic form of the ridge, under some pressure at 
the time that it is in contact with the remaining 
teeth, thus obtaining functional support. Still others 
who believe that a properly compounded mouth- 
temperature wax will displace only tissue that is 
incapable of providing support to the denture base 
use a wax secondary impression to record the sup- 
porting, or functional, form of the edentulous ridge. 
Any impression record will be influenced by the 
consistency of the impression material and the 
amount of hydraulic pressure exerted by its confine- 
ment within the impression tray. 

Kennedy Class II Removable Partial Dentures 

The Kennedy Class II partial denture (Figures 10-12 
and 10-13) actually may be a combination of both 
tissue-supported and tooth-supported restorations. 
The dista extension base must have adequate tissue 
support, whereas tooth-supported bases elsewhere 
in the arch may be made to fit the anatomic form 
of the underlying ridge. Indirect retention must be 



Figure 10-11 Modification space for a maxillary Class III arch 
in which both l-bar and circumferential clasp retainers are 
used. This modification space only requires an anatomic form 
impression technique. 


Figure 10-12 Mandibular Class ft removable partial denture 
with distal extension base. Surveyed crowns were used for 
all three abutments. Because of tissue undercut cervical to 
buccal surface of left right premolar and lack of distobuccal 
undercut, wrought-wire (tapered) retainer arm was used. 
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ADDITIONAL CONSIDERATIONS 
NFLUENCING DESIGN 


Figure 10-13 Mandibular Class II, mod I, partially 
edentulous arch. Note that bar-type retentive arms are used 
on both premolar abutments, engaging distobuccal undercuts 
at their terminal ends. Lever-like forces may not be as readily 
imparted to right premolar, as opposed to cast circumferential 
direct retainer engaging mesiobuccal undercut. 


provided for; however, occasionally the anterior 
abutment on the tooth-supported side will satisfy 
this requirement. If additional indirect retention is 
needed, provisions must be made for it. 

Cast clasps are generally used on the tooth- 
supported side. However, a clasp design using 
wrought wire may reduce the application of torque 
on the abutment tooth adjacent to the distal exten- 
sion and should be considered (see Figure 10-15). 
The use of a cast circumferential clasp engaging a 
mesiobuccal undercut on the anterior abutment of 
the tooth-supported modification space may result 
in a Class I leverlike action if the abutment teeth 
have not been properly prepared and/or if the tissue 
support from the extension base area is not ade- 
quate. It seems rational under these circumstances 
to use a bar-type retainer engaging a distobuccal 
undercut (see Figure 10-16). Should the bar-type 
retainer be contraindicated because of a severe tis- 
sue undercut or the existence of only a mesiobuccal 
undercut on the anterior abutment, then a combina- 
tion direct retainer with the retentive arm made of 
tapered wrought wire should be used. A thorough 
understanding of the advantages and disadvantages 
of various clasp designs is necessary to determine 
the type of direct retainer that is to be used for each 
abutment tooth. 

The steps in the fabrication of the Class II partia 
denture cosely follow those of the Class I partia 
denture, except that the distal extension base is usu- 
ally made of an acrylic resin material, whereas the 
base for any tooth-supported area is frequently made 
of metal. This is permissible because the residual 
ridge beneath tooth-supported bases is not called on 
to provide support for the denture, and later rebasing 
is not as likely to be necessary. 


I 


Every effort should be made to gain the greatest 
support possible for removable prostheses by use 
of abutments bounding edentulous spaces. This 
will not only relieve the residual ridges of some of 
their obligation for support but also may allow the 
design of the framework to be greatly simplified. 
To this end, use of splint bars, interna clip attach- 
ments, overlay abutments, overlay attachments, a 
component partial, and implants should be con- 
sidered. 

Use of a Splint Bar for Denture Support 

In the Chapter 14 discussion of missing anterior 
teeth, mention is made that missing anterior teeth 
are best replaced with a fixed partial denture. The 
following is quoted from that chapter: "From a 
biomechanical standpoint,... a removable partial 
denture should replace only the missing posterior 
teeth after the remainder of the arch has been 
made intact by fixed restorations. " 

Occasionally a situation is found in which it is 
necessary that several missing anterior teeth be 
replaced with the removable partial denture rather 
than by fixed restorations. This may be because of 
the length of the edentulous span, the loss of a 
large amount of the residual ridge by resorption, 
accident, surgery, or the result of a situation in 
which too much vertical space prevents the use of 
a fixed partial denture or in which esthetic 
requirements can better be met through the use of 
teeth added to the denture framework. In such 
instances it is necessary to provide the best possi- 
ble support for the replaced anterior teeth. Ordi- 
narily, this is done through the placement of 
occlusal or lingual rests, or both, on the adjacent 
natural teeth, but when the edentulous span is too 
large to ensure adequate support from the adja- 
cent teeth, other methods must be used. This is 
included here only because it influences the 
design of the major connector that must be used. 

An anterior splint bar may be attached to the 
adjacent abutment teeth in such a manner that 
fixed splinting of the abutment teeth results, with 
a smooth, contoured bar resting lightly on the gin- 
gival tissue to support the removable partial den- 
ture (Figure 10-14). As with any fixed partial 
denture, the type of abutment retainers and the 
decision to use multiple abutments will depend 
on the length of the span and the available sup- 
port and stability of the teeth being used as abut- 
ments. Regardless of the type of abutment 
retainers used, the connecting bar may be cast of a 
rigid alloy, or a commercially available bar may be 
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Figure 10-14 A, Splint bar attached to double abutments on either side of arch. Although 
this may be made of hard gold alloy, its rigidity is better assured by making bar of base-metal 
alloy. Bar can be made to fit into recesses prepared in abutments, attaching it by electric 
soldering. B and C, Denture framework designed to fit and be supported by splint bar. B has 
no major connector at edentulous areas 


used and cast to the abutments or attached to the 
abutments by soldering. 

The length of the span influences the size of 
a splint bar. Long spans require more rigid bars 
(10 gauge) than short spans (13 gauge). If the bar 
is to be soldered, it is best that recesses be formed 
in the proximal surfaces of the abutments and that 
the connecting bar, which rests lightly on the tis- 
sue, be cast or made to fit into these recesses and 
then attached by soldering. 

Because of the greater rigidity of the 
chromium-cobalt alloys, the splint bar is prefer- 
ably cast in one of these materials and then 
attached to the abutments by soldering. The com- 
plete assembly (abutments and connecting bar) is 
then cemented permanently to the abutment 
teeth, the same as a fixed partial denture. The 
impression for the partial denture is then made, 
and a master cast is obtained that accurately 


reproduces the contours of the abutments and the 
splint bar. The denture framework is then made to 
fit the abutments and the bar by extending the 
major connector or minor connectors to cover 
and rest upon the splint bar. Retention for the 
attachment of a resin base, or any other accept- 
able means of attaching the replaced anterior 
teeth, is incorporated into the denture design 
(Figure 10-14, B and C). In those situations, 
wherein the removable partial denture will be 
tooth supported, the splint bar may be curved to 
follow the crest of the residual ridge, as seen in 
Figure 10-17, A However, in a distal extension sit- 
uation—because of the vertical rotation of the 
denture— caution must be exercised to form the 
splint bar so that excessive torque will not accrue 
to its supporting abutments (Figure 10-15). The 
Droximal contours of abutments adjacent to splint 
Dars should be parallel to the path of placement. 
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Figure 10-15 A, Insofar as possible, the splint bar should be 
round or ovoid. Provision must be made in construction and 
location of bar so that dental floss may be threaded under- 
neath bar to allow proper cleaning by patient. B, As viewed 
from above, bar is in straight line between abutments. This is 
especially critical for distal extension removable partial den- 
tures to avoid excess torque on abutments as denture rotates 
in function. C, Sagittal section through bar demonstrates 
rounded form of bar making point contact with residual ridge. 
Entire tissue surface of bar is easily accessible for cleaning 
with dental floss. Pear-shaped bar (in cross section) will per- 
mit rotation of removable partial denture without appreciable 
resistance or torque. 


This serves three purposes: (1) it permits a desir- 
able arrangement of artificial teeth; (2) it aids in 
resisting horizontal rotation of the restoration; 
and (3) they act as guiding planes to direct the 
partial denture to and from its terminal position. 

The splint bar must be positioned anteroposte- 
riorlyjust lingual to the residual ridge to allow an 
esthetic arrangement of artificial teeth. The result- 
ing partial denture will have esthetic advantages 
of removable anterior replacements and positive 
support, retention, and stability from the underly- 
ing splint bar (Figure 10-16). 

Internal Clip Attachment 

The internal clip attachment differs from the 
splint bar in that the internal clip attachment pro- 
vides both support and retention from the con- 
necting bar (Figure 10-17). 

Several preformed connecting bars are com- 
mercially available in plastic patterns. These can 
be customized for length and cast in the metal 
alloy of choice. Internal clip attachments are also 
commercially available in various metal alloys and 
durable nylon. To fabricate a custom-made con- 




Figure 10-16 Lower canines and lateral incisors splinted 
together with splint bar. Longevity of these teeth is greatly 
enhanced by splinting, and enhanced stability of the remov- 
able partial denture is provided. Tissue surfaces are minimally 
contacted by rounded form of lower portion of bar. Anterior 
and posterior slopes of splint bar must be compatible with 
path of placement of denture. 


necting bar and clip, the bar should be cast from 
10- or 13-gauge sprue wax. The cast bar should 
rest lightly or be located slightly above the tissue. 
Retention is provided by one of the commercial 
preformed metal or nylon clips, which is con- 
toured to fit the bar and is retained in a preformed 
metal housing or partially embedded by means of 
retention spurs or loops into the overlying resin 
denture base. 

The internal clip attachment thus provides sup- 
port, stability, and retention for the anterior modi- 
fication area and may serve to eliminate both 
occlusal rests and retentive clasps on the adjacent 
abutment teeth. 

Overlay Abutment as Support 
for a Denture Base 

Every consideration should be directed to pre- 
venting the need for a distal extension removable 
partial denture. In many instances it is possible to 
salvage the roots and a portion of the crown of a 
badly broken-down molar through endodontic 
treatment. A periodontal^ involved molar, other- 
wise indicated for extraction, may sometimes be 
salvaged by periodontal and endodontic treat- 
ment accompanied by reduction of the clinical 
crown almost level with the gingival tissue. In 
another situation an unopposed molar may have 
extruded to such an extent that restoring the tooth 
with a crown is inadequate to develop a harmo- 
nious occlusion. Then too, it is not unusual to 
encounter a molar that is so grossly tipped anteri- 
orly that it cannot serve as an abutment unless the 
clinical crown is reduced drastically. 


Chapter 10 Principles of Removable Partial Denture Design 161 



B 



Figure 10-17 A, Canines have been endodontically treated and are splinted together with 
round, straight connecting bar, slightly elevated from residual ridge. Retaining left molar 
as abutment will immeasurably contribute to stability of removable partial denture. 

B, Tissue surface of completed mandibular restoration containing internal clip attachment. 

C, Complete denture and removable partial denture have been initially placed for patient. 
(Courtesy Dr. Bernard Wilkie, Charlotte, NC. ) 




A B 

Figure 10-18 A, Master cast has been prepared for duplicating in refractory investment to 
develop wax pattern for removable partial denture framework, supported by overlay on sec- 
ond molar abutment. Molar could not be restored by conventional means. It was endodonti- 
cally treated, and crown was reduced to slightly elevated dome shape. Pulp chamber was 
filled with silver amalgam alloy. B, Wax pattern has been developed on investment cast, and 
provision has been made to attach properly extended resin denture base. Bilateral distal 
extension denture has been avoided by planning overlay prosthesis. 


Such teeth should be considered for possible 
support for an otherwise distal extension denture 
base. Endodontic treatment and preparation of 
the coronal portion of the tooth as a slightly ele- 
vated dome-shaped abutment often offer an alter- 


native to a distal extension base (Figure 10-18). 
The student is referred to the Selected Reading 
Resources section (textbooks and abutment 
retainers) for sources of information on Overden- 
ture abutments and overlay-type prostheses. 
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Figure 10-19 A, Design of component part removable partial denture. B, Tooth support compo- 
nent individually fabricated and fit to the master cast. C, Tissue support component individually 
fabricated and fit to the master cast. D, Tooth and tissue support components assembled on cast. 
E, Components joined with high-impact resin. (Courtesy B. T. Cecconi, San Antonio, Tex.) 


Use of a Component Partial to Gain Support 

A component partial is a removable partial den- 
ture in which the framework is designed and fabri- 
cated in separate parts. The tooth support and 
tissue-supported components are individually fab- 
ricated, and the two are joined with a high-impact 
acrylic resin to become a single, rigid functioning 
unit (Figure 10-19). 


SELF-ASSESSMENT AIDS 

1. The text suggests at least nine factors that will 
influence the design of a removable partial den- 
ture. Please list them. 

2. How is the design of a denture influenced by the 
classification of the arch being restored? 

3. There are really only two types of removable par- 
tial dentures. What are they? 
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SURVEYI NG 


Description of Dental Surveyor 
Purposes of Surveyor 

Surveying the Diagnostic Cast 

Contouring Wax Patterns 

Surveying Ceramic Veneer Crowns 

Placement of Intracoronal Retainers 
(Internal Attachments) 

Placement of Internal Rest Seats 

Machining Cast Restorations 

Surveying the Master Cast 
Factors That Determine Path of Placement 

and Removal 

Guiding Planes 

Retentive Areas 

Interference 

Esthetics 


Step-by-Step Procedures in Surveying 

a Diagnostic Cast 

Guiding Planes 

Retentive Areas 

Interference 

Esthetics 
Final Path of Placement 
Recording Relation of Cast to Surveyor 
Surveying the Master Cast 
Measuring Retention 
Blocking Out the Master Cast 
Relieving the Master Cast 
Parallel Blockout, Shaped Blockout, Arbitrary 

Blockout, and Relief 
Self-Assessment Aids 


When preparing a fixed partial denture 
(FPD), the orientation of the diamond 
bur is controlled to remove an amount 
of tooth structure necessary to satisfy the require- 
ments of the path-of-insertion for the prosthesis. 
Accomplishment of parallel preparations is ulti- 
mately verified by complete seating of the prosthesis, 
but could be verified on the master cast or dies by 
the use of the surveyor. Once the FPD is fabricated 
and completely seated, it is ensured full engagement 
of the entire circumference of and occlusal support 
from the abutment retainers. If adequate resistance 
form and fit of the prosthesis is provided, the chance 
for functional stability equal to natural teeth is good. 
This could not be ensured unless the relationship of 
the fixed prosthesis and prepared teeth was carefully 
controlled. 

For a removable prosthesis, the necessity for appro- 
priately planned and executed tooth preparation- 
followed by verification of a well-fitting prosthesis that 
engages the teeth as planned— is equally important. 
As briefly mentioned in Chapter 7, a dental surveyor 


is vitally important to the planning, execution, and 
verification of appropriate mouth modifications for a 
removable partial denture. Though not necessarily 
impacting the occlusal rest preparations on abutment 
teeth, the use of the surveyor is critical for planning 
the modifications of all tooth surfaces that will be 
involved with the support, stabilization, and retention 
of the prosthesis. In this role, the use of a surveyor to 
determine the needed mouth preparation is vitally 
important to helping provide stable and comfortable 
removable prostheses. 

A dental surveyor has been defined as an instru- 
ment used to determine the relative parallelism of 
two or more surfaces of the teeth or other parts of 
the cast of a dental arch. Therefore the primary pur- 
pose of surveying is to identify the modifications 
of oral structures that are necessary to fabricate a 
removable partial denture that will have a successful 
prognosis. It is the modification of tooth surfaces, to 
accommodate placement of the component parts of 
the partial denture in their designated ideal position 
on abutment teeth, that facilitates this prognosis. 
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Figure 11-1 Ney surveyor is widely used because of its sim- 
plicity and durability. Dental students should be required to 
own such a surveyor. By becoming familiar with and depend- 
ent on its use, they are more likely to continue using the sur- 
veyor in practice as a necessary piece of equipment toward 
more adequate diagnosis, effective treatment planning, and 
performance of many other aspects of prosthodontic treat- 
ment. (Courtesy J M Ney Company, Hartford, Conn.) 


Any one of several moderately priced surveyors 
on the market will adequately accomplish the pro- 
cedures necessary to develop the design and con- 
struction of a partial denture. In addition, these 
surveyors may be used to parallel internal rests and 
intracoronal retainers. With a handpiece holder 
added, they also may be used to machine internal 
rests and to make the guiding plane surfaces of 
abutment restorations parallel. 



DESCRIPTION OF DENTAL SURVEYOR 

The most widely used surveyors are the Ney 
(Figure 11-1) and the Jelenko (Figure 11-2). Both of 
these are precision-made instruments. They differ 
principally in that the Jelenko arm swivels, whereas 
the Ney arm is fixed. The technique for surveying 
and trimming blockout is therefore somewhat dif- 
ferent. Other surveyors also differ in this respect, 
and the dentist may prefer one over another for this 
reason. 

The principal parts of the Ney surveyor follow: 

1. P atform on which the base is moved 

2. Vertical arm that supports superstructure 

3. Horizontal arm from which surveying tool suspends 



Figure 11-2 Jelenko surveyor. Note spring-mounted parallel- 
ing tool and swivel at top of vertical arm. Horizontal arm may 
be fixed in any position by tightening nut at top of vertical 
arm. (Courtesy JF Jelenko & Company, New York, NY. ) 


4. Table to which the cast is attached 

5. Base on which the table swivels 

6. Paralleling tool or guideline marker (this tool 
contacts the convex surface to be studied in a 
tangential manner; the relative parallelism of one 
surface to another may thus be determined; by 
substituting a carbon marker, the height of con- 
tour then may be delineated on the surfaces of 
the abutment teeth and also on areas of interfer- 
ence requiring reduction on blockout) 

7. M andrel for holding special tools (Figure 11-3) 
The principal parts of the Jelenko surveyor are 

essentially the same as those for the Ney surveyor 
except that by loosening the nut at the top of the 
vertical arm, the horizontal arm may be made to 
swivel. The objective of this feature, originally 
designed by Dr. Noble Wills, is to permit freedom of 
movement of the arm in a horizontal plane rather 
than to depend entirely on the horizontal move- 
ment of the cast. To some this is confusing, because 
two horizontal movements must be coordinated. 
For those who prefer to move the cast only in a hori- 
zontal relationship to a fixed vertical arm, the nut 
may be tightened and the horizontal arm used in a 
fixed position. The jointed horizontal arm of the 
Williams surveyor differs from both the Ney and 
Jelenko surveyors. This feature permits the vertical 
arm to be moved to scribe the survey lines without 
moving the cast. 

Another difference between the Ney and Jelenko 
surveyors is that the vertical arm on the Ney surveyor 
is retained by friction within a fixed bearing. The 
shaft may be moved up or down within this bearing, 
but it remains in any vertical position until again 
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Figure 11-3 Various tools that may be used with dental surveyor A, Ney undercut gauges. 
B, Jelenko undercut gauge. C, Ney carbon marker with metal reinforcement sheath. 
D, Jelenko carbon marker. E, Tapered tools, 2- and 6-degree, tor trimming blockout when 
some nonparallelism is desired. F, Ney wax trimmer for paralleling blockout. G, Surveying 
blade being used for trimming blockout. 


moved. The shaft may be fixed in any vertical posi- 
tion desired by tightening a setscrew. In contrast, the 
vertical arm of the Jelenko surveyor is spring 
mounted and returns to the top position when it is 
released. It must be held down against spring tension 
when it is in use, which to some is a disadvantage. 
The spring may be removed, but the friction of the 
two bearings supporting the arm does not hold it in 
position as securely as does a bearing designed for 
that purpose. These minor differences in the two sur- 


veyors lead to personal preferences but do not 
detract from the effectiveness of either surveyor 
when each is properly used. 

Because the shaft on the Ney surveyor is stable in 
any vertical position— yet may be moved vertically 
with ease— it lends itself well for use as a drill press 
when a handpiece holder is added (Figure 11-4). The 
handpiece may thus be used to cut recesses in cast 
restorations with precision using burs or carborun- 
dum points of various sizes. 
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Several other types of surveyors have been designed 
and are in use today. M any of these are more elaborate 
and costly, yet possess little advantage over the sim- 
pler type of surveyors. 


PURPOSES OF SURVEYOR 


m 

The surveyor may be used for surveying the diagnos- 
tic cast, recontouring abutment teeth on the diag- 
nostic cast, contouring wax patterns, measuring a 
specific depth of undercut, surveying ceramic veneer 
crowns, placing intracoronal retainers, placing inter- 
nal rests, machining cast restorations, and surveying 
and blocking out the master cast. 



Figure 11-4 Lab handpiece clamp. Handpiece holders attach 
to the vertical spindle of surveyors and may be used to create 
and refine any parallel surface on a surveyed crown, as a 
drill press to prepare internal rests and recesses in patterns 
and/or castings, and to establish lingual surfaces above 
ledge, which are parallel to path of placement in abutment 
restorations. 


Surveying the Diagnostic Cast 

Surveying the diagnostic cast is essential to effective 
diagnosis and treatment planning. The objectives are 
as follows: 

1. To determine the most desirable path of place- 
ment that will eliminate or minimize interference 
to placement and removal (Figure 11-5). The path 
of placement is the direction in which a restora- 
tion moves from the point of initial contact of its 
rigid parts with the supporting teeth to its ter- 
minal resting position, with rests seated and the 
denture base in contact with the tissue. The path 
of removal is exactly the reverse because it is the 
direction of restoration movement from its termi- 
nal resting position to the last contact of its rigid 
parts with the supporting teeth. When the restora- 
tion is properly designed to have positive guiding 
planes, the patient may place and remove the 
restoration with ease in on y one direction. This is 
possible only because of the guiding influence of 
tooth surfaces (guiding planes) made parallel to 
that path of placement. 

2. To identify proximal tooth surfaces that are, or 
need to be, made parallel so that they act as guid- 
ing planes during placement and removal. 

3. To locate and measure areas of the teeth that may 
be used for retention. 

4. To determine whether tooth and bony areas of 
interference will need to be eliminated surgically 
or by selecting a different path of placement. 

5. To determine the most suitable path of placement 
that will permit locating retainers and artificial 
teeth to the best esthetic advantage. 

6. To permit an accurate charting of the mouth 
preparation to be made. This includes the prepara- 
tion of proximal tooth surfaces to provide guiding 



Path of placement 


Figure 11-5 Tilt of cast on adjustable table of surveyor in 
relation to vertical arm establishes path of placement and 
removal that removable partial denture will take. All mouth 
preparations must be made to conform to this determined 
path of placement, which has been recorded by scoring base 
of cast or by tripoding. 
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planes and the reduction of excessive tooth con- 
tours to eliminate interference and to permit a 
more acceptable location of reciprocal and reten- 
tive clasp arms. By marking these areas on the 
diagnostic cast in red, using an undercut gauge to 
estimate the amount of tooth structure that may 
safely (without exposing dentin) be removed, and 
then trimming the marked areas on the stone cast 
with the surveyor blade, the angulation and extent 
of tooth reduction may be established before 
preparing the teeth in the mouth (Figure 11-6). 
With the diagnostic cast on the surveyor at the time 
of mouth preparation, reduction of tooth contours 
may be accomplished with acceptable accuracy. 

7. To delineate the height of contour on abutment 
teeth and to locate areas of undesirable tooth 
undercut that are to be avoided, eliminated, or 
blocked out. This will include areas of the teeth to 
be contacted by rigid connectors, the location of 
nonretentive reciprocal and stabilizing arms, and 
the location of retentive clasp terminals. 

8. To record the cast position in relation to the 
selected path of placement for future reference. 
This may be done by locating three dots or paral- 
lel lines on the cast, thus establishing the horizon- 
tal plane in relation to the vertical arm of the 
surveyor (see Figures 11-5 and 11-15). 

Contouring Wax Patterns IW 1 

The surveyor blade is used as a wax carver during this 
phase of mouth preparation so that the proposed 


path of placement may be maintained throughout 
the preparation of cast restorations for abutment 
teeth (Figure 11-7). 

Guiding planes on all proximal surfaces of wax 
patterns adjacent to edentulous areas should be 
made parallel to the previously determined path of 
placement. Similarly, all other tooth contours that 
will be contacted by rigid components should be 
made parallel. The surfaces of restorations on which 
reciprocal and stabilizing components will be placed 
should be contoured to permit their location well 
below occlusal surfaces and on nonretentive areas. 
Those surfaces of restorations that are to provide 
retention for clasp arms should be contoured so that 
retentive clasps may be placed in the cervical third of 
the crown and to the best esthetic advantage. Gener- 
ally, a small amount of undercut from 0. 01 to 0. 02 
inch (0. 25-0. 50) or less is sufficient for retentive 
purposes. 

Surveying Ceramic Veneer Crowns 

Ceramic veneer crowns are often used to restore 
abutment teeth on which extracoronal direct retain- 
ers will be placed. The surveyor is used to contour all 
areas of the wax pattern for the veneer crown except 
the buccal or labial surface. It must be remembered 
that one of the principal goals in using a porcelain 
veneer restoration is to develop an esthetic replica of 
a natural tooth. It is unlikely that the ceramic veneer 
portion can be fabricated exactly to the form required 
for the planned placement of retentive clasp arms 



A b C 

Figure 11-6 A # Solid line represents height of contour on abutment at selected orientation of 
diagnostic cast to vertical spindle of surveyor. Dotted line represents desirable height of con- 
tour to optimally locate component of direct retainer assembly. A 0. 01 -inch (0. 25 mm) under- 
cut gauge is used to mark location of tip of retentive arm of direct retainer. B, By reducing 
axial contour of tooth only 0. 01 inch, optimum height of contour can be achieved without 
exposing dentin. C, Stone tooth is trimmed with surveyor blade to desired height of contour. 
Trimmed area is marked in red pencil and serves as blueprint for similar recontouring in 
mouth. If one can safely assume that enamel is 1 - to 1. 5-mm thick in area of contemplated 
reduction, only 0. 25 mm of enamel need be removed to achieve optimum height of contour. 
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Figure 11-7 After the cast has been oriented to the surveyor at the predetermined path of 
placement, designated axial surfaces of the wax pattern are altered with the surveyor blade 
to meet specific requirements for placement of framework components. A, Wax pattern is 
carved with surveyor blade to produce a distal guide plane surface parallel to the selected 
path of insertion. B, Same pattern is modified from the distal guide plane along the buccal 
surface to align the surface with the height of contour most favorable to the direct retainer 
specifications. 


without some reshaping with stones. Before the final 
glaze is accomplished, the abutment crowns should 
be returned to the surveyor on a full-arch cast to 
ensure the correct contour of the veneered portions 
or to locate those areas that need recontouring 
(Figure 11-8). The final glaze is accomplished only 
after the crowns have been recontoured. 


Placement of Intracoronal Retainers 
(Internal Attachments) 

In the placement of intracoronal retainers, the 
surveyor is used as follows: 

1. To select a path of placement in relation to the 
long axes of the abutment teeth that will avoid 
areas of interference elsewhere in the arch 

2. To cut recesses in the stone teeth on the diag- 
nostic cast for estimating the proximity of the 
recess to the pulp (used in conjunction with 
roentgenographic information to estimate pulp 
size and location) and to facilitate the fabrica- 
tion of metal or resin jigs to guide the prepara- 
tions of the recesses in the mouth 

3. To carve recesses in wax patterns, to place 
internal attachment trays in wax patterns, or to 
cut recesses in castings with the handpiece 
holder (whichever method is preferred) 

4. To place the keyway portion of the attachment 
in the casting before investing and soldering; 



Figure 11-8 Resultant metal-ceramic surveyed crown from 
Figure 11 -7, which is being refined to maintain the distal guide 
plane and buccal height of contour previously designed. Final 
glaze has not been placed on veneer crown and required alter- 
ations of surfaces to conform to ideal placement of retainer 
(solid line) can be performed by machining. Final glaze is pro- 
duced only after necessary recontouring is accomplished. 


each keyway must be located parallel to the 
other keyways elsewhere in the arch 
The student is referred to the Selected Reading 
Resources section of the textbook for sources of 
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information on intracoronal retainers (internal 
attachments). 

Placement of I nternal Rest Seats 

The surveyor may be used as a drill press, with a 
dental handpiece attached to the vertical arm by 
a handpiece holder. Internal rest seats may be 
carved in the wax patterns and further refined 
with the handpiece after casting, or the entire rest 
seat may be cut in the cast restoration with the 
handpiece. It is best to carve the outline form of 
the rest seat in wax and merely refine the casting 
with the handpiece. 

An internal rest differs from an internal attach- 
ment in that some portion of the prosthesis frame- 
work is waxed and cast to fit into the rest seat rather 
than a matched key and keyway attachment used 
(see Figure 6-13). The former is usually nonreten- 
tive but provides a definite seat for a removable 
partial denture or a cantilever rest for a broken- 
stress fixed partial denture. When they are used 
with fixed partial dentures, nonparallel abutment 
pieces may be placed separately. 

The interna rest in partial denture construction 
provides a positive occlusal support that is more 
favorably located in relation to the rotational axis 
of the abutment tooth than the conventional 
spoon-shaped occlusal rest. It also provides hori- 
zontal stabilization through the parallelism of the 
vertical walls, thereby serving the same purpose as 
stabilizing and reciprocal arms placed extracoro- 
nally. Because of the movement of a distal exten- 
sion base, more torque may be applied to the 
abutment tooth by an interlocking type of rest, 
and for this reason its use in conjunction with a 
distal extension partial denture is considered to 
be contraindicated. The ball-and-socket, spoon- 
shaped occlusal, or noninterlocking rest should be 
used in distal extension partial denture designs. 
The use of the dovetailed or interlocking internal 
rest should be limited to tooth-supported remov- 
able restorations, except when it is used in con- 
junction with some kind of stress-breaker between 
the abutments and the movable base. The use of 
stress-breakers has been discussed in Chapter 9. 

Internal rest seats may be made in the form of a 
nonretentive box, a retentive box fashioned after 
the internal attachment, or a semiretentive box. In 
the latter the walls are usually parallel and nonre- 
tentive, but a recess in the floor of the box pre- 
vents proximal movement of the male portion. 
Internal rest seats are cut with dental burs of vari- 
ous sizes and shapes. Tapered or cylindrical fissure 
burs are used to form the vertical walls, and small 
round burs are used to cut recesses in the floor of 
the rest seat. 


Machining Cast Restorations 

With handpiece holder attached (see Figure 11-4), 
axial surfaces of cast and ceramic restorations may be 
refined by machining with a suitable cylindrical car- 
borundum point. Proximal surfaces of crowns and 
inlays, which will serve as guiding planes, and vertical 
surfaces above crown ledges may be improved by 
machining, but only if the relationship of one crown 
to another is correct (see Figure 14-8). Unless the 
seating of removable dies is accurate and they are 
held in place with additional stone or plaster, cast 
restorations should first be tried in the mouth and 
then transferred, by means of a plaster or acrylic resin 
index impression, to a reinforced stone cast for 
machining purposes. The new cast is then positioned 
on the surveyor, conforming to the path of placement 
of the partial denture, and vertical surfaces are 
machined with a true-running cylindrical carborun- 
dum point. 

Although machined parallelism may be consid- 
ered ideal and beyond the realm of everyday applica- 
tion, its merits more than justify the additional steps 
required to accomplish it. When such parallelism 
is accomplished and reproduced in a master cast, it 
is essential that subsequent laboratory steps be 
directed toward the use of these parallel guiding 
plane surfaces. 

Surveying the Master Cast 

Because surveying the master cast follows mouth 
preparation, the path of placement, the location of 
retentive areas, and the location of remaining inter- 
ference must be known before proceeding with the 
final design of the denture framework. The objectives 
of surveying the master cast are as follows: 

1. To select the most suitable path of placement 
by following mouth preparations that satisfy the 
requirements of guiding planes, retention, nonin- 
terference, and esthetics 

2. To permit measurement of retentive areas and to 
identify the location of clasp terminals in propor- 
tion to the flexibility of the clasp arm being used; 
flexibility will depend on many of the following fac- 
tors: the alloy used for the clasp, the design and 
type of the clasp, whether its form is round or half 
round, whether it is of cast or wrought material, 
and the length of the clasp arm from its point of ori- 
gin to its terminal end; retention will then depend 
on (a) the flexibility of the clasp arm, (b) the magni- 
tude of the tooth undercut, and (c) the depth the 
clasp terminal is placed into this undercut 

3. To locate undesirable undercut areas that will be 
crossed by rigid parts of the restoration during 
Dlacement and removal; these must be eliminated 
Dy blockout 

4. To trim blockout material parallel to the path of 
placement before duplication (Figure 11-9) 
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Figure 11-9 Master casts are modified by addition of wax relief to nonbearing regions and 
by placement of blockout wax parallel to the path of insertion at regions beneath the height 
of contour where framework contact is not planned (i. e., all areas except retentive clasp 
tips). A, Blockout wax is provided for tooth contours beneath the height of contour on teeth 
#s 21 and 28. B, Similar blockout accomplished for mandibular molar #31. Blockout is 
carved with straight surveyor blade to assure parallelism with the identified path of insertion, 


The partial denture must be designed so that 
(1) it will not stress abutment teeth beyond their 
physiologic tolerance; (2) it can be easily placed 
and removed by the patient; (3) it will be retained 
against reasonable dislodging forces; and (4) it will 
not create an unfavorable appearance. It is neces- 
sary that the diagnostic cast be surveyed with these 
principles in mind. Mouth preparation should 
therefore be planned in accordance with certain 
factors that will influence the path of placement 
and removal. 


i 


FACTORS THAT DETERMINE PATH 
OF PLACEMENT AND REMOVAL 


The factors that will determine the path of place- 
ment and removal are guiding planes, retentive 
areas, interference, and esthetics. 

Guiding Planes 

Proximal tooth surfaces that bear a parallel relation- 
ship to one another must either be found or be cre- 
ated to act as guiding planes during placement and 
removal of the prosthesis. Guiding planes are neces- 
sary to ensure the passage of the rigid parts of the 
prosthesis past existing areas of interference. Thus 
the denture can be easily placed and removed by the 
patient without strain on the teeth contacted or on 
the denture itself and without damage to the under- 
lying soft tissue. 

Guiding planes are also necessary to ensure pre- 
dictable clasp assemblyfunction, including retention 
and stabilization. For a clasp to be retentive, its 
retentive arm must be forced to flex. Hence, guiding 


planes are necessary to give a positive direction to 
the movement of the restoration to and from its ter- 
minal position. 

Retentive Areas 

Retentive areas must exist for a given path of place- 
ment and must be contacted by retentive clasp 
arms, which are forced to flex over a convex surface 
during placement and removal. Satisfactory clasp 
retention is no more than the resistance of metal to 
deformation. For a clasp to be retentive, its path of 
escapement must be other than parallel to the path 
of removal of the denture itself; otherwise, it would 
not be forced to flex and thereby generate the resist- 
ance known as retention. Clasp retention therefore 
depends on the existence of a definite path of place- 
ment and removal. 

Although desirable, retention at each principal 
abutment may not be balanced in relation to the 
tooth on the opposite side of the arch (exactly equal 
and opposite in magnitude and relative location); 
however, positive cross-arch reciprocation to reten- 
tive elements must be present. Retention should be 
sufficient only to resist reasonable dislodging forces. 
In other words, it should be the minimum acceptable 
for adequate retention against reasonable dislodging 
forces. 

Fairly even retention may be obtained by one of 
two means. One is to change the path of placement 
to increase or decrease the angle of cervical conver- 
gence of opposing retentive surfaces of abutment 
teeth. The other is to alter the flexibility of the clasp 
arm by changing its design, its size and length, or the 
material of which it is made. 


1 nterference 

The prosthesis must be designed so that it may be 
placed and removed without encountering tooth or 
soft tissue interference. A path of placement may be 
selected that encounters interference only if the 
interference can be eliminated during mouth prepa- 
ration or on the master cast by a reasonable amount 
of blockout. Interference may be eliminated during 
mouth preparation by surgery, extraction, modifying 
interfering tooth surfaces, or altering tooth contours 
with restorations. 

Generally, interference that cannot be eliminated 
for one reason or another will take precedence over 
the factors of retention and guiding planes. Some- 
times certain areas can be made noninterfering only 
by selecting a different path of placement at the 
expense of existing retentive areas and guiding 
planes. These must then be modified with restora- 
tions that are in harmony with the path dictated by 
the existing interference. On the other hand, if areas 
of interference can be eliminated by various reason- 
able means, they should be. By so doing, the axial 
contours of existing abutments may frequently be 
used with little alteration. 

Esthetics 

By one path of placement the most esthetic location 
of artificial teeth is made possible, and less clasp 
metal and base material may be displayed. 

The location of retentive areas may influence the 
path of placement selected, and therefore retentive 
areas always should be selected with the most 
esthetic location of clasps in mind. When restora- 
tions are to be made for other reasons, they should 
be contoured to permit the least display of clasp 
metal. Generally, less metal will be displayed if the 
retentive clasp is placed at a more distogingival 
area of tooth surface made possible either by the 
path of placement selected or by the contour of the 
restorations. 

Esthetics also may dictate the choice of path 
selected when missing anterior teeth must be 
replaced with the partial denture. In such situations 
a more vertical path of placement is often necessary 
so that neither the artificial teeth nor the adjacent 
natural teeth will have to be modified excessively 
(Figure 11-10). In this instance, esthetics may take 
precedence over other factors. This necessitates the 
preparation of abutment teeth to eliminate interfer- 
ence and to provide guiding planes and retention in 
harmony with that path of placement dictated by 
esthetic factors. 

Because the primary consideration should be the 
preservation of the remaining oral tissues, esthetics 
should not be allowed to jeopardize the success of 
the partial denture. The replacement of missing 


Chapter 11 Surveying 173 



Figure 11-10 When anterior teeth must be replaced with 
removable partial denture, vertical path of placement may be 
necessary to avoid excessively altering abutment teeth and 
supplied teeth. 


anterior teeth therefore should be accomplished by 
means of fixed partial dentures whenever possible, 
especially if the mechanical and functional effective- 
ness of the partial denture will require significant 
tooth preparation. 


STEP-BY-STEP PROCEDURES IN 
j SURVEYING A DIAGNOSTIC CAST 

Attach the cast to the adjustable surveyor table by 
means of the clamp provided. Position the adjustable 
table so that the occlusal surfaces of the teeth are 
approximately parallel to the platform (Figure 11-11). 
Such an orientation is a tentative but practical way to 
start considering the factors that influence the path 
of placement and removal. 

Guiding Planes 

Determine the relative parallelism of proximal surfaces 
of all of the potential abutment teeth by contacting 
the proximal tooth surfaces with the surveyor blade 
or diagnostic stylus. Alter the cast position anteropos- 
terior^ until these proximal surfaces are in as close to 
parallel relation to one another as possible, or near 
enough that they can be made parallel by recontour- 
ing. For posterior modification spaces, this will deter- 
mine the anteroposterior tilt of the cast in relation 
to the vertical arm of the surveyor (Figure 11-12). 
Although the surveyor table is universally adjustable, it 
should be thought of as having only two axes, thus 
allowing only anteroposterior and lateral tilting. 

In making a choice between having contact with 
a proximal surface at the cervical area only or con- 
tact at the marginal ridge only, the latter is pre- 
ferred because a plane may then be established by 
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Figure 11-11 Recommended method for manipulating dental 
surveyor. Right hand is braced on horizontal arm of surveyor, 
and fingers are used, as illustrated, to raise and lower vertical 
shaft in its spindle. Left hand holding cast on adjustable table 
slides horizontally on platform in relation to vertical arm. 
Right hand must be used also to loosen and tighten tilting 
mechanism as suitable anteroposterior and lateral tilt of cast 
in relation to surveyor is being determined. 



Figure 11-12 Relative parallelism of proximal tooth surfaces 
will determine anteroposterior tilt of cast in relation to verti- 
cal arm of surveyor. 

recontouring (Figure 11-13). It is obvious that when 
only gingival contact exists, a restoration is the only 
means of establishing a guiding plane. Therefore, 
if a tilt that does not provide proximal contact is 



A B 


Figure 11-13 In selecting most desirable anteroposterior tilt 
of cast in relation to surveyor blade, choice must be made 
between positions illustrated in A and B. In A, distal surface of 
left premolar abutment would have to be extended by means 
of a restoration. In B, right premolar could be altered slightly to 
provide acceptably parallel guiding plane. Unless restorations 
are necessary for other reasons, tilt shown in B is preferred. 

apparent, the proximal surface must be established 
with some kind of restoration. 

The end result of selecting a suitable anteroposte- 
rior tilt should be to provide the greatest combined 
areas of parallel proximal surfaces that may act as 
guiding planes. Other axial surfaces of abutment 
teeth may also be used as guiding planes. This is real- 
ized most often by having the stabilizing component 
of the direct retainer assembly contacting in its 
entirety the axial surface of the abutment, which has 
been found or made parallel to the path of place- 
ment (see Figure 14-6). In this instance, both a lateral 
and an anteroposterior tilt of the cast must be con- 
sidered when using guiding planes. 

Retentive Areas 

By contacting buccal and lingual surfaces of abut- 
ment teeth with the surveyor blade, the amount of 
retention existing below their height of convexity 
may be determined. This is best accomplished by 
directing a small source of light toward the cast from 
the side away from the dentist. The angle of cervical 
convergence is best observed as a triangle of light 
between the surveyor blade and the apical portion of 
the tooth surface being studied (see Figure 7-6). 

Alter the cast position by tilting it laterally until 
similar retentive areas exist on the principal abut- 
ment teeth. If only two abutment teeth are involved, 
as in a Kennedy Class I partially edentulous arch, they 
are both principal abutments. However, if four abut- 
ment teeth are involved (as they are in a Kennedy 
Class III, modification 1 arch), they are all principal 
abutments, and retentive areas should be located on 
all four. But if three abutment teeth are involved (as 
they are in a Kennedy Class 1 1 , modification 1 arch), 
the posterior abutment on the tooth-supported side 
and the abutment on the distal extension side are 
considered to be the principal abutments, and reten- 
tion needs to be equalized accordingly. The third 
abutment may be considered to be secondary, and 
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less retention is expected from it than from the other 
two. An exception is when the posterior abutment on 
the tooth-supported side has a poor prognosis and 
the denture is designed to ultimately be a Class I. In 
such a situation, the two stronger abutments are con- 
sidered to be principal abutments. 

In tilting the cast laterally to establish reasonable 
uniformity of retention, it is necessary that the table 
be rotated about an imaginary longitudinal axis 
without disturbing the anteroposterior tilt previously 
established. The resulting position is one that pro- 
vides or makes possible parallel guiding planes and 
provides for acceptable retention on the abutment 
teeth. It should be noted that achievement of this 
most desirable position will always require some 
tooth modification. Note that possible interference 
to this tentative path of placement has not, as yet, 
been taken into consideration. 

I nterference 

If a mandibular cast is being surveyed, check the lin- 
gual surfaces that will be crossed by a lingual bar 
major connector during placement and removal. 
Bony prominences and lingually inclined premolar 
teeth are the most common causes of interference to 
a lingual bar connector. 

If the interference is bilateral, surgery or recontour- 
ing of lingual tooth surfaces, or both, may be unavoid- 
able. If it is only unilateral, a change in the lateral tilt 
may prevent an area of tooth or tissue interference. In 
changing the path of placement to prevent interfer- 
ence, previously established guiding planes and an 
ideal location for retentive elements may be lost. Then 
the decision must be made whether to remove the 
existing interference by whatever means necessary 
or to resort to restorations on the abutment teeth, 
thereby changing the proximal and retentive areas to 
conform to the new path of placement. 

In a like manner, bony undercuts that will offer 
interference to the seating of denture bases must be 
evaluated and the decision made to remove them sur- 
gically; to change the path of placement at the expense 
of modifying or restoring teeth to achieve guiding 
planes and retention; or to design denture bases to 
prevent such undercut areas. The latter may be done 
byshortening buccal and labial flanges and distolin- 
gual extension of denture bases. However, it should 
be remembered that the maximum area available for 
support of the denture base should be used whenever 
possible. 

Interference to major connectors rarely exists in 
the maxillary arch. Areas of interference are usually 
found on buccal ly inclined posterior teeth and those 
bony areas on the buccal aspect of edentulous 
spaces. As with the mandibular cast, the decision 
must be made whether to eliminate them, to change 
the path of placement at the expense of modifying or 


restoring teeth to achieve the required guiding planes 
and retention, or to design the connectors and bases 
to avoid them. 

Other areas of possible interference to be evalu- 
ated are those surfaces of abutment teeth that will 
support or be crossed by minor connectors and clasp 
arms. Although interference to vertical minor con- 
nectors may be blocked out, doing so may cause dis- 
comfort to the patient's tongue and may create 
objectionable spaces, which could result in the trap- 
ping of food. Also it is desirable that tooth surfaces 
contacted by vertical connectors be used as auxiliary 
guiding planes whenever possible. Too much relief is 
perhaps better than too little because of the possibil- 
ity of irritation to soft tissue. It is always better that 
the relief be placed with some objective in mind. If 
possible, a minor connector should pass vertically 
along a tooth surface that is either parallel to the path 
of placement (which is considered ideal) or tapered 
occlusally. If tooth undercuts that necessitate the use 
of an objectionable amount of blockout exist, they 
may be eliminated or minimized by slight changes 
in the path of placement and/or eliminated during 
mouth preparation. The need for such alteration 
should be indicated on the diagnostic cast in red pen- 
cil after final acceptance of a path of placement. 

Tooth surfaces on which reciprocal and stabilizing 
clasp arms will be placed should be studied to see if 
sufficient areas exist above the height of convexity 
for the placement of these components. The addition 
of a clasp arm to the occlusal third of an abutment 
tooth adds to its occlusal dimension and therefore to 
the occlusal loading of that tooth. N on retentive and 
stabilizing clasp arms are best located between the 
middle third and gingival third of the crown rather 
than on the occlusal third. 

Reshaping tooth surfaces during mouth prepara- 
tion can eliminate areas of interference to proper 
placement of clasp arms. These areas should be indi- 
cated on the diagnostic cast. Areas of interference 
to the placement of clasps may necessitate minor 
changes in the path of placement or changes in the 
clasp design. For example, a bar clasp arm originat- 
ing mesial ly from the major connector to provide 
reciprocation and stabilization might be substituted 
for a distally originating circumferential arm. 

Areas of interference often overlooked are the dis- 
tal line angles of premolar abutment teeth and the 
mesial line angles of molar abutments. These areas 
frequently offer interference to the origin of circum- 
ferential clasp arms. If not detected at the time of ini- 
tial survey, they are not included in the plan for 
mouth preparation. When such an undercut exists, 
the following three alternatives may be considered: 
1. They may be blocked out the same as any other 
area of interference. This is by far the least satis- 
factory method, because the origin of the clasp 
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must then stand away from the tooth in propor- 
tion to the amount of blockout used. A though 
this is perhaps less objectionable than its being 
placed occlusally, it may be objectionable to the 
tongue and the cheek and may create a food trap. 

2. Approaching the retentive area from a gingival 
direction with a bar clasp arm may circumvent 
them. This is often a satisfactory solution to the 
Droblem if other contraindications to the use of a 
Dar clasp arm are not present, such as a severe tis- 
sue undercut or a retentive area that is too high on 
the tooth. 

3. Reducing the offending tooth contour during 
mouth preparation may eliminate them. This 
permits the use of a circumferential clasp arm 
originating well below the occlusal surface in a 
satisfactory manner. If the tooth is to be modified 
during mouth preparation, it should be indicated 
on the diagnostic cast with a colored pencil. 
When the retentive area is located objectionably 

high on the abutment tooth or the undercut is too 
severe, interference may also exist on tooth surfaces 
that support retentive clasps. Such areas of extreme 
or high convexity must be considered as areas of 
interference and should be reduced accordingly. 
These areas are likewise indicated on the diagnostic 
cast for reduction during mouth preparation. 

Esthetics 

The path of placement thus established must still be 
considered from the standpoint of esthetics, both as 
to the location of clasps and the arrangement of arti- 
ficial teeth. 

Clasp designs that will provide satisfactory esthet- 
ics usually may be selected for any given path of 
placement. In some instances gingivally placed bar 
clasp arms may be used to advantage; in others, cir- 
cumferential clasp arms located cervically may be 
used. This is especially true when other abutment 
teeth located more posteriorly may bear the major 
responsibility for retention. In still other instances, a 
tapered wrought-wire retentive clasp arm may be 
placed to better esthetic advantage than a cast clasp 
arm. The location of clasp arms for esthetic reasons 
does not ordinarily justify altering the path of place- 
ment at the expense of mechanical factors. However, 
it should be considered concurrently with other fac- 
tors, and if a choice between two paths of insertion 
of equal merit permits a more esthetic placement of 
clasp arms by one path than the other, that path 
should be given preference. 

When anterior replacements are involved, the 
choice of path is limited to a more vertical one for 
reasons previously stated. In this instance alone, 
esthetics must be given primary consideration, even 
at the expense of altering the path of placement and 
making all other factors conform. This factor should 



be remembered when considering the other three 
factors so that compromises can be made at the time 
of consideration for other factors. 


FINAL PATH OF PLACEMENT 


The final path of placement will be the anteroposte- 
rior and lateral position of the cast, in relation to the 
vertical arm of the surveyor that best satisfies all four 
factors: guiding planes, retention, interference, and 
esthetics. 

All proposed mouth changes should be indicated 
on the diagnostic cast in red pencil, with the excep- 
tion of restorations to be done. These may also be 
indicated if desired on an accompanying chart. 
Extractions and surgery are given priority to allow 
time for healing. The remaining red marks represent 
the actual modifications of the teeth that remain to 
be done, which consist of the preparation of proxi- 
mal surfaces, the reduction of buccal and lingual sur- 
faces, and the preparation of rest seats. Except when 
they are placed in the wax pattern for a cast restora- 
tion, the preparation of rest seats should always be 
deferred until all other mouth preparations have 
been completed. 

The actual location of rests will be determined 
by the proposed design of the denture framework. 
Therefore the tentative design should be sketched 
on the diagnostic cast in pencil after deciding on 
the path of placement. This is done not only to 
locate rest areas but also to record graphically the 
plan of treatment before mouth preparation. In the 
intervening time between patient visits, other par- 
tial denture restorations may have been consid- 
ered. The dentist should have the plan of treatment 
readily available at each succeeding appointment 
to avoid confusion and to be a reminder about 
what is to be done and the sequence that will be 
required. 

The plan for treatment should include (1) the 
diagnostic cast with the mouth preparation and the 
denture design marked on it; (2) a chart showing the 
proposed design and the planned treatment for each 
abutment; (3) a working chart showing the total 
treatment involved that will permit a quick review 
and a check-off of each step as the work progresses; 
and (4) a record of the fee quoted for each phase of 
treatment that can be checked off as it is recorded on 
the patient's permanent record. 

Red pencil marks on the diagnostic cast are used 
to indicate the location of areas to be modified and 
the location of rests (Figure 11-14). Although it is not 
necessary that rest areas be prepared on the diag- 
nostic cast, it is advisable for the beginning student 
to have done so before proceeding to alter the abut- 
ment teeth. This applies equally to crown and inlay 
preparations on abutment teeth. It is advisable, 
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Figure 11-14 Diagnostic casts can serve as a visual guide tor tooth preparation. A, Surveyed 
casts shows areas requiring tooth reduction in red (mesio-occlusal rest and distal guide plane 
#28, cingulum rest #27) as well as path of insertion tripod marks. B, This mesially tipped 
molar has been diagnosed to have a ring clasp. Red markings show the necessary mesio- 
occlusal and disto-occlusal rests required, as well as the mesial guide plane. Also shown is 
the reduction necessary to lower the lingual height of contour at the mesio-lingual line 
angle. All of the required axial contour adjustments are determined through the appropriate 
use of a surveyor. 


however, for even the most experienced dentist to 
have trimmed the stone teeth with the surveyor 
blade wherever tooth reduction is to be done. This 
identifies not only the amount to be removed in a 
given area but also the plane in which the tooth is to 
be prepared. For example, a proximal surface may 
need to be recontoured in only the upper third or 
the middle third to establish a guiding plane that 
will be parallel to the path of placement. This is not 
usually parallel to the long axis of the tooth, and if 
the rotary instrument is laid against the side of the 
tooth, the existing surface angle will be maintained, 
rather than having to establish a new plane that is 
parallel to the path of placement. 

The surveyor blade, representing the path of place- 
ment, may be used to advantage to trim the surface of 
the abutment tooth whenever a red mark appears. 
The resulting surface represents the amount of tooth 
to be removed in the mouth and indicates the angle 
at which the handpiece must be held. The cut surface 
on the stone tooth is not marked with red pencil 
again, but it is outlined in red pencil to positively 
locate the area that is to be prepared. 

] RECORDING RELATION OF CAST 
| TO SURVEYOR 

Some method of recording the relation of the cast to 
the vertical arm of the surveyor must be used so that 
it may be returned to the surveyor for future refer- 
ence, especially during mouth preparation. The same 
applies to the need for returning any working cast to 
the surveyor for shaping wax patterns, trimming 


blockout on the master cast, or locating clasp arms 
in relation to undercut areas. 

Obviously the trimmed base will vary with each 
cast; therefore recording the position of the surveyor 
table is of no value. If it were, calibrations could be 
incorporated on the surveyor table that would allow 
the reestablishment of the same position. Instead, the 
position of each cast must be established separately, 
and any positional record applies only to that cast. 

Of several methods, two seem to be the most con- 
venient and accurate. One method is to place three 
widely divergent dots on the tissue surface of the cast 
using the tip of a carbon marker, with the vertical 
arm of the surveyor in a locked position. Preferably, 
these dots should not be placed on areas of the cast 
involved in the framework design. The dots should 
be encircled with a colored pencil for easy identifica- 
tion. On returning the cast to the surveyor, it may be 
tilted until the tip of the surveyor blade or diagnostic 
stylus again contacts the three dots in the same 
plane. This will produce the original position of the 
cast and therefore the original path of placement. 
This is known as tripoding the cast (Figure 11-15). 
Some dentists prefer to make tiny pits in the cast at 
the location of the tripoding dots to preserve the ori- 
entation of the cast and to transfer this relationship 
to the refractory cast. 

A second method is to score two sides and the 
dorsal aspect of the base of the cast with a sharp 
instrument held against the surveyor blade (see 
Figure 11-15). By tilting the cast until all three lines 
are again parallel to the surveyor blade, the original 
cast position can be reestablished. Fortunately, the 
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Figure 11-15 A and B, Path of placement is determined, base of cast is scored to record its 
relation to surveyor for future repositioning. C, Alternate method to record relation of cast 
to surveyor is known as tripoding. Carbon marker is placed in vertical arm of surveyor, and 
arm is adjusted to height by which cast can be contacted in three divergent locations. Verti- 
cal arm is locked in position, and cast is brought into contact with tip of carbon marker. 
Three resultant marks are encircled with colored lead pencil for ease of identification. 
Reorientation of cast to surveyor is accomplished by tilting cast until plane created by three 
marks is at right angle to vertical arm of surveyor. D, Height of contour is then delineated 
by carbon marker. 


scratch lines will be reproduced in any duplication, 
thereby permitting any duplicate cast to be related 
to the surveyor in a similar manner. Whereas a 
diagnostic cast and a master cast cannot be made 
interchangeable, a refractory cast, being a dupli- 
cate of the master cast, can be repositioned on the 
surveyor at any time. The technician must be cau- 
tioned not to trim the sides of the cast on the cast 
trimmer and thereby lose the reference marks for 
repositioning. 

It must be remembered that repositioning a cast 
on a surveyor at any time can involve a certain 
amount of human error. It has been estimated that 
an error of 0. 2 mm can be anticipated in reorienting 
a cast with three reference points on its base. This 
reorientation error can influence the placement of 
appropriate blockout wax and may result in ineffec- 
tive placement of direct retainers into prescribed 
undercuts and improper contacts of minor connec- 
tors to guiding planes. Therefore reorientation of the 
cast to surveyor by any method must be done with 
great care. 


j SURVEYING THE MASTER CAST 

The master cast must be surveyed as a new cast, 
but the prepared proximal guiding plane surfaces 
will indicate the correct anteroposterior tilt. Some 
compromises may be necessary, but the amount of 
guiding plane surface remaining after blockout 
should be the maximum for each tooth. Areas above 
the point of contact with the surveyor blade are not 
considered to be part of the guiding plane area and 
neither are gingival undercut areas, which will be 
blocked out. 

The lateral tilt will be the position that provides 
equal retentive areas on all principal abutments in 
relation to the planned clasp design. Factors of flexi- 
bility, including the need for extra flexibility on distal 
extension abutments, must be considered in decid- 
ing what will provide equal retention on all abutment 
teeth. For example, cast circumferential or cast bar 
retention on the tooth-supported side of a Class II 
design should be balanced against the 18-gauge 
wrought-wire retention on a distal abutment only if 



Figure 11-16 Worn carbon marker (left) should be discarded 
because it will invariably misleadingly mark height of contour 
for given orientation of cast to vertical spindle of surveyor. 
Unworn carbon (right) with angled end is preferable for mark- 
ing heights of contour on abutment teeth and performing 
survey of soft tissue areas. 


the more rigid cast clasp engages a lesser undercut 
than the wrought-wire clasp arm. Therefore the 
degree of undercut alone does not ensure relatively 
equal retention unless clasp arms of equal length, 
diameter, form, and material are used. 

Gross interference will have been eliminated dur- 
ing mouth preparation. Thus for a given path of 
placement providing guiding planes and balanced 
retention, any remaining interference must be elimi- 
nated with blockout. If mouth preparation has been 
adequately planned and executed, the undercuts 
remaining to be blocked out should be minimal. 

The base of the cast is now scored, or the cast 
is tripoded as described previously. The surveyor 
blade or diagnostic stylus then may be replaced 
with a carbon marker, and the height of convexity 
of each abutment tooth and soft tissue contours 
may be delineated. Similarly, any areas of interfer- 
ence to the rigid parts of the framework during 
seating and removal should be indicated with the 
carbon marker to locate areas to be blocked out or 
relieved. 

Carbon markers that become the slightest bit 
worn from use should be discarded. A worn (tapered) 
carbon marker will indicate heights of contour more 
occlusally located than they actually exist. The car- 
bon marker must be parallel to the vertical spindle of 
the surveyor (Figure 11-16). The diagnostic stylus 
should always be checked to be sure that it is not 
bent or distorted. 


1 MEASURING RETENTION 

The surveyor is used with the master cast for two 
purposes: (1) to delineate the height of contour of 
the abutment teeth both to locate clasp arms and to 
identify the location and magnitude of retentive 
undercuts; and (2) to trim blockout of any remaining 
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Figure 11-17 A, Undercut gauge will measure depth of 
undercut below height of contour, l-bar direct retainer will 
contact the tooth from the point of the undercut to the height 
of contour. Depth to which retentive clasp arm can be placed 
depends not only on its length, taper, diameter, and alloy 
from which it is made but also on type of clasp. Circumferen- 
tial clasp arm is more flexible than is bar clasp arm of same 
length (Chapter 7). B, Specific measurement of undercut gin- 
giva to height of contour may be ascertained by use of 
undercut gauge attached to surveyor. Simultaneous contact of 
shank of undercut gauge at height of contour and contact 
of lip of specific undercut gauge on tooth in infrabulge area 
establishes definitive degree and location of undercut. 
Therefore tip of retentive arm of direct retainer may be placed 
in planned depth of undercut. 


interference to placement and removal of the den- 
ture. The areas involved are those that will be crossed 
by rigid parts of the denture framework. 

The exact undercut that retentive clasp terminals 
will occupy must be measured and marked on the 
master cast (Figure 11-17). Undercuts may be meas- 
ured with an undercut gauge, such as those provided 
with the Ney and Jelenko surveyors. The amount of 
undercut is measured in hundredths of an inch, with 
the gauges allowing measurements up to 0. 03 inch. 
Theoretically the amount of undercut used may vary 
with the clasp to be used up to a full 0. 03 inch. How- 
ever, undercuts of 0. 01 inch are often adequate for 
retention by cast retainers. Tapered wrought-wire 
retention may safely use up to 0. 02 inch without 
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Figure 11-18 Tooth undercut is best viewed against good 
source of light passing through triangle, which is bounded 
by surface of abutment tooth, surveyor blade, and gingival 
tissues. 


inducing undesirable torque on the abutment tooth, 
Drovided the wire retentive arm is long enough (at 
east 8 mm). The use of 0. 03 inch is rarely, if ever, 
justified with any clasp. When greater retention 
is required, such as when abutment teeth remain 
on only one side of the arch, multiple abutments 
should be used rather than increasing the retention 
on any one tooth. 

When a source of light is directed toward the tooth 
being surveyed, a triangle of light is visible. This tri- 
angle is bounded by the surface of the abutment 
tooth on one side and the blade of the surveyor on 
the other, the apex being the point of contact at the 
height of convexity and the base of the triangle being 
the gingival tissue (Figure 11-18). Retention will be 
determined by (1) the magnitude of the angle of cer- 
vical convergence below the point of convexity; 
(2) the depth at which the clasp terminal is placed 
in the ang e; and (3) the flexibility of the clasp arm. 
The intelligent application of various clasp designs 
and their relative f exibility are of greater importance 
than the ability to measure an undercut with precise 
accuracy. 

The final design may now be drawn on the master 
cast with a fine crayon pencil, preferably one that 
will not come off during duplication. Graphite is usu- 
ally lifted in duplication, but some crayon pencil 
marks will withstand duplication without blurring or 
transfer. * Sizing or spraying the master cast to pro- 
tect such pencil marks is usually not advisable unless 
done with extreme care to avoid obliterating the sur- 
face detail. 


*'Such astheDixonThinexpencil 


BLOCKING OUT THE MASTER CAST 

After the establishment of the path of placement 
and the location of undercut areas on the master 
cast, any undercut areas that will be crossed by 
rigid parts of the denture (which is every part of 
the denture framework but the retentive clasp ter- 
minals) must be eliminated by blockout. 

In the broader sense of the term, blockout 
includes not only the areas crossed by the denture 
framework during seating and removal but also (1) 
those areas not involved that are blocked out for 
convenience; (2) ledges on which clasp patterns 
are to be placed; (3) relief beneath connectors to 
prevent tissue impingement; and (4) relief to pro- 
vide for attachment of the denture base to the 
framework. 

Ledges or shelves (shaped blockout) for locat- 
ing clasp patterns may or may not be used 
(Figure 11-19). However, this should not be con- 
fused with the actual blocking out of undercut 
areas that would offer interference to the place- 
ment of the denture framework. Only the latter 
is made on the surveyor, with the surveyor blade 
or diagnostic stylus being used as a paralleling 
device. 

Hard inlay wax may be used satisfactorily as a 
blockout material. It is easily applied and is easily 
trimmed with the surveyor blade. Trimming is 
facilitated by slightly warming the surveyor blade 
with an alcohol torch. Whereas it is true that any 
wax will melt more readily than a wax-clay mix- 
ture if the temperature of the duplicating mate- 
rial is too high, it should be presumed that the 
duplicating material will not be used at such an 
elevated temperature. If the temperature of the 
duplicating material is high enough to damage 
a wax blockout, other distortions resulting in an 
inaccurate duplication will likely occur. 

Parallel blockout is necessary for areas that 
are cervical to guiding plane surfaces and over 
all undercut areas that will be crossed by major 
or minor connectors. Other areas that are to be 
blocked out for convenience and to avoid difficul- 
ties in duplication should be blocked out with 
hard baseplate wax or oil-base modeling clay 
(artist's modeling clay). Such areas are the labial 
surfaces and labial undercuts not involved in the 
denture design and the sublingual and distolin- 
gual areas beyond the limits of the denture design. 
These are blocked out arbitrarily with hard base- 
plate wax or clay, but because they have no rela- 
tion to the path of placement, they do not require 
the use of the surveyor. Modeling clay that is 
water-soluble should not be used when duplica- 
tion procedures are involved. 
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Figure 11-19 A, Wax ledges on buccal surfaces of premolar and molar abutments have been 
duplicated in refractory the cast for exact placement of clasp molar pattern and the premolar 
wrought wire clasp. B, Pattern and wrought wire in position at wax pattern stage. The molar 
ledge has been placed slightly below the outline of cast clasp arm to allow the gingival edge 
of clasp arm to be polished and still remain in its planned relationship to tooth when denture 
is seated. It should also be noted that wax ledge definitively establishes planned placement 
of direct retainer tip into measured undercut. 




i 

/ Wa-x 

Blockout wax made parallel 
to path of placement 

Figure 11-20 All guiding plane areas must be parallel to path 
of placement, and all other areas that will be contacted by 
rigid parts of denture framework must be made free of under- 
cut by parallel blockout. Relief must also be provided for the 
gingival crevice and gingival margin. 


Areas to be crossed by rigid connectors, on the 
other hand, should be trimmed with the surveyor 
blade or some other surveyor tool parallel to the 
path of placement (Figure 11-20). This imposes 
a considerable responsibility on the technician. 
If the blockout is not sufficiently trimmed to expose 
guiding plane surfaces, the effect of these guiding 
planes, which were carefully established by the 
dentist, will be nullified. If, on the other hand, the 
technician is overzealous in paralleling the block- 
out, the stone cast may be abraded by heavy con- 
tact with the surveyor blade. Although the resulting 
cast framework would seat back onto the master 
cast without interference, interference to place- 
ment in the mouth would result. This would neces- 
sitate relieving the casting at the chair, which is not 
only an embarrassing and time-consuming opera- 
tion but also one that may have the effect of obliter- 
ating guiding plane surfaces. 


1 REJJEVJNG THE MASTER CAST 

Tissue undercuts that must be blocked out are par- 
alleled in much the same manner as tooth under- 
cuts. The difference between blockout and relief 
must be clearly understood (Figures 11-21 and 
11-22). for example, tissue undercuts that would 
offer interference to the seating of a lingual bar 
connector are blocked out with blockout wax and 
trimmed parallel to the path of placement. This 
does not in itself necessarily afford relief to prevent 
tissue impingement. In addition to such blockout, a 
relief of varying thickness must sometimes be 
used— depending on the location of the connector, 
the relative slope of the alveolar ridge, and the pre- 
dictable effect of denture rotation. It must be 
assumed that indirect retainers, as such, or indirect 
retention is provided in the design of the denture to 
prevent rotation of the lingual bar inferiorly. A verti- 
cal downward rotation of the denture bases around 
posterior abutments places the bar increasingly far- 
ther from the lingual aspect of the alveolar ridge 
when this surface slopes inferiorly and posteriorly 
(Figure 11-23). Adequate relief of soft tissues adja- 
cent to the lingual bar is obtained by the initial fin- 
ishing and polishing of the framework in these 
instances. However, excessive upward vertical rota- 
tion of a lingual barwill impinge on lingual tissues 
if the alveolar ridge is nearly vertical or undercut 
to the path of placement (Figure 11-24). The region 
of the cast involving the proposed placement 
of the lingual bar should, in this situation, be 
first relieved by parallel blockout and then by a 
32-gauge wax strip. Low-fusing casting wax, such as 
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Figure 11-21 Relationship of parallel blockout and relief to 
removable partial denture framework. A, Interproximal spaces 
to be occupied by minor connectors are blocked out parallel 
to path of placement- In like manner, tissue undercuts intimate 
to lingual bar and minor connectors are blocked put parallel 
to path of placement rather than using an arbitrary blockout. 
Arbitrary blockout in lingual bar region could create unneces- 
sary spaces for entrapment of food. Blockout of tissue surface 
inferior to buccal surface of right second premolar is required. 
Because this slight undercut coincided with placement of bar- 
type direct retainer arm, it was blocked out parallel to path of 
placement to avoid tissue damage when denture rotated or 
when restoration was being removed or placed. B, Finished 
removable partial denture framework accurately fits blocked- 
out master cast. Adjustment of framework by grinding to fit 
master cast or mouth is largely eliminated when blockout of 
cast has been meticulously carried out. 


Kerr's green casting wax, should not be used 
because it is too easily thinned during adaptation 
and may be affected by the temperature of the 
duplicating material. Pink casting wax should be 
used, even though it is difficult to adapt uniformly. 
A pressure-sensitive, adhesive-coated casting wax 
is preferred because it adapts readily and adheres 
to the cast surface. Any wax, even the adhesive 
type, should be sealed all around its borders with a 
hot spatula to prevent its lifting when the cast is 
moistened before or during duplication. 

Horizontal rotational tendencies of mandibular 
distal extension removable partial dentures account 



Figure 11-22 Relief and blockout of master cast before dupli- 
cation. All undercuts involved in denture design (except tips of 
retentive clasp arms)' have been blocked' out parallel' to path of 
placement. Residual ridges have been relieved with 20-gauge 
sheet wax to provide space for denture base material to totally 
enclose denture base minor connector. Small window has 
been created in wax adjacent to distogingival surface of each 
posterior abutment. Framework will occupy this space and 
will definitively establish most anterior extent of denture bases 
in these regions. Severe undercuts in retromylohyoid regions 
of cast have been arbitrarily blocked out to prevent possible 
distortion of duplicating mold when master cast is removed. 




Figure 11-23 Sagittal section of cast and denture framework. 
Lingual alveolar ridge slopes inferiorly and posteriorly (upper 
figure). When force is directed to displace denture base 
downward, lingual bar rotates forward and upward but does 
not impinge on soft tissue of alveolar ridge (lower figure). 
Therefore in such instances, adequate relief to avoid impinge- 
ment is gained when tissue side of lingual bar is highly 
polished during finishing process. 


for many of the tissue irritations seen adjacent to a 
lingual mandibular major connector. These irrita- 
tions can usually be avoided by blocking out all 
undercuts adjacent to the bar parallel to the path of 
placement and then including adequate stabilizing 
components in the design of the framework to resist 
horizontal rotation. J udicious relief of the tissue side 
of the lingual bar with rubber wheels at the site of 
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Figure 11-24 Undercut alveolar ridge was blocked out paral- 
lel to path of placement in fabricating lingual bar (upper 
figure). Application of vertical force to create rotation of lin- 
gual bar upward can cause impingement of lingual tissue on 
alveolar ridge (lower figure). To avoid impingement in these 
instances, not only should master cast be blocked out parallel 
to path of placement but also an additional relief of 32-gauge 
sheet wax should be used in blocking out cast in such under- 
cut areas. 


the irritation will most often correct the discrepancy. 
Under no circumstances should grinding any por- 
tion jeopardize the rigidity of the major connector. 

Still other areas requiring relief are the areas 
where component parts cross the gingiva and gin- 
gival crevices. All gingival areas bridged by the 
denture framework should be protected from pos- 
sible impingement resulting from rotation of the 
denture framework. Hard inlay wax may be used 
to block out gingival" crevrces (see Fig. 11-21). 

1 PARALLEL BLOCKOUT, SHAPED 
■ BLOCKOUT, ARBITRARY BLOCKOUT, 
AND RELIEF 

Table 11-1 differentiates between parallel block- 
out, shaped blockout, arbitrary blockout, and 
relief. The same factors apply to both the maxillary 
and mandibular arches, except that relief is ordi- 
narily not used beneath palatal major connectors, 
as it is with mandibular lingual bar connectors, 
except when maxillary tori cannot be circum- 
vented or when resistive median palatal raphae are 
encountered. 


' H"ABLE H-1- Differentiations Between Parallel 

Blockout, Shaped Blockout, Arbitrary 

BJockout, and fieJief 



Site 

Material 

Thickness 

PARALLEL BLOCKOUT 
Proximal tooth surfaces to be 
used as guiding planes 

Hard baseplate wax or 
blockout material 

Only undercut remaining gingival to contact of 
surveyor blade with tooth surface 

Beneath all minor connectors 

Hard baseplate wax or 
blockout material 

Only undercut remaining gingival to contact of 
surveyor blade with tooth surface 

Tissue undercuts to be crossed 
by rigid connectors 

Hard baseplate wax or 
blockout material 

Only undercut remaining below contact of 
surveyor blade with surface of cast 

Tissue undercuts to be crossed 
by origin of bar clasps 

Hard baseplate wax or 
blockout material 

Only undercut remaining below contact of 
surveyor blade with surface of cast 

Deep interproximal spaces to be 
covered by minor connectors 
or linguoplates 

Hard baseplate wax or 
blockout material 

Only undercut remaining below contact of 
surveyor blade with surface of cast 

Beneath bar clasp arms to 
gingival crevice 

Hard baseplate wax or 
blockout material 

Only undercut area involved in attachment of 
clasp arm to minor connector 

SHAPED BLOCKOUT 

On buccal and lingual surfaces 
to locate plastic or wax 
patterns for clasp arms 

Hard baseplate wax 

Ledges for location of reciprocal clasp arms to 
follow height or convexity so that they may 
be placed as cervical as possible without 
becoming retentive 


Continued 
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TABLE 11-1. Differentiations Between Parallel Blockout, Shaped Blockout, Arbitrary 
Blackaut r and .ELeLLef— cont'd 


Site 


Material 


Thickness 


Ledges for location of retentive clasp arms to be 
placed as cervical as tooth contour permits; 
point of origin of clasp to be occlusal or incisal 
to height of convexity, crossing survey line at 
terminal fourth, and to include undercut area 
previously selected in keeping with flexibility 
of clasp type being used 


ARBITRARY BLOCKOUT 
All gingival crevices 

Gross tissue undercuts situated 
below areas involved in 
design of denture framework 

Tissue undercuts distal to 
cast framework 

Labial and buccal tooth and 
tissue undercuts not 
involved in denture design 

RELIEF 

Beneath lingual bar connectors 
or the bar portion of the 
linguoplates when 
indicated (see text) 


Areas in which major connectors 
will contact thin tissue, such 
as hard areas so frequently 
found on lingual or mandibu- 
lar ridges and elevated 
palatal raphes 

Beneath framework extensions 
onto ridge areas for attach- 
ment of resin bases 


Hard baseplate wax 

Hard baseplate wax or 
oil-base clay 


Hard baseplate wax or 
oil-base clay 

Hard baseplate wax or 
oil-base clay 


Adhesive wax sealed to 
cast; should be wider 
than major connector 
to be placed on it 


Hard baseplate wax 


Enough to just eliminate gingival crevice 
Leveled arbitrarily with wax spatula 


Smoothed arbitrarily with wax spatula 


Filled and tapered with spatula to within upper 
third or crown 


Adhesive wax, well adapted 
to and sealed to cast 
beyond the involved area 


32-gauge wax if slope of lingual alveolar ridge is 
parallel to path of placement; 32-gauge wax 
after parallel blockout of undercuts if slope 
of lingual alveolar ridge is undercut to path 
of placement 

Thin layer flowed on with hot wax spatula; 
however, if maxillary torus must be covered, 
the thickness of the relief must represent the 
difference in the degree of displacement of 
the tissues covering the torus and the tissues 
covering the residual ridges 

20-gauge wax 


SELF-ASSESSMENT AIDS 

1. Define a dental cast surveyor. 

2. What are the basic parts of a surveyor? 

3. What does height of contour mean? How does it 
relate to a direct retainer assembly? 

4. Because no component of a removable partial 
denture may engage an undercut except a por- 
tion of the retentive arm of a direct retainer, 
then both desirable and undesirable undercuts 
must be known in designing a restoration. True 
or false? 

5. When planning the design of a partial denture, 
four factors must be considered in determining 


the path of placement and removal. Two of these 
factors are retention and esthetics. Name the two 
other factors. 

6. With the diagnostic cast securely clamped to the 
adjustable table and the diagnostic stylus in the 
vertical spindle, what orientation of the occlusal 
plane to the base of the surveyor is recommended 
as a provisional study position? 

7. When considering a design for a Class III, modi- 
fication 1 arch, which directional tilt of the cast 
will indicate the greatest area of parallel proximal 
surfaces to act as guiding planes— anteroposte- 
rior or lateral? 


Chapter 11 Surveying 185 


8. Suppose, in the previous situation, that the diag- 
nostic stylus touches only gingival areas of the 
proximal surfaces. What are the options to obtain 
guiding plane surfaces? 

9. When possible retentive areas are being ascer- 
tained, the cast is tilted laterally. How can one 
avoid changing the established anteroposterior 
tilt of the cast? 

10. Uniformity of retention bilaterally is desirable. In 
what manner does the angle of cervical conver- 
gence contribute to obtaining uniform retention? 

11. What are the most common causes of interfer- 
ence to the placement of a mandibular major 
connector? 

12. Why should soft tissue contours be surveyed 
along with teeth? 

13. What advantages accrue in having the tip of the 
carbon marker touch gingival areas intermit- 
tently when marking the heights of contour of 
abutment teeth? 

14. After the diagnostic cast has been surveyed, 
how can the relationship of the cast to the verti- 
cal spindle of the surveyor in three dimensions 
be recorded? 

15. What is the disadvantage of using a carbon 
marker that is even slightly worn? 

16. What is an undercut gauge? How can it be used 
to measure the depth of undercut in the angle of 
cervical convergence? I r 4 ^ r ^ 

17. Heights of contour in many instances will be more 
optimally located for direct retainer assemblies 
if axial surfaces are recontoured. How may an 
undercut gauge assist in determining whether 
they can be recontoured without exposing dentin? 

18. Diagnostic casts are quite often altered during 
design on the surveyor or in other uses. Why is it 
a good idea to have duplicate diagnostic casts? 

19. The designed diagnostic cast can readily serve as 
a blueprint to accomplish contouring of abut- 
ment teeth during mouth preparation proce- 
dures. How may the contoured areas on the 
diagnostic cast be indicated to avoid overlooking 
these areas when preparing them in the mouth? 

20. After mouth preparation procedures are com- 
pleted and a master cast has been made, it must be 
surveyed to definitively locate components. What 
are the guides to relate the cast to the surveyor? 

21. The terminal portion of the retentive arm of a 
direct retainer should engage a planned and 
measured undercut. Using the same degree of 
undercut bilaterally will not necessarily ensure 
relative equal retention. What factor other than 
the degree of undercut must be considered? 

22. After the path of placement is established, 
undercut areas that will be crossed by rigid parts 


must be eliminated. How is this accomplished? 
With what materials? 

23. By what means can the definitive locations of 
components of the framework be transferred 
from the master cast to the duplicate investment 
cast on which the pattern for the framework will 
be developed? 

24. Explain the differences between shaped block- 
out, arbitrary blockout, relief of the master cast, 
and parallel blockout. 

25. Why should undercuts on the master cast not 
involved with the framework be blocked out? 

26. How do you handle the blockout of gingival 
crevices that will be crossed by a component of 
the framework? 

27. What relief of a mandibular master cast is 
required for the lingual aspect of the alveolar 
ridge that will be covered by a lingual bar or lin- 
guoplate when the ridge slopes inferiorly and 
posteriorly? The ridge is parallel to the path of 
placement? The ridge is undercut to the path of 
placement? 

28. Why should a master cast be relieved? 

29. What determines the amount of palatal relief 
required when a major connector must traverse 
the median palatal raphe in a Class I arch? 

30. What are the requirements for relief on a master 
cast for minor connectors that will attach acrylic 
resin bases to the major connector? 

31. What uses are there for a dental cast surveyor 
other than surveying casts for designs and prepa- 
ration of master casts for duplication in a refrac- 
tory investment? 

32. How can a dental cast surveyor help develop the 
optimum contour for crowns? 

33. By what means can some dental cast surveyors 
be converted into a convenient drill press or 
machining tool? 

34. Ceramo-metal restorations in many instances 
require machining before the final glazing pro- 
cedures to make sure that originally planned 
contours are accomplished. How can this be 
done? 

35. Internal rests on crowns may be machined with 
the surveyor as a drill press, or they may be made 
by another method involving the dental cast sur- 
veyor. What is this other method? 

36. Why would a dental cast surveyor be required to 
place some types of manufactured internal 
attachments? 

37. What are some sequelae of marring a master cast 
during surveying or blockout procedures? 

38. What are some applications for use of the den- 
tal cast surveyor in planning for a fixed partial 
denture? 
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PURPOSE AND UNIQUENESS 
OF TREATMENT 

The purpose of dental treatment is to respond to a 
patient's needs, both the needs perceived by the 
patient and those demonstrated through a clinical 
examination and patient interview. Although there 
are similarities between partially edentulous patients 
(such as classification designations), significant dif- 
ferences exist making each patient, and the ultimate 
treatment, unique. 

The delineation of each patient's uniqueness 
occurs through the patient interview and diagnos- 
tic clinical examination process. This includes four 
distinct processes: (1) understanding the patient's 
desires or chief concerns/complaints regarding their 


condition (including its history) through a system- 
atic interview process, (2) ascertaining the patient's 
dental needs through a diagnostic clinical exam, 
(3) developing a treatment plan that reflects the 
best management of the desires and needs (with 
influences unique to their medical condition or oral 
environment), and (4) appropriately sequenced exe- 
cution of the treatment with planned follow up. 
The ultimate treatment is individualized to address 
disease management and the unique coordinated 
restorative and prosthetic needs of the patient. Provi- 
sion of the best care for a patient may involve no 
treatment, limited treatment, or extensive treatment, 
and the dentist must be prepared to help patients 
decide the best treatment option given their individ- 
ual circumstances. 
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PATIENT INTERVIEW 

Although oral health is an important aspect of overall 
health, it is an elective health pursuit for most indi- 
viduals. Consequently, the patient comes for profes- 
sional examination because of some perception of 
(1) an abnormality that requires correction or (2) to 
maintain optimum oral health. For either situation, 
but especially the patient with some chief complaint 
(often with an important history related to that com- 
plaint), it is mandatory that the dentist clearly under- 
stand what brings the patient in for this valuation. 
Failure to do so risks the chance that the patient will 
be unhappy with the treatment result, as it might not 
address the very reason they came for help. With 
experience, this subtle point becomes a major com- 
ponent of a clinician's management focus. 

A fundamental objective of the patient interview, 
which accompanies the diagnostic examination, is to 
gain a clear understanding of why the patient is com- 
ing for examination, and involves having the patient 
describe the history related to the chief complaint. 
For complicated clinical problems, the interview and 
diagnostic examination require two appointments 
to allow complete gathering of all the diagnostic 
information for formulation of a complete plan of 
treatment. 

The interview, an opportunity to develop rapport 
with the patient, involves listening to and understand- 
ing the patient's chief complaint or concern about 
their oral health. This can include clinical symptoms 
of pain (provoked or unprovoked), difficulty with 
function, concern about their appearance, problems 
with an existing prosthesis, or any combination of 
symptoms related to their teeth, periodontium, jaws, 
or previous dental treatment. It is important to listen 
carefully to what the patient has stated is their reason 
for coming for examination. This is because all the 
subsequent information gathered will be used to dis- 
cuss these concerns and to relate whether the pro- 
posed treatment will impact them in any way. Such a 
discussion at the outset of patient care helps to out- 
line realistic expectations. 

Although formats for sequencing the patient inter- 
view (and clinical examination) vary, to ensure 
thoroughness the dentist should follow a sequence 
that includes: 

1. Chief complaint and its history 

2. M edical history review 

3. Dental history review; especially related to previ- 
ous prosthetic experience(s) 

4. Patient expectations 

It is from the above interaction that patient 
uniqueness, as mentioned above, is best defined. The 
expectations described by the patient are critical to 
an understanding of whether a removable partial 
denture will satisfy the stated treatment goal(s). The 


fact that removable partial dentures by necessity 
require material bulk and often use oral soft tissue 
for support may be hard to comprehend by patients 
with no such prosthetic history Helping them under- 
stand the normal phase of accommodation to such a 
prosthesis is an important discussion point when 
choosing a prosthesis. For those patients with an 
unfavorable past prosthesis experience, it is neces- 
sary to determine if the design, fit, occlusion, or lack 
of maintenance ofthe prosthesis can be improved to 
provide a more positive experience before starting 
treatment. 

] INFECTION CONTROL 

The American Dental Association follows the Centers 
for Disease Control and Prevention (CDC) recom- 
mended infection control procedures for dentistry. 
The recommendations were last published in the 
CDC Morbidity and M ortality Weekly Report (MMWR) 
in 1993 and are currently being updated. Although 
infection control principles do not change signifi- 
cantly, continued monitoring ofthe effectiveness of 
guidelines along with new technologies, materials, 
and equipment require continuous evaluation of cur- 
rent infection control practices. The recommenda- 
tions provide guidance for measures to be taken that 
will reduce the risks of disease transmission, among 
both dental healthcare workers (DHCWs) and their 
patients. The recommended infection control prac- 
tices are applicable to all settings in which dental 
treatment is provided and are listed in Box 12-1. 



BOX 12-1 Recommended Infection 


Control Practices for Dental Treatment 

• Gloves should be worn in treating all patients. 

• Masks should be worn to protect oral and nasal 
mucosa from splatter of blood and saliva. 

• Eyes should be protected with some type of cover- 
ing to protect from splatter of blood and saliva. 

• Sterilization methods known to kill all life forms 
should be used on dental instruments. Steriliza- 
tion equipment includes steam autoclave, dry heat 
oven, chemical vapor sterilizers, and chemical 
sterilants. 

• Attention should be given to cleanup of instru- 
ments and surfaces in the operatory. This includes 
scrubbing with detergent solutions and wiping 
down surfaces with iodine or chlorine (diluted 
household bleach solutions). 

• Contaminated disposable materials should be 
handled carefully and discarded in plastic bags 
to minimize human contact. Sharp items, such as 
needles and scalpel blades, should be contained in 
puncture-resistant containers before disposal in 
the plastic bags. 
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Dental patients and DHCWs potentially may be 
exposed to a variety of microorganisms. The exposure 
can occur via blood and/or oral or respiratory secre- 
tions. The microorganisms may include viruses and 
bacteria that infect the upper respiratory tract in 
general and also cytomegalovirus, hepatitis B virus 
(HBV), hepatitis C virus (HCV), herpes simplex virus 
types 1 and 2, human immunodeficiency virus (HIV), 
M ycobacterium tuberculosis, staphylococci, and strep- 
tococci. The transmission of infections in the dental 
operatory can occur through several routes. These 
include direct contact (blood, oral fluids, or other 
secretions), indirect contact (contaminated instru- 
ments, operatory equipment, or environmental sur- 
faces), or contact with airborne contaminants present 
in either droplet spatter or aerosols of oral and respi- 
ratory fluids. For infection to occur via any of these 
routes, the "chain of infection" must be present. This 
includes a susceptible host, a pathogen with sufficient 
infectivity and numbers to cause infection, and a por- 
tal through which the pathogen may enter the host. 
For infection control procedures to be effective, one or 
more of these "links" in the chain must be broken. 

Studies from the CDC report that clothing exposed 
to the acquired immunodeficiency syndrome (AIDS) 
virus may be safely used after a normal laundry cycle. 
A high temperature (140° to 160° F, 60° to 70° C) wash 
cycle with normal bleach concentrations, followed by 
machine drying (212° F, 100° C, or higher) is prefer- 
able if clothing is visibly soiled with blood or other 
body fluids. Dry cleaning and steam pressing will also 
kill the AIDS virus, according to these studies. 
Patients with oral lesions suggestive of infectious 
diseases or patients with a known history of HBV, 
AIDS, AIDS-related complex, or other infectious 
diseases should be referred for appropriate medical 
care. In addition to environmenta surface and equip- 
ment disinfection, all instruments, stones, burs, and 
other reusable items should be disinfected in 2% 
glutaraldehyde for 10 minutes, cleaned of debris, 
rinsed, and patted dry before initiating the sterilizing 
process. Heat-sensitive items can be sterilized using 
ethylene oxide (gas). 

For items that have been used in the mouth, 
including laboratory materials (e. g., impressions, bite 
registrations, fixed and removable prostheses, ortho- 
dontic appliances), cleaning and disinfection are 
required before being manipulated in a laboratory 
(whether on-site or at a remote location). Any item 
manipulated in the laboratory should also be cleaned 
and disinfected before placement in the patient's 
mouth. Fresh pumice with iodophor should be used 
for each polishing procedure, and the pumice pan 
should be washed, rinsed, and dried after each proce- 
dure. Since materials are constantly evolving, DHCWs 
are advised to follow manufacturers' suggested pro- 
cedures for specific materials relative to disinfection 


Drocedures. As a guide, use of a chemical germicide 
laving at least an intermediate level of activity (e. g., 
"tuberculocidal hospital disinfectant") is appropriate 
for such disinfection. Careful communication between 
dental office and dental laboratory regarding the spe- 


cific 
supp 


protocol for handling and decontamination of 
ies and materials is important to prevent any 


cross contamination. 


CLINICAL EXAMINATION 


i 


OBJECTIVES OF PROSTHODONTI C 
TREATMENT 


The objectives of any prosthodontic treatment may 
be stated as: (1) the elimination of disease; (2) the 
preservation, restoration, and maintenance of the 
health of the remaining teeth and oral tissues (which 
will enhance the removable partial denture design); 
and (3) the selected replacement of lost teeth for the 
purpose of restoration of function in a manner that 
ensures optimum stability and comfort in an estheti- 
cally pleasing manner. Preservation is a principle 
that protects dentists from placing too high a pre- 
mium on cosmetic concerns. It is the dentist's obliga- 
tion to emphasize the importance of restoring the 
total mouth to a state of health and of preserving the 
remaining teeth and surrounding tissues. 

Diagnosis and treatment planning for oral rehabil- 
itation of partially edentulous mouths must take into 
consideration the following: control of caries and 
periodontal disease, restoration of individual teeth, 
provision of harmonious occlusal relationships, and 
the replacement of missing teeth by fixed (using nat- 
ural teeth and/or implants) or removable prostheses. 
Because these procedures are integrally related, the 
appropriate selection and sequencing of treatment 
should precede all irreversible procedures. 

The treatment plan for the removable partial den- 
ture, which is often the final step in a lengthy 
sequence of treatment, should precede all but emer- 
gency treatment. This allows abutment teeth and 
other areas in the mouth to be properly prepared to 
support, stabilize, and retain the removable partial 
denture. This means that diagnostic casts, for design- 
ing and planning removable partial denture treat- 
ment, must be made before definitive treatment is 
undertaken. After evaluation of the major factors 
that create functional forces and those that resist 
it are understood, the removable partial denture 
design is drawn on the diagnostic cast, alongwith a 
detailed chart of mouth conditions and proposed 
treatment. This becomes the master plan for the 
mouth preparations and the design of the removable 
partial denture to follow. 

As pointed out in Chapter 1, failures of removable 
partial dentures can usually be attributed to factors 
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that result in poor stability. These can result from 
inadequate diagnosis and a failure to properly evalu- 
ate the conditions present. This results in a failure 
to prepare the patient and the oral tissue properly 
before fabrication of the master cast. The importance 
of the examination, the consideration of favorable 
and unfavorable aspects relative to movement con- 
trol, and the importance of planning the elimination 
of unfavorable influences cannot be overemphasized 
(see Chapter 2). 

As mentioned earlier, complex treatment planning 
often require two appointments. The first will likely 
include a preliminary oral examination (to determine 
the need for management of acute needs), a prophy- 
laxis, full-mouth radiographs, diagnostic casts, and 
mounting records if baseplates are not required. The 
follow-up appointment includes mounting of the 
diagnostic casts (when baseplates and occlusion rims 
are needed), a definitive oral evaluation, review of the 
radiographs to augment and correlate with clinical 
findings, and, where required, arrangement of addi- 
tional consultations. Following collection and syn- 
thesis of all the patient and clinical information, 
including surveying of the casts, a treatment plan 
(often with options) is presented. 

| ORAL EXAMINATION 

A complete oral examination should precede any 
treatment decision. It should include a visual and 
digital evaluation of the teeth and surrounding tissue 
with mouth mirror, explorer, periodontal probe, 
vitality tests of critical teeth, and an examination of 
casts correctly oriented on a suitable articulator. The 
clinical findings are augmented by and correlated 
with a complete intraoral radiographic survey. 

During the examination, the objective to be kept 
foremost in mind should be the consideration of pos- 
sibilities for restoring and maintaining the remaining 
oral structures in a state of health for the longest 
period of time. This is best accomplished by an eval- 
uation of factors that generate functional forces and 
those that resist them. The stability of tooth and 
prosthesis position is the goal of such an evaluation. 
The following sequence of examination allows atten- 
tion to be paid to aspects of each of these critical fea- 
tures of evaluation for removable partial denture 
service. 

Sequence for Oral Examination 

An. oral examination should be .accomplished in the 
following sequence: visual examination, pain relief 
and temporary restorations, radiographs, oral pro- 
phylaxis, evaluation of teeth and periodontium, 
vitality tests of individual teeth, determination of 
the floor of the mouth position, and impressions of 
each arch. 


Relief of Pain and Discomfort and Placement 
of Temporary Restorations 

A preliminary examination is conducted to deter- 
mine the need for management of acute needs and 
whether a prophylaxis is required to conduct a thor- 
ough oral examination. It is advisable not only to 
relieve discomfort arising from tooth defects but 
also to determine as early as possible the extent 
of caries and to arrest further caries activity until 
definitive treatment can be instituted. By restoring 
tooth contours with temporary restorations, the 
impression will not be torn on removal from the 
mouth, and a more accurate diagnostic cast may 
be obtained. 

A Thorough and Complete Oral Prophylaxis 

An adequate examination can be accomplished best 
with the teeth free of accumulated calculus and 
debris. Also, accurate diagnostic casts of the dental 
arches can be obtained only if the teeth are clean; 
otherwise the teeth reproduced on the diagnostic 
casts are not a true representation of tooth and gingi- 
val contours. Cursory examination may precede an 
oral prophylaxis, but a complete oral examination 
should be deferred until the teeth have been thor- 
oughly cleaned. 

Complete Intraoral Radiographic Survey (Figure 12-1) 
The objectives of a radiographic examination are (a) 
to locate areas of infection and other pathosis that 
may be present; (b) to reveal the presence of root 
fragments, foreign objects, bone spicules, and irregu- 
lar ridge formations; (c) to display the presence and 
extent of caries and the relation of carious lesions to 
the pulp and periodontal attachment; (d) to permit 
evaluation of existing restorations for evidence of 
recurrent caries, marginal leakage, and overhanging 
gingival margins; (e) to reveal the presence of root 
canal fillings and to permit their evaluation as to 
future prognosis (the design of the removable partial 
denture may hinge on the decision to retain or extract 
an endodontically treated tooth); (f) to permit an 



Figure 12-1 Complete intraoral radiographic survey of 
remaining teeth and adjacent edentulous areas reveals much 
information vital to effective diagnosis and treatment plan- 
ning. Response of bone to previous stress is of particular 
value in establishing prognosis of teeth that are to be used 
as abutments. 
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evaluation of periodontal conditions present and to 
establish the need and possibilities for treatment; and 
(g) to evaluate the aveolar support of abutment 
teeth, their number, the supporting length and mor- 
Dhology of their roots, the re ative amount of alveolar 
Done loss suffered through pathogenic processes, and 
the amount of alveolar support remaining. 


Impressions for Making Accurate Diagnostic Casts 
to Be Mounted for Occlusal Examination 

The casts preferably will be articulated on a suitable 
instrument. The importance of accurate diagnostic 
casts and their use will be discussed later in this 
chapter. 


Examination of Teeth, Investing Structures, 
and Residual Ridges 

The teeth, periodontium, and residual ridges can be 
explored by instrumentation and visual means. His- 
tory and diagnosis charts should be filled out at this 
time and also a simple working chart for future refer- 
ence (Figures 12-2 and 12-3). 

Visual examination will detect many of the signs of 
dental disease. Consideration of caries susceptibility is 
of primary importance. The number of restored teeth 
present, signs of recurrent caries, and evidence of 
decalcification should be noted. Only those patients 
with demonstrated good oral hygiene habits and low 
caries susceptibility should be considered good risks 


REMOVABLE PARTIAL PROSTHODONTI CS 


PATIENT NAME 


PATIENT NUMBER 


□ 


REATMENT PLAN 



LABORATORY INSTRUCTIONS 

DESIGN SPECIFICATIONS: 
I. -R€5TS 


2. RETENTION 


3 RECIPROCATION 


Ft 



25 24 


4, MAJOR CONNECTOR 


5. INDIRECT RETENTION 


6. GUIDE PLANES 


7. 'B'AS'E "RETENTION 


COLOR CODE: 

BLUE: - CAST METAL 

RED: RESIN BASE AND WROUGHT Wl RE 

GREEN: - AREAS TO BE CONTOURED 

INSTRUCTOR: 


8. AREAS TO BE MODIFIED 
OR CONTOURED 


APPROVALTO SEND TO LABORATORY: . DATE: 


A 


Figure 12-2 A, Diagnosis record for recording pertinent data. 

Continued 
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$alm 2)@e __chart ^ 3 S3 S3 S 

Mmdk JR .^ SR STUDENT ^ f 2 3 U 

f/f^/99 _ INSTRUCTOR sjgnatureJ^^^ - 


PATIENTS NAME 
STUDENTS MAM 
STARTING DATF 

COMPLETION DATE INSTRUCTOR SIGNATURE 


REMOVABLE PARTIAL DENTURE 

MAX RPO MAND, ftPD 


DIAGNOSIS 

ft Are you wearing or have you worn on oral prosthesis? No Yee_K^l If so, what type? M&t&lj^ pJ&dMc 

2. If a previously worn prosthesis was not entirely satisfactory, what m your opinion ware the problems wilh if? 

no- ngdentkm, f teetL kadUj umpu-i 

% Whet was I he cause of loss of the natural leeth? PeriO-^ T Caries_^£ h Trauma , 

INTRAORAL FINDINGS 

1, Oral hygiene index; Good^^. Fair.- 2 Caries Index: Klgh Moderate Low^ 


3. Do centric occlusion and cenlric relation coincide? Yes_A No . 

V 

4. Are there ffenula or muscle attachments thai might Interfere with maximum fit and comfort? Yes No_r^. 

5. la lype and quality of saliva normal? Yssl. 2S^. No Comments 


6. Examine the following areas for possible Interference with optimal fit and comfort , 

Mylohyoid Ridge Normal *r Other: Alveolar Ridges Tissues Normal 

Tuberosity Normal Other: .„ _ _ Supporting Alveolar Bone Normal 


Tori Present Ye$ No. 


7, Is any surgical procedure indicated lo improve the prognosis? No_ Note 

DIAGNOSTIC CAST ANALYSIS 

On the Articulator 

1 L Is I ham adequate Inferrldge space for the c onto mp 1st ad pro si has is? Ye$4^_ No. 
2, Is tha occlusal plana retrievable? YaaJ^_ Doubtfu 


3. la there adequate inter -occlusal space for ccniemplated rest seals and rests where they will be needed'* 
Ye* ^ Note 


fre-orally' 1 No 


a Are there anomalies which were nol evident infra-orally" 1 No Note . 

On The Surveyor 

1. Which leeth are the m.-vst suitable abutments? Abutment #1 Abutmenl Abutment #3. 

Abutment if 4 Other . „ e 

2. Do tha abuiments have adequate retentive undercuts in a favorable location on the tooth? vpg X No _ 

%. Can aullable guiding planes be developed on the probable abutments? Yes_^S__ No 


4. Will tooth alterations be required? No Yea — X 


RADIOGRAPHIC INTERPRETATION 

'1 f * 3 Abutment Lt 3 


t. What Is the crowr, root relio of each abutment? Abutment #1 — 1 - ^ Abutment 1 ' ^ _ Aculmen? *3 
Abutment #4 


2. Does I he supporting bone appear to be ol QOOd quality? Yes — No. 


OU*UIT PKiti, IMC. 


B 


Figure 12-2 Cont'd B, Treatment record chart for recording treatment plan and treatment 
progress. 


Name: John Doe 
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Date: July 1, 1999 


Summary Plan: 

Maxillary Conventional Complete 
denture 

Mandibular Class II mod. 1 
removable partial denture 

Porcelain fused to metal abutment 
Crowns #18, #29 


Procedures: 

Tissue conditioning maxillary 
arch. 

Primary impression-both arches; 
make impression trays 

Preparations. Contour and rest seats 
#21, #28. Abutment crown 
preparations ■■ #18r #29 j 

Try-in abutment crowns; pick-up 
for cast for framework casting 

Try-in abutment crowns and framework 

Fluid wax functional impression: Make 
altered cast 

Jaw relation records; 

shade and mold selection 



25 24 23 


Try-in trial set-up; 
verify jaw relations 

Placement: Mandibular 

crowns, partial denture, 

maxillary complete 
denture 


Follow-up care 


Tooth arrangement 


Red line each completed unit 


Figure 12-3 Simple working chart. Restorations for individual teeth, crowns, and fixed 
partial dentures to be made may be marked on chart and checked off as completed during; 
mouth preparations. 


without resorting to prophylactic measures, such 
as the restoration of abutment teeth. At the time of 
the initial examination, periodontal disease, gingival 
inflammation, the degree of gingival recession, and 
mucogingival relationships should be observed. Such 
an examination will not provide sufficient information 
to allow a definitive diagnosis and treatment plan. For 
this purpose, a complete periodontal charting should 
be performed that includes pocket depths, assess- 
ment of attachment levels, furcation involvement, 
mucogingival problems, and tooth mobility. The extent 
of periodontal destruction must be determined with 
both appropriate radiographs and use of the peri- 
odonta probe. 

The number of teeth remaining, the location of 
the edentulous areas, and the quality of the residua 
ridge will have a definite bearing on the proportion- 
ate amount of support that the removable partia 
denture will receive from the teeth and the eden- 
tulous ridges. Tissue contours may appear to present 
a well-formed edentulous residual ridge; however, 
Dalpation often indicates that supporting bone has 
Deen resorbed and has been rep aced by displace- 
able, fibrous connective tissue. Such a situation is 
common in maxillary tuberosity regions. The remov- 


able partial denture cannot be supported adequately 
by tissue that is easily displaced. In preparing the 
mouth, this tissue should be recontoured or removed 
surgically unless otherwise contraindicated. 

A small but stable residual ridge is preferable to a 
larger, unstable ridge for providing support for the 
denture. The presence of tori or other bony exostoses 
must be detected and an evaluation must be made of 
their presence in relation to framework design. Failure 
to pa pate the tissue over the median palatal raphe to 
ascertain the difference in its displaceability as com- 
pared with the displaceability of the soft tissues cover- 
ing the residual ridges can lead to a rocking, unstable, 
uncomfortable denture and to a dissatisfied patient. 
Adequate relief of the palatal major connectors must 
be planned, and the amount of relief required is 
directly proportionate to the difference in displace- 
ability of the tissue over the midline of the palate and 
the tissue covering the residual ridges. 

During the examination, not only each arch but 
also its occlusal relationship with the opposing arch 
must be considered separately. A situation that looks 
simple when the teeth are apart may be compli- 
cated when the teeth are in occlusion. For example, 
an extreme vertical overlap may complicate the 
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attachment of anterior teeth to a maxillary denture. 
Extrusion of a tooth or teeth into an opposing eden- 
tulous area may complicate the replacement of 
teeth in the edentulous area or may create occlusal 
interference, which will complicate the location and 
design of clasp retainers and occlusal rests. Such 
findings subsequently will be evaluated further by 
careful analysis of mounted diagnostic casts. 

A breakdown of the fee may be recorded on the 
back of this chart for easy reference if adjustments or 
substitutions become necessary by changes in the 
diagnosis as the work progresses. 

Vitality Tests of Remaining Teeth 
Vitality tests should be given particularly to teeth to 
be used as abutments and those having deep restora- 
tions or deep carious lesions. This should be done 
with both thermal and electronic means. 

Determination of Height of the Floor of the Mouth 
to Locate Inferior Borders of Lingual Mandibular 
Major Connectors 

Mouth preparation procedures are influenced by a 
choice of major connectors (see Figure 5-7). This 
determination must precede altering contours of 
abutment teeth. 

The fee for examination, which should include the 
cost of the radiographic survey and the examination 
of articulated diagnostic casts, should be established 
before the examination and should not be related to 
the cost of treatment. It should be understood that 
the fee for examination is based on the time involved 
and the service rendered and that the material value 
of the radiograph and diagnostic casts is incidental 
to the effectiveness of the examination. 

The examination record should always be avail- 
able in the office for future consultation. If consulta- 
tion with another dentist is requested, respect for the 
hazards of unnecessary radiation justifies loaning 
the dentist the radiograph for this purpose. However, 
duplicate films should be retained in the dentist's 
files. 

f DIAGNOSTIC CASTS 

A diagnostic cast should be an accurate reproduction 
of all the potential features that aid diagnosis. These 
include the teeth locations, contours, and occlusal 
plane relationship; the residual ridge contour, size, and 
mucosal consistency; and the oral anatomy delineat- 
ing the prosthesis extensions (vestibules, retromolar 
pads, pterygomaxillary notch, hard and/or soft palatal 
junction, floor of the mouth, and frena). Additional 
information provided by appropriate cast mounting 
includes occlusal plane orientation and the impact on 
the opposing arch; tooth-to-palatal soft tissue relation- 


ship; and tooth-to-ridge relationship, both vertically 
and horizontally. 

A diagnostic cast is usually made of dental stone 
because of its strength, and it is less easily abraded 
than is dental plaster. Generally the improved dental 
stones (die stones) are not used for diagnostic casts 
because of their cost. Their greater resistance to 
abrasion does, however, justify their use for master 
casts. 

The impression for the diagnostic cast is usually 
made with an irreversible hydrocolloid (alginate) in a 
stock (perforated or rim lock) impression tray. The 
size of the arch will determine the size of the tray to 
be used. The tray should be sufficiently oversized to 
ensure an optimum thickness of impression material 
to prevent distortion or tearing on removal from 
the mouth. The technique for making impressions is 
covered in more detail in Chapter 15. 

Purposes of Diagnostic Casts 

Diagnostic casts serve several purposes as an aid to 
diagnosis and treatment planning. Some of these are 
as follows: 

1. Diagnostic casts are used to supplement the oral 
examination by permitting a view of the occlusion 
from the lingual and buccal aspects. Analysis of 
the existing occlusion is made possible when 
opposing casts are occluded along with a study 
of the possibilities for improvement— either by 
occlusal adjustment or occlusal reconstruction, or 
both. The degree of overclosure, the amount of 
interocclusal space available, and the possibilities 
of interference to the location of rests may also be 
determined. As stated previously, opportunities 
for improvement of the occlusal scheme, by either 
occlusal adjustment or occlusal reconstruction, 
are best evaluated by analysis and modification of 
mounted diagnostic casts. Such procedures often 
include diagnostic waxing to determine the possi- 
bility of enhancing the occlusion before definitive 
treatment is begun (Figure 12-4). In other words, 
diagnostic casts permit the dentist to plan ahead 
to avoid undesirable compromises in the treat- 
ment being given a patient. 

2. Diagnostic casts are used to permit a topographic 
survey of the dental arch that is to be restored by 
means of a removable partial denture. The cast of 
the arch in question maybe surveyed individually 
with a cast surveyorto determine the parallelism or 
lack of parallelism of tooth surfaces involved and 
to establish their influence on the design of the 
removable partial denture. The principal considera- 
tions in studying the parallelism of tooth and tissue 
surfaces of each dental arch are to determine the 
need for mouth preparation including (a) proximal 
tooth surfaces, which can be made parallel to serve 
as guiding planes; (b) retentive and nonretentive 
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Figure 12-4 A, Following mounting of the diagnostic casts (edentulous maxilla and Kennedy 
Class I mandibular cast) tooth arrangement can be finalized, along with diagnostic waxing 
of surveyed crowns. Evaluation of the mandibular occlusal plane requirements can be 
accomplished. B, Following appropriate positioning of the maxillary anterior teeth in an 
ideal position, the maxillary posterior teeth are aligned for esthetics (especially maxillary first 
premolar) and function. I ntercuspation of the mandibular posterior teeth in this mounting has 
resulted in a space posterior to surveyed crown #27. If such a finding were objectionable, 
alternative arrangements could be investigated. This is not possible unless a diagnostic 
workup is completed. C, Occlusion of mandibular removable partial denture will be 
enhanced by improving the maxillary posterior occlusal plane of the super-erupted molars. 


areas of the abutment teeth; (c) areas of interfer- 
ence to placement and removal; and (d) esthetic 
effects of the selected path of insertion. From such 
a survey, a path of placement may be selected 
that will satisfy requirements for parallelism and 
retention to the best mechanical, functional, and 
esthetic advantage. Then mouth preparations may 
be planned accordingly. 
3. Diagnostic casts are used to permit a logical and 
comprehensive presentation to the patient of 


present and future restorative needs and the haz- 
ards of future neglect. Occluded and individual 
diagnostic casts can be used to point out to the 
patient (a) evidence of tooth migration and the 
existing results of such migration; (b) effects of 
further tooth migration; (c) loss of occlusal sup- 
port and its consequences; (d) hazards of trau- 
matic occlusal contacts; and (e) cariogenic and 
periodontal implications of further neglect. Treat- 
ment planning actually may be accomplished 
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with the patient present so that economic consid- 
erations may be discussed. Such use of diagnostic 
casts permits a justification of the proposed fee 
through the patient's understanding of the prob- 
lems involved and of the treatment needed. Inas- 
much as mouth rehabilitation procedures are 
frequently lengthy and often irreversible, there 
must be complete accord between dentist and 
patient before extensive treatment is begun, and 
financial arrangements must be consummated 
during the planning phase. 

4. Individual impression trays may be fabricated on 
the diagnostic casts, or the diagnostic cast may 
be used in selecting and fitting a stock impres- 
sion trayforthe final impression. Ifwax blockout 
is to be used in the fabrication of individual trays, 
a duplicate cast made from an irreversible hydro- 
colloid (alginate) impression of the diagnostic 
cast should be used for this purpose. The diag- 
nostic cast is too valuable for future reference 
to risk damage resulting from the making of an 
impression tray. On the other hand, if oil base 
clay blockout is used, the diagnostic cast may be 
used without fear of damage. 

5. Diagnostic casts may be used as a constant refer- 
ence as the work progresses. Penciled marks indi- 
cating the type of restorations, the areas of tooth 
surfaces to be modified, the location of rests, and 
the design of the removable partial denture 
framework along with the path of placement and 
removal, all may be recorded on the diagnostic 
cast for future reference (Figure 12-5). These steps 
may be checked off the work sheet as they are 



Figure 12-5 Proposed mouth changes and design of remov- 
able partial denture framework are indicated in pencil on 
diagnostic cast in relation to previously determined path of 
placement. This serves as a moans for communicating with 
the patient and as a chair-side guide to tooth modification. 


completed. Areas of abutment teeth to be modi- 
fied may first be changed on the duplicate diag- 
nostic cast by trimming the stone cast with the 
surveyor blade. A record is thus made of the loca- 
tion and degree of modification to be done in the 
mouth. This must be done in relation to a definite 
Dath of placement. Any mouth preparations to 
De accomplished with new restorations necessi- 
tate that restored teeth be shaped in accordance 
with a previously determined path of placement. 
Even so, the shaping of abutment teeth on the 
duplicate diagnostic cast serves as a guide to the 
form of the abutment. This is particularly true if 
the contouring of wax patterns is to be delegated 
to the technician, as it may be in a busy practice. 
6. Unaltered diagnostic casts should become a per- 
manent part of the patient's record because records 
of conditions existing before treatment are just as 
important as are preoperative radiographs. There- 
fore diagnostic casts should be duplicated, one cast 
serving as a permanent record and the duplicate 
cast used in situations that may require alterations. 

Mounting Diagnostic Casts 

For diagnostic purposes, casts should be related 
on an anatomically appropriate articulator to best 
understand the role occlusion may have in the 
design and functional stability of the removable par- 
tial denture. This becomes increasingly more impor- 
tant as the prosthesis replaces more teeth. If the 
patient presents with a harmonious occlusion and 
the edentulous span is a tooth-bound space, simple 
hand articulation is generally all that is required. 
However, when the natural dentition is not harmo- 
nious and/or when the replacement teeth must be 
positioned within the normal movement patterns of 
the jaws, the diagnostic casts must be re ated in an 
anatomically appropriate manner for diagnosis. This 
means placement of the maxillary cast in a position 
relative to the opening axis on the articulator, which 
is similar to the maxilla's position to the temporo- 
mandibular joint (TMJ) of the patient (Figure 12-6). 
The mandibular cast is then placed beneath the 
maxillary cast in a horizontal position dictated by 
mandibular rotation without tooth contact, at a min- 
imal vertical opening. 

The Glossary of Prosthodontic Terms* describes an 
articulator as a mechanical device that represents the 
temporomandibular joints and jaw members, to which 
maxillary and mandibular casts may be attached. 
Because the dominant influence on mandibular move- 
ment in a partially edentulous mouth is the occlusal 
plane and the cusps of the remaining teeth, an 
anatomic reproduction of condylar paths is probably 

*From J Prosthet Dent 81: 45-110, 1999. 
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Figure 12-6 Use of face-bow makes possible the recording of 
the spatial relationship of the maxillae to some anatomic ref- 
erence points and to transfer this relationship to an articulator. 

not necessary. Still, movement of the casts in relation 
to one another as influenced by the occlusal plane and 
the cusps of the remaining teeth, when mounted at a 
reasonably accurate distance from the axis of condylar 
rotation, permits a relatively valid analysis of occlusal 
relations. This is more anatomically accurate than a 


simple hinge mounting. 1 






It is better that the casts be mounted in relation 
to the axis-orbital plane to permit better interpre- 


tation of the plane of occlusion in relation to the 
horizontal plane. Although it is true that an axis- 
orbital mounting has no functional value on a 
nonarcon instrument because that plane ceases to 
exist when opposing casts are separated, the value 
of such a mounting lies in the orientation of the 
casts in occlusion. (An arcon articulator is one in 
which the condyles are attached to the lower 
member as they are in nature, the term being a 
derivation coined by Bergstrom from the words 
articulation and condyle. M any of the more widely 
used articulators, such as the Hanau H series, 
Dentatus, and improved Gysi, have the condyles 
attached to the upper member and are therefore 
nonarcon instruments. ) 

Sequence for Mounting Maxillary Cast 
to Axis-Orbital Plane 

These initial steps allow recording of the maxilla-TMJ 
relationship: 

1. Identify the anterior and posterior reference 
points for the face-bow (e. g., EAM and Orbitale) 

2. Prepare the bite fork and occlusion rim 

3. Place the bite fork centered to the arch, indexing 
it to the teeth with wax or elastomer 


4. Place the face-bow over the bite fork rod anteriorly 

5. Place the bow evenly into the ears posteriorly 

6. Secure the bow anteriorly 

7. Position the bow anteriorly to the third point of 
reference (establish the horizontal plane) 

8. Secure the bite fork vertical rod, then horizontal 
rod (holding the bow securely to prevent torque) 

9. Release bow anteriorly to allow spread and dis- 
engage from the ears 

10. Remove the fork downward and out of the mouth 
with attached bow 

11. Carefully check the security of the attachments 
The next steps allow transfer of the recorded rela- 
tionship to the articulator: 

1. Position the posterior reference points on the 
articulator (usually a posterior attachment point) 

2. Secure the posterior points by securing the bow 
anteriorly 

3. Vertically relate the secured bow to the articulator 
anterior reference point 

4. Seat the maxillary cast into the bite fork registra- 
tion (wax or elastomer) 

5. Close the articulator and check clearance for 
mounting plaster (modify cast as needed) 

6. Mount with low expansion plaster 

^ The face-bow is a relatively simple device used 
to obtain a transfer record for orienting a maxillary 
cast on an articulating instrument. Originally the 
face-bow was used only to transfer a radius from 
condyle reference points so that a given point on 
the cast would be the same distance from the 
condyle as it is on the patient. The addition of an 
adjustable, infraorbital pointer to the face-bow and 
the addition of an orbital plane indicator to the 
articulator make possible the transfer of the eleva- 
tion of the cast in relation to the axis-orbital plane. 
This permits the maxillary cast to be correctly ori- 
ented in the articulator space comparable with the 
relationship of the maxilla to the axis-orbital plane 
on the patient. To accommodate this orientation of 
the maxillary cast and still have room for the 
mandibular cast, the posts of the conventional 
articulator must be lengthened. The older Hanau 
model H articulator usually will not permit a face- 
bow transfer using an infraorbital pointer. 

A face-bow may be used to transfer a compara- 
ble radius from arbitrary reference points or it 
may be designed so that the transfer can be made 
from hinge axis points. The latter type of transfer 
necessitates that a hinge-bow attached to the 
mandible be used initially to determine the hinge 
axis points, to which the face-bow is then adjusted 
for making the hinge axis transfer. 

A face-bow transfer of the maxillary cast, which 
is oriented to the axis-orbital plane in a suitable 
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articulator, is an uncomplicated procedure. The 
Hanau series Wide-Vue 183-2, all 96H2-0 models, 
theWhip-M ix articulator, and the Dentatus model 
ARH will accept this transfer. The Hanau earpiece 
face-bow models 153 and 158, the Hanau facia 
face-bow 132-2SM, and the Dentatus face-bow 
type AEB incorporate the infraorbital plane to the 
articulator. None of these are hinge axis bows but 
are used instead at an arbitrary point. 

The location of the arbitrary point or axis has 
long been the subject of controversy. Gysi and oth- 
ers have placed it 11 to 13 mm anterior to the upper 
third of the tragus of the ear on a line extending 
from the upper margin of the external auditory 
meatus to the outer canthus of the eye. Others have 
placed it 13 mm anterior to the posterior margin of 
the center of the tragus of the ear on a line extend- 
ing to the corner of the eye. Bergstrom has located 
the arbitrary axis 10 mm anterior to the center of a 
spherical insert for the external auditory meatus 
and 7 mm below the Frankfort horizontal plane. 

In a series of experiments reported by Beck, it 
was shown that the arbitrary axis suggested by 
Bergstrom falls consistently closer to the kine- 
matic axis than do the other two. It is desirable 
that an arbitrary axis be placed as close as possible 
to the kinematic axis. Although most authorities 
agree that any of the three axes will permit a trans- 
fer of the maxillary cast with reasonable accuracy, 
it would seem that the Bergstrom point compares 
most favorably with the kinematic axis. 

The lowest point on the inferior orbital margin 
is taken as the third point of reference for estab- 
lishing the axis-orbita plane. Some authorities use 
the lower-margin point of the bony orbit in line 
with the center of the pupil of the eye. For the sake 
of consistency, the right infraorbital point is gen- 
erally used and the face-bow assembled in this 
relationship. All three points (right and left axes 
and infraorbital point) are marked on the face 
with an ink dot before making the transfer. 

Casts are prepared for mounting on an articula- 
tor by placing three index grooves in the base of 
the casts. Two V-shaped grooves are placed in the 
posterior section of the cast and one groove in the 
anterior portion (Figure 12-7). 

An occlusion rim properly oriented on a well- 
fitting record base should be used in face-bow 
procedures involving the transfer of casts repre- 
sentative of the Class I and II partially edentu ous 
situations. Without occlusion rims, such casts can- 
not be located accurately in the imprints of the 
wax covering the face-bow fork. Tissues covering 
the residual ridges may be displaced grossly when 
the patient closes into the wax on the face-bow 
fork. Therefore the wax imprints of the soft tissues 



Figure 12-7 Base of cast has been prepared for mounting by 
placing three triangular grooves to allow indexing when 
mounted. Grooves are prepared with a 3-inch stone mounted 
in laboratory lathe. This is helpful for reorienting the cast on 
the articulator, which should be done after processing to 
correct for processing errors, without the need for another 
face-bow transfer record. 


will not be true negatives of the edentulous regions 
of the diagnostic casts. 

For the purpose of illustration a face-bow using 
the external auditory meatus as the posterior refer- 
ence point, the Whip M ix face-bow technique (DB 
2000), will be shown. The face-bow fork is covered 
with a polyether, polyvinyl Siloxane or a roll of soft- 
ened baseplate wax with the material distributed 
equally on the top and on the underneath side of 
the face-bow fork. Then the fork should be pressed 
lightly on the diagnostic casts with the midline of 
the face-bow fork corresponding to the midline of 
the central incisors (Figure 12-8). This will leave 
imprints of the occlusal and incisal surfaces of the 
maxillary casts and occlusion rim on the softened 
baseplate wax and is an aid in correctly orienting 
the face-bow fork in the patient's mouth. The face- 
bow fork is placed in position in the mouth, and 
the patient is asked to close the lower teeth into 
the wax to stabilize it in position. It is removed 
from the mouth and chilled in cold water and then 
replaced in position in the patient's mouth. An 
alternative method of stabilizing the face-bow fork 
and recording bases is to enlist the assistance of 
the patient. 

If an earpiece face-bow is to be used, the 
patient should be reminded that the plastic ear- 
pieces in the auditory canals will greatly amplify 
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Figure 12-8 Orienting face-bow fork to maxillary cast and 
occlusion rims will avoid displacing occlusion rim in mouth 
due to patient closure or other uneven force. Polyvinyl Silox- 
ane material has been evenly distributed around the face-bow 
fork, and care is exercised to position the fork to be centered 
at the mid-incisal position without any fork extension posterior 
to the record base, which could cause discomfort. 



Figure 12-9 Horizontal toggle clamp of Whip-Mix earpiece 
face-bow (1) is slid onto shaft of face-bow fork protruding 
from patient's mouth. Patient then helps guide plastic ear- 
pieces into external auditory meatus and holds them in place 
while operator tightens three thumb screws (2) and centers 
plastic nosepiece (3) securely on nasion. Horizontal toggle 
clamp is positioned and secured near (but not touching) lip. 
T screw (4) on vertical bar is tightened. Note: Extreme care 
should be exercised not to tilt face-bow out of position when 
tightening. 


noise. With the face-bow fork in position, the face- 
bow toggle is slipped over the anterior projection 
of the face-bow fork (Figure 12-9). The patient can 
assist in guiding the plastic earpieces into the 
external auditory meatus. The patient can then 
hold the arms of the face-bow in place with firm 
pressure while the operator secures the bitefork to 
the face-bow. This accomplishes the radius aspect 
of the face-bow transfer. 


If an infraorbital pointer is used, it is placed 
on the extreme right side of the face-bow and 
angled toward the infraorbital point previously 
identified with an ink dot. It is then locked into 
position with its tip lightly touching the skin at 
the identified location marked by the dot. This 
establishes the elevation of the face-bow in rela- 
tion to the axis-orbital plane. Extreme care must 
be taken to avoid any slip that might injure the 
patient's eye. 

With all elements tightened securely, the patient 
is asked to open, and the entire assembly is 
removed intact, rinsed with cold water, and set 
aside. The face-bow records not only the radius 
from the condyles to the incisal contacts of the 
upper central incisors but also the angular rela- 
tionship of the occlusal plane to the axis-orbital 
plane. 

The face-bow must be positioned on the artic- 
ulator in the same axis-orbital relationship as 
on the patient (Figure 12-10). If an arbitrary-type 
face-bow is used, the calibrated condyle rods of 
the face-bow ordinarily will not fit the condyle 
shafts of the articulator unless the width 
between the condyles just happens to be the 
same. With a Hanau model 132-25M face-bow, 
the calibrations must be made equal again when 
in position on the articulator. For example, they 
read 74 (mm) on each side of the patient but 
must be adjusted to read 69 (mm) on each side 
of the articulator. Some later model articulators 
have adjustable condyle rods and may be 
adjusted to fit the face-bow. It is necessary that 
the face-bow be centered in either case. Some 
face-bows are self-centering, such as the Hanau 
Spring-Bow. 

The third point of reference is the orbital plane 
indicator, which must be swung to the right so 
that it will be above the tip of the infraorbital 
pointer. The entire face-bow, with maxillary cast in 
place, must be raised until the tip of the pointer 
contacts the orbital plane indicator. The elevation 
having been established, for all practical purposes 
the orbital plane indicator and pointer may now 
be removed because they may interfere with plac- 
ing the mounting stone. 

An auxiliary device called a cast support is avail- 
able; it is used to support the face-bow fork and 
the maxillary cast during the mounting operation 
(Figure 12-11). With this device, the weight of the 
cast and the mounting stone is supported sepa- 
rately from the face-bow, thus preventing possible 
downward movement resulting from their com- 
bined weight. The cast support is raised to sup- 
porting contact with the face-bow fork after the 
face-bow height has been adjusted to the level of 
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Figure 12-10 A, Hanau Wide-Vue articulator (model 183-2) with Spring-Bow (model 182-1) 
attached. Maxillary cast is secured to upper member of articulator by a split cast plate. Cast 
support is attached to lower member of articulator to support maxillary cast for mounting with 
stone. Orbitale indicator or articulator and pointer on bow are aligned as third point of refer- 
ence during earpiece face-bow application and transfer. B, Facia-type Hanau face-bow (model 
132-2SM) attached on Hanau model 96H2-0 articulator for mounting related maxillary cast. 
Bow is elevated to level orbitale pointer with underside of crescent-shaped orbitale indicator. 
Bitefork index is supported by cast support to preserve adjusted position underweight of stone. 


v 



Figure 12-11 Mounting platform attached to lower member 
of Hanau modular articulator. Such platforms are helpful to 
prevent movement of the maxillary cast/bitefork assembly 
during mounting of the cast. This illustration shows the use of 
an indirect mounting technique that allows the face-bow to 
remain in the clinical area (to be used with another bitefork) 
while the bitefork adapts to a mounting jig designed to 
preserve the spatial relationship recorded on the patient 
for transfer to the articulator. 



Figure 12-12 Face-bow mounting complete. Relationship of 
the maxillary cast to the articulator condylar components is 
anatomically similar to the patient's maxilla and the bilaterall 
TMJ complex. Any subsequent tooth arrangement and 
occlusal contact development will more accurately represent 
the mouth than more arbitrary mountings. The benefits of the 
anatomic similarity are seen in more accurate occlusion for the 
finalized prosthesis (i. e., less intraoral adjustment required). 


the orbital plane. Use of some type of cast support 
is highly recommended as an adjunct to face-bow 
mounting. 

The keyed and lubricated maxillary cast is now 
attached to the upper arm of the articulator with 


the mounting stone, thus completing the face- 
bow transfer (Figure 12-12). Not only will the face- 
bow have permitted the upper cast to be mounted 
with reasonable accuracy, but it also will have 
served as a convenient means of supporting the 
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cast during mounting. Once mastered, its use 
becomes a great convenience rather than a time- 
consuming nuisance. 

It is preferable that the maxillary cast be 
mounted while the patient is still present, thus 
eliminating a possible reappointment if the face- 
bow record is unacceptable for some reason. Not 
too infrequently, the face-bow record has to be 
redone with the offset type face-bow fork reposi- 
tioned to prevent interference with some part of 
the articulator. 


Jaw Relationship Records for Diagnostic Casts 

One of the first critical decisions that must be made 
in a removable partial denture service involves the 
selection of the horizontal jaw relationship to which 
the removable partial denture will be fabricated 
(centric relation or the maximum intercuspal posi- 
tion). All mouth-preparation procedures depend on 
this analysis. Failure to make this decision correctly 
may result in poor prosthesis stability, discomfort, 
and the deterioration of both the residual ridges and 
the supporting teeth. 

It is recommended that deflective occlusal con- 
tacts in the maximum intercuspal and eccentric 
positions be corrected as a preventive measure. Not 
all dentists agree that centric relation and the max- 
imum intercuspal position must be harmonious in 
the natural dentition. Many dentitions function 
satisfactorily with the opposing teeth maximally 
intercusping in an eccentric position without either 
diagnosable or subjective indications ofTMJ dys- 
function, muscle dysfunction, or disease of the 
supporting structures of the teeth. In many such 
situations, no attempt should be made to alter 
the occlusion. It is not a requirement to interfere 
with an occlusion simply because it does not 
completely conform to a relationship that is con- 
sidered ideal. 

If most natural posterior teeth remain— and if no 
evidence of TMJ disturbances, neuromuscular 
dysfunction, or periodontal disturbances related 
to occlusal factors exists— the proposed restora- 
tions may safely be fabricated with maximum 
intercuspation of the remaining teeth. However, 
when most natural centric stops are missing, the 
proposed prosthesis should be fabricated so 
that the maximum intercuspal position is in har- 
mony with centric relation. By far the greater 
majority of removable partial dentures should be 
fabricated in the horizontal jaw relationship of 
centric relation. In most instances in which eden- 
tulous spaces have not been restored, the remain- 
ing posterior teeth will have assumed malaligned 
positions through drifting, tipping, or extrusion. 
Correction of the remaining natural occlusion to 
create a coincidence of centric relation and the 


maximum intercuspal position is indicated in such 
situations. 

Regardless of the method used in creating a har- 
monious functional occlusion, an evaluation of the 
existing relationships of the opposing natural teeth 
must be made and is accomplished with a diagnostic 
mounting. This evaluation is in addition to, and in 
conjunction with, other diagnostic procedures that 
contribute to an adequate diagnosis and treatment 
plan. 

Diagnostic casts provide an opportunity to evalu- 
ate the relationship of remaining oral structures 
when correctly mounted on a semiadjustable articu- 
lator by use of a face-bow transfer and interocclusal 
records. Diagnostic casts are mounted in centric 
relation (most retruded relation of the mandible to 
the maxillae) so that deflective occlusal contacts can 
be correlated with those observed in the mouth. 
Deflective contacts of opposing teeth are usually 
destructive to the supporting structures involved and 
should be eliminated. Diagnostic casts demonstrate 
the presence and location of such interfering tooth 
contacts and permit visualization of the treatment 
that would be necessary for their correction. Neces- 
sary alteration of teeth to harmonize the occlusion 
can be performed initially on duplicates of the 
mounted diagnostic casts to act as guides for similar 
necessary corrections in the mouth. In many 
instances the degree of alteration required will indi- 
cate the need for crowns or onlays to be fabricated or 
for the recontouring, repositioning, or elimination of 
extruded teeth. 

As previously mentioned, the maxillary cast is cor- 
rectly oriented to the opening axis of the articulator 
by means of the face-bow transfer and becomes spa- 
tially related to the upper member of the articulator 
in the same relationship that the maxilla are related 
to the hinge axis and the Frankfort plane. Similarly, 
when a centric relation record is made at an estab- 
lished vertical dimension, the mandible is in its most 
retruded relation to the maxilla. Therefore when the 
maxillary cast is correctly oriented to the axis of the 
articulator, the mandibular cast automatically 
becomes correctly oriented to the opening axis, 
when attached to and mounted with an accurate 
centric relation record. 

Unlike recording the fixed relationship of the max- 
illa to the mandibular opening axis (using the face- 
bow transfer record), the mandibular position is 
recorded in space and is not a fixed point. Conse- 
quently, it is necessary to prove that the relationship 
of the mounted casts is correct. This can be done 
simply by making another interocclusal record at the 
centric relation, fitting the casts into the record, and 
checking to see that the condylar elements of the 
articulator are snug against the condylar housings. If 
this is not seen, another record is made until dupli- 
cate records are produced. Because centric relation is 


204 McCracken's Removable Partial Prosthodontics 


the only jaw position that can be repeated by the 
patient, mountings can be replicated and verified for 
correctness in this position. 

A straightforward protrusive record is made to 
adjust the horizontal condylar inclines on the articu- 
lator. Lateral eccentric records are made so that the 
lateral condylar inclinations can be properly adjusted. 
All interocclusal records should be made as near the 
vertical relation of occlusion as possible. Opposing 
teeth or occlusion rims must not be allowed to make 
contact when the records are made. A contact of the 
inclined planes of opposing teeth will invalidate an 
interocclusal record. 

In some instances a mounting of a duplicate diag- 
nostic cast in the maximum intercuspal position 
may also be desirable to definitively study this rela- 
tionship on the articulator. Because articulators only 
simulate jaw movements, it is not unreasonable to 
assume that the relationship of the casts mounted in 
centric relation may differ minutely from the maxi- 
mum intercuspal position seen on the articulator 
and observed in the mouth. When diagnostic casts 
are hand related by maximum intercuspation for 
purposes of mounting on an articulator, it is essen- 
tial that three (preferably four) positive contacts of 
opposing posterior teeth are present, having wide 
spread molar contacts on each side of the arch. If 


occlusion rims are necessary to correctly orient casts 
on an articulator, centric relation should usually be 
the horizontal jaw relationship to which the remov- 
able partial denture will be constructed. 

Materials and Methods for Recording Centric 
Relation 


aterials available for recording centric relation are 
(1) wax; (2) modeling plastic; (3) quick-setting impres- 
sion plaster; (4) meta lie oxide bite registration paste; 
(5) polyether impression materials; and (6) si icone 
impression materials. Of these, wax is likely to be 
least satisfactory unless carefully handled. If not uni- 
formly softened when introduced into the mouth, it 
can record a position with unequal tissue placement. 
Also, it does not remain rigid and dimensionally stable 
unless carefully chilled and handled upon removal 
(Figure 12-13). 

Modeling plastic is a satisfactory record medium 
because it can be flamed and tempered until uni- 
formly soft before it is placed into the mouth. After 
modeling plastic is chilled, it is sufficiently stable 
to permit the mounting of casts with accuracy. For 
these reasons, it is a satisfactory medium for record- 
ing occlusal relations for either complete or partial 
dentures. It also can be used with opposing natural 
teeth. 






B 


Figure 12-13 A # A wax interocclusal record made on a cast framework. The modification 
spaces first had baseplate wax added, these were adjusted intraorally to provide space at the 
occlusal vertical dimension for recording wax, the wax was softened using a wax spatula 
and hot water bath, the framework was placed in the mouth, and care was exercised to 
guide the patient to close into a previously verified (and practiced) interocclusal position 
deemed appropriate (in this instance, centric relation position). The record was recovered 
from the mouth, excess wax was removed using a warm scalpel, and the wax was chilled 
and replaced in the mouth to verify the record. If not verified, the wax was re-softened (with 
additional wax added as needed) and the procedure was repeated. B, Immediately after veri- 
fication, the framework with interocclusal registration was replaced on the mandibular cast 
and inverted on the maxillary cast for mounting. 
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Impression plaster has advantages of softness 
when introduced and rigidity when set, which make 
it a satisfactory material for recording jaw relations. 
Its use is highly recommended when occlusion rims 
are used to mount casts correctly or to adjust articu- 
lators with interocclusal eccentric records. 

M etallic oxide bite registration paste offers many of 
the advantages of plaster, with less friability. Although 
not strong enough to be used alone, when supported 
by a gauze mesh attached to a metal frame, it is a sat- 
isfactory recording medium. Also it may be used with 
occlusion rims. After the paste sets, the frame is 
removed from the mouth and the buccal side of the 
gauze released where it was secured with sticky wax. 
The tube on the lingual side may then be slid off 
the lingual extension of the frame. The frame is not 
needed when mounting casts with this type of regis- 
tration, because the tube alone lends sufficient sup- 
port to the interocclusal record. 

Elastomeric materials are excellent for recording 
interocclusal relationships (Figure 12-14). Some are 
specially formulated for this purpose and have the 
qualities of extremely low viscosity, minimal resist- 
ance to closure, rapid set, low rebound, lack of dis- 
tortion, and stability after removal from the mouth. 
Care should be exercised to ensure that no elastic 
rebound results when the record is related to the cast 
during the mounting procedure. ^ 

The mandibular cast should be mounted on the 
lower arm of the articulator, with the articulator 
inverted (Figure 12-15, A). The articulator is first locked 
in centric position, and the incisal pin is adjusted so 
that the anterior distance between the upper and 
lower arms of the articulator will be increased 2 to 
3 mm greater than the normal parallel relationship of 
the arms. This is done to compensate for the thickness 
of the interocclusal record so that the arms of the artic- 
ulator will again be nearly parallel when the interoc- 
clusal record is removed and the opposing casts make 
contact. 



The base of the cast should be keyed and lightly 
ubricated for future removal. With the diagnostic 
casts accurately seated and secured in the occlusal 
record, the mandibular cast is affixed with stone to 
the lower member of the inverted articulator. 

An articulator mounting thus made will have 
related the casts in centric relation (Figure 12-15, B). 
The dentist then can proceed to make an occlusal 
analysis by observing the influence of cusps in rela- 
tion to one another after the articulator has been 
adjusted by using eccentric interocclusal records. 

After an occlusal analysis has been made, the 
casts may be removed from their mounting for the 
purpose of surveying them individually and for 
other purposes as outlined previously. The indexed 
mounting ring record also should be retained 
throughout the course of treatment should the need 
arise for further study. It is advisable that the mount- 
ing be identified with the articulator that is used so 
that it may always be placed back onto the same 
articulator. 


DIAGNOSTIC FINDINGS 

The information gathered in the patient interview 
and clinical examination provides the basis for estab- 
lishing whether treatment is indicated, and if so, what 
specific treatment should be considered. More than 
one treatment option can be considered, and finan- 
cial implications need to be considered against long- 
term expectations to come to the best decision. 
Provision of a removable partial denture does not 
often preclude future considerations for other treat- 
ments, a fact that is not often the case for alternative 
treatments. 

The patient interview can reveal medical consider- 
ations that impact the decision to provide any pros- 
thesis. When it is felt that general medical health is 
being neglected, patients should be strongly encour- 
aged to seek a general medical examination. Alter- 
natively, patients who regularly see their physician 
may be found to take multiple medications that can 
contribute to a dry mouth and, potentially, an altered 
oral microflora with some increased risk for plaque- 
induced disease. Although such a condition can influ- 
ence any prosthodontic care, given the unique 
features of removable partial denture service relative 
to the need for increased hygiene awareness and care, 
any factor that places an additional risk for plaque- 


pointed out to the 
e. Health conditions 


12-14 Elastomeric interocclusal registration material 
used to record mandibular position. 


induced disease should be 
patient and corrected if possib 
that negatively affect oral mucosa health (i. e., dia- 
betes mellitus, Sjogren's syndrome, lupus, atrophic 
changes) may pose a risk for patient comfort for a 
tissue-supported prosthesis and factor into a treat- 
ment decision. 
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Figure 12-15 A, Mandibular cast inverted on the mounted maxillary cast making sure that 
cast is fully seated into interocclusal record and stabilized to the opposing cast. It is impor- 
tant to check the posterior occlusion rim contact to be assured that no interfering contact has 
altered the record. Space should be observed between the opposing record bases (or record 
base and opposing occlusion). B, Mounted casts demonstrating occlusal plane as found in 
the mouth. Frankfort plane of the patient is oriented parallel to the articulator base and the 
floor. Also, inspection of the posterior rims demonstrates space between rims, which assures 
that the recorded position was registered without influence from rigid contacting compo- 
nents, only softened wax. 


For the patient that has had previous experience 
with some form of prosthesis, the patient interview 
provides additional information that can impact 
treatment decisions. Identifying possible reasons 
(or more importantly a lack of any reasons) for both 
positive and negative past prosthesis experiences is 
important for determining whether a patient can 
predictably be helped. Although the clinical exami- 
nation will point out the oral tissue responses to 
such therapy, the interview will highlight the sub- 
jective patient response to therapy and provides sig- 
nificant information that should be pursued. As 
mentioned previously, a patient complaint regard- 
ing a prosthesis needs to be confirmed through 
evaluation. The patient generally expresses concern 
about a symptom that can be related to support, 
stability, retention, and/or appearance. Confirma- 
tion of a design feature or oral condition that can 
explain the symptom is required to have a chance to 
correct it with a similar prosthesis. If examination 
does not confirm any such relationship, it would 
be difficult to proceed without some concern for 
repeating the patient response to therapy unless a 
different form of therapy is selected (i.e., replacing 
a problematic removable partial denture with an 
implant-supported prosthesis). 


NTERPRETATI ON OF EXAMINATION 
I DATA 

As a result of the oral examination, several diagnoses 
are made related to the various tissue, conditions, 
and clinical information gathered. The integration of 
these diagnoses is the basis for the decisions that 
will ultimately form the suggested treatment. The 
treatment decision reflects a confluence of several 
aspects of the patient's past, present, and potential 
oral health status. 

It is helpful to consider how the various diagnoses 
are integrated; consequently a suggested framework 
is provided that highlights aspects of disease man- 
agement, followed by reconstruction considerations 
for (1) prosthesis support and (2) prosthesis design- 
specific aspects. 

Disease management takes into account findings 
from the radiographic examination, periodontal dis- 
ease and caries assessments, and pathology requiring 
endodontic considerations. Reconstruction consider- 
ations include diagnoses relative to prosthesis support 
(teeth and residual ridges) and prosthesis-specific 
design elements. Prosthesis support related to the 
remaining teeth requires radiographic examination of 
alveolar support and root morphology, endodontic 
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evaluation, analysis of occlusal factors, assessment of 
the benefit for fixed prostheses or orthodontics, and 
evaluation for the need for extraction. Residual ridge 
support involves radiographic examination of the 
ridge contours and height, and evaluation of the need 
for preprosthetic surgical intervention. Prosthesis- 
specific design considerations include determination 
of anatomic relationships related to mandibular 
major connector design, the need for tooth modifica- 
tion to facilitate prosthesis function, and analysis of 
the occlusion. Each of these is considered as follows. 

Radiographic Interpretation 

Many of the reasons for radiographic interpretation 
during oral examination are outlined herein and 
are considered in greater detail in other texts. The 
aspects of such interpretation that are the most 
pertinent to removab e partial denture construc- 
tion are those relative to the prognosis of remain- 
ing teeth that may be used as abutments. 

Disease Validation 

It is important to verify disease found through radio- 
graphic interpretation by clinical evaluation. Also, if 
the clinical evaluation reveals dental caries and/or 
periodontal disease its severity can be confirmed by 
radiographic interpretation. It would be important to 
delineate the severity of caries, both in numbers of 
lesions and dentin and/or pulpal involvement, to gain 
insight as to the level of disease risk associated with 
the patient and to identify what therapy is required to 
maintain the teeth. The same is true for periodontal 
disease risk and severity, as such a diagnosis impacts 
both current and future tooth prognoses for prosthe- 
sis support. 

The radiographic interpretation allows diagnosis 
of bone lesions associated with both the jaws and 
teeth. The implications for tooth stability and ridge 
support are important to factor into prosthesis prog- 
nosis. Surgica and postoperative management of 
such lesions can vary significantly with diagnosis 
(benign versus malignant), and definitive prosthesis 
treatment is often complicated by resection. 

Tooth Support 

The quality of the alveolar support of an abutment 
tooth is of primary importance, because the tooth 
will have to withstand greater stress loads when sup- 
porting a dental prosthesis. Abutment teeth provid- 
ing total abutment support to the prosthesis, be it 
either fixed or removable, will have to withstand a 
greater load and especially greater horizontal forces. 
The latter may be minimized by establishing a har- 
monious occlusion and by distributing the horizon- 
tal forces among several teeth through the use of 
rigid connectors. Bilateral stabilization against hori- 
zontal forces is one of the attributes of a properly 


designed tooth-supported removable prosthesis. In 
many instances abutment teeth may be aided more 
than weakened by the presence of a bilaterally rigid 
removable partial denture. 

In contrast, abutment teeth adjacent to distal 
extension bases are subjected not only to vertical 
and horizontal forces but to torque as well because 
of the movement of the tissue-supported base. Ver- 
tical support and stabilization against horizontal 
movement with rigid connectors are just as impor- 
tant as they are with a tooth-supported prosthesis, 
and the removable partial denture must be designed 
accordingly. In addition, the abutment tooth adja- 
cent to the extension base will be subjected to torque 
in proportion to the design of the retainers, the size 
of the denture base, the tissue support received by 
the base, and the total occlusal load applied. With 
this in mind, each abutment tooth must be evaluated 
carefully as to the alveolar bone support present and 
the past reaction of that bone to occlusal stress. 

It is important to judge whether the teeth and their 
respective periodontium can favorably respond to the 
demands of a prosthesis. Can the radiographic inter- 
pretation provide clues to predicting tooth response 
to increased loading from prostheses? Assessment of 
regions within the mouth that have been subjected to 
increased loading can provide some clues as to the 
predictability of future similar response. An under- 
standing of bone density, index areas, and lamina 
dura response is helpful for these judgments. 

Bone Density 

The quality and quantity of bone in any part of the 
body are often evaluated by radiographic means. A 
detailed treatise concerning the bone support of the 
abutment tooth should include many considera- 
tions not possible to include in this text because of 
space limitations. The reader should realize that 
subclinical variations in bone may exist but may not 
be observed because of the limitations inherent in 
technical methods and equipment. 

Of importance to the dentist when evaluating the 
quality and quantity of the alveolar bone are the 
height and the quality of the remaining bone. In esti- 
mating bone height, care must be taken to avoid 
interpretive errors resulting from angulation factors. 
Technically, when a radiographic exposure is made, 
the central ray should be directed at right angles to 
both the tooth and the film. The short-cone tech- 
nique does not follow this principle; instead the ray 
is directed through the root of the tooth at a prede- 
termined angle. This technique invariably causes the 
buccal bone to be projected higher on the crown 
than the lingual or palatal bone. Therefore in inter- 
preting bone height, it is imperative to follow the line 
of the lamina dura from the apextoward the crown of 
the tooth until the opacity of the lamina materially 
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decreases. At this point of opacity change, a less 
dense bone extends farther toward the tooth crown. 
This additional amount of bone represents false 
bone height. Thus the true height of the bone is ordi- 
narily where the lamina shows a marked decrease in 
opacity. At this point, the trabecular pattern of bone 
superimposed on the tooth root is lost. The portion 
of the root between the cementoenamel junction 
and the true bone height has the appearance of 
being bare or devoid of covering. 

Radiographic evaluation of bone quality is haz- 
ardous but is often necessary. It is essential to 
emphasize that changes in bone mineralization 
up to 25% often cannot be recognized by ordinary 
radiographic means. Optimum bone qualities are 
ordinarily expressed by normal-sized interdental 
trabecular spaces that tend to decrease slightly in 
size as examination of the bone proceeds from the 
root apex toward the coronal portion. The normal, 
interproximal crest is ordinarily shown by a rela- 
tively thin white line crossing from the lamina 
dura of one tooth to the lamina dura of the adja- 
cent tooth. Considerable variation in the size of 
trabecular spaces may exist within normal limits, 
and the radiographic appearance of crestal alveo- 
lar bone may vary considerably, depending on its 
shape and the direction that the ray takes as it 
passes through the bone. 

Normal bone usually responds favorably to 
ordinary stresses. Abnormal stresses, however, may 
create a reduction in the size of the trabecular pat- 
tern, particularly in that area of bone directly adja- 
cent to the lamina dura of the affected tooth. This 
decrease in size of the trabecular pattern (so-called 
bone condensation) is often regarded as a favor- 
able bone response, indicative of an improvement 
in bone quality. This is not necessarily an accurate 
interpretation. Such bone changes usually indicate 
stresses that should be relieved because if the 
resistance of the patient decreases, the bone may 
exhibit a progressively less favorable response in 
future radiographs. 

An increased thickness of the periodontal space 
ordinarily suggests varying degrees of tooth mobil- 
ity. This should be evaluated clinically. Radio- 
graphic evidence coupled with clinical findings 
may suggest to the dentist the inadvisability of 
using such a tooth as an abutment. Furthermore, 
an irregular intercrestal bone surface should make 
the dentist suspicious of active bone deterioration. 

It is essential that the dentist realize that radio- 
graphic evidence shows the result of changes that 
have taken place and may not necessarily repre- 
sent the present condition. For example, periodon- 
tal disease may have progressed beyond the stage 


visibly demonstrated in the radiograph. As was 
pointed out earlier, radiographic changes are not 
observed until approximately 25% of the mineral 
content has been depleted. On the other hand, 
bone condensation probably does represent the 
current situation. 

Radiographic findings should serve the dentist 
as an adjunct to clinical observations. Too often the 
radiographic appearance alone is used to arrive at a 
diagnosis, therefore radiographic findings should 
always be confirmed by clinical examination. 
Radiographic interpretation will also serve an 
important function if used periodically after the 
prosthesis has been placed. Future bone changes of 
any type suggest traumatic interference from some 
source. The nature of such interference should be 
determined and corrective measures taken. 

Index Areas 

Index areas are those areas of alveolar support that 
disclose the reaction of bone to additional stress. 
Favorable reaction to such stress may be taken as an 
indication of future reaction to an added stress load. 
Teeth that have been subjected to abnormal loading 
because of the loss of adjacent teeth or that have 
withstood tipping forces, in addition to occlusal 
loading, may be better risks as abutment teeth than 
those that have not been called on to carry an extra 
occlusal load (Figures 12-16 and 12-17). If occlusal 
harmony can be improved and unfavorable forces 
minimized by the reshaping of occlusal surfaces and 
the favorable distribution of occlusal loading, such 
teeth may be expected to support the prosthesis 
without difficulty. At the same time, other teeth— 
although not at present carrying an extra load— may 
be expected to react favorably because of the favor- 
able reaction of alveolar bone to abnormal loading 
elsewhere in the same arch. 

Other index areas are those around teeth that 
have been subjected to abnormal occlusal load- 
ing; that have been subjected to diagonal occlusal 
loading caused by tooth migration; and that have 
reacted to additional loading, such as around 
existing fixed partial denture abutments. The reac- 
tion of the bone to additional stresses in these 
areas may be either positive or negative, with evi- 
dence of a supporting trabecular pattern, a heavy 
cortical layer, and a dense lamina dura, or the 
reverse response. With the former, the patient is 
said to have a positive bone factor, which means 
the ability to build additional support wherever 
needed. With the latter, the patient is said to have 
a negative bone factor, which means the inability 
to respond favorably to stress. 
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Figure 12-16 Reaction of bone adjacent to teeth that have been subjected to abnormal stress 
serves as indication of probable reactions of that bone when such teeth are used as abut- 
ments for fixed or removable restorations. Such areas are called index areas. 



B 


Figure 12-17 A # Canine has provided support for distal extension removable partial denture 
for 10 years. There has obviously been positive bone response (arrow) to increased stress 
generated by removable partial denture. B, Mandibular first premolar has provided support 
for distal extension denture for 3 years. Bone response (arrow) to past additional stress has 
been unfavorable. 
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Alveolar Lamina Dura 

The alveolar lamina dura is also considered in a 
radiographic interpretation of abutment teeth. The 
lamina dura is the thin layer of hard cortical bone 
that normally lines the sockets of all teeth. It affords 
attachment for the fibers of the periodontal mem- 
brane, and— as with all cortical bone— its function is 
to withstand mechanical strain. In a roentgenogram, 
the lamina dura is shown as a radiopaque white line 
around the radiolucent dark line that represents the 
periodontal membrane. 

When a tooth is in the process of being tipped, 
the center of rotation is not at the apex of the root 
but in the apical third. Resorption of bone occurs 
where there is pressure, and apposition occurs 
where there is tension. Therefore during the active 
tipping process, the lamina dura is uneven, with evi- 
dence of both pressure and tension on the same side 
of the root. For example, in a mesially tipping lower 
molar the lamina dura will be thinner on the coronal 
mesial and apicodistal aspects and thicker on the 
apicomesial and coronal distal aspects because the 
axis of rotation is not at the root apex but is above it. 
When the tooth has been tipped into an edentulous 
space by some change in the ocdusion and becomes 
set in its new position, the effects of leverage are dis- 
continued. The lamina dura on the side to which the 
tooth is sloping becomes uniformly heavier, which is 
nature's reinforcement against abnormal stresses. 
The bone trabeculations are most often arranged at 
right angles to the heavier lamina dura. 

Thus it is possible to say that for a given individual, 
nature is able to build support where it is needed and 
on this basis to predict future reaction elsewhere in 
the arch to additional loading of teeth used as abut- 
ments. However, because bone is approximately 30% 
organic, and this mostly protein, and because the 
body is not able to store a protein reserve in large 
amounts, any change in body health maybe reflected 
in the patient's ability to maintain this support per- 
manently. When systemic disease is associated with 
faulty protein metabolism and when the ability to 
repair is diminished, bone is resorbed and the lamina 
dura is disturbed. Therefore the loading of any abut- 
ment tooth must be kept to a minimum inasmuch as 
the patient's future hea th status and the eventualities 
of aging are unpredictable. 


Root Morphology 

The morphologic characteristics of the roots deter- 
mine to a great extent the ability of prospective 
abutment teeth to resist successfully additional rota- 
tional forces that may be placed on them. Teeth with 
multiple and divergent roots will resist stresses bet- 
ter than teeth with fused and conical roots, because 
the resultant forces are distributed through a greater 



A 



B 

Figure 12-18 A, Prognosis for abutment service is more favor- 
able for molar with divergent roots (shaded) than for same 
tooth if its roots were fused and conical. B, Evidence that 
prospective abutment has conical and fused roots indicates 
necessity for formulating framework design that will minimize 
additional stresses placed on tooth by abutment service. 

number of periodontal fibers to a larger amount of 
supporting bone (Figure 12-18). 

Third Molars 

Unerupted third molars should be considered as 
prospective future abutments to eliminate the need 
for a distal extension removable partial denture 
(Figure 12-19). The increased stability of a tooth- 
supported denture is most desirable to enhance the 
hea th of the oral environment. 

Periodontal Considerations 

An assessment of the periodontium in general and 
abutment teeth in particular must be made before 
prosthetic restoration. One must evaluate the con- 
dition of the gingiva, looking for adequate zones of 
attached gingiva and the presence or absence of peri- 
odontal pockets. The ideal periodontal condition is a 
disease-free periodontium with adequate attached 
mucosa in regions at or adjacent to removable partial 
denture component parts that cross the gingival mar- 
gins to best resist the mechanical challenges posed 
because of function and use. The condition of the sup- 
porting bone must be evaluated, with specific atten- 
tion to reduced bone support and mobility patterns 
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Figure 12-19 First and second molars have been lost by this 
18-year-old patient. Distal extension removable partial den- 
ture may be constructed until third molar erupts and is fully 
formed. Tooth-supported restoration may then be considered 


recorded. If mucogingival involvement, osseous 
defects, or mobility patterns are recorded, the causes 
and potential treatment must be determined. 

Oral hygiene habits of the patient must be deter- 
mined and efforts made to educate the patient relative 
to plaque control. The most decisive evidence of oral 
hygiene habits is the condition of the mouth before 
the initial prophylaxis. Good or bad oral hygiene is 
basic to the patient's nature, and although it may be 
influenced somewhat by patient education, the long- 
range view must be taken. It is reasonably fair to 
assume that the patient will do little more in the 
long term than he or she has done in the past. In 
making decisions as to the method of treatment based 
on oral hygiene, the future in years, rather than in 
weeks and months, must be considered. It is probably 
best not to give the patient the benefit of any doubt 
as to future oral hygiene habits. Rather the benefit 
should come from protective measures when any 
doubt exists about future oral hygiene habits. There- 
fore for patients at greatest risk, an oral prophylaxis 
with continued oral hygiene instructions should be 
scheduled for 3- to 4-month intervals. In addition, 
the patient must be advised of the importance of reg- 
ular maintenance appointments for tissue-supported 
prostheses to maintain occlusal relationships. In 
describing these on-going observation and prophy- 
lactic requirements, the patient is faced with the 
realization that they must be willing to share respon- 
sibility for maintaining the health of the mouth after 
restorative and prosthodontic treatment. 

The remaining teeth and prosthesis will require 
meticulous plaque control after placement of a 
removable partial denture. Because of the nature of 
material coverage of oral tissue, the oral microflora 
can change with use of a removable prosthesis. 
Coupled with this microbial change is the potential 
for a mechanical challenge to tissue integrity if the 
appropriate relationship is not maintained for the 


prosthesis and soft tissue of the residual ridge and 
the marginal gingiva. 

Caries Activity 

Caries activity in the mouth, past and present, and 
the need for protective restorations must be consid- 
ered. The decision to use full coverage is based on the 
need to reshape abutment teeth to accommodate the 
components of the removable partial denture, to pre- 
vent restoration breakdown when abutments have 
large direct restorations, evidence of caries activity, 
the patient's oral hygiene habits, and the age of the 
patient. Occasionally, three-quarter crowns may be 
used where buccal or lingual surfaces are completely 
sound, but intracoronal restorations (inlays) are sel- 
dom indicated in any mouth with evidence of past 
extensive caries or precarious areas of decalcification, 
erosion, or exposed cementum. 

Frequent consumption of sugars can lead to cari- 
ous involvement of roots, caries around restorations, 
or caries associated with clasps of removable partial 
dentures. Intelligent consumption of sweets (smaller 
amounts and less frequent consumption) and fre- 
quent plaque removal are the recommended coun- 
termeasures. Excellent protection from caries can be 
provided by fluoride applications via toothpastes and 
mouth rinses, or in extreme cases, such as postradia- 
tion xerostomia, by applying 1% NaF gels daily using 
plastic trays. 

Xerostomia, caused by either degeneration of sal- 
ivary glands (Sjogren's syndrome) or various medica- 
tions, will enhance the occurrence and severity of 
caries and contribute to irritation of the oral mucosa. 
A possible way to alleviate xerostomia is the use of 
synthetic saliva, with a carboxymethylcellulose base, 
which can be enriched with fluoride in an effort to 
counteract caries. Frequent use provides an excellent 
means of maintaining high fluoride intraorally for 
long periods of time, thus enhancingthe remineral- 
ization of incipient caries. Although the instructions 
for improvement of oral hygiene are a duty of the 
dental team, suspected problems of dietary deficien- 
cies should be referred to a nutritionist. 

Evaluation of the Prosthesis Foundation— Teeth 
and Residual Ridge 

An evaluation of the prosthesis foundation is 
required to ensure that an appropriately stable base 
of sound teeth and/or residua ridge(s) is provided to 
maximize prosthesis function and patient comfort. 
To that end, the evaluation focuses on the identifica- 
tion of conditions that are inconsistent with sound 
support and predictably stable function. 

Surgical Preparation 

Need for preprosthetic surgery or extractions must 
be evaluated. The same criteria apply to surgical 
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intervention in the partially edentulous arch as in the 
completely edentulous arch. Grossly displaceable 
soft tissue covering basal seat areas and hyperplastic 
tissue should be removed to provide a firm denture 
foundation. Mandibular tori should be removed if 
they will interfere with the optimum location of a lin- 
gual bar connector or a favorable path of placement. 
Any other areas of bone prominence that will inter- 
fere with the path of placement should be removed 
also. Primarily the guiding plane of the abutment 
teeth will dictate the path of placement. Therefore 
some areas may present interference to the path of 
placement of the removable partial denture by rea- 
son of the fact that other unalterable factors, such 
as retention and esthetics, must take precedence in 
selecting the path. 

Clinical research in preprosthetic surgical concepts 
has contributed significantly to management of the 
compromised partially edentulous patient. Bone aug- 
mentation and guided bone regeneration procedures 
have been used with varying degrees of success as an 
alternative method of improving ridge support for the 
denture base areas. Skill and judgment must be exer- 
cised in patient selection, procedural planning, and 
surgical and prosthetic management to optimize clin- 
ical results. Use of osseointegrated implants can pro- 
vide a foundation for developing suitable abutment 
support for removable partial dentures. As in any sur- 
gical procedure, results depend on careful treatment 
planning and cautious surgical management. 

Extraction of teeth may be indicated for one of the 
following three reasons: 

1. If the tooth cannot be restored to a state of 
health, extraction may be unavoidable. Modern 
advancements in the treatment of periodontal 
disease and in restorative procedures, including 
endodontic therapy, have resulted in the saving 
of teeth that were once considered untreatable. 
All reasonable avenues of treatment should be 
considered both from prognostic and economic 
standpoints before recommending extraction. 

2. A tooth may be removed if its absence will permit 
a more serviceable and less complicated remov- 
able partial denture design. Teeth in extreme mal- 
Dosition (lingually inclined mandibular teeth, 
Duccally inclined maxillary teeth, and mesially 
inclined teeth posterior to an edentulous space) 
may be removed if an adjacent tooth is in good 
alignment and if good support is available for use 
as an abutment. Justification for extraction lies in 
the decision that a suitable restoration, which will 
Drovide satisfactory contour and support, cannot 
De fabricated or that orthodontic treatment to 
realign the tooth is not feasible. An exception to 
the arbitrary removal of a malposed tooth is when 
a distal extension removable partial denture base 
would have to be made rather than using the 


more desirable tooth-supported base of the tooth 
in question. If alveolar support is adequate, a pos- 
terior abutment should be retained if at all possi- 
ble in preference to a tissue-supported extension 
base. Teeth deemed to have insufficient alveolar 
support may be extracted if their prognosis is 
Door and if other adjacent teeth may be used to 
Detter advantage as abutments. The decision to 
extract such a tooth should be based on the 
degree of mobility and other periodontal consid- 
erations and on the number, length, and shape of 
the roots contributing to its support. 
3. A tooth may be extracted if it is so unesthetic as to 
justify its removal to improve appearance. In this 
situation, a veneer crown should be considered in 
preference to removal if the crown can satisfy the 
esthetic needs. If removal is advisable because 
of unesthetic tooth position, the biomechanical 
problems involved in replacing anterior teeth 
with a removable partial denture must be weighed 
against the problems involved in making an 
esthetically acceptable fixed restoration. Admit- 
tedly the removable replacement is commonly 
the more esthetic of the two, despite modern 
advancements in retainers and pontics. However, 
the mechanical disadvantage of the removable 
restoration often makes the fixed replacement of 
missing anterior teeth preferable. 
Another consideration for preprosthetic surgery 
involves the decision between use of a removable par- 
tial denture and an implant-supported prosthesis. The 
following categories of tooth oss are presented with 
comparative comments germane to such decisions. 

Short Modification Spaces 

For short spans (<=3 missing teeth), natural tooth, 
implant-supported fixed prostheses, and removable 
partial dentures can generally be considered. 
Implant placement requires the decision that ample 
bone volume exists, or can be provided with minimal 
morbidity, to adequately house sufficient implants to 
support prosthetic teeth. Implant prostheses have 
the advantage of not requiring the use of teeth for 
support, stability, and retention requirements, and 
consequently do not increase the functional burden 
on the natural dentition. Although the predictability 
of contemporary implant procedures (surgery and 
Prosthodontics) makes them a consideration for short 
span prostheses, the main advantage is the opportu- 
nity to provide replacement teeth without involving 
adjacent teeth in the reconstruction. Therefore, 
when the adjacent teeth are in need of restoration, a 
conventional prosthesis should be considered. 

Longer Modification Spaces 

Longer span modification spaces (>4 missing teeth) 
present a greater challenge for natural tooth-supported 
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fixed prostheses. Consequently, the options for treat- 
ment are the removable partial denture or the implant- 
supported prosthesis. An implant prosthesis has the 
same bone volume requirements as stated above, and 
for an increased span will likely require more implants. 
Since residual ridge resorption can be greater with 
longer spans, the need for augmentation may also be 
greater. Both of these characteristics of longer spans 
cause implant use to be more costly and can signifi- 
cantly increase the cost difference between treatment 
options. The increased morbidity associated with aug- 
mentation procedures can also limit universal applica- 
tion. Because the removable partial denture remains 
largely tooth-supported (unless the span includes 
anterior and posterior segments that may cause it to 
function similar to a distal extension), the functional 
stability requirements should be efficiently met 
through the tooth support. 

Distal Extension Spaces 

Without tooth support at each end of the missing 
teeth, the removable partial denture and implant- 
supported prosthesis are the primary treatment 
considerations (double-abutted cantilevered fixed 
prostheses opposing maxillary complete dentures 
have been suggested to be a reasonable option for 
some patients). It then becomes obvious that when 
anatomic limitations to implant placement exist 
and surgical measures cannot be taken to correct this, 
the removable partial denture is the only option 
(unless no treatment is elected). Current surgical 
options are available to correct most anatomic limi- 
tations, yet frequently implant therapy is not elected 
because of patient medical factors, concerns for the 
risk of surgical morbidity, increased time required 
for treatment, or costs. It is important to note that a 
comparison of long-term maintenance requirements 
between these two options may demonstrate few 
cost differences over time. This is related to the effects 
of continued residual ridge resorption acting on the 
removable prosthesis and not the implant prosthesis. 

Endodontic Treatment 

Abutments for removable partial dentures are 
required to withstand various forces depending on the 
classification. The requirement for a distal extension 
abutment is different from that of a tooth-supported 
prosthesis in that torsional forces exist in the distal 
extension situation. For this reason, an abutment for a 
distal extension that is endodontically treated carries 
a greater risk for complications than a similar tooth 
not involved in removable partial denture function. 

Because tooth support helps control prosthesis 
movement, the need for endodontic treatment 
should include assessment of Overdenture abut- 
ments for removable partial dentures, especially to 
control movement of distal extensions. 


Analysis of Occlusal Factors 

From the occlusal analysis made by evaluating the 
mounted diagnostic casts the dentist must decide 
whether it is best to accept and maintain the existing 
occlusion or to attempt to improve on it by means of 
occlusal adjustment and/or restoration of occlusal 
surfaces. It must be remembered that the removable 
partial denture can only supplement the existing 
occlusion at the time the prosthesis is constructed. 
The dominant force that dictates the occlusal pattern 
will be the cuspal harmony or disharmony of the 
remaining teeth and their proprioceptive influence 
on mandibular movement. At best the artificial teeth 
can only be made to harmonize with the functional 
parameters of the existing occlusion. 

Chapter 17 identifies schemes of occlusion recom- 
mended for partially edentulous configurations. A 
review of these recommendations will provide a 
guide for modifying the existing occlusion or devel- 
oping the appropriate occlusal scheme for each par- 
tially edentulous configuration. 

Improvements in the natural occlusion must be 
accomplished before the fabrication of the prosthe- 
sis, not subsequent to it. The objective of occlusal 
reconstruction by any means should be occlusal har- 
mony of the restored dentition in relation to the nat- 
ural forces already present or established. Therefore 
one of the earliest decisions in planning reconstruc- 
tive treatment must be whether to accept or reject 
the existing vertical dimension of occlusion and the 
occlusal contact relationships in centric and eccen- 
tric positions. If occlusal adjustment is indicated, 
cuspal analysis always should precede any corrective 
procedures in the mouth by selective grinding. On 
the other hand, if reconstruction is to be the means 
of correction, the manner and sequence should be 
outlined as part of the overall treatment plan. 

Fixed Restorations 

There may be a need to restore modification spaces 
with fixed restorations rather than include them in 
the removable partial denture, especially when deal- 
ing with isolated abutment teeth. The advantage of 
splinting must be weighed against the total cost, with 
the weight of experience always in favor of using fixed 
restorations for tooth-bounded spaces unless the 
space will facilitate simplification of the removable 
partial denture design without jeopardizing the abut- 
ment teeth. One of the least successful removable 
partial denture designs is where multiple tooth- 
bounded areas are replaced with the removable par- 
tial dentures in conjunction with isolated abutment 
teeth and distal extension bases. Biomechanical con- 
siderations and the future health of the remaining 
teeth should be given preference over economic con- 
siderations when such a choice is possible. 
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Orthodontic Treatment 

Occasionally, orthodontic movement of malposed 
teeth followed by retention through the use of fixed 
partial dentures makes it possible for a better 
removable partial denture design mechanically and 
esthetically than could otherwise be used. Although 
adequate anchorage for tooth movement can be 
a major limitation in partially edentulous arches, 
carefully placed implants, which subsequently can 
be used for prosthesis support, have been used to 
expand orthodontic app ications for this patient 
group. 

Need for Determining Type of Mandibular 
Major Connector 

As discussed in Chapter 5, one of the criteria to 
determine the use of the lingual bar or linguoplate is 
the height of the floor of the patient's mouth when 
the tongue is elevated. Because the inferior border 
of both the lingual bar and linguoplate are placed 
at the same vertical level, and because subsequent 
mouth preparations depend in part on the design of 
the mandibular major connector, determination of 
the type of major connector must be made during 
the oral examination. This determination is facili- 
tated by measuring the height of the elevated floor of 
the patient's mouth in relation to lingual gingiva with 
a periodontal probe and recording the measurement 
for later transfer to diagnostic and master casts. It is 
most difficult to make a determination of the type of 
mandibular major connector to be used solely from a 
stone cast that may or may not accurately indicate 
the active range of movement of the floor of the 
patient's mouth. Too many mandibular major con- 
nectors are ruined or made flexible because subse- 
quent grinding of the inferior border is necessary to 
relieve impingement of the sensitive tissue of the 
floor of the mouth. 

Need for Reshaping Remaining Teeth 

The clinical crown shapes of anterior and posterior 
teeth are not capable of supporting a removable 
partial denture framework without appropriate mod- 
ification. Without the required modifications, the 
prosthesis does not adequately benefit from the sup- 
port and stability offered by the teeth and conse- 
quently will not be comfortable to the patient. M any 
failures of removable partial dentures can be attrib- 
uted to the fact that the teeth were not reshaped 
properly to establish guiding planes or to receive 
clasp arms and occlusal rests before the impression 
for the master cast was made. Of particular impor- 
tance are the paralleling of proximal tooth surfaces 
to act as guiding planes, the preparation of adequate 
rest areas, and the reduction of unfavorable tooth 
contours (Figure 12-20). To neglect planning such 


mouth preparations in advance is inexcusable and 
leads to unsuccessful removable prosthesis service. 

The design of clasps is dependent on the location 
of the retentive, stabilizing, reciprocal, and support- 
ing areas in relation to a definite path of placement 
and removal. Failure to reshape unfavorably inclined 
tooth surfaces and, if necessary, to place restorations 
with suitable contours not only complicates the 
design and location of clasp retainers but also often 
leads to failure of the removable partial denture 
because of poor clasp design. 

A malaligned tooth or one that is inclined unfavor- 
ably may make it necessary to place certain parts of 
the clasp so that they interfere with the opposing 
teeth. U nparallel proximal tooth surfaces not only 
will fail to provide needed guiding planes during 
placement and removal but also will result in exces- 
sive blockout. This inevitably results in the connec- 
tors being placed so far out of contact with tooth 
surfaces that food traps are created. In order to pass 
lingually inclined lower teeth, clearance for a lingual 
bar major connector may have to be so great that a 
food trap will result when the restoration is fully 
seated. Such a lingual bar will be located so that it 
will interfere with tongue comfort and function. 
These are only some of the objectionable conse- 
quences of inadequate mouth preparations. 

The amount of reduction of tooth contours should 
be kept to a minimum, and all modified tooth surfaces 
should not only be repolished after reduction but also 
should be subjected to fluoride treatment to lessen 
the incidence of caries. If it is not possible to produce 
the contour desired without perforating the enamel, 
then the teeth should be recontoured with an accept- 
able restorative material. The age of the patient, caries 
activity evidenced elsewhere in the mouth, and appar- 
ent oral hygiene habits must be taken into considera- 
tion when deciding between reducing the enamel or 
modifying tooth contours with protective restorations. 

Some of the areas that frequently need correction 
are the lingual surfaces of mandibular premolars, the 
mesial and lingual surfaces of mandibular molars, the 
distobuccal line angle of maxillary premolars, and 
the mesiobuccal line angle of maxillary molars. The 
actual degree of inclination of teeth in relation to the 
path of placement and the location of retentive and 
supportive areas are not readily interpretable during 
visual examination. These are estab ished during a 
comprehensive analysis of the diagnostic cast with a 
surveyor, which should follow the visual examination. 



DIFFERENTIAL DIAGNOSIS: FIXED 
OR REMOVABLE PARTIAL DENTURES 

Total oral rehabilitation (disease management, defec- 
tive tooth restoration, and tooth replacement) is an 
objective in treating the partially edentulous patient. 
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Figure 12-20 A, Unmodified buccal surface of mandibular premolar illustrating typical 
height of contour location natural for this tooth (middle and occlusal thirds of the tooth). 

B, Proximal surface modification required (hatched region) to produce guide plane surface. 

C, Buccal surface modification needed to position height of contour for favorable clasp 
location. The tooth modification is a continuation of the proximal surface modification onto 
the buccal surface, and generally requires less than 0.5 mm of tooth removal. 


Although replacement of missing teeth by means 
of fixed partial dentures, either tooth- or implant- 
supported, is generally the method of choice, there 
are many reasons why a removable partial denture is 
the better method of treatment for a specific patient. 

The dentist must follow the best procedure for the 
welfare of the patient, who is always free to seek more 
than one opinion. Ultimately, the choice of treatment 
must meet the economic limitations and personal 
desires of the patient. The exception to this guideline 
is the Class III arch with a modification space on the 


opposite side of the arch, which will provide better 
cross-arch stabilization and a simpler design for the 
removable partial denture (Figure 12-21). 

Though uncommon, unilateral tooth loss is some- 
times inappropriately treated using a unilateral 
removable partial denture in place of a fixed partial 
denture. This type of prosthesis does not benefit 
from cross-arch stabilization and places excessive 
stress on abutment teeth. Possibly more importantly, 
there is a significant risk for aspiration if such a pros- 
thesis is dislodged during use. For these reasons, use 
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Figure 12-21 Class III, mod 2 arch in which modification 
spaces on the patient's left (spaces designated at A) will be 
included in design of removable partial denture rather than 
restored with a long-span fixed partial denture. Design for 
removable restoration is greatly simplified, resulting in 
significantly enhanced stability. 

of the unilateral removable partial denture is strongly 
discouraged. 

Indications for Use of Fixed Restorations 

Tooth-Bounded Edentulous Regions 

Generally, any unilateral edentulous space bounded 
by teeth suitable for use as abutments should be 
restored with a fixed partial denture cemented to one 
or more abutment teeth at either end. The length of 
the span and the periodontal support of the abut- 
ment teeth will determine the required number of 
abutments. As mentioned earlier, such a span could 
also be managed using dental implants if deemed 
feasible and elected by the patient. The fact that 
implant support does not place additional functional 
demands on adjacent teeth likely contributes to their 
preservation, though this has not been universally 
demonstrated. 

For conventional fixed prostheses, a lack of paral- 
lelism of the abutment teeth may be counteracted 
with copings or locking connectors to provide parallel 
sectional placement. Sound abutment teeth make 
possible the use of more conservative retainers, such 
as partial veneer crowns, or resin bonded to metal 
restorations, rather than full crowns. The age of the 
patient, evidence of caries activity, oral hygiene habits, 
and soundness of remaining tooth structure must be 
considered in any decision to use less than full cover- 
age for abutment teeth. 

There are two specific contraindications for the 
use of unilateral fixed restorations. One is a long, 
edentulous span with abutment teeth that would not 


be able to withstand the trauma of nonaxial occlusal 
forces. The other is abutment teeth that exhibit 
reduced periodontal support because of periodontal 
disease that would benefit from cross-arch stabiliza- 
tion. In either situation a bilateral removable restora- 
tion can be used more effectively to replace the 
missing teeth. 


Modification Spaces 

A removable partial denture for a Class 1 1 1 arch is bet- 
ter supported and stabilized when a modification 
area on the opposite side of the arch is present. A 
fixed partial denture need not be used to restore such 
an edentulous area because its inclusion may sim- 
plify the design of the removable partial denture. 
However, when a lone-standing, single-rooted abut- 
ment binds a modification space, it is better restored 
by means of a fixed partial denture. This acts to stabi- 
lize the at-risk tooth, and the denture is made less 
complicated by not having to include other abut- 
ment teeth for the support and retention of an addi- 
tional edentulous space or spaces. 

When an edentulous space that is a modification 
of either a Class I or Class II arch exists anterior to a 
lone-standing abutment tooth, this tooth is sub- 
jected to trauma by the movements of a distal exten- 
sion removable partial denture far in excess of its 
ability to withstand such stresses. The splinting of 
the lone abutment to the nearest tooth is mandatory. 
The abutment crowns should be contoured for sup- 
port and retention of the removable partial denture 
and, in addition, a means usually should be provided 
for supporting a stabilizing component on the ante- 
rior abutment of the fixed partial denture or on the 
occlusal surface of the pontic. 

Anterior Modification Spaces 

Usually, any missing anterior teeth in a partially 
edentulous arch, except in a Kennedy Class IV arch 
in which only anterior teeth are missing, are best 
replaced by means of a fixed restoration. There are 
exceptions. Sometimes a better esthetic result is 
obtainable when the anterior replacements are sup- 
plied by the removable partial denture, at other times 
treatment is simplified by inclusion of an anterior 
modification space into the removable partial den- 
ture (Figure 12-22). This is also true when excessive 
tissue and bone resorption necessitates the place- 
ment of the pontics in a fixed partial denture too far 
palatally for good esthetics or for an acceptable rela- 
tion with the opposing teeth. However, in most 
instances, from mechanical and biological stand- 
points, anterior replacements are best accomplished 
with fixed restorations. The replacement of missing 
posterior teeth with a removable partial denture is 
then made much less complicated and gives more 
satisfactory results. 
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Figure 12-22 A, Diagnostic waxing of this complex case revealed the best means to manage 
replacement of teeth #s 6 and 7 was with a fixed prosthesis, especially since the ridge defect 
was not severe and the adjacent teeth offered good retainer support. B, In contrast, this com- 
plex situation requires the maxillary anterior to be re-positioned palatally to address an 
esthetic concern. C, Because of the condition of the maxillary canines and need to replace 
posterior teeth as well, the anterior teeth will be more easily managed as part of the remov- 
able partial denture. (A Courtesy Dr. M. Alfaro. ) 


Replacement of Unilaterally Missing Molars 
(Shortened Dental Arch) 

Often the decision to replace unilaterally missing 
molars must be made (Figure 12-23). The decision 
must balance the impact of the treatment on the 
remaining oral structures with the potential bene- 
fit to the patient long term. To restore the missing 
molars with a fixed partial denture would require 
either a cantilever prosthesis or the use of dental 
implants. A cantilever fixed prosthesis is most appli- 
cable if the second molar is to be ignored, then only 
first molar occlusion need be supplied by using a 
cantilever-type fixed partial denture. Occlusion need 
be only minimal to maintain occlusal relations 
between the natural first molar in the one arch and 


the prosthetic molar in the opposite arch. The can- 
tilevered pontic should be narrow buccolingually 
and need not occlude with more than one half to two 
thirds of the opposing tooth. Often, such a restora- 
tion is the preferred method of treatment. However, 
at least two abutments should be used to support a 
cantilevered molar opposed by a natural molar. 

To replace unilaterally missing molars with a 
removab e partial denture necessitates use of a distal 
extension prosthesis. This involves the major con- 
nector joining the edentulous side to retentive and 
stabilizing components located on the noneden- 
tulous side of the arch. Leverage factors are fre- 
quently unfavorable, and the retainers used on the 
nonedentulous side are often unsatisfactory. Two 
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Figure 12-23 A, Unilaterally missing molars. If the patient exhibits opposing contacts to the 
remaining 6 posterior teeth (bilateral premolars, right first and second molars), there may be 
minimal functional gain from replacing the left molars. B, By contrast, the functional gain 
from replacement of the posterior occlusion in this patient is likely significant. 


factors important to consider in making the decision 
to provide a unilateral, distal extension removable 
partial denture include the opposing teeth and the 
future effect of the maxillary tuberosity. 

First the opposing teeth must be considered if it 
is considered important to prevent extrusion and 
migration. This influences the replacement of the 
missing molars far more than any improvement in 
masticating efficiency that might result. The replace- 
ment of missing molars on one side is seldom neces- 
sary for reasons of mastication alone. 

Second the future effect of a maxillary tuberos- 
ity must be considered if concern exists for tuberos- 
ity enlargement. Often when left uncovered, the 
tuberosity increases in size, making future occlusal 
treatment difficult. However, covering the tuberosity 
with a removable partial denture base, in combina- 
tion with the stimulating effect of the intermittent 
occlusion, helps maintain tuberosity size and posi- 
tion. In such an instance, it may be better to make a 
removable partial denture with cross-arch stabiliza- 
tion and retention than to leave a maxillary tuberos- 
ity uncovered. 

Indications for Removable Partial Dentures 

Although a removable partial denture should be con- 
sidered only when a fixed restoration is contraindi- 
cated, there are several specific indications for the 
use of a removable restoration. 

Distal Extension Situations 

Replacement of missing posterior teeth is often best 
accomplished with a removable partial denture (see 
Figure 12-23, B), especially when implant treatment 
is not feasible for the patient. The exception to this 


includes situations in which the replacement of 
missing second (and third) molars is either inadvis- 
able or unnecessary or in which unilateral replace- 
ment of a missing first molar can be accomp ished 
by means of a multiple-abutment cantilevered fixed 
restoration or an implant-supported prosthesis. The 
most common partially edentulous situations are the 
Kennedy Class I and Class II. With the latter, an eden- 
tulous space on the opposite side of the arch is often 
conveniently present to aid in the required retention 
and stabilization of the removable partial denture. If 
no space is present, selected abutment teeth can be 
modified to accommodate appropriate clasp assem- 
blies, or intracoronal retainers can be used. As previ- 
ously stated, all other edentulous areas are best 
replaced with fixed partial dentures. 

After Recent Extractions 

The replacement of teeth after recent extractions 
often cannot be accomplished satisfactorily with a 
fixed restoration. When relining will be required 
later or when a fixed restoration using natural teeth 
or implants will be constructed later, a temporary 
removable partial denture can be used. If an all- 
resin denture is used rather than a cast framework 
removable partial denture, the immediate cost to the 
patient is much less, and the resin denture lends 
itself best to future temporary modifications- 
including those required after implant placement 
and before restoration. 

Tissue changes are inevitable following extrac- 
tions. Tooth-bounded edentulous areas (as a result 
of extractions) are best initially restored with remov- 
able partial dentures. Relining of a tooth-supported 
resin denture base is then possible. It is usually done 
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to improve esthetics, oral cleanliness, or patient 
comfort. Support for such a restoration is supplied 
by occlusal rests on the abutment teeth at each end 
of the edentulous space. 

Long Span 

A long span may be totally tooth supported if the 
abutments and the means of transferring the support 
to the denture are adequate, and if the denture 
framework is rigid. There is little if any difference 
between the support afforded a removable partial 
denture and that afforded a fixed restoration by the 
adjacent abutment teeth. However, in the absence of 
cross-arch stabilization, the torque and leverage 
would be excessive on the two abutment teeth. 
Instead, a removable denture that derives retention, 
support, and stabilization from abutment teeth on 
the opposite side of the arch is indicated as the logi- 
cal means of replacing the missing teeth. 

Need for Effect of Bilateral Stabilization 

In a mouth weakened by periodontal disease, a fixed 
restoration may jeopardize the future of the involved 
abutment teeth unless the multiple-abutment splint- 
ing effect is used. The removable partial denture, on 
the other hand, may act as a periodontal splint 
through its effective cross-arch stabilizing of teeth 
weakened by periodontal disease. When abutment 
teeth throughout the arch are properly prepared and 
restored, the beneficial effect of a removable partial 
denture can be far greater than that of a uni ateral 
fixed partial denture. ' 


Excessive Loss of Residual Bone 

The pontic of a fixed partial denture must be cor- 
rectly related to the residual ridge and in such a man- 
ner that the contact with the mucosa is minimal. 
Whenever excessive resorption has occurred, teeth 
supported by a denture base may be arranged in a 
more acceptable buccolingual position than is possi- 
ble with a fixed partial denture (Figure 12-24). 

Unlike a fixed partial denture, the artificial teeth 
supported by a denture base can be located without 
regard to the crest of the residual ridge and more 
nearly in the position of the natural dentition for 
normal tongue and cheek contacts. This is particu- 
larly true of a maxillary denture. 

Anteriorly, loss of residual bone occurs from the 
labial aspect. Often the incisive papilla lies at the 
crest of the residual ridge. Because the central inci- 
sors are normally located anterior to this landmark, 
any other location of artificial central incisors is 
unnatural. An anterior fixed partial denture made for 
such a mouth will have pontics resting on the labial 
aspect of this resorbed ridge and will be too far lin- 
gual to provide desirable lip support. Often the only 
way the incisal edges of the pontics can be made to 
occlude with the opposing lower anterior teeth is to 
use a labial inclination that is excessive and unnatu- 
ral, and both esthetics and lip support suffer. 
Because the same condition exists with a removable 
partial denture in which the anterior teeth are 
abutted on the residual ridge, a labial flange must be 
used to permit the teeth to be located closer to their 
natural position. 



Figure 12-24 A, Occlusal view of anterior ridge defect (Kennedy Class IV) showing palatal 
position of the ridge crest. Incisal edge position of opposing dentition requires a more labial 
position of the prosthetic teeth, which would create difficult pontic form if a fixed partial 
denture were provided. B, View of the same cast from the labial showing significance of the 
vertical bone loss. Replacement of teeth and ridge anatomy is best accomplished by a 
removable partial denture. 
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The same method of treatment applies to the 
replacement of missing mandibular anterior teeth. 
Sometimes a mandibular anteriorfixed partial den- 
ture is made sixor more units in length, in which the 
remaining space necessitates either leaving out one 
anterior tooth or using the original number of teeth 
but with all of them too narrow for esthetics. In 
either instance the denture is nearly in a straight line 
because the pontics follow the form of the resorbed 
ridge. A removable partial denture will permit the 
location of the replaced teeth in a favorable relation 
to the lip and opposing dentition regardless of the 
shape of the residual ridge. When such a removable 
Drosthesis is made, however, positive support must 
De obtained from the adjacent abutments. 

Unusually Sound Abutment Teeth 

Sometimes the reasoning for making a removable 
restoration is the desire to see sound teeth pre- 
served in their natural state and not prepared for 
restorations. As mentioned previously, if this deci- 
sion is made because it is felt that no tooth modifi- 
cation is necessary for removable partial dentures, 
then the prosthesis will lack tooth-derived stability 
and support. 

When this condition exists, the dentist should not 
hesitate to reshape and modify existing enamel sur- 
faces to provide proximal guiding planes, occlusal 
rest areas, optimum retentive areas, and surfaces on 
which nonretentive stabilizing components may be 
placed. The continued durability of the natural teeth 
is best ensured if the modifications that are provided 
optimize prosthesis function. This is because such 
modifications also ensure the most harmonious use 
of the natural dentition. 

Abutments With Guarded Prognoses 

If the prognosis of an abutment tooth is question- 
able, or if it becomes unfavorable during treatment, 
it might be possible to compensate for its impend- 
ing loss by a change in denture design. The ques- 
tionable or condemned tooth or teeth may then be 
included in the original design, and if subsequently 
lost, the removable partial denture can be modified 
or remade (Figure 12-25). Most removable partial 
denture designs do not lend themselves well to later 
additions, although this eventuality should be con- 
sidered in the design of the denture. 

When the tooth in question will be used as an 
abutment, every diagnostic aid should be used to 
determine its prognosis as a prospective abutment. It 
is usually not as difficult to add a tooth or teeth to a 
removable partial denture as it is to add a retaining 
unit when the original abutment is lost and the next 
adjacent tooth must be used for that purpose. 

It is sometimes possible to design a removable 
partial denture so that a single posterior abutment, 


about which there is some doubt, can be retained 
and used at one end of the tooth-supported base. 
Then if the posterior abutment is lost, it could be 
replaced by adding an extension base to the existing 
denture framework. Such an original design must 
include provisions for future indirect retention, flexi- 
ble clasping of the future abutment, and provision 
for establishing tissue support. Anterior abutments 
that are considered poor risks may not be so freely 
used because of the problems involved in adding a 
new abutment retainer when the original one is lost. 
It is rational that such questionable teeth be con- 
demned in favor of more suitable abutments, even 
though the original treatment plan must be modified 
accordingly. 

Economic Considerations 

Economics should not be the sole criterion in arriv- 
ing at a method of treatment. When for economic 
reasons, complete treatment is out of the question 
and yet replacement of missing teeth is indicated, 
the restorative procedures dictated by these consid- 
erations must be described clearly to the patient as a 
compromise and not representative of the best that 
modern dentistry has to offer. A prosthesis that is 
made to satisfy economic considerations alone may 
provide only imited success and result in more 
costly treatment in the future. 

■ CHOICE BETWEEN COMPLETE 
DENTURES AND REMOVABLE 
PARTIAL DENTURES 

One of the more difficult decisions to make for the 
partially edentulous patient involves making the 
choice of a complete denture over a removable par- 
tial denture. Many factors need to be considered 
when making such a decision and these generally 
fall under the categories of tooth-related factors, fac- 
tors of comparative functional expectations between 
prostheses, and patient-specific factors. Because the 
difference between a tooth-tissue-borne prosthesis 
and a tissue-borne prosthesis can be important, 
especially since it is difficult for the partial y eden- 
tulous patient to conceptualize the tissue-borne sit- 
uation, such an irreversible decision is not trivial. 

An evaluation of the remaining teeth will deter- 
mine whether any caries or periodontal disease 
exists. The decision as to whether a tooth is useful 
for inclusion in a prosthetic treatment plan can be 
made based on an understanding that with appro- 
priate disease management the tooth provides a rea- 
sonable 5-year prognosis for survival. This takes into 
account the added functional demand by the pros- 
thesis and a risk assessment for recurrent disease. 
Since this scenario concerns teeth with disease, the 
expectation is that tooth structure and/or support 
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Figure 12-25 Kennedy Class II, mod I in which molar abutment has a guarded prognosis. 
A, Anterior abutment of modification space has a clasp assembly that accommodates for 
potential future loss of distal molar while currently providing adequate support, stability, 
and retention. B, Premolar clasp assembly is a mesial rest, distal guide plane, and wrought 
wire retainer design that will accommodate future distal extension movement. C, Buccal 
view showing guide plane contact and wrought wire location that is appropriate for a distal 
extension. 


are compromised. The added functional burden 
along with a potentially increased risk for disease 
are important concerns when determining the long- 
term benefit for retaining teeth with a removable 
partial denture. 

If the teeth can be maintained with a reasonable 
prognosis, the next questions to ask are "Do they 
require restoration with surveyed crowns?" and "How 
much improvement to the prosthesis support, stabil- 
ity, and retention do they provide?" If the expected 
prognosis for a given tooth is questionable, the costs 
associated with restoration high, and the added ben- 
efit to the prosthesis low, the tooth should likely not 
be maintained unless the patient strongly desires to 
maintain all teeth. However, if the same scenario 
exists and the long-term impact on the support, sta- 
bility, and retention of the prosthesis is great, the 
decision strongly favors keeping the tooth. 


The question of whether retained teeth offer a sig- 
nificant advantage to the prosthesis from a support, 
stability, and retention standpoint requires compara- 
tive evaluation of the potential denture-bearing 
foundations. If the expectation is that an edentulous 
arch would have unfavorable physical features (poor 
ridge form, poor arch configuration, displaceable 
mucosa, high frena attachments, minimal denture- 
bearing area, and/or an unfavorable jaw relation- 
ship) then retention of teeth is likely to provide a 
more significant benefit. If the retention of teeth can 
help prevent or delay age-related denture-bearing 
foundation changes seen with complete denture use, 
then retention of teeth can be of significant benefit. 

When evaluation demonstrates that the remaining 
teeth have no active disease, then the often negative 
impact of disease management on the prognosis 
is not a concern. The decision to maintain teeth is 
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again based on risk assessment, the costs for use 
of the teeth, the added benefit to the prosthesis 
functional stability, and the comparative functional 
expectations between a mucosal-borne denture and 
a removable partial denture, which uses teeth for 
some support, stability, and retention. 

The remaining tooth location and distribution can 
also impact the decision to maintain teeth. It makes a 
difference if the remaining teeth are located only on 
one side of the arch. Having bilateral teeth remaining, 
especially if they are in similar locations (canines- 
canines, canines/premolars-canines/premolars), offers 
advantages to prosthesis design and occlusal develop- 
ment compared with asymmetrical tooth locations. 
Some teeth may not serve well as a stabilizing compo- 
nent to a removable partial denture and should not be 
maintained. Ifthe remaining terminal tooth adjacent 
to a distal extension base is an incisor, the likelihood 
for long-term support, stability, and retention is poor. 

An additional factor to consider when deciding 
between a complete denture and a removable partial 
denture is whether there is strong patient desire to 
maintain teeth. As mentioned previously, because 
the change to a complete denture is a significant 
transformation, there must be sufficient discussion 
before making this decision. The dentist must be 
very clear that the patient understands the func- 
tional difference between a mucosal-borne prosthe- 
sis for all aspects of function (i.e., chewing, talking, 
etc. ) compared with the natural dentition or a 
removable partial denture. 

The uniqueness of the patient is again appreciated 
when discussing these issues with various patients. 
One patient may prefer complete dentures rather than 
complete oral rehabilitation, regardless of ability to 
pay. Another may be so determined to keep their own 
teeth that they will make great financial sacrifices if 
given a reasonable assurance of success of oral reha- 
bilitation. The value of listening to the patient during 
the examination and the diagnostic procedures pays 
off significantly when the treatment options differ so 
vastly as the complete and removable partial denture 
often do. During the presentation of pertinent facts, 
time should be allowed for patients to express them- 
selves freely as to their desires in retaining and restor- 
ing their natural teeth. At this time a treatment plan 
may be influenced or even drastically changed to con- 
form to the expressed and implied wishes of the 
patient. For example, there may be a reasonable pos- 
sibility of saving teeth in both arches through the use 
of removable partial dentures. With only anterior teeth 
remaining, a removable partial denture can be made 
to replace the posterior teeth by use of good abutment 
support and, in the maxillary arch, use of full palatal 
coverage for retention and stability. If patients express 
a desire to retain their anterior teeth at any cost and if 
the remaining teeth are esthetically acceptable and 


functionally sound, the dentist should make every 
effort to provide successful treatment. If patients pre- 
fer a mandibular removable partial denture because 
of fear of difficulty in wearing a mandibular complete 
denture, then, all factors being acceptable, their 
wishes should be respected and treatment should be 
planned accordingly. The professional obligation to 
present the facts and then do the best in accordance 
with the patients' expressed desires still applies. 

Other patients may wish to retain remaining teeth 
for an indefinite but relatively short period of time, 
with eventual complete dentures a foregone conclu- 
sion. In this instance the professional obligation 
may be to recommend interim removable partial 
dentures without extensive mouth preparations. 
Such dentures will aid in mastication and will pro- 
vide esthetic replacements, at the same time serving 
as conditioning restorations, which will make the 
later transition to complete dentures somewhat 
easier. Such removable partial dentures should be 
designed and fabricated with care, but the total cost 
of removable partial denture service should be con- 
siderably less. 

An expressed desire on the part of patients to retain 
only six mandibular anterior teeth must be consid- 
ered carefully before being agreed to as the planned 
treatment. The advantages to the patients are obvi- 
ous: they may retain six esthetically acceptable teeth, 
they do not become totally edentulous, and they have 
the advantage of direct retention for the removable 
partial denture thatwould not be possible if they were 
completely edentulous. Retaining even the mandibu- 
lar canine teeth would accomplish the latter two 
objectives. The potential disadvantages relate directly 
to the patient keeping up with prosthesis mainte- 
nance procedures. The disadvantages relate to the 
poor response of the anterior maxilla to functional 
stress concentrated from the opposing natural den- 
tition. If the functional forces of occlusion are not 
well distributed, the natural anterior can concentrate 
stress to the anterior maxillary arch. The possible 
result of such poorly distributed functional force is 
the loss of residual maxillary bone, loosening of the 
maxillary denture because of the tripping influence of 
the natural mandibular teeth, and the loss of basal 
foundation for the support of future prostheses. How- 
ever, ifthe maxillary anterior teeth are arranged to 
contact in balanced eccentric positions and patients 
comply with periodic recall to maintain these rela- 
tionships, these problems are minimized. The preven- 
tion ofthis sequence of events lies in the maintenance 
of positive occlusal support posteriorly and the con- 
tinual elimination of traumatic influence from the 
remaining anterior teeth. Such support is sometimes 
impossible to maintain without frequent relining or 
remaking of the lower removable partial denture base. 
The presence of inflamed hyperplastic tissue is a 
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frequent sequela to continued loss of support and 
denture movement. 

Although some patients are able to successfully 
function with a lower removable partial denture 
supported only by anterior teeth against a complete 
maxillary denture, it is likely that undesirable con- 
sequences will result unless the patient faithfully 
follows the instructions of the dentist. In no other- 
situation in treatment planning are the genera 
health of the patient and the quality of residua 
alveolar bone as critical as they are in this situation. 

CLINICAL FACTORS RELATED TO 
METAL ALLOYS USED FOR REMOVABLE 
PARTIAL DENTURE FRAMEWORKS 


The cast framework offers significant advantages 
over the all acrylic-resin removable partial denture. 
In general, the ability to predictably use the remain- 
ing teeth for support, stability, and retention over 
time is best ensured with the interface between pros- 
thesis and teeth consisting of a cast structure and not 
a polymer. Although the utility of all acrylic-resin 
prostheses can be extended if wire "rests" are pro- 
vided, typical polymer properties do not allow for a 
durable interface, which is required to take advan- 
tage of the stabilizing effect of tooth contact. The 
expectations of how the metal framework improves 
functional performance are related to the properties 
of the metal alloy. Various alloys can be considered 
for use, and the following is a discussion of the most 
common framework alloys in use today. 

Practically all cast frameworks for removable par- 
tial dentures are made from a chromium-cobalt alloy. 
The choice of the alloy from which the framework of a 
removable partial denture will be constructed is logi- 
cally made during the treatment-planning phase. 
Inherent differences in the physical properties of 
alloys presently available to the dental profession 
must be considered when making this choice. For 
example, mouth preparation procedures, especially 
the recontouring of abutment teeth for the optimum 
placement of retentive elements, depend to a large 
extent on the modulus of elasticity (stiffness) of a par- 
ticular alloy. 


Chromium-Cobalt Alloys 

The popularity of the chromium-cobalt alloys has 
been attributed to their low density (weight), high 
modulus of elasticity (stiffness), low material cost, 
and resistance to tarnish. Each of the alloys has 
advantages under certain conditions. The material 
considered capable of rendering the best overall serv- 
ice to the patient over a period of years is the one that 
should be used (Table 12-1). The choice of alloy is 
based on several factors: (1) weighed advantages or 
disadvantages of the physical properties of the alloy; 
(2) the dimensional accuracy with which the alloy can 
be cast and finished; (3) the availability of the alloy; 
(4) the versatility of the alloy; and (5) the individual 
clinical observation and experiences with alloys in 
respect to quality control and service to the patient. 

The following are comparable characteristics of 
gold alloys and chromium-cobalt alloys: (1) each is 
well tolerated by oral tissues; (2) they are equally 
acceptable esthetically; (3) enamel abrasion by either 
alloy is insignificant on vertical tooth surfaces; (4) a 
low-fusing, chrome-cobalt alloy or gold alloy can be 
cast to wrought wire, and wrought-wire components 
may be soldered to either gold or chrome-cobalt 
alloys (these characteristics are important in over- 
coming the objection by some dentists to the 
increased stiffness of chromium-cobalt alloys for the 
portions of direct retainers that must engage an 
undercut of the abutment tooth); (5) the accuracy 
obtainable in casting either alloy is clinically accept- 
able under strictly controlled investing and casting 
procedures; and (6) soldering procedures for the 
repair of frameworks can be performed on each alloy. 

Comparative Physical Properties 

Chromium-cobalt alloys generally have lower yield 
strength than the gold alloys used for removable par- 
tial dentures (Table 12-2). Yield strength is the great- 
est amount of stress an alloy will withstand and still 
return to its original shape in an unweakened con- 
dition. Possessing a lower proportional limit, the 
chromium-cobalt alloys will deform permanently at 
lower loads than gold alloys. Therefore the dentist 
must design the chromium-cobalt framework so 



TABLE 12-1. Comparative Physical Properties of Alloys 


Density Modulus of Elasticity Yield Strength Tarnish Resistance Cost 


Hardness 


Chromium-Cobalt Low 
Gold High 
Titanium Low 


High 


Low 


Low 


Low 


High 


Low 


Good 


Good 


Good 


Low 


High 


High 

Mod 


Mod-high High 
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TABLE 12-2. Mechanical Properties of Representative Stellite Alloys 





Stellite Alloys* 



Hardened Partial Denture 
Gold Alloys 

1 Properties 

A 

B 

D 

E 

21 

1 Yield strength (psi) 

64, 500 

61,000 

56,000 

62,400 

82,300 

65,000-90,000 

1 Tensile strength (psi) 

180, 500 

107, 500 

84, 500 

102, 500 

101,300 

107,000-120,000 

tiongauon \/o) 

J. H 

J. z 

D. U 

1 Q 

o. z 

i ^ q n 
1. j-o. U 

1 M odulus of elasticity 
1 (psi x 10 6 ) 

28.0 

29.5 

27.5 

28.5 

36.0 

13-15 

1 Hardness (R[30N]) 

53. 0 

60. 0 

51.0 

55. 0 




From Peyton FA: Dent Clin North Am 759-771, 1958. 

*Data for lettered alloys from Taylor DF, Liebfrltz WA, Adler AG: J Am Dent Assoc 56: 343-351, 1958; for Stellite No. 21 from M etals 
Handbook, 1948 ed, p. 579, for gold alloys from manufacturers' property charts. 
Rockwell 30N hardness scale. 


that the degree of deformation expected in a direct 
retainer is less than a comparable degree of deforma- 
tion for a gold component. The modulus of elasticity 
refers to stiffness of an alloy. Gold alloys have a mod- 
ulus of elasticity approximately one half of that for 
chromium-cobalt alloys for similar uses. The greater 
stiffness of chromium-cobalt alloy is advantageous 
but at the same time offers disadvantages. Greater 
rigidity can be obtained with the chromium-cobalt 
alloy in reduced sections in which cross-arch stabi- 
lization is required, thereby eliminating an apprecia- 
ble bulk of the framework. Its greater rigidity is also 
an advantage when the greatest undercut that can 
be found on an abutment tooth is in the nature of 
0. 05 inch. A gold retentive element would not be as 
efficient in retaining the restoration under such con- 
ditions as would the chromium-cobalt clasp arm. 

A high yield strength and a low modulus of elastic- 
ity produce higher flexibility. The gold alloys are 
approximately twice as flexible as the chromium- 
cobalt alloys, which is a distinct advantage in the 
optimum location of retentive elements of the frame- 
work in many instances. The greater flexibility of the 
gold alloys usually permits location of the tips of 
retainer arms in the gingival third of the abutment 
tooth. The stiffness of the chromium-cobalt alloys 
can be overcome by including wrought-wire retentive 
elements in the framework. 

The bulk of a retentive clasp arm for a removable 
partial denture is often reduced for greater flexibility 
when chromium-cobalt alloys are used as opposed to 
gold alloys. This, however, is inadvisable because the 
grain size of the chromium-cobalt alloys is usually 
larger and is associated with a lower proportional limit, 
and so a decrease in the bulk of chromium-cobalt cast 


clasps increases the likelihood of fracture or perma- 
nent deformation. The retentive clasp arms for both 
alloys should be approximately the same size, but the 
depth of undercut used for retention must be reduced 
by one half when chromium-cobalt is the choice of 
alloys. Chromium-cobalt alloys are reported to work- 
harden more rapidly than gold alloys, and this, associ- 
ated with coarse grain size, may lead to failure in 
service. When adjustments by bending are necessary, 
they must be executed with extreme caution and lim- 
ited optimism. 

Chromium-cobalt alloys have a lower density 
(weight) than gold alloys in comparable sections and 
are therefore about one half as heavy as the gold alloys. 
Weight of the alloy in most instances is not a valid cri- 
terion for selection of one metal over another, because 
after placement of a removable partial denture the 
patient seldom notices the weight of the restoration. 
The comparable lightness of the chromium-cobalt 
alloys, however, is an advantage when full palatal cov- 
erage is indicated for the bilateral distal extension 
removable partial denture. Weight is a factor that must 
be considered when the force of gravity must be over- 
come so that usually passive direct retainers will not be 
activated constantly to the detriment of abutment 
teeth. 

The hardness of chromium-cobalt alloys presents 
a disadvantage when a component of the framework, 
such as a rest, is opposed by a natural tooth or by one 
that has been restored. We have observed more wear 
of natural teeth opposed by some of the various 
chromium-cobalt alloys as contrasted to the Type IV 
gold alloys. 

It has been observed that gold frameworks for 
removable partial dentures are more prone to produce 
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No. 7 


Type 1 

Type II 

Content of metals of the aold olatinum arouo (minimum) 

Vw> V-/ 1 1 UNhk 1 1 U \J 1 III Nan \m\A 1 tJ V-/ 1 LI 1 V-J \y 1 V^l f 1 Vyl LI 1 1 \A 1 1 1 v4 1 V/ W VI 1 III III 1 1 \A III/ 

75% 

65% 

W Km/ / U 

1 M inimum fusion temperature 

1742° F 

1898° F 

1 M inimum yield point value (hardened or oven cooled) 

125, 000 psi 

95, 000 psi 

1 M inimum elongation (hardened) 

4% 

2% 

1 Minimum elongation (softened) 

15% 

15% 


uncomfortable galvanic shocks to abutment teeth 
restored with silver amalgam than frameworks made 
of chromium-cobalt alloy. This may not be a valid cri- 
terion for the selection of a particular alloy when the 
dentist has complete control over the choice of 
restorative materials. 

Commercially pure (CP) titanium and titanium in 
alloys containing aluminum and vanadium, or pal- 
ladium (Ti-0 Pd), should be considered potential 
future materials for removable partial denture frame- 
works. Their versatility and we l-known biocompati- 
bility are promising; however, long-term clinical trials 
are needed to validate their potential usefulness. Cur- 
rently, when CP titanium is cast under dental condi- 
tions, the material properties change dramatically. 
During the casting procedure, the high affinity of the 
liquid metal for elements such as oxygen, nitrogen, 
and hydrogen results in their incorporation from the 
atmosphere. As interstitial alloying elements, their 
deleterious effect on mechanical properties is a prob- 
lem. Also, reactions between molten titanium metal 
and the investment refractory produce gases, which 
cause porosity. In alpha-beta alloys, such asTi-6Al-4V 
a surface skin of alpha titanium can form (alpha-case 
zone), which has a tremendous effect on the electro- 
chemical behavior and mechanical properties. This 
could be important for small thin structures, such as 
clasp assemblies and major and minor connectors. 
Tabe 12-3 shows selected mechanical properties of 
commercially pure titanium and Ti-6A1-4V alloys. The 
CP grades of titanium have yield strengths that are 
too low for clinical use as clasps (450 M Pa minimum), 
although the ductility is high. The much higher yield 
strengths of theTi-6Al-4V alloys are the same as that 
of a typical bench-cooled, chromium-cobalt alloy but 
with far superior ductili-ty. The typical Young's modu- 
lus of elasticity of titanium a loy is half that of 
chromium-cobalt and just slightly higher than type IV 
gold alloys. This would require a different approach to 
clasp design than with chromium-cobalt alloys and 
present some advantages. Wrought titanium alloy 


wires are also flexible because of the same low elas- 
tic modulus. Beta alloys, which are used in ortho- 
dontics, have two thirds the elastic modulus of CP 
titanium and Ti-6A1-4V. The joining of titanium by 
brazing is a problem because, like casting, inert 
atmospheres must be used. The corrosion and fatigue 
behavior of brazed joints has yet to be tested for 
long-term corrosion resistance and clinical efficacy. 
Clinical use has demonstrated reasonable short-term 
results, but laboratory fabrication difficulties need to 
be addressed, and long-term advantages over existing 
alloys need to be demonstrated before titanium will 
gain broad clinical use. 


Wrought Wire: Selection and Quality Contro 

Wrought-wire direct retainer arms may be attached 
to the restoration by embedding a portion of the wire 
in a resin denture base, by soldering to the fabricated 
framework, or by casting the framework to a wire 
embedded in the wax pattern (Figure 12-26). The 



Figure 12-26 Wrought-wire retainer arm has been contoured 
to follow the design and is incorporated into the wax pattern 
of this frame where it will become an integral part of frame- 
work. Wire is contoured in two planes and will be mechani- 
cally retained in casting. 
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4 
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24 

Q 
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1 0AR 
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s 

H 
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170,000 

1 1 .950 
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4,460 
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24 
15 
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170 1 

1970 

1075 

115 

10.9 

45.0% 
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S 

H 

110,000 
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10.190 
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85,000 
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20 
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ELASTIC" 

S 
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165.000 
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73.000 
135.000 

5,130 
9,490 

14 
1 

200 
290 

225 
330 



1675 

915 

160 

15.2 

73.0% 

DENTURE CLASP 
(GOLD COLOR) 

S 
H 

100.000 
157,000 

7 .030 
11,040 

52,000 
122.000 

3,660 
8.560 

22 
1 

160 
Z65 

180 
300 

1650 


145 

13.8 

61 5% 

PGP"* 

125,000 

8.790 

60.000 

■ 1 

5.620 

15 

200 

225 

2790 

1535 

165 

17.6 

100% 

P S I" 1 

130.000 

8. 440 

115,000 

6,080 

1 

2 

ISO 

200 

3250 

1790 

226 
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100% 


* This product appears an The American Denial Association Lsl of CerUMed Dental Material. 
" Thi$ wire recommenced fn* Cwi3,\ Technjc. 
■"This wlr© recommended (0* casl-to applicairons. 


Figure 12-27 Physical properties and nobility (gold and platinum group metal content 
of various wires) are furnished in manufacturers' charts A and B. Such information is 
necessary to select wrought wire for particular purpose and attachment method. 
(A Courtesy J M Ney Company, Bloomfield, Conn.; B Courtesy J FJ elenko & Company, New 
Rochelle, NY. ) 

Continued 


physical (mechanical) properties of available wrought 
wires are most important considerations in selecting 
a proper wire for the desired method of attachment. 
These properties are yield strength or proportional 
limit, percentage elongation, tensile strength, and 
fusion temperature. After selection of the wire, the 
procedures to which the wire is subjected in fabricat- 
ing the restoration become critical. Improper labo- 
ratory procedures can diminish certain desirable 
physical properties of the wrought structure, render- 
ing it reatively useless for its intended purpose. 
For example, when wrought wire is heated, as in a 
cast-to or soldering procedure, its physical proper- 
ties and microstructure may be considerably altered 
depending on the temperature, heating time, and 
cooling operation. Each manufacturer of wrought 
forms for dental applications furnishes charts list- 
ing their products and the physical properties of 
each product. Two examples of such information 
are demonstrated in Figure 12-27. The percentage 
of noble metals is given. In addition, most manufac- 
turers designate wires that may be used in a cast-to 
procedure. American Dental Association (ADA) spec- 
ification No. 7 addresses itself to wrought gold wire 
both as to content and minimum physical properties 
(Table 12-4). 


Craig* has suggested that the tensile strength of the 
wrought structure is approximately 25% greater than 
that of the cast alloy from which it was made. The 
wrought structure's hardness and strength are also 
greater. This means that a wrought structure having a 
smaller cross-section than a cast structure may be 
used as a retainer arm (retentive) to perform the 
same function. Craig has also suggested that a mini- 
mum yield strength of 60, 000 psi is required for the 
retentive element of a direct retainer. A percentage 
elongation of less than 6% is indicative that a wrought 
wire may not be amenable to contouring without 
attendant undesirable changes in microstructure. 

Regardless of the method of attaching the wrought 
wire retainer, either by embedding, soldering, or 
cast-to, tapering the wrought arm seems most 
rational. A retainer arm is in essence a cantilever and 
can be made more serviceable and efficient by taper- 
ing. Tapering to 0. 8 mm permits more uniform distri- 
bution of service stresses throughout the length of 
the arm, being readily demonstrated by photoelastic 
stress analysis. Uniform tapering of an 18-gauge, 


*From Craig RG: Restorative dental materials, ed 11, St. Louis, 
2002, M osby. 
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round-wire arm can be accomplished by rapidly 
rotating the wire in angled contact with an abrasive 
disk in dental lathe. It is then polished by rotating the 
wire in angled contact with a mildly abrasive rubber 
disk in dental lathe. The appropriate taper is shown 
in Figure 12-28. 


SUMMARY 


In making a selection of materials, it must be 
remembered that fundamentals do not change. 


These are inviolable. It is only methods, pro- 
cedures, and substances— by which the dentist 
effects the best possible end result— that change. 
The responsibility of decision still rests with the 
dentist, who must evaluate all factors in relation to 
the desired results. In any instance, therefore, the 
dentist must weigh the problems involved, com- 
pare and evaluate the characteristics of different 
potential materials, and then make a decision 
that leads to the greatest possible service to the 
patient. 
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Properties of Titanium* 1 ' 






Commercially Pure Titanium 



1 Properties 

Gl 

G2 

G3 

G4 

Ti-6A1-4V 

1 Yield strength MPa (minimum) 

170 

280 

380 

480 

825 

1 Tensile strength 

240 

340 

450 

550 

895 

Finn nation 1%) 

LIU 1 1 UQ LI U 1 1 \ /\3j 

24 

20 

18 

15 

10 

1 Elasticity MPa (minimum) 
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1 Hardness 
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200 HB 

225 HB 

245 HB 

37HRC 


*Annealed bar. 

HB, Brinell hardness; HRC, Rockwell C. 
NOTE: Little difference except for hardness. 



Is 


Figure 12-28 Round, 1 8-gauge wrought wire for retentive 
component of direct retainer assembly (clasp) is uniformly 
tapered to 0.8 mm from its full diameter to its terminus. 
Tapering should precede contouring wire for retainer arm. 


SELF-ASSESSMENT AIDS 

1. State the purpose of dental treatment. 

2. Meaningful treatment of a patient embodies four 
fundamentally different processes. Please name 
these processes in chronological order of accom- 
plishment. 

3. What are the objectives of prosthodontic treat- 
ment for a partially edentulous patient? 

4. In what ways would ascertaining the past den- 
tal experiences of a patient that one is treat- 
ing for the first time contribute to patient 
management? 

5. Why should one review the present health sta- 
tus of the patient before conducting an oral 
examination? 

6. Diagnostic casts should be made before defini- 
tive treatment is undertaken. What two specific 
purposes would they serve? 

7. It is not unusual for a patient to be primarily con- 
cerned with the cosmetic implications of a miss- 
ing tooth. What are the obligations of the dentist 
to broaden the concern of total treatment? 

8. A logical sequence of a thorough oral examina- 
tion includes at least eight different procedures 
accomplished in order. Two of the eight proce- 


dures are a thorough prophylaxis and the place- 
ment of individual temporary restorations. What 
are the other six factors? 

9. For what reason s-hotHd the def initive location 
of the inferior border of a mandibular major 
connector be ascertained as a part of an oral 
examination? 

10. Rationalize the importance of the following areas 
that must be ascertained by radiographic inter- 
pretation: 

a. Quality of alveolar support of prospective abut- 
ment teeth 

b. Interpretation of relative bone density 

c. Increased width of the periodontal space 

d. Index areas 

e. Lamina dura 

f. Root morphology 

g. Unerupted third molars 

11. What is a diagnostic cast? 

12. Describe the characteristic of a diagnostic cast of 
a partially edentulous arch that may be consid- 
ered a quality cast. 

1. 3. Diagnostic casts serve several purposes as aids in 
diagnosis and treatment planning. What are six 
different uses for them? 

14. Two sets of diagnostic casts (one a duplicate set) 
should be made for a patient requiring treat- 
ment. Why? 

15. What can be gained from a study of accurately 
mounted diagnostic casts on a programmed, 
semiadjustable articulator? 

16. The base of a diagnostic cast should be prepared 
in a certain way before any mounting on the 
articulator. Describe the preparation and state its 
importance. 

17. What is a record base? An occlusion rim? 
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18. Are record bases usually necessary to correctly 
orient diagnostic casts of partially edentulous 
arches to an articulator? Why? 

19. What four maxillomandibular records are neces- 
sary to orient casts to an arcon type of articulator 
and to program the articulator? 

20. What is meant by proving the articulator, and 
how is it accomplished? 

21. Name and describe the use of at least six different 
materials used for recording maxillomandibular 
relations. 

22. In relation to occlusion, one of the earliest deci- 
sions to be made in diagnosis is whether to 
accept or reject the existing occlusion as demon- 
strated by the correctly oriented and articulated 
diagnostic casts. True or false? 

23. Improvements in the natural occlusion must be 
accomplished before fabrication of the denture, 
not subsequent to it. True or false? 

24. The decision-making process in planning the 
restoration of a partially edentulous mouth must 
include a differential diagnosis of fixed or remov- 
able restorations or a combination of both as a 
means of restoration. Usually where indicated, a 
fixed restoration is preferable to a removable 
restoration. True or false? 

25. What are the indications for the use of fixed 
restorations in (1) tooth-bounded edentulous 
regions; (2) posterior modification spaces; and 
(3) anterior modification spaces? 

26. Although a removable partial denture should be 
considered as the means of treatment only when 
a fixed partial denture is contraindicated, there 
are several specific indications for the use of 
a removable restoration. Briefly discuss these 
indications related to (1) distal extension situa- 
tions; (2) postextraction periods; (3) long tooth- 
bounded edentulous spans; (4) need for bilateral 
stabilization; (5) excessive loss of residual bone; 

(6) esthetics in the anterior region of the mouth; 

(7) abutments with guarded prognoses; and (8) 
economic considerations. 

27. In many instances the dentist is confronted with 
the decision of treating the partially edentulous 
patient with removable partial dentures or com- 
Dlete dentures. Discuss the following factors that 
lave a bearing on the decision-making process: 
(1) economics; (2) patient preference or desires of 


patient; (3) age; (4) health; (5) present periodontal 
status; and (6) dental IQ or prospective IQ. 

28. Asa result of oral examination and diagnosis, cer- 
tain data should be recorded, many of which are 
based on decisions that are the result of diagno- 
sis, patient attitude, and economics. Some of 
these data are present and predictable health sta- 
tus, periodontal conditions present, oral hygiene 
habits, caries activity, need for extractions or 
surgery, need for fixed restorations, and need for 
orthodontic treatment. There are at least five 
more areas of treatment that should be recorded 
at this time. What are they? 

29. Most frameworks for removable partial dentures 
today are made of some type of chromium- 
cobalt alloy rather than with an extra hard gold 
alloy. Four reasons are usually projected for this 
wide variation. What are they? 

30. The choice of an alloy(s) is based on what 
factors? 

31. Compare the physical properties of yield strength 
(proportional limit) and percentage elongation of 
chromium-cobalt alloy and removable partial 
denture gold alloy 

32. Which alloy is the stiffest in comparable sec- 
tions—gold, titanium, or chromium-cobalt? What 
are the advantages and disadvantages of compa- 

M rable stiffness? 

33. The retentive clasp arms for chromium-cobalt, 
titanium, and gold alloys should be dimension- 
ally the same. Why or why not? 

34. M any dentists prefer to use wrought-wire reten- 
tive arms in certain instances. Wrought wire may 
be attached to the denture by being cast-to, 
soldered, or embedded in the resin base. Does 
the method of attachment have a bearing on 
the selection of framework alloy and wrought 
wire? Why? 

35. How would you go about selecting a wrought 
wire for a specific application of the wire? 

36. There are inherent risks in the use of unilateral 
removable partial dentures. One is the risk of 
aspiration. What are some other risks? 

37. Recent clinical research has contributed several 
significant developments to the management of 
compromised partially edentulous patients. Two 
of these developments are related to the field of 
implant Prosthodontics. Name them. 
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PREPARATI ON OF MOUTH FOR 
REMOVABLE PARTI AL DENTURES 


Oral Surgical Preparation 

Extractions 

Removal of Residual Roots 
Impacted Teeth 
Malposed Teeth 

Cysts and Odontogenic Tumors 

Exostoses and Tori 

Hyperplastic Tissue 

Muscle Attachments and Frena 

Bony Spines and Knife-Edge Ridges 

Polyps, Papillomas, and Traumatic Hemangiomas 

Hyperkeratoses, Erythroplasia, and Ulcerations 

Dentofacial Deformity 

Osseointegrated Devices 

Augmentation of Alveolar Bone 


Conditioning of Abused and Irritated Tissue 

Use of Tissue Conditioning Materials 
Periodontal Preparation 

Objectives of Periodontal Therapy 
Periodontal Diagnosis and Treatment Planning 
Initial Disease Control Therapy (Phase I) 
Definitive Periodontal Surgery (Phase 2) 
Recall Maintenance (Phase 3) 
Advantages of Periodontal Therapy 
Abutment Teeth Preparation 
Abutment Restorations 
Contouring Wax Patterns 
Rest Seats 

Self -Assessment Aids 


The preparation of the mouth is fundamental 
to a successful removable partial denture 
service. Mouth preparation, perhaps more 
than any other single factor, contributes to the phi- 
losophy that the prescribed prosthesis must not only 
replace what is missing but also preserve the remain- 
ing tissue and structures that will enhance the 
removable partial denture. 

Mouth preparation follows the preliminary diagno- 
sis and the development of a tentative treatment plan. 
Final treatment planning may be deferred until the 
response to the preparatory procedures can be ascer- 
tained. In general, mouth preparation includes proce- 
dures in four categories: oral surgical preparation, 
conditioning of abused and irritated tissue, periodon- 
tal preparation, and preparation of abutment teeth. 
The objectives of the procedures involved in all four 
areas are to return the mouth to optimum health and 
to eliminate any condition that would be detrimental 
to the success of the removable partial denture. 


Naturally, mouth preparation must be accom- 
plished before the impression procedures that will 
produce the master cast on which the removable 
partial denture will be fabricated. Oral surgical and 
periodontal procedures should precede abutment 
tooth preparation and should be completed far 
enough in advance to allow the necessary healing 
period. If at all possible, at least 6 weeks, but prefer- 
ably 3 to 6 months, should be provided between 
surgical and restorative dentistry procedures. This 
depends on the extent of the surgery and its impact 
on the overall support, stability, and retention of the 
proposed prosthesis. 

ORAL SURGICAL PREPARATION 

As a rule, all preprosthetic surgical treatment for the 
removable partial denture patient should be com- 
pleted as early as possible. When possible, necessary 
endodontic surgery, periodontal surgery, and oral 
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surgery should be planned so that they can be com- 
pleted during the same time frame. The longer the 
interval between the surgery and the impression pro- 
cedure, the more complete the healing and conse- 
quently the more stable the denture-bearing areas. 

A variety of oral surgical techniques can prove 
beneficial to the clinician in preparing the patient for 
prosthetic replacements. However, it is not the pur- 
pose of this section to present the details of surgical 
correction. Rather, attention is called to some of the 
more common oral conditions or changes in which 
surgical intervention is indicated as an aid to remov- 
able partial denture design and fabrication, and as 
an aid to the restoration's successful function. Addi- 
tional information concerning the techniques used is 
available in oral surgery texts and journal publica- 
tions. It is important to emphasize, however, that the 
dentist providing the removable partial denture 
treatment bears the responsibility for ensuring that 
the necessary surgical procedures are accomplished 
in accordance with the treatment plan. M easures to 
control apprehension, including the use of intra- 
venous and inhalation agents, have made the most 
extensive surgery acceptable to patients. Whether 
the dentist chooses to perform these procedures or 
elects to refer the patient to someone more qualified 
is immaterial. The important consideration is that 
the patient not be deprived of any treatment that 
wou d enhance the success of the removable partial 
denture. m^JF I V_Jr l^j J 

Extractions ■ 

Planned extractions should occur early in the treat- 
ment regimen but not before completion of a care- 
ful and thorough evaluation of each remaining tooth 
in the dental arch (Figure 13-1). Regardless of its 
condition, each tooth must be evaluated concerning 
its strategic importance and its potential contribu- 
tion to the success of the removable partial denture. 
With the knowledge and technical capability avail- 
able in dentistry today, almost any tooth may be 
salvaged if its retention is sufficiently important to 
warrant the procedures necessary. On the other 
hand, heroic attempts to salvage seriously involved 
teeth or those with doubtful prognoses, for which 
retention would contribute little if anything— even 
if successfully treated and maintained— are con- 
traindicated. The extraction of nonstrategic teeth 
that would present complications or those that may 
be detrimental to the design of the removable par- 
tial denture is a necessary part of the overall treat- 
ment plan. 

Removal of Residual Roots 

Generally, all retained roots or root fragments should 
be removed. This is particularly true if they are in 
close proximity to the tissue surface or if there is evi- 
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Figure 13-1 Diagnostic mounting allows confirmation of 
need for extraction after clinical examination. A, Anterior 
tooth position and chronic periodontal disease status require 
extraction to address patient's concern of malpositioned and 
painful teeth. 8, Root tips require immediate extraction to 
allow ridge healing to begin. The status of molar (#15) 
requires additional workup determine pulpal involvement of 
carious lesion and extent of occlusal reduction required to 
optimize occlusal plane. The decision to maintain this tooth, 
though potentially costly, must consider the stabilizing effect 
it will have on the posterior left functional occlusion. 


dence of associated pathological findings. Residual 
roots adjacent to abutment teeth may contribute to 
the progression of periodontal pockets and compro- 
mise the results from subsequent periodontal ther- 
apy. The removal of root tips can be accomplished 
from the facial or palatal surfaces without resulting 
in a reduction of alveolar ridge height or endanger- 
ing adjacent teeth (Figure 13-2). 
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Figure 13-2 Retained root with associated bone resorption. 
(From Costich ER, White RPJr: Fundamentals of oral surgery, 
Philadelphia, 1971, Saunders. ) 


Impacted Teeth 

All impacted teeth, including those in edentulous 
areas and those adjacent to abutment teeth, should be 
considered for removal. The periodontal implications 
of impacted teeth adjacent to abutments are similar 
to those for retained roots. These teeth are often 
neglected until serious periodontal implications arise. 

The skeletal structure of the body changes with 
age. Asymptomatic impacted teeth in the elderly that 
are covered with bone, with no evidence of a patho- 
logical condition, should be left to preserve the arch 
morphology. If an impacted tooth is left, it should be 
recorded in the patient's record and the patient 
should be informed of its presence. Roentgenograms 
should be taken at reasonable intervals to be sure 
that no adverse changes occur. 

Alterations that affect the jaws can result in 
minute exposures of impacted teeth to the oral cavity 
via sinus tracts. Resultant infections can cause con- 
siderable bone destruction and serious illness for 
persons who are elderly and not physically able to 
tolerate the debilitation. Early elective removal of 
impactions prevents later serious acute and chronic 
infection with extensive bone loss. Any impacted 
teeth that can be reached with a periodontal probe 
must be removed to treat the periodontal pocket and 
prevent more extensive damage (Figure 13-3). 


Malposed Teeth 

The loss of individual teeth or groups of teeth may 
lead to extrusion, drifting, or combinations of mal- 
positioning of the remaining teeth (Figure 13-4). 
In most instances the alveolar bone supporting 
extruded teeth will be carried occlusally as the teeth 
continue to erupt. Orthodontics may be useful in 
correcting many occlusal discrepancies, but for some 
Datients, such treatment may not be practical 
Decause of a lack of teeth for anchoring orthodontic 
appliances or for other reasons. In such situations 
individual teeth or groups of teeth and their support- 



Figure 13-3 Lateral oblique roentgenogram showing 
unerupted maxillary third molar and impacted mandibular 
second and third molars. Maxillary third molar and mandibu 
lar second molar could be contacted by periodontal probe. 
(From Costich ER, White RPJr: Fundamentals of oral surgery, 
Philadelphia, 1971, Saunders. ) 


ing alveolar bone can be surgically repositioned. This 
type of surgery can be accomplished in an outpatient 
setting and should be given serious consideration 
before condemning additional teeth or compromis- 
ing the design of removable partial dentures. 

Cysts and Odontogenic Tumors 

Panoramic roentgenograms of the jaws are recom- 
mended to survey for unsuspected pathological con- 
ditions. When a suspicious area appears on the 
survey film, a periapical roentgenogram should be 
taken to confirm or deny the presence of a lesion. All 
radiolucencies or radiopacities observed in the jaws 
should be investigated. Although the diagnosis may 
appear obvious from clinical and roentgenographic 
examinations, the dentist should confirm that diag- 
nosis through appropriate consultation and if neces- 
sary perform a biopsy of the area and submit the 
specimens to a pathologist for microscopic study. 
The patient shou d be informed of the diagnosis and 
provided with various options for resolution of the 
abnormality as confirmed by the pathologist's report. 

Exostoses and Tori 

The existence of abnormal bony enlargements should 
not be allowed to compromise the design of the 
removable partial denture (Figure 13-5). Although 
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modification of denture design can at times accom- 
modate for exostoses, more frequently this results in 
additional stress to the supporting elements and com- 
promised function. The removal of exostoses and tori 
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Figure 13-4 A, Malpositioned maxillary dentition due to 
loss of posterior occlusion and excessive wear of opposing 
mandibular anterior teeth. B, Restored dentition made pos- 
sible by a combination of endodontics, periodontics, and 
fixed and removable partial Prosthodontics. (Courtesy 
Dr. M. Alfaro, Columbus, OH. ) 


is not a complex procedure, and the advantages to 
be realized from such removal are great in contrast to 
the deleterious effects their continued presence can 
create. Ordinarily the mucosa covering bony protuber- 
ances is extremely thin and friable. Removable partial 
denture components in proximity to this type of tissue 
may cause irritation and chronic ulceration. Also, 
exostoses approximating gingival margins may com- 
plicate the maintenance of periodontal health and 
ead to the eventual loss of strategic abutment teeth. 


Hyperplastic Tissue 

Hyperplastic tissue is seen in the form of fibrous 
tuberosities, soft flabby ridges, folds of redundant tis- 
sue in the vestibule or floor of the mouth, and palatal 
papillomatosis (Figu re 13-6). All these forms of excess 
tissue should be removed to provide a firm base for 
the denture. This removal will produce a more stable 
denture, reduce stress and strain on the supporting 
teeth and tissue, and in many instances will provide a 
more favorable orientation of the occlusal plane and 
arch form for the arrangement of the artificial teeth. 
The appropriate surgical approaches should not 
reduce vestibular depth. Hyperplastic tissue can be 
removed with any preferred combination of scalpel, 
curette, electrosurgery, or laser. Some form of surgi- 
cal stent should always be considered for these 
patients so that the period of healing is more com- 
fortable. An old removable partial denture properly 
modified can serve as a surgical stent. Although 
hyperplastic tissue has no great malignant propen- 
sity, a I such excised tissue should be sent to an oral 
pathologist for microscopic study. 

Muscle Attachments and Frena 

As a result of the loss of bone height, muscle attach- 
ments may insert on or near the residual ridge crest. 



Figure 13-5 A, Bilateral mandibular removable partial denture without surgical removal. 
B, Maxillary mid-palatal torus and exostosis palatal to maxillary molar. Without removal any 
contact with the overlying mucosa would be quite painful. 
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Figure 13-6 Palatal papillomatosis likely the result of contin- 
ual use of an ill-fitting prosthesis. If longstanding, corrective 
procedures may require surgical removal. 

The mylohyoid, buccinator, mentalis, and genioglos- 
sus muscles are those most likely to introduce prob- 
lems of this nature. In addition to the problem of 
the attachments of the muscles themselves, the men- 
talis and genioglossus muscles occasionally produce 
bony protuberances at their attachments, which may 
also interfere with removable partial denture design. 
Appropriate ridge extension procedures can reposi- 
tion attachments and remove bony spines, which 
will enhance the comfort and function of the remov- 
able partial denture. 

Repositioning of the mylohyoid is successfully 
achieved by several methods. The genioglossus is 
more difficult to reposition, but careful surgery can 
reduce the prominence of the genial tubercles and 
provide some sulcus depth in the anterior lingual area. 

Surgical procedures that use skin or mucosal 
grafts have largely replaced secondary epithelializa- 
tion procedures for the facial aspect of the mandible. 
M ucosal grafts using the palate as a donor site offer 
the best possibility for success. Transplanted skin can 
be used when large areas must be grafted. 

The maxillary labial and mandibular lingual frena 
are the most common sources of frenum interference 
with denture design. These can be modified easily with 
any of several surgical procedures. Under no circum- 
stances should a frenum be allowed to compromise 
the design or comfort of a removable partial denture. 

Bony Spines and Knife-Edge Ridges 

Sharp bony spicules should be removed and knifelike 
crests gently rounded. These procedures should be 
carried out with minimum bone loss. If, however, the 
correction of a knife-edge residual crest results in 
insufficient ridge support for the denture base, the 
dentist should resort to vestibular deepening for cor- 
rection of the deficiency or insertion of the various 
bone grafting materials that have demonstrated suc- 
cessful clinical trials. 


Polyps, Papillomas, and Traumatic Hemangiomas 

All abnormal soft tissue lesions should be excised 
and submitted for pathological examination before 
the fabrication of a removable partial denture. Even 
though the patient may relate a history of the condi- 
tion having been present for an indefinite period, its 
removal is indicated. New or additional stimulation 
to the area introduced by the prosthesis may produce 
discomfort or even malignant changes in the tumor. 

Hyperkeratoses, Erythroplasia, and Ulcerations 

Ail abnormal, white, red, or ulcerative lesions should 
be investigated regardless of their relationship to the 
proposed denture base or framework. A biopsy of 
areas larger than 5 mm should be completed, and if 
the lesions are large (more than 2 cm in diameter), 
multiple biopsies should be taken. The biopsy report 
will determine whether the margins of the tissue to 
be excised can be wide or narrow. The lesions should 
be removed and healing accomplished before fabri- 
cation of the removable partial denture. On occasion 
the removable partial denture design will have to be 
radically modified to prevent areas of possible sen- 
sitivity, such as after irradiation treatments or the 
excoriation of erosive lichen planus. 

Dentofacial Deformity 

Patients with a dentofacial deformity often have mul- 
tiple missing teeth as part of their problem. Correc- 
tion of the jaw deformity can simplify the dental 
rehabilitation. Before specific problems with the den- 
tition can be corrected, the patient's overall problem 
must be evaluated thorough y. Several denta profes- 
sionals (prosthodontist, oral surgeon, periodontist, 
orthodontist, and general dentist) may play a role in 
the patient's treatment. These individuals must be 
involved in producing the diagnostic database and 
in planning treatment for the patient. Information 
obtained from a general patient evaluation to deter- 
mine the patient's health status, a clinical evaluation 
directed toward facial esthetics and the status of the 
teeth and oral soft tissue, and an analysis of appropri- 
ate diagnostic records produces a database. From this 
database, the patient's problems can be enumerated, 
with the most severe problem being placed at the top 
of the list. Other identified problems would follow in 
the order of their severity. It is only after this step that 
input from several dentists can provide a correctly 
sequenced final treatment plan for the patient. 

Surgical correction of a jaw deformity can be made 
in horizontal, sagittal, or frontal planes. Mandibles 
and maxillae may be positioned anteriorly or posteri- 
orly, and their relationship to the facial planes may be 
surgically altered to achieve improved appearance. 
Replacement of missing teeth and development of a 
harmonious occlusion are almost always major prob- 
lems in treating these patients. 
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Osseointegrated Devices 

A number of implant devices to support the replace- 
ment of teeth have been introduced to the dental pro- 
fession. These devices offer a significant stabilizing 
effect on dental prostheses through a rigid connection 


to living bone. The system that pioneered clinical 
prosthodontic applications with the use of commer- 
cially pure (CP) titanium endosseous implants is 
that of Branemark and co-workers (Figure 13-7). This 
titanium implant was designed to provide a direct 
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Figure 13-7 A, Branemark System components. From lower to upper: implant, cover screws, 
abutment, abutment screw, gold cylinder, gold screw. B, Basic procedures in second-stage 
surgery: (1) exploration to locate cover screw; (2) removal of soft tissue; (3) removal of bony 
tissue; (4) removal of cover screw; (5) use of depth gauge to measure the amount of soft tissue; 
(6) abutment connection; (7) placement of healing cap. C, Freestanding three-unit fixed partial 
denture supported by two osseointegrated implants that restore the extension base area, which 
would have been restored with a Class II removable partial denture if implants had not been 
used. (A and C, From Hobo S, Ichida E, Garcia L: Osseointegration and occlusal rehabilitation, 
Carol Stream, IL, Quintessence Co., Inc., 1989. B, Courtesy Nobel Biocare, Goteborg, Sweden.) 
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titanium-to-bone interface (osseointegrated), with the 
basic laboratory and clinical results supporting the 
value of this procedure. 

Implants are carefully placed using controlled sur- 
gical procedures, and in general bone healing to the 
device is allowed to occur before fabrication of a 
dental prosthesis. Long-term clinical research has 
demonstrated good results for the treatment of com- 
plete and partially edentulous patients using den- 
tal implants. Although there has been very limited 
research on implant applications with removable 
partial dentures, the inclusion of strategically placed 
implants can significantly control prosthesis move- 
ment (Figures 13-8 through 13-10). 

Augmentation of Alveolar Bone 

Considerable attention has been devoted to ridge aug- 
mentation with the use of autogenous and alloplastic 


materials, especially in preparation for implant place- 
ment. Larger ridge volume gains necessitate consider- 
ation of autogenous grafts; however, these procedures 
are accompanied with concerns for surgical mor- 
bidity. Although alloplastic materials have displayed 
short-term success, no randomized controlled trials 
have been conducted to provide evidence of long- 
term increases in ridge width and height for remov- 
able prostheses. 

Clinical results depend on careful evaluation 
of the need for augmentation, the projected volume 
of required material, and the site and method of 
placement. Considerable emphasis must be placed 
on sound clinical understanding that some of the 
alloplastic materials can migrate or be displaced 
under occlusal loads if not appropriately supported 
by underlying bone and contained by buttress- 
ing soft tissue. Careful clinical judgment, with 
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Figure 13-8 A, Implant bar and natural tooth copings used to support and retain this maxil- 
lary prosthesis. B, Tissue side of prosthesis showing the implant bar space, which when fitted 
will derive both support and stability from the implants while retention is gained through 
resilient O-rings on the natural tooth copings. C, Maxillary prosthesis seated and in occlu- 
sion. (Courtesy Dr. N. Van Roekel, Palm Springs, CA. ) 
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Figure 13-9 A, An anterior implant-supported bar demonstrating excellent access for 
hygiene and a parallel relationship to opposing occlusion. B, Prosthesis with implant bar 
space (housing three retentive male components for retention and a flat surface for bar 
contact and support) and bilateral posterior embrasure clasps. C, Prosthesis seated and in 
occlusion. (Courtesy Dr. N. Van Roekel, Palm Springs, CA. ) 


sound surgical and prosthetic principles, must be 
exercised. 


i 


CONDITI ONI NG OF ABUSED 
AND IRRITATED TISSUE 


Many removable partial denture patients require 
some conditioning of supporting tissue in edentu- 


lous areas before the fina 


impression phase of treat- 


ment. Patients who require conditioning treatment 
often demonstrate the following symptoms: 

1. Inflammation and irritation of the mucosa cover- 
ing the denture-bearing areas (Figure 13-11) 

2. Distortion of normal anatomic structures, such 
as incisive papillae, the rugae, and the retro- 
molar pads 

3. A burning sensation in residual ridge areas, the 
tongue, and the cheeks and lips 

These conditions are usually associated with ill- 
fitting or poorly occluding removable partial den- 
tures. However, nutritional deficiencies, endocrine 


imbalances, severe health problems (diabetes or 
blood dyscrasias), and bruxism must be considered 
in a differential diagnosis. 

If a new removable partial denture or the relining 
of a present denture is attempted without first cor- 
recting these conditions, the chances for successful 
treatment will be compromised because the same 
old problems will be perpetuated. The patient must 
be made to realize that fabrication of a new prosthe- 
sis should be delayed until the oral tissue can be 
returned to a healthy state. If there are unresolved 
systemic problems, removable partial denture treat- 
ment will usually result in either failure or limited 
success. 

The first treatment procedure should be an 
immediate institution of a good home care program. 
A suggested home care program includes rinsing the 
mouth three times a day with a prescribed saline 
solution; massaging the residual ridge areas, palate, 
and tongue with a soft toothbrush; removing the 
prosthesis at night; and using a prescribed thera- 
peutic multiple vitamin along with a prescribed 


Chapter 13 Preparation of M outh for Removable Partial Dentures 239 



C 

Figure 13-10 A, A Class II, mod 1 maxillary arch with posterior implant at distal location of 
extension base. B, Maxillary gold framework with broad palatal coverage, maximum stabi- 
lization through palatal contacts of multiple maxillary teeth, and implant position at the dis- 
tal of extension base. Single implant should be protected from excessive occlusal forces, 
consequently the broad palatal coverage and maximum bracing are important features of the 
overall design. Ball attachment abutment was used for retentive purposes. C, Occlusal view 
of prosthesis with implant (see A) providing improved retention to distal extension base. 
(Courtesy Dr. lames Taylor, Toronto, Ontario, Canada. ) 


high-protein, low-carbohydrate diet. Some inflam- 
matory oral conditions caused by ill-fitting dentures 
can be resolved by removing the dentures for 
extended periods. However, few patients are willing 
to undergo such inconveniences. 

Use of Tissue Conditioning Materials 

The tissue conditioning materials are elastopoly- 
mers that continue to flow for an extended period, 
permitting distorted tissue to rebound and assume 


its normal form. These soft materials apparently 
have a massaging effect on irritated mucosa, and 
because they are soft, occlusal forces are probably 
more evenly distributed. 

M aximum benefit from using tissue conditioning 
materials may be obtained by (1) eliminating deflec- 
tive or interfering occlusal contacts of old dentures 
(by remounting in an articulator if necessary); (2) 
extending denture bases to proper form to enhance 
support, retention, and stability (Figure 13-12); 
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Figure 13-11 A, Inflamed and distorted denture-bearing mucosa due to an ill-fitting pros- 
thesis that is worn 24 hours a day. B, After treating the tissue abuse using a modification 
of the denture base with a tissue conditioning material, removal of the prosthesis for por- 
tions of the day, and massaging the abused tissue, the denture-bearing foundation is 
healthy again. 



Figure 13-12 A, Mandibular removable partial denture distal extension base exhibiting 
an underextended form. Such a reduced area of residual ridge coverage can contribute to 
tissue irritation. B, Denture base properly extended to enhance support, stability, and 
retention. 


(3) relieving the tissue side of denture bases suffi- 
ciently (2 mm) to provide space for even thickness 
and distribution of conditioning material; (4) apply- 
ing the material in amounts sufficient to provide 
support and a cushioning effect (Figure 13-13); 
and (5) following the manufacturer's directions for 
manipulation and placement of the conditioning 
material. 

The conditioning procedure should be repeated 
until the supporting tissues display an undistorted 
and healthy appearance. Many dentists find that 


intervals of 4 to 7 days between changes of the 
conditioning material are clinically acceptable. An 
improvement in irritated and distorted tissue is 
usually noted within a few visits, and in some 
patients a dramatic improvement will be seen. Usu- 
ally three or four changes of the conditioning mate- 
rial are adequate, but in some instances more 
changes are required. If positive results are not seen 
within 3 to 4 weeks, one should suspect more seri- 
ous health problems and request a consultation 
from a physician. 
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Figure 13-13 A, Unsuccessful attempt to apply tissue conditioning material. Bases 
incorrectly relieved and conditioning material improperly applied. B, Tissue conditioning; 
of sufficient thickness and distribution for effective treatment. 


H PERIODONTAL PREPARATION* 

The periodontal preparation of the mouth usually 
follows any oral surgical procedure and is performed 
simultaneously with tissue conditioning procedures. 
Ordinarily, tooth extraction and removal of impacted 
teeth and retained roots or their fragments are 
accomplished before definitive periodontal therapy. 
However, it is strongly recommended that a gross 
debridement be performed before tooth extraction 
when patients have significant calculus accumula- 
tion. This helps limit the possibility of accidentally 
dislodging a piece of calculus into the extraction 
socket, which could lead to an infection. The elimi- 
nation of exostoses, tori, hyperplastic tissue, muscle 
attachments, and frena, on the other hand, can be 
incorporated with periodontal surgical techniques. 
In any situation, periodontal therapy should be corn- 
Dieted before restorative dentistry procedures are 
Degun for any dental patient. This is particularly true 
when a removable partial denture is contemplated 
because the ultimate success of this restoration 
depends directly on the health and integrity of the 
supporting structures of the remaining teeth. The 
periodontal health of the remaining teeth, especially 
those to be used as abutments, must be evaluated 
carefully by the dentist and corrective measures 
instituted before removable partial denture fabrica- 
tion. It has been demonstrated that following peri- 
odontal therapy and with a good recall and oral 
hygiene program, properly designed removable par- 
tial dentures will not adversely impact the progres- 
sion of periodontal disease or carious lesions. 

This discussion attempts to demonstrate how 
periodontal procedures affect diagnoses and treat- 


*This section edited by Vanchit John DDS, Assistant Professor, 
Department of Periodontics, Indiana University School of Den- 
tistry, Indianapolis, Indiana. 


ment planning in a removable partial denture service 
rather than how the procedures are actually accom- 
plished. Fortechnica details, the reader is referred to 
any of several excellent textbooks on periodontics. 

Objectives of Periodontal Therapy 

The objective of periodontal therapy is the return to 
health of the supporting structures of the teeth, cre- 
ating an environment in which the periodontium 
may be maintained. The specific criteria for satisfy- 
ing this objective are as follows: 

1. Removal and control of all etiological factors 
contributing to periodontal disease, along with a 
reduction or elimination of bleeding on probing 

2. Elimination of, or reduction in, pocket depths of 
all pockets, with the establishment of healthy gin- 
gival sulci whenever possible 

3. Establishment of functional atraumatic occlusal 
relationships and tooth stability 

4. Development of a personal plaque control pro- 
gram and definitive maintenance schedule 

A complete periodontal charting should be per- 
formed that includes the recording of pocket depths, 
assessment of attachment levels, recording furcation 
involvements, mucogingival problems, and tooth 
mobility. Determining the severity of periodontal 
disease should also include the use of appropriate 
radiographs. The dentist considering removable par- 
tial denture fabrication must be certain that these 
criteria have been satisfied before continuing with 
impression procedures for the master cast. 

Periodontal Diagnosis and Treatment Planning 
Diagnosis 

The diagnosis of periodontal diseases is based on a 
systematic and carefully accomplished examination 
of the periodontium. It follows the procurement of 
the health history of the patient and is performed 
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using direct vision, palpation, periodontal probe, 
mouth mirror, and other auxiliary aids, such as 
curved explorers, furcation probes, diagnostic casts, 
and appropriate radiographs. 

In the evaluation procedure, nothing is as impor- 
tant as the careful exploration of the gingival sulcus 
and recording of the probing pocket depth and sites 
that bleed on probing with a suitably designed 
periodontal probe. Under no circumstances should 
removable partial denture fabrication begin without 
an accurate appraisal of sulcus and/or pocket depth 
and health. The probe is positioned as c ose to paral- 
lel with the long axis of the tooth as possible and is 
inserted gently between the gingival margin and the 
tooth surface, and the depth of the sulcus/pocket is 
determined circumferentially around each tooth. 
At least six probing depth readings are recorded on 
the patient's chart for each tooth. Usually depths 
are recorded forthe distobuccal, buccal, mesiobuc- 
cal, distolingual, lingual, and mesiolingual aspects of 
each tooth. An assessment of sulcular health can also 
be determined by the presence or absence of bleed- 
ing upon probing. 

Dental radiographs can be used to supplement the 
clinical examination but should not be used as a sub- 
stitute for it. A critical evaluation of the following fac- 
tors should be made: (1) type, location, and severity 
of bone loss; (2) location, severity, and distribution of 
furcation involvements; (3) alterations of the peri- 
odontal ligament space; (4) alterations of the lamina 
dura; (5) presence of calcified deposits; (6) location 
and conformity of restorative margins; (7) evaluation 
of crown and root morphologies; (8) root proxim- 
ity; (9) caries; and (10) evaluation of other associated 
anatomic features, such as the mandibular canal 
or sinus proximity. This information serves to sub- 
stantiate the impression gained from the clinical 
examination. 

Each tooth should be evaluated carefully for 
mobility. Unfortunately, there is no universally 
accepted standard for mobility. In general, mobility 
is graded according to the ease and extent of tooth 
movement. Normal mobility is in the order of 0. 05 to 
0. 10 mm. Grade I mobility is present when there is 
less than 1 mm of movement in a buccolingual direc- 
tion; grade II is present when mobility in the bucco- 
lingual direction is between 1 to 2 mm, and grade III 
is present when there is greater than 2 mm of mobil- 
ity in the buccolingual direction and/or the tooth is 
vertically depressible. 

Tooth mobility is an indication of the condition of 
the supporting structures, namely the periodontium, 
and is usually caused by inflammatory changes in 
the periodontal ligament, traumatic occlusion, loss 
of attachment, or a combination of the three factors 
(Figure 13-14). The degree of mobility present, cou- 
pled with a determination of the etiological factors 
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Figure 13-14 Mobility can be visualized best when pressure 
is exerted on tooth through instrument handles. If fingers are 
used for this purpose, movement of soft tissue may mask 
accurate determination of mobility. Mobility should also be 
evaluated by checking for fremitus. This is most important 
for more anterior teeth, which may serve as abutments. It is 
important for such teeth to have careful adjustment of frame- 
works so as to eliminate any potential framework interference, 
which could cause tooth mobility. 


responsible, provides additional information that is 
invaluable in planning for the removable partial den- 
ture. If the etiological factor can be removed, many 
grade I and grade II mobile teeth can become stable 
and maybe used successfully to help support, stabi- 
lize, and retain the removable partia denture. Mobil- 
ity is not in itself an indication for extraction unless 
the mobile tooth cannot aid in the support or stabil- 
ity of the removable partial denture or the mobility 
cannot be reduced. (Grade III usually cannot be 
reversed and will not provide support or stability. ) 


Treatment Planning 

Depending on the extent and severity of the peri- 
odontal changes present, a variety of therapeutic 
procedures, ranging from simple to relatively com- 
plex, may be indicated. As was the situation with 
the previously discussed oral surgical procedures, it 
is the responsibility of the dentist rendering the 
removable partial denture treatment to see that 
the required periodontal care is accomplished for 
the patient. Periodontal treatment planning can 
usually be divided into three phases. The first phase 
is considered disease control or initial therapy 
because the objective is to essentially eliminate or 
reduce local etiological factors before any peri- 
odontal surgical procedures are accomplished. The 
procedures that are accomplished as part of the ini- 
tial preparation phase include oral hygiene instruc- 
tion, scaling, and root planing and polishing along 
with endodontics, occlusal adjustment, and tempo- 
rary splinting, if indicated. In many instances, care- 
fully performed scaling and root planing combined 
with excellent patient compliance may negate the 
need for periodontal surgery. 
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During the second — or periodontal — surgical 
phase, any needed periodontal surgery is accom- 
plished, including free gingival grafts, osseous grafts, 
or pocket reduction. It is advisable to discuss the 
possible need for these treatment procedures with 
the patient either at the initial examination appoint- 
ment or during the initial phase of therapy because 
this will likely involve the referral of the patient to a 
periodontist. The maintenance of periodontal health 
is accomplished in phase 3 and is always ongoing. A 
definitive recall schedule should be established with 
the patient and is usually kept at 3- to 4- month 
intervals. 

Initial Disease Control Therapy (Phase 1) 
Oral Hygiene Instruction 

Ordinarily, dental treatment should be introduced to 
the patient through instruction in a carefully devised 
oral hygiene regimen. The cooperation witnessed by 
the patient's acceptance and compliance with the 
prescribed procedure, as evidenced by improved oral 
hygiene, will provide the dentist with a valuable 
means of evaluating the patient's interest and the 
long-term prognosis of treatment. 

For the oral hygiene routine to be successful, the 
patient must be convinced to follow the prescribed 
procedure regularly and conscientiously. The most 
effective motivation techniques require a good 
understanding by the patient of his/her periodontal 
condition. Only then can the benefits of routine 
treatment become evident. Hence, an explanation 
of dental/periodontal disease, its causes, initiation, 
and progression, is an important component of oral 
hygiene instruction. After this discussion, the patient 
should be instructed in the use of disclosing 
wafers/tablets, a soft/medium bristle toothbrush, 
and unwaxed/waxed dental floss. At subsequent 
appointments, oral hygiene can be evaluated care- 
fully and other oral hygiene aids— such as an inter- 
dental and or sulcular brushes— can be incorporated 
as needed. Further treatment should be withheld 
until achievement of a satisfactory level of plaque 
control. This is a particularly critical point for the 
patient who requires extensive restorative dentistry 
or a removable partial denture. Without good oral 
hygiene, any dental procedure— regardless of how 
well it is performed— is ultimately doomed to failure. 
The informed dentist insists that acceptable oral 
hygiene be demonstrated and maintained before 
embarking on an extensive restorative dentistry 
treatment plan. 

Scaling and Root Planing 

One of the most important services rendered to the 
patient is the removal of calculus and plaque 
deposits from the coronal and root surfaces of the 
teeth. Careful scaling and root planing are funda- 


mental to the reestablishment of periodontal health. 
Without meticulous removal of calculus, plaque, and 
toxic material in the cementum, otherforms of peri- 
odontal therapy cannot be successful. 

The use of ultrasonic instrumentation is recom- 
mended for calculus removal followed by root plan- 
ing with sharp periodontal curettes. The curette is 
designed specifically for root planing and, when used 
correctly in combination with ultrasonic instrumen- 
tation, results in calculus removal and root surface 
decontamination. Thorough scaling and root planing 
should precede definitive surgical periodontal proce- 
dures, which may be indicated before removable 
partial denture fabrication. 

Elimination of Local Irritating Factors 
Other Than Calculus 

Overhanging restoration margins and open contacts 
that allow food impaction should be corrected before 
beginning definitive prosthetic treatment. Although 
periodontal health predisposes to a much better 
environment for restorative procedures, it is not 
always possible or prudent to delay all restorative 
procedures until complete periodontal therapy and 
healing have occurred. This is especially true for 
patients with severe carious lesions where pulpal 
involvement is likely. Excavation of these areas and 
placement of adequate restorations must be incor- 
porated early in treatment. The placement of tempo- 
rary or treatment fillings must not, in itself, become a 
local etiological factor. 

Elimination of Cross Occlusal Interferences 

Bacterial plaque accumulations and calculus deposits 
are the primary factors involved in the initiation and 
progression of inflammatory periodontal disease. 
However, poor restorative dentistry can contribute to 
the damage of the periodontium, and poor occlusal 
relationships may act as another factor that con- 
tributes to more rapid loss of periodontal attachment. 
Although occlusal interferences may be eliminated by 
a variety of techniques, at this stage of treatment, 
selective grinding is the generally applied procedure. 
Particular attention is directed to the occlusal rela- 
tionships of mobile teeth. Traumatic cuspal interfer- 
ences are removed by a selective grinding procedure. 
An attempt is made to establish a positive planned 
intercuspal position that coincides with centric rela- 
tion. Deflective contacts in the centric path of closure 
are removed, eliminating mandibular displacement 
from the closing pattern. After this, the relationship 
of the teeth in the various excursive movements of 
the mandible is observed, with special attention to 
cuspal contact, wear, mobility, and roentgenographic 
changes in the periodontium. The presence of work- 
ing and nonworking interferences should be evalu- 
ated, and if present, they should be removed. 
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The mere presence of occlusal abnormalities in 
the absence of demonstrable pathological change 
associated with the occlusion does not necessarily 
constitute an indication for selective grinding. The 
indication for occlusal adjustment is based on the 
presence of a pathological condition rather than on a 
preconceived articulation pattern. In the natural 
dentition, the attempt to create bilateral balance in 
the prosthetic sense has no place in the occlusal 
adjustment procedure. Bilateral balanced occlusion 
not only is difficult to obtain in a natural dentition 
but also is apparently unnecessary in view of its 
absence in most normal healthy mouths. Occlusion 
on natural teeth needs to be perfected only to a point 
at which cuspal interference within the patient's 
functional range of contact is eliminated and normal 
physiologic function can occur. 

Guide to Occlusal Adjustment 

In the study or evaluation of occlusal disharmony of 
the natural dentition, accurately mounted diagnostic 
casts are extremely helpful— if not essential— in 
determining static cusp to fossa contacts of opposing 
teeth and as a guide in the correction of occlusal 
anomalies in both centric and eccentric functional 
relations. Occlusion can be coordinated only by selec- 
tive spot grinding. Ground tooth surfaces should be 
subsequently smoothed and polished. m^m^ m~ 
Schuyler has provided the following guide to 
occlusal adjustment by selective grinding*: ^_ 
1. A static coordinated occlusal contact of the maxi- 
mum number of teeth (maximum intercuspal 
position) when the mandible is in centric relation 
to the maxilla should be the first objective. 

a. A prematurely contacting cusp should be 
reduced only if the cusp point is in premature 
contact in both centric and eccentric relations. 
If a cusp point is in premature contact in cen- 
tric relation only, the opposing sulcus should 
be deepened. 

b. When anterior teeth are in premature contact 
in centric relation, or in both centric and 
eccentric relations, corrections should be made 
by grinding the incisal edges of the mandibular 
teeth. If premature contact occurs only in the 
eccentric relation, correction must be made by 
grinding the lingual inclines of the maxillary 
teeth. 

c. Usually, premature contacts in centric relation 
are relieved by grinding the buccal cusps of the 
mandibular teeth, the lingual cusps of maxillary 
teeth, and the incisal edges of the mandibular 
anterior teeth. Deepening the fossa of a poste- 
rior tooth or the lingual contact area in centric 


*Courtesy Dr. C. H. Schuyler, Montclair, NJ . 


relation of a maxillary anterior tooth changes 
and increases the steepness of the eccentric 
guiding inclines of the tooth. Although this 
relieves trauma in centric relation, it may predis- 
pose the tooth to trauma in eccentric relations. 

2. After establishing a static, even distribution of 
stress over the maximum number of teeth in cen- 
tric relation, the dentist is readyto evaluate oppos- 
ing tooth contact or lack of contact in eccentric 
functional relations. The attention is directed first 
to balancing side contacts. In extreme cases of 
pathological condition balancing contacts, relief 
may be needed even before the corrective proce- 
dures in centric relation. Where balancing con- 
tacts exist, it is extremely difficult to differentiate 
the harmless from the destructive because we can- 
not visualize the influence of these fulcrum con- 
tacts on the functional movements of the condyle 
in the articular fossa. Subluxation, pain, lack of 
normal functional movement of the joint, or loss 
of alveolar support of the teeth involved may be 
evidence of excessive balancing contacts. Balanc- 
ing-side contacts receive less frictional wear than 
working-side contacts, and premature contacts 
may develop progressively with wear. A reduction 
in the steepness of the guiding tooth incline on the 
working side will increase the proximity of the 
teeth on the balancing side and may contribute to 
destructive premature contact. In all corrective 
grinding to relieve premature or excessive contacts 
in eccentric relations, care must be exercised to 
prevent the loss of a static supporting contact in 
centric relation. This static support in centric rela- 
tion may exist between the mandibular buccal 
cusp fitting into the central fossa of the maxillary 
tooth or between the maxillary lingual cusp fitting 
into the central fossa of the mandibular tooth or 
it may exist in both situations. Although both 
the maxillary lingual cusp and the mandibular 
buccal cusp may sometimes have a static centric 
contact in the sulcus of the opposing tooth, often 
only one of these cusps has this static contact. In 
such instances the contacting cusp must be left 
untouched to maintain this essential support in 
the planned intercuspal position, and all correc- 
tive grinding to relieve premature contacts in 
eccentric positions would be done on the oppos- 
ing tooth inclines. The mandibular buccal cusp is 
in a static central contact in the maxillary sulcus 
more often than the maxillary lingual cusp is in a 
static contact in its opposing mandibular sulcus. 
Therefore corrective grinding to relieve premature 
balancing contacts is more often done on the max- 
illary lingual cusps. 

3. To obtain maximum function and the distribution 
of functional stress in eccentric positions on the 
working side, necessary grinding must be done 
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on the lingual surfaces of the maxillary anterior 
teeth. Corrective grinding on the posterior teeth 
at this time should always be done on the buccal 
cusp of the maxillary premolars and molars and 
on the lingual cusp of the mandibular premolars 
and molars. The grinding of mandibu ar buccal 
cusps or maxillary lingual cusps at this time 
would rob these cusps of their static contact in 
the opposing central sulci in centric relation. 

4. Corrective grinding to relieve premature protru- 
sive contacts of one or more anterior teeth should 
be accomplished by grinding the lingual surface 
of the maxillary anterior teeth. Anterior teeth 
should never be ground to bring the posterior 
teeth into contact in either protrusive position 
or on the balancing side. In the elimination of 
premature protrusive contacts of posterior teeth, 
neither the maxillary lingual cusps nor the 
mandibular buccal cusps should be ground. Cor- 
rective grinding should be done in the eccentric 
position on the surface of the opposing teeth on 
which these cusps function, leaving the centric 
contact undisturbed. 

5. Any sharp edges left by grinding should be 
rounded off. 


Temporary Splinting 

Teeth that are mobile at the time of the initial exam- 
ination frequently present a diagnostic problem for 
the dentist. The cause of the mobility must be 
determined and then a decision made for elimina- 
tion of the causal factors. The response of these 
teeth to temporary immobilization, followed by 
appropriate treatment, may be a helpful indicator 
in establishing a prognosis for them and may lead 
to a rational decision as to whether they should 
be retained or sacrificed. Secondary mobility result- 
ing from the presence of an inflammatory lesion 
may be reversible if the disease process has not 
destroyed too much of the attachment apparatus. 
Primary mobility caused by occlusal interference 
also may disappear after selective grinding. In 
instances of angular types of osseous defects, one 
should consider guided tissue regeneration as a 
means of increasing attachment levels. In some sit- 
uations, however, the teeth must be stabilized 
because of loss of supporting structure from the 
periodontal process. 

Teeth may be immobilized during periodontal treat- 
ment by acid etching teeth with composite resin, with 
fiber reinforced resins, with cast removable splints, 
orwith intracoronal attachments (Figure 13-15). The 
latter, an example of w-h-i-ch is the A-spJint, necessitates 
cutting tooth surfaces and embedding a ridge connec- 
tor between adjacent teeth. 

After periodontal treatment, splinting may be 
accomplished with cast removable restorations or 






Figure 13-15 A splint used to stabilize mobile anterior 
segment. Markley pins embedded in plastic filling material 
in dovetail preparations on lingual surfaces. (Courtesy 
Dr. Daniel R. Trinler, Lexington, KY. ) 


cast cemented restorations. The preferred form 
of permanent splinting is with two or more cast 
restorations soldered or cast together. They may be 
cemented with either permanent (zinc oxyphosphate 
or resin) cements or temporary (zinc oxide-eugenol) 
cements. A properly designed removable partial den- 
ture can also stabilize mobile teeth if provision for 
such immobilization is planned as the denture is 
designed. 

Use of a Nightguard 

The removable acrylic resin splint, originally designed 
as an aid in eliminating the deleterious effects of 
nocturnal clenching and grinding, has been used to 
advantage for the removable partial denture patient. 
The nightguard may be helpful as a form of tempo- 
rary splinting if worn at night after the removal of the 
removable partial denture. The flat occlusal surface 
prevents the intercuspation of the teeth, which elimi- 
nates lateral occlusal forces (Figure 13-16). 



Figure 13-16 Removable acrylic resin splint with flat occlusal 
plane can be used effectively as a form of temporary stabi- 
lization and as means of eliminating excessive lateral forces 
created by clenching and grinding habits. 
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The nightguard is particularly useful before fab- 
rication of a removable partial denture when one 
of the abutment teeth has been unopposed for 
an extended period. The periodontal ligament of a 
tooth without an antagonist undergoes changes 
characterized by a loss of orientation of periodon- 
tal ligament fibers, loss of supporting bone, and 
narrowing of the periodontal igament space. If 
such a tooth is suddenly returned to full function 
when it is carrying an increased burden, pain 
and prolonged sensitivity may result. However, if 
a nightguard is used to return some functional 
stimulation to the tooth, .the .period on ta J Jigament 
changes are reversed and an uneventful course can 
be experienced when the tooth is returned to full 
function. 

Minor Tooth Movement 

The increased use of orthodontic procedures in con- 
junction with restorative and prosthetic dentistry 
has contributed to the success of many restorations 
by altering the periodontal environment in which 
they are placed. Malposed teeth that were once 
doomed to extraction now should be considered 
for repositioning and retention. The additional sta- 
bility provided for a removable partial denture from 
uprighting a tilted or drifted tooth may mean much 
in terms of comfort to the patient. The techniques 
employed are not difficult to master, and the rewards 
in terms of a better restorative dentistry service are 
great (Figure 13-17). ~ 


Definitive Periodontal Surgery (Phase 2) 

Periodontal Surgery 

After initial therapy is completed, the patient is 
reevaluated for the surgical phase. If oral hygiene is 
at an optimum level, yet pockets with inflammation 
and osseous defects are still present, a variety of peri- 
odontal surgical techniques should be considered to 
improve periodontal health. The procedures selected 
should have the potential to enhance the results 
obtained during phase 1 therapy. 

Pocket reduction or elimination may be achieved 
by root planing when the cause of pocket depth is 
edema caused by gingival inflammation. Apically 
positioned flap surgery or occasionally a gingivec- 
tomy may be considered for reduction of suprabony 
pockets. Osseous resection or regeneration using 
a flap approach is also a commonly employed form 
of surgical therapy to help with the treatment of the 
diseased periodontium. It must be noted that elimi- 
nation of the inflammatory disease process and 
restoration of the periodontal attachment apparatus 
are the major objectives of periodontal therapy. 
Periodontal flaps. Today the use of one of the vari- 
ous flap procedures is the surgical approach offer- 
ing the greatest versatility. Periodontal flap surgery 
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Figure 13-17 Tooth movement used to upright tilted molar to 
prepare the segment for receipt of pontic. A, Placement of 
orthodontic appliance. B, Space gained after 3 months' active 
movement. 


involves the elevation of either mucosa alone or 
both the mucosa and the periosteum. Although 
there are several indications for flap elevation, the 
most important goal of flap elevation is to allow 
access to the bone and the root surfaces for com- 
plete instrumentation. The other goals of the flap 
approach include access for pocket elimination, 
caries control, crown lengthening to allow for opti- 
mum restorative dental treatment, root amputation 
or hemisection as required, and access to the furca- 
tion of the tooth. 

A decision is made prior to surgery if the aim is 
resection of osseous tissue to allow for a more physi- 
ological osseous anatomy and subsequently gingival 
contour or to regenerate some of the lost periodontal 
attachment apparatus. However, sometimes changes 
have to be made during surgery based on the 
anatomy of the defects following the removal of dis- 
eased granulation tissue. Osseous resection involves 
use of both osteoplasty and ostectomy procedures. 
Osteoplasty refers to reshaping the bone without 
removing tooth-supporting bone, whereas ostec- 
tomy includes the removal of tooth-supporting bone. 
Consequently, the flap is widely applied in the treat- 
ment of periodontal diseases. 
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Guided tissue regeneration. Guided tissue regeneration 
(GTR) has been defined as those procedures that 
attempt regeneration of lost periodontal structures 
through differing tissue responses. The rationale for 
GTR is based on the physiological healing response of 
the tissue after periodontal surgery. After periodontal 
surgery, a race to repopulate the root surface begins 
among the 4 tissue types of the periodontium, namely 
the epithelium, connective tissue, periodontal liga- 
ment (PDL), and bone. Epithelium, which migrates at 
a rate of 0. 5 mm per day, typically migrates first along 


the root surface, preventing new attachment. There- 
fore to allow the undifferentiated mesenchymal cells 
from the PDL and the endosteum to repopulate the 
root against surfaces, the epithelial cells and the gingi- 
val connective tissue cells should be isolated. This iso- 
lation during initial healing enables periodontal 
structures to become reestablished and may lead to 
better long-term health of the tooth. The GTR proce- 
dure commonly involves the use of an osseous graft 
along with a resorbable membrane (Figure 13-18). This 
technique has the potential to lead to substantial 









Figure 13-18 Guided tissue regeneration (GTR) procedure to address a furcation involve- 
ment. A, Tooth #30 presented with a grade 2 furcation involvement with the probe entering 
3 mm in a horizontal direction. A GTR procedure using a combination of a bone graft and a 
nonresorbable membrane was planned. B, Following hand and ultrasonic instrumentation, 
decalcified freeze-dried bone allograft was grafted around the furcation. C, A nonresorbable 
membrane was placed over the bone graft. 

Continued 
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Figure 13-18 Cont'd D, The flap was then sutured with a nonresorbable expanded poly 
tetra ethylene suture. E, Two months following surgery, the membrane was removed. Note 
the presence of red rubbery tissue filling the previously exposed furcation site. This tissue has 
the potential to form osseous tissue and close the access to the furcation entrance. 


improvement of the periodontal condition when 
used to treat carefully selected two- and three- 
walled osseous defects and mandibular furcation 
involvements. _ _ I - 

Periodontal plastic surgery. The term periodontal 
plastic surgery, which was previously referred to as 
"mucogingival surgery," is applied to those proce- 
dures used to resolve problems involving the inter- 
relationship between the gingiva and the alveolar 
mucosa. Mucogingival surgery consists of plastic 
surgical procedures that are used for the correction 
of the gingiva-mucous membrane relationships that 
complicate periodontal disease and may interfere 
with the success of periodontal treatment. The 
objectives of periodontal plastic surgery are several 
and include elimination of pockets that traverse 
the mucogingival junction, creation of an adequate 
zone of attached gingiva, and correction of gingival 
recession by root coverage techniques. In addition, 
the objectives include relief of the pull of frena and 
muscle attachments on the gingival margin, correc- 
tion of deformities of edentulous ridges to permit 
access to the underlying alveolar process, correction 
of osseous deformities when there is sufficient or 
insufficient attached gingiva to deepen a shallow 
vestibule, and assistance in orthodontic therapy. 
Commonly used periodontal plastic surgical pro- 
cedures include lateral sliding flaps, free gingival 
grafts, pedicle grafts, coronally positioned grafts, 
double papilla flaps, semilunar coronally positioned 
flaps, subepithelial connective tissue grafts and 
edentulous ridge augmentation using one of the 
above techniques. In addition, GTR has also been 


used for periodontal plastic surgical procedures. 
More recently, the use of the commercially available 
acellular dermal graft has gained popularity. How- 
ever, the most commonly used procedure is the 
subepithelial connective tissue graft (Figure 13-19). 

These plastic surgical procedures should be con- 
sidered whenever an abutment tooth lacks adequate 
attached keratinized gingiva and requires root cover- 
age to facilitate removable partial denture construc- 
tion and maintenance. 

Recall Maintenance (Phase 3) 

Several longitudinal studies have now demon- 
strated the increasing importance of maintenance 
for all patients who have undergone any period- 
ontal therapy. This includes not only reinforcement 
of plaque control measures but also thorough 
debridement of all root surfaces of supragingival 
and subgingival calculus and plaque by the dentist 
or an auxiliary. 

The frequency of recall appointments should be 
customized for the patient depending on the suscep- 
tibility and severity of periodontal disease. It is now 
understood that patients with a history of moderate 
to severe periodontitis should be placed on a 3- to 
4-month recall system to maintain results achieved 
by nonsurgical and surgical therapy. 

Advantages of Periodontal Therapy 

Periodontal therapy before the fabrication of a 
removable prosthesis has several advantages. First, 
the elimination of periodontal disease removes a pri- 
mary etiological factor in tooth loss. The long-term 
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Figure 13-19 Gingival recession addressed with subepithelial connective tissue graft proce- 
dure. A, The patient presents with evidence of severe gingival recession associated with 
teeth #s 6, 7, and 8. It was an esthetic problem. The patient also complained of hypersensi- 
tivity associated with these teeth. A subepithelial connective tissue graft was planned to help 
correct the gingival recession. B, Clinical appearance 6 months following treatment with a 
subepithelial connective tissue graft on teeth #s 6, 7, and 8. The patient was very satisfied 
with the postoperative appearance and clinically the symptom of hypersensitivity was no 
longer significant. 


success of dental treatment depends on the mainte- 
nance of the remaining oral structures, and peri- 
odontal health is mandatory if further loss is to be 
prevented. Second, a periodontium free of disease 
presents a much better environment for restorative 
correction. The elimination of periodontal pockets 
with the associated return of a physiological archi- 
tectural pattern establishes a normal gingival con- 
tour at a stable position on the tooth surface. Thus 
the optimum position for gingival margins of indi- 
vidual restorations can be established with accuracy. 
The coronal contours of these restorations can also 
be developed in correct relationships to the gingival 
margin, ensuring the proper degree of protection 
and functional stimulation to the gingival tissue. 
Third, the response of strategic but questionable 
teeth to periodontal therapy provides an important 
opportunity for reevaluating their prognosis before 
the final decision is made to include (or exclude) 
them in the removable partial denture design. And 
last, the overall reaction of the patient to periodontal 
procedures provides the dentist with an excellent 
indication of the degree of cooperation to be 
expected in the future. 

Even in the absence of periodontal disease, cer- 
tain periodontal procedures may be an invaluable 
aid in removable partial denture construction. 
Through periodontal surgical techniques, the envi- 
ronment of potential abutment teeth may be altered 
to the point of making an otherwise unacceptable 
tooth a most satisfactory retainer for a removable 
partial denture. 


1 ABUTMENT TEETH PREPARATION 


Abutment Restorations 

Equipped with the diagnostic casts, on which a ten- 
tative removable partial denture design has been 
drawn, the dentist is able to accomplish preparation 
of abutment teeth with accuracy. The information at 
hand should include the proposed path of place- 
ment, the areas of teeth to be altered and tooth con- 
tours to be changed, and the location of rest seats 
and guiding planes (see Figure 12-5). 

During examination and subsequent treatment 
planning, in conjunction with a survey of diagnostic 
casts, each abutment tooth is considered individu- 
ally as to what type of restoration is indicated. Abut- 
ment teeth presenting sound enamel surfaces in a 
mouth in which good oral hygiene habits are evident 
may be considered a fair risk for use as removable 
partial denture abutments. One should not be mis- 
led, however, by a patient's promise to do better as 
far as oral hygiene habits are concerned. Good or 
bad oral hygiene is a habit of long standing and is not 
likely to be changed appreciably because a remov- 
able partial denture is being worn. Therefore one 
must be conservative in evaluating the oral hygiene 
habits of the patient in the future. Remember that 
clasps as such do not cause teeth to decay, and if the 
individual will keep the teeth and the removable par- 
tial denture clean, one need not condemn clasps 
from a cariogenic standpoint. On the other hand, 
more removable partial dentures have been con- 
demned as cariogenic because the dentist did not 
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provide for the protection of abutment teeth rather 
than because of inadequate care on the part of the 
patient. 

Esthetic veneer type of crowns should be used 
when a canine or premolar abutment is to be restored 
or protected. Less frequently does the molar have to 
be treated in such a manner, and except for maxillary 
first molars the full cast crown is usually acceptable. 

When there is proximal caries on abutment teeth 
with sound buccal and lingual enamel surfaces, in a 
mouth exhibiting average oral hygiene and low caries 
activity, a gold inlay may be indicated. However, sil- 
ver amalgam or composite for the restoration of 
those teeth with proximal caries should not be con- 
demned, although one must admit that an inlay cast 
of a hard type of gold will provide the best possible 
support for occlusal rests, at the same time giving an 
esthetically pleasing restoration. However, an amal- 
gam restoration, properly condensed, is capable of 
supporting an occlusal rest without appreciable flow 
over a long period. 

The most vulnerable area on the abutment tooth 
is the proximal gingival area, which lies beneath the 
minor connector of the removable partial denture 
framework and is therefore subject to accumulation 
of debris in an area most susceptible to caries. Even 
when the removable partial denture is removed, 
these areas are often missed by the toothbrush, 
which allows bacterial plaque and debris to remain 
for long periods. Because of this unique removable 
partial denture concern, special attention should be 
Daid to these areas during patient education and fol- 
ow up. Even when a complete crown restoration is 
placed in this most vulnerable area, recurrent caries 
can occur. Caries risk is best managed through effec- 
tive home care and professional follow-up pro- 
cedures, rather than through the placement of 
restorations. 

All proximal abutment surfaces that are to serve as 
guiding planes for the removable partial denture 
should be prepared so that they will be made as 
nearly parallel as possible to the path of placement. 
Preparations may include modifying the contour of 
existing ceramic restorations, if necessary. This may 
be accomplished with abrasive stones or diamond 
finishing stones. A polished surface for the altered 
ceramic restoration may be restored by using any of 
several polishing kits supplied by manufacturers. 

When preparing abutments that will receive sur- 
veyed crowns, it is important to plan for the tooth 
reduction necessary to allow placement of sufficient 
restorative material for durability, contour, and 
esthetics, and the contours prescribed for the desired 
clasp assembly (Figure 13-20). This can be accom- 
plished by first modifying the axial contours of the 
abutments to those required by the completed 
crown, then starting the controlled tooth reduction 


(preparation) to accommodate the thickness of the 
materials for durability, contour, and esthetics. This 
ensures that the wax patterns and resultant crowns 
can be restored to the desired form. 


Contouring Wax Patterns 

M odern indirect techniques permit the contouring of 
wax patterns on the master cast with the aid of the 
surveyor blade. All abutment teeth to be restored with 
castings can be prepared at one time and an impres- 
sion made that will provide an accurate stone replica 
of the prepared arch. Wax patterns may then be 
refined on separated individual dies or removable 
dies. All abutment surfaces facing edentulous areas 
should be made parallel to the path of placement by 
the use of the surveyor blade (Figure 13-21). This 
technique will provide proximal surfaces that will be 
paralle without anyfurther alteration in the mouth, 
will permit the most positive seating of the removable 
partial denture along the path of placement, and will 
Drovide the least amount of undesirable space 
Deneath minor connectors for the lodgment of debris. 

Rest Seats 

After the proximal surfaces of the wax patterns have 
been made parallel, and buccal and lingual contours 
have been established to satisfy the requirements of 
stability and retention with the best possible esthetic 
placement of clasp arms, the occlusal rest seats 
should be prepared in the wax pattern rather than in 
the finished restoration. The placement of occlusal 
rests should be considered at the time the teeth are 
prepared to receive cast restorations so that there 
will be sufficient clearance beneath the floor of 
the occlusal rest seat. Too many times a completed 
cast restoration is cemented in the mouth for a 
removable partial denture abutment without any 
provision for the occlusal rest having been made in 
the wax pattern. The dentist then proceeds to pre- 
Dare an occlusal rest seat in the cast restoration, 
Deing ever conscious of the fact that he or she may 
perforate the casting during the process of forming 
the rest seat. The unfortunate result is usually a 
poorly formed rest seat that is too shallow. 

If tooth structure has been removed to provide 
placement of the occlusal rest seat, it may be ideally 
placed in the wax pattern by using a No. 8 round bur 
to lower the marginal ridge and establish the outline 
form of the rest, and then using a No. 6 round bur to 
slightly deepen the floor of the rest seat inside this 
lowered marginal ridge. This approach provides an 
occlusal rest that best satisfies the requirements that 
it be placed so that any occlusal force will be directed 
axially and that there will be the least possible inter- 
ference to occlusion with the opposing teeth. 

Perhaps the most important function of a rest is 
the division of stress loads from the removable partial 
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Figure 13-20 A # Diagnostic cast at an orientation best for all abutments considered. Buccal 
survey line is too close to the marginal gingival and the distal surface does not lend itself to 
guide plane preparation. A surveyed crown is indicated. B, Abutment contours, appropriate 
to clasp design (distal guide plane and mid-buccal 0.01 inch undercut), are produced in 
wax. The benefit of this procedure is to determine tooth preparation requirements necessary 
to produce the surveyed crown contours. Tooth reduction needs differ if the contours are 
excessive (high survey lines) versus under-contoured (low survey line, as in this example). 
C, Cast of abutment preparation providing buccal surface reduction adequate to replace with 
metal ceramic material at the required contour. Without careful consideration of survey line 
placement needs prior to and during preparation it is easy to reproduce incorrect contours 
in finished crowns. D, Cast of seated surveyed crown demonstrating desired contours for 
clasp design chosen. 


denture to provide the greatest efficiency with the 
least damaging effect to the supporting abutment 
teeth. For a distal extension removable partial den- 
ture, the rest must be able to transmit occlusal forces 
to the abutment teeth in a vertical direction only, 
thereby permitting the least possible lateral stress to 
be transmitted to the abutment teeth. 

For this reason, the floor of the rest seat should 
incline toward the center of the tooth so that the 
occlusal forces, insofar as possible, are centered over 
the root apex. Any form other than spoon shape can 


permit a locking of the occlusal rest and the transmis- 
sion of tipping forces to the abutment tooth. A ball- 
and-socket type of relationship between occlusal rest 
and abutment tooth is the most desirable. At the 
same time, the marginal ridge must be lowered so 
that the angle formed by the occlusal rest with the 
minor connector will stand as little as possible above 
the occlusal surface of the abutment tooth, thus 
avoiding interference with the opposing teeth. Simul- 
taneously, sufficient bulk must be provided to prevent 
a weakness in the occlusal rest at the marginal ridge. 
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Figure 13-21 A, Occlusal view of full contour wax patterns. Crowns will be splinted 
together (#s 22-23, # 27-28) and across the midline using a 13-gauge splint bar. Rests 
are evident on the lingual surfaces of the abutment wax patterns. B, Wax patterns show- 
ing labial cut-back for porcelain. Bilateral guide plane surfaces will be reproduced in 
metal and are parallel to the path of insertion. C, An abutment veneered crown with 
an appropriate height of contour and 0.02-inch undercut for the anticipated wrought 
wire retainer. D, Completed prosthesis splinted between retainer crowns and across 
the midline. Splint bar with added vertical support and provide indirect retention. 
E, Prosthesis inserted intraorally. 
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The marginal ridge must be lowered and yet not be 
the deepest part of the rest preparation. To permit 
occlusal stresses to be directed toward the center of 
the abutment tooth, the angle formed by the floor of 
the occlusal rest with the minor connector should be 
less than 90°. In other words, the floor of the occlusa 
rest should incline slightly from the lowered margina 
ridge toward the center of the tooth. 

This proper form can be readily accomplished in 
the wax pattern if care is taken during crown or inlay 
preparation to provide the location of the rest. If 
direct restorations are used, sufficient bulk must be 
present in this area to allow proper occlusal rest seat 
form without weakening the restoration. There is 
insufficient evidence to show that direct restorations 
used as rest seats perform equal to enamel. When the 
rest seat is placed in sound enamel, it is best accom- 
plished by the use of round carbide burs (No. 4, 6, 
and 8 sizes) that leave a smooth enamel surface. 

Rest seat preparations in sound enamel (or in 
existing restorations that are not to be replaced) 
should always follow the recontouring of proximal 
tooth surfaces. The preparation of proximal tooth 
surfaces should be done first because if the occlusal 
portion of the rest seat is placed first and the proxi- 
mal tooth surface is altered later, the outline form of 
the rest seat is sometimes irreparably altered. 

Following proximal surface recontouring (guide 
Diane preparation), the larger round bur is used to 
ower the marginal ridge 1. 5 to 2. 0 mm while creating 
the relative outline form of the rest seat. The result is 
a rest seat preparation with the marginal ridge low- 
ered and the gross outline form established, but with- 
out sufficient deepening of the rest seat preparation 
toward the center of the tooth. A smaller round bur 
(a No. 4 or 6) may then be used to deepen the floor of 
the rest seat to a gradual incline toward the center of 
the tooth. Enamel rods are then smoothed by the 
planing action of a round bur revolving with little 
pressure. Abrasive rubber points are sufficient to 
complete the polishing of the rest seat preparation. 

The success or failure of a removable partial den- 
ture depends on how well the mouth preparations 
are accomplished. It is only through intelligent plan- 
ning and competent execution of mouth prepara- 
tions that the denture can satisfactorily restore lost 
dental functions and contribute to the health of the 
remaining oral tissue. 


SELF-ASSESSMENT AIDS 

LA prescribed prosthesis not only must replace 
what is missing but also, of even greater impor- 
tance, must what is remaining. 

2. Preparation of oral structures most often involves 
three categories. One of these categories is oral 
surgical preparation. What are the other two? 


3. Which treatment should be accomplished first- 
oral surgery or preparation of abutment teeth? 
Why? 

4. Generally, all retained roots or root fragments 
should be removed as a mouth preparation pro- 
cedure. True or false? 

5. All impacted teeth should be considered for 
removal. However, any impacted tooth that can 
be reached with a periodontal probe must be 
removed. True or false? 

6. Unopposed posterior teeth quite often extrude, 
severely limiting space for a prosthesis and the 
opportunity to create a harmonious occlusion. 
Name different methods by which these discrep- 
ancies may be corrected, depending of course on 
the severity of the malpositions. 

7. When a suspicious radiopaque area is seen 
while viewing a panoramic roentgenogram of a 
patient, what procedures— listed in chronologi- 
cal order— must be undertaken to resolve the 
possible problem? 

8. Visual examination, carefully conducted, reveals 
undesirable bony exostoses or tori in some 
patients. Unless these are removed, the restora- 
tion design will be compromised. In what areas 
are these various protuberances likely to be 
found? 

9. Why should hyperplastic tissue seen in the form 
of fibrous tuberosities, flabby ridges, folds of 
redundant tissue in vestibular regions, and palatal 
papillomatosis be surgically removed before the 
construction of a removable restoration? 

10. Discuss the influence of muscle attachments and 
frena that are inserted on the crest of residual 
ridges in relation to denture stability. 

11. Should all abnormal soft tissue lesions be excised 
and submitted for pathological examination 
before fabrication of a removable restoration? 
Why or why not? 

12. Excessively resorbed residual ridges offer com- 
paratively poor support for removable restora- 
tions. Augmentation of alveolar bone to increase 
ridge height and width may be a viable surgical 
procedure for certain patients. Name a material 
used for such a procedure. 

13. What is an oral osseo integrated device? What role 
can be envisioned for such devices in removable 
Prosthodontics? 

14. What are elastopolymers used for in removable 
Prosthodontics? 

15. Should irritated and distorted oral tissues opti- 
mally be returned to a state of health before final 
impressions are made? Why or why not? 

16. Examination of a patient having removable par- 
tial dentures discoses a palatal inflammation. 
What other factors must be considered in formu- 
lating a thorough differential diagnosis? 
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17. Abused and irritated oral tissues most often 
respond favorablyto tissue-conditioning proce- 
dures. Describe an acceptable order of proce- 
dures to be undertaken to institute a good tissue 
conditioning program. 

18. Periodontal therapy should be completed before 
restorative procedures are undertaken. True or 
false? 

19. What are the overall objectives of periodontal 
therapy for the partially edentulous patient? 

20. The indication for occlusal adjustment is based 
on the presence of a pathological condition 
rather than on a preconceived articular pattern. 
Support and explain this statement. 

21. What procedure(s) are most often used to elimi- 
nate gross occlusal interferences initially as a 
phase of periodontal considerations? 


22. What is a nightguard and what purpose does it 
serve? 

23. Teeth that demonstrate mobility at the time of 
the initial examination may be temporarily 
splinted. How does this hep to establish a 
prognosis? 

24. Under what clinical circumstances should minor 
tooth movement by orthodontic means be con- 
sidered to enhance treatment? 

25. State five distinct advantages of performing peri- 
odontal therapy (when indicated) before fabri- 
cating a removable prosthesis. 

26. Through intelligent planning and competent 
execution of mouth preparations, the denture 
can satisfactorily restore lost dental functions 
and contribute to the health of the remaining 
oral tissue. True or false? 


PREPARATION OF ABUTMENT TEETH 


Classification of Abutment Teeth 

Sequence of Abutment Preparations on Sound Enamel 

or Existing Restorations 
Abutment Preparations Using Conservative 

Restorations 
Abutment Preparations Using Crowns 

Ledges on Abutment Crowns 

Spark Erosion 

Veneer Crowns for Support of Clasp Arms 


Splinting of Abutment Teeth 

Use of Isolated Teeth as Abutments 

Missing Anterior Teeth 

Temporary Crowns When a Removable Partial 
Denture Is Being Worn 

Cementation of Temporary Crowns 
Fabricating Restorations to Fit Existing Denture 
Retainers 

Self-Assessment Aids 


After surgery, periodontal treatment, endodon- 
tic treatment, and tissue conditioning of the 
arch involved, the abutment teeth may be 
prepared to provide support, stabilization, reciproca- 
tion, and retention for the removable partial denture. 
Rarely if ever is the situation encountered in which 
alterations of the abutment are not indicated because 
teeth do not develop with guiding planes, rests, and 
contours to accommodate clasp assemblies. 

A favorable response to any deep restorations, 
endodontic therapy, and the results of periodontal 
treatment should be established before fabrication of 
the removable partial denture. If the prognosis of a 
tooth under treatment becomes unfavorable, its loss 
can be compensated for by a change in the removable 
partial denture design. If teeth are lost after the remov- 
able partial denture is fabricated, then the removable 
partial denture must be added to or replaced. Most 
removable partial denture designs do not lend them- 
selves well to later additions, although this possibility 
should be considered in the original design of a den- 
ture. Every diagnostic aid should be used to determine 
which teeth are to be used as abutments or are poten- 
tial abutments for future designs. When an original 
abutment is lost, it is extremely difficult to effectively 
modify the removable partial denture to use the next 
adjacent tooth as a retaining unit. 

It is sometimes possible to design a removable par- 
tial denture so that a single posterior abutment that is 


questionable can be retained and used to support 
one end of a tooth-supported base. Then, if that pos- 
terior abutment were to be lost, it can be replaced 
with a distal extension base (see Figure 12-25). Such a 
design must include provision for future indirect 
retention, flexible clasping on the remaining terminal 
abutment, and provision for establishing tissue sup- 
port by a secondary impression. Anterior abutments, 
which are considered poor risks, may not be so freely 
used because of the problems involved in adding a 
new abutment retainer when the original one is lost. 
Such questionable teeth should be planned for 
extraction in favor of a better abutment. 


CLASSIFICATION OF ABUTMENT TEETH 


The subject of abutment preparations may be 
grouped as follows: (1) those abutment teeth that 
require only minor modifications to their coronal 
portions, (2) those that are to have restorations other 
than complete coverage crowns, and (3) those that 
are to have crowns (complete coverage). 

Abutment teeth that require only minor modifica- 
tions include teeth with sound enamel, those with 
small restorations not involved in the removable par- 
tial denture design, those with acceptable restora- 
tions that will be involved in the removable partial 
denture design, and those that have existing crown 
restorations requiring minor modification that will 
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not jeopardize the integrity of the crown. The latter 
may exist either as an individual crown or as the 
abutment of a fixed partial denture. 

The use of unprotected abutments has been dis- 
cussed previously. Although complete coverage of all 
abutments may be desirable, it is not always possible 
or practical. The decision to use unprotected abut- 
ments involves certain risks of which the patient 
must be advised and includes responsibi ity for 
maintaining oral hygiene and caries control. M aking 
crown restorations fit existing denture clasps is a dif- 
ficult task; however, the fact that it is possible may 
influence the decision to use uncrowned but other- 
wise sound teeth as abutments. 

Complete coverage restorations provide the best 
possible support for occlusal rests. If the patient's eco- 
nomic status or other factors beyond the control of the 
dentist prevent the use of complete coverage restora- 
tions, then an amalgam alloy restoration if properly 
condensed is capable of supporting an occlusa rest 
without appreciable flow for a long period. Any exist- 
ing silver amalgam alloy restoration about which there 
is any doubt should be replaced with new amalgam 
restorations. This should be done before the prepara- 
tion of guiding planes and occlusal rest seats to allow 
the restoration to reach maximum strength and to be 
polished. 

Continued improvement in dimensional stabil- 
ity, strength, and wear resistance of composite resin 
restorations will add another dimension to the prepa- 
ration and modification of abutment teeth for remov- 
able partial dentures that should be less invasive than 
placement of complete coverage restorations and 
more economica 



SEQUENCE OF ABUTMENT 
PREPARATIONS ON SOUND ENAMEL 
OR EXISTING RESTORATIONS 


Abutment preparations on sound enamel or on exist- 
ing restorations that have been judged as acceptable 
should be done in the following order: 

1. Proximal surfaces parallel to the path of placement 
should be prepared to provide guiding planes 
(Figure 14-1, A). 

2. Tooth contours should be modified (Figure 14-1, 
B and C), lowering the height of contour so that 
(a) the origin of the circumferential clasp arms 
may be placed well below the occlusal surface, 
preferably at the junction of the middle and gingi- 
val thirds; (b) retentive clasp terminals may be 
placed in the gingival third of the crown for better 
esthetics and better mechanical advantage; and 
(c) reciprocal clasp arms may be placed on and 
above a height of contour that is no higher than 
the cervical portion of the middle third of the 
crown of the abutment tooth. 


3. After alterations of axial contours are accom- 
plished and before rest seat preparations are 
instituted, an impression of the arch should be 
made in irreversible hydrocolloid and a cast 
formed in a fast-setting stone. This cast can be 
returned to the surveyor to determine the ade- 
quacy of axial alterations before proceeding with 
rest seat preparations. If axial surfaces require 
additional axial recontouring, it can be per- 
formed during the same appointment and with- 
out compromise. 

4. Occlusal rest areas should be prepared that will 
direct occlusal forces along the long axis of the 
abutment tooth (Figure 14-1, D). Mouth prepara- 
tion should follow the removable partial denture 
design that was outlined on the diagnostic cast at 
the time the cast was surveyed and the treatment 
plan confirmed. Proposed changes to abutment 
teeth should be made on the diagnostic cast and 
outlined in colored pencil to indicate the area, 
amount, and angulation of the modification to 
be done (see Chapter 12). Although occlusal rest 
seats may also be prepared on the diagnostic cast, 
indication of their location in colored pencil is 
usually sufficient for the experienced dentist 
because rest preparations follow a definite pattern 
(see Chapter 6). 


ABUTMENT PREPARATIONS USING 
CONSERVATIVE RESTORATIONS 


Conventional inlay preparations are permissible on 
the proximal surface of a tooth not to be contacted 
by a minor connector of the removable partial den- 
ture. On the other hand, proximal and occlusal sur- 
faces that support minor connectors and occlusal 
rests require somewhat different treatment. The 
extent of occlusal coverage (i. e., whether cusps are 
covered) will be governed by the usual factors, such 
as the extent of caries, the presence of unsupported 
enamel walls, and the extent of occlusal abrasion 
and attrition. 

When an inlay is the restoration of choice for an 
abutment tooth, certain modifications of the outline 
form are necessary. To prevent the buccal and lingual 
proximal margins from lying at or near the minor 
connector or the occlusal rest, these margins must be 
extended well beyond the line angles of the tooth. 
This additional extension may be accomplished by 
widening the conventional box preparation. However, 
the margin of a cast restoration produced for such a 
Dreparation may be quite thin and may be damaged 
Dy the clasp during placement or removal of the 
removable partial denture. This hazard may be pre- 
vented by extending the outline of the box beyond the 
line angle, thus producing a strong restoration- 
to-tooth junction. 
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Figure 14-1 Abutment contours should be altered during mouth preparations in the follow- 
ing sequence. A, Proximal surface is prepared parallel to path of insertion to create guiding 
plane. B, Height of contour on buccal (and lingual) is lowered when necessary to permit 
clasp placement to be located more favorably (i. e., middle-gingival third). Tooth reduction 
should be parallel to the guide plane reduction, followed by contouring the tooth occlusal to 
the new height of contour to allow a gradual convergence. C, Labial reduction demonstrat- 
ing favorable location of height of contour and mesio-buccal undercut location. Occlusal 
convergence of height of contour is also evident. D, Spoon-shaped disto-occlusal rest prepa- 
ration that will direct occlusal forces along long axis of tooth should be the final step in 
mouth preparations. 


In this type of preparation, the pulp is particularly 
vulnerable unless the axial wall is curved to conform 
to the external proximal curvature of the tooth. When 
caries is of minimal depth, the gingival seat should 
have an axial depth at all points about the width of a 
No. 559 fissure bur. It is of utmost importance that 


the gingival seat be placed where it can be easily 
accessed to maintain good oral hygiene. The proxi- 
mal contour necessary to produce the proper guid- 
ing plane surface and the close proximity of the 
minor connector render this area particularly vulner- 
able to future caries. Every effort should be made to 
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provide the restoration with maximum resistance 
and retention, and with clinically imperceptible mar- 
gins. The first requisite can be satisfied by preparing 
opposing cavity walls 5° or less from parallel and 
producing flat floors and sharp, clean line angles. 

It is sometimes necessary to use an inlay on a 
mandibular first premolar for the support of an indi- 
rect retainer. The narrow occlusal width buccolin- 
gually and the lingual inclination of the occlusal 
surface of such a tooth often complicate the two- 
surface inlay preparation. Even the most exacting 
occlusal cavity preparation often leaves a thin and 
weak lingual cusp remaining. 

ABUTMENT PREPARATIONS USING 
CROWNS 

When multiple crowns are to be restored as removable 
partial denture abutments, it is best that all wax pat- 
terns be made at the same time. A cast of the arch with 
removable dies maybe used if they are stable and suf- 
ficiently keyed for accuracy. If preferred, contouring 
wax patterns and making them parallel may be done 
on a solid cast of the arch (Figure 14-2), with individual 
dies to refine margins. Modern impression materials 
and indirect techniques make either method equally 
satisfactory. 

The same sequence for preparing teeth in the 
mouth applies to the contouring of wax patterns. 
After the cast has been placed on the surveyor to 
conform to the selected path of placement and after 
the wax patterns have been preliminarily carved for 
occlusion and contact, proximal surfaces that are to 
act as guiding planes are carved parallel to the path 
of placement with a surveyor blade. Guiding planes 
are extended from the marginal ridge to the junction 
of the middle and gingival thirds of the involved 
tooth surface. One must be careful not to extend the 
guiding plane to the gingival margin, because the 



Figure 14-2 Solid cast of multiple abutment crowns for a 
removable partial denture. Wax patterns for crown #s 21, 28, 
30, and 31 can be completed at the same time using the 
identical cast orientation. This allows control of the path of 
insertion features on all fitting surfaces of the removable 
prostheses. 


minor connector must be relieved when it crosses 
the gingiva. A guiding plane that includes the occlusal 
two thirds or even one third of the proximal area 
is usually adequate without endangering gingival 
tissue. 

After the guiding planes are parallel and any other 
contouring is accomplished to accommodate the 
removable partial denture design, occlusal rest seats 
are carved in the wax pattern. This method has been 
outlined in Chapter 6. 

It should be emphasized that critical areas pre- 
pared in wax should not be destroyed by careless 
spruing or polishing. The wax pattern should be 
sprued to preserve paralleled surfaces and rest areas. 
Polishing should consist of little more than burnish- 
ing. Rest seat areas should need only refining with 
round finishing burs. If some interference by spruing 
is unpreventable, the casting must be returned to the 
surveyor for proximal surface refinement. This can 
be done accurately with the aid of a handpiece 
holder attached to the vertical spindle of the sur- 
veyor or some similar machining device. 

One of the advantages of making cast restorations 
for abutment teeth is that mouth preparations that 
would otherwise have to be done in the mouth may 
be done on the surveyor with far greater accuracy. It 
is generally impossible to make several proximal sur- 
faces parallel to one another when preparing them 
intraorally. The opportunity for contouring wax pat- 
terns and making them parallel on the surveyor in 
relation to a path of placement should be used to its 
full advantage whenever cast restorations are being 
made (Figure 14-3). 

The ideal crown restoration for a removable partial 
denture abutment is the complete coverage crown, 
which can be carved, cast, and finished to ideally 



Figure 14-3 Metal ceramic crowns for teeth #s 4 and 5 
demonstrating occlusal rests in metal and evidence of palatal 
finishing procedures. Distal surface of tooth #4 provides a 
guide plane surface that is continued on to a portion of the 
lingual surface for maximum stabilization. 
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satisfy all requirements for support, stabilization, and 
retention without compromise for cosmetic reasons. 
Porcelain veneer crowns can be made equally satis- 
factory but only by the added step of contouring the 
veneered surface on the surveyor before the final 
glaze. If this is not done, retentive contours may be 
excessive or inadequate. 

The three-quarter crown does not permit creating 
retentive areas as does the complete coverage crown. 
However, if buccal or labial surfaces are sound and 
retentive areas are acceptable or can be made so by 
slight modification of tooth surfaces, the three-quarter 
crown is a conservative restoration of merit. The same 
criteria apply in the decision to leave a portion of an 
abutment unprotected as in the decision to leave any 
tooth unprotected that is to serve as a removable par- 
tial denture abutment. 

Regardless of the type of crown used, the prepa- 
ration should be made to provide the appropriate 
depth for the occlusal rest seat. This is best accom- 
plished by altering the axial contours of the tooth to 
the ideal before preparing the tooth and creating a 
depression in the prepared tooth at the occlusal rest 
area (Figure 14-4). Because the location of occlusal 
rests is established during treatment planning, this 
information will be known in advance of any tooth 
preparations. If, for example, double occlusal rests 
are to be used, this will be known so that the tooth 
can be prepared to accommodate the depth of both 
rests. It is inexcusable when waxing a pattern to find 
that a rest seat has to be made more shallow than is 
desirable because of posttreatment planning. It can 
also create serious problems when having to make a 
rest seat shallow in an existing crown or inlay because 
its thickness is not known. The opportunity for creat- 
ing an ideal rest seat (if it has been properly planned) 
depends only on the few seconds it takes to create 
a space for it. 



Figure 14-4 Metal-ceramic crown preparation on tooth #21 
showing MO rest space provided in the crown preparation at 
the mesial. Inset shows perspective of the vertical height this 
provides for the rest to be prepared in the wax pattern. 


Ledges on Abutment Crowns 

In addition to providing abutment protection, more 
ideal retentive contours, definite guiding planes, 
and optimum occlusal rest support, complete cov- 
erage restorations on teeth used as removable par- 
tial denture abutments offer still another advantage 
not obtainable on natural teeth. This is the crown 
ledge or shoulder, which provides effective stabiliza- 
tion and reciprocation. 

The functions of the reciprocal clasp arm have 
been stated in Chapter 6. Briefly, these are recip- 
rocation, stabilization, and auxiliary indirect reten- 
tion. Any rigid reciprocal arm may provide horizontal 
stabilization if it is located on axial surfaces parallel 
to the path of placement. To a large extent, because 
it is placed at the height of convexity, a rigid recipro- 
cal arm may also act as an auxiliary indirect retainer. 
However, its function as a reciprocating arm against 
the action of the retentive clasp arm is limited only 
to stabilization against possible orthodontic move- 
ment when the denture framework is in its terminal 
position. Such reciprocation is needed when the 
retentive clasp produces an active orthodontic force 
because of accidental distortion or improper design. 
Reciprocation to prevent transient horizontal forces 
that may be detrimental to abutment stability is 
most needed when the restoration is placed or 
when a dislodging force is applied. Perhaps the term 
orthodontic force is incorrect, because the term sig- 
nifies a slight but continuous influence that would 
logically reach equilibrium when the tooth is ortho- 
dontically moved. Instead the transient forces of 
placement and removal are intermittent but force- 
ful, which can lead to periodontal destruction and 
eventual instability rather than to orthodontic 
movement. 

True reciprocation is not possible with a clasp 
arm that is placed on an occ usally inclined tooth 
surface because it does not become effective until 
the prosthesis is fully seated. When a dislodging 
force is applied, the reciprocal clasp arm, along 
with the occlusal rest, breaks contact with the 
supporting tooth surfaces, and they are no longer 
effective. Thus as the retentive clasp flexes over 
the height of contour and exerts a horizontal force 
on the abutment, reciprocation is nonexistent just 
when it is needed most (Figure 14-5). 

True reciprocation can be obtained only by cre- 
ating a path of placement for the reciprocal clasp 
arm that is parallel to other guiding planes. In this 
manner the inferior border of the reciprocal clasp 
makes contact with its guiding surface before the 
retentive clasp on the other side of the tooth 
begins to flex (Figure 14-6). Thus reciprocation 
exists during the entire path of placement and 
removal. The presence of a ledge on the abutment 
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crown acts as a terminal stop for the reciprocal 
clasp arm. It also augments the occlusal rest and 
provides indirect retention for a distal extension 
removable partial denture. 


Path of placement 


Height of 
contour 




Height of 
contour 


A B 

Figure 14-5 A, Incorrect relationship of retentive and recipro- 
cal clasp arm to each other when removable partial denture 
framework is fully seated. As retentive clasp arm flexes over 
height of contour during placement and removal, reciprocal 
clasp arm cannot be effective because it is not in contact with 
tooth until denture framework is fully seated. B, Horizontal 
forces applied to abutment tooth as retentive clasp flexes over 
height of contour during placement and removal. Open circle 
at top and bottom illustrates that retentive clasp is only passive 
at its first contact with tooth during placement and when in its 
terminal position with denture fully seated. During placement 
and removal, rigid clasp arm placed on opposite side of tooth 
cannot provide resistance against these horizontal forces. See 
Figure 14-6 for a method to ensure true reciprocation. 


A ledge on an abutment crown has still another 
advantage. The usual reciprocal clasp arm is half- 
round, and therefore convex, and is superimposed 
on and increases the bulk of an already convex 
surface. A reciprocal clasp arm built on a crown 
ledge is actually inlayed into the crown and repro- 
duces more normal crown contours (see Figure 
14-fr).The patient's tongue then contacts a contin- 
uously convex surface rather than the projection 
of a clasp arm. Unfortunately the enamel is nei- 
ther thick enough nor the tooth so shaped that an 
effective ledge can be created on an unrestored 
tooth. Narrow enamel shoulders are sometimes 
used as rest seats on anterior teeth, but these do 
not provide the parallelism that is essential to 
reciprocation during placement and removal. 

The crown ledge may be used on any complete 
or three-quarter crown restored surface that is 
opposite the retentive side of an abutment tooth. It 
is used most frequently on premolars and molars 
but also may be used on canine restorations. It is 
not ordinarily used on buccal surfaces for recipro- 
cation against lingual retention because of the 
excessive display of metal, but it may be used just 
as effectively on posterior abutments when esthet- 
ics is not a factor. 

The fact that a crown ledge is to be used 
should be known in advance of crown preparation 
to ensure sufficient removal of tooth structure in 



D E 

Figure 14-6 A, Preparation of ledge in wax pattern with surveyor blade parallel to path of 
placement. B, Refinement of ledge on casting, using suitable stone or milling device in hand- 
piece attached to dental surveyor or specialized drill press for same purpose. C, Approximate 
width and depth of ledge formed on abutment crown, which will permit reciprocal clasp 
arm to be inlaid within normal contours of tooth. D, True reciprocation throughout full path 
of placement and removal is possible when reciprocal clasp arm is inlaid onto ledge on 
abutment crown. E, Direct retainer assembly is fully seated. Reciprocal arm restores lingual 
contour of abutment. 
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this area. Although a shoulder or ledge is not 
included in the preparation itself, adequate space 
must be provided so that the ledge may be made 
sufficiently wide and the surface above it made 
Darallel to the path of placement. The ledge should 
De placed at the junction of the gingival and mid- 
dle thirds of the tooth, curving slightly to follow the 
curvature of the gingival tissue. On the side of the 
tooth where the clasp arm will originate, the ledge 
must be kept low enough to allow the origin of the 
clasp arm to be wide enough for sufficient strength 
and rigidity. 

In forming the crown ledge, which is usually 
located on the lingual surface, the wax pattern of 
the crown is completed— except for refinement of 
the margins— before the ledge is carved. After the 
proximal guiding planes and the occlusal rests and 
retentive contours are formed, the ledge is carved 
with the surveyor blade so that the surface above 
is parallel to the path of placement. Thus a contin- 
uous guiding plane surface will exist from the 
proximal surface around the lingual surface. 

The full effectiveness of the crown ledge can 
only be achieved when the crown is returned to 


the surveyor for refinement after casting. To afford 
true reciprocation, the crown casting must have a 
surface above the ledge that is parallel to the path 
of placement. This can be accomplished with pre- 
cision only by machining the casting parallel to 
the path of placement with a handpiece holder in 
the surveyor or some other suitable machining 
device (Figure 14-7). Similarly the parallelism of 
proximal guiding planes needs to be perfected 
after casting and polishing. Although it is possible 
to approximate parallelism and, at the same time, 
form the crown ledge on the wax pattern with a 
surveyor blade, some of its accuracy is lost in cast- 
ing and polishing. The use of suitable burs, such 
as No. 557, 558, and 559 fissure burs and true 
cylindrical carborundum stones in the handpiece 
holder, permits the paralleling of all guiding 
planes on the finished casting with the accuracy 
necessary for the effectiveness of those guiding 
plane surfaces. 

The reciprocal clasp arm is ultimately waxed on 
the investment cast so that it is continuous with the 
ledge inferiorlyand contoured superiorly to restore 
the crown contour, including the tip of the cusp. 




B 

Figure 14-7 Milling of surveyed crowns to prepare parallel surfaces, internal rest seats, 
lingual grooves, and ledges in cast restorations requires use of either a specialized milling 
machine, or a handpiece holder attached to a surveyor, as shown in A. This allows final 
adjustments to surveyed crowns before cementation, and assures maximum parallelism or 
ledge preparation. B, Close-up of proximal guide plane preparation with metal finishing bur. 
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It is obvious that polishing must be controlled so as 
not to destroy the form of the shoulder that was 
prepared in wax or the parallelism of the guiding 
plane surface. It is equally vital that the removable 
partial denture casting be finished with great care 
so that the accuracy of the counterpart is not 
destroyed. Modern investments, casting alloys, and 
polishing techniques make this degree of accuracy 
possible. 

Spark Erosion 

Spark erosion technology is a highly advanced sys- 
tem for producing the ultimate in precision fit of 
the reciprocal arm to the ledge on the casting. This 
technology uses a tool system that permits repo- 
sitioning the casting with great accuracy and an 
electric discharge machine that is programmed 
to erode minute metal particles through periodic 
spark intervals. 

Regardless of the method or technique used, it 
is imperative that the predetermined cast orien- 
tation be maintained to ensure that ledges and 
proximal guide planes remain parallel. 


Veneer Crowns for Support of Clasp Arms 

For cosmetic reasons, resin and porcelain veneer 
crowns are used on abutment teeth that would other- 
wise display an objectionable amount of metal. They 
may be in the form of porcelain veneers retained 
by pins and cemented to the crown; porcelain fused 
directly to a cast metal substructure; porcelain fused to 
a machined coping; cast porcelain; pressed ceramic 
crowns; computer assisted designed and machined 
ceramic restorations; or acrylic resin processed directly 
to a cast crown. The development of abrasion-resistant 
composites offers materials suitable for veneering that 
can withstand clasp contact, thereby eliminating an 
undesirable display of metal. 

Veneer crowns must be contoured to provide suit- 
able retention. This means that the veneer must be 
slightly overcontoured and then shaped to provide 
the desired undercut for the location of the reten- 
tive clasp arm (Figure 14-8). If the veneer is of porce- 
lain, this procedure must precede glazing; if it is of 
resin, it must precede final polishing. If this impor- 
tant step in making veneered abutments is neglected 
or omitted, excessive or inadequate retentive con- 
tours may result. 

In limited clinical trials, porcelain laminates have 
demonstrated resistance to wear for the equivalent 
of 5 years. The porcelain, however, resulted in slight 
wear on the clasps. 

The flat underside of the cast clasp makes suffi- 
cient contact with the surface of the veneer so that 
abrasion of the resin veneer may result. Although 



Figure 14-8 Porcelain veneer crown is resurveyed following 
adjustment, glazing, and polishing. It is important to survey 
crowns returned from the laboratory prior to cementation. 
The best means to ensure control of all abutment contours for 
a removable partial denture is when surveyed crowns are 
used and they are resurveyed prior to permanent placement. 


the underside of the clasp may be polished (with 
some loss in accuracy of fit), abrasion results from 
the trapping and holding of food debris against the 
tooth surface as the clasp moves during function. 
Therefore, unless the retentive clasp terminal rests 
on metal, glazed porcelain should be used to ensure 
the future retentiveness of the veneered surface. Pres- 
ent-day acrylic resins, being cross-linked copoly- 
mers, will withstand abrasion for considerable time 
but not nearly to the same degree as porcelain. 
Therefore acrylic resin veneers are best used in con- 
junction with metal that supports the half-round 
clasp terminal. 


SPLINTING OF ABUTMENT TEETH 


Often a tooth is considered too weak to use alone as 
a removable partial denture abutment because of 
the short length or excessive taper of a single root 
or because of bone loss resulting in an unfavorable 
crown-root ratio. In such instances, splinting to the 
adjacent tooth or teeth can be used as a means of 
improving abutment support. Thus two single-rooted 
teeth serve as a multirooted abutment. 

Splinting should not be used to retain a tooth that 
would otherwise be condemned for periodontal rea- 
sons. When the length of service of a restoration 
depends on the serviceability of an abutment, any 
periodontal^ questionable tooth should be con- 
demned in favor of using an adjacent healthy tooth 
as the abutment, even though the span is increased 
one tooth by doing so. 

The most common application ofthe use of multi- 
ple abutments is the splinting of two premolars or 
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a first premolar and a canine (Figure 14-9). M andibu- 
lar premolars generally have round and tapered roots, 
which are easily loosened by rotational and tipping 
forces. They are the weakest of the posterior abut- 
ments. Maxillary premolars also often have tapered 
roots, which may make them poor risks as abut- 
ments, particularly when they will be called on to 
resist the leverage of a distal extension base. Such 
teeth are best splinted by casting or soldering two 
crowns together. When a first premolar to be used as 
an abutment has poor root form or support, it is best 
that it be splinted to the stronger canine. 

Anterior teeth on which lingual rests are to be 
placed often must be splinted together to prevent 
orthodontic movement of individual teeth. M andibu- 
lar anterior teeth are seldom used for support, but if 
they are, splinting of the teeth involved is advisable. 
When splinting is impossible, individual lingual rests 
on cast restorations may be slightly inclined apical ly 
to prevent possible tooth displacement, or lingual 
rests may be used in conjunction with incisal rests, 
slightly engaging the labial surface of the teeth. 

Lingual rests should always be placed as low on 
the cingulum as possible, and single anterior teeth, 
other than canines, should not be used for occlusal 
support. Where lingual rests are used on central 
and lateral incisors, as many teeth as possible 
should be included to distribute the load, thereby 
minimizing the force on any one tooth. Even so, 
some movement of individual teeth is likely to 
occur, particularly when they are subjected to the 
forces of indirect retention or when bone support is 
compromised. This is best prevented by splinting 
several teeth with united cast restorations. The con- 
dition of the teeth and cosmetic considerations will 
dictate whether complete crowns, three-quarter 
crowns, pin ledge inlays, resin-bonded retainers, 
or composite restorations will be used for this 
purpose. 



figure 14-9 First premolars and canines have been splinted 
in this Class I, mod 1, partially edentulous arch. Splint bar was 

added to provide cross-arch stabilization for splinted abut- 
ments and to support and retain anterior segment of remov- 
able restoration. Prospective longevity of abutments has been 
enhanced. 


Splinting of molar teeth for multiple abutment 
support is less frequently used because they are gen- 
erally multirooted. A two- or three-rooted tooth that 
is not strong enough alone is probably a poor abut- 
ment risk. However, there may be notable excep- 
tions when a molar abutment would benefit from 
the effect of splinting as in a hemisected molar root 
(Figure 14-10). 

m USE OF ISOLATED TEETH 
| AS ABUTMENTS 

The average abutment tooth is subjected to some 
distal tipping, rotation, torquing, and horizontal 
movement, all of which must be held to a minimum 
by the quality of tissue support and the design of the 
removable partial denture. The isolated abutment 
tooth, however, is subjected also to mesial tipping 
because of lack of proximal contact. Despite indirect 
retention, some lifting of the distal extension base is 
inevitable, causing torque to the abutment. 

In a tooth-supported prosthesis, an isolated tooth 
may be used as an abutment by including a fifth 
abutment for additional support. Thus rotational 
and horizontal forces are resisted by the additional 
stabilization obtained from the fifth abutment. When 
two such isolated abutments exist, a sixth abutment 
should be included for the same reason. Thus the 
two canines, the two isolated premolars, and the two 
posterior teeth are used as abutments. 

In contrast, an isolated anterior abutment adja- 
cent to a distal extension base usually should be 
splinted to the nearest tooth by means of a fixed par- 
tial denture. The effect is twofold: (1) the anterior- 
edentulous segment is eliminated, thereby creating 
an intact dental arch anterior to the edentulous 
space; and (2) the isolated tooth is splinted to the 
other abutment of the fixed partial denture, thereby 
providing multiple abutment support. Splinting 
should be used here only to gain multiple abutment 
support rather than to support an otherwise weak 
abutment tooth. 

Although splinting is advocated for abutment 
teeth that are considered too weak to risk using 
alone, a single abutment standing alone in the dental 
arch anterior to a distal extension basal seat gener- 
ally requires the splinting effect of a fixed partial den- 
ture (Figures 14-11 and 14-12). Even though the form 
and length of the root and the supporting bone seem 
to be adequate for an ordinary abutment, the fact 
that the tooth lades proximal contact endangers the 
tooth when it is used to support a distal extension 
base removable partial denture. 

A second factor that may influence the decision to 
use an isolated tooth as an abutment is an esthetic 
consideration. However, neither esthetics nor eco- 
nomics should deter the dentist from recommending 
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Figure 14-10 A, Periodontal disease required removal of #30 distal and #31 mesial roots. 

B, First premolar and hemi-sected roots were splinted using a 5-unit fixed partial denture. 

C, Fixed prosthesis provided cross-arch support, stability, and retention to a Kennedy Class II 
removable partial denture. 



Figure 14-11 Lone standing premolar should be splinted to 
canine with fixed partial denture. Not only will design of 
removable partial denture be simplified, but longevity of 
abutment service by premolar will be greatly extended. 


The economic aspect of using fixed restorations 
as part of the mouth preparations for a removable 
partial denture is essentially the same as for any 
other splinting procedure. The best design of the 
fixed partial denture, which will ensure the longevity 
of its service, makes the additional procedure and 
expense necessary. Although it must be recognized 
that economic considerations, combined with a par- 
ticularly favorabl'e prognosis of an isolated" tooth, 
may influence the decision to forego the advantages 
of using a fixed partial denture, the original treat- 
ment plan should include this provision even though 
the alternative method may be accepted for eco- 
nomic reasons. 


to the patient that an isolated tooth to be used as a 
terminal abutment be given the advantage of splint- 
ing by means of a fixed partial denture. If compro- 
mises are necessary, the patient must assume the 
responsibility for the use of the isolated tooth as an 
abutment. 


MISSING ANTERIOR TEETH 

When a removable partial denture is to replace miss- 
ing posterior teeth, especially in the absence of distal 
abutments, any additional missing anterior teeth are 
best replaced by means of fixed restorations rather 
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Figure 14-12 A, Isolated abutments have been splinted using splint bars. B, Removable par- 
tial denture is more adequately supported by splinting mechanism shown in A than could be 
realized with isolated abutments. 


than included in the removable partial denture. In 
any distal extension situation, some anteroposterior 
rotational action will result from the addition of an 
anterior segment to the denture. The ideal treatment 
plan, which would consider the anterior edentulous 
space separately, may result in conflict with eco- 
nomic and esthetic realities. Each situation must be 
treated according to its own merits. Often the best 
esthetic result can be obtained by replacing missing 
anterior teeth and tissue with the removable partial 
denture rather than with a fixed restoration. From a 
biomechanical standpoint, however, it is generally 
advisable that a removable partial denture should 
replace only the missing posterior teeth after the 
remainder of the anterior arch has been made intact 
by fixed restorations. 

Although the need for compromise is recognized, 
the decision to include an anterior segment on the 
denture depends largely on the support available for 
that part of the removable partial denture. The 
greater the number of natural anterior teeth remain- 
ing, the better the available support for the edentu- 
lous segment. If definite rest seats can be prepared 
on multiple abutments, the anterior segment may be 
treated as any other tooth-bounded modification 
space. Sound principles of rest support applyjust as 
much as elsewhere in the arch. Inclined tooth sur- 
faces should not be used for occlusal support, nor 
should rests be placed on unprepared lingual sur- 
faces. The best possible support for an anterior seg- 
ment is multiple support extending, if possible, 
posteriorly across prepared lingual rest seats on the 
canine teeth to mesioocclusal rest seats on the first 
premolars. Such support would permit the missing 


anterior teeth to be included in the removable partial 
denture, often with some cosmetic advantages over 
fixed restorations. 

In some instances the replacement of anterior 
teeth by means of a removab e partial denture can- 
not be prevented. However, without adequate tooth 
support, any such prosthesis will lack the stability 
that would exist from replacing only the posterior 
teeth with the removable partial denture and the 
anterior teeth with fixed restorations. When anterior 
teeth have been lost through accident or have been 
missing for some time, resorption of the anterior 
residual ridge may have progressed to the point that 
neither fixed nor removable pontics may be butted to 
the residual ridge. In such instances, for reasons of 
esthetics and orofacial tissue support, the missing 
teeth must be replaced with a denture base support- 
ing teeth that are more nearly in their origina posi- 
tion, considerably forward from the residual ridge. 
Although such teeth may be positioned to better cos- 
metic advantage, the contouring and coloring of a 
denture base to be esthetically pleasing require the 
maximum artistic effort of both the dentist and the 
technician. Such a removable partial denture, both 
from an esthetic and biomechanical standpoint, is 
one of the most difficult of all prosthetic restorations. 
However, a splint bar, connected by abutments on 
both sides of the edentulous space, will provide 
much-needed support and retention to the anterior 
segment of the removable partial denture. Because 
the splint bar will provide vertical support, rest seats 
on abutments adjacent to the edentu ous area need 
not be prepared, thus simplifying an anterior restora- 
tion to some extent. 
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Recognition is given to the concept of dual path of 
placement to enhance the esthetic replacement of 
missing anterior teeth with a removable partial. 
Sources of information on this concept are made 
available in the Selected Reading Resources of this 
text under Partial Denture Design. 


TEMPORARY CROWNS WHEN 
A REMOVABLE PARTIAL DENTURE 
S BEING WORN 



Occasionally an existing removable partial denture 
must remain serviceable while the mouth is being 
prepared for a new prosthesis. In such situations, 
temporary crowns must be made that will support 
the old removable partial denture and will not inter- 
fere with its placement and removal. Acrylic resin 
temporary crowns that duplicate the original form of 
the abutment teeth must be made. 

The technique for making temporary crowns to fit 
direct retainers is similar to that for other types of 
acrylic resin temporary crowns. The principal differ- 
ence is that an impression, using an elastic impression 
material, must be made of the entire arch with the 
existing removable partial denture in place. It is nec- 
essary that the removable partial denture remain in 
the impression, when it is removed from the mouth. 
If it remains in the mouth, it must be removed and 
inserted in the impression in its designated position. 
The impression, with the removable partial denture in 
place, is disinfected, wrapped in a wet paper towel (if 
irreversible hydrocolloid was used as the impression 
material), or placed in a plastic bag, and set aside 
while the tooth or teeth are being prepared for new 
crowns. 

After the preparations are completed and the 
impressions and jaw relation records have been 
made, the prepared teeth are dried and lubricated. 
The original impression is trimmed to eliminate any 
excess, undercuts, and interproximal projections that 
would interfere with the replacement of the impres- 
sion in the mouth. 

The methyl methacrylate acrylic resins, compos- 
ites, copolymers, and fiber-reinforced resins may 


porary crowns in 
dentures. Mak- 


serve as excellent materials for tern 
conjunction with removable partia 
ing temporary crowns requires a small mixing cup or 
dappen dish; a cement spatula; and a small, dispos- 
ab e, plastic syringe. Autopolymerizing acrylic resin 
of the appropriate tooth color is placed in the cup 
or dappen dish, and monomer is added to make a 
slight y viscous mix. The volume should be slightly in 
excess of the amount estimated to fabricate the tem- 
porary restorations. The mix should be spatulated 
to a smooth consistency and the mix immediately 
poured into the barrel of the disposable syringe. A 
small amount of the mix should be injected over and 


around the margins of the prepared teeth. The 
remaining material should be injected into the 
impression of the prepared teeth. The impression is 
seated into the mouth, where the dentist holds it in 
place until sufficient time has elapsed for it to reach 
a stiff, rubbery stage, or a consistency recommended 
by the manufacturer. This again must be based on 
experience with the particular resin used. At this 
time the impression is removed. The crowns may 
remain in the impression. If so, they are stripped out 
of the impression, all excess is trimmed away with 
scissors, and the crowns are reseated on the prepared 
abutments. The removable partial denture is then 
removed from the impression and reseated in the 
mouth onto the temporary crowns, which should be 
in a stiff-rubbery state. The patient may bring the 
teeth into occlusion to reestablish the former posi- 
tion and occlusal relationship of the existing remov- 
able partial denture. 

After the resin crown or crowns have polymerized, 
the removable partial denture is removed, and the 
crowns remain on the teeth. These are then carefully 
removed, contoured to accommodate oral hygiene 
access, trimmed, polished, and temporarily cemented. 
The result is a temporary crown that restores the orig- 
inal abutment contours and allows the removable 
partial denture to be placed and removed without 
interference, but providing the same support tem- 
porarily to the denture that existed before the teeth 
were prepared. 


Cementation of Temporary Crowns 

Cementation of temporary crowns may require slight 
relief of the internal surface of the crowns to accom- 
modate the temporary cement and to facilitate 
removal. The temporary cement should be thin and 
applied only to the inside gingival margin of the 
crowns to ensure complete seating. As soon as the 
temporary cement has hardened, the occlusion 
should be checked and adjusted accordingly. Regard- 
less of the type of temporary cement used, any excess 
that might irritate the gingivae should be removed. 

FABRICATING RESTORATI ONS TO HT 
EXISTING DENTURE RETAINERS 

It is often necessary that an abutment tooth be 
restored with a complete crown (or other restora- 
tion) that will fit the inside of the clasp of an oth- 
erwise serviceable removable partial denture. One 
technique for doing so is simple enough, but it 
requires that an indirect-direct pattern be made 
and therefore justifies a fee for service above that 
for the usual restoration. 

The technique for making a crown to fit the inside 
of a clasp is as follows: An irreversible hydrocolloid 
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impression of the mouth is made with the remov- 
able partial denture in place. This impression, which 
is used to make the temporary crown, is wrapped 
in a wet paper towel or placed in a plastic bag 
and set aside while the tooth is being prepared. 
Even though several abutment teeth are to be 
restored, it is usually necessary that each temporary 
restoration be completed before the next one is 
begun. This is necessary so that the original support 
and occlusal relationship of the removable partial 
denture can be maintained as each new temporary 
crown is being made. During the preparation of the 
abutment tooth, the removable partial denture is 
replaced frequently to ascertain that sufficient tooth 
structure is removed to allow for the thickness of 
the casting. When the preparation is completed, an 
individual impression of the tooth is obtained from 
which a stone die is made. A temporary crown is 
then made in the original irreversible hydrocolloid 
impression as outlined in the preceding paragraphs. 
It is trimmed, polished, and temporarily cemented, 
and the removable partial denture is returned to the 
mouth. The patient is dismissed after the excess 
cement has been removed. 

On the stone die made from the individual 
impression, a thin, autopolymerizing resin coping 
will be formed with a brush technique. The stone 
die should first be trimmed to the finishing line of 
the preparation, which is then delineated with a 
pencil, and the die painted with a tinfoil substi- 
tute. A separating material, such as a tinfoil substi- 
tute, should be used and will form a thin film on a 
cold, dry surface. Not all tinfoil substitutes are 
suitable for this purpose. With autopolymerizing 
resin powder and liquid in separate dappen dishes 
and a fine brush, a coping of resin of uniform 
thickness is painted onto the die. This should 
extend not quite to the pencil line representing 
the limit of the crown preparation. After harden- 
ing, the resin coping may be removed, inspected, 
and trimmed if necessary. The thin film of foil sub- 
stitute should be removed before the coping is 
reseated onto the die. 

The wax pattern buildup on the resin coping is 
usually not begun until the patient returns. A 
sequence using a functional chew-in technique for 
occlusion would be followed, establishing proximal 
contact and contours appropriate for the clasp 
assembly as oudined below. 

First, the occlusal portion of the wax pattern is 
established by having the patient close into maxi- 
mum intercuspation, followed by excursive move- 
ments (Figure 14-13, A). The wax pattern is returned 
to the cast, and additions are made as required to 
dull areas. The process is repeated until a smooth 
occlusal registration has been obtained. Except for 


narrowing of the occlusal surface and the carving of 
grooves and spillways, this will be the occlusal 
anatomy of the finished restoration. 

The second step is the addition of sufficient wax 
to establish contact relations with the adjacent 
tooth. At this time, the occlusal relation of the mar- 
ginal ridges also must be established. Next, wax is 
added to buccal and lingual surfaces where the 
clasp arms will contact the crown, and the wax pat- 
tern is again reseated in the mouth. The clasp arms, 
minor connectors, and occlusal rests involved on 
the removable partial denture are carefully warmed 
with a needlepoint flame, carefully avoiding any 
adjacent resin, and the removable partial denture is 
positioned in the mouth and onto the wax pattern 
(Figure 14-13, B). Several attempts maybe neces- 
sary until the removable partial denture is fully 
seated and the components of the clasp are clearly 
recorded in the wax pattern. Each time the remov- 
able partial denture is removed, the pattern will 
draw with it and must be teased out of the clasp. 

When contact with the clasp arms and the 
occlusal relation of the removable partial denture 
have been established satisfactorily, the temporary 
crown may be replaced and the patient dismissed. 
The crown pattern is completed on the die by nar- 
rowing the occlusal surface buccolingually, adding 
grooves and spillways, and refining the margins. * 
Any wax ledge remaining below the reciprocal 
clasp arm may be left to provide some of the 
advantages of a crown ledge, which were described 
earlier in this chapter. Excess wax remaining below 
the retentive clasp arm, however, must be removed 
to permit the addition of a retentive undercut later 
(Figure 14-13, C). 

If a veneer material is to be added, the veneer 
space must now be carved in the wax pattern. In 
such situations, the contour of the veneer may be 
recorded by making a stone matrix of the buccal 
surface, which can be repositioned on the com- 
pleted casting to ensure the proper contour of the 
composite veneer. 

The wax pattern must be sprued with care so that 
essential areas on the pattern are not destroyed. After 
casting, the crown should be subjected to a mini- 
mum of polishing, because the exact form of the 
axial and occlusal surfaces must be maintained. 


*M argins on all crown and inlay wax patterns can be refined with 
S. S. White red casting wax, which contrasts with the blue or green 
wax used for the pattern and permits the carving of delicate mar- 
gins with accuracy. The preferred wax for the body of crown and 
inlay patterns is Maves inlay wax. This wax is available in both 
cone and stick form and has excellent carving properties and 
color. 
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Figure 14-13 Making of cast crown to fit existing removable partial denture clasp. A, Thin 
acrylic resin coping is first made on individual die of prepared tooth. Inlay wax is then added 
and coping placed onto prepared tooth where occlusal surfaces and contact relations are 
established directly in mouth. Clasp assembly is warmed with needlepoint flame only enough 
to soften inlay wax, and removable partial denture is placed in mouth where it is guided gen- 
tly into place by opposing occlusion. This step must be repeated several times and excess wax 
removed or wax added until full supporting contact with underside of clasp assembly has 
been established, with denture fully seated. Usually wax pattern withdraws with denture and 
must be gently teased out of clasp each time. B, Wax pattern is then placed back onto individ- 
ual die to complete occlusal anatomy and refine margins. Excess wax remaining below 
impression of retentive clasp arm must be removed, but wax ledge may be left below recipro- 
cal clasp arm. C, Finished casting in mouth. Terminus of retentive clasp is then readapted to 
engage undercut. It is frequently necessary to remove some interference from casting, as indi- 
cated by articulating paper placed between clasp and crown, until clasp is fully seated. 


Because it is impossible to withdraw a clasp arm 
from a retentive undercut on the wax pattern, the 
casting must be made without any provision for 
clasp retention. After the crown has been tried in 
the mouth with the denture in place, the location of 
the retentive clasp terminal is identified by scoring 
the crown with a sharp instrument. Then the crown 
may be ground and polished slightly in this area 
to create a retentive undercut. The clasp terminal 
then may be carefully adapted into this undercut, 
thereby creating clasp retention on the new crown. 

An alternate method for making crowns to fit 
existing retainers uses mounted casts with the 
removable prosthesis adapted to the working cast 
to develop the occlusal surfaces for the involved 
crowns. 

Ideally, all abutment teeth would best be pro- 
tected with complete crowns before the removable 
partial denture is fabricated. Except for the pos- 
sibility of recurrent caries because of defective 
crown margins or gingival recession, abutment 


teeth so protected may be expected to give many 
years of satisfactory service in the support, stabi- 
lization, and retention of the removable partial 
denture. Economically a policy of insisting on 
complete coverage for all abutment teeth may well 
be justified from a long-term viewpoint. It must be 
recognized, however, that in practice complete 
coverage of all abutment teeth is not always possi- 
ble at the time of treatment planning. M any factors 
influence the future health status of an abutment 
tooth, some of which cannot be foreseen. It is nec- 
essary that the dentist be able to treat abutment 
teeth that later become defective so that their serv- 
ice as abutments may be restored and serviceabil- 
ity of the removable partial denture maintained. 
Although not part of the original mouth prepara- 
tions, this service accomplishes much the same 
objective by providing support, stability, and reten- 
tion, and the dentist must be technically capable of 
providing this removable partial denture service 
when it becomes necessary. 
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SELF-ASSESSMENT Al DS 

1. What does the use of a terminal molar abutment 
contribute to a removable partial denture? 

2. Endodontic treatment of any tooth in the arch 
(when indicated) should be performed before 
making a final impression for a removable restora- 
tion. Why? 

3. If one is faced with a single posterior abutment 
(second molar), and there is some doubt that it 
can be retained and used as one end of a tooth- 
supported base, what options are available for 
design of the denture? 

4. Abutment preparations on sound enamel should 
be accomplished in a definite order with the 
altered and designed diagnostic cast used as a 
blueprint. Give the order of preparation, includ- 
ing a method to check this preparation. 

5. What is the danger of preparing an occlusal rest 
seat before contouring the guiding plane? 

6. Inlay preparations on teeth to be used as remov- 
able partial denture abutments differ from conven- 
tional inlay preparations in three requirements. 
What are they? 

7. Where is the most vulnerable area on an abut- 
ment tooth, with regard to cleanliness? 

8. Give the sequence of contouring wax patterns for 
abutment restorations to obtain ideal contours 
for optimum location of components by use of a 
dental cast surveyor. 

9. A rest seat is carved on the occlusal surface of a 
complete coverage crown wax pattern for a pos- 
terior abutment. The occlusal morphology has 
been carved to satisfy occlusal requirements, 
and axial contours have also been accom- 
plished. The rest seat preparation, however, is 
inadequate because of its shallowness, created 
by insufficient room between the preparation 
and opposing occlusion in the area of the rest 
seat. What options exist to prevent a compro- 
mised result? 

10. Crown ledges, parallel to the path of placement, 
are often carved on the lingual surfaces of abut- 
ment crowns. How does this enhance the direct 
retainer assembly? 

11. Contrast the quality of reciprocation afforded by 
a crown ledge on a molar abutment and that 


offered by the lingual surface of an unrestored 
molar abutment. 

12. Explain the method of preparing a lingual ledge on 
the wax pattern for an abutment crown. Include 
its depth, width, extent, and definitive location. 

13. How may the crown ledge be refined after the 
crown has been cast? 

14. Describe the contour of the component of the 
direct retainer assembly that occupies the crown 
ledge preparation. 

15. It is rare that the ceramic surface of a cer- 
amometal crown can be fabricated and finished 
freehand to exhibit the exact planned height of 
contour for a retentive clasp arm. How may a 
surveyor be used to ensure that the planned 
location of the height of contour is established? 
At what stage in the fabrication of the crown 
should the procedure be undertaken? 

16. Splinting of adjacent teeth is sometimes indi- 
cated as a means of gaining multiple abutment 
support. What examination data would indicate 
that splinting should be performed? 

17. Where is the most common application of multi- 
ple abutments by splinting found in an arch? 

18. Often the design of a restoration requires lingual 
rests on lower anterior teeth. How can orthodon- 
tic movement of these teeth be minimized? 

19. Isolated abutments adjacent and anterior to 
edentulous residual ridges usually have a poor 
prognosis. What is the reason for this? 

20. An isolated anterior abutment adjacent to a dis- 
tal extension base, when splinted to the nearest 
tooth, provides two beneficial effects. What are 
these desirable effects? 

21. An isolated abutment adjacent to an extension 
base may be splinted to the nearest tooth by 
either a fixed partial denture or a 

22. Missing anterior teeth should be replaced with 
fixed partial dentures rather than included in a 
removable restoration. What are the contraindi- 
cations for the preceding treatment? 

23. On rare occasions an abutment tooth supporting 
a removable partial denture will have to be 
restored with an inlay or crown. Describe a pro- 
cedure whereby an abutment crown can be fab- 
ricated to fit an existing direct retainer. 
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IMPRESSION MATERIALS 

AND PROCEDURES FOR 
REMOVABLE PARTI AL DENTURES 


Rigid Materials 

Plaster of Paris 
Metallic Oxide Paste 
Thermoplastic Materials 

Modeling Plastic 

Impression Waxes and Natural Resins 
Elastic Materials 

Reversible Hydrocolloids 

Irreversible Hydrocolloids 

Mercaptan Rubber-Base Impression Materials 

Polyether Impression Materials 

Silicone Impression Materials 
Impressions of the Partially Edentulous Arch 


Important Precautions to Be Observed in the 
Handling of Hydrocolloid Impressions 

Step-by-step Procedure for Making a Hydrocolloid 
Impression 

Step-by-step Procedure for Making a Stone Cast From 

a Hydrocolloid Impression 
Possible Causes of an Inaccurate and/or a Weak Cast 
of a Dental Arch 
I ndividual I mpression Trays 

Technique for Making Individual Acrylic Resin 
Impression Trays 
Self- Assessment Aids 


Impression materials used in the various phases 
of partial denture fabrication may be classified 
as being rigid, thermoplastic, or elastic sub- 
stances. Rigid impression materials are those that set 
to a rigid consistency. Thermoplastic impression 
materials are those that become plastic at higher 
temperatures and resume their original form when 
cooled. Elastic impression materials are those that 
remain in an elastic or flexible state after they have 
set and have been removed from the mouth. 

Although rigid impression materials may be capa- 
ble of recording tooth and tissue details accurately, 
they cannot be removed from the mouth without 
fracture and reassembly. Thermoplastic materials 
cannot record minute details accurately because 
they undergo permanent distortion during with- 
drawal from tooth and tissue undercuts. Elastic 
materials are the only ones that can be withdrawn 
from tooth and tissue undercuts without permanent 
deformation and are therefore most generally used 


for making impressions for removable partial den- 
tures, immediate dentures, crowns, and fixed partial 
dentures when tooth and tissue undercuts and sur- 
face detail must be recorded with accuracy. 

RIGID MATERIALS* 

Plaster of Paris 

One type of rigid impression material is plaster 
of Paris, which has been used in dentistry for over 
200 years. Although all plaster of Paris impression 
materials are handled in approximately the same 
manner, the setting and flow characteristics of 
each manufacturer's product will vary. Some are 
pure and finely ground, with only an accelerator 


*Some of the historical parts of this discussion have been quoted 
or paraphrased from McCracken WL: Impression materials in 
prosthetic dentistry, Dent Clin North Am, 2: 671-684, 1958. 


271 


272 McCracken's Removable Partial Prosthodontics 


added to expedite setting within reasonable work- 
ing limits. Others are modified impression plasters 
in which binders and plasticizers have been added 
to permit limited border manipulation while the 
material is setting. These do not set as hard or 
fracture as cleanly as pure plaster of Paris and 
therefore cannot be reassembled with as much 
accuracy if fracture occurs. 

Plaster of Paris was once the only material 
available for removable partial denture impres- 
sions, but now elastic materials have completely 
replaced the impression plasters in this phase of 
prosthetic dentistry. It is still widely used for mak- 
ing accurate transfers of abutment castings or 
copings in the fabrication of fixed restorations and 
internal attachment dentures and for making rigid 
indexes and matrices for various purposes in pros- 
thetic dentistry. Modified impression plasters are 
used by many dentists to record maxillomandibu- 
lar relationships (see Figure 20-2, M-O). 

Metallic Oxide Paste 

A second type of rigid impression material is metallic 
oxide paste, which is usually some form of a zinc 
oxide-eugenol combination. A number of these 
pastes are available. However, they are not used as 
primary impression materials and should never be 
used for impressions that include remaining natural 
teeth. They are also not to be used in stock impres- 
sion trays. 

Metallic oxide pastes are manufactured with a 
wide variation of consistencies and setting char- 
acteristics. For convenience, most of them are dis- 
pensed from two tubes, which enables the dentist to 
dispense and mix the correct proportion from each 
tube on a mixing slab. The previously prepared tray 
for the edentulous ridge segments is loaded and 
positioned in the mouth with or without any attempt 
at border molding. Border molding with metallic 
oxide impression pastes is not advisable because 
wrinkles will occur if movement is permitted at the 
time the material reaches its setting state. 

As with all impression techniques, the accuracy of 
the primary impression and of the impression tray 
has a great influence on the final impression. Some 
metallic oxide pastes remain fluid for a longer period 
than do others, and some manufacturers claim that 
border molding is possible. In general, however, all 
metallic oxide pastes have one thing in common 
with plaster of Paris impression materials: they all 
have a setting time during which they should not be 
disturbed and after which no further border molding 
is effective. 

Metallic oxide pastes, being rigid substances, can 
be used as secondary impression materials for com- 
plete dentures and for extension base edentulous 


ridge areas of a removable partial denture if a custom 
impression tray has been properly designed and 
attached to the removable partial denture framework 
(see Chapter 16). 

Metallic oxide pastes can also be used as an 
impression material for relining distal extension den- 
ture bases and may be used successfully for this pur- 
pose if the original denture base has been relieved 
sufficiently to allow the material to flow without dis- 
placement of either the denture or the underlying 
tissue. 


f THERMOPLASTIC MATERIALS* 
Modeling Plastic 

Like plaster of Paris, modeling plastic is among the 
oldest impression materials used in prosthetic den- 
tistry. This material is most often used for border 
correction (border molding) of custom impression 
trays for Kennedy Class I and II removable partial 
denture bases. Modeling plastic is manufactured in 
several different colors, each color being an indica- 
tion of the temperature range at which the material 
is plastic and workable. A common error in the use 
of modeling plastic is that it is often subjected to 
higher temperatures than intended by the manufac- 
turer. It then becomes too soft and loses some of its 
favorable working characteristics. If a temperature- 
controlled water bath is not used, a thermometer 
should be used to maintain the water temperature. 
If modeling plastic is softened at a temperature 
above that intended by the manufacturer, the mate- 
rial becomes brittle and unpredictable. Also, there is 
the ever-present danger of burning the patient when 
the temperature used in softening the modeling 
plastic is too high. 

The most commonly used modeling plastic for 
corrected impressions of extension base areas is the 
red (red-brown) material in cake form that softens 
at about 132° F. It should never be softened at tem- 
peratures much above this. Neither it nor any other 
modeling plastic should be immersed in the water 
bath for an indefinite period. It should be dipped 
and kneaded until soft and subjected to no more 
heat than necessary before loading the tray and 
positioning it in the mouth. Then it may be flamed 
with an alcohol torch for the purpose of border 
molding, but it should always be tempered by being 
dipped back into the water bath before its return 
to the mouth to prevent burning the patient. The 
modeling plastic then may be chilled using a water 
spray before removal from the mouth, although this 


*Some of the historical parts of this discussion have been quoted 
or paraphrased from McCracken WL: Impression materials in 
prosthetic dentistry, Dent Clin North Am, 2:671-684, 1958. 
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is not necessary if care is used in removing the 
impression. During sectional flaming and border 
molding, the modeling plastic should be chilled in 
ice water after each removal from the mouth; then it 
may be trimmed with a sharp knife without danger 
of fracture or distortion. 

The red, gray, and green modeling plastics are 
obtainable in stick form for use in border molding 
an impression or an impression tray. The green 
material is the lowest fusing of the modeling plas- 
tics. The red and gray sticks have a higher and 
broader working range than do the cakes of like 
color so that they may be flamed without harming 
the material. The gray material in stick form is pre- 
ferred by some dentists for border molding because 
of its contrasting lighter color. The choice between 
the use of green and gray sticks is purely optional 
and entirely up to the dentist. 

Some dentists still prefer to use modeling plastic 
as a secondary impression material to record eden- 
tulous ridges in removable partial denture fabrica- 
tion. When this is done, it is generally used only as a 
means of building up the underside of the denture 
before recording the tissue with some secondary 
impression material (see Chapter 16). 

Impression Waxes and Natural Resins 

A second group of thermoplastic impression materi- 
als are those impression waxes and resins commonly 
spoken of as mouth-temperature waxes. The most 
familiar of these have been the Iowa wax* and the 
Korecta waxes, all of which were developed for spe- 
cific techniques. Knowledge of the characteristics of 
mouth-temperature waxes is important in using 
them correctly. 

The Iowa waxwas developed for use in recording 
the functional or supporting form of an edentulous 
ridge. It may be used either as a secondary impres- 
sion material or as an impression material for relin- 
ing the finished removable partial denture to obtain 
support from the underlying tissue. The mouth- 
temperature waxes lend themselves well to all relin- 
ing techniques, as they will flow sufficiently in the 
mouth to prevent displacement of tissue. As with any 
relining technique, it is necessary that sufficient 
relief and venting be provided to give the material 
the opportunity to flow. 

The difference between impression wax and mod- 
eling plastic is that impression waxes have the ability 
to flow as long as they are in the mouth and thereby 
permit equalization of pressure and prevent displace- 
ment. The modeling plastics flow only in proportion 
to the amount of flaming and tempering that can be 


*KerrCo., Romulus, M I. 

40-R M iner Dental, Concord, CA. 


done out of the mouth, and this does not continue 
after the plastic has approached mouth temperature. 
The principal advantage of mouth-temperature waxes 
is that given sufficient time they permit a rebound of 
tissue that may have been forcibly displaced. 

The impression waxes also may be used to correct 
the borders of impressions made of more rigid mate- 
rials, thereby establishing optimum contact at the 
border of the denture. All mouth-temperature wax 
impressions have the ability to record border detail 
accurately and include the correct width of the den- 
ture border. They also have the advantage of being 
correctable. 

Mouth-temperature waxes vary in their work- 
ing characteristics. They are designed primarily for 
impression techniques that attempt to record the tis- 
sue under an occlusal load. In such techniques the 
occlusion rim or the arrangement of artificial teeth is 
completed first. Mouth-temperature wax is then 
applied to the tissue side of the denture base, and the 
final impression is made under functional loading 
by using various movements to simulate functional 
activity. These mouth-temperature materials also 
may be used successfully in open-mouth impression 
techniques. Iowa wax will not distort after removal 
from the mouth at ordinary room temperatures, but 
the more resinous waxes must be stored at much 
lower temperatures to prevent flow when they are 
out of the mouth. Resinous waxes are not ordinarily 
used in removable partial denture impression tech- 
niques except for secondary impressions. 

| ELASTIC MATERIALS* 
Reversible Hydrocolloids 

Reversible (agar-agar) hydrocolloids, which are fluid 
at higher temperatures and gel upon reduction in 
temperature, are used primarily as impression mate- 
rials for fixed restorations. They demonstrate accept- 
able accuracy when properly used. However, the 
reversible hydrocolloid impression materials offer 
few advantages over the irreversible (alginate) hydro- 
colloids when used as a removable partial denture 
impression material. Present-day irreversible hydro- 
colloids are sufficiently accurate for making master 
casts for removable partial dentures. However, bor- 
der control of impressions made with these materials 
is difficult. 

Irreversible Hydrocolloids 

Irreversible hydrocolloids are used for making diag- 
nostic casts, orthodontic treatment casts, and master 


'Some of the historical parts of this discussion have been quoted 
or paraphrased from McCracken WL: Impression materials in 
prosthetic dentistry, Dent Clin North Am, 2:671-684, 1958. 


274 McCracken's Removable Partial Prosthodontics 


casts for removabje partial denture procedures. 
Because they are made of colloid materials, neither 
reversible nor irreversible hydrocolloid impressions 
can be stored for any length of time, but must be 
poured immediately. 

These materials have low tear strength, provide 
less surface detail than other materials (e.g., mercap- 
tan rubber base), and are not as dimensionally stable 
as other materials. They can, however, be used in the 
presence of moisture (saliva); are hydrophilic; pour 
well with stone; have a pleasant taste and odor; and 
are nontoxic, nonstaining, and inexpensive. The com- 
bination reversible-irreversible hydrocolloids have 
demonstrated a tendency to separate and should be 
used with that understanding. The hydrocolloids can 
be acceptably disinfected with a spray solution of 2% 
acid glutaraldehyde, stored in 100% humidity, and 
poured within 1 hour. 

Mercaptan Rubber-Base Impression Materials 

The mercaptan rubber-base (Thiokol) impression 
materials can also be used for removable partial den- 
ture impressions and especially for secondary cor- 
rected or altered cast impressions. To be accurate, the 
impression must have a uniform thickness that does 
not exceed 3 mm (1/8 inch). This necessitates the use of 
a carefully made individual impression tray of acrylic 
resin or some other material possessing adequate 
rigidity and stability. Those materials that are highly 
cross-linked (medium and heavy body) do not recover 
well from deformation and should not be used when 
large or multiple undercuts are present. For example, 
when large numbers of teeth with natural tooth con- 
tours that display multiple undercuts remain, these 
materials will be subjected to clinically significant dis- 
tortion upon withdrawal. The long-term dimensional 
stability of these materials is poor because of the water 
loss after setting. The material must be held still during 
the impression-making procedure because it does not 
have a snap set. It should be allowed to rebound for 7 
to 15 minutes after it is removed from the mouth and 
then should be poured immediately. Many of these 
materials have an unpleasant odor and can stain 
clothes. These materials are moderately inexpensive, 
have high tear strength, a long working and setting 
time (8 to 10 minutes), and can be disinfected in liq- 
uid, cold-sterilizing solutions. The accuracy of mercap- 
tan rubber base is acceptable for making impressions 
for removable partial dentures. However, as with the 
hydrocolloid impression materials, certain precautions 
must be taken to prevent distortion of the impression. 
The mercaptan rubber-base impression materials do 
have an advantage over the hydrocolloid materials in 
that the surface of an artificial stone poured against 
them is of a smoother texture and therefore appears to 
be smoother and harder than one poured against a 
hydrocolloid material. This is probably because the 


rubber material does not have the ability to retard or 
etch the surface of the setting stone. Despite their 
accuracy, this has always been a disadvantage of all 
hydrocolloid impression materials. The fact that a 
smoother surface results does not, however, preclude 
the possibility of a grossly inaccurate impression and 
stone cast stemming from other causes. Rubber-base 
impression materials possess a longer setting time 
than the irreversible hydrocolloid materials and lend 
themselves better to border molding in adequate sup- 
porting trays. 

Polyether Impression Materials 

Polyether impression material is an elastic-type 
material, as are the polysulfide and silicone materials. 
These materials have demonstrated good accuracy in 
clinical evaluations and are thixotropic, which pro- 
vides good surface detail and makes them useful as a 
border molding material. It should be noted, how- 
ever, that these materials are not compatible with 
the addition reaction silicone impression materials 
and should not be used to border mold custom trays 
when the silicone impression materials are to be used 
as the final impression material. The polyethers are 
also hydrophilic, which produces good wettability for 
easy cast forming. 

The polyethers have low-to-moderate tear strength 
and a much shorter working and setting time, which 
can limit the usefulness of the material. The flow 
characteristics and flexibility of the polyether materi- 
als are the lowest of any of the elastic materials. These 
characteristics can limit the use of polyethers in 
removable partial denture impression procedures. 
The stiffness of the material can result in cast break- 
age when removal of the cast from a custom tray is 
attempted. These materials have a higher permanent 
deformation than the addition reaction silicones. 
Some have an unpleasant taste, and because the 
material will absorb moisture, it cannot be immersed 
in disinfecting solutions or stored in high humidity 
for any extended period of time. The materials should 
be poured within 2 hours; however, manufacturers 
claim that if the impression is kept dry, clinically 
acceptable casts can be poured for up to 7 days. 


Silicone Impression Materials 

The silicone impression materials are more accurate 
and easier to use than the other elastic impression 
materials. The condensation silicones have a moder- 
ate (5 to 7 minutes) working time that can be altered 
by adjusting the amount of the accelerator. They have 
a pleasant odor, moderately high tear strength, and 
excellent recovery from deformation. These materials 
can be used with a compatible putty material to form 
fit a custom tray. Silicone impression materials are 
hydrophobic, which can make cast formation a prob- 
em. These materials can be disinfected in any of the 
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disinfecting solutions with no alteration in accuracy. 
Ideally, these materials should be poured within 
1 hour. 

The addition reaction silicones are the most accu- 
rate of the elastic impression materials. They have 
less polymerization shrinkage, low distortion, fast 
recovery from deformation, and moderately high tear 
strength. These materials have a working time of 3 to 
5 minutes, which can be easily modified with the use 
of retardants and temperature controls. They are 
available in both hydrophilic and hydrophobic forms, 
have no smell or taste, and also come in putty form to 
assist in form fitting the impression tray at chairside. 
Most of the addition reaction silicones are available 
in automixing devices, can be poured up to 1 week 
after impression making with acceptable clinical 
results, and are stable in most sterilizing solutions. 
Sulfur in latex gloves and in ferric and aluminum sul- 
fate retraction solution may inhibit polymerization. 
Many of the hydrophobic types are difficult to pour 
with stone, and adhesion to acrylic resin trays is not 
good. The putties for these materials have a relatively 
short shelf life and they are more expensive than the 
other elastic impression materials. 


MPRESSIONS OF THE PARTIALLY 
EDENTULOUS ARCH ^ 

An impression of the partially edentulous arch must 
record accurately the anatomic form of the teeth 
and surrounding tissue. This is necessary so that the 
prosthesis may be designed to follow a definite path 
of placement and removal and so that support, sta- 
bility, and retention derived from the abutment teeth 
may be precise and accurate. 

Materials that could be permanently deformed by 
removal from tooth or tissue undercuts should not 
be used. The thermoplastic impression materials and 
metallic oxide pastes are therefore excluded for 
recording the anatomic form of the dental arch. 
Rubber-base materials that are highly cross-linked 
should not be used when large or multiple undercuts 
are present because these materials wil be subjected 
to considerable distortion upon withdrawal. Plaster 
of Paris and modeling plastic are capable of record- 
ing tissue detail accurately, but they must be sec- 
tioned for removal and subsequently reassembled, 
which often leads to permanent deformation. 

The introduction of hydrocolloids as impression 
materials was a giant step forward in dentistry. For 
the first time, impressions could be made of under- 
cut areas with a material that was elastic enough to 
be withdrawn from those undercuts without perma- 
nent distortion. It permitted the making of a one- 
piece impression, which did not require the use of a 
separating medium, and was and still is an accept- 
aby accurate material when handled properly. 


The principal differences between reversible and 
irreversible hydrocolloids are as follows: 

1. Reversible hydrocolloid converts from the gel 
form to a sol by the application of heat. It may be 
reverted to gel form by a reduction in tempera- 
ture. This physical change is reversible. 

2. Irreversibe hydrocolloid becomes a gel via a 
chemical reaction as a result of mixing alginate 
powder with water. This physical change is irre- 
versible. 

Reversible hydrocolloid does have some disadvan- 
tages. It must be introduced into the mouth while 
warm enough to be a sol, and then it converts to an 
elastic gel on cooling. Therefore there is an ever- 
Dresent danger of burning the tissue of the mouth— a 
Durn that is painful and slow to heal. It requires 
warming and tempering equipment that is thermo- 
statically controlled and necessitates the use of 
water-jacketed impression trays for cooling. 

All hydrocolloids are dimensionally stable only dur- 
ing a brief period after removal from the mouth. If 
exposed to the air, they rapidly lose water content, 
with a resulting shrinkage and other dimensional 
changes. If immersed in water, they imbibe water, with 
accompanying swelling and dimensional changes. 
All hydrocolloid impressions should be poured imme- 
diately, but if they must be stored for a brief period, 
they should be in a saturated atmosphere rather than 
immersed in water. This can be accomplished simply 
by wrapping the impression in a damp paper towel or 
sealing it in a plastic bag. 

Hydrocolloids also exhibit a phenomenon known 
as syneresis, which is associated with the giving off 
of a mucinous exudate. This mucinous exudate has 
a retarding effect on any gypsum material, which 
results in a soft or chalky cast surface. Sometimes 
this is only detected by a close examination of the 
impression after removal from the cast. Nevertheless, 
such a cast surface is inaccurate and ultimately will 
result in an inaccurate removable partial denture 
framework. Pouring the cast immediately and using 
some chemical accelerator, such as potassium sul- 
fate, to counteract the retarding effect of the hydro- 
colloid can prevent this inaccuracy. All modern 
irreversible hydrocolloid impression materials have 
an accelerator incorporated into the powder and no 
longer need to be treated with a fixing solution. 

Because no heat is used in the preparation of 
irreversible hydrocolloid, there is no danger of 
burning the patient. For this reason the patient 
should be more relaxed and cooperative during the 
positioning of the tray. However, some disadvan- 
tages are associated with the use of irreversible 
hydrocolloid. This material gels by means of a 
chemical reaction that is accelerated by the warmth 
of the tissue, whereas reversible hydrocolloid gels 
from the tray in toward the tissue, because of the 
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cooling action of the water that circulates through 
the tray. In the irreversible hydrocolloid, gelation 
first takes place next to the tissue, and any move- 
ment of the tray during gelation will result in inter- 
nal stresses that are released on removal of the 
impression from the mouth. A distorted and there- 
fore inaccurate impression results from an irre- 
versible hydrocolloid impression that is not held 
immobile during gelation. 

Another disadvantage of irreversible hydrocolloid 
is that it must be introduced into the mouth at 
approximately 70° F, which results in an immediate 
increase in the viscosity and surface tension of the 
material. Air bubbles are therefore harder to dispel, 
and it is inevitable that more air will be trapped in an 
irreversible impression than in a reversib e impres- 
sion. Every precaution must be taken to prevent the 
entrapment of air in critical areas. 


Important Precautions to Be Observed in the 
Handling of Hydrocolloid Impressions 

Some important precautions to be observed in the 
handling of hydrocolloid are as follows: 

1. Impression should not be exposed to air because 
some dehydration will inevitably occur and result 
in shrinkage. 

2. Impression should not be immersed in water or dis- 
infectants, because some imbibition will inevitably 
result, with an accompanying expansion. 

3. Impression should be protected from dehydration 
by placing it in a humid atmosphere or wrapping it 
in a damp paper towel until a cast can be poured. 
To prevent volume change, this should be done 
within 15 minutes after removal of the impression 
from the mouth. 

4. Exudate from hydrocolloid has a retarding effect 
on the chemical reaction of gypsum products and 
results in a chalky cast surface. This can be pre- 
vented by pouring the cast immediately or by first 
immersing the impression in a solution of accel- 
erator, if an accelerator is not included in the 
formula. 

Step-by-step Procedure for Making 
a Hydrocolloid Impression 

The step-by-step procedure and important points to 
observe in the making of a hydrocolloid impression 
are as follows: 

1. Select a suitable, sterilized, perforated or rim 
lock impression tray that is large enough to 
provide a 4- to 5-mm thickness of the impres- 
sion material between the teeth and tissue, and 
the tray. 

2. Build up the palatal portion of the maxillary 
impression tray with wax or modeling plastic to 
ensure even distribution of the impression mate- 
rial and to prevent the material from slumping 




B 

Figure 15-1 A, Maxillary impression tray with palatal portion 
built up with base-plate wax to prevent impression material 
from sagging away from palatal surface. Periphery wax is also 
added across posterior border of tray to cover maxillary 
tuberosities and to prevent impression material from being 
expelled posteriorly when impression is made. B, Mandibular 
impression tray with periphery wax added to lingual flanges 
to prevent tissues of floor of mouth from rising inside tray. 
Posterior end of tray is extended with periphery wax to cover 
retromolar pad regions. 


away from the palatal surface (Figure 15-1, A). At 
this time, it is also helpful to pack the palate with 
gauze that has been sprayed with a topical anes- 
thetic. This will serve to anesthetize the minor 
salivary glands and mucous glands of the palate 
and thus prevent secretions as a response to 
smell or taste or to the physical presence of the 
impression material. If gelation occurs next to 
the tissue while the deeper portion is still fluid, a 
distorted impression of the palate may result, 
which cannot be detected in the finished impres- 
sion. This may result in the major connector of 
the finished casting not being in contact with the 
underlying tissue. The maxillary tray frequently 
has to be extended posteriorly to include the 
tuberosities and vibrating line region of the 
palate. Such an extension also aids in correctly 
orienting the tray in the patient's mouth when 
the impression is made. 


Chapter 15 Impression M aterials and Procedures for Removable Partial Dentures 277 


3. The lingual flange of the mandibular tray may 
need to be lengthened with wax in the retromylo- 
hyoid area or to be extended posteriorly, but it 
rarely ever needs to be lengthened elsewhere. 
Wax may need to be added inside the distolingual 
flange to prevent the tissue of the floor of the 
mouth from rising inside the tray (Figure 15-1, B). 

4. Place the patient in an upright position, with the 
arch to be impressed nearly parallel to the floor. 

5. When irreversible hydrocolloid is used, place the 
measured amount of water (at 70° F) in a clean, 
dry, rubber mixing bowl (600-ml capacity). Add 
the correct measure of powder. Stir rapidly 
against the side of the bowl with a short, stiff 
spatula. This should be accomplished in less 
than 1 minute. The patient should rinse his or 
her mouth with cool water to eliminate excess 
saliva while the impression material is being 
mixed and the tray is being loaded. 

6. In placing the material in the tray, avoid entrap- 
ping air. Have the first layer of material lock 
through the perforations of the tray or rim lock to 
prevent any possible dislodgment after gelation. 

7. After loading the tray, remove the gauze with the 
topical anesthetic and quickly place (rub) some 
of the impression material on any critical areas 
using your finger (areas such as rest preparations 
and abutment teeth). If a maxillary impression is 
being made, place material in the highest aspect 
of the palate and over the rugae. 

8. Use a mouth mirror or index finger to retract the 
cheek on the side away from you as the tray is 
rotated into the mouth from the near side. 

9. Seat the tray first on the side awayfrom you, next 
on the anterior area while reflecting the lip, and 
then on the near side, with the mouth mirror or 
finger for cheek retraction. Finally, make sure 
that the lip is draping naturally over the tray. 

10. Be carefu not to seat the tray too deeply, leaving 
room for a thickness of material over the occlusal 
and incisal surfaces. 

11. Hold the tray immobile for 3 minutes with light 
finger pressure over the left and right premolar 
areas. To prevent internal stresses in the finished 
impression, do not allow the tray to move during 
gelation. Any movement of the tray during gela- 
tion will produce an inaccurate impression. If, 
for example, you allow the patient or the assis- 
tant to hold the tray in position at any time dur- 
ing the impression procedure, some movement 
of the tray will be inevitable during the transfer 
and the impression will probably be inaccurate. 
Do not remove the impression from the mouth 
until the impression material has completely set. 

12. After releasing the surface tension, remove the 
impression quickly in line with the long axis of 
the teeth to prevent tearing or other distortion. 


13. Rinse the impression free of saliva with slurry 
water, or dust it with plaster, and rinse gently. 
Then examine it critically. Spray the impression 
thoroughly with a suitable disinfectant, and 
cover it immediately with a damp paper towel. 
A cast should be poured immediately into a disin- 
fected hydrocolloid impression to prevent dimen- 
sional changes and syneresis. Circumstances often 
necessitate some delay, but this time lapse should be 
kept to a minimum. A delay of 15 minutes will satisfy 
the disinfection requirements and should not be 
deleterious if the impression is kept in a humid 
atmosphere. 

Step-by-step Procedure for Making a Stone Cast 
From a Hydrocolloid Impression 

The step-by-step procedure for making the stone 
cast from the impression is as follows: 

1. A more abrasive resistant Type IV stone should be 
used to form removable partial denture casts. 
Have the measured dental stone at hand, along 
with the designated quantity of room temperature 
water, as recommended by the manufacturer. 
A clean, 600-ml rubber mixing bowl, a stiff spat- 
ula, and a vibrator complete the preparations. 
A No. 7 spatula also should be within reach. 

2. First pour the measure of water into the mixing 
bowl and then add the measure of stone. Spatu- 
late thoroughly for 1 minute, remembering that 
a weak and porous stone cast may result from 

~ insufficient spatulation. Mechanical spatulation 
under vacuum is preferred. After any spatulation, 
otherthan in a vacuum, place the mixing bowl on 
the vibrator and knead the material to permit the 
escape of any trapped air. 

3. After removing the impression from the damp 
towel, gently shake out surplus moisture and hold 
the impression over the vibrator, impression side 
up, with only the handle of the tray contacting 
the vibrator. The impression material must not be 
placed in contact with the vibrator because of 
possible distortion of the impression. 

4. With a small spatula, add the first cast material 
to the distal area awayfrom you. Allow this first 
material to be vibrated around the arch from 
tooth to tooth toward the anterior part of the 
impression (Figure 15-2). Continue to add small 
increments of material at this same distal area, 
with each portion of added stone pushing the 
mass ahead of it. This prevents the entrapment of 
air. The weight of the material causes any excess 
water to be pushed around the arch and to be 
expelled ultimately at the opposite end of the 
impression. Discard this fluid material. When 
the impressions of all teeth have been filled, con- 
tinue to add artificial stone in larger portions until 
the impression is completely filled. 
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Figure 15-2 Small portions of mechanically spatulated stone 
are applied at posterior section of impression and vibrated 
around arch, pushing moisture and diluted stone ahead of 
mass. Stone is applied at this point only until impressions of 
teeth are filled and diluted stone is discarded at opposite end, 
Only then is remainder of impression filled with larger por- 
tions, using larger spatula. Only handle of impression tray 
should be allowed to touch vibrator so that distortion of 
impression material will be avoided. (Note that vibrator is 
protected as impression is filled.) 


5. The filled impression should be placed so that its 
weight does not distort the hydrocolloid impres- 
sion material. The base of the cast can be com- 
pleted with the same mix of stone (Figure 15-3). 
The base of the cast should be 16 to 18 mm (2/3 to 
3/ 4 inch) at its thinnest portion and should be 
extended beyond the borders of the impression so 
that buccal, labial, and lingual borders will be 
recorded correctly in the finished cast. A distorted 
cast may result from an inverted impression. 

6. As soon as the cast material has developed suffi- 
cient body, trim the excess from the sides of the 
cast. Wrap the impression and cast in a wet paper 
towel, or place it in a humidor, until the initial set 
of the stone has taken place. The impression is thus 
prevented from losing water by evaporation, which 
might deprive the cast material of sufficient water 
for crystallization. Chalky cast surfaces around the 
teeth are often the result of the hydrocolloids act- 
ing as a sponge and robbing the cast material of its 
necessary water for crystallization. 

7. After the cast and impression have been in the 
humid atmosphere for 30 minutes, separate the 
impression from the cast. Thirty minutes is suffi- 
cient for initial setting. Any stone that interferes 
with separation from the tray must be trimmed 
away with a knife. 

8. Clean the impression tray immediately while the 
used impression material is still elastic. 

9. The trimming of the cast should be deferred until 
final setting has occurred. The sides of the cast 


then may be trimmed to be parallel, and any 
blebs or defects resulting from air bubbles in the 
impression may be removed. If this is a cast for a 
permanent record, it may be trimmed to ortho- 
dontic specification to present a neat appearance 
for demonstration purposes. Master casts and 
other working casts are ordinarily trimmed only 
to remove excess stone. 


Possible Causes of an Inaccurate and/or a Weak 
Cast of a Dental Arch 

The possible causes of an inaccurate cast are as 
follows: 

1. Distortion of the hydrocolloid impression (a) by 
use of an impression tray that is not rigid; (b) by 
partial dislodgment from the tray; (c) by shrink- 
age caused by dehydration; (d) by expansion 
caused by imbibition (this will be toward the 
teeth and will result in an undersized rather than 
oversized cast); and (e) by attempting to pour the 
cast with stone that has already begun to set. 

2. A ratio of water to powder that is too high. 
Although this may not cause volumetric changes 
in the size of the cast, it will result in a weak cast. 

3. Improper mixing. This also results in a weak cast 
or one with a chalky surface. 

4. Trapping of air, either in the mix or in pouring, 
because of insufficient vibration. 

5. Soft or chalky cast surface that results from the 
retarding action of the hydrocolloid or the absorp- 
tion of necessary water for crystallization by the 
dehydrating hydrocolloid. 

6. Premature separation of the cast from the 
impression. 

7. Failure to separate the cast from the impression 
for an extended period. 


INDIVIDUAL IMPRESSION TRAYS 


This chapter has previously dealt with making an 
impression in a rigid stock tray of the anatomic 
form of a dental arch for making a diagnostic cast, a 
working cast for restorations, or a master cast. There 
are times, however, when a stock tray is not suitable 
for making the final anatomic impression of the 
dental arch. Most tooth-supported removable partial 
dentures may be made on a master cast from such 
an impression. Some maxillary distal extension 
removable partial dentures with broad palatal cover- 
age, particularly those for a Kennedy Class I arch, 
may also be made on an anatomic cast— but 
usually these necessitate the use of an individually 
made tray. 

A stock tray must be sufficiently rigid to prevent 
distortion during the impression and cast forming 
procedures. It should fit the mouth with about 
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Figure 15-3 A, Homemade plastic jigs are used to support impressions. Handle of tray is 
placed in slotted portion, and posterior end of tray is supported by elevated cross-members. 
Jig used to support mandibular impression is on left. B, Note that impression trays are ele- 
vated and contact jigs at only three points. C, An impression could be easily distorted when 
cast is being poured if tray was placed on laboratory bench. Because impression is elevated 
by jig, distortion of impression is minimized. D, After impression is filled with stone, as pre- 
viously demonstrated, it is placed in jig, and additional stone is added to form base of cast. 
E, Mandibular impression placed in jig to demonstrate support by jig. Note that impression is 
supported by contact of tray only at handle and on either side posteriorly. F, Impression is 
returned to supporting jig after being filled with stone. Wet paper is placed in tongue space 
to support stone base in this region and to avoid locking impression tray to cast. G, Addi- 
tional stone is added to impression to form base for cast. 


4 to 5 mm of clearance for the impression material 
without interfering with teeth or bordering tissue. 
Otherwise an individual tray made of some acrylic 
resin tray material should be used for the final 
anatomic impression. 

Most stock or disposable removable partial den- 
ture trays are of either the rim lock or perforated 


varieties. Both are made in a limited selection of sizes 
and shapes. There are a wide selection of trays that 
can be used for partially edentulous patients, includ- 
ing trays for both bilateral and unilateral edentulous 
areas (Figure 15-4). 

All of these trays have reinforced borders. Although 
a complete denture impression tray is, or should be, 
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Figure 15-4 Wide selection of perforated impression trays for an irreversible hydrocolloid 
impression. Beginning at top are impression trays for completely edentulous mouths, 
depressed anterior trays, trays with unilateral occlusal stops, Hindels trays for use with dou- 
ble impression technique, and more commonly and regularly used perforated trays. All trays 
must be sterilized before use. 


made of material that permits trimming and shaping 
to fit the mouth, the existence of a beaded border and 
the rigidity of a stock removable partial denture tray 
allow no trimming and little shaping. The resulting 
impression is often a record of border tissue distorted 
by an ill-fitting tray rather than an impression of tis- 
sue draping naturally over a slightly underextended 
impression tray. 

An individual acrylic resin tray, on the other hand, 
can be made with sufficient clearance for the impres- 
sion material and can be trimmed just short of the 
vestibular reflections to allow the tissue to drape nat- 
urally without distortion. The removable partial den- 
ture borders may then be made as accurately as 
complete denture borders with equal advantages. 

Although techniques have been proposed for 
making individual impression trays that incorporate 
plastic tubing for water-cooling reversible hydrocol- 
oid impressions, the final anatomic impression 


usually will be made with irreversible hydrocolloid, 
mercaptan rubber, or silicone impression materials. 

Technique for Making Individual Acrylic Resin 
Impression Trays 

The diagnostic cast is often adequate for the prepa- 
ration of the individual tray. However, if extensive 
surgery or extractions were performed after making 
the diagnostic cast, a new impression in a rigid stock 
tray and a new cast must be made. The procedures 
for making the new cast are identical to those 
described previously. 

A duplicate of the diagnostic cast, on which the 
individual tray can be fabricated, should be made 
because the cast on which an individual tray is made is 
often damaged or must be mutilated to separate the 
tray from the cast. Obviously the original diagnostic 
cast must be retained as a permanent record in the 
patient's file. There are several techniques for making 
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individual impression trays. One technique for 
making an individual maxillary tray is described in 
Figures 15-5 and 15-6. This format could be used for 
both auto-polymerizing acrylic resin and visible light- 
cured (VLC) acrylic resin. The VLC custom tray materi- 
als are premixed sheet materials which, when 
polymerized, provide a highly stable, distortion-free 
custom impression tray that is ready to use in minutes. 
These materials are provided by the manufacturers in 
sheet forms of various sizes, thicknesses, and colors. 


A technique for making an individual maxillary 
tray with light-polymerized resin is as follows: 

1. Outline the extent of the tray on the cast with a 
pencil. The tray must include all teeth and tissue 
that will be involved in the removable partial 
denture. 

2. Adapt one layer of baseplate wax over the tissue 
surfaces and teeth of the cast to serve as a spacer 
for impression material. The wax spacer should 
be trimmed 2 to 3 mm short of the outline drawn 
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Figure 15-5 A, Desired outline of tray is drawn on diagnostic cast. The tray must include 
all teeth and tissues that will be involved in the removable partial denture. B, One thick- 
ness of baseplate wax is adapted to cast and is trimmed to penciled outline, which is 
2-3 mm short of the desired border. The posterior palatal seal region is not covered by 
wax but will be included in finished tray. Two thicknesses of baseplate wax cover teeth. 
A window is created in wax spacer over incisal edges. C, Model Release Agent is painted 
on the stone surfaces of cast that will be contacted by the resin. D, The VtC resin tray 
material is removed from the light-proof wrap and shaped to the desired outline in a 
uniform manner. 


Continued 
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Figure 15-5 Cont'd E, A handle is added to provide a means to place and remove the tray, 
as well as pass the tray from assistant to dentist. Its form should consider the lip length and 
need to manipulate the peri-oral region. F, Prior to placing the tray in the curing oven, an air 
barrier coating is painted on the surface. The tray is then polymerized as per manufacturers' 
recommendations. G, As soon as tray material has hardened, tray is removed from cast, and 
wax spacer is removed from rough tray. Acrylic resin trimmer in lathe is used to rough finish 
the tray. Holes are drilled through tray, spaced approximately 4.5 mm apart. These holes will 
serve to lock impression material in tray. In addition, excess impression material is forced out 
of holes when impression is made, thereby minimally displacing soft oral tissues. 


on the diagnostic cast. Wax covering the posterior 
palatal seal area should be removed so that 
intimate contact of the tray and tissue in this 
region may serve as an aid in correctly orienting 
the tray when making the impression. Expose 
portions of the incisal edges of the central inci- 


sors to serve as anterior stops when placing the 
tray in the mouth. Bevel the wax so that the corn- 
Dieted tray will have a guiding incline that will 
lelp position the tray on the anterior stop. Other 
cast undercuts should be blocked out with wax or 
modeling compound, note: Adapt an additional 
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Figure 15-6 Similar technique used for fabrication of the maxillary tray in Figure "I 5-5 is 
used for the mandibular tray. A, Outline of tray is penciled on duplicate mandibular diagnos- 
tic cast. B, Single sheet of baseplate wax is adapted to outline of tray, and another sheet of 
baseplate wax is adapted over teeth. A window is cut in spacer to expose incisal edges of 
lower central incisors to serve as a stop in seating the tray. C, Model Release Agent is painted 
on regions of the cast to be in contact with the resin. D, VLC tray material wafer is adapted 
over cast and spacer. E, A handle is formed with excess tray material as previously described. 

Continued 
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Figure 15-6 Cont'd F, An air barrier coating is painted on the tray material and it is 
processed as described in Figure 15-5. G, Following processing, multiple holes are placed 
throughout tray. 


layer of baseplate wax over the teeth if the 
impression is to be made in irreversible hydro- 
colloid. This step is not necessary if the choice of 
impression material is a rubber-base or silicone 
type of material. 

3. Paint the exposed surfaces of the cast that may 
be contacted by the light-polymerized resin tray 
material with a model release agent (MRA) to 
facilitate separation of the polymerized tray from 
the cast. 

4. Remove the VLC tray material from the lightproof 
pouch and carefully cut the desired length with a 
knife or scalpel. Adapt the VLC material to the 
cast and trim it with a knife. Be sure not to thin 
the material over the teeth or the posterior bor- 
der area. 

5. Attach a handle by molding excess VLC material 
into the desired shape and blend it into the tray 
material in the cast. With some materials, a 
paper clip or similar wire may be shaped and 
used to reinforce the handle. Alternatively, some 
manufacturers make prefabricated metal custom 
tray handles that may be easily adapted. 

6. Place the cast with the adapted tray in the light 
polymerizing unit and process according to the 
manufacturer's directions, usually a maximum of 
1 minute. 


7. Remove the cast from the unit and gently remove 
the tray from the cast. Peel the softened wax out 
of the tray while the wax is still warm. 

8. Paint the entire impression tray with the manu- 
facturer's air barrier coating material and return 
the tray to the unit turnstile for additional poly- 
merizing tissue side up. 

9. When the polymerizing cycle is completed, 
remove the tray from the unit and clean it with a 
brush and water. 

10. Perfect the borders of the tray with rotary instru- 
ments (vulcanite burs, acrylic resin trimmers, 
etc.) and slightly polish the external surface of 
the tray. 

11. Place perforations (No. 8 bur size) in the VLC 
resin tray at 5-mm intervals, with the exception 
of the alveolar groove areas, if using an irre- 
versible hydrocolloid impression material. 

12. The finished tray must be sanitized and tried in 
the mouth so that any necessary corrections to 
the tray can be accomplished before the impres- 
sion is made. 

The technique for making an individual mandibu- 
lar VLC resin tray follows the same procedures. The 
wax spacer does not cover the buccal shelf regions 
on the mandibular cast, because these areas provide 
the primary support for the mandibular removable 
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partial denture and serve as posterior stops in 
orienting the tray in the patient's mouth. During 
impression making, these areas will permit selective 
placement of tissue in the mandibular stress-bearing 
areas. 

If mercaptan rubber is to be used, perforations are 
not usually necessary to lock the material in the tray, 
as the adhesive provided by the manufacturer pro- 
vides reliable retention, and some confinement of 
these materials is desirable. However, a series of per- 
forations are necessary in the median palatal raphe 
and incisive papilla areas of the maxillary tray so that 
excess impression material will escape through 
them, thus providing relief of the tissue in this area. 
For the same reasons, perforations are placed in the 
alveolar groove of the mandibular tray. With the use 
of adhesives, the impression material is not easily 
removed from the tray should a faulty impression 
have to be remade, but this is an inconvenience 
common to all newer elastic materials and does not 
prevent reuse of the impression tray. The opaque 
elastic impression materials and adhesives can pre- 
vent the detection of undesirable pressure areas 
when evaluating an impression. 

Master casts made from impressions in individual 
acrylic resin trays are generally more accurate than 
are those made in rigid stock trays. The use of indi- 
vidual trays should be considered a necessary step in 
making the majority of removable partial dentures 
when a secondary impression technique is not to be 
used. Reasons and methods for making a secondary 
impression will be considered in Chapter 16. 

Final impressions for maxillary tooth-supported 
removable partial dentures often may be made in 
carefully selected and recontoured rigid stock impres- 
sion trays. However, an individual acrylic resin tray is 
preferred in those situations in the mandibular arch 
when the floor of the mouth closely approximates the 
lingual gingiva of remaining anterior teeth. Recording 
the floor of the mouth at the elevation it assumes 
when the lips are licked is important in selecting the 
type of major connector to be used (see Chapter 5). 
M odification of the borders of an individual tray to 
fulfill the requirements of an adequate tray is much 
easier than is the modification of a metal stock tray. 


SELF-ASSESSMENT Al DS 

1. Impression materials used in various phases of 
removable partial denture construction may be 
classified as rigid, thermoplastic, or elastic. Give 
two examples for each of the three categories. 

2. Which type of impression material has been 
used the longest in Prosthodontics? 

3. Why should the metallic oxide paste types of 
impression material not be used for primary 
impressions of partially edentulous arches? 


4. M odeling plastic (compound) maybe used effec- 
tively in modifying impression trays to make sec- 
ondary impressions of Class I and II partially 
edentulous arches. Describe how it is used. Why 
is it not used for primary impression for the 
removable partial denture patient? 

5. What is an impression wax? Do its characteristics 
make it appropriate for use as a primary impres- 
sion or for a secondary impression? Describe 
how it is used. 

6. There are two types of hydrocolloid impression 
materials used in dentistry. Name them. 

7. Are the hydrocolloid impression materials elastic 
or thermoplastic? 

8. What is the advantage in using an elastic mate- 
rial versus a rigid material in making impressions 
of partially edentulous arches? 

9. Briefly compare reversible and irreversible hydro- 
colloid impression materials from the standpoints 
of composition, gelation mechanism, trays, and 
relative accuracy. 

10. Mercaptan rubber-base impression material may 
be used for primary or secondary impressions. 
Its characteristics make it best suited, however, 
for the impression. 

11. Does the use of mercaptan rubber-base mate- 
rial and silicone impression material require the 
use of a rigid stock tray or an individualized 
tray? Why? 

12. M any different artificial stones are used in den- 
tistry and equally as many impression materials. 
Are these varied materials necessarily compati- 
ble with each other when used to make casts? 
What precautions should be taken to ensure 
compatibility? 

13. What is syneresis? What effect will this phenome- 
non have on a cast poured in a hydrocolloid 
impression? 

14. What is meant bythe word imbibition in relation 
to hydrocolloid impressions? What effect does it 
have on a hydrocolloid impression? 

15. How long should you wait to pour a cast into a 
hydrocolloid impression after it is removed from 
the mouth? Why? 

16. There are two types of silicone impression mate- 
rials. Name them and describe how they differ. 

17. The thickness of impression material when 
rubber-base material is used should be about 
3 mm (1/8 inch) for accuracy and stability. Does 
this equally apply to a hydrocolloid impression 
material? If not, give a rule of thumb for the 
desired thickness of the hydrocolloid material in 
the impression. 

18. What are the advantages of perforated stock trays 
versus nonperforated stock trays when making 
impressions of partially edentulous arches with 
an irreversible hydrocolloid? 
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19. Inaccuracies of a cast made from a hydrocol- 
loid impression may result from many causes. 
Describe six causes of such inaccuracy. 

20. Why should impressions into which stone casts 
have been poured not be inverted until the initial 
set of the stone has taken place? 

21. An individual acrylic resin impression tray has 
two distinct advantages over any type of stock 
tray. What are these two advantages? 

22. Describe the procedures for making individual 
maxillary and mandibular impression trays, pay- 
ing special attention to relief of the casts with 
wax spacers. 

23. Holes about 3 mm (1/8 inch) in diameter should 
be placed at strategic locations in both maxillary 
and mandibular individualized trays. Give the 
location of the holes and describe what is 
accomplished by their presence. 

24. What is the advantage of drilling holes in acrylic 
resin trays with a bi-bevel drill rather than with 
fissure or round burs? 


25. Under what circumstances would you use a 
stock tray in preference to an individual acrylic 
resin tray? 

26. Does a stock or disposable impression tray have 
to be rigid? Why? 

27. Rubber-base impression materials have some 
serious disadvantages for making final impres- 
sions for removable partial dentures. What are 
they? 

28. What are specific advantages of (a) polyether; 
(b) condensation silicone; and (c) addition sili- 
cone impression materials when used to make 
removable partial denture impressions? 

29. What are specific disadvantages of (a) polyether; 
(b) condensation silicone; and (c) addition sili- 
cone impression materials when used to make 
removable partial denture impressions? 

30. Of the impression materials mentioned in this 
chapter, which ones can be immersed in a ster- 
ilizing solution without being damaged, and 
which ones must be sprayed only? 
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SUPPORT FOR THE Di STAL 
EXTENSION DENTURE BASE 


Distal Extension Removable Partial Denture 
Factors I nfluencing the Support of a Distal 
Extension Base 

Contour and Quality of the Residual Ridge 
Extent of Residual Ridge Coverage by the 

Denture Base 
Type and Accuracy of the Impression Registration 
Accuracy of the Fit of the Denture Base 


Design of the Removable Partial Denture Framework 
Total Occlusal Load Applied 
Anatomic Form Impression 

Methods for Obtaining Functional Support for the 
Distal Extension Base 

Selective Tissue Placement Impression Method 
Functional Impression Technique 
Self- Assessment Aids 


n a tooth-supported removable partial denture, 
a metal base or the framework that supports an 
H acrylic resin base is connected to and is part of a 
rigid framework that permits the direct transfer of 
occlusal forces to the abutment teeth through the 
occlusal rests. Even though the denture base of the 
modification space(s) in a Kennedy Class III remov- 
able partial denture provides support for the sup- 
plied teeth, the residual ridge beneath the base is not 
called on to aid in the support of the removable par- 
tial denture. Therefore the resiliency of the ridge 
tissue, the ridge configuration, and the type of bone 
that supports this tissue are not factors in denture 
support. Regardless of the length of the edentulous 
spans, if the framework is rigid, the abutment teeth 
are sound enough to carry the additional load, and 
the occlusal rests are properly formed, support 
comes entirely from the abutment teeth at either end 
of the span. Support may be augmented by splinting 
and by the use of additional abutments, but in any 
event the abutments are the sole support of the 
removable restoration. 

An impression (and resultant stone cast) records 
the anatomic form of the teeth and their surround- 
ing structures and is needed to make a tooth- 
supported removable partial denture. The impression 
should also record the moving tissue that will border 


the denture in an unstrained position so the rela- 
tionship of the denture base to this tissue may be as 
accurate as possible. Although underextension of 
the denture base in a tooth-supported prosthesis is 
the lesser of two evils, an underextended base may 
lead to food entrapment and inadequate facial con- 
tours, particularly on the buccal and labial sides. 
To accurately record the moving tissue of the floor 
of the mouth, an individual impression tray should 
be used, rather than an ill-fitting or overextended 
stock tray. This has been discussed at length in 
Chapters 5 and 15. 


i 


DISTAL EXTENSION REMOVABLE 
PARTIAL DENTURE 


The distal extension removable partial denture does 
not have die advantage of total tooth support because 
one or more bases are extensions covering the resid- 
ual ridge distal to the last abutment. It therefore is 
dependent on the residual ridge for a portion of its 
support. 

The distal extension removable partial denture 
must depend on the residual ridge for some sup- 
port, stability, and retention. Indirect retention, to 
prevent the denture from lifting away from the 
residual ridge, should also be incorporated in the 
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design. The tooth-supported base is secured at 
either end by the action of a direct retainer and sup- 
ported at either end by a rest, whereas this degree of 
support and direct retention is lacking in the distal 
extension prosthesis. For this reason, a distal abut- 
ment shou d be preserved whenever possible. In the 
event of the loss or absence of a distal abutment 
tooth, the patient must be made aware of the move- 
ments to be expected with a distal extension remov- 
able partial denture and the limitations imposed on 
the dentist when the residual ridge must be used for 
support, stability, and retention for that part of the 
prosthesis. 


i 


FACTORS INFLUENCING THE SUPPORT 
OF A DISTAL EXTENSION BASE 


Because one of the stated objectives of prosthodontic 
treatment is the restoration of function and comfort 
in an esthetically pleasing manner, maintenance of 
occlusal contact in distal extension removable partial 
dentures demands an understanding of the factors 
that influence residual ridge support. Support from 
the residual ridge becomes more important as the 
distance from the last abutment increases and will 
depend on the following several factors: 

1. Contour and quality of the residual ridge 

2. Extent of residual ridge coverage by the denture 
base 

3. Type and accuracy of the impression registration 

4. Accuracy of the fit of the denture base 

5. Design of the removable partial denture frame- 
work 

6. Total occlusal load applied 


Contour and Quality of the Residual Ridge 

The ideal residual ridge to support a denture base 
would consist of cortical bone that covers relatively 
dense cancellous bone with a broad rounded crest 
and high vertical slopes, and covered byfirm, dense, 
fibrous connective tissue. Such a residual ridge would 
optimally support vertical and horizontal stresses 
paced on it by denture bases. Unfortunately, this 
ideal is seldom encountered. 

Easily displaceable tissue will not adequately 
support a denture base, and tissue that is inter- 
posed between a sharp, bony residual ridge and a 
denture base will not remain in a healthy state. Not 
only must the nature of the bone of the residual 
ridge be considered in developing optimum sup- 
port for the denture base, but the positional rela- 
tionship of the bone to the direction of forces that 
will be placed on it must also be considered. 

The crest of the bony mandibular residual ridge 
is most often cancellous. Because lining mucosa 
restricts both the buccal and lingual mucosa adjacent 
to teeth in the mandible, loss of firm mucosa overlying 


the residual ridge is common following tooth extrac- 
tion in the posterior mandible. Pressures placed on 
tissue overlying the crest of the mandibular residual 
ridge usually result in irritation of this tissue, accom- 
panied by the sequelae of chronic inflammation. 
Therefore the crest of the mandibular residual ridge 
cannot be a primary stress-bearing region. The buccal 
shelf region (bounded by the external oblique line and 
crest of alveolar ridge) seems to be better suited for a 
primary stress-bearing role, because it is covered by 
relatively firm, dense, fibrous connective tissue sup- 
Dorted by cortical bone. In most instances this region 
Dears more of a horizontal relationship to vertical 
forces than do other regions of the residual ridge 
(Figure 16-1). The slopes of the residual ridge then 
would become the primary stress-bearing regions to 
resist horizontal and off-vertical forces. 

The immediate crest of the bone of the maxillary 
residual ridge may consist primarily of cancellous 
bone. Unlike in the mandible, oral tissue that overlies 
the maxillary residual alveolar bone is usually of a 
firm, dense nature (similar to the mucosa of the hard 
palate) or can be surgically prepared to support a 
denture base. The topography of a partially eden- 
tulous maxillary arch imposes a restriction on selec- 
tion of a primary stress-bearing area. In spite of 
impression procedures, the crestal area of the resid- 
ua ridge will become the primary stress-bearing area 
to vertically directed forces. Some resistance to these 
forces may come from the immediate buccal and 



Figure 16-1 Dotted portion outlines crest of residual ridge, 
which should be recorded in its anatomic form in impression 
procedures. Similarly, retromolar pads should not be dis- 
placed by impression. Buccal shelf regions (diagonal lines) 
serve as primary support and therefore additional pressures 
may be placed on these regions for vertical support of den- 
ture base. Lingual slopes of residual ridge (cross-hatched) 
may furnish some vertical support to restoration; however, 
these regions principally resist horizontal rotational tenden- 
cies of denture base and should be recorded by impression 
in undisplaced form. 
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lingual slopes of the ridge. Palatal tissue between 
the medial palatal raphe and the lingual slope of the 
posterior edentulous ridge are readily displaceable 
and cannot be considered as primary stress-bearing 
sites (Figure 16-2). The tissue covering the crest of the 
maxillary residual ridge must be less displaceable 
than the tissue that covers palatal areas, or relief of 
Dalatal tissue must be provided either in the denture 
Dasesorfor palatal major connectors. 



Figure 16-2 Crest of maxillary residual ridge (diagonal 
lines) is primary supporting region for maxillary distal 
extension denture base. Buccal and palatal slopes may 
furnish limited vertical support to denture base. It seems 
logical that their primary role is to counteract horizontal 
rotational tendencies of denture base. Dotted portion out- 
lines incisive papilla and median palatal raphe. Relief must 
be provided for these regions, especially if tissues covering 
palatal raphe are less displaceable than those covering crest 
of residual ridge. 



A 


Figure 16-3 Comparison of two removable 
extension base that is adequately extended, 
pad. B, Underextension of this base results i 
ridge, which can cause increased instability 


Extent of Residual Ridge Coverage 
by the Denture Base 

The broader the residual ridge coverage the greater 
the distribution of the load, which results in less load 
per unit area (Figure 16-3). A denture base should 
cover as much of the residual ridge as possible and 
be extended the maximum amount within the physi- 
ological tolerance of the limiting border structures or 
tissue. Knowledge of this border tissue and the struc- 
tures that influence its movement is paramount to 
the development of broad coverage denture bases. In 
a series of experiments, Kaires has shown that u maxi- 
mum coverage of denture-bearing areas with large, 
wide denture bases is of the utmost importance in 
withstanding both vertical and horizontal stresses." 

It is not within the scope of this text to review the 
anatomic considerations related to denture bases. 
The student is referred to several articles listed in the 
Selected Reading Resources concerning this subject. 

Type and Accuracy of the Impression Registration 

The residual ridge may be said to have two forms: the 
anatomic form and the functional form (Figure 16-4). 
The anatomic form is the surface contour of the 
ridge when it is not supporting an occlusal load. 
The functional form of the residual ridge is the 
surface contour of the ridge when it is supporting a 
functional load. M 

A soft impression material, such as a metallic 
oxide impression paste, records the anatomic form if 
the entire impression tray is uniformly relieved. 
Depending on the viscosity of the particular impres- 
sion material used and the rigidity of the impression 
tray, it is also the form that can be recorded by mer- 
captan rubber, silicone, and hydrocolloid impression 



B 


partial dentures for same patient. A, A distal 
as it covers both the buccal shelf and retromolar 
n less support to the prosthesis from the residual 
of the prosthesis. 
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Figure 16-4 Comparison of anatomic and functional ridge forms. A, Original mandibular 
cast showing left residual ridge area recorded in its anatomic form. Buccal shelf region is 
outlined. B, Same cast after left residual ridge area has been repoured to its functional form 
as recorded by secondary impression. 


materials. Distortion and tissue displacement by 
pressure may result from confinement of the impres- 
sion material within the tray and from insufficient 
thickness of impression material between the tray 
and the tissue, and from the viscosity of the impres- 
sion material. However, none of these factors is 
selective or physiological in its action. These acci- 
dental distortions of the tissue occur because of 
faulty technique. The use of the anatomic form of 
the residual ridge in fabricating complete dentures is 
quite common because of a belief that this is the 
most physiological form for support of the dentures. 

However, many other dentists believe that certain 
regions of the residual ridge(s) in a partially eden- 
tulous patient are more capable of supporting den- 
tures than other regions. Their impression methods 
are directed to place more stress on primary stress- 
bearing regions with specially constructed individ- 
ual trays and at the same time record the anatomic 
form of other basal seat tissue, which cannot assume 
a stress-bearing role. The form of the residual ridge 
recorded under some loading, whether by occlusa 
loading, finger loading, specially designed individua 
trays, or the consistency of the recording medium, is 
called the functional form. This is the surface contour 
of the ridge when it is supporting a functional load. 
How much it will differ from the anatomic form will 
depend on the thickness and structural characteristics 
of the soft tissue overlying the residual bone. It will 
also differ from the anatomic form in proportion to 
the total load applied to the denture base. Of the two 
philosophies, the latter seems to be more logical. 


M cLean and others recognized the need to record 
the tissue that supports a distal extension removable 
partial denture base in its functional form, or support- 
ing state, and then relate them to the remainder of the 
arch by means of a secondary impression. This was 
called afunctional impression because it recorded the 
ridge relation under simulated function. 

Any method, whether it records the functional 
relationship of the ridge to the remainder of the arch 
or the functional form of the ridge itself, may pro- 
vide acceptable support for the removable partial 
denture. On the other hand, those who use the 
anatomic ridge form for the removable partial 
denture should seriously consider the need for some 
mechanical stress-breaker to prevent the possible 
cantilever action of the distal extension base against 
the abutment teeth. 

Steffel has classified advocates of the various 
methods for treating the distal extension removable 
partial denture as follows: 

1. Those who believe that ridge and tooth supports 
can best be equalized by the use of stress-breakers 
or resilient equalizers 

2. Those who insist on bringing about the equaliza- 
tion of ridge and tooth support by physiological 
basing, which is accomplished by a pressure 
impression or by relining the denture under func- 
tional stresses 

3. Those who uphold the idea of extensive stress dis- 
tribution for stress reduction at any one point 

It would seem that there is little difference in 
the philosophy behind methods 2 and 3 as given by 
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Steffel because both the equalization of tooth and tis- 
sue support and stress distribution over the greatest 
area are objectives of the functional type of impres- 
sion. M any of the requirements and advantages that 
are associated with the distributed stress denture 
apply equally well to the functionally or physiologi- 
cally based denture. Some of these requirements are 
(1) positive occlusal rests; (2) an all-rigid, nonflexible 
framework; (3) indirect retainers to add stability; and 
(4) well-adapted, broad coverage bases. 

Those who do not accept the theory of physiologi- 
cal basing, for one reason of another, shou d use some 
form of stress-breaker between the abutment and 
the distal extension base. The advantages and disad- 
vantages of doing so have been given in Chapter 9. 

Accuracy of the Fit of the Denture Base 

Support of the distal extension base is enhanced by 
intimacy of contact of the tissue surface of the base 
and the tissue that covers the residual ridge. The tis- 
sue surface of the denture base must optimally rep- 
resent a true negative of the basal seat regions of the 
master cast. Denture bases have been discussed in 
Chapter 9. 

In addition, the denture base must be related to 
the removable partial denture framework in the 
same manner as the basal seat tissue was related to 
the abutment teeth when the impression was made. 
Every precaution must be taken to ensure this rela- 
tionship when the altered cast technique of making a 
master cast is used. 

Design of the Removable Partial Denture 
Framework 

Some rotation movement of a distal extension base 
at the distal abutment is inevitable under functional 
loading. It must be remembered that the extent to 
which abutments are subjected to rotational and 
torquing forces that result from masticatory function 
is directly related to the position and resistance of 
the food bolus. The greatest movement takes place at 
the most posterior extent of the denture base. The 
retromolar pad region of the mandibular residual 
ridge and the tuberosity region of the maxillary resid- 
ual ridge therefore are subjected to the greatest 
movement of the denture base (Figure 16-5). Steffel 
and Kratochvil have suggested that as the rotational 
axis is moved from a distal-occlusal rest to a more 
anterior location, more of the residual ridge receives 
vertically directed occlusal forces to support the 
denture base (Figure 16-6). They have suggested that 
occlusal rests may be moved anteriorly to better use 
the residual ridge for support without jeopardizing 
either vertical or horizontal support of the denture 
by occlusal rests and guiding planes (Figure 16-7). 

It is possible, however, that the proximal plate 
minor connector adjacent to the edentulous area will 



Figure 16-5 Acute dip of short denture base is compared 
with that of long one in upper figure. In lower figure, when 
point of rotation is changed from C to B by losing more teeth, 
it can be seen that proportionally greater area of residual 
ridge is used to support denture base than occurs when ful- 
crum line passes through C. Amount of movement is directly 
related to quality of tissue support. Line AC represents length 
of denture base. (See also Figure 10-3.) 


not disengage from or break contact with the guiding 
plane. When one considers impression and cast for- 
mation variables— such as waxing, investing, and 
casting discrepancies, and finishing and polishing 
procedures— it may be somewhat philosophical to 
assume that the minor connector proximal plate will 
have contact. And if it does, it will disengage its con- 
tact with the guiding plane, especially if the tissue 
that supports the extension denture base is healthy 
and demonstrates favorable contour. It is more likely 
that the abutment tooth will move physiologically to 
contact the minor connector and that the disengage- 
ment will depend on the amount of tissue displace- 
ment. Figure 10-4 demonstrates geometrical y that 
the actual amount of tissue displacement in the 
extension base area under occlusal load may not be 
enough to cause the minor connector to break con- 
tact with the guiding plane. 

Total Occlusal Load Applied 

Patients with distal extension removable partial den- 
tures generally orient the food bolus over natural 
teeth rather than prosthetic teeth. This is likely 
because of the more stable nature of the natural den- 
tition, the proprioceptive feedback they provide for 
chewing, and the possible nociceptive feedback from 
the supporting mucosa. This has an effect on the 
direction and magnitude of the occlusal load to the 
removable partial denture, and thus on the load 
transferred to the abutments. Given this, the support 
from the residual ridge should be optimized and 
shared appropriately with the remaining natural 
dentition. 

The number of artificial teeth, the width of their 
occlusal surfaces, and their occlusal efficiency influ- 
ence the total occlusal load applied to the removable 
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Figure 16-6 If rotation of distal extension base occurs around nearest rest; as rest is moved 
anteriorly, more of residual ridge will be used to resist rotation. Compare vertical arcs of 
long-dash broken line with arcs of solid line. (See also Figure 10-4.) 



Figure 16-7 Occlusal rest is placed on mesioocclusal surface 
of left mandibular first premolar, which will move point of 
rotation anterior to conventionally placed disto-occlusal rest 
if contact of proximal minor connector on distal guiding 
plane is designed to release under function. Occlusal rest is 
connected to lingual bar by minor connector, which contacts 
small mesiolingual prepared guiding plane. 


partial denture. Kaires conducted an investigation 
under laboratory conditions and concluded "the 
reduction of the size of the occlusal table reduces the 
vertical and horizontal forces that act on the remov- 
able partial dentures and lessens the stress on the 
abutment teeth and supporting tissue."* 


ANATOMIC FORM IMPRESSION 



The anatomic form impression is a one-stage 
impression method using an elastic impression 
material that will produce a cast that does not repre- 
sent a functional relationship between the various 
supporting structures of the partially edentulous 
mouth. It will only represent the hard and soft tissue 
at rest. With the removable partial denture in posi- 
tion in the dental arch, the occlusal rest(s) will fit the 


*From Kaires AK: Effect of partial denture design on bilateral force 
distribution, J Prosthet Dent 6:373-389, 1956. 


rest seat(s) of the abutment teeth, whereas the den- 
ture base(s) will fit the surface of the mucosa at rest. 
When a masticatory load is applied to the extension 
base(s) with a food bolus, the rest(s) will act as a defi- 
nite stop, which will limit the part of the base near 
the abutment tooth from transmitting the load to the 
underlying anatomic structures. The distal end of 
the base(s) that is able to move more freely, however, 
will transmit more of the masticatory load to the 
underlying extension base tissue and will transmit 
more torque to the abutment teeth through the rigid 
removable partial denture framework. 

It is obvious that the soft tissue that covers the 
ridge cannot by itself carry any load applied to it. The 
soft tissue acts as a protective padding for the bone, 
which in the final analysis is the structure that 
receives and resists the masticatory load. Distribu- 
tion of this load over a maximum area of bone is a 
prime requisite in preventing trauma both to the tis- 
sues of the extension base areas and to the abutment 
teeth. 

A removable partial denture fabricated from a one- 
stage impression, which only records the anatomic 
form of basal seat tissue, places more of the mastica- 
tory load on the abutment teeth and that part of the 
bone that underlies the distal end of the extension 
base. The balance of the bony ridge will not function 
in carrying its share of the load. The result will be a 
traumatic load to the bone underlying the distal end 
of the base and to the abutment tooth, which in turn 
can result in bone loss and loosening of the abutment 
tooth. The use of a properly prepared, individualized 
impression tray can be a means to record the primary 
stress-bearing areas in a functional form and the 
nonstress-bearing areas in an anatomic form, just 
as is often accomplished in making impressions for 
complete dentures. 

Some dentists believe that every removable partial 
denture should be relined before its final placement 
in the mouth. Some believe that tissue can be evenly 
displaced and use impression materials of heavy 
consistency. This latter practice can introduce trau- 
matic stresses to the underlying tissue. Some dentists 
use free-flowing pastes that produce an impression 
of the soft tissue at rest. A removable partial denture 
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made according to this technique will be similar to a 
removable partial denture fabricated from a one-piece 
impression. The occlusal rest will act as a stop and 
Drevent an even distribution of the masticatory load 
Dy the base to the edentulous ridge. 


METHODS FOR OBTAI Nl NG 
1 FUNCTIONAL SUPPORT FOR 
| THE DISTAL EXTENSION BASE 

The objective of any functional impression tech- 
nique is to provide maximum support for the remov- 
abe partial denture bases. This allows for the 
maintenance of occlusal contact between both natu- 
ral and artificial dentition and, at the same time, 
minimum movement of the base, which would cre- 
ate leverage on the abutment teeth. Although some 
tissueward movement of the distal extension base is 
unpreventable and dependent on the six factors 
listed previously, it can be minimized by providing 
the best possible support for the denture base. 

A thorough understanding of the characteristics of 
each of the impression materials and impression 
methods leads to the conclusion that no single mate- 
rial can record both the anatomic form of the teeth 
and tissue in the dental arch and, at the same time, 
the functional form of the residual ridge. Therefore 
some secondary or corrected impression method 
must be used. I r ' \ I 

The method selected is greatly influenced by a 
determination of the support potential of the residual 
ridge mucosa. M ucosa that is firm and minimally dis- 
placeable provides a different support potential than 
mucosa that is more easily displaced. Methods for 
obtaining functional support for either should satisfy 
the two requirements for providing adequate support 
to the distal extension removable partial denture 
base. These are (1) that it records and relates the sup- 
porting soft tissue under some loading and (2) that it 
distributes the load over as large an area as possible. 


Selective Tissue Placement Impression Method 

Soft tissue that covers basal seat areas may be 
placed, displaced, or recorded in their resting or 
anatomical form. Placed and displaced tissue differs 
in the degree of alteration from their resting form 
and in their physiological reaction to the amount of 
displacement. For example, the palatal tissue in the 
vicinity of the vibrating line can be slightly displaced 
to develop a posterior palatal seal for the maxillary 
complete denture and will remain in a healthy state 
for extended periods. On the other hand, this tissue 
develops an immediate inflammatory response 
when it has been overly displaced in developing the 
posterior palatal seal. 

Oral tissues that have been overly displaced or 
distorted attempt to regain their anatomic form. 


When they are not permitted to do this by the den- 
ture bases, the tissues become inflamed and their 
physiological functions become impaired, accompa- 
nied by bone resorption. Tissues that are minimally 
displaced (placed) by impression procedures for 
definitive border control respond favorably to the 
additional pressures placed on them by the resultant 
denture bases if these pressures are intermittent 
rather than continuous. 

The selective tissue placement impression method 
is based on these clinical observations, the histologi- 
cal nature of tissue that covers the residual alveolar 
bone, the nature of the residual ridge bone, and its 
positional relationship to the direction of stresses that 
will be placed on it. it is further believed that by use of 
special y designed individual trays for impressions, 
denture bases can be developed that will use those 
portions of the residual ridge that can withstand 
additional stress and at the same time relieve the tis- 
sue of the residual ridge that cannot withstand func- 
tional loading and remain healthy. 

There should be no philosophical difference in 
the requirement of support and coverage by bases of 
distal extension removable partial dentures and 
complete dentures, either maxillary or mandibular, 
because the objective of maximum support is the 
same (Figure 16-8). The tray is unquestionably the 
most important part of an impression. However, a 
tray must be so formed and modified that the 
impression philosophy of the dentist can be carried 
out. Making individualized acrylic resin impression 
trays is described in Chapter 15, and the method of 
attaching custom trays to a removable partial den- 
ture framework is illustrated in Figure 16-9. 

Since the goal is to maximize soft tissue support 
and also use teeth to their supportive advantage, the 
framework fitted to the teeth while registering soft 
tissue support is a means to coordinate both. This 
means that before the trays are attached, the frame- 
work must be fitted in the mouth as illustrated in 
Figure 16-10. Fitting the framework involves the fol- 
lowing steps: 

1. Use of a disclosing media to identify interferences 
to completely seating the removable partial den- 
ture framework 

2. Use of disclosing media to identify the appro- 
priate contact(s) of the component parts of the 
framework during the seating of the framework 
and when the framework is completely seated in 
its designated terminal position 

3. Adjusting the seated framework to the opposing 
occlusion 

If there are opposing frameworks, the maxillary 
framework is removed from the mouth and the 
mandibular framework is adjusted to the natural 
maxillary dentition. Then the maxillary framework 
is replaced and it is adjusted to the mandibular 
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Figure 16-8 A, Impression of mandibular edentulous arch using individualized tray and rub- 
ber-base impression material. Tray was constructed and impression made so buccal shelves of 
mandible could assume primary stress-bearing role. B, Rubber-base secondary impression of 
Class I partially edentulous arch made in individualized trays attached to framework, lust as in 
A, buccal shelves will assume primary stress-bearing role. Note similarity of two impressions. 
In each instance, individualized acrylic resin impression trays permitted dentist to carry out his 
philosophy of impression making for support of denture bases. C, Impression of edentulous 
maxillary arch made with impression plaster in individualized tray. D, Impression of Class I 
partially edentulous arch made with irreversible hydrocolloid material in individualized tray. 
Again, without properly constructed individualized tray, a philosophy of impression making is 
most difficult to carry out. 



A B 

Figure 16-9 Secondary impression for distal extension mandibular removable partial denture 
is made using individual trays attached to distal extension minor connectors of removable 
partial denture framework. A, Framework has been tried in and fitted to the mouth. 
B, The cast has had the tray outline marked to outline the tray extension. 

Continued 
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Figure 16-9 Cont'd C, A single sheet of baseplate wax relief provided with a window for 
the posterior tissue stop and anterior tissue index. D, The framework is warmed and pressed 
to position on cast. All regions of cast that will be contacted by autopolymerizing acrylic 
resin or VLC resin are painted with tinfoil substitute (Alcote) or model release agent (MRA). 
E, A sheet of VLC resin material is adapted to cast and over the framework with finger pres- 
sure. Excess material over borders of cast is removed with sharp knife while material is still 
soft. F, The cured acrylic resin trays with framework are removed from cast, and trays are 
trimmed to outline of wax spacer. C, Borders of trays will be adjusted to extend 2 mm short 
of tissue reflections. Holes will be placed in trays corresponding to crest of residual ridge and 
retromolar pads to allow escape of excess impression material when impression is made. 
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Figure 16-10 The framework must be evaluated to assure complete seating, full contact 
with the remaining dentition for stabilization, support, and retention as planned, and to 
allow full natural tooth contact. A, Several types ot disclosing media may be used, such as 
stencil correction fluid, rouge and chloroform, and disclosing fluids, pastes, and waxes. 
Here, a spray disclosing medium has been applied and the framework is placed with mild 
pressure. Incomplete seating is seen when the framework binds. It is imperative that the 
framework not be forced to place at this initial seating. B, Upon removal it is seen that a 
portion of the proximal plate is preventing complete seating. C, The framework is carefully 
adjusted since over-adjustment can result in a poorly adapted framework. 

Continued 


dentition with its framework in place. It is impor- 
tant to remember that the metal frameworks must 
allow all of the natural dentition to maintain the 
same designed contact relationship with the oppos- 
ing arch as when the frameworks are out of the 
mouth. After the framework has been fitted and the 


custom trays have been attached, the selective tis- 
sue placement impression and cast formation can 
be accomplished as described in Figure 16-11. 

The altered cast method of impression making 
is most commonly used for the mandibular distal 
extension partially edentulous arch (Kennedy Class I 


Chapter 16 Support for the Distal Extension Denture Base 297 




Figure 16-10 Cont'd D, The framework is seen to completely seat following adequate 
adjustment. This may require disclosing and careful adjustment repeated times; however, 
if improvement is not seen with each framework modification there should be a concern 
regarding frame accuracy. E, Following complete seating and verification of appropriate 
tooth contacts by component parts (i.e., rests, proximal plates, stabilizing components) the 
occlusion must be checked and the framework adjusted until natural tooth contacts that exist 
without the framework seated are achieved with the framework in place. All adjusted regions 
can be carefully polished with rotary rubber points. 



A B C 


Figure 16-11 Selective tissue placement impression method (corrected impression). 
A, Individual acrylic resin impression trays are attached to framework. Holes are placed in 
trays along alveolar grooves to allow escape of excess impression material. B, Framework 
and attached trays are tried in patient's mouth. Borders of trays are adjusted so that they are 
2 to 3 mm short of all reflections but cover retromolar pads. C, Thin layer of red stick model- 
ing plastic is painted on tissue sides of impression trays by first softening modeling plastic 
with flame. 

Continued 


and II arch forms). A common clinical finding in these 
situations is a greater variation in tissue mobility 
and tissue distortion ordisplaceability, which necessi- 
tates some selective tissue placement to obtain the 
desired support from this tissue. This variability in 
tissue mobi ity is probably related to the pattern of 
mandibular residual ridge resorption. Altered cast 
impression methods are seldom used in the maxillary 
arch because of the nature of the masticatory mucosa 
and the amount of firm palatal tissue present to pro- 
vide soft tissue support. This tissue seldom requires 


placement to provide the required support. If excessive 
tissue mobility is present, it is often best managed by 
surgical resection as this is a primary supporting area. 

Obtaining support from the primary support 
areas is achieved by the manner in which the flow of 
the impression material is controlled during the 
impression-making procedure. Restricting the flow 
of the material in the primary stress-bearing areas 
(by minimizing the amount of relief over the area 
when the custom tray was made) causes greater 
pressure to be exerted on the tissue in this area 
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Figure 16-11 Cont'd D # Modeling plastic has been softened by flame, tempered in 135° F 
water, and placed in patient's mouth. This procedure is repeated several times until basal 
seat tissues are selectively displaced and framework is correctly positioned. Impression trays 
will be stable at this time and border-molding procedures can begin. E, Borders are perfected 
by heating individual areas, placing tempered tray in mouth, manipulating cheeks, and 
having patient form lingual borders by tongue movements. Note that lingual flanges have 
assumed an S shape. This S shape has been formed by action of mylohyoid muscle. Note 
also that lingual flanges have been extended into retromylohyoid fossas. There would be no 
difference in form of impression of edentulous regions at this stage from complete denture 
impression of same regions if patient were edentulous. F, Borders of compound impression 
are shortened 1 to 1.5 mm, and whole inside of impression, with exception of buccal shelf 
region, is relieved approximately 1 mm. G, Modeling plastic is removed from holes in trays. 

H, Final impression is completed with elastic impression material wash. Framework must 
be perfectly seated and maintained in position while impression material is setting. 

I, Edentulous regions of cast are eliminated. Cut surfaces are grooved for additional retention 
of stone poured to make altered cast. J, Framework and impression are returned to cast and 
are luted with sticky wax to avoid displacement during boxing and pouring procedures. 

K, Utility wax is used to box impression. L, Altered master cast with framework in position. 
Buccal shelf regions have been recorded in functional form. Other regions of basal seats 
have been recorded in anatomic form. 
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(compared with other areas of unrestricted flow 
where a greater amount of relief or venting of the 
impression tray was provided). This is often referred 
to as the "selected pressure" or "dynamic" impres- 
sion method. By controlling the flow of the impres- 
sion material with wax relief and venting, one can 
place or displace the soft tissues over the primary 
support areas so that they are the primary areas to 
provide support to the denture base when a remov- 
able partia denture is functionally loaded. 

An impression for a mandibular distal extension 
partially edentulous arch may also be adequately 
made in an individualized, complete arch tray. To 
do so, not only must the tray be formed to provide 
Droper space for the particular impression materials 
Dut also provision must be made so that the func- 
tional form of primary stress-bearing areas can be 
recorded. Such an impression procedure, properly 
executed, can be used when metal bases are to be 
incorporated in the design of the restoration. There is 
little difference if any between recording the basal 
seats in the partially edentulous arch and recording 
like areas for complete dentures on an edentulous 
arch. A secondary impression made in custom trays 
attached to the framework only makes definitive bor- 
der control and tissue placement a bit easier com- 
pared with the individualized complete arch tray. 


Functional Impression Technique % 

When the residual ridge mucosa demonstrates a 
uniformly firm consistency, an impression tech- 
nique that involves capturing the tissue form 
while the patient is in occlusion can be consid- 
ered. Such a technique records the mucosal posi- 
tion and shape under the influence of a static 
closure force, similar to functional masticatory 
forces. The more the mucosa displaces under 
function, the more rebound there is likely to be. 
Since the prosthesis will be under occlusal load 
for only a portion of a day, minimal rebound is 
desired so as to maintain the clasp assembly tooth 
relationship. When such a technique is applied to 
firm, minimally displaceable mucosa, there is 
minimal rebound effect on prosthesis position. 
The selective pressure technique described above 
can be applied to all varieties of residual ridges as 
it is customized to mucosal conditions, whereas 
the functional impression technique has limited 
application to a uniformly firm ridge consistency. 


SELF-ASSESSMENT AIDS 

1. Support for a tooth-supported removable partia 
denture is provided by what oral structures? 

2. Support for a distal extension denture is pro- 
vided by what oral structures? 


3. Residual ridges may be recorded by an impres- 
sion in their anatomic form or functional form. 

A Class III arch may be recorded in its 

form; however, the residual ridges in Class 1 or II 
arches should be recorded in their form. 

4. There are at least six important factors that influ- 
ence the support of a distal extension denture 
base by the residual ridges. State them. 

5. Describe what is considered to be an ideal 
residual ridge to support a distal extension den- 
ture base. 

6. What areas of the residual ridge are considered 
to be the primary stress-bearing areas for a 
mandibular distal extension base? A maxillary 
distal extension base? 

7. Why can the crest of the mandibular residual 
ridge not assume a stress-bearing role? 

8. Which type of tissue interposed between a den- 
ture base and the underlying bone would proba- 
bly afford a more favorable reaction to stress: firm, 
dense, fibrous connective tissue or easily dis- 
placeable connective tissue? Defend your choice. 

9. The space that is available for a distal extension 
denture base is controlled by the moving struc- 
tures that surround the space. True or false? 

10. A denture base should cover as much of the 
residual ridge as possible and be extended the 
maximum amount within the physiological tol- 

J erance of the limiting border structures. True or 
false? \ 

11. The objective of any functional impression tech- 
nique is to provide maximum support for the 
removable partial denture base. When this objec- 
tive is attained, what advantages accrue to the 
denture environment? 

12. How does accuracy or inaccuracy of the denture 
base influence the quality of support by the resid- 
ual ridge? 

13. Because some rotational movement of the exten- 
sion denture is bound to occur, and because use 
of as much of the primary stress-bearing areas as 
possible is desirable, in what manner may the 
design of the framework (location of rests and 
minor connectors) influence the greatest use of 
the primary stress-bearing areas? Illustrate with a 
simple diagram. 

14. Total occlusal load applied to a denture base 
certainly influences the quality of support from 
the base. What can be done to lessen the total 
occlusal applied load in relation to the prostheti- 
cally supp ied teeth? 

15. M any approaches can record the functional form 
of residual ridges in Class I and II arches and 
relate this form accurately to the rest of the den- 
tal arch. The various methods are only means 
to an end. A basic understanding of anatomy, 
histology, physiology, materials, and principles 
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will permit each dentist to develop an individual 
philosophy and a technique of impression mak- 
ing. Rationalize the functional relining method 
and the selective tissue placement method 
(whether with fluid waxes or other materials) 
and how they are related to the anatomic form 
under functional loading to the rest of the arch. 

16. What are the risks involved in a closed-mouth 
method while performing a functional impres- 
sion procedure? 

17. It is noted in some of the various methods of 
making functional impressions of residual ridges 
that a series of holes are placed in the alveolar 
groove of the trays. What is accomplished by 
such a procedure? 

18. What is the most important part of an impres- 
sion? If you answered the tray, that is correct. 


Describe why this must be true in relation to 
what one tries to accomplish in an impression 
procedure. 

19. Should there be any difference in the support 
characteristic, extension, and form of a remov- 
able partial denture extension base and a com- 
plete denture base occupying the same area? 
Explain. 

20. One procedure discussed in the text is the selec- 
tive tissue placement of impression making. 
What is meant by tissue placement? 

21. Fully describe a selective tissue placement pro- 
cedure for making impressions of mandibular 
extension residual ridges. 

22. What is meant by a secondary impression? 

23. What does an altered cast in relation to impres- 
sion making mean? 
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OCCLUSAL RELATIONSHIPS 
FOR REMOVABLE PARTIAL DENTURES 


Desirable Occlusal Contact Relationships 

for Removable Partial Dentures 
Methods for Establishing Occlusal Relationships 

Direct Apposition of Casts 

Interocclusal Records With Posterior Teeth Remaining 
Occlusal Relations Using Occlusion Rims 

on Record Bases 
Jaw Relation Records Made Entirely 

on Occlusion Rims 


Establishing Occlusion by the Recording of Occlusal 
Pathways 

Materials for Artificial Posterior Teeth 

Arranging Teeth to an Occluding Template 
Establishing Jaw Relations for a Mandibular 
Removable Partial Denture Opposing a Maxillary 

Complete Denture 
Self-Assessment Aids 


The fourth phase* in the treatment of patients 
with removable partial dentures is the estab- 
lishment of a functional and harmonious 
occlusion. Occlusal harmony between a removable 
partial denture and the remaining natural teeth is 
a major factor in the preservation of the health of 
their surrounding structures. In the treatment of 
patients with complete dentures, the inclination 
of the condyle path is the only factor not within the 
control of the dentist. All other factors may be altered 
to obtain occlusal balance and harmony in eccentric 
Dositions to conform to a particular concept and phi- 
osophy of occlusion. 

Balanced occlusion is desirable with complete 
dentures because unbalanced occlusal stresses may 
cause instability of the dentures and trauma to the 
supporting structures. These stresses can reach a 
point that causes movement of the denture bases. In 
removable partial dentures, however, because of the 
attachment of the removable partial denture to the 
abutment teeth, occlusal stresses can be transmitted 
directly to the abutment teeth and other supporting 


*See Chapter 2, under discussion on the six phases of removable 
partial denture service. 


structures, resulting in sustained stresses that may be 
more damaging than those transient stresses found 
in complete dentures. Failure to provide and main- 
tain adequate occlusion on the removable partial 
denture is primarily a result of: (1) lack of support for 
the denture base, (2) the fallacy of establishing occlu- 
sion to a single static jaw relation record, and (3) an 
unacceptable occlusal plane. 

In establishing occlusion on a removable partial 
denture the influence of the remaining natura teeth 
is usually such that the occlusal forms of the teeth 
on the removable partial denture must be made to 
conform to an already established occlusal pattern. 
Occlusal adjustment or restoration may have altered 
this pattern. However, the pattern present at the time 
the removable partial denture is made dictates the 
occlusion on the removable partial denture. The only 
exceptions are those in which an opposing complete 
denture can be made to function harmoniously with 
the removable partial denture or in which only ante- 
rior teeth remain in both arches and the incisal rela- 
tionship can be made so that tooth contacts do not 
disturb denture stability or retention. In these situa- 
tions jaw relation records and the arrangement of the 
teeth may proceed in the same manner as with com- 
plete dentures, and the same general principles apply. 
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With all other types of removable partial dentures 
the remaining teeth dictate the occlusion. The den- 
tist should strive for planned contacts in centric 
occlusion and no interferences in lateral excursions. 
While a functional relationship of the removable par- 
tial denture to the natural dentition sometimes may 
be adjusted satisfactorily in the mouth, extraoral 
adjustment is often easier for both dentist and 
patient, more accurate, and can be accomplished in 
a more comprehensive manner. 

The establishment of a satisfactory occlusion for 
the removable partial denture patient should include 
the following: (1) an analysis of the existing occlusion; 

(2) the correction of existing occlusal disharmony; 

(3) the recording of centric relation or an adjusted 
centric occlusion; (4) the recording of eccentric jaw 
relations or functional eccentric occlusion; and 
(5) the correction of occlusal discrepancies created 
by the fit of the framework and in processing the 
removable partial denture. 


DESIRABLE OCCLUSAL CONTACT 
RELATIONSHIPS FOR REMOVABLE 
PARTIAL DENTURES 



The following occlusal arrangements are recom- 
mended to develop a harmonious occlusal relation- 
ship of removable partial dentures and to enhance 
stability of the removable partial dentures: 

1. Simultaneous bilateral contacts of opposing pos- 
terior teeth must occur in centric occ usion. 

2. Occlusion for tooth-supported removable partial 
dentures may be arranged similar to the occlusion 
seen in a harmonious natural dentition, since sta- 
bility of such removable partial dentures results 
from the effect of the direct retainers at both ends 
of the denture base (Figure 17-1). 


3< Bilateral balanced occlusion in eccentric posi- 
tions should be formulated when a maxillary 
complete denture (Figure 17-2) opposes the 
removable partial denture. This is accomplished 
primarily to promote the stability of the complete 
denture. However, simultaneous contacts in a 
protrusive relationship do not receive priority 
over appearance, phonetics, and/or a favorable 
occlusal plane. 

4. Working side contacts should be obtained for the 
mandibular distal extension denture (Figure 17-3). 
These contacts should occur simultaneously with 
working side contacts of the natural teeth to dis- 
tribute the stress over the greatest possible area. 
Masticatory function of the denture is improved 
by such an arrangement. 

5. Simultaneous working and balancing contacts 
should be formulated for the maxillary bilateral 
distal extension removable partial denture when- 
ever possible (Figure 17-4). Such an arrangement 
will compensate in part for the unfavorable posi- 
tion the maxillary artificial teeth must occupy in 
relation to the residual ridge, which is usually lat- 
eral to the crest of the ridge. However, this desir- 
able relationship must often be compromised 
when the patient's anterior teeth have an exces- 
sively steep vertical overlap with little or no hori- 
zontal overlap. Even in this situation, working side 
contacts can be obtained without resorting to 
excessively steep cuspal inclinations. 

6. Only working contacts need to be formulated 
for either the maxillary or mandibular unilat- 
eral distal extension removable partial denture 
(Figure 17-5). Balancing side contacts would not 
enhance the stability of the denture because it is 
entirely tooth supported by the framework on 
the balancing side. 



Figure 17-1 Opposing partially edentulous arches having prospective abutments bounding 
all edentulous spaces. A, Linear working contacts may be developed if group function does 
not take molars out of contact in working position. B, Posterior balancing and protrusive 
contacts would not add to stability of either restoration and should be avoided. 
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Figure 17-2 A, Class I partially edentulous arch opposed by edentulous maxillary arch. 
Stability of maxillary complete denture can be promoted by developing balanced occlusion 
B, Linear working contacts. C, Balancing contacts are arranged, thus minimizing tipping 
stresses to complete denture. D, Protrusive contact of posterior teeth will better distribute 
forces to entire basal seat of complete denture in contrast to contacts only by opposing 
anterior teeth. 


7. In the Kennedy Class IV removable partial denture 
configuration, contact of opposing anterior teeth 
in the planned intercuspal position is desired to 
prevent a continuous eruption of the opposing 
natural incisors (Figure 17-6), unless they are 
otherwise prevented from extrusion by means of 
a lingual p ate, auxiliary bar, or bysplinting. Con- 
tact of the opposing anterior teeth in eccentric 
positions can be developed to enhance incisive 
function but should be arranged to permit bal- 
anced occlusion without excursive interferences. 

8. Balanced contact of opposing posterior teeth in a 
straightforward protrusive relationship and func- 


tional excursive 
opposing comp 


Dositions is desired only when an 
ete denture or bilateral distal 
extension maxillary removable partial denture is 
placed (see Figures 17-2 and 17-4). 
9. Artificial posterior teeth should not be arranged far- 
ther distally than the beginning of a sharp upward 
incline of the mandibular residual ridge or over 
the retromolar pad (Figure 17-7). To do so would 
have the effect of shunting the denture anteriorly. 


A harmonious relationship of opposing occlusal 
and incisal surfaces alone is not adequate to ensure 
stability of distal extension removable partial den- 
tures. In addition, the relationship of the teeth to 
the residual ridges must be considered. Bilateral 
eccentric contact of the mandibular distal exten- 
sion removable partial denture need not be formu- 
lated to stabilize the denture. The buccal cusps, 
however, must be favorably placed to direct stress 
toward the buccal shelf, which is the primary sup- 
port area in the mandibular arch. In such positions 
the denture is not subjected to excessive tilting 
forces (Figure 17-8). On the other hand, the artificial 
teeth of the bilateral, distal extension, maxillary 
removable partial denture often must be placed lat- 
erally to the crest of the residual ridge (Figure 17-9). 
Such an unfavorable position can cause tipping of 
the denture, which is restrained only by direct 
retainer action on the balancing side. To enhance 
the stability of the denture, it seems logical to pro- 
vide simultaneous working and balancing contacts 
in these situations if possible. 
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Figure 17-3 A, Bilateral distal extension mandibular arch opposed by natural dentition in 
maxillary arch. Master casts have been oriented in articulator in centric relation. B, Acrylic 
resin record bases attached to framework are used to support artificial teeth that have been 
arranged in maximum intercuspation. C, Working contacts have been developed after articu- 
lator was programmed with eccentric records. D, Balancing contacts are purposefully avoided 
because they would not enhance stability of restoration. Protrusive balance is also avoided in 
order to achieve an acceptable appearance, phonetics, and a favorable occlusal plane. 




Figure 17-4 Casts of opposing Class I partially edentulous arches correctly oriented on pro- 
grammed articulator. A, Resultant restoration has linear working side contacts of opposing 
posterior teeth occurring simultaneously with contact of opposing canines on working side. 
B, Balancing contact should be arranged to minimize tipping of maxillary removable partial 
denture and to broadly distribute forces accruing to its supporting structures (abutments and 
residual ridges). 
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Figure 17-5 A, Class III (skeletal classification) mandibular arch opposed by natural 
dentition. B, Artificial teeth were arranged for maximum intercuspation in centric occlu 
sion with linear working contacts. C, Posterior protrusive and balancing contacts have 
been avoided because such arrangement would not enhance stability of the unilateral 
restoration. 




B 


Figure 17-6 Class IV maxillary arch opposed by mandibular clentulous arch. A, Contact of 
prosthetically supplied teeth and opposing mandibular teeth has been developed in the 
planned intercuspal position to prevent continued eruption of mandibular teeth. B, Contact 
of anterior teeth in eccentric positions is avoided to eliminate unfavorable forces to maxillary 
anterior residual ridge. 
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Figure 17-7 Mandibular posterior teeth should not be 
arranged distal to the upward incline (ascending ramus) of 
residual ridge. The molar tooth has been placed just anterior 
to a mark on the cast land area designating the beginning 
incline. 



Figure 17-8 The posterior teeth in this distal extension have 
been selected with a narrower buccal- lingual width than the 
original teeth, and they are placed relative to the primary sup- 
port (buccal shelf) to distribute the functional load to the most 
anatomically favorable location in a manner that reduces 
leverage effects. 


METHODS FOR ESTABLISHING 
OCCLUSAL RELATIONSHIPS 


Five methods of establishing interocclusal relations 
for removable partial dentures will be briefly 
described. Before describing any of these, it is neces- 
sary that the use of a face-bow mounting of the max- 
illary cast and the pertinent factors in removable 
partial denture occlusion be considered. The tech- 
nique for applying the face-bow has been described 
briefly in Chapter 12. 

Although a hinge axis mounting may be desirable 
for complete oral rehabilitation procedures, any of 
the common types of face-bow will facilitate mount- 
ing of the maxi lary cast in relation to the condylar 
axis in the articulating instrument with reasonable 
accuracy and are acceptable for a removable partial 
denture. As suggested in Chapter 12, it is still better 
that the plane of occlusion be related to the axis- 


orbital plane. Because the dominant factor in 
removable partial denture occlusion is the remain- 
ing natural teeth and their proprioceptive influence 
on occlusion, a comparable radius at the oriented 
plane of occlusion in an acceptable instrument will 
allow reasonably valid mandibular movements to be 
reproduced. 

Semiadjustable articulators can simulate but not 
duplicate jaw movement. A realization of the limita- 
tions of a specific instrument and knowledge of the 
procedures that can overcome these limitations are 
necessary if an adequate occlusion is to be created. 

The recording of occlusal relationships for the 
partially edentulous arch may vary from the simple 
apposition of opposing casts (by occluding sufficient 
remaining natural teeth) to the recording of jaw rela- 
tions in the same manner as for a completely eden- 
tulous patient. As long as there are natural teeth that 
remain in contact, however, thecuspal influence that 
those teeth will have on functional jaw movements 
dictates the placement of the artificial teeth and the 
occlusal scheme. 

The horizontal jaw relation (planned intercuspal 
position or centric relation) in which the restoration 
is to be fabricated should have been determined dur- 
ing diagnosis and treatment planning. M outh prepa- 
rations also should have been accomplished based 
on this determination, including occlusal adjustment 
of the natural dentition, if such was indicated. There- 
fore one of the following conditions should exist: 
(1) centric relation and planned intercuspal position 
coincide with no evidence of occlusal pathological 
conditions, therefore the decision should be to fabri- 
cate the restoration in centric relation; (2) centric 
relation and the planned intercuspal position do not 
coincide, but the planned intercuspal position is 
clearly defined and the decision has been made to 
fabricate the restoration in the planned intercuspal 
position; (3) centric relation and the planned inter- 
cuspal position do not coincide and the intercuspal 
position is not clearly defined, therefore the decision 
should be made to fabricate the restoration in centric 
relation; and (4) posterior teeth are not present in one 
or both arches and the denture will be fabricated in 
centric relation. 

Occlusal relationships may be established by use 
of the most appropriate of the following methods to 
fit a particular partially edentulous situation. 

Direct Apposition of Casts 

The first method is used when there are sufficient 
opposing teeth that remain in contact to make the 
existing jaw relationship obvious or when only a few 
teeth are to be replaced on short denture bases and 
there is no evidence of occlusal abnormalities. In this 
method, opposing casts may be occluded by hand. 
The occluded casts should be held in apposition with 
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Figure 17-9 A, Maxillary molar occluded in a normal horizontal relationship to the oppos- 
ing molar. B, The resultant position is lateral to the supporting crest of the residual ridge. This 
position is functionally unfavorable due to the potentially unstable leverage effects; however, 
stability can be improved by arranging simultaneous working and balancing contacts in 
occlusal scheme. 


rigid supports attached with sticky wax to the bases 
of the casts until they are securely mounted in the 
articulator. 

At best, this method can only perpetuate the 
existing occlusal vertical dimension and any existing 
occlusal disharmony present between the natural 
dentition. Occlusal analysis and the correction of 
any existing occlusal disharmony should precede 
the acceptance of such a jaw relation record. The 
limitations of such a method should be obvious. Yet, 
such a jaw relation record is better than an inaccu- 
rate interocclusal record between the remaining 
natural teeth. Unless a record is made that does not 
influence the closing path of the mandible because 
of its bulk and/or the consistency of the recording 
medium, direct apposition of opposing casts at least 
eliminates the possibility of the patient giving a 
faultyjaw relationship. 

Interocclusal Records With Posterior Teeth 
Remaining 

A second method, which is a modification of the first, 
is used when sufficient natural teeth remain to sup- 
port the removable partial denture (Kennedy Class 
III or IV), but the relation of opposing natural teeth 
does not permit the occluding of casts by hand. In 


such situations, jaw relations must be established the 
same as fixed restorations that use some type of inte- 
rocclusal record. 

The least accurate of these methods is the interoc- 
clusal wax record. The bulk, consistency, and accu- 
racy of the wax will influence the successful 
recording of centric relation with an interocclusal 
wax record after chilling. Excess wax that contacts 
mucosal surfaces may distort soft tissue, thereby pre- 
venting accurate seating of the wax record onto the 
stone casts. Distortion of wax during or after removal 
from the mouth may also interfere with accurate 
seating. Therefore a definite procedure for making 
interocclusal wax records is given as follows. 

A uniformly softened, metal-reinforced wafer of 
baseplate or set-up wax is placed between the teeth, 
and the patient is guided to close in centric relation 
(Figure 17-10). Correct closure should have been 
rehearsed before placement of the wax so that the 
patient will not hesitate or deviate in closing. The wax 
is then removed and immediately chilled thoroughly 
in room-temperature water. It should be replaced a 
second time to correct the distortion that results from 
chilling and then again chilled after removal. 

All excess wax should now be removed with a 
sharp knife. It is most important at this time that all 
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Figure 17-10 Aluwax wafer shaped to just clear lingual sur- 
faces of teeth in lower arch. Water bath is used to uniformly 
soften Aluwax. Wax record is corrected with impression paste 
or bite registration paste. 


wax that contacts mucosal surfaces be trimmed free 
of contact. The chilled wax record again should be 
replaced to make sure that no contact with soft tissue 
exists. 

A wax record can be further corrected with a 
freely flowing occlusal registration material, such as 
a metallic oxide paste, which is used as the final 
recording medium. In making such a corrected wax 
record, the opposing teeth (and also the patient's lips 
and the dentist's gloves) should first be lightly coated 
with petroleum jelly or a silicone preparation. The 
occlusal registration material is then mixed and 
applied to both sides of the metal-reinforced wax 
record. It is quickly placed, and the patient is assisted 
with closing in the rehearsed path, which will be 
guided by the previous wax record. After the occlusal 
registration material has set, the corrected wax 
record is removed and inspected for accuracy. Any 
excess projecting beyond the wax matrix should 
be removed with a sharp knife until only the registra- 
tion of the cusp tips remains. Such a record should 
seat on accurate casts without discrepancy or inter- 
ference and will provide an accurate interocclusal 
record. When an intact opposing arch is present, use 
of an opposing cast may not be necessary. Instead a 
hard stone may be poured directly into the occlusal 
registration material record to serve as an opposing 
cast. However, although this may be an acceptable 
procedure in the fabrication of a unilateral fixed par- 
tial denture, the advantages of having casts properly 
oriented in a suitable articulator contraindicate the 
practice. The only exception to this is if the maxillary 


cast on which the removable partial denture is to 
be fabricated has been mounted previously with 
the aid of a face-bow. In such an instance, an intact 
mandibular arch may be reproduced in stone by 
pouring a cast directly into the interocclusal record. 

An interocclusal record also may be made with an 
adjustable frame. Reference to this method was made 
in Chapter 12 (see Figure 12-13). The adjustable 
frame was devised for use with materials that offer no 
resistance to closure, such as zinc oxide and eugenol 
impression pastes. 

Some of the advantages of using a metallic oxide 
paste over wax as a recording medium for occlusal 
records are: (1) uniformity of consistency; (2) ease of 
displacement on closure; (3) accuracy of occlusal 
surface reproduction; (4) dimensional stability; 
(5) the possibility of some modification in occlusal 
relationship after closure, if it is made before the 
material sets; and (6) less likelihood of distortion 
during mounting procedures. 

Three important details to be observed when one 
uses such a material are: 

1. M ake sure that the occlusion is satisfactory before 
making the interocclusal record. 

2. Be sure that the casts are accurate reproductions 
of the teeth being recorded. 

3. Trim the record with a sharp knife wherever it 
engages undercuts, soft tissue, or deep grooves. 

Occlusal Relations Using Occlusion Rims 
on Record Bases 

A third method is used when one or more distal 
extension areas are present, when a tooth-supported 
edentulous space is large, or when opposing teeth do 
not meet. In these instances, occlusion rims on accu- 
rate jaw relation record bases must be used. Simple 
wax records of edentulous areas are never accept- 
able. Any wax, however soft, will displace soft tissue. 
It is impossible to accurately seat such a wax record 
on a stone cast of the arch. 

In this method the recording proceeds much the 
same as in the second method, except that occlusion 
rims are substituted for missing teeth (Figure 17-11). 
It is essential that accurate bases be used to help 
support the occlusal relationship. Visible light-cured 
(VLC) bases may be adapted to the casts following 
the same technique described in Chapter 15 for mak- 
ing impression trays. Utilizing the master cast, block 
out undesirable undercuts. However, do not add any 
wax for spacing. Paint a thin layer of the model 
release agent on the cast and the relief wax to aid in 
removal of the base from the cast after the desig- 
nated time of polymerization recommended by the 
manufacturer. Carefully, adapt the VLC base material 
to the cast. Do not thin the material, and do not 
adapt the VLC base material over the remaining 
teeth. Process the base in the polymerization to set 
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Figure 17-11 Relationship and distribution of remaining teeth for this patient require that 
record bases and occlusion rims be used for accurate mounting of casts. A, Acrylic resin 
record bases and hard baseplate wax occlusion rims for an edentulous maxilla and Kennedy 
Class I mandibular arch. These record bases are stable and were formed by sprinkling auto- 
polymerizing acrylic resin. B, Occlusion rims substitute for missing posterior teeth and pro- 
vide an opportunity for posterior support when making interocclusal records, which is most- 
critical for the longer edentulous span on the mandibular right. 


the material, then separate the record base from the 
cast and remove any remaining blockout wax. Clean 
the base and apply the air barrier coating over the 
entire record base and process (tissue side up) as 
directed. I r i ^ r 

Record bases may also be made entirely of 
autopolymerizing acrylic resin. Those materials used 
in dough form lack sufficient accuracy for this pur- 
pose unless they are corrected by relining. An acrylic 
resin base may be formed by sprinkling monomer 
and polymer into a shallow matrix of wax or clay 
after any undercuts are blocked out. If the matrix and 
blockout have been formed with care, interference to 
removal will not occur, and little trimming will be 
necessary. When the sprinkling method is used and 
sufficient time is allowed for progressive polymeriza- 
tion to occur, such bases are stable and accurate. 
Other record bases include the use of cast metal and 
compression molded or processed acrylic resin bases 
for jaw relation records. 

Relative to the third method, some mention must 
be made of the ridge on which the record bases are 
formed. If the prosthesis is to be tooth supported or 
if a distal extension base is to be made on the 
anatomic ridge form, the bases will be made to fit 
that form of the residual ridge. But if a distal exten- 
sion base is to be supported by the functional form 
of the residual ridge, it is necessary that the record- 
ing of jaw relations be deferred until the master cast 
has been corrected to that functional form. 

Record bases must be as nearly identical as possi- 
ble to the bases of the finished prosthesis. Jaw rela- 
tion record bases are useless unless they are made on 


the same cast or a duplicate cast on which the den- 
ture will be processed, or are themselves the final 
denture bases. The latter may be either a cast alloy or 
a processed acrylic resin base. 

Jaw relation records made by this method accom- 
plish essentially the same purpose as the two previ- 
ous methods. The fact that record bases are used to 
support edentulous areas does not alter the effect. In 
any method, the skill and care used by the dentist in 
making occlusal adjustments on the finished pros- 
thesis will govern the accuracy of the resulting 
occlusion. 

Methods for Recording Centric Relation 
on Record Bases 

There are many ways by which centric relation may 
be recorded when record bases are used. The least 
accurate is the use of softened wax occlusion rims. 
Modeling plastic occlusion rims, on the other hand, 
may be uniformly softened by flaming and temper- 
ing, resulting in a generally acceptable occlusal 
record. This method is time proved, and when com- 
petently done, it is equal in accuracy to any other 
method. 

When wax occlusion rims are used, they should 
be reduced in height until just out of occlusal con- 
tact at the desired vertical dimension of occlusion. A 
single stop is then added to maintain their terminal 
position as a jaw relation record is made in some 
uniformly soft material, which sets to a hard state. 
Quick-setting impression plaster, bite registration 
paste, or autopolymerizing resin may be used. With 
any of these materials, opposing teeth must be 
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lubricated to facilitate easy separation. Whatever the 
recording medium, it must permit normal closure 
into centric relation without resistance and must be 
transferable with accuracy to the casts for mounting 
purposes. 

Jaw Relation Records Made Entirely 
on Occlusion Rims 

The fourth method is used when no occlusal contact 
exists between the remaining natural teeth, such as 
when an opposing maxillary complete denture is to 
be made concurrently with a mandibular removable 
partial denture. It may also be used in those rare situ- 
ations in which the few remaining teeth do not 
occlude and will not influence eccentric jaw move- 
ments. Jaw relation records are made entirely on 
occlusion rims when either arch has only anterior 
teeth present (Figure 17-12). 

In any of these situations, jaw relation records are 
made entirely on occlusion rims. The occlusion rims 
must be supported by accurate jaw relation record 
bases. Here the choice of method for recording jaw 
relations is much the same as that for complete den- 
tures. Either some direct interocclusal method or a 
stylus tracing may be used. As with complete denture 
fabrication, the use of a face-bow, the choice of artic- 
ulator, the choice of method for recording jaw rela- 
tions, and the use of eccentric positional records are 
optional based on the training, ability, and desires of 
the individual dentist. 

Establishing Occlusion by the Recording 
of Occlusal Pathways 

The fifth method of establishing occlusion on the 
removable partial denture is the registration of 
occlusal pathways and the use of an occluding tem- 



plate rather than a cast of the opposing arch. When 
a static jaw relation record is used, with or with- 
out eccentric articulatory movements, the pros- 
thetically supplied teeth are arranged to occlude 
according to a specific concept of occlusion. On 
the other hand, when a functional occlusal record 
is used, the teeth are modified to accept every 
recorded eccentric jaw movement. 

These movements are made more complicated 
by the influence of the remaining natural teeth. 
Occlusal harmony on complete dentures and in 
complete mouth rehabilitation may be obtained 
by the use of several different instruments and 
techniques. Schuyler has emphasized the impor- 
tance of establishing first the anterior tooth 
relation and incisal guidance before proceeding 
with any complete oral rehabilitation. Others have 
shown the advantages of establishing canine guid- 
ance as a key to functional occlusion before pro- 
ceeding with any functional registration against 
an opposing prosthetically restored arch. This is 
done on the theory that the canine teeth serve to 
guide the mandible during eccentric movements 
when the opposing teeth come into functional 
contact. It also has been pointed out that the 
canine teeth transmit periodontal proprioceptor 
impulses to the muscles of mastication and thus 
have an influence on mandibular movement even 
without actual contact guidance. However, as long 
as the occlusal surfaces of unrestored natural 
teeth remain in contact, as in many a partially 
dentulous mouth, these teeth will always be the 
primary influence on mandibular movement. The 
degree of occlusal harmony that can be obtained 
on a fixed or removable restoration will depend on 
the occlusal harmony that exists between these 
teeth. 

Regarding occlusion, Thompson has written: 
"Observing the occlusion with the teeth in static 
relations and then moving the mandible into vari- 
ous eccentric positions is not sufficient. A dynamic 
concept is necessary to produce an occlusion that 
is in functional harmony with the facial skeleton, 
the musculature, and the temporomandibular 
joints."* By adding "and with the remaining natural 
teeth," the requirements for removable partial den- 
ture occlusion are more completely defined. 

Some of the methods described previously may 
be applied to the fabrication of removable partial 
dentures in both arches simultaneously, whereas 
the registration of occlusal pathways necessitates 


Figure 17-12 Opposing Kennedy Class I dental arches with 
remaining anterior teeth only. Recording of maxillo- 
mandibular relations was accomplished by using stable 
record bases and occlusion rims. 


*From Thompson JR: Temporomandibular disorders: diagnosis 
and dental treatment in the temporomandibular joint. In Sarnat B, 
ed: The temporomandibular joint, ed, 2, Springfield, IL, 1964, 
Bernard G. Sarnat and Charles C.Thomas, pp. 146-184. 
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that an opposing arch be intact or restored to the 
extent of p anned treatment. A diagnostic wax-up 
of both maxillary and mandibular arches will facili- 
tate visualization of the proposed mouth prepa- 
ration and restorative procedures required to 
accommodate the planned occlusal scheme, cor- 
rect orientation of the occlusal plane, correct arch 
form, and complete tooth modifications to accom- 
modate the removable partial denture design, all 
at the desired vertical dimension of occlusion. If 
removable partial dentures are planned for both 
arches, a decision is necessary as to which denture 
is to be made first and which is to bear a functional 
occlusal relation to the opposing arch. Generally 
the mandibular arch is restored first and the maxil- 
lary removable partial denture occluded to that 
restored arch. If the maxillary arch is to be restored 
with a complete denture or a fixed partial denture 
or crowns, a full diagnostic wax-up must be done 
before establishing the occlusion on the opposing 
removable partial denture. If opposing fixed partial 
dentures or opposing occluding crowns are to be 
fabricated, it may be advantageous to develop the 
occlusion and fabricate them simultaneously to 
ensure optimal positioning, cuspal relationship, 
and functional integrity. 

Regardless of the method used for recording jaw 
relations, when one arch is completely restored 
first, that arch is treated as an intact arch even 
though it is wholly or partially restored by pros- 
thetic means. The dentist must consider at the time 
of treatment planning the possible advantages of 
establishing the final occlusion to an intact arch. 

Step-by-step Procedure for Registering Occlusal 
Pathways 

After the framework has been adjusted to fit the 
mouth, the technique for the registration of occlusal 
pathways is as follows: 

1. Support the wax occlusion rim by a denture 
base having the same degree of accuracy and 
stability as the finished denture base. Ideally, 
this would be the final denture base, which is 
one of the advantages of making the denture 
with a metal base. Otherwise, make a temporary 
base of VLC resin or sprinkled autopolymerizing 
acrylic resin (see Figures 18-34 through 18-38), 
either of which is essentially identical to the 
final acrylic resin base. In any distal extension 
removable partial denture, make this base on a 
cast that has been corrected to desired func- 
tional or supporting forms of the edentulous 
ridge. Place a film of hard sticky wax on the base 
before the wax occlusion rim is secured to it. 
The wax used for the occlusion rim should be 
hard enough to support biting stress and should 


be tough enough to resist fracture. Hard inlay 
wax has proved to be suitable for the majority of 
patients. However, some individuals with weak 
musculature or tender mouths may have diffi- 
culty in reducing this wax. In such situations 
use a slightly less hard wax. M ake the occlusion 
rim wide enough to record all extremes of 
mandibular movement. 
2. Inform the patient that the occlusion rim must 
be worn for 24 hours or longer. It should be 
worn constantly, including nighttime, except for 
removal during meals. By wearing and biting 
into a hard wax occlusion rim, a record is made 
of all extremes of jaw movement (Figure 17-13). 
The wax occlusion rim must maintain posi- 
tive contact with the opposing dentition in all 
excursions and must be left high enough to 
ensure that a record of the functional path of 
each cusp will be carved in wax. This record 
should include not only voluntary excursive 
movements but also involuntary movements 
and changes in jaw movement caused by 
changes in posture. Extreme jaw positions and 
habitual movements during sleep should also 
be recorded. 

The occlusal paths, thus recorded, will represent 

)each tooth in its three-dimensional aspect. 
Although the cast poured against this will 
resemble the opposing teeth, it will be wider 
than the teeth that carved it because it repre- 
sents those teeth in all extremes of movement. 
The recording of occlusal paths in this manner 



Figure 17-13 Example of completed occlusal registration in 
hard inlay wax supported by accurate record bases. Note that 
width of each cusp in all extremes of mandibular movement 
is recorded as continuous glossy surface. Yet, anatomy of 
each opposing tooth is well defined. Completed registration 
must be placed back onto master cast without intervening 
debris or discrepancy and secured there with sticky wax so 
that accuracy of occlusal registration will be maintained. 
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eliminates entirely the need to reproduce 
mandibular movement on an instrument. 
Instruct the patient in the removal and placement 
of the removable partial denture that supports 
the occlusion rim and explain that by chewing 
in all directions, the wax will be carved by the 
opposing teeth. The opposing teeth must be 
cleaned occasionally of accumulated wax parti- 
cles. It is necessary that the patient comprehend 
what is to be accomplished and understand that 
both voluntary and involuntary movements 
must be recorded. 

Before dismissing the patient, add or remove wax 
where indicated to provide continuous contact 
throughout the chewing range. To accomplish 
this, repeatedly warm the wax with a hot spat- 
ula and have the patient close and chew into 
the warmed wax rim with the opposing denti- 
tion, each time adding to any areas that are 
deficient. Any area left unsupported by its flow 
under occlusal forces must be reinforced with 
additional wax. It is important that the wax rim 
be absolutely dry and free of saliva before addi- 
tional wax is applied. Each addition of wax 
must be made homogeneous with the larger 
mass to prevent separation or fracture of the 
occlusion rim during the time it is being worn. 
Leave the wax occlusion rim from 1- to 3-mm 
high, depending on whether the occlusal verti- 
cal dimension is to be increased. 
3. After 24 hours, the occlusal surface of the wax 
rim should show a continuous gloss, which 
indicates functional contact with the opposing 
teeth in all extremes of movement (see Figure 
17-13). Any areas deficient in contact should be 
added to at this time. The reasons for maintain- 
ing positive occlusal contact throughout the 
time the occlusion rim is being worn are that 

(a) all opposing teeth may be placed in function; 

(b) an opposing denture, if present, will become 
fully seated; and (c) vertical dimension of occlu- 
sion in the molar region will be increased, 
thus the head of the mandibular condyle will 
be repositioned and temporomandibular tissue 
can return to a normal relationship. 

If during this period the wax occlusion rim has 
not been reduced to natural tooth contact, warm 
it by directing air from the air syringe through a 
flame onto the surface of the wax. By holding 
the wax rim with the fingers while warming it, a 
gradual softening process will result, rather 
than a melting of the surfaces already estab- 
lished. Repeatedly warm the occlusion rim and 
replace it in the mouth until the occlusal height 
has been reduced and lateral excursions have 
been recorded. At this time, use additional wax 


to support those areas left unsupported by the 
flow of the wax to the buccal or lingual sur- 
faces. Trim the areas obviously not involved, 
thus narrowing the occlusion rim as much as 
possible. Remove those areas projecting above 
the occlusal surface, which by their presence 
might limit functional movement. 
Having accomplished seating of the denture and 
changes in mandibular position by the previous 
period of wear, it is possible to complete the 
occlusal registration in an operatory. However, 
if all involuntary movements and those caused 
by changes in posture are to be recorded, the 
patient should again wear the occlusion rim for 
a period of time. 
4. After a second 24- to 48-hour period of wear, 
the registration should be complete and accept- 
able. The remaining teeth that serve as vertical 
stops should be in contact, and the occlusion 
rim should show an intact glossy surface repre- 
senting each cusp in all extremes of movement. 
Natural teeth formerly in contact will not nec- 
essarily be in contact on completion of the 
occlusal registration. Those teeth that have been 
depressed over a period of years and those that 
have been moved to accommodate overclosure or 
mandibular rotation may not be in contact upon 
reestablishment of mandibular equilibrium. Such 
teeth may possibly return to occlusal contact in 
the future or may have to be restored to occlusal 
contact after initial placement of the denture. 
Because the mandibular position may have been 
changed during the process of occlusal registra- 
tion, the cuspal relation of some of the natural 
teeth may be different from before. This fact must 
be recognized in determining the correct restored 
vertical dimension of occlusion. 

Occlusion thus established on the removable 
partial denture will have more complete har- 
mony with the opposing natural or artificial teeth 
than can be obtained by adjustments in the 
mouth alone, because occlusal adjustment to 
accommodate voluntary movement does not 
necessarily prevent occlusal disharmony in all 
postural positions or during periods of stress. 
Furthermore, occlusal adjustment in the mouth 
without occlusal analysis is limited by the den- 
tist's ability to correctly interpret occlusal mark- 
ings made intraorally, whether by articulating 
ribbon or by other means. 

The registration of occlusal pathways has addi- 
tional advantages. It makes obtaining jaw rela- 
tions possible under actual working conditions, 
with the denture framework in its terminal posi- 
tion, the opposing teeth in function, and an 
opposing denture, if present, fully seated. In some 
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Figure 17-14 Four views of occlusal registration for lower Class II removable partial denture. 
A, Occlusal registration in wax returned to master cast. Note extreme horizontal movement 
recorded. B, Same cast boxed with clay, leaving multiple occlusal surfaces exposed as verti- 
cal stops. C, Effect of occlusal stops, eliminating any possible changes in vertical dimension 
of occlusion on articulator. D, Processed denture remounted for occlusal readjustment. Note 
modification in occlusal anatomy of stock artificial teeth and slight increase in height of 
occlusal plane. This is in harmony with natural tooth contact elsewhere in arch. 


instances it also makes possible the recovery of 
lost vertical dimension of occlusion, either unilat- 
erally or bilaterally, when overclosure or mandibu- 
lar rotation has occurred. 

The completed registration is now ready for con- 
version to an occluding template. This is usually 
done by boxing the occlusal registration with mod- 
eling clay after it has been reseated and secured 
onto the master or processing cast (Figures 17-14 
through 17-16). Only the wax registration and areas 
for vertical stops are left exposed. It is then filled 
with a hard die stone to form an occluding tem- 
plate (see Chapter 18). 

It is necessary that stone stops be used to main- 
tain the vertical relation rather than relying on 
some adjustable part of the articulating instru- 
ment, which might be changed accidentally 
(Figure 17-17). Also, by using stone stops and by 
mounting both the denture cast and the template 


before separating them, a simple hinge instru- 
ment may be used. 


MATERIALS FOR ARTIFICIAL 
POSTERIOR TEETH 


The improved acrylic resin teeth are generally pre- 
ferred to porcelain teeth, because they are more 
readily modified and thought to more nearly resem- 
ble enamel in their abrasion potential against oppos- 
ing teeth. Improved acrylic resin teeth with gold 
occlusal surfaces are preferably used in opposition to 
natural teeth restored with gold occlusal surfaces, 
whereas porcelain teeth are generally used in opposi- 
tion to other porcelain teeth. 

Acrylic resin tooth surfaces, however, may in time 
become impregnated with abrasive particles, thereby 
becoming an abrasive substance themselves. This 
may explain why acrylic resin teeth are sometimes 
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Figure 17-15 Five views of occlusal registration for maxillary Class II removable partial den- 
ture. Anterior teeth must be tried in mouth and positioned for esthetics before posterior teeth 
are arranged. A, Partial view of occlusal registration returned to master cast. Again, note 
extreme horizontal movement recorded. B, Same cast boxed with clay, leaving multiple 
occlusal surfaces exposed as vertical stops. C, Occlusal view of occluding template. 
D, Processed denture remounted for occlusal readjustment. E, Occlusal stops in full contact 
after processing and occlusal readjustment following remounting. 


capable of wearing opposing gold surfaces. An eval- 
uation of occlusal contact or lack of contact, how- 
ever, should be meticulously accomplished at each 
6-month recall appointment regardless of the choice 
of material for posterior tooth forms. 


Although some controversy may still exist in 
regard to the use of porcelain or acrylic resin artificial 
teeth, there is broad agreement that narrow (reduced 
buccolingual) occlusal surfaces are desirable. Poste- 
rior teeth that will satisfy this requirement should be 
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Figure 17-16 Rather than use clay to span the arch from one 
side to another, same may be done with wax with less time 
and material. Wax should form an acute angle with occlusal 
wax registration and exposed occlusal surfaces. 



Figure 17-17 Profile view of occlusal template and one of its 

vertical stops. Despite fact that this is a record of all extremes 
of mandibular movement for this patient, anatomy of occlud- 
ing teeth can easily be identified. 

selected, and the use of tooth forms having excessive 
buccolingual dimension should be avoided. 

Acrylic resin teeth are easily modified and readily 
lend themselves to construction of cast gold surfaces 
on their occlusal portions. A simple procedure for 
fabricating gold occlusal surfaces and attaching 
them to acrylic resin teeth is described in Chapter 18 
under posterior tooth forms. 

Arranging Teeth to an Occluding Template 

The occlusal surface of the artificial teeth, porce- 
lain or resin, must be modified to occlude with the 
template. In this method they are actually only 
raw materials from which an occlusal surface is 
developed that is in harmony with an existing 
occlusal pattern. Therefore the teeth must be 
occluded too high and then modified to fit the 


template at the established vertical dimension of 
occlusion. 

Teeth arranged to an occluding template ordi- 
narily should be placed in the center of the func- 
tional range. Whenever possible, the teeth should 
be arranged buccolingually in the center of the 
template. When natural teeth have registered 
the functional occlusion, this may be considered 
the normal physiological position of the artificial 
dentition regardless of its relation to the residual 
ridge. On the other hand, if some artificial occlu- 
sion in the opposing arch has been recorded, 
such as that of an opposing denture, the teeth 
should be arranged in a favorable relation to their 
foundation, even IT this means arranging them 
slightly buccally or lingually from the center of 
the template. 

The teeth are usually arranged for intercuspa- 
tion with the opposing teeth in a normal cuspal 
relationship. Whenever possible, the mesiobuccal 
cusp of the maxillary first molar should be located 
in relation to the buccal groove of the mandibular 
first molar and all other teeth arranged accord- 
ingly. With a functionally generated occlusion, 
however, it is not absolutely necessary that normal 
opposing tooth relationships be reestablished 
(Figure 17-18). In the first place, the opposing 
teeth in a dental arch that is not contiguous may 
not be in normal alignment, and intercuspation 
may be difficult to accomplish. In the second 
place, the occlusal surfaces will need to be modi- 
fied so that they will function favorably regardless 
of their anteroposterior position (Figure 17-19). 
Because cusps modified to fit an occlusal template 
will be in harmony with the opposing dentition, it 
is not necessary that the teeth themselves be 
arranged to conform to the usual concept of what 
constitutes a normal anteroposterior relationship. 


ESTABLISHING J AW RELATIONS FOR 
A MANDIBULAR REMOVABLE PARTIAL 
DENTURE OPPOSING A MAXILLARY 
COMPLETE DENTURE 


It is common for a mandibular removable partial 
denture to be made to occlude with an opposing 
maxillary complete denture. The maxillary denture 
may already be present, or it may be made concur- 
rently with the opposing removable partial denture. 
In any event, the establishment of jaw relations in 
this situation may be accomplished by one of several 
previously outlined methods. 

If an existing maxillary complete denture is sat- 
isfactory and the occlusal plane is oriented to an 
acceptable anatomic, functional, and esthetic posi- 
tion (which rarely occurs), then the complete denture 
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Figure 17-18 A, View of intercuspation sometimes possible when teeth are arranged to 
occlusal template. This is possible only when gross migration of opposing teeth has not 
occurred. B, View of modification to occlusal surfaces necessary when customary intercus- 
pation would create objectionable spaces. Note that original cusp-to-cusp relation of artifi- 
cial teeth has been altered until marginal ridges have actually become cusps. Such occlusal 
relationship is entirely permissible and effective. 




B 

Figure 17-19 A, Occlusal surfaces after remounting and final occlusal readjustment to tem- 
plate. Note functional occlusal anatomy resulting. This is entirely different occlusal surface 
from that which was present on stock artificial teeth as manufactured. B, When dentist is 
arranging teeth to occluding template, thin marking tape should be used in positioning and 
modifying each tooth to fit template. Note that at this early stage articulator has been opened 
approximately 0.5 mm, as evidenced by slight space at vertical stop. 


need not be replaced and the opposing arch is treated 
as an intact arch as though natural teeth were present. 
A face-bow transfer is made of that arch, and the cast 
is mounted on the articulator. To accomplish this, a 
face-bow record is made with the complete denture in 
place. After the face-bow apparatus is removed from 
the patient, the complete denture is removed and an 
irreversible hydrocolloid impression of the denture is 
made. When the impression material has set, the den- 
ture is removed, cleaned, and returned to the patient. 
A cast is formed in the impression and then mounted 
on the articulator with the face-bow record. Maxillo- 
mandibular relations may be recorded on accurate 


record bases attached to the mandibular removable 
partial denture framework by use of a suitable record- 
ing medium. Centric relation is recorded and trans- 
ferred to the articulator. Eccentric records can then be 
made to program the articulator. 

In rare instances, when the mandibular removable 
partial denture replaces all posterior teeth and the 
anterior teeth are noninterfering, a central bearing 
point tracer may be mounted in the palate of the 
maxillary denture and centric relation recorded by 
means of an intraoral stylus tracing against a stable 
mandibular base. If a stylus jaw relation recording 
method is used, the stylus must be carefully removed 
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from the denture and attached to the same palatal 
location of the stone cast that was transferred to the 
articulator via the face-bow. The mandibular cast can 
then be oriented by way of the horizontal jaw rela- 
tion record and attached to the articulator. 

When an existing complete denture is opposing 
the arch on which a removable partial denture is fab- 
ricated, a cast of the complete denture may be used 
during the fabrication procedures. However, when 
the occlusion is corrected after processing, and the 
removable partial denture is finalized during initial 
placement, the complete denture should be retrieved 
and mounted on the articulator with a centric rela- 
tion record at the desired vertical dimension of 
occlusion. This will ensure a more accurate cuspal 
relationship and will prevent abrasion of the cusp 
contacts that would occur by using a stone cast of 
the denture. This procedure is completed when the 
patient is in the office so as not to deprive the patient 
of use of the existing complete denture. 

If the relationship of the posterior teeth on the 
maxillary denture to the mandibular ridge is favor- 
able and the complete denture is stable, jaw relations 
may be established by recording occlusal pathways 
in the mandibular arch just as for any opposing 
intact arch. The success of this method depends on 
the stability of the denture bases, the quality of tissue 
support, the relation of the opposing teeth to the 
mandibular ridge, and the interrelation of existing 
artificial and natural teeth. 

More often than not, the existing maxillary com- 
plete denture will not be acceptable to use because 
of poor tooth position. The denture will have been 
made to occlude with malpositioned mandibular 
teeth, which have since been lost, or the teeth will 
have been arranged without consideration for the 
future occlusal relation with a mandibular remov- 
able partial denture. Too often one sees a maxillary 
denture with posterior teeth arranged close to the 
residual ridge without regard for the interarch rela- 
tionship and with an occlusal plane that is too low. 
Usually, however, a new maxil ary denture must be 
made concurrently with the mandibular removable 
Dartial denture, and jaw relations may be estab- 
ished in one of two ways. 

If the mandibular removable partial denture will 
be tooth supported (a Kennedy Class III arch accom- 
modating a bilateral removable prosthesis), the 
mandibular arch is restored first. The same applies to 
a mandibular arch being restored with fixed partial 
dentures. In either situation the mandibular arch is 
completely restored first, and jaw relations are estab- 
lished, as they would be to a full complement of 
opposing teeth. Thus the maxillary complete denture 
is made to occlude with an intact arch. 

On the other hand, as is more often the situation, 
the mandibular removable partial denture may have 


one or more distal extension bases. The situation 
then necessitates that the occlusion be established 
on both dentures simultaneously. 

All mouth preparations and restorative procedures 
required to correctly orient the occlusal plane, correct 
the arch form, accommodate the desired occlusal 
scheme, and accommodate the removable partial 
denture design must be accomplished on the remain- 
ing natural teeth. In addition, all supporting tissue 
must be in an acceptable state of health before mak- 
ing the final impression. After making final impres- 
sions, which include the altered cast impression or 
the corrected cast impression, the maxillary occlusion 
rim is contoured, occlusal vertical relation with the 
remaining lower teeth is established, and a face-bow 
transfer of the maxillary arch is made. The maxillo- 
mandibular relations may be recorded by any one of 
the several methods previously outlined and the 
articulator mounting completed. Occlusion may be 
established as for complete dentures, taking care to 
establish a favorable tooth-to-ridge relationship in 
both arches, an optimum occlusal plane, and cuspal 
harmony between all occluding teeth. 

After try-in, several methods maybe used to com- 
plete the restorations. Both dentures may be processed 
concurrently and remounted for occlusal correction, 
or the removable partial denture may be processed 
first. After the dentures are completed and remounted, 
the teeth— still in wax on the complete denture— are 
adjusted to any discrepancies occurring. 

Correction of occlusal discrepancies created dur- 
ing processing must be accomplished before the 
Datient is permitted to use the denture(s). Methods 
Dy which these discrepancies may be corrected are 
discussed in Chapter 18. 


SELF-ASSESSMENTAI DS 

1. Occlusal harmony exists when the masticating 
mechanism can carry out its physiological func- 
tions while the factors of occlusion remain in a 
healthy state— the factors of occlusion being the 
temporomandibular joints, the neuromuscular 
mechanism, and the teeth and their supporting 
structures. True or false? 

2. Occlusal harmony between a removable partial 
denture and the remaining natural teeth is a 
major factor in preserving the health of the 
supporting structures of the natural teeth. True 
or false? 

3. The establishment of a satisfactory occlusion for 
a removable partial denture patient should 
include five considerations or procedures by the 
dentist. List the five musts. 

4. Define centric relation in your own words. 

5. What is maximum planned intercuspation and 
how does it relate to centric occlusion? 
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6. What is meant by eccentric occlusion? 

7. Describe a balanced occlusion. 

8. Two methods are commonly used to develop an 
acceptable occlusion for a removable partial 
denture patient. Give a brief description of these 
two methods. 

9. What records are necessary to correctly orient 
casts to an arcon-type articulator and to program 
the articulator? 

10. A harmonious relationship of opposing occlusal 
and incisal surfaces, in itself, is not adequate to 
ensure stability of distal extension removable 
partial dentures. What other factor must be rec- 
ognized and dealt with to minimize unwanted 
leverages? 

11. There are differences among dentists in devel- 
oping contacts of opposing teeth in centric 
and eccentric positions for partially edentulous 
patients. Answer the following queries correctly 
and try to rationalize the recommendations con- 
tained in this text: 

a. Simultaneous contacts of opposing posterior 
teeth must occur in the intercuspal position. 
True or false? 

b. Occlusion for tooth-supported removable 
partial dentures may be arranged to duplicate 
the occlusion seen in a harmonious natural 
dentition. True or false? 

c. Under what circumstances is a balanced 
occlusion desirable for the partially edentu- 
lous patient? 

d. Should working side contacts be developed 
when a mandibular distal extension denture 
is opposed by natural teeth (assuming all 
mandibular posterior teeth are missing)? 

e. A patient with a Kennedy Class 1 maxillary 
arch is being treated with a removable partial 
denture. Is it beneficial to develop balancing 
and working contacts? Explain. What about 
protrusive contacts? 

f. Are balancing-side contacts for a Kennedy 
Class II maxillary arch desirable? Why or why 
not? 

g. What are the desirable contact relationships 
of artificial and natural teeth when one arch is 
a Kennedy Class IV arch? 

h. What is the most distal extent that an artificial 
tooth should be arranged in a Kennedy Class I 
or II mandibular arch? 

12. A patient requires a tooth-supported mandibular 
removable partial denture. The remaining teeth 
are maximum intercuspation; however, this posi- 
tion does not coincide with centric relation. 
There is no temporomandibular joint pathologi- 
cal process, no neuromuscular disorder, and no 
periodontal condition aggravated by occlusion. 
Would one insist that the patient be restored to 


have maximum intercuspation coincide with 
centric relation? Why or why not? 

13. Under what circumstances would one develop 
an occlusion for a partially edentulous patient so 
that maximum intercuspation coincided with 
centric relation? 

14. When must the dentist determine the horizontal 
jaw relation in which to develop the occlusion for 
the partially edentulous patient? Why? 

15. After the horizontal relationship of the jaws to 
which the occlusion will be developed has been 
determined, occlusal relationships maybe estab- 
lished by five methods. The choice of method will 
be determined by the existing partially edentu- 
lous situation of the patient, location of remain- 
ing teeth in each arch, and the prior correction 
of any existing occlusal discrepancies. These 
five methods are: (a) direct opposition of casts, 
(b) interocclusal records with posterior teeth 
remaining, (c) occlusal relations using occlusal 
rims, (d) jaw relation records made entirely on 
occlusion rims, and (e) recording functionally 
generated paths. Justify and briefly discuss the 
use of each of the five methods. 

16. What are the disadvantages of using only wax for 
making interocclusal records? 

17. What are the disadvantages in developing an 
occlusion to a stone template or stone teeth on 
a cast? 

18. Materials of which the occlusal surfaces of artifi- 
cial posterior teeth are made deserve serious 
consideration by the dentist. These considera- 
tions should be based on minimizing attrition of 
occlusal surfaces, maintaining the established 
vertical dimension of occlusion, and maintaining 
Dositive planned contact of posterior teeth. To 
Dest accomplish the preceding, please give the 
material of choice for occlusal surfaces that 
oppose (a) porcelain, (b) enamel, (c) restored 
natural teeth, and (d) fixed partial denture pon- 
tics with gold occlusal surfaces. 

19. Acrylic resin posterior teeth lend themselves to 
easier modification than do porcelain teeth when 
the interresidual ridge distance is small or when 
an edentulous space to be restored with the den- 
ture is grossly restricted. However, acrylic resin 
teeth have one big drawback when occluded 
against any other occlusal surface, including 
acrylic resin. What is this drawback? 

20. The occlusal surfaces of acrylic resin teeth 
attached to a denture may be duplicated in gold 
and attached to the same teeth. Describe this 
technique. 

21. Occlusal discrepancies created during processing 
procedures must be corrected before the patient 
is given possession of the dentures. When should 
this be accomplished? Why is it necessary? 
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LABORATORY PROCEDURES 


Duplicating a Stone Cast 

Duplicating Materials and Flasks 

Duplicating Procedure 
Waxing the Removable Partial Denture Framework 

Forming the Wax Pattern for a Mandibular Class II 
Removable Partial Denture Framework 

Attaching Wrought-Wire Retainer Arms by Soldering 

Waxing Metal Bases 
Spruing, Investing, Burnout, Casting, and Finishing 

of the Removable Partial Denture Framework 

Spruing 

Investing the Sprued Pattern 

Burnout 

Casting 

Removing the Casting From the Investment 

Finishing and Polishing 
Making Record Bases 

Technique for Making a Sprinkled Acrylic Resin 
Record Base 
Occlusion Rims 


Making a Stone Occlusal Template From a Functional 

Occlusal Record 
Arranging Posterior Teeth to an Opposing Cast 

or Template 

Posterior Tooth Forms 

Arranging Teeth to an Occluding Surface 
Types of Anterior Teeth 

Waxing and Investing the Removable Partial Denture 
Before Processing Acrylic Resin Bases 
Waxing the Removable Partial Denture Base 
Investing the Removable Partial Denture 

Processing the Denture 

Remounting and Occlusal Correction to an Occlusal 
Template 

Precautions to Be Taken in Remounting 
Polishing the Denture 
Denture Borders 
Facial Surfaces 

Finishing Gingival and Interproximal Areas 
Self-Assessment Aids 


This chapter covers only those phases of den- 
tal laboratory procedures that are directly 
related to removable partial denture fabrica- 
tion. Familiarity with laboratory procedures relative 
to making fixed restorations and complete dentures is 
presumed. Such information is available in numerous 
textbooks on those subjects and is not duplicated 
here. For example, the principles and techniques 
involved in the waxing, casting, and finishing of sin- 
gle inlays, crowns, and fixed partial dentures are ade- 
quately covered in lecture material and textbooks and 
in manuals available to the dental student, the dental 
laboratory technician, and the practicing dentist. 
Similarly, knowledge of the principles and techniques 
for mounting casts, articulating teeth, and waxing, 
processing, and polishing complete dentures is pre- 
sumed as a necessary background for the laboratory 
phases of removable partial denture fabrication. 



Therefore this chapter is directed specifically toward 
the laboratory procedures involved in the fabrication 
of a removable partial denture. 


DUPLICATING A STONE CAST 


A stone cast may be duplicated for several purposes. 
One is the duplication in stone of the original or cor- 
rected master cast to preserve the original. One use 
of such a cast is for fitting a removable partial den- 
ture framework without danger of fracture or abrad- 
ing the surface of the original master cast. Another 
use might be for processing a temporary prosthesis 
where wax relief and blockout on the original cast 
allow production of a duplicate, which following pro- 
cessing will make insertion of the prosthesis easier. 

Another reason to duplicate a cast is to allow 
formation of an investment cast for framework 
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fabrication. The careful preparation of the master 
cast for production of this investment cast involves 
consideration of the defined path of insertion, 
heights of contour, retentive, and stabilization areas 
designed into the mouth preparations. The frame- 
work produced should be carefully evaluated on the 
cast for fit, just as a fixed partial denture is evaluated 
on a working cast with dies (Figure 18-1). 

Blockout should be accomplished on the mas- 
ter cast before making an investment cast. On 
this investment cast, the wax or plastic pattern is 
formed. The use of preformed plastic patterns elim- 
inates some of the danger of damaging the surface 
of the investment cast in the process of forming 
the pattern. With freehand waxing, considerable 
care must be taken not to score or abrade the 
investment cast. The metal framework is ultimately 
cast against its surface, and the finished casting 
and the original cast are then returned to the den- 
tist after all fitting has been completed on the 
duplicate cast. 

Duplicating Materials and Flasks 

Duplicating materials include both colloidal and 
silicone materials. The colloidal materials are 
made fluid by heating and return to a gel while 
cooling. The cast to be duplicated must be placed 


in the bottom of a suitable flask, called a duplicat- 
ing flask. It is necessary that a duplicating flask 
contain the fluid material to facilitate its cooling, 
to support the mold while it is being filled with the 
cast material, and to facilitate removal of the cast 
from the mold without permanent deformation or 
damage to the mold. Numerous duplicating flasks 
are on the market. 

The technique for duplicating is the same for 
any cast, whether or not blockout is present. How- 
ever, if wax or clay blockout is present, the tem- 
perature of the duplicating material must not be 
any higher than recommended by the manufac- 
turer to prevent melting and distorting the block- 
out material. 

Ordinary baseplate wax may be used for paral- 
lel blockout and ledges, but care must be taken 
that the temperature of the duplicating material is 
not too high because it will then melt the wax. The 
use of prepared blockout material may be pre- 
ferred, such as Ney blockout wax or Wills undercut 
material. 

Duplicating Procedure 

The equipment needed and the steps required for 
duplication using a silicone material are described 
in Figures 18-2 through 18-6. 



A B 

Figure 18-1 A, Framework returned from the laboratory with the master cast. B, Replace- 
ment on the cast reveals areas of contact that can erode the cast surface. Careful fitting to the 
cast will allow determination of potential framework adjustment regions prior to fitting in the 
mouth. If the framework is indiscriminately finished in the laboratory or prior to intraoral 
placement, critical tooth contact regions may be lost, resulting in a poorly retained and 
stabilized prosthesis. Most often, such an overly adjusted framework is poorly stabilized, not 
poorly retained. 
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Figure 18-2 Wirosil duplicating flask with its stabilizing insert 
and three replaceable palate formers of different sizes ensure 
extremely low silicone consumption through flexible posi- 
tioning. (Courtesy Bego, Bremen, Germany.) 



Figure 18-3 Wirotop automatic mixing and metering unit 
ensures the two components are mixed to prevent formation 
of bubbles. (Courtesy Bego, Bremen, Germany.) 

■ WAXING THE REMOVABLE 

PARTIAL DENTURE FRAMEWORK 


When preformed plastic patterns are used 
(Figure 18-7), parts of the denture framework 
must be waxed freehand to prevent excessive 
bulk and to create the desired contours for a 



Figure 18-4 In Wiropress pressure compaction unit, duplicat- 
ing silicone is forced into critical areas under pressure, 
thereby reducing number of bubbles. (Courtesy Bego, 
Bremen, Germany.) 



Figure 18-5 After hardening under pressure, cast is detached 
by blowing compressed air between cast and mold. (Courtesy 
Bego, Bremen, Germany.) 



Figure 18-6 Spraying with surfactant eliminates any reaction 
with investment material and ensures more accurate casting 
surface. (Courtesy Bego, Bremen, Germany.) 

satisfactory custom-made removable partial denture 
framework (Figure 18-8). 

While most dentists do not fabricate their own 
removable partial denture castings, it is essential 
that they have an understanding of the dental 
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Figure 18-7 Preformed plastic patterns are available in many shapes and sizes. Being made 
of soft plastic material, they tend to stretch on removal from their backing. Therefore care 
must be exercised when removing patterns. Their use generally requires that tacky liquid be 
first applied to investment cast at their area of placement. (Courtesy J FJ elenko & Company, 
Armonk, NY.) 


laboratory procedures involved. This enables them 
to design the removable partial denture framework, 
complete a laboratory work authorization that com- 
municates the desired design and authorizes its 
fabrication, and evaluate the quality of the frame- 
work (Figure 18-9). An understanding and evalua- 
tion of the key features required in a completed 
removable partial denture framework ensure the 
patient of a chance to function comfortably with 
the finished product (Figure 18-10). The contrary is 
also true. 


Forming the Wax Pattern for a Mandibular 
Class II Removable Partial Denture Framework 

Examples that illustrate many of the essentials 
of waxing a removable partial denture frame- 
work are illustrated in Figures 18-11 through 
18-20. This exercise includes the waxing of three 
types of direct retainers (circumferential, combi- 
nation, and bar type), a mandibular lingual bar 
major connector, a maxillary anterior-posterior 
palatal strap major connector, both distal exten- 
sion and tooth-bound modification spaces, 
and adaptation of round, 18-gauge, wrought- 
wire retentive arms for combination-type direct 
retainers. 


Attaching Wrought-Wire Retainer Arms 
by Soldering 

Wrought-wire retainers may be attached to a remov- 
able partial denture framework after it has been cast 
and finished (Figures 18-21 and 18-22). The soldering 
procedure may be accomplished by electric solder- 
ing or by a direct-heat method with an oxygen-gas 
flame. In either method, care must be taken to use 
compatible alloys, appropriate solder, and flux in 
conjunction with the careful application of con- 
trolled heat. 

Students are encouraged to review the Chapter 12 
discussion of the selection of metal alloys to enhance 
an understanding of the properties of solder, flux, the 
effect of heat on metal alloys, and the necessity for 
quality control in soldering procedures. 

Waxing Metal Bases 

A technique for forming the retentive framework 
for the attachment of acrylic resin bases has been 
given. Two basic types of metal bases may be used 
instead of the resin base. The advantages of cast 
metal bases in preference to acrylic resin bases 
have been discussed in Chapter 9. The type of base 
to be used must be determined before blockout and 
duplication so that the relief over each edentulous 
ridge may be provided or eliminated as required. 
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Figure 18-8 Three steps in making denture framework using relief, blockout ledges, and 
ready-made pattern forms. A, Master cast with relief, blockout of undercuts at posterior right 
and anterior lingual regions, and shaped blockout ledges for location of retentive and nonre- 
tentive clasp arms. B, Completed pattern using lingual bar major connector pattern, plastic 
clasp forms resting on investment ledges, wrought wire, and open retention mesh. 
C, Finished casting returned to master cast. 


For an acrylic resin base, relief for the retentive 
frame must be provided. No relief over the resid- 
ual ridge is used for a complete metal base. For a 
partial metal base, the junction between metal 
and acrylic resin must be clearly defined by trim- 
ming the relief along a definite, previously deter- 
mined line. 

One type of metal base is the complete base 
with a metal border to which tube teeth, cast cop- 
ings, or an acrylic resin superstructure may be 


attached. If porcelain or plastic tube or grooved 
teeth are used, they must be positioned first and 
the pattern waxed around them to form a coping. 
The teeth are then attached to the metal base 
by cementation or, with the use of resin teeth, 
attached with additional acrylic resin under pres- 
sure, a so-called pressed-on method of attach- 
ing acrylic resin teeth to a metal base. Another 
method of attaching teeth is to wax the base to 
form a coping for each tooth, either by carving 
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Figure 18-9 Evaluation of the framework by the clinician is 
as important for removable partial denture frameworks as it 
is for implant and/or fixed partial denture castings. Careful 
scrutiny of the attention to detail in following the design 
specifications is necessary, as well as evaluation of the fit of 
the framework to the cast. On this cast, initial seating of the 
framework reveals interference to complete seating bilaterally 
from the embrasure clasps. Only minor adjustment should be 
required to completely seat the framework. If major adjust- 
ment is needed, or if after completely seating the framework 
the clasp assemblies do not contact the teeth as prescribed, 
the framework should be re-made. 


recesses in the wax or by waxing around artificial 
teeth. Rather than attaching a stock tooth, the full 
tooth may be waxed into occlusion, the base 
invested, and the wax patterns replaced with heat- 
polymerized acrylic resin. This method permits 
some variation in the dimension and form of the 
supplied teeth not possible with stock teeth. It is 
particularly applicable to abnormally long or short 
spaces or when a stock tooth of desired width is 
not available. W-it-h modem cross-Jinked -acrylic 
resins, such processed teeth are fairly durable; 
however, the addition of gold occlusal surfaces is 
an option. 

When artificial teeth are to be arranged to 
occlude with an opposing cast or an opposing 
template, the meta base must be formed for the 
attachment of the tissue-colored denture resin 
supporting the teeth. This is the most common 
method of attaching teeth to a metal base. The 
wax pattern for the base is formed from one thick- 
ness of 24-gauge casting wax, which is then rein- 
forced at the border, and forming the retention of 
the acrylic resin superstructure. Because metal 
borders are more difficult to adjust than acrylic 
resin, they are usually made somewhat short of 
the area normally covered with an acrylic resin 
base. Also, because border thickness adds objec- 
tionable weight to the denture, it is made with 
only a slight border roll. This is one disadvantage 



B 


Figure 18-10 A, Design of mandibular removable partial 
denture framework is outlined on master cast for technician 
to follow in waxing and casting framework. B, Cast frame- 
work as returned from laboratory is evaluated intra-orally. It 
reveals sufficiently accurate adaptation and design identical 
to the embrasure clasp and mesio-occlusal rest #28 as shown 
on the design cast in A. 


of the complete metal base, because the border 
accuracy of the impression registration cannot be 
used to fullest advantage, and contouring facial 
and lingual surfaces cannot be as effective as with 
an acrylic resin base in which added bulk can 
sometimes be used to advantage. 

The border is first penciled lightly on the 
investment cast, and then the 24-gauge sheet 
casting wax is smoothly adapted. Considerable 
care must be taken not to stretch and thin the 
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Figure 18-11 Occlusal view of mandibular Kennedy Class I, 
mod 1 wax pattern on a refractory cast. The lingual bar major 
connector joins 3 clasp assemblies (RPA, wrought wire, and 
cast circumferential). 



Figure 18-13 Buccal view of modification space of pattern 
shown in Figure 18-11. Wrought-wire clasp is contoured at 
anterior extent of modification space. Such a retainer will not 
overly stress the tooth if opposite denture base movement 
causes rotation across the fulcrum (see Figure 18-11, occlusal 
rests at #21 and #31). Tapered cast circumferential clasp 
follows shaped ledge to a distal buccal 0.01-inch undercut. 
Both proximal plates have been waxed with sufficient bulk to 
provide a complete casting. If thickness presents a problem 
with tooth placement, some finishing can be accomplished 
at a later time. 



Figure 18-12 Buccal view of left side of pattern shown in 
Figure 18-11. Tapered retainer clasp pattern is placed on 
refractory cast ledge produced by duplication of shaped 
blockout ledges. Cast illustrates relief provided beneath minor 

connector, which retains denture base resin. Tissue index 
(arrow) at gingival region of proximal plate will provide an 
easily identifiable finish line for resin finishing and future 
trimming of altered cast impression. 


sheet wax in adapting it to the cast. To prevent 
wrinkling, the wax should be adapted in at least 
two longitudinal pieces and joined and sealed 
together at the ridge crest. The wax is then 
trimmed along the penciled outline with a warm, 
dull instrument to prevent scoring the invest- 
ment cast. 

A single piece of 14-gauge round wax is now 
adapted around the border over the sheet wax. 
With a hot spatula, the round wax must be sealed 



Figure 18-14 Lingual view of pattern shown in Figure 18-11. 
Lingual bar major connector rigidly connects components 
cross-arch. Minor connector for resin retention on left has 
buccal and lingual struts to allow unimpeded tooth place- 
ment. Tapered proximal plate on right (tooth #28) is thicker 
on the lingual and thinner on the buccal to allow close place 
ment of buccal surface of denture tooth to #28. Finish line of 
modification space is positioned below adjacent tooth gingi- 
val margins to allow normal lingual contour of resin matrix. 


to the cast along its outer border. Sufficient wax is 
flowed onto the round wax to blend it smoothly 
into the sheet wax, thus completing a border roll. 
The inner half of the round wax form remains 
untouched. Wax is added when needed to facilitate 
carving without trimming the original 24-gauge 
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Figure 18-15 Another example of a wax pattern for a mandibu- 
lar framework. A wrought wire has been adapted to tooth #27. 
The clasp demonstrates an appropriate circlet shape allowing 
maximum length. The circlet shape also allows the undercut to 
be approached from below, which improves retention— push 
retention is more efficient than pull retention. Ridge relief is 
evident beneath- the resin 'minor connector, and the -proximal 
plate housing the wire has been waxed with bulk to facilitate 
casting. The plate may require adjusting at a later time. 



Figure 18-17 Buccal view of pattern shown in Figure 1 8-1 6. 
Double wrought wires are contoured to follow ledges, tissue 
stop at the posterior of ridge relief is shown, and occlusal rest 
a distal of #20 will require finishing following completion of 
casting. 



Figure 18-16 Same pattern as shown in Figure 18-1 5. 
Includes a lingual plate major connector design. The external 
finishing line at the anterior modification space is lingual to 
the anticipated tooth and resin position, allowing a natural 
contour to be developed in the completed prosthesis. The 
posterior denture base minor connector patterns have been 
reinforced with additional wax to add stiffness at the junction 
with the proximal plate and major connector. Because of the 
potential for repeated flexure in this region under function, 
such reinforcement is critical to long-term success with pat- 
terns such as this. Since the wrought wire retainers are not 
cast, it is important that they be contoured to contact the 
teeth as accurately as possible, as shown. 


thickness. The result should be a rounded border 
blending smoothly into the sheet wax. 

The boxing for the resin, which will in turn 
support the artificial teeth, is now added, again 
using 14-gauge round wax. The proposed outline 


Figure 18-18 Occlusal view of maxillary refractory cast with 
wax pattern. Anatomic replica has been used to develop an 
anterior-posterior palatal strap major connector with beading 
evident at the anterior, posterior, and internal edges. Bilateral, 
tapered l-bar retainers have been waxed as extensions of the 
resin retaining minor connectors, and double rests were 
incorporated into the design on each side. 


for the boxing is identified by lightly scoring 
the sheet wax. On this scored line, the 14-gauge 
round wax is adapted, thus forming the outline of 
the boxing. 

With additional wax, the ditch between the 
sheet wax and the outer border of the round wax is 
filled in and blended smoothly onto the sheet wax. 
This is done in the same manner as the border, 
adding sufficient wax to allow for smoothing 
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Figure 1 H-1 l ) Buccal view of right l-bar shown in Figure 18- ! 8, 
The [issue index is demonstrated gingival to the proximal 
plate, tissue relief is provided beneath the denture base minor 
connector, and the l-bar shows a taper as it approaches the 
mid-buccal 0.01-inch undercut. 



Figure 18-20 Buccal view of l-bar opposite to that shown in 
Figure 18-19. Many of the same features seen in Figure 18-19 
are evident in this example. The tissue stop distal to the ridge 
relief is shown and the palatal external finishing line contin- 
ues distal to the junction of the hard and soft palate (which is 
the terminus of the posterior palatal strap). 


and carving. As mentioned previously, the pat- 
tern should not be flamed or polished with a 
cloth. Instead the pattern must be smoothed by 
carving. 

The result thus far should be a pattern rein- 
forced at the border and at the boxing and slightly 
concave in between, with some of the original 
sheet wax exposed. The inside of the boxing is not 
sealed to the sheet wax, thus leaving a slight 
undercut for the attachment of the acrylic resin. 
With a sharp blade, the margins of the boxing 
are then carved to a knife-edge finishing line. 
With the backside of the large end of the No. 7 
wax spatula, this margin may be lifted slightly, 
further deepening the undercut beneath the fin- 
ishing line. 



Figure 18-21 Wrought wire can be soldered to cast frame- 
works as an alternative method to incorporation in the wax 
pattern and casting procedure. Electric soldering is a com- 
mon method for soldering and does not require heating the 
entire framework. Following preparation of the minor con- 
nector where the wire will be soldered, an 1 8-gauge, round 
wrought-wire clasp is carefully adapted and then secured to 
the framework and duplicate stone cast using refractory 
investment. In this situation a disto-lingual molar undercut 
will be used bilaterally for retention. The flux is placed at 
the proximal plate, followed In placement of sufficient 
solder, and the electric heat element tip is placed into con- 
tact with the solder while the frame is grounded at another 
location. 


In addition to the undercut finishing line, 
retention spurs, loops, or nail heads are added 
for retention of the acrylic resin to be added 
later. Spurs are usually made of 18-gauge or 
smaller round wax attached at one end only at 
random acute angles to the sheet wax. Loops are 
small-gauge round (wax, resin, or metal) circles 
attached either vertically or horizontally with 
space beneath for the acrylic resin attachment. 
Nail heads are made of short pieces of 18-gauge 
round wax attached vertically to the sheet wax, 
with the head flattened by a slightly warmed 
spatula. Any method of providing retention is 
acceptable if it permits positive attachment of 
the acrylic resin and will not interfere with the 
placement of artificial teeth. 

A metal base waxed as described will provide 
optimum contours with a minimum of bulk and 
weight, and with adequate provision for the 
attachment of artificial teeth to the metal base. 
Properly designed, the more visible portions of the 
metal base will be covered with the acrylic resin 
supporting the supplied teeth. 
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Figure 18-22 A, Electric soldering technique has been used 
to solder the wrought wire. The solder has flowed into the 
space between the framework and wire as well as around the 
wire to assure its secure attachment to the framework. 
B, Finished and polished wrought wire retainer. 


SPRUING, INVESTING, BURNOUT, 
CASTING, AND FINISHING OF 
THE REMOVABLE PARTIAL DENTURE 
FRAMEWORK 


Brumfield has listed factors that influence the excel- 
lence of a dental casting (Box 18-1). 

Spruing 

Brumfield described the function of the sprues as 
follows: 

The sprue channel is the opening leading from 
the crucible to the cavity in which the framework 
is to be cast. Sprues have the purpose of leading 
the molten metal from the crucible into the mold 
cavity. For this purpose, they should be large 
enough to accommodate the entering stream 
and of the proper shape to lead the metal into 
the mold cavity as quickly as possible, but with the 
least amount of turbulence. The sprues have the 
further purpose of providing a reservoir of molten 


BOX 18-1 Factors That Influence the 
Excellence of a Dental Casting 

1. Care and accuracy with which the cast is 
reproduced 

2. Intelligence with which the framework is 
designed and proportioned 

3. Care and cleanliness in waxing up the cast 

4. Consideration of the expansion of the wax caused 
by temperature 

5. The size, length, configuration, points of attach- 
ment, and manner of attachment of the sprues 

6. Choice of investment 

7. The location of the pattern in the mold 

8. The mixing water: amount, temperature, and 
impurities 

9. The spatulation of the investment during mixing 

10. The restraint offered to the expansion of the 
investment because of the investment ring 

11. Setting time 

12. Burn-out temperature and time 

13. Method of casting 

14. Gases: adhered, entrapped, and absorbed 

15. Force used in throwing the metal into the mold 

16. Shrinkage on cooling 

17. Removal from the investment after casting 

18. Scrubbing, pickling, and so on 

19. Polishing and finishing 

20. Heat handling 


metal from which the casting may draw during 
solidification, thus preventing porosity caused by 
shrinkage. The spruing of the cast may be roughly 
summarized in the following three general rules. 

The sprues should be large enough that the 
molten metal in them will not solidify until after 
the metal in the casting proper has frozen (8- to 
12-gauge round wax is usually used for multiple 
spruing of removable partial denture castings). 
The sprues should lead into the mold cavity as 
directly as possible and still permit a configura- 
tion that will induce a minimal amount of tur- 
bulence in the stream of molten metal. Sprues 
should leave the crucible from a common point 
and be attached to the wax pattern at its bulkier 
sections. That is, no thin sections of casting should 
intervene between two bulky, unsprued portions. 
The configuration of the sprues, from their point 
of attachment at the crucible until they reach the 
mold cavity, may be influential in reducing turbu- 
lence. One of the more important sources of diffi- 
culty in casting is the entrapment of gases in the 
mold cavity before they have a chance to escape. If 
the sprue channels contain sharp right-angle 
turns, great turbulence is induced, which is calcu- 
lated to entrap such gases and so lead to faulty 
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castings. Sprue channels should make long radii 
and easy turns, and also enter the mold cavity 
from a direction designed to prevent splashing at 
this point. 

As previously stated, the sprues should be 
attached to the bulky points of the mold pattern. 
If two bulky points exist with a thin section 
between them, each of the bulky spots should be 
sprued. The points of attachment should be flared 
out and local -constrictions avoided. -If this prac- 
tice is followed, the sprue— being bulky enough to 
freeze after the case framework has frozen— will 
continue to feed molten metal to the framework 
until it has entirely solidified. This provides sound 
metal in the casting proper with all shrinkage 
porosity forced into the sprue rod, which is later 
discarded* 

The laboratory procedure for multiple spruing 
is essentially the same for all mandibular and 
maxillary castings, except those with a palatal 
plate. Typical examples are illustrated in Figures 
18-23 and 18-24. 

There are two basic types of sprues: multiple 
and single. The majority of removable partial den- 
ture castings require multiple spruing, using 8- to 
12-gauge round wax shapes for the main sprues 
and 12- to 18-gauge round wax shapes for auxil- 
iary sprues. Occasionally, however, a single sprue 
is preferred for cast palates and cast metal bases 
for the mandibular arch when these are used as 
complete denture bases. With removable partial 
dentures, the use of a single sprue is limited to 
those maxillary frameworks in which— because of 
the presence of a palatal plate— it is impossible to 
locate multiple sprues centrally. Jn such situations 
the single sprue may be used advantageously. A 
single sprue must be attached to the wax pattern 
so that the direction of flow of the molten metal 
will be parallel to the long axis of the single sprue. 
In some instances the investment cast may have 
to be cut away anteriorly to make room for the 
attachment of the sprue; in others the sprue may 
be attached posteriorly. One disadvantage of using 
a single sprue for large castings is that an extra 
long investment ring must be used. 


Some important 
pie spruing are as fo 


points to remember in multi- 
lows: 


1. Use a few sprues of large diameter rather than 
several sma ler sprues. 

2. Keep all sprues as short and direct as possible. 

3. Avoid abrupt changes in direction; avoid 
T-shaped junctions as much as possible. 


*From Brumfield RC: Dental gold structures, analysis and practi 
calities, New York, 1949, JFJelenko. 



Figure 18-23 Illustration of mandibular sprued wax pattern. 
Three 8-gauge sprues attached to lingual bar and three 
12-gauge sprues attached to denture base minor connector 
and direct retainer assemblies are joined at central sprue hole 
in investment cast. 



Figure 18-24 For a maxillary framework, either multiple 
8-gauge sprues or a single main sprue located posteriorly can 
be used. When a single main sprue is used, additional sprues 
can feed critical regions for casting completeness. 


4. Reinforce all junctions with additional wax to 
prevent constrictions in the sprue channel and 
to prevent V-shaped sections of investment 
that might break away and be carried into the 
casting. 

Investing the Sprued Pattern 

The investment for a removable partial denture 
casting consists of two parts: the investment cast 
on which the pattern is formed and the outer 
investment surrounding the cast and pattern (see 
Figures 18-41 through 18-44). The latter is con- 
fined within a metal ring, which may or may not 
be removed after the outer investment has set. If 
the metal ring is not to be removed, it must be 
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lined with a layer of cellulose, asbestos substi- 
tute, or ceramic fiber paper to allow for both set- 
ting and thermal expansion of the mold in all 
directions. 

The investment must conform accurately to the 
shape of the pattern and must preserve the config- 
uration of the pattern as a cavity after the pattern 
itself has been eliminated through vaporization 
and oxidation. Brumfield has listed the purposes 
of the investment as follows: 

1. It provides the strength necessary to hold the 
forces exerted by the entering stream of molten 
metal until this metal has solidified into the 
form of the pattern. 

2. It provides a smooth surface for the mold cavity 
so that the final casting will require as little fin- 
ishing as possible; in some situations a deoxi- 
dizing agent is used to keep surfaces bright. 

3. It provides an avenue of escape for most of the 
gases entrapped in the mold cavity by the 
entering stream of molten metal. 

4. It, together with other factors, provides neces- 
sary compensation for the dimensional changes 
of the alloy* from the molten to the solid, cold 
state. 4 "" 

The investment for casting gold alloys is a 
plaster-bound silica material, so compounded 
that the total mold expansion will offset the cast- 
ing shrinkage of the alloy, which varies from 1% 
to 1.74% (the highest figure being the shrinkage 
of pure gold). Generally the higher the percent- 
age of gold in the alloy, the greater the contrac- 
tion of the casting on solidifying. 

Only one chromium-cobalt alloy has a suffi- 
ciently low melting temperature to be cast into a 
plaster-silica investment mold. According to 
Peyton, for the other alloys that have a higher 
melting temperature, an investment that contains 
quartz powder that is held together by an ethyl 
silicate or sodium silicate binder is generally 
used. Expansion to offset casting shrinkage for the 
chromium-cobalt alloys is accomplished primarily 
through thermal expansion of the mold and must 
be sufficient to offset their greater casting shrink- 
age, which is in the order of 2.3%. For this reason 
the casting ring is usually removed after the mold 
has hardened to allow for the greater mold expan- 
sion necessary with these alloys. Because the 


investments for chromium-cobalt alloys are gen- 
erally less porous, there is greater danger of 
entrapping gases in the mold cavity by the molten 
metal. Spruing must be done with greater care, 
and in some instances, provision for venting the 
mold is necessary to prevent defective castings. 

Step-by-step Procedure 

The technique for applying the outer investment 
is usually referred to as investing the pattern. 
Actually the cast on which the pattern is formed is 
part of the investment also. This investment tech- 
nique is presented in Figures 18-25 through 18-27. 

Burnout 

The burnout operation serves three purposes: it 
drives off moisture in the mold; it vaporizes and 
thus eliminates the pattern, leaving a cavity in the 
mold; and it expands the mold to compensate for 
contraction of the metal on cooling. 

For the investment to heat uniformly, it should 
be moist at the start of the burnout cycle. Steam 
will then carry the heat into the investment during 
the early stages of the burnout. Therefore if the 
investment is not burned out on the same day that 
it is poured, it should be soaked in water for a few 
minutes before it is placed in the burnout furnace. 

Just before it is placed in the furnace, the mold 
should be placed in the casting machine to bal- 
ance the weight against the weight of the mold. At 
this time the mold should be properly oriented to 
the machine and its crucible, and a scratch line 



*Note the substitution of the word alloy, as the same principles 
apply whether the metal isa precious metal alloy or a chromium- 
cobalt alloy. In some of the latter alloys, the cobalt is partially 
replaced by nickel; such alloys are sometimes decribed asStellite 
alloys. 

"^From Brumfield RC: Dental gold structures, analysis and practi- 
calities, New York, 1949, IFJelenko. 


Figure 18-25 Wax pattern spruecl and ready to invest. 
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Figure 18-26 Applying the investment with a soft moistened 
brush to assure complete adaptation of the investment. This 
will help reduce the number of bubbles and make for a 
smoother cast surface. 



Figure 18-27 Investment mold has been trimmed to prepare 
the sprue end for burnout and subsequent complete adapta- 
tion to the casting machine. 


should be made at the top for later repositioning 
of the hot mold. 

The mold should be placed in the oven with the 
sprue hole down and the orientation mark for- 
ward. Burnout should be started with a cold oven, 
or nearly so. Then the temperature of the oven 
should be increased slowly to a temperature rec- 
ommended by the manufacturer. This tempera- 
ture then should be maintained for the period 
recommended by the manufacturer to ensure uni- 
form heat penetration. More time must be allowed 
for plastic patterns, particularly palatal anatomic 


replica patterns. It is important that the peak tem- 
perature recommended by the manufacturer not 
be exceeded during the burnout period. (When a 
high-heat investment is used, follow the manufac- 
turer's instructions as to burnout temperature.) 

Casting 

The method of casting will vary widely with the 
alloy and equipment being used. All methods 
use force to quickly inject the molten metal into 
the mold cavity. This force may be either cen- 
trifugal or air pressure; the former is more com- 
monly used. In any case, either too much or too 
little force is undesirable. If too little force is 
used, the mold is not completely filled before the 
metal begins to freeze. If too much force is used, 
excessive turbulence may result in the entrap- 
ment of gases in the casting. With centrifugal 
casting machines, this is regulated by the num- 
ber of turns put on the actuating spring. 

The metal may be melted with a .gas-oxygen 
blowtorch or by an electric muffle surrounding 
the metal. In some commercial casting procedures 
and in some dental laboratories, the induction 
method may be used (Figure 18-28), which pro- 
vides a rapid and accurate method of melting 
the metal. Currently available casting machines 
include those that are electrically controlled to heat 
alloys to a specified temperature and to release the 
molten metal at precisely the correct casting tem- 
perature. These machines are relatively expensive 
and are primarily located in commercial laborato- 
ries or institutions where casting volume is high. 

Removing the Casting From the Investment 

Chromium-cobalt alloys are usually allowed to 
cool in the mold, are divested (Figure 18-29), and 
are not cleaned by pickling. Finishing (Figure 18- 
30) and polishing (Figure 18-31), which are done 
with special high-speed equipment, require a 
technical skill in the use of bench lathes. Just 
before being polished (high-shine), chromium- 
cobalt castings are electropolished, which is a 
controlled deplating process (Figure 18-32). 

Finishing and Polishing 

Some authorities hold that the sprues should not 
be removed from the casting until most of the 
polishing is completed. Although it is true that 
this policy may prevent accidental distortion, it is 
difficult to adhere to and is therefore somewhat 
impractical. Instead, reasonable care should be 
exercised to prevent any distortion resulting from 
careless handling. A specific precaution is that a 
cast clasp arm should not be indiscriminately 
polished and then pliered to place. The waxing 
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Figure 18-28 A, Invested pattern is removed from the burnout oven following complete 
elimination of the wax pattern. B, Investment mold is placed into the casting machine. 
Induction casting process provides consistency to the casting procedure. 


should have been done in such a manner that 
a minimum of finishing is necessary and the 
intended relationship of the clasp to the abut- 
ment is maintained (Figure 18-33). 

Actual polishing procedures may vary widely 
according to personal preference for certain abra- 
sive shapes and sizes. However, the following sev- 
eral rules in finishing the casting are important: 

1. High speeds are preferable to low speeds. Not 
only are they effective but also in experienced 
hands there is less danger of the casting being 
caught and thrown out of the hands by the 
rotating instrument. 

2. The wheels or points and the speed of their 
rotation should do the cutting. Excessive pres- 
sure heats the work, crushes the abrasive parti- 
cles, causes the wheels to clog and glaze, and 
slows the cutting. 

3. A definite sequence for finishing should be 
adopted and followed for every framework. 

4. Clean polishing wheels should be used. If con- 
taminated wheels are used, foreign particles 
may become embedded in the surface, which 
will lead to later discoloration. 

5. Be sure each finishing operation completely 
removes all scratches left by the preceding one. 
Remember that each successive finishing step 
uses a finer abrasive and therefore cuts more 
slowly and requires more time to accomplish. 


MAKING RECORD BASES 

Bases for jaw relation records should be made either 
of materials possessing accuracy or those that can 
be relined to provide such accuracy. Relining may 
be accomplished by seating the previously adapted 
base onto the tinfoil or lubricant in the cast with an 
intervening mix of zinc oxide-eugenol paste or with 
autopolymerizing acrylic resin. Some use has been 
made of the mercaptan and silicone impression 
materials for this purpose, but the wisdom of using 
an elastic lining material for jaw relation record 
bases is questionable. However, when rigid setting 
materials are used for this purpose, any undercuts on 
the cast must be blocked out with wax or clay to 
facilitate their removal without damage to the cast. 

The ideal jaw relation record base is one that is 
Drocessed (or cast) to the form of the master cast, 
Decoming the permanent base of the completed 
prosthesis. Cast metal bases for either complete or 
removable partial dentures offer this advantage, as 
do acrylic resin bases that are processed directly to 
the master cast, thus becoming the permanent den- 
ture base. When undercuts are present, the master 
cast will be destroyed during removal of the base. 
Then existing undercuts must be blocked out inside 
the denture base before dental stone is poured 
into it to make a cast for articulator mounting. A sec- 
ond cast, which includes the undercuts, must be 
poured against the entire base to support it when 
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Figure 18-29 A, Divesting of the framework involves bulk removal of the investment. 
B, Framework is divested with aluminum oxide. 



Figure 18-30 Gross finishing is accomplished with abrasive 
stones or sintered diamonds (except at contact areas). 
(Courtesy Bego, Bremen, Germany.) 


processing the overlying acrylic resin. With both 
the processed base and the overlying acrylic resin, 
some care must be taken to prevent visible junction 
lines between the original acrylic resin base and the 
acrylic resin that supports the teeth and establishes 
facial contours. 

Some autopolymerizing acrylic resin materials are 
sufficiently accurate for use as jaw relation bases. 



Figure 18-31 Polishing. Framework finished with a rubber 
polishing point prior to final "high-shine" polish. (Courtesy 
Bego, Bremen-, Germany. )■ 


These are used with a sprinkling technique, which, 
when properly done, permits a base to be made 
that compares favorably with a processed base or a 
visible light polymerized base. A material must be 
selected that will polymerize in a reasonable time 
(usually a 12-minute monomer) and will retain its 
form during the sprinkling process. Because poly- 
merization with typical shrinkage toward the cast 
begins immediately, alternate addition of monomer 
and polymer in small increments results in reduced 
overall shrinkage and greater accuracy. Another 
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option is to use the visible light-cured (VLC) denture 
base materials, which employ a technique similar to 
that described for making custom impression trays 
in Chapter 15. 

Technique for Making a Sprinkled Acrylic 
Resin Record Base 

The technique for sprinkling a record base will be 
given here because the techniques for the VLC 
impression tray and record bases were presented 
in Chapter 15 and elsewhere in this chapter. Some 
blockout and lubrication of the cast is necessary 
(Figure 18-34). Relief of undercut areas on the cast 
is best accomplished with a water-soluble mod- 
eling clay or baseplate wax. Modeling clay is eas- 



Figure 18-32 Removable partial denture framework being 
electropolished in heated polishing liquid. (Courtesy Bego, 
Bremen, Germany.) 


ily formed and shaped on the cast and is easily 
removed from either the cast or the base with a 
natural-bristle toothbrush under warm running 
water. Wax must be flushed off the cast with hot 
water and possibly removed from the inside of the 
base before use. 

Bases for jaw relation records must have maxi- 
mum contact with the supporting tissue. The accu- 
racy of the base will be in proportion to contact 
provided to the total area of intimate tissue. Those 
areas most often undercut and require blockout of 
the distolingual and retromylohyoid areas of the 
mandibular cast, the distobuccal and labial aspects 
of the maxillary cast, and, frequently, small multiple 
undercuts in the palatal rugae. These areas and any 
others are blocked out with a minimum of clay or 
wax, to obliterate as little of the surface of the cast as 
possible. A close-fitting base may then be made that 
will have the necessary accuracy and stability and yet 
may be lifted from and returned to the master cast 
without abrading it. 

The cast and the blockout or relief are then coated 
with a separating medium. Following this the cast is 
wet with the monomer from a dropper bottle. After 
the surface is wetted with the monomer, the polymer 
is sprinkled or dusted onto the wet surface until all 
the monomer has been absorbed. Sprinkling is best 
accomplished with a large-mouthed bottle with a 
single hole in the lid near the rim. This facilitates the 
placement of the polymer without excess in any one 
area. A flexible bottle with suitable applicator tip also 
may be used. The objective should be the uniform 
application of polymer over the entire ridge rather 
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Figure 18-33 Attention to detail in forming the wax pattern not only assures quality of the 
framework, but it also saves time in finishing and polishing the resultant casting. A, Wax pat- 
tern of mandibular framework that incorporates three wrought wire retainers. B, The same 
framework following casting showing smooth casting surface and attention to detail regard- 
ing casting completeness and clasp form. 
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than allowing excess to accumulate at the border to 
be trimmed later. An autopojymerizing acrylic resin 
material must be used that will retain its form during 
the sprinkling procedure without objectionable flow 
into low areas (Figures 18-35 and 18-36). 

Once the polymer has been sprinkled in slight 
excess, the monomer is again added. Flooding must 
be prevented; therefore the monomer must be 
directed over the entire surface gradually until the 
polymer hasjust absorbed the monomer. A few sec- 
onds delay before the addition of excess monomer 


allow the mass to reach a tacky consistency and 
prevent it from flowing when more monomer is 
added. Then the monomer may be added in excess, 
which is immediately absorbed by the application of 
more polymer as before. This process is repeated 
selectively until a uniform layer has been built up 
that is just thick enough so that none of the underly- 
ing cast or relief may be seen. 

The final step in sprinkling is the addition of 
monomer sufficient to eave a wet surface. Immedi- 
ately the cast should be placed in a covered glass 



Figure 18-34 A, Preparation of Kennedy Class I, mod 1 distal extension for sprinkle-on 
record base technique. Cast undercuts are blocked out with wax, and cast is coated with 
separator. B, Peripheral extent of base (the same as peripheral extent of prosthesis captured 
during border molding and impression making procedure for this altered cast) is outlined 
with rope wax to contain resin. 



Figure 18-35 The cast is wetted with monomer and polymer 
resin is added in increments to uniformly control thickness. 
Use of typical eyedropper may be difficult if monomer addi- 
tion cannot be controlled. Use of peripheral rope wax helps 
in this regard. 



Figure 18-36 Record base is complete when a uniform thick- 
ness is created that provides strength and accuracy. The 
completed un-polymerized resin is covered to ensure poly- 
merization without loss of surface monomer. 
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Figure 18-37 Once completely polymerized, the record base 
and framework can be removed from the cast, finished, and 
prepared for addition of the record base. The tissue side of 
the record base (intaglio) should possess similar accuracy and 
stability as seen with the completed prosthesis. Such a record 
base provides a significant advantage Tor jaw relation records 
when minimal teeth remain and ridge configurations along 
with extensive base areas place a premium on base accuracy 
and stability. 


dish or covered with an inverted bowl. This per- 
mits final polymerization in a saturated atmosphere 
of monomer and prevents evaporation of surface 
monomer. The cast should not be placed in water 
nor any attempt made to accelerate polymerization. 
Slow polymerization is necessary so that shrinkage 
toward the cast will occur. Only then will overall 
shrinkage be negligible and accuracy of fit ensured. 
This is of little consequence in making an impression 
tray, but it is most essential in making a sprinkled 
acrylic resin base. 

Although polymerization will be about 90% com- 
Dlete within an hour and an impression tray may even 
De lifted within a half-hour, it is critical that a sprinkled 
denture base be left overnight before being separated 
from the cast. It should then be lifted either dry or 
under lukewarm tap water. It should not be immersed 
in hot water, or some warping may occur. 

A sprinkled acrylic resin base made with the 
precautions outlined above will retain its accuracy 
for days, or even for an indefinite period, compa- 
rable with that of a heat-polymerized resin base 
(Figure 18-37) oraVLC base. 


same relation as the final denture base will be. Fur- 
ther, it has been stated that although the use of the 
final denture base is best for jaw relation records, a 
sprinkled or corrected acrylic resin base may be used 
satisfactorily. In any case, accuracy of the base sup- 
Dorting a maxillomandibular record must be ensured 
Defore considering the function of occlusion rims. 

Occlusion rims may be made of several materials. 
The materia] that is most commonly used to establish 
static occlusal relationships is the hard baseplate wax 
rim. However, use of a wax occlusion rim can be inac- 
curate when the occlusal portion of the rim is mis- 
handled. When some soft material that sets to a rigid 
state, such as impression plaster or bite registration 
paste, is used in conjunction with wax rims to record 
static occlusal relations, .many of the .errors .common 
to wax rims are eliminated— provided some space for 
the material exists between the occlusion rims, the 
opposing teeth, or both at the desired vertical dimen- 
sion to be recorded. Registration made on wax occlu- 
sion rims using a wax registration material must be 
handled carefully and mounted immediately. 

Occlusion rims for static jaw relation records 
should be so shaped that they represent the lost 
teeth and their supporting structures (Figure 18-38). 
An occlusion rim that is too broad and is extended 
beyond where prosthetic teeth will be located is inex- 
cusable. Such rims will substantially alter the shape 
of the palatal vault and arch form of the mandibular 
arch, crowd the patient's tongue, have an unwelcome 
effect on the patient, and offer more resistance to jaw 
relation recording media than will a correctly shaped 
occlusion rim. 


| O-CGLUSrON' WMS 

It has been explained that jaw relation records for 
removable partial dentures always should be made 
on accurate bases that are either part of the den- 
ture casting itself or are attached to it in exactly the 


Figure 18-38 Occlusion rims are added to allow recording of 
jaw relation records. Placement of wax record is dictated by 
the opposing tooth position and the supporting ridge character 
When possible, the occlusion rim should allow recording of 
the jaw position within the primary bearing area of the ridge. 
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Modeling plastic (compound) has several advan- 
tages and may be used rather than wax for occlusion 
rims. It may be softened uniformly by flaming, yet 
when chilled it becomes rigid and sufficiently accu- 
rate. It may be trimmed with a sharp knife to expose 
the tips of the opposing cusps to recheck or position 
an opposing cast into the record rim. Opposing 
occlusion rims of modeling plastic may be keyed with 
greater accuracy than opposing wax rims. Preferably, 
however, even those should be trimmed short of con- 
tact at the vertical dimension of occlusion, and bite 
registration paste should be interposed for the final 
record. As with wax rims, an adjustable frame also 
may be used to support the final record. 

Occlusion rims made of either extra hard base- 
plate wax or modeling plastic may be used to sup- 
port intraoral central bearing devices, intraoral 
tracing devices, or both. Because of its greater stabil- 
ity, modeling plastic is preferable for this purpose 
when the edentulous situation permits the use of flat 
plane tracings. An example of such a situation is 
when an opposing complete denture is being made 
concurrently with the removable partial denture. In 
such a situation, modeling plastic occlusion rims 
provide greater stability than wax rims, with cor- 
responding improvement in the predictable accu- 
racy of such a jaw relation record. Although sealing 
opposing occlusion rims or using clips for complete 
denture jaw relation records may be acceptable, 
particularly for an initial articulator mounting, the 
existence of a removable partial denture framework 
makes this practice hazardous. The framework and 
attached base should be seated accurately on its cast 
before the opposing cast is repositioned in occlusion 
to it, because it is necessary that the dentist be able 
to see that the removable partial denture framework 
is in its designed terminal relation to the supporting 
teeth before articulating the casts. 

Occlusion rims for recording functional, or 
dynamic, occlusion must be made of a hard wax 
that can be carved by the opposing dentition. 
This method, outlined in Chapter 17, presumes 
that the opposing arch is intact or has been 
restored. Functional occlusion records by this 
method cannot be made when both arches are 
being restored simultaneously. Rather, an oppos- 
ing arch must be as intact as the treatment plan 
calls for, or must be restored by whatever pros- 
thetic means the situation dictates. Opposing 
removable partial dentures or an opposing com- 
plete denture may be carried concurrently up 
to the final occlusal record. One denture is then 
completed and the functional record is made 
in opposition to it. Often this necessitates that 
all opposing teeth be articulated first in wax to 


establish optimum ridge relations and the correct 
occlusal plane. One denture is then carried to 
completion, and the teeth that remain in wax on 
the opposing denture are removed while the func- 
tiona occlusal record is being made. 

While the laboratory steps required for estab- 
lishing an occlusion using functional occlusal 
records were described in Chapter 17 the follow- 
ing provides more detail. Some inlay waxes are 
used for this purpose because they can be carved 
by the opposing dentition and because most of 
them are hard enough to support occlusion over a 
period of hours or days. A wax for recording func- 
tional crown and bridge occlusion, because it is 
established entirely in the dental office, is selected 
on the basis of how well it may be carved by the 
opposing dentition in a relatively short period of 
time. Therefore a softer wax may be used than is 
required for the recording of occlusal paths over a 
Deriod of 24 hours or more. For this latter purpose, 
lard inlay wax seems to satisfy best the require- 
ments for a wax that is durable yet capable of 
recording a functional occlusal pattern. This wax 
is packaged in the form of sticks. A layer of hard, 
sticky wax is first flowed onto the surface of the 
denture base. Two sticks of the inlay wax are then 
laid parallel along the longitudinal center of the 
denture base and secured to it with a hot spatula. 
This is the only preparation before the dental 
appointment. Because neither the height nor 
the width of the occlusion rim can be known in 
advance and because deep warming of a chilled 
wax rim is difficult, the rim is not completed 
before the appointment. 

With the patient in the chair, a hot spatula is 
inserted into the crevice between the two sticks of 
wax, making the center portion fluid between two 
supporting walls. Some transfer of heat to the sup- 
porting walls occurs, resulting in the occlusion 
rims becoming uniformly softened. The patient is 
asked to close into this wax rim until the natural 
teeth are in contact, which establishes both the 
height and the width of the occlusion rim. Wax 
is then added or carved away as indicated, and 
the patient asked to make lateral excursions. Any 
excess wax is then removed, and any unsupported 
wax is supported by addition. Finally, wax is added 
to increase the occlusal vertical dimension suffi- 
cient to allow for (1) denture settling, (2) changes 
in jaw relation brought about by the reestablish- 
ment of posterior support, and (3) carving in all 
mandibular excursions. When sufficient height 
and width have been established to accommodate 
all excursive movements, the patient is given 
instructions for chewing in the functional record 
and is then dismissed. 
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Although this discussion has been included 
in this chapter on laboratory procedures, the 
entire procedure of establishing occlusion rims for 
recording functional occlusion should be consid- 
ered a chair-side procedure rather than a labora- 
tory procedure. It is necessary that the purpose 
of a functional occlusal record be clearly under- 
stood so that subsequent laboratory steps may be 
accomplished in a manner that the effect of such 
an occlusal record may be reproduced on the fin- 
ished denture. 

■ MAKING A STONE OCCLUSAL 
TEMPLATE FROM A FUNCTIONAL 
1 OCCLUSAL RECORD 

After final acceptance of the occlusal record devel- 
oped by the patient, the effectiveness of this 
method for establishing functional occlusion on 
the removable partial denture will depend on how 
accurately the following procedures are carried 
out. For this reason it will be given as a step-by- 
step procedure (see Figures 17-14 to 17-18). If the 
base of the master cast (or processing cast) has 
not been keyed previously, do this before proceed- 
ing. Reduce the thickness and width of the base 
if it is so large that difficulty will be encountered 
in flasking. The base may not be reduced after 
removal from the articulator because the mount- 
ing record would be lost. 

Keying may be done in several ways, but a 
method whereby the keyed portions are visible 
on the articulator mounting eliminates some possi- 
bility of remounting error. According to the pre- 
ferred ^method, form a 45° bevel on the base of the 
cast by hand or with the model trimmer, and then 
add three V-shaped grooves on the anterior and the 
posterior aspects of the base of the cast at the bevel. 
The bevel serves to facilitate reseating the cast on 
the articulator mounting, and the mounting sur- 
faces are made still more definite by the triangular 
grooves. Being placed at the beveled margin, the 
triangular grooves are visible at all times, and any 
discrepancy may be clearly seen. 

Inspect the underside of the cast framework and 
denture bases, removing any particles of wax or 
other debris. Similarly, inspect and clean the mas- 
ter cast of any particles of stone, wax, blockout 
material, or any other debris that might prevent 
the casting from being seated accurately on it. 

Now seat the denture framework on the cast in 
its original terminal position. This is the position 
that is maintained by securing it with sticky wax 
with all the occlusal rests seated while making the 
trial denture base. It is also the position that the 
casting assumed in the mouth while the occlusal 


record was being made and that must be dupli- 
cated on returning the denture framework to the 
master cast. Holding the framework in this termi- 
nal position, secure it again with sticky wax. (If a 
processing cast is being used in place of the mas- 
ter cast, the denture base will have been made on 
that cast and the same precautions in returning 
the framework to its original position apply.) 

With the denture framework and the occlusal 
record in position, form a matrix of clay around 
the occlusal record to confine the hard stone, 
which will form the stone occlusal template. The 
clay matrix is the same for a metal or electroplated 
surface as for the wax record. The clay matrix 
should rise at a 45° angle from the buccal and lin- 
gual limits of the occlusal registration. Then arch 
either clay or a sheet of wax across from one side 
to the other, forming a vault that will permit lin- 
gual access when articulating the teeth. 

Leave the occlusal surfaces of a processing cast 
exposed so that they may act as vertical stops. 
This will serve to maintain the vertical relation in 
the articulator. Unless such stone-to-stone stops 
are used, the technician may alter the vertical 
relation in the articulator, either accidentally 
or otherwise. Any change in vertical relations is 
incompatible with a concept of dynamic con- 
clusion because the occlusal pattern is directly 
related to the degree of jaw separation. Although it 
may be true that occlusal vertical dimension may 
be changed when casts are mounted in relation to 
the opening axis of the mandible, as long as natu- 
ral cusps remain to influence mandibular move- 
ment, the occlusal vertical relation established 
with a functional occlusal record must not be 
changed in the articulator. 

Cover the surfaces of the adjacent abutment 
teeth left exposed with sodium silicate, microfilm, 
or some other separating medium to ensure sepa- 
ration of the stone vertical stops. If the wax record 
has not been electroplated, use a hard dental stone 
to form the opposing template. This may be an 
improved stone, but the use of a stone die material 
is preferred. Only the occluding surface needs to 
be poured in the harder stone, a less costly labora- 
tory stone being used to back it up. If this is done, 
add the second layer to the first before the former 
takes its initial set to prevent any possibility of 
accidental separation between the two materials. 

Vibrate the stone only into the wax registration 
and against the stone stops. Pile on the rest of 
the stone and leave it uneven to facilitate attach- 
ment to the mounting stone. Attach the occlusal 
template to the articulator without provision for 
removal or remounting because only the working 
cast need be keyed for remounting. 


Chapter 18 Laboratory Procedures 339 


After the stone template has set, attach the 
occluded casts to both arms of the articulator 
before separating the casts. The type of articulating 
instrument used is of little importance because all 
eccentric positions are recorded on the template, 
and whatever instrument is used acts purely as a 
simple hinge or a tripod. Therefore any laboratory 
articulator or tripod maybe used. 

Casts should be attached to the articulating 
instrument with stone rather than with plaster. 
Mounting stones are available that have been espe- 
cially formulated and prepared to minimize the 
setting expansion inherent in most gypsum prod- 
ucts. The least amount of setting expansion of the 
mounting medium is most desirable to maintain 
the intended relationship of the opposing casts. 

One must remember which arch will be mov- 
able as a working cast, and the articulator mount- 
ing should be made accordingly. For example, for 
a mandibular denture, the template is attached to 
the upper arm of the articulator. For a maxillary 
denture, the template is mounted upside down on 
the lower arm. The keyed base of the working cast 
attached to the opposing arm must be coated with 
a light coat of microfilm, mineral oil, or petroleum 
jelly to facilitate its separation from the mounting 
stone. 1^^^ _ 

After the mounting has been completed, sepa- 
rate the casts and remove the clay. The template, 
with its mounting, may be removed from the artic- 
ulator if a mounting ring or mounting stud per- 
mits; otherwise trimming must be done on the 
articulator. With pencil, outline the limits of the 
occlusal registration and any excess stone around 
its borders. With a knife, trim the vertical stops to a 
sharp edge on the buccal surface where they con- 
tact the working cast. 

Remove any overhanging stone, leaving the 
occluding template and vertical stops clearly visi- 
ble and accessible. Remove the wax registration 
preparatory to arranging artificial teeth to the 
occluding template. 

" ARRANGING POSTERIOR TEETH TO 
AN OPPOSING CAST OR TEMPLATE 

Whether posterior teeth are to be arranged to 
occlude with an opposing cast or an occlusal tem- 
plate, the denture base on which the jaw relation 
record has been made must first be removed and 
discarded unless metal bases are part of the den- 
ture framework, or heat-polymerized acrylic resin 
bases were used. This statement is based on the 
assumption that where an adjustable articulator 
has been used to develop the occlusion, the trial 
dentures have been evaluated, the articulator 


mounting has been proved, and the articulator has 
been programmed for eccentric positions. Because 
record bases that are entirely tissue supported 
have no place in recording occlusal relations for 
removable partial dentures, the bases must be 
attached to the denture framework. Metal bases 
that are a part of the prosthesis present no prob- 
lem. The teeth may be arranged in wax or replaced 
on the metal base, depending on the type of pos- 
terior tooth used, and these must be occluded 
directly to the opposing cast or template. 

Unless occlusal relations are recorded on final 
acrylic resin bases, autopolymerizing acrylic resin 
bases by the sprinkling method orVLC bases are 
the most accurate and stable of bases that may be 
used for this purpose. (An alternate method is 
the relining of the original impression bases, 
thus accomplishing the same purpose. ) Although 
static relations may be recorded successfully on 
corrected bases, functional registrations are best 
accomplished on new acrylic resin bases made 
for that purpose. In either situation the denture 
cannot be completed on these bases; neither can 
the bases be removed conveniently from the 
retentive framework during the boil out after 
flasking. Therefore the metal framework must be 
lifted from the cast, and the original record base 
removed by flaming its underside. Care must be 
taken not to allow the acrylic resin to burn, or the 
cast framework will become discolored with car- 
bon. The framework is repolished and is then 
returned to its original position on the master cast 
and secured there with sticky wax before arrang- 
ing the artificial teeth. 

Posterior Tooth Forms 

Posterior tooth forms for removable partial dentures 
should not be selected arbitrarily. One should bear in 
mind that the objective in removable partial denture 
occlusion is harmony between natural and artificial 
dentition. Whether the teeth are arranged to occlude 
with an opposing cast or to an occlusal template, 
they should be modified to harmonize with the exist- 
ing dentition. In this respect, removable partial den- 
ture occlusion may differ from complete denture 
occlusion. In the latter, posterior teeth may be 
selected and articulated according to the dentist's 
concept of what constitutes the most favorable com- 
plete denture occlusion, whereas removable partial 
denture occlusion must be made to harmonize with 
an existing occlusal pattern. Thus the occlusal sur- 
faces on the finished removable partial denture may 
bear little resemblance to the original occlusal sur- 
faces of the teeth as manufactured. 

Artificial tooth forms should be selected to restore 
the space and fulfill the esthetic demands of the 
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missing dentition. M anufactured tooth forms usually 
require modification to satisfactorily articulate with 
an opposing dentition. The original occlusal form, 
therefore, is of little importance in forming the pos- 
terior occlusion for the removable partial denture. 

The posterior teeth may be made of porcelain or 
resin (including all resin forms— composite, inter- 
polymer network, cross-link, double cross-link, etc.). 
An advantage of resin teeth is that they are more 
easily modified and subsequently reshaped for mas- 
ticating efficiency by adding grooves and spillways. 
Resin teeth are also more easily narrowed bucco- 
lingually to reduce the size of the occlusal table with- 
out sacrificing strength or esthetics. They also may 
be more easily ground to fit minor connectors and 
irregular spaces and to avoid retentive elements of 
the removable partial denture framework. However, 
when resin teeth are used the occlusion must be 
evaluated periodically to make sure that the occlusal 


surfaces have not worn out of contact. It seems that 
the best combinations of opposing occlusal surfaces 
to maintain the established occlusion and to prevent 
deleterious abrasion are porcelain to porcelain sur- 
faces, gold surfaces to natural or restored natural 
teeth, and gold surfaces to gold surfaces. A common 
method for making gold occlusal surfaces to con- 
form to adjusted resin teeth occlusion is shown in 
Figure 18-39. 

Arranging Teeth to an Occluding Surface 

The procedure for arranging teeth to a static relation- 
ship with an opposing cast is essentially the same 
as for arranging teeth to an occluding template. 
On the other hand, articulation of artificial teeth 
on an adjustable instrument, which reproduces to 
some extent mandibular movement, will follow more 
closely the customary pattern for complete denture 
occlusion. The procedure for arranging posterior 
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Figure 18-39 Gold occlusal surfaces, duplicating occlusal morphology of adjusted acrylic 
resin posterior teeth, are readily fabricated. A, Denture has been used by patient and all nec- 
essary occlusal adjustments have been accomplished on resin teeth in first 2 weeks of use. 
B, Stone matrix is poured over occlusal surfaces and extended over top one fourth of buccal 
surfaces. C, Stone matrix is extended to cover depth of lingual flange so that it can be posi- 
tively relocated in same position after artificial teeth have been prepared for reception of gold 
occlusal surfaces. Buccal portion of matrix is trimmed so that wax patterns for gold surfaces 
will be about 1.5 mm thick. D, Stone matrices are painted with separating medium, and wax 
patterns of occlusal surfaces are formed by flowing inlay wax into occlusal portions of matrix. 
Small retention loops are placed — one in each individual occlusal pattern. Patterns are sprued 
and cast in Type III gold. 

Continued 
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Figure 18-39 Cont'd E # Wax patterns have been cast and polished. F, Acrylic resin artificial 
teeth are prepared for reception of gold occlusal surfaces by reducing their occlusal portion 
about 2 mm and making undercut groove through central fossa of resin teeth. Groove 
should only be deep enough to accommodate retention loops on gold occlusal surfaces. 
G, Gold occlusals, stone matrix, and denture are assembled. Matrix is held in position 
with sticky wax. Tooth shade acrylic resin (autopolymerizing) is used to attach gold 
occlusal surfaces to denture by using the sprinkling method of application. H, Procedure 
is completed by finishing and polishing tooth shade resin. Although original occlusal sur- 
faces have been duplicated in gold and now occupy same position as original resin 
surfaces, remounting cast should be made so that any possible resulting occlusal 
discrepancies can be corrected on articulator, using new interocclusal records to mount 
lower cast and denture. (From Morris AL, Bohannon HM, eds: Dental specialties in general 
practice, Philadelphia, 1969, Saunders.) 


teeth to an occluding template was presented in 
Chapter 17. 

| TYPES OF ANTERIOR TEETH 

Anterior teeth on removable partial dentures are 
concerned primarily with esthetics and the function 
of incising. These are best arranged when the patient 
is present because an added appointment for try-in 
would be necessary anyway. They may be arranged 
arbitrarily on the cast and then tried in, but a stone 
index of their labial surfaces should be made on the 
master cast after the final arrangement has been 
established to preserve the arrangement that the 
patient saw and approved. 

From a purely mechanical standpoint, all missing 
anterior teeth are best replaced with fixed restora- 


tions rather than with the removable partial denture. 
However, for cosmetic or economic reasons, or in sit- 
uations in which several missing anterior teeth are 
involved— such as in a Class IV partially edentulous 
arch— their replacement with the removable partial 
denture may be unavoidable. 

Some types of anterior teeth used in removable 
partial dentures are as follows: 

1. Porcelain or resin teeth, attached to the frame- 
work with acrylic resin. 

2. Ready-made resin teeth processed directly to 
retentive elements on the metal framework 
with a matching resin. This is called a pressed- 
on method and has the advantage of permitting 
prior selection and evaluation of the anterior 
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teeth, plus the advantage of the use of ready- 
made resin teeth for labial surfaces. These are 
then hollowed out on the lingual surface to 
facilitate their permanent attachment to the 
denture framework with the resin of the same 
shade. 

3. Resin teeth processed to a metal framework 
in the laboratory. Tooth forms of wax may be 
carved on the removable partial denture frame- 
work and tried in the mouth, adjusted for 
esthetics and occlusion, and then processed 
in an acrylic resin of a suitable shade. There 
is some question as to whether the shade and 
durability of such teeth are comparable with 
those of manufactured resin teeth, but improve- 
ments in materials have led to improved qual- 
ity and appearance of laboratory-made teeth. 
Moreover, such teeth may often be shaped and 
characterized to better blend with the adjacent 
natural teeth. 

4. Porcelain or acrylic resin facings cemented 
to the denture framework. These may be tried 
in the mouth on a baseplate wax base and 
adjusted for esthetics. Ready-made plastic 
backings may be used, which become part 
of the pattern for the removable partial den- 
ture framework. The teeth are then ultimately 
cemented to the framework. Esthetically, these 
are less satisfactory than other types of ante- 
rior teeth, but because the plastic backing is 
cast as part of the removable partial denture 
framework they have the advantage of greater 
strength and are replaced easily. A record of 
the mold and shade of each tooth should be 
kept, and only the ridge lap of the replacement 
teeth needs to be ground to fit. When replace- 
ability is the main reason for its use, the stock 
facing should not be beveled or difficulty will 
be encountered in replacing it. Replacement 
also may be accomplished by waxing and pro- 
cessing a resin tooth that directly faces the 
metal backing. Stock tube or side-groove teeth 
are not ordinarily used for anterior teeth on 
removable partial dentures because of the hor- 
izontal forces that tend to dislodge them. 

5. Anterior resin denture teeth can be modified 
to be used as resin veneers, the same as for 
veneer crowns and veneer pontics on fixed 
partial dentures. This is most applicable when 
the removable partial denture framework is to 
be cast in an alloy. Then labial surfaces may 
be waxed and the final carving for esthetics 
done in the mouth. A modification of this 
method is the waxing of the veneer coping on 
a previously cast metal base. These are then 
cast separately and attached to the framework 



by soldering. Esthetically the result is compa- 
rable with that obtained with resin veneer 
crowns. This method is particularly appli- 
cable when there is a desire to make the 
replaced teeth match adjacent veneered abut- 
ment crowns. 


WAXI NG AND I NVESTI NG THE 
REMOVABLE PARTIAL DENTURE 
BEFORE PROCESSI NG ACRYLI C 
RESI N BASES 


Waxing the Removable Partial Denture Base 

Waxing the removable partial denture base before 
investing differs little from waxing a complete den- 
ture. The only difference is the waxing of and 
around exposed parts of the metal framework. At 
the framework denture base junction, undercut fin- 
ishing lines should be provided whenever possible. 
Then the waxing is merely butted to the finishing 
line with a little excess to allow for finishing. Other- 
wise, small voids in the wax may become filled with 
investing plaster, or fine edges of the investment 
may break off during boil out and packing. In either 
situation, small pieces of investment may become 
embedded in the acrylic resin at the finishing lines. 
This is prevented by slightly overwaxing and then 
finishing the acrylic resin back to the metal finishing 
line with finishing burs. Abrasive wheels and disks 
should not be used for this purpose, because they 
will cut into the metal and may burn the acrylic 
resin. Pumice and a rag wheel should be used spar- 
ingly for polishing, because they will abrade the 
acrylic resin more rapidly than the metal and leave 
the finishing line elevated above the adjacent acrylic 
resin. 

When waxing to polished metal parts that do not 
possess a finishing line, it must be remembered that 
no attachment will exist and that over a period of 
time there inevitably will be some seepage, sep- 
aration, and discoloration of the acrylic resin in 
this area. This may be prevented to some extent by 
roughening the metal whenever possible to effect 
some mechanical attachment by silicoating the 
attachment or by using one of the resin adhesives. 
The wax should be left 1.5 to 2.0 mm thick so that the 
acrylic resin will have some bulk at its junction with 
the polished metal. Thin films of acrylic resin over 
metal should be avoided. In finishing, these should 
be cut back to an area of bulk with finishing burs. 
Otherwise, any thin acrylic resin film will eventually 
separate and become discolored and unclean as a 
result of marginal seepage. 

Gingival forms should be waxed in accordance 
with modern concepts of esthetics and should be 
made to prevent entrapment of food particles. 
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Dental students should become familiar with nor- 
mal gingival architecture as found on diagnos- 
tic casts of natural dentitions, beginning in basic 
technique exercises with the casts of each other's 
mouths. In this manner they may have a better 
concept of gingival contours to be reproduced on 
prosthetic restorations. 

Artificial teeth should be uncovered fully to expose 
the entire anatomic crown and beyond when simu- 
lating gingival recession. Adjacent or contralateral 
tooth-gingival relationships should be used as a 
guide to facilitate the harmonious esthetic presenta- 
tion of the gingival contours. Relatively few prostho- 
dontic patients are in an age bracket in which some 
gingiva recession and exposed cementum would not 
normally be present, and this should be simulated 
on prosthodontic restorations in proportion to the 
patient's age. With removable partial dentures, gingi- 
val contours around the remaining natural teeth 
should be used as a guide to the gingival contours to 
be reproduced on the prosthesis. However, inter- 
Droximal spaces are almost always filled, particularly 
Detween posterior artificial teeth. 

Frush has listed the following rules for varying 
the height of the gingiva] tissue at the cervical por- 
tion of the teeth: 

1. Slightly below the high lip line at the central 
incisors * ^ \ 

2. Lower than the central incisor gingival margin 
at the lateral incisors 

3. Higher than the central or lateral incisor gingi- 
val margin at the canine 

4. Slightly lower than the canine at the premolar 
and variable for both premolars and molars* 
The correctly formed papilla should be shaped 

so that it will be self-cleansing. It should be 
carved so that it is in harmony with the interpre- 
tation of age and will be the deciding factor in the 
visible outline form of the tooth. As Frush has 
pointed out, even .a drop nf wax properly placed 
can change the appearance of a square tooth to 
one of tapering or ovoid appearance. A properly 
formed papilla further enhances the natural 
appearance by increasing the color in this area. 

The rules for forming the papilla were given by 
Frush as follows: 

1. The papilla must extend to the point of tooth 
contact for cleanliness. 

2. The papilla must be of various lengths. 

3. The papilla must be convex in all directions. 

4. The papilla must be shaped according to the 
age of the patient. 


5. The papilla must end near the labial face of the 
tooth and never slope inward to terminate 
toward the lingual portion of the interproximal 
surface* 

The denture should be waxed and carved as for a 
cast restoration, which it actually is, regardless of the 
material to be used or the method of processing. The 
fact that a split-mold technique is used for process- 
ing does not alter the fact that the form of the den- 
ture base is to be reproduced by a casting procedure. 
Therefore the denture pattern should be waxed with 
care in the same form as that desired for the finished 
restoration rather than attempting to shape facial 
contours on the prosthesis during the polishing 
phase (Figure 18-40). Polishing should consist pri- 
marily of trimming away the flash, stippling polished 
surfaces when desired, and polishing lightly with 
brush wheels and pumice, followed byfinal polish- 
ing with a soft brush wheel and a nonabrasive shin- 
ing agent, such as whiting. Gross trimming and 
polishing with pumice should not be necessary if the 
denture has been properly waxed before investing. 



Figure 18-40 Waxing of removable partial denture base 
should reproduce anatomic contours normal for the specific 
patient's characteristics. This is especially important for 
regions where the junction of denture tooth and resin will be 
visible. Healthy interdental papillae are convex and extend to 
contact points of teeth. Root prominence can be carved in 
wax to create a natural appearance. Stippling is typically 
accomplished following processing using an eccentric round 
bur. All of these features should be considered against the 
specific oral environment in which the prosthesis will be 
placed. A finished and polished prosthesis that demonstrates 
esthetic features not found in the patient's mouth may be con- 
sidered objectionable. 


'From Frush JP: Dentogenic restorations and dynesthetics, 
Los Angeles, 1957, Swissdent Foundation. 


*From Frush JP: Dentogenic restorations and dynesthetics, 
Los Angeles, 1957, Swissdent Foundation. 
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Because the polished surfaces of any denture play 
an important part in both retention and the control 
of the food bolus, buccal and lingual contours gen- 
erally should be made concave. In most situations 
border thickness of the denture should be left as 
recorded in the impression. The only exceptions are 
the distolingual aspect of the mandibular denture 
base to prevent interference with the tongue, and 
the distobuccal aspect of the maxillary denture base 
to prevent interference with the coronoid process of 
the mandible. These are the only areas that cannot 
ordinarily be waxed to final contour before investing 
and may need to be thinned by the dentist at the 
time of final polishing. 

Investing the Removable Partial Denture 

In investing a removable partial denture for process- 
ing an acrylic resin base, it must be remembered that 
the denture cast must be recovered from the flask 
intact for remounting. The practice of cutting the 
teeth off the cast to expose the connectors and 
retainers, which are then embedded in the upper half 
of the flask, is permissible only when an existing den- 
ture base is being relined and no provision has been 
made for remounting. (In such a situation, it seems 
that this practice has no advantage over investing the 
denture that is being so relined upside down in the 
lower half of the flask.) Because some increase in 
occlusal vertical dimension has in the past been 
inevitable in any split-mold processing technique, 
this method results in the removable partial denture 
framework being raised from the supporting teeth by 
the amount of increase. Occlusal adjustment in the 
mouth may temporarily reestablish a harmonious 
occlusal relation with the opposing teeth, whereas 
the removable partial denture framework will then 
settle into supporting contact with the abutment 
teeth at the expense of the underlying ridge. 


processing. In all other situations, remounting to 
correct for errors in occlusion is absolutely neces- 
sary. Flasking must be accomplished so that the 
cast may be recovered from the flask undamaged. 

Minute voids in the base of the cast will have 
been reproduced in the stone mounting, and 
although the obvious larger blebs may be trimmed 
away, smaller blebs will remain. If the voids in the 
cast become filled with investing material, the effect 
is two particles trying to occupy the same space. 
Covering the base with tinfoil substitute before 
investing can prevent this. Coating the base and 
sides of the cast with petroleum jelly not only keeps 
the base of the cast isolated from investing mate- 
rial but also may allow the cast to be more easily 
recovered from the surrounding investment. 

The entire cast, except for the wax and teeth, 
may then be invested in the lower half of the flask 
(Figure 18-41). As with a complete denture, only 
the supplied teeth and wax are left exposed to be 
invested in the upper half. Also, as with a com- 
plete denture, the investment in the lower half 
must be smooth and free of undercuts and must 
be coated with a separator to facilitate separation 
of the two halves of the flask. 

An alternate and preferred procedure is to 
invest the cast only to the top of the tinfoil on the 
base, smoothing the investment and applying a 
reliable separator. Then a second layer of invest- 
ment is placed around the anatomic portion of 
the cast and covers the natural teeth and the 
exposed parts of the denture framework. This is 
likewise smoothed and made free of undercuts 
and coated with a separator before pouring the 
top half of the flask. Recovery of the cast is thus 
made easier by having a shell of investment over 
the anatomic portion of the cast, which may be 
removed separately. 


Changes in occlusal vertical dimension may be 
held to a minimum by -using acrylic denture resins 
that can be placed in the mold in a fluid rather 
than a doughy state or those that may be injected 
in a fluid state into a closed mold. Dimensional 
changes occurring during relining may also be 
held to a minimum by using autopolymerizing 
acrylic resins for this purpose, thus preventing the 
thermal expansion of a mold subjected to elevated 
temperatures. 

When two opposing removable partial dentures 
are being made concurrently, one is sometimes 
processed and placed first and then the final 
occlusion established on the second denture to a 
fully restored arch. In such a situation, when there 
are no natural teeth in opposition, it is not nec- 
essary that the first denture be remounted after 





Figure 18-41 Prostheses invested in lower half of flasks. Mas- 
ter cast on which denture will be processed is completely 
covered with investing stone, exposing only artificial teeth 
and waxed denture bases. There are no undercuts in invested 
lower half of flask, thus ensuring separation of flask halves 
after investment procedure is completed. 
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When the denture base is to be characterized 
by applying tinted acrylic resins to the mold, care 
should be taken not to embed the wax border in 
the lower half of the flask. Bennett has pointed 
out the need for investing only to the border of 
the wax, leaving the entire surface that is to be 
tinted reproduced in the upper half of the flask. 
With this precaution, tinting may be carried all 
the way to the border, and later removal of the 
flask will not mar the tinted surface. If tinting is 
not to be done or is to be done only at the cervical 
margins of the teeth and the papillae, the wax 
border should be embedded in the lower half 
where it may be faithfully reproduced and pre- 
served during polishing. 

The use of acrylic resin materials that require 
trial packing is complicated by the presence of the 
retentive framework of the removable partial den- 
ture. With their use, trial packing must be done 
with two sheets of cellophane between two layers 
of the resin dough; otherwise the flask could not 
be opened without pulling the resin away from 
either the teeth in one half of the flask or the 
metal framework in the other. Acrylic resin dough 
is placed in each half of the flask, the sheets of 
cellophane are placed between them, and the 
flask is closed for trial packing. The flask is then 
opened, the cellophane is removed, and the 
excess flash is trimmed away. Trial packing should 
be repeated until no excess is visible. Final closure 
is accomplished without the intervening sheets of 
cellophane. 

Acrylic resin materials have been developed 
that require no trial packing. These are mixed as 
usual but are either poured into the mold or 
placed into the mold in a soft state. They offer lit- 
tle or no resistance to closure of the flask, yet the 
finished product is comparable with acrylic resin 
materials packed in a doughy state. They must be 
used in some excess, with the excess escaping 
between the halves of the flask. Although they are 
soft enough to allow the escape of gross excess, 
the use of a land space is advisable to prevent a 
thin film from forming on the land area. Any film 
existing on the land area after deflasking may 
be interpreted as an opening of the flask by that 
amount, hence the need for some provision for an 
intervening space to accommodate the excess and 
to facilitate its escape as the flask is closed. 

To provide such a land space, the land area 
on the lower half of the flask may be painted 
with melted baseplate wax before the top half 
is poured. After wax elimination, a space then 
remains to accommodate any excess acrylic resin 
remaining after the flask is completely closed. It 
is necessary that no plaster or wax be allowed to 


remain on the rim of the flask and that the flask 
makes metal-to-metal contact before the second 
half is poured. Only in this way is it possible to see 
that the flask is completely closed before it is 
placed in the curing unit. 

The pouring of the top half of the flask follows 
the same procedure as with a complete denture. 
Although it is not absolutely necessary that the 
entire top half be poured in stone, it is necessary 
that a stone cap of some type be used to prevent 
tooth movement in an occlusal direction. This is 
because of the inability of plaster to withstand 
closing pressures. All plaster remaining on the 
occlusal surfaces of the teeth should be removed 
and a separator added before the stone cap is 
poured to facilitate its removal during deflasking. 
If the use of stone investment is preferred, a shell 
of improved stone or die stone may be painted or 
applied with the fingers onto the wax and teeth 
and allowed to harden before the remainder of the 
flask is filled with plaster. If a full stone investment 
is preferred, some provision should be made for 
easy separation during deflasking. Not only 
should a separator stone cap be used, but metal 
separators or knife cuts radiating out to the walls 
of the flask should also be placed on the partially 
set stone. Deflasking is then easily accomplished 
by removing the stone cap and inserting a knife 
blade between the sections of stone. 

Boil out should be deferred until the investing 
material has set for several hours or preferably 
overnight. Boil out must effectively eliminate all 
wax residue; an adequate source of clean hot 
water must be available. Immersion of a flask con- 
taining the invested denture in boiling water 
for 5 minutes will adequately soften the wax sup- 
porting the artificial teeth so that flask halves 
may be separated and the remaining wax flushed 
out. After wax elimination with boiling water, the 
invested denture should be flushed with a solution 
of grease-dissolving detergent and again with 
clean boiling water. 

Immediately after boil out, the warm mold 
should be painted with a thin film of tinfoil sub- 
stitute, being careful not to allow it to collect 
around the cervical portions of the teeth. There 
should be no tinfoil substitute on any part of the 
denture teeth. A second coat should be applied 
after the first coat has reasonably dried, and pack- 
ing of the mold should proceed immediately after 
this film has dried to the touch. 

When the master cast for a distal extension 
removable partial denture has been repoured 
from a secondary impression, the supporting foot 
on the retention frame may not necessarily be in 
contact with the cast. Closing pressure within the 


346 McCracken's Removable Partial Prosthodontics 


flask may distort the unsupported extension of 
the metal framework, with subsequent rebound 
on deflasking. The finished denture base will then 
lack contact with the supporting tissue, resulting 
in denture rotation about the fulcrum line simi- 
lar to that occurring after tissue resorption. To 
provide support for the distal extension of the 
metal framework during flask closure, autopoly- 
merizing acrylic resin should be sprinkled or 
painted around the tissue stop at the distal end 
of the framework and allowed to harden before 
proceeding with packing the denture resin (see 
Figure 5-39). 

| PROCESSING THE DENTURE 

Processing follows the same procedure as that for a 
complete denture. Denture base characterization 
tinting may be added just before packing. This is 
most desirable if denture base material will be visible 
when in the mouth. Posterior acrylic resin bases 
alone ordinarily do not require characterization, but 
the dentist should select a denture base material that 
closely resembles the color of the surrounding tissue. 
The ideal acrylic resin base material for removable 
partial dentures is therefore one that (1) may be used 
without trial packing; (2) possesses a shade that is 
compatible with surrounding tissue; (3) is dimen- 
sionally stable and accurate; (4) is dense and lends 
itself to polishing; and (5) polymerizes completely. 

There has never been any question concerning 
the merits of placing tinfoil over the denture 
before investing, which results in a tinfoil-lined 
matrix and eliminates the need for a separating 
film. The fact remains, however, that the use of a 
tinfoil substitute has become universal. 

At best, any tinfoil substitute creates an unde- 
sirable film at the gingival margins of the teeth, 
resulting in microscopic separation between the 
teeth and the surrounding acrylic resin. This 
may be shown by sectioning a finished denture 
and by observing the marginal discoloration 
around the cervical portions of the teeth after 
several months in the mouth. To some extent, 
injection molding obviates this objection to the 
use of a tinfoil substitute, which is one of the 
principal advantages of injection molding over 
compression molding. 

Because the use of compression molding is 
widespread and is likely to continue, methods are 
needed that eliminate the use of a tinfoil substi- 
tute. The layered silicone rubber method results in 
more complete adaptation of the acrylic resin 
around the cervical portions of porcelain teeth 


and more complete bonding to acrylic resin teeth. 
In addition, denture base tints may be applied 
directly to the mold without first applying a sepa- 
rating film. 

A room-temperature polymerizing silicone rub- 
ber, which has sufficient body and toughness for 
the purpose, is applied to the wax surface of the 
denture and over the teeth. To prevent movement 
of the teeth during processing, the occlusal sur- 
faces should be exposed before pouring the upper 
half of the flask. The manufacturer's instructions 
must be followed as to mixing and time elapsed 
before the outer stone investment is added to 
ensure polymerization and bonding to the overly- 
ing investment. Boil out is then completed in the 
usual way. 

A further advantage of the layered silicone rub- 
ber method is the ease in accomplishing deflask- 
ing. If the wax carving of the denture has been 
completed with care before flasking, denture tints 
remain unaltered by unnecessary trimming and 
polishing of the processed denture. 

All resin base materials available up to the pres- 
ent time exhibit some dimensional change, both 
during processing and in the mouth. The fit of the 
denture is therefore dependent on the accuracy of 
the denture base material because impression and 
cast materials in use today are themselves reason- 
ably accurate. In an attempt to minimize dimen- 
sional changes in the denture base, materials and 
techniques are being improved constantly. 

Denture base materials that may be poured into 
the mold or placed into the mold in a soft state are 
also quite popular. This technique eliminates trial 
packing and excessive pressures, which lead to 
open flasks and altered occlusal vertical dimension 
as are sometimes experienced with compression 
molding acrylic resin base materials. Activated, or 
autopolymerizing, acrylic resins are commonly 
used to prevent mold expansions at higher tem- 
peratures. Materials other than acrylic resins are 
used with various techniques, some of these being 
styrene, vinyl, and experimentally epoxy resins. 
The main objectives behind the development 
of newer techniques and materials are greater 
dimensional accuracy and stability, combined 
with strength and better appearance. 

The use of injection molding or poured materi- 
als to process removable partial denture base 
materials combines accuracy and efficiency to 
help create a well-fitting denture base. The Success 
Injection System by Dentsply Trubyte combines 
the accuracy of injection molding with Lucitone 
199. The hardware consists of the injection unit, 
aluminum alloy flasks, and associated system flask 
components. The flasks are numbered; specifically, 
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they are mated halves that need to be matched for 
more accurate results. The investment and pro- 
cessing techniques are as follows: 
1. The cast with the completed wax up is embed- 
ded in the designated side 11 1" of the flask in the 
usual manner, placing the cast as close as pos- 
sible to the back of the flask. After eliminating 
any undercuts on the cast, flattened wax sticks 
(approximately 7 mm in diameter) are used to 
build the injection sprues. For maxillary remov- 
able partial dentures, attach the sprue to the 
posterior border, ensuring that the sprue is suf- 
ficiently wide (Figure 18-42, A). For mandibular 
removable partial dentures, position one sprue 
for each base extension (Figure 18-42, B). Apply 
separator to the investment and place the top 
half of the flask on the bottom half, ensuring 
complete intimate metal contact and closure 
of the halves. Secure the flask's brackets to the 
flask and tighten (Figure 18-42, C). Place the 
flask on the levelerwith side "2" up and com- 


plete the investing procedure in the usual man- 
ner (Figure 18-42, D). 

2. When the investment has set, loosen the bolts 
and remove the metal flask brackets. Place the 
flask in boiling water (8 to 10 minutes) and com- 
plete the boil out procedure (Figure 18-43, A). 
Place the metal injection insert into the back of 
the flask (Figure 18-43, B) and slide the plastic 
injection socket into the metal insert as far as 
possible. The plastic injection socket lip should 
rest flush against the trim of the metal injection 
insert. Close the flask, position the metal flask 
brackets, and tighten the bolts. 

3. Use the powder/liquid vials to measure suffi- 
cient resin for the removable partial denture. 
Note that the maximum powder and/or liquid 
that the injection cartridge can hold is 38 g 
(56 ml) powder and/or 17.5 ml liquid. Stir the 
powder and/or liquid approximately 15 sec- 
onds. Do not excessively mix. Cover the mixing 
jar until material reaches the "soft pack" stage 



c 


Figure 18-42 A, Maxillary prosthesis with sprue attached to posterior border ensuring that 
sprue is sufficiently wide to facilitate complete access for resin to fill mold. B, Mandibular 
sprue position with one sprue for each base extension. C, Flask brackets to flask are secured 
and tightened. D, Flask is placed on leveler with side "2" up, and investing procedure is 
completed. 


348 McCracken's Removable Partial Prosthodontics 




B 




Figure 18-43 A, Completed boil-out. B, Place metal injection insert into back of flask and 
slide plastic injection socket into metal insert as far as possible. C, Insert plastic nozzle into 
plastic injection socket, and D, place metal protective sleeve over cartridge and place flask 
in injection unit. 


(approximately 6 minutes). Do not allow mate- 
rial to reach the "snap set" stage. 
4. Place the resin material into the plastic injec- 
tion cartridge and insert the blue plastic car- 
tridge plug into the large open end, ribbed side 
out. Push the blue cartridge plug in as far as 
possible to compress the material and insert 
the cartridge nozzle into the plastic injection 
socket until it seats on the injection socket's lip 
(Figure 18-43, C). Place the metal protective 
sleeve over the cartridge and place the flask in 
the injection unit, ensuring that the bolts and 


flask brackets face to the operator's right side 
(Figure 18-43, D). Position the open slots on 
the cartridge sleeve facing out, then push the 
sleeve up toward the unit's cross head, secur- 
ing the sleeve around the blue rubber 0 ring. 
Tighten the unit's hand wheel to secure the 
flask. 

5. Complete the injection process, ensuring that 
the mold is completely filled by viewing the 
blue cartridge plug through the sleeve slots 
until the plug stops moving. When completed, 
remove the flask from the unit, remove the 
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cartridge sleeve, and pull the plastic cartridge 
out of the flask with a slight twist. Keep the 
injection socket in place inside the metal injec- 
tion insert. Fit the small, blue plastic piston 
cap onto the end of the pressing device piston 
(Figure 18-44, A). Place the piston of the pro- 
cessing device into the plastic injection socket 
at the back of the flask (Figure 18-44, B) and 
screw the pressing device onto the metal injec- 
tion insert until the etched groove is visible on 
the pin at the top of the pressing device. 

6. Allow the flask to sit for 30 minutes before heat 
polymerizing to ensure a good bond between 
the denture resin and the teeth. Submerge the 
closed flask in water at 163° ±2° F for 1 1/2 
hours. Follow with an additional 30-minute 
boil. An alternate polymerization method is 9 
hours in a water bath of 163° ± 2° F with no 
boil. Remove the flask from the polymerization 
tank and allow to air cool for approximately 
30 minutes. Place the flask in a lukewarm water 
bath to cool completely. 

7. Unscrew the pressing device and loosen the 
bolts on the flask. Remove the flask brackets 
and separate the flask. Remove the investment 
and divest the removable partial denture and 
cast. Cut off the injection sprue(s) and finish 
and polish the removable partial denture in a 
conventional manner. A i \jfl 

The use of VLC denture base materials is 
claimed to save considerable time in providing a 
processed base. The manufacturers recommend 
the use of a light-color cast to enhance the poly- 
merization of the VLC material. A stone matrix 
must be fabricated so that the denture teeth can 
be positively relocated in the same position dur- 


ing the polymerizing process. Once the stone 
matrix is completed and verified, the wax and 
teeth can be removed from the framework, and it 
can be cleaned and silicoated or coated with the 
resin bonding agent. 

The ideal thickness for the VLC material 
requires a 1.5-mm space between the edentulous 
ridge and the retentive component of the frame- 
work. The ridge lap of the denture teeth should 
also be 1.5 mm above the retentive component of 
the framework, and the tissue side finishing line of 
the framework should be even with or slightly 
higher than the palatal side finishing line. If VLC 
denture base material is to be used, these require- 
ments need to be considered at the diagnosis and 
treatment planning stage. 

Without the framework in place, a thin coat 
of model release agent (MRA) is applied to the 
denture base areas of the cast, and the VLC mate- 
rial is adapted to the edentulous denture base 
area and trimmed to the general outline with a 
sharp blade. The framework is then seated firmly, 
embedding it into the uncured VLC material. Make 
certain that the rests, tissue stops, and other com- 
ponents of the removable partial denture frame- 
work are correctly positioned in their designated 
terminal position on the cast. Remove any excess 
material that may interfere with articulation of 
the casts or positioning of the teeth, and check to 
be sure the VLC material is adapted into the tis- 
sue side finishing line of the framework on the 
cast. This will necessitate returning the cast with 
the framework to the articulator. Once this has 
been verified, remove the cast from the articulator 
and process in the light polymerizing unit for 
2 minutes. 



A B 

Figure 18-44 Injection process has been completed and flask removed from unit. A, Remove 
cartridge sleeve, pull plastic cartridge out of flask, and fit small blue plastic piston cap onto 
end of pressing device piston. B, Piston of processing device has been placed into plastic 
injection socket at back of flask. 
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The denture teeth can then be secured to the 
stone matrix and related to the cast with the 
framework and the removable partial denture 
base. The denture teeth may need to be adjusted 
to fit the removable partial denture base. To do 
this, trim the ridge lap areas of the teeth enough to 
provide the required 1.5 mm of space between the 
tooth and the denture base material. Remember 
that thin areas need to be avoided between the 
framework and the cast (minimum of 1.5 mm), 
and between the framework and the denture teeth 
(minimum of 1.5 mm). 

The denture tooth surfaces that are to be 
bonded to the VLC denture base must be lightly 
ground and cleaned. The teeth may then be placed 
in modeling compound or putty to hold them 
while applying the bonding agent to all of the des- 
ignated surfaces to be bonded to the VLC denture 
base. These coated surfaces should be allowed to 
sit for 2 minutes and then are processed in the 
light polymerization unit for 1 minute. 

To secure the teeth into their designated posi- 
tion on the VLC denture base, apply a small piece 
of VLC material to each tooth with the modeling 
tool provided by the manufacturer. With the aid of 
the stone matrix and using a high-intensity light, 
tack each individual tooth into position on the 
VLC denture base. 

After tacking the teeth to the VLC denture base, 
paint a narrow band of bonding agent on the junc- 
tion line between the teeth and the denture base 
material. The bonding agent acts as a sealer to 
prevent leakage and aids the bonding of the teeth 
to the denture base material. Allow the bonding 
agent to set for 2 minutes and then process in 
the light unit for 1 minute. You can now complete 
the buccal and lingual contouring of the denture 
base with additional VLC material. Paint all of the 
exposed surfaces of the VLC denture base material 
with the air-barrier coating material and process 
in the light polymerization unit for 2 minutes. 
After processing, carefully remove the removable 
partial denture from the cast. Do not attempt to 
pry it off. Paint the tissue surfaces of the eden- 
tulous areas with the air-barrier coating mate- 
rial and place in the light polymerization unit 
for 6 minutes with the tissue side up. Clean the 
removable partial denture with water and a brush 
to remove all traces of the air-barrier coating. Trim 
and polish in a routine manner to complete the 
removable partial denture. 

The study of the history of denture base materi- 
als is a most interesting one that has been covered 
elsewhere in dental literature. The future of den- 
ture base materials promises to be just as fasci- 
nating a study, but such a discussion cannot be 


included within the scope of this book. With newer 
materials, the future of methyl methacrylate as 
a denture base material is uncertain despite its 
acceptance as the best material available since its 
introduction in 1937. Although it has made possi- 
ble the simulation of natural tissue color and con- 
tours combined with ease of manipulation, the 
fact remains that it leaves much to be desired as far 
as accuracy and dimensional stability are con- 
cerned. Whether other and newer materials will 
eventually supplant methyl methacrylate as a den- 
ture base material remains to be seen. The fact is 
that the denture base of the future (1) must be 
capable of accurately reproducing natural tissue 
tones faithfully through the use of characterizing 
stains and customizing procedures and (2) must 
not require elaborate processing procedures and 
equipment, which would make the cost prohibitive 
for general use. 


REMOUNTING AND OCCLUSAL 
I CORRECTION TO AN OCCLUSAL 
TEMPLATE 

Even with improved denture base materials and pro- 
cessing techniques, some movement of artificial teeth 
will still occur because of the dimensional instability 
of the wax in which the artificial teeth were arranged. 
Until sources of error can be eliminated, remounting 
will continue to be necessary. How well the occlusion 
may be perfected by remounting will depend on the 
manner in which jaw relations were transferred to an 
instrument and how closely the instrument is capable 
of reproducing functional occlusion. But even though 
the articulator is capable of reproducing only a static 
centric relation, that relation at least should be 
reestablished before placement of the denture. 

Although it is admitted that there are limitations 
to the perfection of eccentric occlusion in the 
mouth, some believe that it can be done with more 
accuracy than on an instrument that is incapable 
of reproducing eccentric positions. Correction for 
errors in centric occlusion, however, should not be 
included in a concept that presumes that centric 
occlusion may be established satisfactorily by intra- 
oral adjustment, followed then by a perfecting of 
eccentric occlusion. Because of denture instability 
and the inaccessibility of the occlusion for analysis, 
accurate intraoral corrections are not possible. Prac- 
tically, even the occlusal adjustment of natural den- 
tition in which each tooth has its own support can 
best be done when preceded by an analysis of artic- 
ulated diagnostic casts. 

One cardinal premise must be accepted if pros- 
thetic dentistry is to be anything more than a hap- 
hazard procedure. It is possible to transfer centric 
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jaw relation to an instrument with accuracy and to 
maintain this relation throughout the fabrication of 
the prosthesis. If this is true, then centric occlusion, 
coinciding with centric jaw relation— with centric 
occlusion of the remaining natural teeth, or with 
both— must have been established before initia 
placement of the prosthesis. This means that occlusa 
correction to reestablish centric relation by remount- 
ing after final processing is an absolute necessity to 
the success of the restoration. Remounting after pro- 
cessing is accomplished by returning the cast to a 
keyed relationship with the articulator mounting. 

Precautions to Be Taken in Remounting 

The following precautions should be taken to ensure 
the accuracy of remounting to make final occlusal 
adjustment before the polishing and initial place- 
ment of the denture. These apply to all types of 
occlusal relationship records but are directed partic- 
ularly at remounting an occlusal template when 
using stone vertical stops. 

1. Make sure that the base of the cast has been 
reduced to fit the flask before keying and mount- 
ing, so it will not have to be altered later. 

2. Bevel the margins of the base of the cast so that it 
will seat in a definite boxlike manner in the articu- 
lator mounting. HBt 

3. Notch the posterior and the anterior aspects of 
the base to ensure its return to its original posi- 
tion. Notches at the margins are preferable to 
depressions within the base because the former 
permit a visual check of the accuracy of the 
remounting. 

4. Lubricate lightly the base and sides of the cast 
before it is mounted to facilitate its easy removal 
from the mounting stone. 

5. Add tinfoil or lightly lubricate the base and sides 
of the cast before flasking it so that traces of 
investment will not be present to interfere with 
remounting. 

6. When remounting the cast, secure it in the articu- 
lator with sticky wax, hot glue gun, or modeling 
plastic, followed by stone over both the mounting 
and the sides of the cast. 

7. Before adjusting the occlusion, make certain that 
no traces of investment remain on the vertical 
stops. 

8. Take care not to abrade the opposing occlusal 
surface during occlusal adjustment. The use of 
marking tape or inked ribbon is preferable to 
articulating paper. The artificial tooth is less likely 
to cut through and mar the opposing surface, and 
ink or dye will not build up a false opposing sur- 
face as will wax from articulating paper. 

9. Occlusal readjustment to an occlusal template is 
complete when the stone vertical stops are again 
in contact. With other types of articulator mount- 


ings, readjustment is complete when the vertical 

pin is again in contact and any valid horizontal 

excursions are freed of interference. 

Occlusal readjustment, as was the original articula- 
tion, is at the expense of the original tooth anatomy. 
Occlusal surfaces should be reshaped by adding 
grooves and spillways and by reducing the area of the 
occlusal table, thus improving the masticating effi- 
ciency of the artificial tooth. Although this may be 
done immediately after occlusal readjustment and 
before initial placement of the denture, it may be 
deferred until completion of the final adjustment. In 
any event, it is a necessary step in the completion of 
any removable prosthesis. 

Porcelain teeth may be reshaped with abrasive or 
diamond-mounted points. Resin teeth lend them- 
selves better to reshaping with small burs to restore 
functional anatomy. Either type should be repol- 
ished judiciously to prevent reduction of cuspal con- 
tacts. Although cusps may be narrowed, spillways 
added, and the total area of contact reduced to 
improve masticating efficiency, critical areas of con- 
tact, both vertical and horizontal, must always be 
preserved. 

The term remounting is also applied to the mount- 
ing of a completed prosthetic restoration back into an 
instrument using some kind of interocclusal records. 
Discrepancies in occlusion resulting from processing 
of tooth-supported dentures may be corrected by 
reattaching the indexed processing cast and denture 
to the same instrument on which the occlusion 
was formulated. However, because of some instabil- 
ity inherent in distal extension removable partial 
dentures, such dentures should be retrieved from 
processing investment, finished, and polished and 
prepared for performing occlusal corrections by the 
use of new intraoral records. The dentist must make 
a remounting cast before occlusal corrections can 
be accomplished. This is simply done by first placing 
the denture in the mouth and making an irreversible 
hydrocolloid (alginate) impression of the denture 
and remaining teeth in the arch (Figure 18-45). When 
the impression is removed, the denture usually 
will remain in the impression or can be accurately 
replaced. Undercuts in the denture bases are blocked 
out, the retentive elements of the framework are cov- 
ered with a thin layer of molten wax, and a remount- 
ing cast is poured in the impression. The remounting 
casts are then oriented in the articulator by the same 
type of interocclusal records that were used to orient 
the casts to formulate the occlusion. These proce- 
dures will be covered in Chapter 20 as an integral part 
of the initial placement appointment. 

Occlusal harmony must exist before the patient is 
given possession of the dentures. Delaying the cor- 
rection of occlusal discrepancies until the dentures 
have had a chance to settle is not justifiable. 
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Figure 18-45 A, Stock, perforated tray is used to make irreversible hydrocolloid (alginate) 
impression of denture and dental arch. Blockout of undercuts in denture base and of tips of 
direct retainers is necessary so that denture can be readily removed and replaced on result- 
ant remounting cast, as illustrated in B. B, Remounting cast poured in stone with prosthesis 
in place and an interocclusal registration for mounting against a maxillary cast. Wax placed 
at retainer tip (arrow)allows the prosthesis to be readily removed and replaced on cast for 
occlusal correction procedures that use an articulator. 


POLISHING THE DENTURE 

The areas to be considered in the polishing of a 
removable partial denture are: (1) the borders of the 
denture bases, (2) the facial surfaces, and (3) the 
teeth and adjacent areas. 

The borders on complete metal bases will have 
been established previously. On partial metal bases 
and complete acrylic resin bases, the accuracy with 
which the border may be finished will depend on the 
accuracy of the impression record and how well this 
was preserved on the stone cast. Edentulous areas 
recorded from impressions in stock trays generally 
lack the accuracy at the borders that is found on 
casts made from impressions in individualized trays 
and by secondary impression methods. Border accu- 
racy is determined also by whether or not the 
impression recorded a functional or a static relation- 
ship of the bordering tissue attachments. 

Denture Borders 

The principal objectives to be considered in making 
an impression of edentulous areas of a partially 
edentulous arch are (1) maximal support for the 
edentulous removable partial denture base and 


(2) extension of the borders to obtain maximum 
coverage compatible with moving tissue. Although 
this second objective may be obtained with an 
adequate individualized impression tray, it is best 
accomplished with a secondary impression method. 
Not only should the extent of the border be recorded 
accurately but also its width. Both extent and width 
as recorded should be preserved on the stone cast. 
With the exception of certain areas that are arbitrar- 
ily thinned in polishing (mentioned previously in 
this chapter), finishing and polishing the denture 
borders should consist only of removing any flash 
and artifact blebs. Otherwise, borders should be left 
as recorded in the impression. 

When the impression is made in a stock tray, the 
tray itself will have influenced both the extent and 
the width of the border. Some areas will be left short 
of the total area available for denture support, 
whereas others will be extended beyond functional 
limits by the overextension of the tray. Unfortunately 
the technician may attempt to interpret the anatomy 
of the mouth and arbitrarily trim the denture bor- 
ders. This presumes that the technician has an inti- 
mate knowledge of the anatomy of the mouth of the 
patient for whom the restoration is being made, 
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which is most unlikely. The dentist must correct any 
overextension remaining after arbitrarily trimming 
the border from cast landmarks in the mouth. It is 
preferable that the dentist finishes the borders of 
dentures, having painstakingly developed them dur- 
ing impression procedures. 

Facial Surfaces 

The facial surfaces of the denture base are those 
polished surfaces lying between the buccal borders 
and the supplied teeth. Methods have been pro- 
Dosed for making sectional impression records of 
Duccal contours, thereby permitting the denture 
base to be made to conform to facial musculature. 
These have never received wide acceptance and 
may be considered impractical in removable partial 
Prosthodontics. 

Facial surfaces may be established in wax or may 
be carved into the denture base after processing. 
Generally, it is desirable that it be done in wax as 
part of the wax pattern because it is easier to do so 
and because contours can best be established at a 
time when modifications can be made if desired. 
Buccal surfaces should be contoured to aid in the 
retention of the denture by border molding, to pre- 
serve the border roll and thereby prevent food 
impaction, and to facilitate return of the food bolus 
back onto the masticating table. Lingual surfaces 
should be made concave to provide tongue room 
and to aid in the retention of the denture. Polishing 
of concave surfaces is always more difficult than 
polishing flat and convex surfaces. If such contours 
are established previously in wax, finishing is not 
only more easily accomplished but border and gin- 
gival areas are less likely to be inadvertently altered. 


Finishing Gingival and Interproximal Areas 

The contouring of gingival and interproximal areas 
after processing is difficult and generally unsatisfac- 
tory (Figure 18-46). The practice of doing so dates 
back to the days when vulcanite rubber was trimmed 
and shaped with Pearson-type chisels, and a trim- 
ming block was a necessary piece of equipment in 
any dental laboratory. Finishing was done with vul- 
canite burs and with brush wheels and pumice, 
creating the vertical interproximal grooves that for 
many years were typical of the denture look. Not only 
is this contrary to modern concepts of denture 
esthetics but also gingival and interproximal carving 
of the denture resin around plastic teeth may not be 
done without some damage to the teeth themselves. 

Modern cosmetic considerations demand that 
gingival carving be done around each tooth individu- 
ally, with variations in the height of the gingival curve 
and in the length of the papillae. Interproximal^ the 
papillae should be convex rather than concave. The 
gingival attachment should be free of grooves and 



Figure 18-46 Attention to adjacent tooth-tissue contours can 
facilitate production of natural-appearing prostheses. The 
interproximal papilla at A demonstrates both a vertical and 
horizontal component. In general, the horizontal component 
increases with ago. The prosthetic interproximal papilla at B 
only exhibits a vertical component and appears artificial. The 
anterior border (*) contour is blunted and provides an obvi- 
ous and abrupt contour change. Contouring the border to 
bevel into the interproximal region will reduce its objection- 
able appearance. 


ditches that would accumulate debris and stain and 
should be as free for cleansing as possible. All this 
precludes gross shaping and trimming of gingival 
areas after processing. Gingival carving should be 
done in wax, and investing should be done with care 
to prevent blebs and artifacts. Finishing should con- 
sist only of trimmingaround the teeth and the papil- 
lae with small round burs to create a more natural 
simulation of living tissue, plus light stippling with 
an off-center round bur for the same reason. Polish- 
ing should consist only of light buffing with brush 
wheels and pumice, and finally with a soft brush 
wheel and a nonabrasive polishing agent specially 
made for this purpose. 

Pumicing of gingival areas can only serve to pol- 
ish the high spots, and although it may be done 
lightly, its use should be limited to light buffing of 
areas already made as smooth as in the waxing 
phase. Heavy pumicing of the denture resin not only 
creates a typical denture look but also alters the deli- 
cately carved wax surface and any plastic teeth pres- 
ent. If pumicing must be done, plastic teeth should 
be protected with adhesive masking tape during the 
process. 

Any polishing operation on a removable partial 
denture done on a lathe is made hazardous by the 
presence of direct retainers, which can easily become 
caught in the polishing wheel. Although the least 
damage that might occur is the distortion of a clasp 
arm, there is a greater possibility that the denture 
may be thrown forcibly into the lathe pan, with seri- 
ous damage to the framework or other parts of the 
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denture. The technician must ever be conscious of 
this possibility and must always cover any projecting 
clasp with the finger while it is near the polishing 
wheel. In addition, it is wise to keep a pumice pan 
well filled with wet pumice to cushion the shock 
should an accident occur. Any other lathe pan used 
in polishing should be lined with a towel or with 
a resilient material for the same reason. There is 
always a potential hazard of retainers catching the 
gloved fingers or hands that hold a removable partial 
denture. Serious injury can result, and extreme cau- 
tion must be taken to prevent such an occurrence. 
The risk of infection is increased if the removable 
partial denture has been in place intraorally. 


SELF-ASSESSMENT AIDS 

1. Why should the dentist not only be familiar with 
laboratory procedures but also proficient in exe- 
cuting them? 

2. Although certain laboratory procedures may be 
delegated to a dental laboratory technician, the 
dentist must be able to perform those procedures 
to troubleshoot, communicate, and instruct the 
technician. True or false? 

3. An intimate knowledge of dental materials 
employed in the fabrication of removable partial 
dentures is a must for the dentist. Give three 
reasons why. 

4. Duplicate casts are required in many instances in 
treating partially edentulous patients. Name one 
of these instances. 

5. What armamentarium and materials are required 
to duplicate a cast? 

6. What is the difference between a reversible and 
an irreversible hydrocolloid? Which one is most 
commonly used in duplicating a cast? 

7. Is it critical that the duplicating material chosen 
be compatible with the material from which the 
duplicate cast will be made? Please explain why. 

8. Describe a duplicating flask. 

9. How is reversible hydrocolloid prepared for 
duplicating purposes? What temperature of the 
hydrocolloid is sufficient to duplicate a cast? 

10. If a blocked-out master cast is being duplicated, 
what precautions must be exercised to prevent 
distortion of the blockout material? 

11. Give a step-by-step procedure for duplicating a 
stone cast with reversible hydrocolloid. 

12. What is the danger of soaking a stone cast in 
tap water? A cast must be wet before duplicat- 
ing it with hydrocolloid. How is this wetting 
accomplished? 

13. Describe the procedure for recovering an invest- 
ment cast from a duplicating mold. 

14. For what reasons should an investment cast not 
be trimmed on a cast trimmer? 


15. An investment cast on which the pattern for the 
framework will be developed should be oven 
dried after it is removed from the duplicating 
material. True or false? 

16. An investment cast should be lightly sprayed 
with a plastic model spray immediately after dry- 
ing. True or false? 

17. You should already know the specifications for 
all components of a removable partial denture 
framework. Describe a logical order of creating 
the wax or plastic pattern for a mandibular 
removable partial denture framework to which a 
wrought-wire retainer arm will be attached. 

18. Describe the process of spruing a wax pattern for 
a removable partial denture framework. 

19. There are three general rules that should be fol- 
lowed in spruing any wax or plastic pattern for 
casting. List and describe them. 

20. After the pattern has been sprued, it must be 
covered with an investment (refractory) material 
to make a mold for casting. The outer investment 
must be the same material from which the 
investment cast was made. What are the pur- 
poses of the outer investment? 

21. The casting shrinkage of gold alloys from the 

molten to the cold state is from % to %. 

The casting shrinkage of chromium-cobalt alloys 
is approximately %. 

22. A casting ring, with a suitable liner, is used to 
confine the outer layer of investment around the 
pattern. The ring is not removed during burnout 
or casting procedures for gold alloys. What is the 
purpose of the liner in the ring? 

23. After the investment material for a chromium- 
cobalt alloy casting has set, the ring is removed 
before burnout. Why? 

24. Give a step-by-step procedure for investing a 
sprued pattern that will be cast in chromium- 
cobalt alloy. 

25. The casting mold is prepared to receive the 
molten alloy by a process known as burnout. 
Burnout serves three purposes. State the three 
purposes. 

26. What different methods are used to melt gold 
alloys for casting? Chromium-cobalt alloys for 
casting? 

27. After the casting is completed, how long should 
the mold be allowed to bench cool before the 
mold and casting are plunged into water? 

28. What is the purpose of pickling a casting? 
Describe a pickling procedure. 

29. If the wax pattern for a casting was neatly and 
properly developed, and investing and casting 
procedures were correctly accomplished, finish- 
ing the casting should not be a time-consuming 
procedure. How would a chromium-cobalt alloy 
framework be finished? 


Chapter 18 Laboratory Procedures 355 


30. Record bases, trial denture bases, and individ- 
ual impression trays are conveniently made 
of autopolymerizing acrylic resin. What is an 
autopolymerizing acrylic resin, and how does it 
differ from a heat-cured acrylic resin? 

31. Record bases or trial denture bases can be fabri- 
cated by a sprinkling technique using autopoly- 
merizing acrylic resin, whereas individual or 
customized impression trays may be fabricated 
with adapted autopolymerizing acrylic resin. 
For what reason or reasons are the processes 
different? 

32. Review the procedures for making individual- 
ized acrylic resin impression trays as given in 
Chapter 15. 

33. If you use a secondary or altered cast impression 
tray for a mandibular distal extension denture, 
you will attach an individualized tray to the 
framework. Give a step-by-step procedure for 
making such a tray. 

34. Record bases and occlusion rims are necessary to 
record maxillomandibular relations for Class 1 
and II arches and in Class III arches with long 
edentulous spans. Describe a step-by-step pro- 
cedure for making record bases by the VLC 
method and by the sprinkle on method. 

35. A record base is attached to the framework for 
a distal extension mandibular denture and is fab- 
ricated after the secondary impression has been 
made and the master cast has been recovered. 
How is such a record base made and attached? 

36. What purpose does an occlusion rim serve? 

37. If an occlusion rim represents the missing teeth 
and supporting structures in a partially edentu- 
lous arch, should the occlusion rims be wider 
than the occlusal surfaces of the teeth they are 
replacing? Should occlusion rims occupy the 
same position (buccolingually) of the missing 
teeth? There are several advantages to correctly 
proportioned occlusion rims as opposed to badly 
proportioned occlusion rims. What are these 
advantages? 

38. Artificial posterior teeth were arranged on 
mandibular and maxillary trial bases made of 
acrylic resin and attached to the respective 
frameworks. The arrangement was acceptable 
and approved. What procedures must now take 
place before the final arrangement of teeth and 
development of the external forms of the bases 
for processing? 


39. Except around metal portions of the framework, 
should there be any difference in developing gin- 
gival contours, root indices, interdental papillae, 
lingual contours of individual teeth, and so on 
for removable partial denture bases and com- 
plete denture bases? What are they? 

40. A removable partial denture must be so invested 
for processing acrylic resin bases that the 
processed denture and its cast can be recovered 
intact and unmarred from the flask. This proce- 
dure will facilitate and simplify correction of 
occlusal discrepancies resulting from processing. 
True or false? 

41. Before investing the master cast and waxed 
denture in the lower half of the flask, what 
should be done to the base of the cast to facil- 
itate recovery of the cast and remounting 
procedures? 

42. After the processing flask containing the invested 
denture has been separated, the residual wax 
flushed out, and a tinfoil substitute correctly 
applied, there is one observation that must be 
made and dealt with in regard to the minor con- 
nector for attaching the acrylic resin distal exten- 
sion base and its relation to the residual ridge. 
What is this observation, and how is it dealt with 
before acrylic resin is packed in the mold? 

43. Describe the pour technique of processing 
J finished denture bases. 

44. Describe the VLC technique of processing 
finished denture bases. 

45. Discrepancies in occlusion as a result of process- 
ing may be corrected by returning the processed 
denture and cast (intact) directly to the instru- 
ment on which the occlusion was developed— 
provided the dentures are tooth supported or the 
occlusion was developed using an occlusal tem- 
plate. Describe this type of process for correcting 
occlusal discrepancies. 

46. Correction of occlusal discrepancies for distal 
extension dentures should be accomplished 
by an entirely different procedure than the 
above procedure. This procedure is described in 
Chapter 20. Review and state how this differs. 

47. Finishing and polishing the removable partial 
denture may be accomplished in the same man- 
ner as for a complete denture. However, polish- 
ing the removable partial denture on a lathe is 
made more hazardous and requires more atten- 
tion because of the presence of 
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Characteristics 


Definitive Instructions by Work Authorizations 
Legal Aspects of Work Authorizations 
Delineation of Responsibilities by Work Authorizations 
Self-Assessment Aids 


WORK AUTHORIZATION 

A work authorization contains the written directions 
for laboratory procedures to be performed for fabri- 
cation of dental restorations. The responsibility of a 
dentist to the public and to the dental profession to 
safeguard the quality of prosthodontic services is 
controlled in part through meaningful work author- 
izations. If the work authorizations are properly 
completed, they provide a means for increased pro- 
fessional quality assurance and satisfaction in a 
removable partial denture service. 

A work authorization by a dentist is similar to 
granting power of attorney. It grants authority for 
others to act in the dentist's behalf and specifically 
prescribes what is authorized. 

When properly executed, work authorizations are 
effective channels of communication. They enhance 
the quality of the completed restorations by provid- 
ing instruction for individually and scientifica ly con- 
sidered prostheses. 

Content 

The information contained in a work authorization 
should include: (1) the name and address of the den- 
tal laboratory; (2) the name and address of the 
dentist who initiates the work authorization; (3) the 
identification of the patient; (4) the date of work 
authorization; (5) the desired completion date of the 
request; (6) specific instructions; (7) the signature of 


the dentist; and (8) the registered license number of 
the dentist. All these requirements can be accommo- 
dated in a simply designed form (Figure 19-1). 

Function 

The following four important functions are performed 
by a work authorization: 

1. It furnishes definite instructions for the laboratory 
procedures to be accomplished and implies an 
expectation of a level of acceptable quality for the 
services rendered. 

2. It provides a means of protecting the public from 
the illegal practice of dentistry. 

3. It is a protective legal document for both the den- 
tist and dental laboratory technician. 

4. It completely delineates the responsibilities of the 
dentist and the dental laboratory technician. 

Characteristics 

A work authorization must be legible, clear, concise, 
and readily understood. It is unreasonable to assume 
that laboratory technicians are decoding experts. 
Sufficient information must be included in a work 
authorization to enable the technician to understand 
and execute the request. Many dentists are overly 
presumptive in assuming that a request can be 
acceptably fulfilled without proper directions. 

It is sound practice to provide the dental labora- 
tory technician with adequate written instructions 
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Removable Partial Prosthodontics 


Patient name;. 
Student name: 


Palienl number:. 


S Undent number: 


■■a 
?■ 


i 
- 


Treatment plan 




Laboratory instructions 


Design specifications: 
1 . Rests 


2. Retention 


3. Reciprocation 


4, Major connector 


5. Indirect retention 


5, Guide planes 


26 25 24 23 


Color code: 
Blue: Cast metal 

Red: Resin base and wrought wire 
Green: Areas to be contoured 


7. Base retention 


8. Areas to be modified or 
contoured 


nstructor:,. 


Approval to send to laboratory: 


Date: 


Figure 19-1 Work authorization form used in undergraduate clinic, designed specifically for 
removable partial dentures, to furnish detailed information to laboratory technician. Form 
initially used for student to specifically plan framework design and to designate mouth alter- 
ations and preparations. 


for each required laboratory service in the fabrica- 
tion of a restoration. Therefore a new work authori- 
zation should accompany the material returned to 
the laboratory for continuing progress to complete 
the restoration. In a modern dental practice, it is 
highly improbable that a one-trip laboratory service 
is adequate to provide a truly professional removable 
restoration. 


No single work authorization form is adequate to 
furnish detailed instructions for accomplishing the 
laboratory phases in the fabrication of removable 
partial dentures, crowns, and fixed partial dentures, 
or complete dentures or for accomplishing ortho- 
dontic laboratory procedures. Inherent differences in 
the many types of restorations themselves and differ- 
ences in the laboratory phases necessary for their 
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fabrication establish a requirement for individua 
work authorization forms. 


i 


DEFINITIVE INSTRUCTIONS BY WORK 
AUTHORIZATIONS 


Work authorization forms may be designed so that 
only a minimum of writing is necessary to provide 
thorough instructions (Figure 19-2). The form can 


contain printed listings of materials and specifica- 
tions that require either a check mark or a fill-in for 
authorization of their use. 

A reminder space to designate the choice of 
metal for the framework is included. Frameworks 
for removable partial dentures are usually cast in 
typeVII gold, chromium-cobalt alloy, or a titanium 
alloy. The nature of the material of the denture base 
may also be indicated by a check mark. It is difficult 


Removable Partial Prosthodontics 


Patient name - . 


John Doe 


Student name:. 


Job Smith 


Patieni number: 158390 


Student number: 1234 


Treatment plan 


_ L a bo ra tory i n st ruct ions 



Cast i-bar 


18 ga loops 


26 25 24 23 


Cast l-bar 


Design specifications: 

1 , Rests 

Cingulum rests, #22, #27 
MO occlusal rest #20 
MO occlusal rest #28 

2, Retention 
f-bar clasp 023 
l-bar clasp §22 

3, Reciprocation 

Lingual piste #22 f #27, §28 


4. Major connector 
Ungual bar 


5. Indirect retention 

Cingulum rest #22. #27 


6, Guide planes 

Distal §20, #22, #27 
Mesial #20 


Color code: 


7. Base retention 

18 ga loops, 12 ga. inferior border 


Blue: Cast metal 

Red: Resin base and wrought wire 
Green: Areas to be contoured 


8. Areas to be modified or 
contoured 

Metal tooth to replace #21 


Instructor 


Approval to send to laboratory: Date: 2/15/99 


Figure 19-2 This work authorization accompanies master cast on which dentist has 
designed and drawn outline for removable partial denture framework. It is simple and is not 
time consuming to execute, yet it furnishes detailed information so that the request can be 
properly fulfilled. 
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to elicit this information from the markings on mas- 
ter casts. 

Space is reserved on the work authorization form 
to furnish the technician with information on the 
dentist's selection of teeth. The responsibility for 
tooth selection must remain with the dentist. Suc- 
cess of the removable partial denture partly depends 
on the consideration given to the size, number, and 
placement of the artificial teeth, and to the material 
from which they are made. 

A display of courtesy deserved by and a demonstra- 
tion of respect for the laboratory technician are indi- 
cated. The general request is prefaced by please and 
the specific instructions are ended with thankyou. Do 
any other three words promote better relations? 

A good work authorization form not only ensures 
clarity but also simplifies correct execution. Figures 
can be provided on which diagrams may be drawn to 
enhance written descriptions when necessary. These 
diagrams may show the occlusal and lingual surfaces 
of the posterior teeth and the lingual surfaces of the 
anterior teeth. The palatal region of the maxillary 
arch and the lingual slopes of the mandibular alveo- 
lar ridge can also be included. These features allow a 
clear, diagrammatic representation of the location of 
major connectors, which will complement the out- 
line of the framework on the master cast. 

A color-code index can be used to explain the 
markings on the master cast when it is submitted to 
the laboratory for the fabrication of a framework. For 
example, a green pencil can be used to outline the 
framework; red to designate the desired location of 
finishing lines on the framework; and black lines to 
denote the height of contour on teeth and soft tissue 
created during the survey of the cast. The color code 
eliminates confusion in interpreting the markings on 
the master cast. 

Specifications for waxing the framework compo- 
nents for gold, chromium-cobalt, or titanium alloy 
castings must be furnished for the technician and 
are an integral part of the work authorization form. 
Specifications that are adequate for most removable 
partial denture frameworks may be listed. This fea- 
ture alone saves time and effort in preparing the 
work authorization and is also a handy reference 
for the laboratory technician. The listing of average 
specifications does not preclude altering a specifica- 
tion when the situation necessitates other charac- 
teristics in a given component. 

The specific instructions in a work authorization 
must be so constructed that they will be a constant 
source of direction and supervision for the labora- 
tory phases of a removable partial denture service. 
Instructions should leave no doubt of the dentist's 
requirements in a request for laboratory services. It is 
foolish to use undercut dimensions of 0.01 or 0.02 
inches when a master cast is surveyed, unless direc- 


tions are included to incorporate these dimensions 
in the finished framework. 

Work authorization blanks should be available in 
tablet form so that a carbon duplicate can be conven- 
iently made and thus will supply a copy for both the 
dentist and the dental laboratory technician. The 
original may be a different color than the carbon 
copyfor ready identification. 

■ LEGAL ASPECTS OF WORK 
J AUTHORIZATIONS 

While the National Association of Dental Laboratories 
(NADL) provides guidelines for statutory regulation, it 
is the inherent right of each state to implement their 
own regulation. Fortunately, all states exercise this 
control. Interpretations of acts that constitute the 
practice of dentistry are moderately uniform. How- 
ever, statutory restrictions on dental laboratory opera- 
tions vary from state to state. Properly executed work 
authorizations serve to document communication 
and protect the professional relationship between the 
dentist and dental laboratory. 

Many states require that work authorizations be 
made in duplicate and that both the dentist and den- 
tal laboratory technician retain a copy for a specified 
period from the date of work authorization. Thus 
documents are available to substantiate or refute 
claims and counterclaims that concern the illegal 
practice of dentistry or to aid in the settlement of 
misunderstandings between a dentist and a dental 
laboratory technician. 

DELINEATION OF RESPONSIBILITIES 
, BY WORK AUTHORIZATIONS 

The dentist is responsible for all phases of a removable 
partial denture service in the strict sense of the word, 
although the dental laboratory technician may be 
requested to perform certain technical phases of the 
service. However, the laboratory technician is respon- 
sible only to the dentist and never to the patient. A 
dentist who relegates the design of a removable partial 
denture to a less qualified individual accepts the possi- 
bility of an inferior removable partial denture service. 

A dentist who imposes on auxiliary personnel those 
responsibilities that legally and morally belong with 
the dentist does a great injustice to the patients, the 
technicians, and the dental profession. There is little 
doubt that the illegal practice of dentistry and the 
presently existing impasse between dentist and some 
dental laboratory technicians are partly a result of 
many individual dentists who impose unrealistic 
responsibility on the laboratory technicians. Further- 
more, this unwelcome relationship may have been 
caused by the submission of poor impressions, casts, 
records, and instructions to the laboratory technician, 
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with the demand of impossible quality in the returned 
restoration under threat of economic boycott. 

Most dental laboratory technicians are ethical and 
earnestly desire to contribute their talents to the den- 
tal profession. The dental profession is vitally inter- 
ested in increasing the number of serious-minded 
dental auxiliary personnel to share in providing oral 
health. However, until the dental profession elevates 
itself in the eyes of laboratory technicians and also 
elevates the stature of dental laboratory technology, 
greater availability of responsible auxiliary personnel 
is more fancied than real. 

The dental laboratory technician is a member of a 
team whose objectives are the prevention of oral dis- 
ease and the maintenance of oral health as adjuncts 
to the physical and mental well-being of the public. A 
good dental laboratory technician is a valuable team 
member with the dentist and contributes much to 
the team effort in providing oral health for patients. 
The degree and quality of the team effort are the 
responsibility of the dentist and depend on the 
knowledge, experience, technical skill, administra- 
tive ability, integrity, and ability of the dentist to 
communicate effectively. 

A dentist may delegate much of the laboratory 
phase of a removable partial denture service. Work 
authorizations help fulfill the moral obligation to 
supervise and direct those technical phases that can be 
accomplished by dental laboratory technicians. There 
are substantial indications that many members of 
the dental profession either are not cognizant of the 
rewards of writing good work authorizations or are not 
proficient in their execution. It is not a secret that some 
dentists do not submit instructions when availing 
themselves of commercial dental laboratory services. 

If the practice of Prosthodontics is to remain in 
the control of dentists, each member of the dental 
profession must avoid delegating responsibility to 
those who are less qualified to accept the responsi- 
bility. M ovements to allow denturism are seemingly 
becoming more prevalent and possibly are related to 
poor laboratory communication regarding remov- 
able Prosthodontics. 


SELF-ASSESSMENT Al DS 

1. What is a work authorization? 

2. What are the national statutory regulations regard- 
ing work authorizations? 

3. Work authorizations go by different names in 
various parts of the country, such as work order 
or work order form. What is it called in your 
state? 


4. Do state dental practice acts in your state include 
a requirement for work authorizations from den- 
tists to dental laboratory technicians? 

5. Are work authorizations legal documents? 

6. Properly executed work authorizations are effec- 
tive channels of communication between a den- 
tist and a dental laboratory technician. What 
accrues to a dentist who always furnishes the 
dental laboratory or dental laboratory technician 
a clear work authorization? 

7. The contents of a properly executed work author- 
ization will include eight categories of transmit- 
ted data. What information do these eight areas 
include? 

8. A dental work authorization performs four dis- 
tinct functions. What are they? 

9. Ifyou were a dental laboratory technician, what 
specific characteristics would you like to see in a 
work authorization from the dentist? 

10. A dentist has a responsibility to the patient and 
to the dental laboratory technician. A dental lab- 
oratory technician has a responsibility to the 
dentist, never to a patient. Are both statements 
true? Please explain your answer. 

11. If clear instructions and other information are 
clearly presented to a good dental laboratory 
technician, should quality laboratory services 
be received? What can be expected from vague 
instructions? 

12. Whose responsibility is it to select artificial teeth, 
denture base materials, and metal alloys for 
frameworks— the dentist or the technician? 

13. If the definitive instructions contained on a work 
authorization form have been reduced to "Make 
partial," is that document legal? 

14. Should a dentist be responsible for the phys- 
ical characteristics of framework components? 
How does the dentist relate requirements or 
specifications to the dental laboratory tech- 
nician? 

15. A work authorization, properly executed, will 
delineate responsibilities. Expand this statement 
in your own words. 

16. Why is a dental laboratory technician a dental 
health team member? 

17. Why do states require that the dentist and dental 
laboratory technician retain a copy of work 
authorizations for certain lengths of time? 

18. Do the words please and thank you have a place 
in writing authorizations? 

19. After carefully studying the work authorization 
forms illustrated in this chapter, are there any 
suggestions for their improvement? 


_ 20 

INITIAL PLACEMENT, ADJ USTMENT, 
AN D SERVI CI NG OF THE REMOVABLE 

PARTI AL DENTURE 

Instructions to the Patient 
Follow-up Services 
Self-Assessment Aids 


Adjustments to Bearing Surfaces of Denture Bases 
Occlusal Interference From Denture Framework 
Adjustment of Occlusion in Harmony With Natural 
and Artificial Dentition 


nitial placement of the completed removable 
partial denture, the fifth of six essential phases of 
H removable partial denture service mentioned in 
Chapter 2, should be a routinely scheduled appoint- 
ment. All too often the prosthesis is quickly placed and 
the patient dismissed with instructions to return when 
soreness or discomfort develops. Patients should not 
be given possession of removable prostheses until 
denture bases have been initially adjusted as required, 
occlusal discrepancies have been eliminated, and 
patient education procedures have been continued. 

Although it is true that some accommodation is a 
necessary part of adjusting to new dentures, many 
other factors are also pertinent. Among these are how 
well the patient has been informed of the mechanical 
and biological problems involved in the fabrication 
and wearing of a removable prosthetic restoration 
and how much confidence the patient has acquired 
in the excellence of the finished product. Knowing in 
advance that every step has been carefully planned 
and executed with skil , and having acquired confi- 
dence in both the dentist and the excellence of the 
prosthesis, the patient is better able to accept the 
adjustment period as a necessary but transient step 
in learning to wear the prosthesis. This confidence 
could be lost if the dentist does not approach the 
insertion and postinsertion phases as equally impor- 
tant to the success of the treatment. 


The term adjustment has two connotations, each of 
which must be considered separately. First is adjust- 
ment of the denture bearing and occlusal surfaces of 
the denture made by the dentist at the time of initial 
placement and thereafter. Second is the adjustment or 
accommodation by the patient, both psychologically 
and biologically, to the new prosthesis. 

After the resin bases are processed and before 
dentures are separated from the casts, the occluding 
teeth must be a tered to perfect the occlusal relation- 
ship between opposing artificial dentition or between 
artificial dentition and an opposing cast or template. 
Denture bases must be finished to eliminate excess 
and perfect the contours of polished surfaces for the 
best functional and esthetic result. This is made nec- 
essary by the inadequacies of casting procedures, 
because both the metal and resin parts of a prosthetic 
restoration are produced by casting methods. Unfor- 
tunately such procedures in the laboratory rarely 
eliminate the need for final adjustment in the mouth 
to perfect the fit of the restoration to the oral tissue. 

Included in this final step in a long sequence of 
finishing procedures necessary to produce a biologi- 
cally acceptable prosthetic restoration are: (1) the 
adjustment of the bearing surfaces of the denture 
bases to be in harmony with the supporting soft 
tissue; (2) the adjustment of the occlusion to accom- 
modate the occlusal rests and other metal parts of 
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the denture; and (3) the final adjustment of occlu- 
sion on the artificial dentition to harmonize with 
natural occlusion in all mandibular positions. 


1 


ADJ USTMENTS TO BEARING 
SURFACES OF DENTURE BASES 


Altering bearing surfaces to perfect the fit of the den- 
ture to the supporting tissue should be accomplished 
by use of some kind of indicator paste (Figure 20-1). 
The paste must be one that will be readily displaced by 
positive tissue contact and will not adhere to the tissue 
of the mouth. Several pressure indicator pastes are 
commercially available. However, combining equal 
parts of a vegetable shortening and USP zinc oxide 
powder can make an acceptable paste. The compo- 
nents must be thoroughly spatulated to a homo- 
geneous mixture. A quantity sufficient to fill several 
small ointment jars may be mixed at onetime. 

Rather than dismiss the patient with instructions 
to return when soreness develops and then overre- 
lieve the denture for a traumatized area to restore 
patient comfort, use a pressure indicator paste with 
any tissue-bearing prosthetic restoration. The paste 
should be applied by the dentist in a thin layer over 
the bearing surfaces. The material should be rinsed 
in water so it will not stick to the soft tissue, and then 
digital pressure should be applied to the denture in a 
tissueward direction. The patient cannot be expected 
to apply a heavy enough force to the new denture 
bases to register all of the pressure areas present. The 
dentist should apply both vertical and horizontal 
forces with the fingers in excess of what might be 
expected of the patient. The denture is then removed 
and inspected. Any areas where pressure has been 
heavy enough to displace a thin film of indicator 
paste should be relieved and the procedure repeated 
with a new film of indicator until excessive pressure 
areas have been eliminated. This is particularly diffi- 
cult to interpret when patients exhibit xerostomia. 
An area of the denture base that shows through the 
film of indicator paste may be erroneously inter- 
Dreted as a pressure spot, when actually the paste 
lad adhered to the tissue in that area. Therefore only 
those areas showing through an intact film of indica- 
tor paste should be interpreted as pressure areas and 
relieved accordingly. The decision to relieve an area 
of pressure must consider whether the pressure is 
in a primary, secondary, or nonsupportive denture- 
bearing area. The primary denture-bearing areas 
should be expected to show greater contact than 
other areas. 

Pressure areas most commonly encountered are 
as follows: in the mandibular arch— (1) the lingual 
slope of the mandibular ridge in the premolar area, 
(2) the mylohyoid ridge, (3) the border extension into 
the retromylohyoid space, and (4) the distobucca 


border in the vicinity of the ascending ramus and 
the external oblique ridge; in the maxillary arch— 
(1) the inside of the buccal flange of the denture over 
the tuberosities, (2) the border of the denture lying at 
the malar prominence, and (3) at the pterygomaxil- 
lary notch where the denture may impinge on the 
pterygomandibular raphe or the pterygoid hamulus. 
In addition, in either arch there may be bony spicules 
or irregularities in the denture base that will require 
specific relief. 

The amount of relief necessary will depend on the 
accuracy of the impression registration, the master 
cast, and the denture base. Despite the accuracy of 
modern impression and cast materials, many den- 
ture base materials leave much to be desired in this 
regard, and the element of technical error is always 
present. It is therefore essential that discrepancies in 
the denture base be detected and corrected before 
the tissues of the mouth are subjected to the stress of 
supporting a prosthetic restoration. One of our major 
responsibilities to the patient is that trauma always 
be held to a minimum. Therefore the appointment 
time for the initial placement of the denture must be 
adequate to permit such adjustment. 


i 


OCCLUSAL INTERFERENCE FROM 
DENTURE FRAMEWORK 


Any occlusal interference from occlusal rests and 
other parts of the denture framework should have 
been eliminated before or during the establishment 
of occlusal relations. The denture framework should 
have been tried in the mouth before a final jaw rela- 
tion is established, and any such interference should 
have been detected and eliminated. Much of this 
need not exist if mouth preparations and the design 
of the removable partial denture framework are car- 
ried out with a specific treatment plan in mind. In 
any event occlusal interference from the framework 
should not ordinarily require further adjustment at 
the time the finished denture is initially placed. For 
the dentist to have sent an impression or casts of the 
patient's mouth to the laboratory and to receive a 
finished removable partial denture prosthesis with- 
out having tried the cast framework in the mouth is a 
dereliction of responsibility to the patient and the 
profession. 

ADJUSTMENT OF OCCLUSION 
IN HARMONY WITH NATURAL 
AND ARTIFICIAL DENTITION 


The final step in the adjustment of the removable 
partial denture at the time of initial placement is 
the adjustment of the occlusion to harmonize with 
the natural occlusion in all mandibular excursions. 
When opposing removable partial dentures are 
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Figure 20-1 A, Tissue side of finished bases of a Kennedy Class I, mod 1 removable partial 
denture where pressure indicating paste has been applied. Paste was applied following care- 
ful inspection of the tissue surface for irregularities or sharp projections, which must be elim- 
inated prior to fitting in the mouth. The entire tissue surface of the bases was dried prior to 
coating with a thin coat of pressure indicator paste using stiff-bristle brush. Brush marks are 
evident, and it is the change in pattern of brush marks that guides adjustment. It is important 
to avoid thick application of indicator paste, which can hide the presence of significant pres- 
sure. B, The prosthesis can be dipped in cold water or sprayed with a provided release agent 
before placement in the patient's mouth to prevent paste from sticking to oral tissues. After 
careful seating of denture, the patient can either close firmly on cotton rolls for a few 
seconds or the dentist can alternately apply a tissue-ward pressure over the bases to simulate 
functional movement. The presence of tissue contact is evident in the pattern of the paste, 
which is different from the brushed pattern. There is no suggestion of excessive pressure in 
this tissue contact pattern. However, it is not uncommon to relieve the area adjacent to abut- 
ment sparingly. Several placements of the denture with indicator paste are usually necessary 
to evaluate accuracy of bases. C, A different denture base recovered from the mouth after 
manipulation simulating function. The tissue contact reveals excessive pressure at the region 
lingual to the retromolar pad. 
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placed concurrently, the adjustment of the occlusion 
will parallel to some extent the adjustment of occlu- 
sion on complete dentures. This is particularly true 
when the few remaining natural teeth are out of 
occlusion. But where one or more natural teeth may 
occlude in any mandibular position, those teeth will 
influence mandibular movement to some extent. It is 
necessary therefore that the artificial dentition on 
the removable partial denture be made to harmonize 
with whatever natural occlusion remains. 

Occlusal adjustment of tooth-supported remov- 
able partial dentures may be performed accurately 
by any of several intraoral methods. Occlusal adjust- 
ment of distal extension removable partial dentures 
is accomplished more accurately by use of an articu- 
lator than by any intraoral method. Because distal 
extension denture bases will exhibit some move- 
ment under a closing force, intraoral indications of 
occlusal discrepancies, whether produced by artic- 
ulating paper or disclosing waxes, are difficult to 
interpret. Distal extension dentures positioned on 


remounting casts can conveniently be related in 
the articulator with new, nonpressure interocclusal 
records, and the occlusion can be adjusted accu- 
rately at the appointment for initial placement of 
the dentures (Figure 20-2). 

The methods by which occlusal relations may be 
established and recorded have been discussed in 
Chapter 17. In this chapter the advantages of estab- 
lishing a functional occlusal relationship with an 
intact opposing arch have been discussed along with 
the limitations that exist to perfecting harmonious 
occlusion on the finished prosthesis by intraoral 
adjustment alone. Even when the occlusion on two 
opposing removable partial dentures is adjusted, it is 
best that one arch be considered an intact arch and 
the other one adjusted to it. This is accomplished 
by first eliminating any occlusal interference to 
mandibular movement imposed by one denture and 
adjusting any opposing natural dentition to accom- 
modate the prosthetically supplied teeth. Then the 
opposing removable partial denture is placed, and 





B 


Figure 20-2 Sequence of laboratory and clinical procedures for correction of occlusal dis- 
crepancies as a result of processing removable partial dentures. The arch with the prosthesis 
will require a new cast and record to provide occlusal correction. If it is a maxillary prosthe- 
sis, this involves either preserving the facebow record by replacing the processed maxillary 
removable partial denture and cast on the articulator and indexing the occlusal surfaces 
using a remount jig, or making another facebow record at the try-in appointment. If a 
mandibular prosthesis, the opposing arch can be prepared prior to insertion. A, In this exam- 
ple the opposing arch is a complete denture that is not to be altered. To produce a cast to use 
for correcting the occlusion on the articulator, a pick-up impression of the mandibular pros- 
thesis is made. The prosthesis stays within the irreversible hydrocolloid impression; the 
clasps, proximal plates, and any undercut or parallel surface are carefully blocked out with 
wax prior to forming the remount cast. B, The remount cast that is formed is then inverted 
and positioned using an interocclusal record. 

Continued 
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Figure 20-2 Cont'd C, The mounted mandibular cast and interocclusal record showing that 
the record was made without tooth contact. This allows the position recorded to not be 
influenced by the teeth, which could alter the closure path and introduce error. D, This 
example shows a maxillary complete denture, that was mounted before the patient visit by 
using a remount index (preserved facebow by indexing before recovery from the processed 
cast), and the mandibular remount cast and interocclusal record (as in C). The record is 
removed and occlusal correction accomplished to control the post-processed occlusion. Use 
of the completed prostheses provides the best chance to obtain an accurate and reliable inter- 
occlusal record given the fact that the bases are very accurate and stable. E, The goal of the 
remounting procedure is to provide the occlusal position prescribed by the arrangement of 
prosthesis teeth. It would be inappropriate to allow the patient to attempt to accommodate to 
new prostheses in which the occlusion is not optimized. 


occlusal adjustments are made to harmonize with 
both the natural dentition and the opposing denture, 
which is now considered part of an intact dental arch. 
Which removable partial denture is adjusted first, and 
which one is made to occlude with it is somewhat 
arbitrary, with the following exceptions: If one remov- 


able partial denture is entirely tooth supported and 
the other has a tissue-supported base, the tooth- 
supported denture is adjusted to final occlusion with 
any opposing natural teeth. That arch is then treated 
as an intact arch and the opposing denture adjusted 
to occlude with it. If both removable partial dentures 
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are entirely tooth supported, the one that occludes 
with the most natural teeth is adjusted first and the 
second denture then adjusted to occlude with an 
intact arch. Tooth-supported segments of a tooth- 
and tissue-supported removable partial denture are 
likewise adjusted first to harmonize with any oppos- 
ing natural dentition. The final adjustment of occlu- 
sion on opposing tissue-supported bases is usually 
done on the mandibular removable partial denture 
because this is the moving member, and the occlu- 
sion is made to harmonize with the maxillary remov- 
able partial denture, which is treated as part of an 
intact arch. 

Intraoral occlusal adjustment is accomplished by 
use of some kind of indicator and suitable mounted 
points and burs. Diamond or other abrasive points 
must be used to reduce enamel, porcelain, and metal 
contacts. These also may be used to reduce plastic 
tooth surfaces, but burs may be used for plastic with 
greater effectiveness. Articulation paper may be used 
as an indicator if one recognizes that heavy interoc- 
clusal contacts may become perforated, leaving only 
a light mark. Secondary contacts, which are lighter 
and frequently sliding, may make a heavier mark. 
Although articulation ribbon does not become per- 
forated, it is not easy to use in the mouth, and the 
differentiation between primary and secondary con- 
tacts is difficult, if not impossible, to ascertain. 

In general, occlusal adjustment of multiple contacts 
between natural and artificial dentition when tooth- 


supported removable 
lows the same princip 


Dartial dentures are involved fol- 
es as those for natural dentition 
alone. This is because the removable partial dentures 
are retained by devices attached to the abutment teeth, 
whereas no mechanical retainers are present with 
complete dentures. The use of more than one color of 
articulation paper or ribbon to record and differentiate 
between centric and eccentric contacts is just as help- 
ful in adjusting removable partial denture occlusion as 
natural occlusion, and this method may be used for 
the initial adjustment. 

For final adjustment, because one denture will be 
adjusted to occlude with a predetermined arch, the 
use of an occlusal wax may be necessary to establish 
points of excessive contact and interference. This can- 
not be done by articulation paper alone. An occlusal 
indicating waxthat is adhesive on one side, or strips of 
28-gauge casting wax or other similar soft wax, may be 
used. It should always be used bilaterally, with two 
strips folded together at the midline. Thus the patient 
is not as likely to deviate to one side as when wax is 
introduced unilaterally (Figure 20-3). 

For centric contacts, the patient is guided to tap 
into the wax. Then the wax is removed and inspected 
for perforations under transillumination. Premature 
contacts or excessive contacts appear as perforated 
areas and must be adjusted. One of two methods may 



Figure 20-3 Two strips of 28-gauge soft green (casting) wax 
are placed in the mouth between opposing dentition. These 
are first folded over anteriorly to unite the two halves, and 
patient is guided to tap in centric occlusion two or three 
times. Viewed out of the mouth, against source of light, uni- 
form contacts free of perforations may be considered simulta- 
neous contacts. Perforations in wax represent occlusal 
prematurities that should be relieved. Accuracy of this 
method or any other intraoral method depends not only on 
dentist's interpretation of marks (perforations) but also on the 
stability of the denture bases. 


be used to locate specific areas to be relieved. Articu- 
lation ribbon may be used to mark the occlusion, and 
then those marks that represent areas of excessive 
contact are identified by referring to the wax record 
and are relieved accordingly. A second method is to 
introduce the wax strips a second time, this time 
adapting them to the buccal and lingual surfaces for 
retention. After having the patient tap into the wax, 
perforated areas are marked with waterproof pencil. 
The wax is then stripped off and the penciled areas 
are relieved. 

Whichever method is used, it must be repeated 
until occlusal balance in the planned intercuspal 
position has been established and uniform contacts 
without perforations are evident from a final interoc- 
clusal wax record. After adjustment has been com- 
pleted, any remaining areas of interference are then 
reduced, thus ensuring that there is no interference 
during the chewing stroke. Adjustments to relieve 
interference during the chewing stroke should be 
confined to buccal surfaces of mandibular teeth and 
lingual surfaces of maxillary teeth. This serves to nar- 
row the cusps so that they will go all the way into the 
opposing sulci without wedging as they travel into 
the planned intercuspal contact. Skinner proposed 
giving a small bite of soft banana to chew rather than 
to expect the patient to chew without food actually 
being present. The small bolus of banana promotes 
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normal functional activity of the chewing mecha- 
nism, yet by its soft consistency does not in itself 
cause indentations in the soft wax. Any interfering 
contacts encountered during the chewing stroke are 
thus detected as perforations in the wax, which are 
marked with pencil and relieved accordingly. 

After the adjustment of occlusion, the anatomy of 
the artificial teeth should be restored to maximal effi- 
ciency by restoring grooves and spillways (food 
escapeways) and by narrowing the teeth buccolin- 
gually to increase the sharpness of the cusps and 
reduce the width of the food table. M andibular buccal 
and maxillary lingual surfaces in particular should be 
narrowed to ensure that these areas will not interfere 
with closure into the opposing sulci. Because artificial 
teeth used on removable partial dentures that oppose 
natural or restored dentition should always be con- 
sidered material out of which a harmonious occlusal 
surface is created, final adjustment of the occlusion 
should always be followed by the meticulous restora- 
tion of the most functional occlusal anatomy possi- 
ble. Although this may be done after a subsequent 
occlusal adjustment at a later date, the possibility 
that the patient may fail to return on schedule is 
always present, and in the meantime, broad and inef- 
ficient occlusal surfaces may cause an overloading 
of the supporting structures, which would be trau- 
matogenic. Therefore the restoration of an efficient 
occlusal anatomy is an essential part of the denture 
adjustment at the time of placement. Again, this 
necessitates that sufficient time be allotted for the 
initial placement of the removable partial denture 
to permit accomplishment of all necessary occlusal 
corrections. 

Adjustments to occlusion should be repeated at a 
reasonable interval after the dentures have reached a 
point of equilibrium and the musculature has become 
adjusted to the changes brought about by restoration 
of occlusal contacts. This second occlusal adjustment 
usually may be considered sufficient until such time as 
tissue-supported denture bases no longer support the 
occlusion, and corrective measures, either reoccluding 
the teeth or relining the denture, must be used. How- 
ever, a periodic recheck of occlusion at intervals of 
6 months is advisable to prevent traumatic interfer- 
ence resulting from changes in denture support or 
tooth migration. 

1 INSTRUCTIONS TO THE PATIENT 

Finally, before the patient is dismissed, the difficul- 
ties that may be encountered and the care that must 
be given the prosthesis and the abutment teeth must 
be reviewed with the patient. 

The patient should be instructed in the proper 
placement and removal of the removable partial den- 
ture. They should demonstrate that they can place 


and remove the prosthesis themselves. Clasp break- 
age can be avoided by instructing the patient to 
remove the removable partial denture by the bases 
and not by repeated lifting of the clasp arms away 
from the teeth with the fingernails. 

The patient should be advised that some discom- 
fort or minor annoyance might be experienced ini- 
tially. To some extent, this may be caused by the bulk 
of the prosthesis to which the tongue must become 
accustomed. 

The patient must be advised of the possibility of 
the development of soreness despite every attempt 
on the part of the dentist to prevent its occurrence. 
Because patients vary widely in their ability to tol- 
erate discomfort, it is best to advise every patient 
that needed adjustments will be made. On the other 
hand, the dentist should be aware that some patients 
are unable to accommodate the presence of a remov- 
able prosthesis. Fortunately, these are few in any 
practice. However, the dentist must avoid any state- 
ments that might be interpreted or construed by 
the patient to be positive assurance tantamount to a 
guarantee that the patient will be able to use the 
prosthesis with comfort and acceptance. Too much 
depends on the patient's ability to accept a foreign 
object and to tolerate reasonable pressures to make 
such assurance possible. 

Discussing phonetics with the patient in regard to 
the new dentures may indicate that this is a unique 
problem to be overcome because of the influence of 
the prosthesis on speech. With few exceptions, which 
usually result from excessive and preventable bulk 
in the denture design, contour of denture bases, or 
improper placement of teeth, the average patient will 
experience little difficulty in wearing the removable 
partial denture. Most of the hindrances to normal 
speech will disappear in a few days. 

Similarly, perhaps little or nothing should be said 
to the patient about the possibility of gagging or the 
tongue's reaction to a foreign object. Most patients 
will experience little or no difficulty in this regard, 
and the tongue will normally accept smooth, non- 
bulky contours without objection. Contours that are 
too thick, too bulky, or improperly placed should be 
avoided in the construction of the denture, but if 
present, these should be detected and eliminated 
at the time of placement of the denture. The dentist 
should palpate the prosthesis in the mouth and 
reduce excessive bulk accordingly before the patient 
has an opportunity to object to it. The area that most 
often needs thinning is the disto lingual flange of the 
mandibular denture. Here the denture flange should 
always be thinned during the finishing and polishing 
of the denture base. Sublingually the denture flange 
should be reproduced as recorded in the impression, 
but distal to the second molar the flange should be 
trimmed somewhat thinner. Then, when the denture 
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is placed, the dentist should palpate this area to 
ascertain that a minimum of bulk exists that might 
be encountered by the side and base of the tongue, 
if this needs further reduction, it should be done 
and the denture repolished before the patient is 
dismissed. 

The patient should be advised of the need to keep 
the dentures and the abutment teeth meticulously 
clean. If cariogenic processes are to be prevented, the 
accumulation of debris should be avoided as much as 
Dossible, particularly around abutment teeth and 
Deneath minor connectors. Furthermore, inflamma- 
tion of gingival tissue is prevented by removing accu- 
mulated debris and substituting toothbrush massage 
for the normal stimulation of tongue and food con- 
tact with areas that will be covered by the denture 
framework. 

The mouth and removable partial denture should 
be cleaned after eating and before retiring. Brushing 
before breakfast also may be effective in the reduc- 
tion of the bacterial count, which may help to lessen 
acid formation after eating in the caries-susceptible 
individual. A removable partial denture may be effec- 
tively cleaned by use of a small, soft-bristle brush. 
Debris may be effectively removed through the use 
of nonabrasive dentifrices, because they contain the 
essential elements for cleaning. Household cleaners 
and toothpastes should not be used, because they 
are too abrasive for use on acrylic resin surfaces. The 
patient, and the elderly or the handicapped patient 
in particular, should be advised to clean the denture 
over a basin partially filled with water so that the 
denture impact will be less if the denture is dropped 
accidentally during cleaning. 

In addition to brushing with a dentifrice, addi- 
tional cleaning may be accomplished by use of a 
proprietary denture cleaning solution. The patient 
should be advised to soak the dentures in the solution 
for 15 minutes once daily, followed by a thorough 
brushing with a dentifrice. Although hypochlorite 
solutions are effective denture cleansers, they have a 
tendency to tarnish chromium-cobalt frameworks 
and should be avoided. 

In some mouths the precipitation of salivary cal- 
culus on the removable partial denture necessitates 
taking extra measures for its removal. Thorough daily 
brushing ofthe denture will prevent deposits of cal- 
culus for many patients. However, any buildup of 
calculus noted by the patient between scheduled 
recall appointments should be removed in the dental 
office. This can be quickly and readily accomplished 
with an ultrasonic cleaner. 

Because many patients may dine away from home, 
the informed patient should provide some means of 
carrying out midday oral hygiene. Simply rinsing the 
removable partial denture and the mouth with water 
after eating is beneficial if brushing is not possible. 


Opinion is divided on the question of whether or 
not a removable partial denture should be worn dur- 
ing sleep. Conditions should determine the advice 
given the patient, although generally the tissue should 
be allowed to rest by removing the denture at night. 
The denture should be placed in a container and cov- 
ered with water to prevent its dehydration and subse- 
quent dimensiona change. About the only situation 
that possibly justifies wearing removable partial den- 
tures at night is when stresses generated by bruxism 
would be more destructive because they would be 
concentrated on fewer teeth. Broader distribution of 
the stress load, plus the splinting effect of the remov- 
able partial denture, may make wearing the denture at 
night advisable. However, an individual mouth pro- 
tector should be worn at night until the cause ofthe 
bruxism is eliminated. 

Often the question arises whether an opposing 
complete denture should be worn when a removable 
partial denture in the other arch is out ofthe mouth. 
The answer is that if the removable partial denture is 
to be removed at night, the opposing complete den- 
ture should not be left in the mouth. There is no 
more certain way of destroying the alveolar ridge, 
which supports a maxillary complete denture, than 
to have it occlude with a few remaining anterior 
mandibular teeth. 

The removable partial denture patient should not 
be dismissed as completed without at least one sub- 
sequent appointment for evaluation ofthe response 
of oral structures to the restorations and minor 
adjustment if needed. This should be made at an 
interval of 24 hours after initial placement of the 
denture. It need not be a lengthy appointment but 
should be made as a definite rather than a drop-in 
appointment. This not only gives the patient assur- 
ance that any necessary adjustments will be made 
and provides the dentist with an opportunity to 
check on the patient's acceptance ofthe prosthesis 
but also avoids giving the patient any idea that the 
dentist's schedule may be interrupted at will and 
serves to give notice that an appointment is neces- 
sary for future adjustments. 


FOLLOW-UP SERVICES 


The patient must understand the sixth and final 
phase of removable partial denture service (periodic 
recall) and its rationale. Patients need to understand 
that the support for a prosthesis (Kennedy Class I and 
II) may change with time. Patients may experience 
only limited success with the treatment and pros- 
theses, so meticulously accomplished by the dentist, 
unless they return for periodic oral evaluations. 

After all necessary adjustments to the removable 
Dartial denture have been made and the patient has 
Deen instructed on the proper care ofthe denture, 
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they must also be advised as to the future care of the 
mouth to ensure health and longevity of the remain- 
ing structures. How often the dentist should examine 
the mouth and denture depends on the oral and 
physical condition of the patient. Patients who are 
caries susceptible or who have tendencies toward 
periodontal disease or alveolar atrophy should be 
examined more often. Every 6 months should be the 
rule if conditions are normal. 

The need to increase retention on clasp arms to 
make the denture more secure will depend on the 
type of clasp that has been used. Increasing retention 
should be accomplished by contouring the clasp arm 
to engage a deeper part of the retentive undercut 
rather than by forcing the clasp in toward the tooth. 
The latter creates only frictional retention, which 
violates the principle of clasp retention. An active 
force, such retention contributes to tooth or restora- 
tion movement, or both, in a horizontal direction, 
disappearing only when either the tooth has been 
moved or the clasp arm returns to a passive relation- 
ship with the abutment tooth. Unfortunately, this is 
almost the only adjustment that can be made to a 
half-round cast clasp arm. On the other hand, the 
round wrought-wire clasp arm may be cervically 
adjusted and brought into a deeper part of the reten- 
tive undercut. Thus the passivity of the clasp arm in 
its terminal position is maintained, but retention is 
increased because it is forced to flex more to with- 
draw from the deeper undercut. The patient should 
be advised that the abutment tooth and the clasp will 
serve longer if the retention is held minimally, which 
is only that amount necessary to resist reasonable 
dislodging forces. 

Development of denture rocking or looseness in 
the future may be the result of a change in the form of 
the supporting ridges rather than lack of retention. 
This should be detected as early as possible after it 
occurs and corrected by relining or rebasing. The loss 
of tissue support is usually so gradual that the patient 
may be unable to detect the need for relining. This 
usually must be determined by the dentist at subse- 
quent examinations as evidenced by rotation of the 
distal extension denture about the fulcrum line. If the 
removable partial denture is opposed by natural den- 
tition, the loss of base support causes a loss of occlusal 
contact, which may be detected by having the patient 
close on wax or M ylar strips placed bilaterally. If, how- 
ever, a complete denture or distal extension remov- 
able partial denture opposes the removable partial 
denture, the interocclusal wax test is not dependable 
because posterior closure, changes in the temporo- 
mandibular joint, or migration of the opposing den- 
ture may have maintained occlusal contact. In such 
cases evidence of loss of ridge support is determined 
solely by the indirect retainer leaving its seat as the 
distal extension denture rotates about the fulcrum. 


lo assurance can be given to the patient that 
crowned or uncrowned abutment teeth will not decay 
at some future time. The patient can be assured, how- 
ever, that prophylactic measures in the form of metic- 
ulous oral hygiene, coupled with routine care by 
the dentist, will be rewarded by greater health and 
longevity of the remaining teeth. 

The patient should be advised that maximal serv- 
ice may be expected from the removable partial den- 
ture if the following rules are observed: 

1. Avoid careless handling of the denture, which may 
lead to distortion or breakage. Damage to the 
removable partial denture occurs while it is out of 
the mouth, as a result of dropping it during clean- 
ing, or an accident occurring when the denture 
is not worn. Fractured teeth, denture bases, and 
broken clasp arms can be repaired, but a distorted 
framework can rarely if ever be satisfactorily 
readapted or repaired. 

2. Protect teeth from caries with proper oral hygiene, 
proper diet, and frequent dental care. The teeth 
will be no less susceptible to caries when a remov- 
able partial denture is being worn but may be 
more so because of the retention of debris. At the 
same time, the remaining teeth have become all 
the more important because of oral rehabilitation, 
and abutment teeth have become even more valu- 
able because of their importance to the success of 
the removable partial denture. Therefore the need 
for a rigid regimen of oral hygiene, diet control, 

- and periodic clinical observation and treatment is 
essential to the future health of the entire mouth. 
Also the patient must be more conscientious about 
returning periodically for examination and neces- 
sary treatment at intervals stated by the dentist. 

3. Prevent periodontal damage to the abutment 
teeth by maintaining tissue support of any distal 
extension bases. As a result of periodic evaluation, 
this can be detected and corrected by relining or 
whatever procedure is indicated. 

4. Accept removable partial denture treatment as 
something that cannot be considered permanent 
but must receive regular and continuous care by 
both the patient and the dentist. The obligations 
for maintaining caries control and for returning 
at stated intervals for treatment must be clearly 
understood along with the fact that regular charges 
will be made by the dentist for whatever treatment 
is rendered. 


SELF-ASSESSMENT AIDS 

1, The term adjustment has two connotations in 
relation to removable partial dentures. What are 
they? 

2. At what stage of treatment should any occlusal 
interference by a framework have been corrected? 
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3. What is meant by adjustments to the bearing 
surfaces of denture bases? 

4. How are areas of the denture base that may con- 
tribute to soreness detected? 

5. What is a pressure indicator paste? Give a detailed 
procedure for the use of a pressure indicator paste. 
How are prospective pressure spots interpreted 
when a pressure indicator paste is used? 

6. How does one interpret overextension or under- 
extension of borders of the denture base with the 
use of a pressure indicator paste? 

7. What happens if the borders of either maxillary 
or mandibular distal extension bases impinge 
the pterygomandibular raphe? 

8. Some occlusal discrepancies are bound to occur 
in dentures as a result of the processing of acrylic 
resin. True or false? 

9. The dentist must correct any and all occlusal dis- 
crepancies as completely as possible before the 
patient is given possession of the restorations. 
True or false? 

10. In placing a tooth-supported removable partial 
denture, how are occlusal discrepancies corrected 
and how is the existence of occlusal harmony 
ensured? 

11. What is the danger in trying to correct occlusal 
discrepancies of distal extension dentures by an 
intraoral technique? 

12. What is a remount cast? How is it made? 

13. Give a detailed procedure for correcting occlusal 
discrepancies by remounting distal extension 
removable partial dentures on an articulator. 


14. What are several advantages of the use of an 
articulator to correct occlusal discrepancies? 

15. After correction of occlusal discrepancies, should 
the occlusal anatomy of prosthetically supplied 
teeth be restored by ensuring that adequate 
grooves and spillways are present? How do you 
determine where and where not to recontour? 

16. What procedures are used to restore the glaze on 
occlusal surfaces of vacuum-fired porcelain arti- 
ficial teeth attached to an acrylic resin denture 
base? 

17. An informed patient will adjust to new restora- 
tions better than an uninformed patient. At what 
Dhase of treatment should patient education 
Degin? 

18. What instructions are reviewed with the patient 
before ending the initial placement appointment? 

19. Why should an appointment be made for 24 hours 
after the initial placement of restorations? 

20. When does responsibility in the treatment of a 
patient end? 

21. Should the dentist provide the patient with 
printed suggestions relative to the care and 
use of restorations before the initial placement 
appointment? 

22. What length of time should be scheduled for the 
initial placement of distal extension removable 
partial dentures? 

23. How would the following clasp arms be safely 
adjusted to make them more retentive and to 
remain passive? A cast circumferential clasp, a 
combination clasp. 
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preparation of 

contouring wax patterns, 250 

crowns for. 258-262, 259f-262f 
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stress on, 148, 149f 

support by, 151 
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Acquired immunodeficiency syndrome, 191 
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attachment of, 133-134 
chemical bonding of, 135 
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323-324 
occluding template, 315 
occlusal relationships for, 313-315 
occlusion of, 135, 381 
reshaping of, 351 
wearing of, 313-314 
definition of, 10 
dimensional changes of, 346 
investing considerations, 345 
visible light-cured, 281, 284-285, 
308,349 
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bacteriostatic activity of, 132 
description of, 130 
ideal, 346 

maxillary arch indications for, 133 

metal base vs., 133, 323 

relining of, 376 

sprinkled, 334-336, 335f 
Acrylic resin impression tray, 280-285 
Acrylic-resin palate, 50 
Adjustments 

to denture base bearing surfaces, 364 

description of, 363 

of occlusal interference from framework, 
364 

of occlusion, 244-245, 364, 366-369 
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394 

Aging 
edentulism rates, 4 

impacted teeth removal considerations, 
233 

tooth loss secondary to, 3-4 
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description of, 223t, 223-224 
lingual rest seats, 76f 
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description of, 223t, 224 

investment for casting, 330 
specifications of, 225t 
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Alveolar bone 
augmentation of, 237-238 
height of, 207 

radiographic evaluation of, 207-208 
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illustration of, 16f 
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description of, 83-86 

path of placement effects on, 172 
Anterior teeth 

abutment, 219 

acrylic resin, 342 

artificial, 341-342 

fixed partial denture indications, 

216,220 

linguoplate considerations for, 43 
maxillary, 222, 392f 
missing. 264-266 
porcelain, 342 

removable partial denture for, 

264-266 
rests on, 74-75 
splinting of, 263 

tooth-supported partial denture base 
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types of, 341-342 
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Anterior-posterior palatal strap, 47f-48f, 

48-49, 63-64 
Applegate's rules, for Kennedy classification, 

22b, 22-23 
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Arbitrary blockout, 184t 
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Articulator 
diagnostic cast mounting using, 
198-200 

face-bow positioning on, 201, 202f 
mandibular cast mounting on, 205 
semiadjustable, 306 
Artificial teeth 
acrylic resin 

attachment of, 133-134 

chemical bonding of, 135 

metal base attachment of, 134-136, 
323-324 

occlusion of, 135, 381 

reshaping of, 351 

wearing of, 313-314 
anterior, 341-342 
arrangement of, 34 I -342 
denture base attachment of, 133-136 
metal, 136 

occlusal adjustments, 369 

path of placement for, 173 

porcelain, 133-135, 351 

posterior, 303, 313-315, 339-340 
A-splint, 245, 245f 
Axis of rotation 

description of, 28-29 

horizontal, 32f 

imaginary vertical, 31 

longitudinal, 30-31 

B 

Back-action clasp, 105f, 105-106 
Balanced occlusion, 9, 301 
Bar 

definition of, 9 

palatal, see Palatal bar 

splint, 158-160, 159f-160f 
Bar clasp 

contraindications, 98f 

definition of, 8 

description of, 94, 96 

illustration of, 95f 

indications for, 97-98 

infrabulge, 99, 99f 
Bar clasp arm, 89, 96, 98-99, 154 
Basal seat, 9 
Base, see Denture base 
Beading, 53, 53f-55f 
Biomechanics, 25-28 
Blockout 

arbitrary, 184t 

of master cast, 180-181,320 

parallel, 183t 

shaped, 183t-184t 

of undercuts, 181, 183f, 332, 351 
Boil out, 345, 348f 
Bonding, chemical, 135 
Bone 

density of, 207-208 

stress on, 208 
Bone condensation, 208 
Bone grafts, for mandibular reconstruction, 

409-410,414 
Bone response, 208, 209f 
Bony spines, 235 
Boxing, 326 
Burnout, 330-331 
Burs, 73f 

C 

Canine rests, 121 
Cantilever, 27,3 If 
Caries 

abutment teeth, 250 

clasp-retained partial dentures and, 12 

evaluation of, 211 


oral examination for, 193, 195 
rest placement and, 72 
Cast 

beading of, 53, 53f-55f 

definition of, 10 

diagnostic, see Diagnostic cast 

direct apposition of, for occlusal 
relationships, 306-307 

investing of, 344 

investment, .see Investment cast 

master, see M aster cast 

posterior teeth arranged on, 339-341 

refractory, 10, 54f 
Cast palate, 50 
Cast support, 201-202, 202f 
Cast surveyor, see Surveyor 
Casting 

definition of, 10 

factors that affect, 328b 

finishing of, 332 

of framework, 331, 332f-334f 

gas entrapment in, 328 

removal from investment, 331, 332f-334f 

technique for, 331, 332f-334f 
Centric relation 

adjustments, 368 

definition of, 9 

diagnostic cast mounting in, 203 

errors in, 350 

materials for, 204-205 

record base recording of, 309-310 

recording of, 204-205 
Ceramic veneer crowns, surveying of, 

169-170, 170f 
Cervical convergence, angle of, 83-86 
Chemical bonding, 135 
Chromium-cobalt alloys 

clasp arm, 87 

description of, 223t, 223-224 

lingual rest seats, 76f 

melting temperature of, 330 

splint bar, 159 
Cingulum bar 

characteristics of, 39f-40f, 43, 45f, 62 

indirect retainer function of, 123, 156 

lingual bar with, 39f-40f, 43, 45f, 62 
Circumferential clasp (si 

back-action, 105f, 105-106 

Class II partial denture use of, 158 

definition of, 8 

disadvantages of, 102 

embrasure, 104f-105f, 104 105 

hairpin, lOlf, 106f, 106-107 

half-and-half, 106, 106f 

illustration of, 94f 

improper uses of, 102, 103f 

multiple, 106, 106f 

retentive arm of, 148 

reverse-action, 106f, 106-107 

ring, 102-103 
Circumferential clasp arm, 89, 102f 
Clasp(s) 

bar 

contraindications, 98f 
definition of, 8 
description of, 94, 96 
illustration of, 95f 
indications for, 97-98 
infrabulge, 99, 99f 
circumferential 
back-action, 105f, 105-106 
Class II partial denture use of, 158 
definition of, 8 
disadvantages of, 102 
embrasure, 104f-105f, 104-105 
hairpin, lOlf, 106f, 106-107 


half-and-half, 106, 106f 

illustration of, 94f 

improper uses of, 102, 103f 

multiple, 106, 106f 

reverse-action, 106f, 106-107 

ring, 102-103 
combination 

advantages of, 100-101 

definition of, 148 

design of, lOOf 

disadvantages of, 101 

indications for, 99-101 
crown fabricated to fit, 266-267, 268f 
definition of, 8 
design of 

encirclement principle, 91 

esthetic considerations, 176 

factors involved in, 214 

principles of, 89-93 

selection criteria for, 89, 150 
flexibility of, 83, 86-88 
functional prosthetic movement 

accommodated by, 94-102 
hairpin, I O I f 
infrabulge, 99, 99f 
interproximal ring, I O I f 
mesial rest, 94 
retention, by 

angle of cervical convergence factors 
" 83-86 

flexibility factors that affect, 86-88 
maxillofacial prosthesis use of, 403 
uniformity of, 88-89 

RPA, 94, 96 ' 

RPI, 94,96, 150 

selection considerations, 107 

for tissue-supported partial 
dentures, 147 

tooth contour analysisfor, 81-83 

for tooth-supported partial 
dentures, 147 

for tooth-tissue-supported partial 
denture, 148 

without prosthetic movement 
accommodations, 102-107 

wrought wire, 158 
Clasp arm 

adjustments of, 371 

bar, 89, 96, 98-99, 154 

breakage of, 383-384, 384f 

chromium-cobalt, 87, 88t 

circumferential, 89, 102f, 107 

cross-sectional form of, 87 

description of, 81 

diameter of, 87 

embrasure, 104f 

esthetic considerations, 176 

gold, 88t 

hairpin, 104f 

length of, 86-87 

materials used for, 87-88 

placement" of, 88-89 

polishing of, 331 

reciprocal 

description of 89 

design of, 260 

flexing action of, 91f 

functions of, 92-93, 259 

indirect retainer function of, 93 

on investment cast, 261 

lingual, 154 

rigidity of, 154 
retention adjustments in, 371 
stabilizing-reciprocal cast, 89 
T, 99-100 
types of, 89 
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veneer crowns for support of, 262, 262f 

wrought-wire, 101-102, 371, 383 

Y, 99-100 
Clasp assembly 

bar-type, 91f, 96, 961" 

components of, 82t, 89, 90t 

definition of, 8 

for distal extensions, 140 

function of, 89-90 

functional prosthetic movement 
accommodated by, 94-102 

types of, 94-107 
Clasp-retained partial dentures 

caries susceptibility, 12 

description of, 12 

disadvantages of, 12 

extracoronal, 12 

failure of, 17-18 

illustration of, 4f, 13f 

internal attachment of, 12 

mandibular, 13f 

maxillary, 13f 

service phases for 
design, 14-15 
diagnosis, 14 

distal extension denture base support, 
15-16 

mouth preparation, 14-15 
occlusal relations, 16 
overview of, 14 
patient education, 14 
placement procedures, 16-17 
recall, 17 

tooth arrangements, 16 
treatment planning, 14-15 
treatment sequencing, 14-15 
Clasp-type retainers, see also Extracoronal 
retainer 

on abutment teeth, 92 

bilateral placement of, 92, 92f 

description of, 81, 81f-82f 
Class 1 maxillary arch, 21 f 
Class I partial denture 

base of, 365f 

distal extension, 157 

orientation of, 304f 

support of, 146 
Class II mandibular arch, 21f 
Class II partial denture 

design of, 157-158 

occlusal relationship for, 314f 

support of, 146 
Class III mandibular arch, 21 f 
Class 1 1 1 maxillary arch, 21f, 216f 
Class III partial denture 

design of, 150, 156, 157f 

support of, 146, 146f 
Combination clasp 

advantages of, 100-101 

definition of, 148 

design of, lOOf 

disadvantages of, 101 

indications for, 99-101 
Complete denture 

definition of, 8 

impressions for, 130 

maxillary, jaw relations for mandibular 
removable partial denture opposing, 
315-317 

removable partial denture vs., 220-223 

tissue support of, 15 
Component partial, 162, 162f 
Compression molding, 346 
Connectors, see M ajor connectors; Minor 

connectors 
Copings, 115f 


Cross-arch stability, 35 
Crown(s) 

abutment teeth preparations using, 

258-262, 259f-262f 
occlusal rest seats in, 73 
veneer 

ceramic, surveying of, 169-170, 170f 
clasp arm support using, 262, 262f 

Crown ledge, 259-262 

Cysts, 233 


Dental arch 

diagnostic cast evaluation of, 196-197 

inaccuracies in cast of, 278 

mandibular, see M andibular arch 

maxillary, see M axillary arch 

partially edentulous, see Partially 
edentulous arch 
Dental stones, 10 
Dental surveyor, see Surveyor 
Dentofacial deformities, 235 
Denture base 

abutment teeth adjacent to, 149 

accuracy of, 151, 291 

acrylic resin, see Acrylic resin base 

adjustments to, 363, ,364 

artificial teeth attached to, 133-136 

attachment methods, 130-131 

bearing surfaces of, 364 

contours of, 133 

deficiencies in, 17 

definition of, 9 

distal extension, see Distal extension 

denture base 
functions of, 127-130 
ideal material for, 131, 346 
metal 

accuracy of, 131-132 

acrylic resin base vs., 133, 323 

advantages of, 131-133,322 

artificial teeth attached to, 133, 134f, 
323-324, 386 

bulk of, 132-133 

creation of, 332 

disadvantages of, 324 

distal extension, 136-137 

distal extension partial denttires using, 
136-137, 139 

illustration of, 132f, 133f 

permanence of form, 132 

thermal conductivity of, 132 

tissue response to, 132 

waxing of, 322-327 

weight of, 132-133 
polishing of 

borders, 352-353 

facial surfaces, 353 
porcelain teeth attached to, 134-135 
pressure areas of, 364 
reliningof, 129, 136-140 
resin tube teeth attached to, 

134-135, 135f 
retention of, 129-131 
support for 

description of, 15-16 

overlay abutment as, 160-161, 161f 
tooth-supported, 127-128 
visible light-cured, 349-350, 381 
waxing of, 342-344, 343f 
Denture foundation area, 9 
Design 

biological considerations in, 25 
clasp 

encirclement principle, 91 
esthetic considerations, 176 


factors involved in, 214 

principles of, 89-93 

selection criteria for, 89, 150 
distal extension partial denture, 27, 31f 
major connectors 

description of, 43, 44f, 152-153 

guidelines for, 36-37 

investment cast transfer, 53, 54f 
mechanical considerations in, 25 
removable partial denture 

abutment teeth support, 151 

components of, 150-156 

description of, 12,25-26, 26b, 52f 

direct retainers, 153-154 

essentials, 148-150 

guiding plane, 155f-156f, 155-156 

indirect retainers, 156 

internal clip attachments, 160, 161f 

major connectors, 152-153 

minor connectors, 152-153 

retention determinations, 150 

ridge support, 151-152 

splint bar for support, 158-160 

stabilizing components, 154 

steps involved in, 149-150 

tooth support, 151 
tooth extractions for enhancement 
of, 212 

Diagnosis and treatment planning 
considerations for, 191 
diagnostic cast, 176 
fixed restorations, 213 
occlusal analysis, 213 
oral examination 

alveolar lamina dura, 210 

bone density, 207-208 

caries activity, 211 

disease validation, 207 

fee for, 196 

index areas, 208, 209f 

oral hygiene habits, 211 

oral prophylaxis, 192 

overview of, 206-207 

pain relief, 192 

periodontium, 210-211 

prosthetic foundation evaluations, 211 

radiographic examination, 192f, 
192-193 

residual ridge, 195, 211 

root morphology, 210, 210f 

sequence of, 192-196 

teeth examination, 193, 195-196 

temporary restorations, 192 

timing of, 192 

tooth support, 207 
orthodontic treatment, 214 
partial denture, 14-15 
patient interview for, 190, 205-206 
patient's participation in, 197-198 
periodontal, 242-243 
timing of, 191 
Diagnosis record, 193f-194f 
Diagnostic casts 
abutment teeth shaped on, 198 
dental arch evaluations, 196-197 
features of, 196 
impression for, 196 
jaw relationship records for, 203-204 
mandibular, 205, 206f 
materials for, 196 
mounting of 

articulator for, 198-200, 205 
in axis-orbital plane, 199-203 
in centric relation, 203 
description of, 198-199 
face-bow for. see Face-bow 
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Diagnostic casts (Continued) 

occlusal evaluations using, 196 

patient education using, 197-198 

purpose of, 196-198 

repositioning of, 178 

rest areas indicated on, 176, 177f 

surveying of, 168-169 

tripoding of, 177, 178f 
Direct retainers 

clasps. seeClasp(s) 

definition of, 8, 79 

design of, 150 

for distal extension partial dentures, 154 
extracoronal 

components of, 82f 

description of, 81 

examples of, 11 If, 114f 

illustration of, 81 f-82f 

indications, 89 

lingual, 107-108 

misuse of, 81 

tooth contour analysis for, 81-83 
types of, lOlf 
fractured, 384f 

interproximal occlusal rests used with, 

71, 71f 
intracoronal 
description of, 80f, 80-81, 108-109 
examples of, HOf, 112f-113f 
for tooth-supported partial dentures, 
153-154 

prosthesis movement control using, 

79-80 
retentive factors 

angle of cervical convergence, 83-86 

clasp flexibility, 86-88 

description of, 83 
temporary crowns used with, 266 
types of, 80-81 

wrought wire, 225-227, 226t-227t 
Disinfection, 191 
Distal extension denture base 

abutment teeth, 128, 207 

dislodgment of, 119 

functions of, 128-129 

impression materials for, 272 

metal, 136-137 

occlusal rests for, 33 

relining of, 377-380 

rotational movement of, 27, 29f 

support of 

denture base accuracy of fit, 291 
description of, 15-16, 151 
framework design, 291 
functional impression technique, 299 
impression registration accuracy and 

type, 289-291 
loss of, 137, 378 
methods of obtaining, 293-299 
occlusal load effects, 291-292 
residual ridge contour and quality, 

288-289 

selective tissue placement impression 
method for, 293-299, 297f-298f 
tissue displacement in, 291 
tooth-supported denture base vs., 136 
Distal extension partial denture 
abutment teeth support of, 151 
clasp assemblies for, 140 
class 1, 157 

denture base for. see Distal extension 

denture base 
description of, 287-288 
design of, 27,31f 
direct retainers for, 154 
force effects on, 27, 29f 


framework orientation for, 378 

indirect retention of, 287 

mandibular, 120f, 128f-129f, 138f, 182, 
303, 306f 

maxillary, 128f-129f 

mesial rest for, 32f 

metal bases for, 139 

posterior teeth in, 306f 

retention of, 287-288 

stress distribution in, 140 

support of, 147,377 
Distal extension spaces, 213 
Disuse atrophy, 127 

Hi 

Edentulism. see also Tooth loss 
aging and, 4 

fixed partial denture indications, 216 
Edentulous ridge, 9 

Elastomeric materials, for centric relation 

record, 205, 205f 
Electric soldering, 387, 389 
Embrasure clasp, 104f-105f, 104-105 
Embrasure space, minor connectors in, 55f 
Enamel 

recontouring of, 73 

rest seats in, 253 
Endodontic treatment, 213 
Erythroplasia, 235 
Esthetics 

denture base, 127 

diagnostic cast, 176 

isolated teeth used as abutment teeth, 
263-264, 265f 

path of placement design, 173 

tooth extraction for, 212 

tooth loss effects on, 5 
Exostoses, 233-234, 234f 
Extracoronal retainer, sec also Clasp-type 
retainer 

components of, 82f 

Dalbo, 141f 

description of, 81 

examples of, 11 If, 114f 

illustration of. 81f-82f 

indications, 89 

lingual, 107-108 

misuse of, 81 

tooth contour analysis for, 81 -83 
types of, 10 If 
Extraction of teeth 
presurgical, 212, 232, 232f 
removable partial denture indications 

after, 218-219 
tissue changes after, 218-219 

F 

Face-bow 
arbitrary point, 200 

articulator positioning of, 201, 202f, 203 

earpiece, 200-201 

function of, 199 

illustration of, 199f 

infraorbital pointer used with, 201 

maxillary cast transfer, 199-200 

occlusion rim for, 200 

orbital plane indicator, 201 

technique of, 200-202, 201f 
Face-bow fork 

cast support used with, 201-202, 202f 

description of, 200-201 
Facial surface, polishing of, 353 
Fence post, 32f 

Finishing, 331-332, 334f, 363-364 
Finishing lines, 57, 59. 59f 
Fixed partial dentures 


contraindications, 216 
illustration of, 4f 
indications for, 216-218 
modification spaces treated with, 
216, 2171" 

removable partial denture vs., 215-220 

tooth-bounded edentulous regions 
treated with, 216 

unilaterally missing molars treated with, 
217-218, 218f 
Flange, 219, 369 
Flask, 344, 347 
Floor of mouth 

description of, 40, 41f 

height of, 196 
Follow-up services, 370-371 
Food reduction, 5-6 
Force 

abutment teeth, 27, 32f 
characteristics of, 26 
on distal extension partial denture, 27, 29f 
horizontal, 27, 31 
lever effects on, 27, 30f 
occlusal, 54 
in oral cavity, 26 
vertical, 27 
Frameworks 
alloys for 

chromium-cobalt, 223t, 223-224 
gold,223t, 224 
specifications of, 225t 
stellite, 224t 

titanium, 223t, 225, 228t 
burnout of, 330-331 
casting of, 331, 332f-334f 
distal extension denture base support 

and, 291 
finishing of, 331-332, 334f 
fitting of, 293, 296f-297f 
mandibular 

description of, 7f, 36f 

waxing of, 322, 325f-327f 
with master cast, 320f 
maxillary, 8f,36f 
occlusal interference from, 364 
plastic mesh patterns for, 131 
polishing of, 331-332 
spruing of, 328-330, 330f-331f 
stabilizing components of, 154 
waxing of, 321-327 
wrought wire, 225-227, 226t-227t 
Freedom of displacement limitations, 

90-91 
Frena, 234-235 
Fulcrum, 26, 28f, 94 
Fulcrum lines, 29, 119, 121f, 138, 378 
Functional impression, 9, 290, 299 
Functional occlusal registration, 9-10 
Functional ridge form, 9 


Gas entrapment, during casting, 328 
Genioglossus, 235 

Gingival areas, polishing of, 353-354 

Gingival recession, 249f 

Gingival tissue height, 343 

Gold alloys 
description of, 223t, 224 
investment for casting, 330 

Guide flange prosthesis, mandibular, 
418-419, 419f 

Guided tissue regeneration, 247f-248f, 
247-248 

Guiding planes 
description of, 8, 85-86, 97f 
design of, 155f-156f, 155-156 
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of diagnostic casts, 173-174 
path of placement and, 172, 181 f 

H 

Hairpin clasp, I O If, 106f, 106-107 
Half-and-half clasp, 106, 106f 
Hard palate, 406 
Height of contour 

angle of convergence cervical to, 83-86 

definition of, 8, 82, 84 

illustration of, 215f 

undercut in relation to, I79f 
Height of floor of mouth, 196 
Hemangiomas, 235 
Hinge axis mounting, 306 
Horizontal jaw relation, 203,306 
Hydrocolloids 

irreversible, 273-275, 352f 

partially edentulous arch impressions 
using. 275-278 

precautions associated with, 276 

reversible, 273, 275 

stone casts from impressions made with, 
277-278 

syneresis of, 275 
Hyperkeratoses, 235 
Hyperplastic tissue, 234, 235f 

I 

I-bar, 101f,327f 

Impacted teeth, 233 

Implants, osseointegrated, 236f-238f, 

236-237 
Impression(s) 

accuracy of, 151 

anatomical form, 292-293 

for complete denture, 130 

description of, 287 

for diagnostic cast, 196 

functional, 9,290, 299 

mandibular arch, 294, 399-400 

maxillary arch, 399-400 

procedure for, 294 

for relining, 375, 376f, 380f 

residual ridge, 289-291 
Impression materials 

description of, 147, 271 

elastic, 273-275 

hydrocolloids, 273-275 

mercaptan rubber-base, 274, 285 

metallic oxide paste, 272 

modeling plastic, 272-273, 298f 

plaster of Paris, 205, 271-272 

polyether, 274 

resins, 273 

rigid, 271-272 

silicone, 274-275 

thermoplastic, 272-273 

wax, 273 
Impression registration 

accuracy of, 289-291 

description of, 147,157 

distal extension denture base support 
and, 289-291 
Impression trays 

acrylic resin, 280-285 

borders of, 279-280 

description of, 198 

maxillary, 276f, 281, 283f-284f 

perforated, 280f 

stock type of, 278-280 
Incisal rests, 9, 76-78 
Index areas, 208, 209f 
Indirect retainers 

auxiliary functions of, 120-121 

auxiliary occlusal rest, 121 


canine extensions from occlusal rests, 
121, 123 

canine rests, 121 

cingulum bars, 123, 156 

components of, 119, 122f 

definition of, 9, 119 

factors that affect, 119-120 

functions of, 119-121, 156 

linguoplate and, 41, 123 

location of, 156 

modification areas as, 123-124 

placement of, 119, 122f 

reciprocal clasp arms as, 93 

rugae support as, 124 
Indirect retention, 150 
Infection control, 190b, 190-191 
Infrabulge, 84f, 85 
Infrabulge bar clasp, 99, 99f 
Infrabulge retainer, 415 
Initial placement 

adjustments during 

to denture base bearing surfaces, 364 

description of, 363 

of occlusal interference from 

framework, 364 
ofocclusion, 244-245, 364, 366-369 

description of, 363-364 

follow-up services after, 370-371 

patient instructions, 369-370 
Injection process, 346-348 
Inlays 

abutment teeth preparation 

using, 256 
occlusal rest seats in, 73 
Interference 

diagnostic cast, 175-176 
frenum, 235 

to major connectors, 175 

occlusal, 243-244, 364 

path of placement and, 173 
Interim denture, 8 
Internal attachments 

advantages and disadvantages of, 108 

clasp-retained partial dentures, 12 

contraindications, 108-109 

examples of, 114f-116f 

internal rest seats vs., 171 

nonlocking type of, 109 
Internal clip attachments, 160, 161f 
Interocclusal record 

adjustable frame for, 308 

description of, 203, 204f 

for mandibular resection, 420 

metallic oxide bite registration paste 
for, 308 

occlusal relationship established using, 

307-308 
remounting using, 351 
wax, 307-308, 308f 
Interocclusal relations, 306. see also 

Occlusal relationships 
Interproximal areas, polishing of, 
353-354 

Interview of patient, 190, 205-206 
Intracoronal rests, 33, 71-72 
Intracoronal retainers 

description of, 80f, 80-81, 108-109 

examples of, HOf, 112f-113f 

placement of, 170-171 

surveyor for placement of, 170-171 

for tooth-supported partial dentures, 
153-154 
Investing of partial denture 

description of, 344-346 

framework, 329-330 

tinfoil placement before, 346 


Investment, casting removed from, 331, 

332f-334f 
Investment cast 

beading effects on, 54f 

definition of, 10 

reciprocal clasp arm waxed on, 261 
wax pattern on, 130f 
Irreversible hydrocolloids, 273-275, 352f 

I 

Jaw deformity, 235 
Jaw relation records 

bases for. see Record base 

creation of, 203, 309 

description of, 16 

for diagnostic casts, 203-204 

horizontal, 203, 306 

for mandibular resection, 420 

for maxillary complete denture opposing; 

a mandibular removable partial 

denture, 315-317 
occlusion rims for making of, 310 
stone occlusal template made from, 

338-339 

K 

Kennedy classification of partially 
edentulous arches 
anterior-posterior palatal strap-type 

connector for, 48-49 
Applegate's rules for applying, 22b, 

22-23 
class I, 20, 20f-21f 
class II, 7f, 20, 20f-21f 
class III, 20, 20f-21f, 216f 
class IV, 20, 20f-21f, 303, 305f 

L 

Labial bar, 43-46, 62-63 
Labial flange, 219 
Laboratory technician, 360-361 
Ledges, on abutment crowns, 

259-262 
Lever 

definition of, 26 

force affected by, 27, 30f 

fulcrum, 26, 28f 

types of, 27, 28f 
Lingual bar 

borders of, 37, 38f, 39-40 

characteristics of, 61 

with cingulum bar, 39f-40f, 43, 45f, 62 

definition of, 9 

floor of mouth measurements, 
40, 41f 

half-pear shape of, 39-40, 40f, 152 

illustration of, 39f, 325f 
Lingual rest 

definition of, 9 

location of, 75,263 

tooth preparations for, 75 

types of, 74, 74f 
Lingual rest seats 

chromium-cobalt, 76f 

description of, 74 
Lingual retention, 107-108 
Linguoplate 

characteristics of, 40-41, 42f, 61 

definition of, 9 

hinged continuous labial bar, 44 
illustration of, 39f, 42f 
indications for, 42, 153 
indirect retainers and, 41, 123 
occlusal rests with, 53 
recontouring for, 41, 42f 
tooth support using, 42 
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M 

M achines 

classification of, 26, 27f 

complex, 26, 27f 

simple, 26, 27f 
M achining cast restorations, 171 
Major connectors 

borders of, 37 

breakage of, 306 

characteristics of, 39b 

cingulum bar, 39f-40f, 43, 45f, 62 

definition of, 9 

design of 

description of, 152-153 

guidelines for, 36-37 

investment cast transfer, 53, 54f 
distortion of, 386 
finishing lines, 57, 59 
function of, 35 
interference to, 175 
labial bar, 43-46, 62-63 
leverage principles, 35 
lingual bar 

borders of, 37, 38f, 39-40 

characteristics of, 61 

with cingulum bar, 39f-40f, 43, 45f, 62 

definition of, 9 

floor of mouth measurements, 
40,41f 

half-pear shape of, 39-40, 40f, 152 
illustration of, 39f 
linguoplate 
characteristics of, 40-41, 42f, 61 
definition of, 9 

hinged continuous labial bar, 44 

illustration of, 39f, 42f 

indications for, 42, 153 

indirect retainers and, 41 

recontouringfor, 41, 42f 

tooth support using, 42 
location of, 36-38 
mandibular, 38-46, 61-63, 214 
margins of, 37 
maxillary, 46-53 
palatal bar 

anterior-posterior, 47f, 53 

rigidity of, 153 

single, 47f, 52-53 
palatal plate, 47f, 49f-50f, 49-50, 64 
palatal strap 

anterior-posterior, 47f-48f, 48-49, 
63-64 

single, 47f-48f, 48, 63 
relief beneath, 36-37, 195 
rigidity provided by, 35-36, 152 
split bar, 142f 

sublingual bar, 39f, 43, 61-62 
support for, 46-47 
Swing-Lock, 44-45, 46f, 416 
U-shaped palatal connector, 47f, 52, 
64, 153 

Malignant melanoma, 399f 
Malposed teeth, 233, 234f, 246 
M andible 
bone graft reconstruction of, 

409-410,414 
defects of, 407-409 
tooth loss effects on, 5 
tumors of, 408 
M andibular arch 
impression of, 294f 
Kennedy classification of 

class 11,2 If 

class III, 21 f, 305f 

class IV, 305f 


Mandibular casts, 205, 206f 
Mandibular major connectors, 38-46, 

61-63,214 
M andibular prostheses 

guide flange, 418-419, 419f 

for mandibular resections, 414-418 
Mandibular removable partial denture 

bilateral distal extension, 4f, 303, 
304f, 306f 

clasp-retained, 13f 

distal extension, 120f, 128f-129f, 138f, 182 

framework for, 324f 

maxillary complete denture opposing, 
jaw relations for, 315-317 
M andibular resection 

cosmetic deformity associated with, 409 

defects created by, 413, 414f 

evolution of, 413-414 

jaw relation records for, 420 

marginal, 408f 

prostheses for, 414-418 

segmental, 408f 

type l,414,415f 

type II, 414-417, 416f 

type III, 417 

type IV, 417-418 

type V, 418 
M andibulectomy, 414f 
M aster cast 

blockingout, 180-181, 183t-184t, 320 
framework with, 320f 
preparation of, 320 
relieving the, 181-183, 184t 
repouringof, 345 

surveying of, 171-172, 172f, 178-179 
M astication 

occlusal contact area and. 5-6 

physiology of, 5 

prosthesis' effect on, 5 
M axilla 

complete denture of. jaw relations for 
mandibular removable partial 
denture opposing, 315-317 
squamous cell carcinoma of, 398f 
tooth loss effects on, 5 
Maxillary arch 
Kennedy classification of 
class l,21f 
class 11, 239f 
class III, 21f, 216f 
class IV, 2 1 f 
M axillary clasp-retained partial dentures, 

13f 

Maxillary impression tray, 276f, 281, 

283f-284f 
Maxillary teeth, 398f 
M axillary tuberosity, 218 
Maxillectomy, 410, 412f 
Maxillofacial defects 
classification of, 398, 398f 
illustration of, 400, 401 f 
surgical, treatment of, 405-407 
Maxillofacial prostheses 
for acquired maxillofacial defects 
complications, 402-403 
defects, 403-404 
definitive care, 404 
description of, 398 
illustration of, 400, 401f 
impressions, 399-400 
interim obturator prosthesis, 

400-402, 402f 
intraoperative care, 398-400 
large defects, 401-402 
oral hygiene considerations, 403-404 


postoperative care, 399 

preoperative care, 398-400 
clasp retention for, 403 
classification of, 398 
discomfort caused by, 402-403 
functional loading considerations, 405 
intraoral, 404-405 
obturator 

characteristics of, 410 

definitive vs. interim, 404f 

design of, 410, 412f 

distal extension, 407f 

maxillofacial defects treated with, 
400-402, 402f, 405, 406f 
overview of, 397 

palatal augmentation prostheses, 413 

palatal lift prosthesis, 413 

speech aid, 410-412 

stabilization of, 400 
Mercaptan rubber-base impression 

materials, 274, 285 
Mesial rests 

clasps, 94 

for distal extension partial denture, 32f 
Metal base 

accuracy of, 131-132 

acrylic resin base vs., 133, 323 

advantages of, 131-133,322 

artificial teeth attached to, 133, 134f, 
323-324, 386 

bulk of, 132-133 

creation of, 332 

disadvantages of, 324 

distal extension partial dentures using, 
136-137, 139 

illustration of, 132f, 133f 

permanence of form, 132 

thermal conductivity of, 132 

tissue response to, 132 

waxing of, 322-327 

weight of, 132-133 
Metal teeth, 136 

Metallic oxide bite registration paste 

centric relation record created using, 205 

interocclusal record created using, 308 
M etallic oxide paste, 272 
M inor connectors 

breakage of, 386 

bulk of, 56 

definition of, 53-54 

description of, 37 

design of, 56, 152-153 

distortion of, 386 

in embrasure space, 55f 

finishing lines, 57, 59 

form of, 54-55 

function of, 54 

location of, 54-55 

modifications of, 56, 154 

nailhead, 57 

tissue stops for, 57, 57f-58f 
M odel release agent, 349 
Modeling plastic 

centric relation record created 
using, 204 

description of, 272-273, 298f 

occlusion rims made from, 337 
Modification areas, as indirect retainers, 

123-124 
Modification spaces 

anterior, 216, 217f 

for class III maxillary arch, 157f 

fixed partial dentures and, 216 

long, 212-213 

short, 212 
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Molars 
rest seats for, 71 f 
splinting of, 263 
third, 210, 211f 

unilaterally missing, fixed partial 
denture for, 217-218, 218f 
Mold, 10 

Mounting ring record, 205 
Mouth 
floor of 
description of, 40, 41 f 
height of, 196 
oral hygiene of, 370 
Mouth preparation, see also Surgical 
preparations 
alveolar bone augmentation, 237-238 
bony spines, 235 

clasp-retained partial dentures, 14-15 
cysts, 233 
deficiencies in, 17 
dentofacial deformities, 235 
description of, 231 
erythroplasia, 235 
exostoses, 233-234, 234f 
frena, 234-235 
hemangiomas, 235 
hyperkeratoses, 235 
hyperplastic tissue, 234, 235f 
impacted teeth removal, 233 
knife-edge ridges, 235 
malposed teeth, 233, 234f, 246 
muscle attachments, 234-235 
odontogenic tumors, 233 
osseointegrated devices, 236f-238f, 

236-237 
papillomas, 235 
periodontal 

advantages of, 248-249 

description of, 241 

disease control, 243-246 

irritating factors eliminated, 243 

nightguard use, 245f, 245-246 

objectives of, 241 

occlusal adjustments, 244-245 

occlusal interferences, 243-244 

oral hygiene measures, 243 

recall maintenance, 248 

root planing, 2-13 

scaling, 243 

splinting, 245 

surgery, see Periodontal surgery 
tooth movement, 246, 246f 
polyps, 235 

residual root removal, 232, 233f 
timing of, 231-232 

tissue conditioning, 238-240, 240f-241f 

tooth extractions, 232, 232f 

tooth surface reshaping during, 175 

tori, 233-234, 234 f 

ulcerations, 235 

M outh-temperature wax, 273 

M ovements 
clasps designed to accommodate, 94-102 
direct retainers to control, 79-80 
occlusal rests for prevention of, 33 
partial dentures 

axis rotation, 28-29 

description of, 28 

imaginary vertical axis rotation, 31 

longitudinal axis rotation, 30-31 
tooth-supported partial dentures, 31-32 
M ucosa, see Oral mucosa 
Multiple clasp, 106, 106f 
Muscle attachments, 234-235 
Mylohyoid, 235 


N 

Nail heads, 327 
Nightguard, 245f, 245-246 

O 

Obturator prostheses 

characteristics of, 410 

definitive vs. interim, 404f 

design of, 410, 412f 

distal extension, 407f 

maxillofacial defects treated with, 
400-402, 402f, 405, 406f 
Occlusal contact area, 5-6 
Occlusal interferences, 243-244, 364 
Occlusal load, 291-292 
Occlusal pathways, 310-313 
Occlusal registration, 311, 31 If, 313f 
Occlusal relationships 

artificial posterior teeth, 313-315 
balancing contacts, 302 
Class Tl partial denture, 314f 
description of, 301-302 
desirable, 302f-306f, 302-303 
evaluation of, 16, 195 
importance of, 366 
methods for establishing 
description of, 306 
direct apposition of casts, 306-307 
hinge axis mounting, 306 
interocclusal records with posterior 
teeth remaining, 307-308, 308f 
jaw relation records made on 
occlusion rims, 310, 310f 
occlusal pathways, 310-313 
occlusion rims on record bases, 308-310 
temporary removable partial denture, 
393 ~ IP'I 
posterior teeth, 313-315 
recording of, 16, 306 
working contacts, 302, 303f-305f 
Occlusal rest(s) 
on abutment tooth, 124 
angle of, 69, 69f 
auxiliary, 91f, 121 
canine extensions from, 121, 123 
distal extension denture base, 33 
embrasure clasp and, 104 
extended, 70-71 
form of, 68-70, 69f 
fractured, 385, 385f-386f 
interproximal, 71, 7 If 
with linguoplate, 53 
maxillary tooth-supported partial 

dentures using, 72f 
movements prevented by, 33 
preparation of, 256, 257f 
secondary, 69, 70f 
Occlusal rest seats 
abutment teeth preparation, 250-251, 253 
in crowns, 73 
description of, 67 
enamel surfaces for, 72-73 
in existing restorations, 73 
floor of, 69 
form of, 68-70, 69f 
tooth preparation for, 73, 250 
Occlusal splint, 393 
Occlusal stress, 301 
Occlusal surfaces, 340, 340f 
Occlusal template 
functional occlusal record used to create, 
338-339 

occlusal correction to, 350-351, 352f 
posterior teeth arranged on, 339-341 
remounting of, 350-351, 352f 


Occlusion 
acrylic resin teeth, 135 
adjustment of, 244-245, 364, 365-369 
analysis of, 213 
balanced, 9, 301 

diagnostic casts for evaluating, 196 
establishment of, 301-302 
readjustment of, 351 
reconstruction of, 213 
reestablishment of 

description of, 135-136 

on relined partial denture, 380-382 
temporary removable partial denture 

effects on, 395, 395f 
for tooth-supported partial dentures, 
302 

Occlusion rims 

centric relation recorded using, 309-310 

jaw relation records made from, 310, 
336-338 

materials used in, 336 

modeling plastic for, 337 

patient instructions regarding, 31.1 

on record bases, for occlusal relations, 
308-310 

shaping of, 336, 336f 

wax used for, 337 
Odontogenic tumors, 233 
Oral examination 

alveolar lamina dura, 210 

bone density, 207-208 

caries activity, 211 

disease validation, 207 

fee for, 196 

index areas, 208, 209f 

oral hygiene habits, 211 

oral prophylaxis, 192 

overview of, 206-207 

pain relief, 192 

periodontium, 210-211 

prosthetic foundation evaluations, 211 

radiographic examination, 192f, 192-193 

residual ridge, 195, 211 

root morphology. 210, 210f 

sequence of, 192-196 

teeth examination, 193, 195-196 

temporary restorations, 192 

timing of, 192 

tooth support, 207 
Oral hygiene 

abutment teeth, 370 

habits of, 211 

patient instruction regarding, 243 

periodontal, 243 
Oral mucosa 

health conditions that affect, 205 

irritation of, 238, 240f 

tooth loss effects on, 5 
Orthodontic treatment. 214 
Osseointegrated devices. 236f-238f, 236-237 
Overlay abutment, for denture base 
support, 160-161 


Palatal augmentation prostheses, 408, 413 
Palatal bar 

anterior-posterior, 47f, 53 

definition of, 9 

palatal strap vs., 52 

rigidity of, 153 

single, 47f, 52-53 
Palatal litl prostheses, 113 
Palatal major connector 

description of, 9 

location of. 37, 38f 
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Palatal plate, 37, 47f, 49f-50f, 49-50, 64 
Palatal strap 

anterior-posterior, 47f-48f, 48-49, 63-64 

definition of, 9 

palatal bar vs., 52 

single, 47f-48f, 48, 63 
Palatopharyngeal incompetence, 413 
Palatopharyngeal insufficiency, 412 
Papilla, 343 
Papillomas, 235 
Parallel blockout, 183t 
Partial dentures 

components of, 35, 36f 

design of. see Design, removable partial 

denture 
distal extension, 15-16 
fixed 

contraindications, 216 
illustration of, 4f 
indications for, 216-218 
modification spaces treated with, 
216, 217f 

removable partial denture vs., 215-220 
tooth-bounded edentulous regions 

ireated with, 216 
unilaterally missing molars treated 
with, 217-218, 218f 
movements of 
axis rotation, 28-29 
description of, 28 
imaginary vertical axis rotation, 31 
longitudinal axis rotation, 30-31 
removable, see Removable partial 

denture 
removal of 
daily, 60 

technique for, 101 
service phases for 
design, 14-15 
diagnosis, 14 

distal extension denture base support, 
15-16 

mouth preparation, 14-15 
occlusal relations, 16 
overview of, 14 
patient education, 14 
placement procedures, 16-17 
recall, 17 

tooth arrangements, 16 

treatment planning, 14-15 

treatment sequencing, 14-15 
single palatal bar used with, 53 
Partial edentulism 
aging and, 4 
classification of, 19 
prosthetic options for, 11 
Partially edentulous arch 
classification of, 19-23 
configurations of, 23f 
description of, 19 
impressions of 

description of, 275-276 

hydrocolloids for, 275-278 
Kennedy classification of 

Applegate's rules for, 22b, 22-23 

description of, 20f-21f, 20-21 
maxillary, 51 f 
maxillectomy, 410, 412f 
topography of, 288 
Path of placement 
definition of, 168 
esthetic effects, 173 
final determination of, 176-177 
guiding planes and, 172, 181f 
interference effects on, 173 
retentive areas and, 172 


Patient 
education of 
definition of, 14 
diagnostic cast for, 197-198 
partial denture success and, 14 
initial placement instructions for, 369-370 
temporary removable partial denture 
used for conditioning of, 394 
Patient interview, 190, 205-206 
Patient-dentist relationship, 14, 17 
Periodontal disease 
diagnosis of, 241-242 
treatment of, 399 
treatment planning for, 242-243 
Periodontal surgery 
description of, 246 
flaps, 246 

guided tissue regeneration, 247f-248f, 

247-248 
plastic surgery, 248 
Periodontal therapy 
advantages of, 248-249 
description of, 241 
disease control, 243-246 
irritating factors eliminated, 243 
nightguard use, 245f, 245-246 
objectives of, 241 
occlusal adjustments, 244-245 
occlusal interferences, 243-244 
oral hygiene measures, 243 
recall maintenance, 248 
root planing, 243 
scaling, 243 
splinting, 245 

surgery, see Periodontal surgery- 
tooth movement, 246, 246f 

Periodontium, 210-211 

Phonetics, 369 

Placement 
initial, see Initial placement 
path of. see Path of placement 
of temporary removable partial 
dentures, 394-395 

Plaster of Paris, 271-272 

Plastic, 10 

Plastic jigs, 279f 

Plastic mesh patterns, for retentive 

framework, 131 
Polishing 
of denture base 
borders, 352-353 
facial surfaces, 353 
of gingival areas, 353-354 
of interproximal areas, 353-354 
of partial denture, 352-354 
framework, 331-332 
Polyether impression materials, 274 
Polyps, 235 

Porcelain artificial teeth, 133-135, 342, 351 
Posterior teeth 

arrangement of, to opposing cast or 
template, 339-341 

artificial, 303, 313-315, 339-340 

balanced contact of, 303 

forms of, 339-340 

removable partial denture for 
replacement of, 218 
Precision attachment, 8-9 
Premolars 

bar-type clasps on, 93f 

rest seats for, 71f 

splinting of, 262-263 
Pressed-on method, 341-342 
Primary retention, 79, 129 
Principle of encirclement, 91 
Probing depths, 242 


Processing, 346-350 

Prostheses, see also specific prosthesis 

anticipatory movement of, 14 

definition of, 8 

demographics of, 6 

functional restorations with, 5-6 

objectives of, 3 

purpose of, 11 

support of, 145-146 

types of, 3,4f 
Prosthodontics, 7-10 
Protrusive record, 204 
Provisional denture, 8 
Pumicing of gingival areas, 353 

R 

Radiographic examination 

data obtained during 
alveolar lamina dura, 210 
bone density, 207-208 
disease validation, 207 
index areas, 208, 209f 
root morphology, 210, 2101 
tooth support, 207 

description of, 192f, 192-193 

periodontal evaluations, 242 
Rebasing, 9, 375 
Reciprocal clasp arms 

description of, 89 

design of, 260 

flexing action of, 91f 

functions of, 92-93, 259 

indirect retainer function of, 93 

on investment cast, 261 

lingual, 154 

rigidity of, 154 
Record, seelnterocclusal record; Jaw 

relation record 
Record base 

acrylic resin, 334-336, 335f 

centric relation recorded on, 309-310 

creation of, 332-336 

occlusion rims on, 308-310 

residual ridge for, 309 

sprinkled acrylic resin, 334-336, 335f 

technique for, 309, 332-336 

tissue contact with, 334 
Refractory cast, 10, 54f 
Refractory investment, 10 
Relief of master cast, 181-183, 184t 
Relining 

definition of, 9 

denture base, 129, 136-140 

distal extension denture bases, 377-380 

impression for, 375, 376f 

indications, 292, 375-376, 378 

occlusal reestablishment after, 380-382 

rebasing vs., 375 

tooth-supported denture bases, 375-377 
Remounting, 350-351, 352f 
Removable partial denture 

add ition of teeth to, 386 

anterior teeth used in, 341-342 

biomechanics of, 25-28 

care of, 371 

clasp-type, 4f 

cleaning of, 370 

complete denture vs., 220-223 

component partial, 162, 162f 

components of, 35, 36f 

current use of, 6-7, 7b 

definition of, 8 

description of, 3 

design of. see Design, removable partial 

denture 
distal extension, 120f 
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failure of, 191-192, 253 
fixed partial denture vs., 215-220 
food reduction benefits of, 5-6 
indications for 

abutment teeth, 219 

bilateral stabilization, 219 

economics, 219 

long span, 219 

posterior teeth replacement, 218-219 

residual bone loss, 219-220 
initial placement of, 303-364 
instability of, 6, 7t, 13 
interim restoration use of, 393-394 
investing of, 344-346 
mandibular bilateral distal extension, 4f, 

303, 304f, 306f 
mandibular framework, 7f, 36f 
masticatory benefits of, 5 
maxillary framework, 8f, 36f 
movements of, 25 
need for, 7 

posterior teeth replacement with, 218 
processing of, 346-350 
removal of, 101 

technical concerns for, 6-7, 7t 
temporary, see Temporary removable 

partial dentures 
temporary crowns used with, 266 
terminology associated with, 7-10 
tissue reactions to, 59-60 
after tooth extractions, 218-219 
tooth-supported, 4f, 67 
vertical support of, 67, 68f 
Residual ridge 
anatomical form of 

definition of, 289, 290f 

impressions, 292-293 
contour of, 288-289 
coverage by, 289 
crest of, 288, 289f 
definition of, 9 

distal extension denture base affected 

by, 137, 288-289 
examination of, 195,207,211 
functional form of, 289, 290f 
impression of, 289-291 
occlusal load on, 151, 152f 
reabsorption of, 297 
record bases on, 309 
removable partial denture and 

design considerations, 151-152 

indications, 219-220 
slope of, 288 
support of, 147, 151-152 
temporary removable partial denture 
benefits for, 393 

Resin 

definition of, 10 

impressions using, 273 
Resin base, see Acrylic resin base 
Resin tube teeth, 134-135, 135f 
Resin veneers, 342 
Rest(s) 

anterior teeth preparations for, 74-75 
canine, 121 

caries considerations, 72 
definition of, 9 
on diagnostic cast, 176, 177f 
enamel surfaces for, 72 
final location of, 176 
incisal, 9, 76-78 
indirect retainer as, 120 
intracoronal, 33, 71-72 
lingual 

definition of, 9 

location of, 75, 263 


tooth preparations for, 75 

types of, 74, 74f 
lingual retention with, 107-108 
occlusal, see Occlusal rest(s) 
purpose of, 67 
semipreeision, 9 
support for, 72-74 

for tissue-supported partial dentures, 149 
tooth preparation for, 73 
for tooth-supported partial dentures, 149 
Rest seats 
in enamel, 253 
floor of, 251 
incisal, 76-78 
internal, 171 
lingual 

chromium-cobalt, 76f 

description of, 74 
occlusal 

abutment teeth preparation, 250-251, 
253 

in crowns, 73 

description of, 67 

enamel surfaces for, 72-73 

in existing restorations, 73 

floor of, 69 

form of, 68-70, 69f 

tooth preparation for, 73, 250 
surveyor for placement of, 171 
Restorations 
abutment teeth preparation using, 

249-250, 256-258 
fabrication of, for retainers, 266-268, 268f 
temporary, 192 
Retainer 
definition of, 8 
direct, see Direct retainers 
indirect, 9 

restorations fabricated to fit, 266-268, 

I 268f v wJ^L. 

stress distribution, 1 4 1 f 
Retention 

clasps for. seeClasp(s) 

copings for, 115f 

definition of, 8 

denture base, 129-131 

design based on, 150 

direct, see Direct retainers 

indirect, seelndirect retainers 

measurement of, 179-180 

methods of, 79-80 

primary, 79, 129 

secondary, 79-80, 129 

undercut for, 85 
Retentive areas 

of diagnostic casts, 174-175 
path of placement and, 172-173 

Reverse-action clasp, 106f, 106-107 

Reversible hydrocolloids, 273, 275 

Ring clasp, 102-103 

Roentgenogram, 10 

Root 

morphologic evaluations, 210 

residual, 232, 233f 
Root planing, 243 
Rotation 

axis of. see Axis of rotation 

longitudinal axis, 30-31 
RPA clasps, 94, 96 
RPI clasps, 94,96,150 
Rugae support, 124 

S 

Saliva, synthetic, 211 
Scaling, 243 

Secondary retention, 79-80, 129 


Selective grinding, for occlusal adjustment, 
244-245 

Selective tissue placement impression 
method, for distal extension base 
support, 293-299, 297f-298f 

Semipreeision rest, 9 

Shaped blockout, 183t-184t 

Silane, 136 

Silicone impression materials, 
274-275 

Single palatal strap, 47f-48f, 48, 63 
Snowshoe principle, 129 
Soft palate, 407 
Soldering 

electric, 387, 389 

of fractured occlusal rests, 385, 
385f-386f 

repair by, 387, 389-390 

torch, 389-390 

of wrought-wire retainer arms, 322, 
327f-328f, 384 
Soreness, 369 
Spark erosion, 262 
Speech aid prostheses, 410-412 
Splint bar, 158-160, 159f-160f 
Splinting 

abutment teeth, 262-263 

description of, 213 

permanent, 245 

temporary, 245 
Sprinkled acrylic resin record base, 

334-336, 335f 
Sprinkling technique, 333-334 
Sprues, 328-329, 330f-331f 
Spruing, 328-330, 330f-331f 
Stability 

cross-arch, 35 

definition of, 8 

lack of, 6, 7t 
Stabilizing-reciprocal cast clasp arm, 89 
Static form, 9 
Stellite alloys, 224t 
Stone casts 

duplicating of, 319-320, 321f 

hydrocolloids used to make, 277-278 
Stone occlusal template, 338-339 
Stress distribution, 252-253 
Stress equalizer, 140, 142f 
Stress-breakers, 140f-142f, 140-142, 148, 

154,290-29) 
Sublingual bar, 39f, 43, 61-62 
Support 

abutment teeth, 151 

class I partial denture, 146 

class II partial denture, 146 

class III partial denture, 146, 146f 

component partial used for, 162, 162f 

definition of, 8 

denture base 
description of, 15-16 
distal extension, see Distal extension 

denture base, support of 
overlay abutment as, 160-161, 161f 

distal extension partial denture, 
147, 377 

labial bar, 44 

residual ridge effects on, 147 

for rests, 72-74 

splint bar for, 158-160 
Suprabulge, 84f, 84-85 
Surgical preparations, see also Mouth 
preparation 

description of, 211-212 

long modification spaces, 212-213 

short modification spaces, 212 

tooth extractions, 212 


458 Index 


Surveying 

of ceramic veneer crowns, 169-170, 170f 
of diagnostic casts 

description of, 168-169, 173 

esthetics, 176 

guiding planes, 173-174 

interference areas, 175-176 

recording relation of cast to surveyor, 
177-178 

retentive areas, 174-175 
of master cast 

blocking out, 180-181 

description of, 171-172, 172f, 178-180 

relieving the, 181-183 
path of placement 

definition of, 168 

esthetic effects, 173 

final determination of, 176-177 

guiding planes and, 172, 181f 

interference effects on, 173 

retentive areas and, 172 
purpose of, 165 
Surveyor 
definition of, 10, 165 

description of, 14-15, 15f, 81, 83f, 166-168 

diagnostic cast repositioning on, 178 

Jelenko, 166f, 166-167 

Ney, 166f, 166-167 

purposes of 
contouring wax patterns, 169, 170f 
description of, 168 
diagnostic cast surveying, 168-169 
internal rest seat placement, 171 
intracoronal retainer placement, 
170-171 

machining cast restorations, 171 
master cast surveying, 171-172, 178-179 
recording relation of cast to surveyor, 

177-178 
tools used with, 167f 
Swallowing, 6 

Swing-Lock, 44-45, 46f, 416 
Syneresis, 275 


Teeth 

addition of, 386 

anterior, see Anterior teeth 

arrangement of, to an occluding surface, 
340-341 

artificial, see Artificial teeth 

examination of, 193, 195-196,211 

fracture of, 388f 

impacted, 233 

malposed, 233, 234f, 246 

mandibular, 392f 

maxillary, 398f 

mobility evaluations, 242 

movement of, 246, 246f 

posterior, see Posterior teeth 

reshaping of, 175, 214, 215f 

vitality tests of, 196 
Temporary crowns, 266 
Temporary removable partial dentures 

adjustments of, 394 

blockoutof, 394-395, 395f 

description of, 391 

in edentulous areas, 393 

indications for 

abutment teeth, 393 

appearance, 391, 392f 

conditioning of patient for prosthesis 

wearing, 394 
conditioning of teeth, 393 
interim restoration during treatment, 

393-394 


occlusal relationship reestablishment, 
393 

residual ridge conditioning, 393 
space maintenance, 391, 392f 
occlusal imbalance created by, 395, 395f 
occlusal splint usage of, 393 
placement of, 394-395 
Temporary restorations, 192 
Terminology, 7-10 
Third molars, 210, 211f 
Tissue 

conditioning of, 238-240, 240f-241f 
distortion of, 146f 
hyperplastic, 234, 235f 
metallic coverage-induced reactions of, 
59-60 

record base contact with, 334 
Tissue stops 

finishing line, 59f 

minor connectors, 57, 57f-59f 
Tissue-supported partial dentures 

clasp design for, 147 

functional load support for, 405 

indications, 12 

rest location for, 149 

support for, 146-147 
Titanium alloys, 223t, 225, 228t 
Tooth contours 

extracoronal retainer, 81-83 

height of contour 
angle of convergence cervical to, 

* 83-86 
definition of, 8, 82, 84 
illustration of, 215f 

hinged continuous labial bar indications 
for, 45-46 

modification of, 256, 257f, 369 

reshaping of, 176, 214 
Tooth extractions 

presurgical,212, 232, 232f 

removable partial denture indications 
after, 218-219 

tissue changes after, 218-219 
Tooth loss, see also Edentulism 

abutment teeth, 386-387 

aging and, 3-4 

consequences of, 5 

esthetic impact of, 5 

food reduction effects, 5-6 

long spans of, 212-213 

masticatory effects of, 5 

oral mucosa changes secondary to, 5 

partial, 11 

short spans of, 212 

unilateral, 215 
Tooth mobility, 242 
Tooth-supported denture base 

acrylic resin, 376 

description of, 287 

distal extension denture base vs., 136 
functions of, 127-128 
relining of, 375-377 
Tooth-supported partial dentures 
anatomic ridge form for, 16 
bar clasp assemblies used with, 96 
clasp design for, 147 
direct retainers for, 153-154 
illustration of, 4f 
impressions for, 285 
isolated teeth in, 263 
mandibular, 317 
movements of, 31-33, 145 
occlusal adjustment of, 366 
occlusion for, 302 
rest location for, 149 
support for, 146-147 


Tooth tissue-supported partial denture 

characteristics of, 12-13, 69, 145 

clasp design in, 148 
Torch soldering, 389-390 
Tori, 233-234, 234f 
Treatment 

individualization of, 189 

infection control practices, 190b, 
190-191 

objectives of, 191-192 

purpose of, 189 

sequencing of, 15 

uniqueness of, 189 
Treatment planning, see Diagnosis and 

treatment planning 
Treatment record, 194f 
Tribochemical coating, 136 
Tube teeth, 134-135, 135f 

U 

Undercut 

blocking out of, 181, 183f, 332, 351 

definition of, 8 

distobuccal, I O I f 

height of contour and, 179f 

location of, 150 

measurement of, 179, 179f 

retention considerations, 85 
Undercut gauge, 179f 
U-shaped palatal connector, 47f, 52, 
64, 153 

V 

Visible light-cured acrylic resin, 281, 

284-285, 308, 349 
Vitality tests of teeth, 196 

W 

Wax 

centric relation record created using, 204 
diagnostic uses of, 217f 
impressions using, 273 
interocclusal record created using, 

307-308, 308f 
occlusion rims made from, 337 
Wax pattern 
contouring of 

abutment teeth preparation, 250 

occlusal view, 252f 

surveyor for, 169, 170f 
definition of, 10 

wrought wire incorporated into, 225f 
Waxing 

of denture base, 342-344, 343f 

of mandibular partial denture, 322, 
325f-327f 

of metal base, 322-327 

of partial denture framework, 321-327 

work authorization specifications, 360 
Work authorization 

characteristics of, 357-359 

content of, 357 

form, 358f-359f 

functions of, 357 

instructions given in, 359-360 

legal aspects of, 360 

responsibilities delineated in, 360-361 
Working chart, 193, 195f 
Working contacts, 302, 303f-305f 
Wrought wire 

clasp arms, 101-102,371,383 

direct retainers, 140, 225-227, 226t-227t 

soldering to framework, 322, 327f-328f 

X 

Xerostomia, 211 


